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Overview 



The AD VIA"’ 2120/2120i Hematology System is a fully automated diagnostic 
instrument with a throughput of 120 samples per hour (CBC/diff). The analyzer 
uses whole blood samples to provide the following types of results: 


• Complete blood counts (CBC) 

• CBC plus white cell differential counts (CBC/diff) 

• Reticulocyte absolute, percent and indices counts (retie) 

• CBC/diff plus retie (CBC/diff/retic) 

• CBC/retic 


2 
































Components 

The ADVIA 2120/2120i Hematology System is made up of two major 
components: 


• The analyzer contains all the electronics, pneumatics, hydraulics, and 

sampler mechanisms, as well as the on-board reagent storage for all reagents, 
DEFOAMER, and wash solutions except SHEATH / RINSE. The waste 
system is a subcomponent of the analyzer. 



1 Autosampler 

2 Manual open-tube sampler 

3 Manual closed-tube sampler 

4 Unifluidics™ technology 

5 Perox optical assembly 

6 RBC optical assembly 

7 Hgb colorimeter assembly 


8 Sample, sheath, and diaphragm 
pumps 

9 Reagents, sheath, wash, and rinse 

10 Vacuum and pressure regulator 
knobs 

11 Touchpad 

12 Manual barcode reader 

13 Waste removal system 


• The personal computer includes a monitor, a mouse, a keyboard, and the 
interconnect cabling. 
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Autosampler 

The autosampler automatically transports, mixes, identifies, and aspirates 
samples in closed tubes. 

The autosampler is a rack-style sampler with a capacity of 150 sample tubes: 15 
racks of 10 tubes. The individual racks are barcoded for rack and position 
numbers. 

Allowable tube sizes 

Minimum Vol. 

Tube size (mm) Draw Required 

diameter x height Manufacturer Vol. (mL) Dead Vol. (mL) 


10x50 

Becton-Dickinson 

VACUTAINER 

— 

0.6 

10x64 

Venoject 

- 

0.6 

11 x 65 

Sarstedt Monovette 

2.7 

1.0 

11 x 74 

Tapval 

4 

1.1 

11 x78 

screw cap 

4 

1.2 

11 x 83 

Sarstedt Monovette 

4 

1.0 

11 x 91 

Sarstedt Monovette 

5 

1.0 

12x75.6 

Greiner Vacuette 

2,4 

1.0 

12x80 

screw cap 

- 

1.1 

12x80.7 

Exetainer 

3 

1.0 

13 x 100 

Becton-Dickinson 

HEMOGARD 

7 

0.8 

13 x 100 

Greiner Vacuette 

6 


13 x74 

Monoject 

5 

0.6 

13 x74 

Complexon 

5 

0.8 

13x75 

Becton-Dickinson 

HEMOGARD 

2,3,5 

0.8 

13x75 

Becton-Dickinson 

VACUTAINER 

7 

0.6 

13x75 

Becton-Dickinson 

VACUTAINER 

5 

0.6 

13 x75 

Lip-Vac 

4 


13 x78 

Venoject II 

5 

1.5 


Some of the allowable tube closure types 

• Standard VACUTAINER 

• HEMOGARD 

• Center puncture Safety-Monovette 

• Venojectll 
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Manual Closed- and Open-tube Samplers 



Single samples and STAT samples are aspirated from the manual samplers. 

In closed-tube aspiration, the capped vial is inserted upside down into the 
centering collar (1). The downward pressure of inserting the tube into the 
centering collar will cause the needle to push up, puncture the tube closure, and 
aspirate a sample. 

In open-tube aspiration, the sample probe ( 2 ) is immersed into the specimen. 
Pressing the push-to-aspirate plate ( 3 ) starts the sampling. 

Sample identification and the type of test requested is entered by the manual 
barcode reader or from the Manual Sample ID tab before starting sample 
aspiration. 


Unified Fluids Circuit (UFC) 

The UFC assembly uses Unifluidics™ 
technology. 

The UFC block is made up of eight acrylic 
plates. Machined within these plates are the 
pathways for the fluids and air flow, valves, 
and four reaction chambers. The perox 
reaction chamber is mounted on the outside 
surface of the UFC block. 

The reagent pump assembly, mounted to the 
bottom of the UFC block, is also acrylic. The 
pump has one membrane with seven 
individual pump areas that act as diaphragms 
that force the reagents into the reaction 
chambers. 



1 Hgb Reaction Chamber 
(Not Visible) 

2 Baso Reaction Chamber 


4 Retie Reaction Chamber 

5 Perox Reaction Chamber 

6 Shear Valve 

7 Reagent Pump Assembly 


3 RBC Reaction Chamber 
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Shear valve 


The shear valve (1) is made up of two ceramic disks. 
The rear disk ( 2 ) is stationary. The front disk ( 3 ) rotates 
to “shear” or divide the sample into appropriate aliquots 
for analysis. 

The front disk also rotates to allow aspiration for direct 
cytometry. 


(side view of the UFC) 



Reaction chambers 

The reaction chambers are machined pockets 
in the ufc assembly where the sample and 
reagents are mixed and the cytochemical 
reaction takes place. 

There are five reaction chambers. 

1 Hgb Reaction Chamber 
(Not Visible) 

2 Baso Reaction Chamber 

3 RBC Reaction Chamber 

4 Retie Reaction Chamber 

5 Perox Reaction Chamber 


The perox reaction chamber ( 5 ) is temperature controlled. The mixture of sample 
and three reagents, PEROX 1, PEROX 2, and PEROX 3, is heated to achieve the 
desired cytochemical reaction. 

The baso/lobularity reaction chamber ( 2 ) is temperature controlled. The mixture 
of sample and reagent is heated to achieve the desired cytochemical reaction. 

The Hgb reaction chamber (1) serves as an optical cuvette in which the 
hemoglobin measurement is read. 

The RBC/Plt and retie reaction chambers ( 3 ) and ( 4 ) serve as containers in which 
the reagents and samples are mixed for the desired cytochemical reaction. 
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Optical Assemblies 




The perox optical assembly (1) directs light from a tungsten-halogen lamp to the 
perox flowcell. The use of a sheath stream in the flowcell allows a cell-by-cell 
measurement of light scatter and absoiption. 

The hemoglobin colorimeter assembly ( 2 ) takes voltage readings that correspond 
to the amount of transmitted light that passes through the reaction chamber. The 
system uses the readings to derive the hemoglobin concentration. 

The laser optical assembly ( 3 ) uses a laser diode light source. This optical 
assembly is shared by the RBC/Plt, retie, and baso/lobularity channels. The use 
of a sheath stream in the flowcell allows cell-by-cell measurement of low- and 
high-angle light scattering and absorption. 

Perox Optical Assembly 

The perox optical assembly measures scattering and absoiption of a tungsten 
light beam as it passes through a stream of prepared white blood cells in a 
flowcell. 


B C 

o 

A Tungsten Lamp D Sample Stream 

B Slit Aperture E Filter 

C Circular Aperture ^ Beam Splittei 

1. The image of a rectangular slit illuminated by the light from the tungsten 
lamp is focused into the flowcell and onto the photodiodes on the scatter and 
absorption PC boards. The detected signal pulses from cells passing through 
the slit image are proportional to the optical power scattered into defined 
angles and the optical power absorbed or lost. The resulting scattering and 
absorption of the light from each white blood cell is due to the size and 
staining characteristics of each cell. 



G Absorption PC Board 
H Dark Field Stop 
I Scatter PC Board 
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2. The dark field stop intersecting the light beam going to the scatter 
photodiode only accepts light scattered at angles between 5° and 10°. 

3. The absorption signals are collected over a 0° and 10° angular interval. 

4. The photodiode converts the optical scatter and absorption signals from each 
white blood cell into two signal currents for each of the two channels (scatter 
and absorption). Preamplifiers convert these optical signals into signal 
voltages. 


Laser Optical Assembly 


B 



A Illuminator 
Assembly 

B Flowcell 
Location 

C Detection 
Assembly 


The laser optical assembly consists of the illuminator, flowcell, and detector 
assemblies. A laser diode, housed in the illuminator assembly, is used as the light 
source. 


The image of a slit illuminated by light from the laser diode is focused into the 
flowcell. The sample/sheath stream in the flowcell contains iso-volumetrically 
sphered red blood cells (RBC). 

The RBCs and reticulocytes that pass through the slit image in the flowcell 
scatter light at low and high angles; the stained reticulocytes also absorb a 
percentage of the light. The scattered light is detected by the two scatter 
photodiodes and generates the following signals: 

• A high-angle scatter signal corresponding to light scattered at angles between 
5° and 15° 

• A low-angle scatter signal corresponding to light scattered at angles between 
2° and 3° 
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A 

B 

C 


A B CD EG I 



a ^ 




F H J 

Laser Diode Driver 

D Hi-NALens 

G Asymetrical Dark Stop 

Board 

E Beam Splitter 

H Low Angle Scatter 

Laser Diode 

F Absoiption Detector 

Detector 

Sample Stream 


1 Beam Divider 


J High Angle Scatter 
Detector 


Hemoglobin Colorimeter Assembly 



a c 


A Lamp Assembly B Hgb Reaction Chamber C UFC Assembly 

The hemoglobin colorimeter assembly straddles the UFC block (C) at the top. 

The colorimeter contains a light source (A) set at 3.5 Vdc and a 565 nm or 546 nm 
interference filter, according to the HGB method selected. 


The hemoglobin reaction chamber (B) is built into the UFC assembly. 

Hemoglobin concentration is calculated using baseline and sample readings taken 
at specific intervals during the hemoglobin sample analysis period. 

These voltage readings correspond to the amount of transmitted light that passes 
through the reaction chamber when it contains sample mixed with reagent or 
rinse. 
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The voltage readings are then converted to a digital form by the Hgb Interface 
Board and sent to the analyzer cpu to calculate the optical density and derive the 
Hgb concentration. 


Sample, Sheath, and Diaphragm Pumps 



The perox sample ( 1 ) and sheath ( 2 ) pumps are located on the left side of the analyzer. 

The RBC/baso/retic sample ( 3 ) and sheath ( 4 ) pumps are located on the right side 
of the analyzer. 


The diaphragm pumps for sheath, rinse, and wash (five in all) are located above 
the reagent containers. 


The sample pumps (1) 
dispense an exact amount 
of reacted sample ( 2 ) from 
the appropriate reaction 
chamber ( 3 ) into the 
flowcells ( 4 ). 

The sheath diaphragm 
pumps ( 5 ) push the sheath 
( 6 ) through the sheath 
filters ( 7 ) directly into the 
flowcells. 

The sheath pumps ( 8 ) pull 
the PEROX SHEATH or 
SHEATH / RINSE and the 
reacted sample stream ( 9 ) 
through the flowcells for 
analysis. 

The analyzed sample and 
sheath are sent to waste 
(10) and the lines, 
flowcells, and reaction 
chambers are washed and 
rinsed. 
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Reagents, SHEATH / RINSE, Wash, and DEFOAMER 

Reagent is mixed with a sample for cytochemical analysis and measurement. 

Sheath is a fluid that envelops the sample stream as it passes through the optics, 
ensuring cell-by-cell analysis. 

Rinse cleans the hydraulic pathways and reaction chambers after each sample to 
prevent carryover and ensure the integrity of the results. 

Wash solution removes buildup in the hydraulic pathways. A system wash 
should be performed periodically: once a day or after a set number of samples. 

DEFOAMER reduces foam buildup in the waste container. 

Wash, PEROX SHEATH, DEFOAMER, and all cytochemical reagents are 
located on the analyzer and, except for the SHEATH / RINSE and DEFOAMER, 
they are monitored on a cycle-by-cycle basis. 

The SHEATH / RINSE is in a CUBITAINER® placed on the floor. 


Vacuum and Pressure Regulator Knobs 


20 In.-Hg 
Vacuum Regulator 
Knob 


40PSI 
Pressure Regulator 
Knob 



5 PSI 

Pressure Regulator 
Knob 

20 PSI 

Pressure Regulator 
Knob 


Touchpad 



The touchpad, located on the lower right of the analyzer, is the means by which 
you operate the analyzer. 

On - Provides power to the analyzer assemblies and power supplies. After On is 
pressed, samples through the manual open- and closed-tube samplers can be 
processed within 2.5 minutes, while samples through the autosampler can begin 
processing within four minutes. 

Standby - Sets the analyzer to a lower power state. To exit, press Standby. 

Start/Stop Sampler - Starts the autosampler operation from the Ready to Run 
mode or stops the autosampler. When the autosampler operation is stopped, 
samples underway are allowed to finish. 
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Eject Rack - Moves all racks within the autosampler into the output queue. The 
analysis of the last sample aspirated is completed. 

Rack in Sampler - Lights up when a sample rack is in the autosampler, 
including the input queue. 

Off - Turns off the power to all analyzer assemblies and power supplies, except 
the touchpad. 

Touchscreen 

The touchscreen monitor makes it possible for you to perform your daily tasks 
directly at the monitor without using the keyboard. 

On the touchscreen monitor, you can do the following: 

• Use your finger, with or without gloves, to select all window controls, 
including function buttons and operations in the online Help. 

• Move a window by holding your finger on the title bar of the window, 
drag the window to the new location. 

NOTE: The touchscreen may not responds correctly if your finger or gloves are 
wet. 

You can clean the touchscreen monitor using a lint free paper towel dampened 
with 5% bleach solution. Dry the screen and your hands throroughly. 

Manual Barcode reader 



The manual barcode reader is used to enter information from labels on sample 
tubes, reagent containers, controls, and calibrators. As each label is correctly 
read, the LED on the wand will blink. 

Waste removal system 

All analyzer waste is stored in an 11-liter waste container. This container can be 
a stand-alone container, which has to be emptied manually, or part of the 
automatic waste removal system. When the fluid level in either of the containers 
reaches the maximum-level line (approximately 8 liters), an error message 
appears on the Status line on the personal computer monitor. The analyzer will 
not aspirate any more samples until the waste container is emptied. 
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Stand-alone waste container 


Automatic Waste Removal 



How the ADVIA 2120/2120i Hematology System Works 

Blood samples can be aspirated through the: 


• Autosampler 

• Manual closed-tube sampler 

• Manual open-tube sampler 

After a sample ( 4 ) is aspirated, it is drawn into the shear valve ( 5 ). As the shear 
valve rotates, it “shears” or divides the sample into aliquots for the different types 
of tests. 


5 



Rinse Trapped in Lines 
Lines that are Dry 
Lines with Sample 


El 

B 

If 


Line with Vacuum 
Conductivity Detector 
Rinse Source 
Probe 


^ Vacuum Source 


The reagents and sample segments are delivered to their respective reaction 
chambers for mixing and aspiration. (PEROX 2 and PEROX 3 reagents are 
delivered directly to the perox reaction chamber.) 
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Once the cytochemical reactions are complete in the reaction chambers, the 
sample and reagent mixtures from the perox, RBC, baso, and retie reaction 
chambers are sent to the flowcells for analysis. 

The Hgb reaction chamber serves as an optical cuvette through which the 
hemoglobin measurement is read. 

After analysis, the sample and reagent mixture is evacuated into the waste 
container and the appropriate pathways and reaction chambers are rinsed. 

Test results are sent to the computer to be reviewed and edited. 


How the ADVIA 2120/2120i Software Works 

The ADVIA 2120/2120i system software is a special-purpose program that runs 
on the Windows NT operating system. You can navigate through the software 
and operate the system using the mouse. 



1 Status lines 

2 Menus 

3 Tabs 

4 Left-side 
buttons 

5 Main display 
area 

6 Bottom 
buttons 

7 Help button 

8 Shortcut keys 


Status lines 


There are two status lines that display messages about the system. Both lines 
consist of two parts, each displaying different information. 


[1 


The system saves all messages in the message log. Click the 
message icon to view the last 10 messages. 


First Status Line 

Left Side: Next sample ID, sample type, and test requested 

Right Side: Service, Notepad, Help, Printer, and Autoslide icons 

Service appears when a scheduled service procedure is overdue. 
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Notepad appears when there is a new entry in the User Notepad. 



Gray Autoslide indicates that communication to Autoslide is not 
connected. 



Green Autoslide indicates that the Autoslide is ready. 


Yellow Autoslide indicates that the Autoslide is busy or running 
utilities. This may also indicate that the Autoslide is offline and in 
need of attention. 

Red Autoslide indicates that a critical Autoslide error has 
occurred. 

Autoslide Service appears when a scheduled Autoslide service 
procedure is overdue. 

To get brief (What’s This) Help, click the Help icon, then click the 
item for which you want help. 


Second Status Line 


Left Side: Current system state, for example. Ready to Run 


Right Side: 




System messages and icons that indicate the message severity 

Information accompanies a message that provides information 
only. No operator action is necessary. 

Warning alerts you to a condition that requires some action. 


Failure alerts you to a serious problem that requires your 
immediate intervention before work can continue. Most errors of 
this type are associated with conditions that automatically stop the 
system. 


Menus 

Each of the buttons on the top of the screen displays a menu of system functions. 
The menu appears when you move the pointer over the button. When you click 
an item on a menu, the corresponding window opens, the button appears to be 
pressed, and the other functions on the menu appear as tabs arranged beneath the 
status lines. 

NOTE: System Setup on the Customize menu contains a submenu. To display 
the submenu, move the pointer over System Setup on the menu. Click an item 
on the submenu to open the corresponding window. 
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Tabs 


The tabs correspond to the items on the active menu. You can switch to any one 
of these functions by clicking the corresponding tab. When you select an option 
from a different menu, the tabs change to those available from that menu. 

Left-side buttons 

Some tabs contain more than one window. Click these buttons to open the 
corresponding windows within a tab. 

Main display area 

When you select an item from a menu or click a tab, the corresponding window 
appears below the tabs in this area. You can usually switch from one window to 
another by simply opening the one you want. Some windows, however, do not 
close automatically and require that you click an Exit button before you change 
to a new one. 

Bottom buttons 

These buttons activate commands or manipulate the contents of the window. 

Help button 

When you need detailed Help that provides step-by-step instructions for 
operating the AD VIA 120, click the Info button. To get brief (What’s This) Help, 
click the ? icon on the status line or press the Shift and FI keys at the same time, 
then click the item for which you want help. 

Shortcut keys 

Click these buttons to open frequently used software tabs without using the 
menus. You can choose the tabs for which there are buttons using the Shortcut 
Key Configuration window of the System Setup tab. 

Wizards 

The software has wizards to help you with complicated procedures. Each wizard 
guides you through a process by giving you information and prompting your 
input along the way. You also have the option to perform these procedures 
without the help of a wizard. 

Printing the screen 

A IMPORTANT: You can print any screen by pressing the Print Screen key. 

However, pressing the Print Screen key when there is no printer attached to the 
system can cause the system to malfunction. Make certain that there is a printer 
attached before you attempt to print the screen. 
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Results 


The AD VIA 2120/2120i system can run five types of tests: CBC, CBC/DIFF, 
retie, CBC/retic, and CBC/DIFF/retic. 

These tests can be selected by: 

• Setting the test selectivity to default 

• Requesting the test type from the Manual Sample ID tab 

• Including the test type on the barcode label 

• Including the test type in the workorder 

You can select a test up to the time of aspiration. Once aspiration starts, the 
system assigns the current test selectivity to the sample. 

When aspirating samples through the manual open-tube or closed-tube samplers, 
the test selected will remain the same until a different test is requested. 

When running samples on the autosampler, the selectivity will always revert back 
to the default setting. 

The system alerts you to questionable results and potential system conditions in 
three ways. 

• Sample/system flags are codes displayed in the Review/Edit tab and the Run 
Screen. These codes are associated with a specific test parameter marked by 
an asterisk. Isolated instances of flags are usually sample related. However, 
multiple occurrences, especially for consecutive samples, can indicate an 
analyzer problem. 

• Morphology flags are plus signs (+) displayed in the Review/Edit tab and the 
Run Screen. These flags, one to three plus signs, alert the operator to possible 
cellular conditions that may require additional laboratory attention, such as 
preparing a slide for microscopic examination. 

• System messages are displayed on the status lines on the PC monitor. Along 
with the messages, color-coded icons indicate the severity level of the 
message. 


17 



Specifications 


Autosampler 

Sample Capacity 

Tube Sizes 

Tube Types 


150 samples 

15 racks of 10 tubes 

10-13 mm diameter 

50-100 mm height 

Some of the allowable tube types: 

Standard VACUTAINER® 

HEMOGARD™ 


Center puncture Monovette® 

Venoject® 11 

Barcode reader Reads up to 14 digits 

Automatic label code discrimination 
Codabar 

Interleave 2 of 5 with and without check 
digit 

Code 39 

Code 128 EAN and JAN (8 and 13) 


Data Management 

• Database storage capacity of 10,000 records, including graphics 

• Review and edit capability 
User-defined windows 
User-defined reports 

User-defined ranges based on age and sex for Normal, Rerun, Panic, and 
Delta Check criteria 

• Bi-directional and host query communication protocols 

• Quality control 
3D bar graph 
Levey-Jennings plot 
SDI graph 

Table format 

• Remote QC 
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• ILQC programs 

• Patient moving average 

• User assistance 
Context sensitive help 
Operator’s guide 
Procedure wizards 
Problem solving diagnostics 
Remote diagnostics 

Parameters 

CBC Results: 

WBC, RBC, HGB, HCT, MCV, MCH, MCHC, CHCM, RDW, HDW, 
CH, CHDW, PLT 

Differential Results (absolute and %): 

NEUT, LYMPH, MONO, EOS, BASO, LUC (Large Unstained Cells) 
Platelet Results: 

PLT, MPV, PDW, PCT 
Reticulocyte Results: 

% RETIC, # RETIC, MCVr, CHCMr, CHr 
Moiphology Results (user definable): 

WBC: Left Shift, Atypical Lymph, Blasts*, Immature Granulocytes, 
Myeloperoxidase Deficiency 

RBC: ANISO, MICRO, MACRO, HC VAR, HYPO, HYPER, RBC 
Lragments, RBC Ghosts, NRBC, Platelet Clumps, Large Platelets 

^Blasts - Limitations 

Smear review by a competent morphologist is necessary to ensure detection of significant 
blood cell abnormalities. Each laboratory is responsible for developing it’s own protocols 
for determining which samples require smear review and/or manual differential blood cell 
counts, based on automated cell count results and clinical information. The system 
provides morphology and quantitative flags that utilize sophisticated algorithms to assist 
in the identification of significantly abnonnal samples. Laboratory protocols may use 
these flags internally in their smear review and manual differential specifications. 
Whenever morphology or quantitative flags are triggered, it is the responsibility of the 
laboratory to validate the results. 
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Performance Specifications 

Analytical Ranges (Linearity) 


WBC 

0.02- 

- 400 x 10 3 / pL 


RBC 

0.0- 

7.0 x 10 6 / pL 


Pit 

5.0- 

3500 x 10 3 / pL 


Hgb 

0 - 22.5 g/dL 


Retie 

0.2- 

24.5% 


Within 

Run Precision 



Mean 

SD 

cv 

WBC 

7.5 

0.2 

2.7 

RBC 

5.0 

0.06 

1.2 

Hgb 

15.0 

0.14 

0.93 

MCV 

90 

0.7 

0.78 

Pit 

300 

OO 

OO 

2.93 

Retic% 

2.0 

0.25 

12.5 


Carryover 

< or = to 1 % for all parameters 


Personal Computer Specifications (minimum) 


Processor 

Hard-Drive 

CD RW 

Removable storage 
Network Cards 

Video controller 
Modem 


Intel Celeron 2.2 GHz with 512K Cache / 400MHz 
Front Side Bus 

Processor Hyper-Threading Disabled 

40GB (7,200 rpm) IDE Hard Drive - Parallel ATA 
DiamondMax Plus 8 40GB ATA/133 HDD 

48x CD-RW (Read & Write) Drive 
NEC CD-R/RW Drive, Model NR-9300A 

3.5", 1.44Mb floppy Drive. - Samsung 
SFD-321J / ADNR 

Integrated Intel Gigabit LOM Network Interface 

( 10 / 100 / 1000 ) 

3COM 3C900B-TPC Combo card with BNC connector. 
Intel Extreme Integrated Graphics 2 

Model Name: Broadcom BCM94212/I V.92 56K PCI 
Modem 

Model No.: BCM94212/I 
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Memory 


256MB DDR SDRAM (PC333 Non-ECC) Memory 
(2x128MB) 

Sound system Integrated Sound Blaster Compatible Sound (AC-97 

Audio) 

External Ports 1 x parallel 

1 x serial 
8 x USB 

Speaker Internal Dell Business Audio Speaker 

Operating System Microsoft Windows 2000 Professional (Service Pack 3) 

File System NTFS 

Expandability 2 x PCI (for the modem and ethernet cards.) 

BIOS Requirements Must be configurable to meet limitations below. 

BIOS Limitations Power management: 

Suspend Mode S3 
AC Power Recovery Off 
Low Power Mode Disabled 

Remote Wake Up Off 

Chassis Small Desktop 

External Diskette 1 x 3.5" Floppy Bay 

Bays 1 x 5.25” Floppy Bay 

Internal Drive Bays 1 (108 x 390 x 431mm) 

Power supply 210W-Model: HP-U2106F3 Rev. H01 

Physical Specifications 

Electrical Power Voltage selectable for single-phase: 100 VAC (6 AMPS) - 240 
Requirements VAC (3 AMPS) 

Frequency: 50/60Hz 

Temperature Operating: 18°C to 35°C Storage: -45°C to 70°C 

Requirements 

Relative Humidity Operating: 15%—80% (non condensing) 

Heat Generation Less than 3000 BTU (less than 880 W) 

Audible Noise Level 65 decibels 
Installation Category II 
Pollution Degree 2 

Waste Disposal Azide-free reagents drain into waste container with automatic 

level-sensor shutoff. 

Waste per CBC/diff/retic cycle, including rinse: 12 mL 

The AD VIA 2120/2120i Hematology System is for indoor use only. 

Operation of the instrument at altitudes of over 2000 meters (6000 feet) is not 
recommended. 
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Analytical Module with Autosampler Analytical Module without 
(including reagents) Autosampler (including reagents) 


Weight 

191.9 kg 

422.5 lbs 

Weight 

161.9 kg 

357.5 lbs 

Height 

85 cm 

33.4 in 

Height 

85 cm 

33.4 in 

Width 

141 cm 

55.5 in 

Width 

81 cm 

31.9 in 

Depth 

68 cm 

26.8 in 

Depth 

68 cm 

26.8 in 


Personal Computer 


CPU Monitor 


Weight 

10.6 cm (4.2 in) 

7.0 kg (15.43 lbs) 


Height 

38.9 cm (15.3 in) 

Extended in Landscape: 
Compressed in Portrait: 

54.6 cm (21.50 in) 
38.0 cm (14.96 in) 

Width 

38.9 cm (15.3 in) 

37.6 cm (14.8 in) 


Depth 

9.9 kg (22 lbs) 

21.3 cm (8.37 in) 



Sample mode volumes 

Automatic Closed-Tube 175 |iL 

Manual Closed-Tube 175 pL 

Manual Open-Tube 175 pL 

Test Selectivity / Throughput 

CBC 120 Samples/hr 

CBC/diff 120 Samples/hr 

CBC/diff/retic 74 Samples/hr 
CBC/retic 74 Samples/hr 

Retie 74 Samples/hr 
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Turning the System On / Off 

OVERVIEW.2 

TURNING THE SYSTEM ON.2 

TURNING THE SYSTEM OFF.4 

Turning the system off: In an Emergency.4 

Turning the system off: Routinely.4 

Exiting the AD VIA 2120/21201 software.4 
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Overview 


The AD VIA 2120/2120i Hematology System consists of two main components: 
the computer and the analyzer. Although there is a main power switch for the 
system, you must also turn each component on and off individually. 


Turning the system on 


1. Check that the main power switch is set to On. 



If the switch is in the Off position, switch it to On. 

2. Turn on the computer. 

a. Set the computer power switch to On. 

b. When the computer displays the Begin Logon message, select Ctrl, Alt, 
and Delete at the same time to log on to Windows. 

c. Enter the operator name and password in the Logon Information box. 
select OK. 

d. Once you have logged on to Windows using an operator name and 
password, the computer automatically starts the AD VIA 2120/2120i 
software. 

NOTE 

If you log on using a supervisor name and password, the system opens 
the ADVIA 2120/2120i Shell. 

3. Turn on the analyzer. 

IMPORTANT 

When you restart the analyzer, make sure that at least 60 seconds have 
passed since you turned it off. 

a. Select On at the analyzer touchpad. 

b. When the computer finishes loading the software, it displays the Log 
On / Off tab. A message on the status line indicates system preparation is 
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in progress. When the system preparation is complete, log on to the 
system. 

During system preparation, the analyzer: 

• Performs internal diagnostics checks 

• Prepares the hydraulics 

• Primes the reagent lines 

• Begins the Startup process 
NOTE 

If any of the internal diagnostic checks fail, the system displays an error 
message on the status line. Turn off the system, wait 60 seconds, and 
then restart it. If the error recurs, call your Service Representative. 

c. The system automatically opens the Startup tab. Review the status of the 
Startup process. 

IMPORTANT 

In cases when the analyzer is turned off 
and restarted too quickly, the compressor 
may not start up, causing the system 
initialization to fail. This is due to 
residual vacuum in the waste container. 

The operator must manually vent the 
container. 



To manually vent either container (manual or autowaste), disconnect the waste 
container vacuum line (1), wait for the vacuum to dissipate, and then reconnect 
the line. 
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Turning the system off 

IMPORTANT 

To ensure good system performance, turn the computer off at least once a week. 

Y ou must follow the proper procedure when shutting down the AD VIA 
2120/2120i Hematology System. Failure to do so can result in corruption of the 
database. 

Turning the system off: In an Emergency 

1. Select Off at the analyzer touchpad. 

2. If emergency conditions permit, select Shut Down ADVIA at the Log 
On / Off tab. 

3. Set the main power switch to Off. 

NOTE 

When you turn off the analyzer in an emergency, it is unable to drain some lines 
as it would normally. As a result, when you restart the system, you should 
perform a System Wash, using the Hydraulic Functions tab on the Utilities menu, 
before running samples. 

Turning the system off: Routinely 

1. At the Routine Operations menu, select Log On / Off. 

2. Select Shut Down ADVIA. 

Wait 1-2 minutes while the software shuts down. 

3. Set the computer power switch to Off. 

Exiting the ADVIA 2120/2120i software 

To exit the ADVIA 2120/2120i software without turning off the computer power 

1. At the Operations menu, select Log On / Off. 

2. Select Shut Down ADVIA. 

Wait 1-2 minutes while the software shuts down. 

3. To restart the software, proceed with step 2 of Turning the Computer On. 
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Daily Routine 

STARTING EACH SHIFT.2 

Emptying the Waste Container.2 

Emptying the Overflow Bottle. 4 

Checking the Reagents. 4 

Obtaining the Background Counts. 4 

PROCESSING THE SAMPLES.5 

Creating the Workorders.5 

Listing the Pending Workorders.6 

Running the Samples.6 

Viewing the Sample Run.8 

Validating the Results.9 

ENDING EACH SHIFT.10 

Washing the System.10 

Performing the End of Day Procedure.10 

Logging Off.11 
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Starting Each Shift 


Emptying the Waste Container 


BIOHAZARD WARNING 

All products or objects that come in contact with human or animal body fluids should be 
handled, before and after cleaning, as if capable of transmitting infectious diseases. Wear 
facial protection, gloves, and protective clothing. 


The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended by the Clinical and Laboratory 
Standards Institute (formerly NCCLS) in Protection of Laboratory’ Workers from 
Occupationally Acquired Infections; Approved Guideline - Third Edition. 2005. CLSI 
Document M29-A3. This document contains complete information on user protection and 
it can be used as reference material for instructions on laboratory safety. 

. WARNING: Local laws and regulations protect the environment and encourage resource 
conservation by regulating the disposal of hazardous wastes. Because some of the wastes 
generated by the analyzer may be classified as hazardous waste, you must be familiar 
with the applicable hazardous waste handling and disposal laws and regulations in your 
area. 


All analyzer waste is stored in an 11-liter waste container. When the fluid level in 
the container reaches the “Maximum Level” line (approximately 8 liters), an 
error message appears on the monitor and an audible alarm is sounded. The 
system will not aspirate any more samples until the waste container is emptied. 

Manual Waste Removal 


A CAUTION: Make sure all cycles are completed before disconnecting the waste container. 
The waste container must be connected to the system when any system cycles are in 
progress, including the system startup cycle. If the waste container is not connected, fluid 
will back up into the UFC and damage the system. 


1. Make sure that the analyzer is not sampling. 

2. If a message requesting a rinse or a wash 
displays, select Cancel. 

3. Disconnect the waste line (1) and the 
vacuum line ( 2 ). To do this, select the 
buttons ( 3 ) on the quick-release connectors 
as you pull the lines straight up. 

4. Disconnect the level switch sensor 
connector ( 4 ) by selecting its button. 
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5. Replace the full container with an empty one and connect the waste and 
vacuum lines and level sensor to the new container. 

A CAUTION: Do not open the waste container cap! If the cap is loosened or not replaced 
correctly, sufficient operating vacuum cannot be reached. 
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6. Empty the full container by opening the spigot (5) into a drain that is capable 
of accommodating a flow rate of approximately five liters per minute. Total 
drainage time will be about two and a half minutes. 

7. When the waste container is empty, close the spigot and store the container 
for future use. 

A IMPORTANT: Make sure that the spigot is closed securely; otherwise, sufficient 
operating vacuum may not be reached. 


Automatic Waste Removal 

A CAUTION: Make sure all cycles are completed before disconnecting the waste container. 
The waste container must be connected to the system when any system cycles are in 
progress, including the system startup cycle. If the waste container is not connected, fluid 
will back up into the UFC and damage the system. 

A IMPORTANT: In order to empty the automatic waste removal system, the analyzer must 
be on and must not be in Standby mode. 

1. Make sure that the analyzer is not sampling. 

2. If a message requesting a rinse or a wash appears, select Cancel. 

3. Disconnect the level-sensor switch connector (1) by selecting its button. 

A CAUTION: To prevent sample aspiration while the automatic waste removal system is 
draining, disconnect the level-switch sensor. Sample aspiration during waste removal 
may damage the analyzer. 

4. At the waste removal assembly tray, turn the mode selector knob (2) from 

NORMAL to EMPTY. 

5. The waste in the container should start to empty. It will take between two and 
five minutes to completely empty the container. When you see air bubbles in 
the discharge line (3), the container is empty. 
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6. Once the container is empty, reconnect the level-sensor switch (1) and turn 
the mode selector knob (2) back to the NORMAL setting. 
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Emptying the Overflow Bottle 

A IMPORTANT: If liquid consistently accumulates in the overflow bottle, call your local 
service provider or distributor. 

BIOHAZARD WARNING 

All products or objects that come in contact with human or animal body fluids should be 
^^ handled, before and after cleaning, as if capable of transmitting infectious diseases. Wear 
facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended by the Clinical and Laboratory 
Standards Institute (formerly NCCLS) in Protection of Laboratory Workers from 
Occupationally Acquired Infections; Approved Guideline - Third Edition. 2005. CLSI 
Document M29-A3. This document contains complete information on user protection and 
it can be used as reference material for instructions on laboratory safety. 

1. Visually check the fluid level in the 
small overflow bottle (1) located to 
the right of the RBC sample and 
sheath pumps. If it has any liquid in it, 
empty the bottle. 

2. Snap the bottle (1) out of the clip, 
then remove the bottle cap ( 2 ). You 
can allow the lines ( 3 ) with the cap to 
hang loosely. 

3. Empty the contents of the bottle in accordance with proper laboratory 
practices and environmental regulations. 

4. Replace the cap, then snap the bottle in place. 

5. Make sure that the tubes are not pinched and have not slipped through the 
cap. The ends of the tubes should be at least 1.5 inches from the bottom of 
the bottle. Adjust if necessary. 

Checking the Reagents 

1. Use the Startup tab or the Reagent Log tab to check the supply of all reagents 
except AD VIA 2120/2120i DEFOAMER. 

2. Visually check the supply of AD VIA 2120/2120i DEFOAMER. 

3. If you need to replace reagents, use the Reagent Log tab. 

Obtaining the Background Counts 

Run a background count cycle to obtain a BASO WBC background count, a 
platelet background count, and an HGB Trans. 

1. At the Operations menu, select Startup. 

2. Select Refresh. 
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3. The background results are color-coded. 

■ Green Within range 

■ Red Out of range 

If any result is out of range, select Refresh at the Startup tab to run another 
background count cycle. If any result is still unacceptable, perform a system 
wash. 

Processing the Samples 

Creating the Workorders 

The Order Entry window allows you to create and manage workorders at the 
analyzer. You can also create workorders at the host computer. 

Creating Workorders by SID# 

1. At the Access menu, select SID# (sample ID number). 

2. In the SID# box, enter the sample ID, then select Enter or select OK. 

3. Optional: Enter sample and patient information. Use the Tab key to move 
from field to field. 

4. Select tests. 

5. Select OK to confirm the entries. 

6. The Access dialog box appears for the next workorder. 

Creating Workorders by Patient # 

1. At the Access menu, select Pat#. 

2. In the Pat# box, enter the patient number, then select Enter or select OK. 

If there is more than one workorder for this patient, they are listed. 

3. Select Create to make a new workorder for this patient. 

4. Enter sample and patient information. 

5. Use the Tab key to move from field to field. 

You must enter a sample ID number. 

6. Select tests. 

7. Select OK to confirm the entries. 

The Access dialog box displays for the next workorder. 

Creating Workorders by Patient Name 

1. At the Access menu, select Name. 

2. In the Name box, enter the patient name, then select Enter or select OK. 

(To view patient list, type ?, then press the Tab key.) 

3. If the entered patient name already exists, you can: 
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Select Create to make a new workorder for this patient. 

Select New Patient to create a new patient file for this name. 

4. Enter sample and patient information. 

5. Use the Tab key to move from field to field. 

You must enter a sample ID number. 

6. Select tests. 

7. Select OK to confirm the entries. 

The Access dialog box displays for the next workorder. 

Listing the Pending Workorders 

1. At the Customize menu, select Tools View. 

2. When the tools list appears, double select File Management. 

3. Select the Pending check box. 

4. Optional: Use the To and From date boxes to restrict listing to workorders 
created within a specific period of time. 

5. Optional: Choose a report format from the Format list. DEFAUFT is usually 
sufficient. 

6. Select Display to view the list, or select Print to print it. 

Running the Samples 

Control Recommendations 

• Run controls in accordance with your laboratory protocol. 

• Run multilevel controls at the beginning of each shift. 

Siemens recommends the use of AD VIA TESTpoint Hematology Controls 
(Fow, Normal, and High) and AD VIA TESTpoint Reticulocyte Control 
(Fow and High). 

• Run controls alone or at the start of the patient workload. 

• Optionally, you can run a retained patient sample periodically to monitor 
performance trends. 

• Evaluate all control results before reporting patient results. 

• If control results fail to meet the laboratory’s established criteria for 
acceptability, you must evaluate all patient test results obtained in the 
unacceptable run to determine if the patient results were adversely affected. 

• Perform and document appropriate corrective actions, which may include 
recalibration and reassaying of patient samples, before reporting patient 
results. 
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To run samples from the autosampler: 

1. Load samples in the following order: 

• Whole blood primer (primer label) 

• Controls (control label) 

• Patient samples (sample ID label) 

a. Insert tube into rack with the barcode label visible above the rack 
barcode label that indicates the rack number and sample position. Do not 
twist tube within rack. 

b. Load rack onto input queue with labels facing front of analyzer. 

2. If the Standby indicator is lit, press Standby. 

3. At the touchpad, select Start/Stop Sampler. 

The Start and Rack in Sampler indicators are lit. 

4. Evaluate control results or validate patient results when available. 

To run samples from the manual closed-tube sampler: 

1. If the Standby indicator is lit, select Standby. 

2. Run samples in the following order: 

• Whole blood primer (primer label) 

• Controls (control label) 

• Patient samples (sample ID label) 

3. Scan the tube label or enter the sample information in the Manual Sample ID 
tab. 

A IMPORTANT: Make sure the correct sample ID appears on the status line before 
aspirating a sample using either the manual open-tube sampler or the manual 
closed-tube sampler. Waiting displays on the status line while the system searches 
for a matching workorder. 

Make sure the correct sample selectivity appears on the status line. If you run a 
control with a mismatched selectivity (Example: running a CBC/Diff control with 
a Retie selectivity), the results will not appear in the Review /Edit tab and, in 
some cases, the system computer may require a restart. 

4. Aspirate the sample. 

a. Insert and push down tube containing the well-mixed sample into the 
manual closed-tube sampler. Hold tube parallel to the sampler well wall. 

b. Sample is automatically aspirated - the sampling light flashes, 

c. When the sampling light stops flashing, remove the tube. 

5. Evaluate control results or validate patient results when available. 
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To run samples from the manual open-tube sampler 


1. If the Standby indicator is lit, select Standby. 

2. Run samples in the following order: 

• Whole blood primer (primer label) 

• Controls (control label) 

• Patient samples (sample ID label) 

3. Scan the tube label or enter the sample information in the Manual Sample ID 
tab. 

IMPORTANT: Make sure the correct sample ID appears on the status line before 



!\ aspirating a sample using either the manual open-tube sampler or the manual 


closed-tube sampler. Waiting appears on the status line while the system searches 
for a matching workorder. 

Make sure the correct sample selectivity appears on the status line. If you run a 
control with a mismatched selectivity (Example: running a CBC/Diff control with 
a Retie selectivity), the results will not appear in the Review /Edit tab and, in 
some cases, the system computer may require a restart. 

4. Aspirate the sample. 

a. Position tube so that the sampler probe is immersed into the well-mixed 
sample. 

b. Immerse the sampler probe only deep enough (approximately 0.25-in.) to 
ensure aspiration. 

c. Press the aspirate plate. The sampling light flashes during aspiration. 

d. When the sampling light stops flashing, remove the tube. 

5. Evaluate control results or validate patient results when available. 

Viewing the Sample Run 

1. At the Data Manager menu, select Sample Cont. Panel. 

2. Use the database status area to work with records by sample status. 

3. To get a list of samples with a specific status, select the status box, then 
select File Mgt. 

4. To validate results for samples with a specific status, select the status box, 
and then select Rev/Edit. 

5. The test panel area provides a test-by-test assessment of control performance 
and a sample listing by time of aspiration. Control color coding is as follows: 

■ Green Control results for test are between target and ±2 SD. 

Yellow At least one control result is between +2 SD and +3 
SD or -2 SD and -3 SD. 

■ Red At least one control result is lower than - 3 SD or 

higher than + 3 SD. 
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Validating the Results 

1. At the Data Manager menu, select Review / Edit. 

2. If not already done, select validation mode and access mode to determine 
which sample records will be reviewed. 

3. Review the displayed results. Scroll to view additional results. 

4. You can: 

• Go to step 5 if all results are acceptable. 

• Edit a result. 

a. Select C.RES (current result) box for test. 

b. Enter new value or comment code. 

c. Select End to exit, or Next to edit additional results. 

You can select Individual to edit one result. Successive to access 
all results, or Pending to access only missing results. 

• Apply a disposition to an individual result. 

a. Right-select the D column next to the test you want to receive the 
disposition. 

b. Select the desired disposition. 

None cancels any previous disposition. 

Rerun repeats test with no dilution using the same sample ID. The 
letter R displays in D box. 

Exchange swaps information in C.RES and PREV.RUN boxes. The 
letter X displays in D box. 

Accept indicates result approved by operator. The letter A displays 
in D box. 

Delete erases the result. The letter D displays in D box. 

Dil.Sample repeats test with specified dilution using a different 
sample ID. When result is available, select Dil.Cons (Diluted sample 
- Consolidation) to enter result into original sample record. 

Only Accept and Delete are available for control samples. 

The disposition takes effect when you validate the results. 

• Apply a disposition to all results. 

a. Select Global Disposition, or select the Sample menu and then 
choose Global Disposition. 

b. Select the desired disposition. (See available dispositions above.) 

The disposition takes effect when you validate the results. 

5. Select OK to validate the sample results. 

NOTE: Be sure to complete sample validation (steps 1 through 5) before 
rerunning a sample. If not, the sample is rerun with the default selectivity. 
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Ending Each Shift 


Washing the System 

Perform the system wash procedure at the end of each shift or work period (a 
maximum of eight hours). After the laboratory shift with the largest number of 
samples, run three system wash cycles; after other shifts, you need to run only 
one wash cycle. In addition, if the number of samples in a shift exceeds 400, 
perform one system wash after the 400th sample. 

1. At the Utilities menu, select Hydraulic Functions. 

2. Select System Wash, select 1 for the Number of Cycles, and then select 

Start. 

Performing the End of Day Procedure 

To reset SIDs, and close out the QC and Moving average statistics (Tools 
View) 

1. At the Customize menu, select Tools View. 

2. When the tools list displays, double-select End Of Day. 

3. Select Yes to confirm that you have finished the workload. If saved, the 
selections from a previous End of Day operation now appear. 

4. Select the SID RESET check box to perform a SID RESET. 

5. If desired, select the Q.C. Close Out check box to transfer the daily QC file 
into the Cumulative QC file. 

Use the list box to select close out for all controls or a specific control. 

6. If desired, select the MOV. AVG Close Out check box to obtain a cumulative 
data point from moving average control statistics with a date earlier than the 
date in the Up to box. 

7. Select OK to confirm and start. 

To also backup and purge the data files (Tools Modify) 

1. At Customize menu, select System Setup, and then select Tools Modify. 

2. When the tools list displays, double-select End Of Day. 

3. Select the SID RESET check box to perform a SID RESET. 

4. If desired, select the Q.C. Close Out check box to transfer the daily QC file 
into the Cumulative QC file. 

Use the list box to select close out for all controls or a specific control. 

5. If desired, select the MOV. AVG Close Out check box to obtain a cumulative 
data point from moving average control statistics with a date earlier than the 
date in the Up to box. 
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6. If desired, select the check boxes for any files you want to back up. Verify 
the destination for the Q.C. file backup. 

7. Select the Purge Database check box. 

8. Note the values in Total Samples and To be purged fields. In the To be 
purged field, enter the number of records, if any, you want deleted from the 
All Complete file. 

9. Select OK to confirm and start. 

10. If you requested a backup in step 6, you will be asked to insert a formatted 
disk into the disk drive. 

Requirements for backup disks are as follows: 

• Programs: Format one or more disks with the label PRG. 

• Dictionaries: Format one disk with the label DICT. 

• Cumulative Quality Control: Format one disk, no label is necessary. 

• Database: Four formatted disks are required for 2000 All Complete 
sample records. The database disks do not need to be labeled. The system 
will automatically label the disk(s) during the backup procedure. 

When several disks are required, the internal label entered during formatting 
for each disk must be the same. To visually identify each disk, write a 
sequence number on the disk paper label only. 

To format and label a disk, select the Utilities menu, select Backup / 
Restore, and then select Format. 

Logging Off 

1. At the Operations menu, select Log On / Off. 

2. Select Log Off. 


Daily Routine 


3-11 



3-12 


Daily Routine 



Maintaining the Analyzer 

SCHEDULE.2 

SYSTEM WASH.3 

CLEANING THE CENTERING COLLAR.3 

CLEANING THE SHEAR VALVE AND ASPIRATION PATHWAYS IN THE 
UFC.7 

CLEANING THE SHEAR VALVE.7 

Cleaning the Shear Valve: Step 1 Taking the Shear-Valve Faces Apart.8 

Cleaning the Shear Valve: Step 2 Cleaning the Shear-Valve Faces.9 

Cleaning the Shear Valve: Step 3 Putting the Shear Valve back Together.. 9 
Cleaning the Shear Valve: Step 4 Checking Analyzer Performance.10 

INSPECTING AND CLEANING THE SYRINGE PLUNGERS PN 067-506-01 
AND PN 067-506-02. 10 

REPLACING THE SAMPLER NEEDLES.13 

REPLACING THE SHEATH FILTERS.15 

REPLACING THE 50 OR 1000 fiL SYRINGE PLUNGERS PN 067-506-01 AND 
067-506-02. 16 

CLEANING THE AIR-CIRCULATION FILTER.19 

INSPECT THE PEROX-CAP VENT HOLE FOR BUILDUP.19 

CLEANING THE AUTOSAMPLER ASPIRATE ASSEMBLY.20 
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Schedule 


To maintain the operating efficiency of your analyzer, you must perform specific 
procedures according to the frequency listed below. 

After 1000 samples or daily 

• Perform a system wash. 

Perform the system wash procedure at the end of each shift or work period (a 
maximum of eight hours). After the laboratory shift with the largest number 
of samples, run three system wash cycles; after other shifts, you need to run 
only one wash cycle. In addition, if the number of samples in a shift exceeds 
400, perform one system wash after the 400th sample. 

After 2000 samples or weekly, and before recalibration 

• Perform an RBC/baso/retic flowcell wash. 

• Clean shear-valve and aspiration pathways in the UFC. 

• Inspect the centering collars. Clean if necessary. 

• Turn off the system. 

• Clean the shear valve. 

After 16,000 samples or every two months 

• Inspect the syringes and plungers, PN 067-B506-01 and PN 067-B506-02. 
Clean if necessary. 

• Replace the 50-pL syringe plungers, PN 067-B506-01. 

• Inspect the Perox-cap vent hole for buildup. Clean if necessary. 

Every 6 months 

• Replace the 1000-pL syringe plungers, PN 067-B506-02. 

• Clean the air-circulation filter. 

• Replace the autosampler needle and/or the manual sampler needle. 

IMPORTANT 

In addition to these scheduled procedures, periodic inspections of the UFC 
pathways, vacuum shuttle, and reaction chambers are essential. If you find 
buildup or dirt in any of the lines or chambers, clean the line or chamber in 
question. 
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System Wash 

Time: 6.5 minutes 
Analyzer mode: Ready to Run 

Perform the system wash procedure at the end of each shift or work period (a 
maximum of eight hours). After the laboratory shift with the largest number of 
samples, run three system wash cycles; after other shifts, you need to run only 
one wash cycle. In addition, if the number of samples in a shift exceeds 400, 
perform one system wash after the 400th sample. 

Example 1 : Laboratory workload of 1000 samples/day 

Shift 1 800 Samples 1 system wash after sample 400 

3 system washes at the end of the shift 

Shift 2 100 Samples 1 system wash at the end of the shift 

Shift 3 100 Samples 1 system wash at the end of the shift 

Example 2: Laboratory workload of 300 samples/day 

Shift 1 175 Samples 3 system washes at the end of the shift 

Shift 2 75 Samples 1 system wash at the end of the shift 

Shift 3 50 Samples 1 system wash at the end of the shift 

Example 3: Laboratory workload of 350 samples/day 

Shift 1 350 Samples 3 system washes at the end of the shift 

IMPORTANT 

Each ez kleen container (PN TO 1-3624-54) is sufficient for 20 
system wash cycles. Please order your reagents accordingly. 

To start a system wash 

1. At the Utilities menu, select Hydraulic Functions. 

2. Select System Wash, select 1 for the Number of Cycles, then select Start. 

Cleaning the Centering Collar 

Clean the centering collars and bases if there is residue buildup. 

Inspect the autosampler aspirate assembly area for salt buildup. Clean if 
necessary. 
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BIOHAZARD 


All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 


The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory> Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2d edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 


Biohazard warning 

Materials required 

• Beakers (2) 

• Cotton swab 

• Household bleach 

• Paper towels 

• Stylet or thin wire 

• Syringe 

• Tubing, 0.020-inch ID 


WARNING 

The analyzer must be off; otherwise, 
personal injury from the needle may occur. 



Time: 10 minutes per centering collar 


Analyzer mode: Off 

To clean the centering collar 

WARNING 



To avoid personal injury and exposure to a potential biohazard, you must cover 
the needle with the red needle cover immediately after you remove the centering 
collar. Be careful not to bend the needle as you slip the cover over it. 

1. Turn off the analyzer. 

2. Remove the centering collar from the Autosampler or Manual closed-tube 
sampler (see specific procedures below). 

3. Place the centering collar in a beaker filled with 25% solution of household 
bleach and water and let it soak for five minutes. 

4. Using a cotton swab, scrub off any remaining residue, then rinse with water. 
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5. Use a stylet or a piece of thin wire to clean the three nipples and the center 
bore on the autosampler centering collar or the nipple and center bore on the 
manual closed-tube sampler centering collar. 

6. Attach a piece of 0.030-inch ID tubing to a syringe, then flush each port on 
the autosampler collar or the waste port on the manual closed-tube sampler 
collar with water. 


IMPORTANT 


To prevent autosampler centering collar lock ups, apply Parker 
Super O-lube (or equivalent lubricant) to the barrel part (1) of 
the centering collar. 

Do not get lubricant near the needle port or the needle base (2). 

NOTE 

The dual Autosampler has two centering collars, one for 
analyzer sampling and one for optional Autoslide sampling. 

Both Centering collars use the same cleaning method. 

7. Reconnect all the tubes, except the sample line on the autosampler, to the 
centering collar 



Analyzer 
centering collar 

V43 

V44 \ 



V45 


Autoslide centering 
collar 


V48 



MCTS 



8. Remove the needle cover and carefully replace the collar over the needle. On 
the autosampler centering collar, be sure to turn the spring-loaded knob back 
to its original position. 

9. On the autosampler, reposition the autosampler aspirator assembly. Make 
sure that it drops firmly in place over the guide pins, then reconnect the 
sample line to the base of the centering collar. 

CAUTION 

After repositioning the aspirator assembly, fmger-tighten the thumb screws, 
being careful that they are not cross threaded. Overtightening of the screws 
can warp the baseplate, which will cause misalignment of the sampler. Mis- 
threading the thumb screws can cause needle damage. 

10. Place the tubes going to the autosampler centering collar into the "hook" on 
the side of the IDee reader. 



11. Snap the manual-sampler centering collar into place. 

12. Close the analyzer cover. 

13. Turn on the analyzer power. 
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14. Check saline background count and run whole blood primers to verify system 
performance. 

To remove the centering collar from the autosampler 

1. Tilt the front cover down. 


2 3 4 3 4 


2 



2. Remove the sample line (1) from the bottom of the needle base. 



CAUTION 


You must remove the sample line before the aspirator assembly is tilted 
forward. If the line stays in place, it can break as the assembly is tilted. 

3. Loosen the thumb screws ( 2 ) and tilt the autosampler aspirator assembly 
forward. 


4. Pull up the spring-loaded knob ( 3 ), turn it a !4 turn, then remove the 
centering collar ( 4 ) by pulling it up and out. 

NOTE 

If the centering collar is locked into place, squirt a little warm DI water over 
the collar to loosen it. 


5. Place the red needle cover over the needle. 

6. Remove the three tubes from the collar. 


To remove the centering collar from the manual closed-tube sampler 


1. Tilt the front cover down. 

2. Pull the centering collar up. 

3. Remove the tubing from the nipple. 

4. Place the red needle cover over the 
needle. 
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Cleaning the Shear Valve and Aspiration Pathways in the UFC 

Time: 15 minutes 

Materials required: Beaker, household bleach, and water 
Analyzer mode: Ready to Run 

To clean the shear-valve and aspiration pathways in the UFC 

1. At the Utilities menu, select the Exerciser tab. 

2. Select the Syringe Pumps button on the left. If the arrow on the image of the 
valve under Selector Valve does not point to Open, select on the image until 
the arrow does point to Open. 

3. Select Valves on the left. 

4. Select valve V72 to close. 

5. Select valves VI, V47, and V74 to open. 

6. Hold a beaker of household bleach under the 
open-tube sample probe until 5 mL is aspirated. 

Opened valve 

7. Repeat step 4 using 5 mL of water. 

8. Close valve V74 and select V72 to open. Make sure that V73 is closed. 

9. Repeat steps 4 and 5. 

10. Select V74 and V72 to close, and select V73 to open. 

11. Repeat steps 4 and 5. 

12. Close valves VI, V47, and V73. Exit the Exerciser by selecting the Analyzer 
Status tab. 

Cleaning the Shear Valve 

Materials required: 

• Beaker 

• Household bleach 

• Paper towels 

• Squirt bottle 

• Ultrasonic bath (if available) 

Clean the shear-valve faces before recalibrating the system. 

High-volume laboratories or laboratories that handle dialysis samples or overly 
viscous blood, such as aged samples, may need to clean the shear-valve faces 
more often. 


Time: Cleaning - 15 minutes 
Checkout - 15 minutes 
Analyzer mode: Standby 



<D> 

Closed valve 
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BIOHAZARD 


All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2d edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 

To clean the shear valve 

1. Take the shear valve apart 

2. Clean the shear valve 

3. Reassemble the shear valve 

4. Check the analyzer 


Cleaning the Shear Valve: Step 1 
Taking the Shear-Valve Faces Apart 

IMPORTANT 

Place paper towels directly under the shear valve to prevent fluid from dripping 
down into the analyzer. 

1. Remove the knurled nut (1) 
by turning counter clockwise 
, then remove the 
compression spring ( 2 ). 



2. To remove the rotor ( 3 ), hold 
the shear valve with one hand 
and with the other hand rotate 
the rotor until it can be pulled 
forward and off the shaft. 


3 
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3. To remove the front shear 
face ( 4 ), gently rotate the 
front face until it is loosened, 
then pull forward and remove. 

The rear shear face is 
stationary. 


A CAUTION 

To avoid damaging the seal that secures the shear valve to the acrylic layer of the 
UFC, do not use excessive force to remove the front shear face. 

DO NOT use sharp objects, such as a screwdriver, to separate the shear faces. If 
you have difficulty removing the rotor or the front shear face, hold paper towels 
under the shear valve and squirt the valve with a stream of warm water. If the 
rotor is off, squirt some water into the two holes in the front of the shear face. 
Allow it to soak for a few minutes, then remove the rotor and/or shear face. 

If you still have difficulty separating the shear faces, use the shear face removal 
tool (PN 067-1083-01) found in the spare parts kit. Gently wedge the sharp edge 
of the tool between the two faces, then remove the front shear face. 

Cleaning the Shear Valve: Step 2 
Cleaning the Shear-Valve Faces 

1. Place the front shear face in a beaker with household bleach. If the laboratory 
is equipped with an ultrasonic bath, follow the instructions provided by the 
manufacturer. Otherwise, let the shear face soak in the beaker for 10 minutes, 
then thoroughly rinse with water. 

2. To rinse the rear shear face, use a wash bottle filled with water. Use paper 
towels to catch dripping water. 

A CAUTION 

Do not wipe the shear faces with paper towels. This may leave fibers on the shear 
faces. 

Cleaning the Shear Valve: Step 3 
Putting the Shear Valve back Together 

A CAUTION 

You may assemble the shear valve while the faces are still wet. Never use paper 
towels, gauze, or cotton swabs on the shear faces. These may leave fibers on the 
surface that can clog the precision grooves. 
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1. Shake off any excess water, 
then install the front face on 
the shaft by aligning the black 
line on the front face with the 
black line and the A on the 
rear face. The smaller loops 
should be at the 9 and 11 
o’clock positions and the 
large loop should be at the 5 
o’clock position. 




2. Install the rotor by inserting 
the drive pin ( 2 ) into the hole 
(1) on the right side of the 
front face. 


3. Replace the spring ( 3 ), and 
the knurled nut ( 4 ). Hand 
tighten the nut. 


Cleaning the Shear Valve: Step 4 
Checking Analyzer Performance 

Check analyzer performance by: 

• Checking saline backgrounds 

• Running a whole blood primer 

• Running controls 

If controls do not recover, calibrate affected channel. 


Inspecting and Cleaning the Syringe Plungers PN 067-506-01 and PN 067- 
506-02 


Inspect the tip of the plunger during a 
saline prime. 

The normal wear of the plunger tip 
(sheath 1 [1000 pL syringe] and 
sample 2 [50 pL syringe]) against the 
syringe barrel can cause small pieces 
to be detached. These small particles 
appear as a gray gel at the tip of the 
plunger. If this gel enters the 
hydraulic system, it can cause clogs in 
the analyzer. Clean if necessary. 
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Materials required: 

• Lint-free tissue 

• Small hex wrench 


Maintaining the Analyzer 

































Time: 15 minutes for one plunger 
Analyzer mode: Off 

BIOHAZARD 

All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2d edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 

To clean the syringes and plungers 

1. Remove the syringe. 

a. Turn the thumb wheel (1) counterclockwise 

until the plunger is lowered about Vi inch 
(1.27 cm). 

b. Disconnect the input (2) and output (3) 
fittings from the syringe head. 

c. Remove the nut and washer that secure the 
syringe at the top. Slide the syringe barrel 
down toward the bottom of the carriage to 
clear the mounting hole, then remove. 
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CAUTION 


When cleaning the 50 pL syringe, never pull the 
plunger through the small plastic bushing inside the 
syringe. This will cause damage to the syringe 
plunger tip. Use a small hex wrench to pop the 
bushing all the way out of the syringe, then remove 
the plunger from the syringe with both bushings still 
on the plunger stem. Do not remove the plastic 
bushings from the 50 pL plunger. 



2. Remove the dirty plunger from the syringe. Do not remove the white bushing 
from the plunger or the plunger from the stainless steel barrel bushing on the 
bottom. Using a soft lint-free tissue, gently wipe the plunger tip. Make sure 
all debris is removed from the grooves. 

3. Thoroughly rinse the syringe barrel with water. 

4. Slide the cleaned plunger into the syringe. Use a little saline solution, if 
necessary. Reseat the small plastic bushing into the syringe barrel, then 
replace the syringe 

a. Insert the bushing end of the syringe into the slot at the bottom of the 
carriage. 

b. Make sure that the input port on the RBC/Baso/Retic channel is facing 
left, and on the Perox channel it is facing right. 

c. Slide the syringe up and into the mounting hole in the pump drive frame. 

d. Install the washer and the knurled nut and hand tighten the nut. 

CAUTION 

Be careful not to cross-thread or overtighten the knurled nut and the 
input/output fittings. 

e. Reconnect all the syringe fittings. 

5. Check analyzer performance by 

• Checking saline backgrounds 

• Running a whole blood primer 

• Running controls 
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Replacing the Sampler Needles 


There are two needles in the analyzer. One is located in the autosampler and the 
other is in the manual closed-tube sampler. 


Materials required: 

• Cotton swab 

• Lens tissue 

• Replacement needle, 
PN 113-3301-03 


WARNING 

The analyzer must be off; otherwise, personal 
injury from the needle may occur. 



Time: 5 minutes per needle 
Analyzer mode: Off 

Location of the sampler needles and centering collars 

► Autosampler (1) 

► Manual closed-tube sampler ( 2 ) 


R 

/ 



2 1 


BIOHAZARD 

All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2d edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 

To replace the sampler needles 

1. Turn off the analyzer. 
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2. Remove the centering collar from the Autosampler or the Manual closed- 
tube sampler. (See page 4-6 for instructions.) 

3. Turn the needle cover counterclockwise to loosen the needle. 

4. Discard the needle along with its cover as biohazardous material. 

5. Before installing the replacement needle, clean the needle base using a cotton 
swab soaked in water, then wipe with another cotton swab soaked in water. 

NOTE 

If there is extensive buildup, use a solution of 25% household bleach and 
water to remove residual dried blood. 

6. Install the replacement needle. 

a. Remove the clear plastic end of the needle cover (1). 

b. With the red needle cover in place, screw the needle 
clockwise CJ into the needle base. Be careful not to 
cross-thread the needle. 

CAUTION 

Do not use any other tools to secure the needle. Overtightening can affect 
needle performance. 

c. Remove the red cover from the needle and save it for use during the next 
needle installation. 




7. Reconnect all the tubes, except the sample line on the autosampler, to the 
centering collar 


Analyser Autoslide centering MCTS 

centering collar collar 



NOTE 

The dual Autosampler has two centering collars, one for analyzer sampling 
and one for optional Autoslide sampling. Both Centering collars use the same 
sampling needles. 

8. Carefully replace the collar over the needle. On the autosampler centering 
collar, be sure to turn the spring-loaded knob back to its original position. 

9. On the autosampler, reposition the autosampler aspirator assembly. Make 
sure that it drops firmly in place over the guide pins, then reconnect the 
sample line to the base of the centering collar. 
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A CAUTION 

After repositioning the aspirator assembly, fmger-tighten the thumb screws, 
being careful that they are not cross threaded. Overtightening of the screws 
can warp the baseplate, which will cause misalignment of the sampler. Mis- 
threading the thumb screws can cause needle damage. 

10. Place the tubes going to the autosampler centering collar into the "hook" on 
the side of the IDee reader. 

11. Close the front cover. 

12. Run saline and whole blood primers to verify system performance. 

Replacing the Sheath Filters 

There are two sheath filters located on either side of the analyzer. The perox 
sheath filter is in a green housing on the left side and the RBC/baso sheath filter 
is in a clear housing on the right side of the instrument. 

Time: 10 minutes Location of the perox (1) and the 

RBC/baso (2) sheath filters 

Materials required: 

• Perox sheath filter 
PN 518-3148-05 

• RBC/baso sheath filter 
PN 518-3148-06 

• paper towels 
Analyzer mode: Ready to Run 



To replace the sheath filters 

1. Carefully pull the filter toward you just enough to 
remove it from its mounting and gain access to the 
tubing. Place paper towels under the filter to catch 
any fluid that leaks out when you remove the filter. 

2. Disconnect the reagent line (1) attached to the barbed 
fitting (2) at the input port (3) of the filter. 
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3. Disconnect the luer fitting (4) from the connector at the output port (5). Do 
not disconnect the line leading from the luer fitting. 

4. Discard the filter according to local environmental laws and regulations. 

5. Hold the replacement sheath filter by the body and attach the luer fitting to 
the connector. Turn the luer fitting clockwise to tighten. 

CAUTION 

The plastic barbed fitting and the luer connector are very fragile. Hold the 
sheath filter by its body at all times and do not use excessive force when the 
lines are being connected. 

6. Still holding the filter by the center of the body, connect the reagent line to 
the barbed fitting of the input port. 

7. Insert the sheath filter into the mounting clip with the input end of the filter 
facing up. 

8. Prime the reagent lines five times. 

CAUTION 

Do not use a syringe to prime the filter. It may cause damage to the filter. 

9. Look at the level of the liquid in the sheath filter. If the filter is not 
approximately 90% full, run two additional prime cycles. 




Replacing the 50 or 1000 pL Syringe Plungers PN 067-506-01 and 067-506-02 


Materials required: 

• Hex wrench, small 

• Household bleach 

• Sample syringe repair kit, 

PN 067-B506-01 (50 pL) 

• Sheath syringe repair kit, 

PN 067-B506-02 (1000 pL) 

Time: 15 minutes 

Analyzer mode: Off 

NOTE 

The sheath syringe plungers (1) will 



1 

2 
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last two to three times longer than 
the sample syringe plungers ( 2 ). 



BIOHAZARD 


All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 


To replace the syringe plunger 

1. Turn the thumb wheel (1) counterclockwise until 
the plunger is lowered about 0.5 inch (1.27 cm). 

2. Disconnect the tubing from the top fittings, then 
disconnect the input (2) and output (3) fittings from 
the syringe head. 

3. Remove the nut and washer that secure the syringe at 
the top. Slide the syringe barrel down toward the 
bottom of the carriage, then remove. 


CAUTION 

The 50-pL syringe plunger has a small plastic 
bushing inside the syringe. When replacing this 
plunger, never pull the plunger through the small 
bushing. This action will cause damage to the 
plunger tip. Use a small hex wrench or a large paper 
clip to pop the bushing out of the syringe 
completely, then remove the plunger from the 
syringe with the bushing still on the plunger stem. 
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4. Use a hexagonal wrench to loosen the set screws ( 4 ) 
on the metal bushing ( 5 ) on the plunger stem. 
Remove and keep the bushing. Discard the plunger 
( 6 ). 

5. Inspect the syringe. If the inside surface is dirty, use 
a wash bottle with 25% solution of household 
bleach and water to clean it. Rinse thoroughly with 
water. 

6. Install the new plunger: 

a. Insert the pin gauge ( 7 ) from the repair kit into 
the input port of the syringe 

b. Wet the plunger with saline solution and insert 
it into the syringe barrel. Slide the plunger up 
until it touches the pin gauge. 




CAUTION 


Do not force plunger into the syringe. Forcing will distort the tip. 


c. On the 50-pL syringe, replace the small plastic bushing into the syringe. 


d. Replace the metal bushing onto the plunger stem with 
the narrow collar of the bushing ( 5 ) toward the plunger 
( 6 ). 

e. Push the metal bushing up against the syringe, then 
tighten the set screws ( 4 ). 

f. Remove the pin gauge from the input port. 


a 



6 


5 


7. Reinstall the sample syringe: 


a. With the metal bushing end-first, insert the syringe plunger into the slot 
at the bottom of the carriage. 

b. Slide the syringe up and into the mounting hole in the pump drive frame 
with the input port facing left on the RBC/baso/retic channel and facing 
right on the perox channel. 


c. Install the washer and the knurled nut and hand tighten the nut. 



CAUTION 


Be careful not to cross-thread or overtighten the knurled nut and the 
input/output fittings. 

d. Reconnect all the tubing to the syringe fittings. 
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8. Check analyzer performance by: 

• Checking saline backgrounds 

• Running a whole blood primer 

• Running controls 

If controls do not recover, calibrate the affected channel. 


Cleaning the Air-Circulation Filter 

Time: 5 minutes 

To clean the air filter 

1. Remove the filter by sliding it to the 
right, out of its frame. 

2. Remove excess dust or lint from the 
filter by tapping it against a clean, hard 
surface or by vacuuming. 

3. Flush the filter with a strong stream of 
water, first on one surface then on the 
other surface. 


Location of the air filter (1 ) 



4. If the filter remains dirty, swish it around in a container filled with warm 
water and mild detergent. 

5. Rinse the filter with clean water, then allow it to air dry. 


Inspect the Perox-Cap Vent Hole for Buildup 



1. Disconnect the overflow tube (1) from the perox vent. 

2. Remove the cap ( 2 ). 

3. Look at the inside of the cap and look through the vent opening. Make sure 
that the cap and the vent are clean, dry, and free of buildup. 
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4. If necessary, clean the cap and the vent opening. Use the drill bit included in 
the flowcell cleaning kit (PN 113-B711-01) to clean blockages in the vent 
opening. 

5. Replace the cap and reconnect the overflow tube. 

Cleaning the Autosampler Aspirate Assembly 

Clean the autosampler aspirate assembly if there is a salt buildup. 



BIOHAZARD 


All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd. edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 


Time: 15 minutes 
Materials required: 

• Cotton swab 

• Deionized water 

• Paper towels 

• Squirt bottle 

Analyzer mode: Off 



To clean the autosampler aspirate assembly 

1. Turn off the analyzer. 

2. Tilt the front cover down. 

3. Thoroughly rinse the autosampler aspirate assembly with deionized water. 


NOTE 

Single aspirate assemblies have one needle, centering collar and air cylinder. 


4. Remove the sample line (1) from the bottom of the needle base. 



CAUTION 
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You must remove the sample line before the aspirator assembly is tilted 
forward. If the line stays in place, it can break as the assembly is tilted. 

5. Loosen the thumb screws (2) and tilt the autosampler aspirator assembly 
forward, then thoroughly rinse the back side of the assembly with deionized 
water. 

6. Clean the centering collar. Make sure that you remove all buildup at the 
mating surface (3) of the centering collar and the assembly. 

7. Allow to stand for 5 minutes, then wipe the assembly dry with paper towels 
and cotton swabs. Repeat if necessary. 

8. Reposition the assembly. Make sure that it drops firmly into place, then 
reconnect the sample line. 

CAUTION 

After repositioning the aspirator assembly, fmger-tighten the thumb screws, 
being careful that they are not cross threaded. Overtightening of the screws 
can waip the baseplate, which will cause misalignment of the sampler. Mis- 
threading the thumb screws can cause needle damage. 

9. Place the tubing going to the centering collar into the "hook" on the side of 
the IDee reader. 
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If you are unable to correct a problem and require service assistance, please contact your local 
technical support provider or distributor. 

Alignments and Adjustments 

Adjusting the Hgb Baseline Value 

When to adjust the Hgb colorimeter-lamp baseline value 

• After replacing the lamp. 

• If the baseline value is >4.2 volts. 

• If indicated during troubleshooting. 

To adjust the Hgb baseline value 

1. At the Procedures menu, select the Adjust Lamp/Temp tab. 

2. Select Hgb Baseline. 

3. Pop out the small white plug on the colorimeter to access the potentiometer 
adjustment screw on the Hgb Power Supply Preamp PCB. 

Potentiometer (1) on the Hgb Power Supply Preamp Board 



4. Select Start Cycle. As the analyzer is checking the baseline value, use a 
small screwdriver to turn the adjustment screw so that the Current value is 
4 . 1 . 

To increase the value, turn the screw clockwise. 

To decrease the value, turn the screw counterclockwise. 

5. Select Exit and replace the plastic plug. 
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Adjusting the Length of the Sample Probe 

After each aspiration, the wash block (1) is lowered and the probe is washed 
within the block. For a proper wash, the terminal end of the probe (2) must be 
between the upper ( 3 ) and lower ( 4 ) ports of the wash block when the block is at 
its lowest position. 

CORRECT PROBE ALIGNMENT PROBE MUST BE REPLACED PROBE ALIGNMENT REQUIRED 


3 1 


\ 7 


5 


h 


2 


1. Look at the terminal end of the probe in the lowered wash block. If the probe 
is too short, it must be replaced. 

2. If the probe is too long, remove the probe and, using a sharp scalpel or a 
single-edged razor blade, cleanly cut the probe to the appropriate length. Be 
very careful to make the cut straight without burrs. Do not cut the probe on 
an angle. 

3. Replace the probe and check the length. 


Adjusting the Pneumatic Regulators 

1. To gain access to the knobs, snap open the white panel on the right side of 
the analyzer. Using a Phillips-head screwdriver, remove the small green 
panel. 

2. At the Utilities menu, select Analyzer Status. 

3. Monitor the pneumatic values on the screen as you adjust the appropriate 
knob. 


20 IN.-HG VACUUM 
REGULATOR KNOB 

40 PSI PRESSURE 
REGULATOR KNOB 


Turn knobs clockwise to increase values and counterclockwise to decrease 
values. 
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You have to first pull the 20 and 40 psi pressure regulator knobs, then turn to 
adjust. 


Regulator Acceptable Reading Set to 


20 in. Hg vacuum 

20 ±1 

20 psi pressure 

20 ±1 

5 psi pressure 

5 ±0. 

40 psi pressure 

40 ±2 


in. Hg 

20 +0.5 in. Hg 

psi 

20 +1 psi 

5 psi 

5 +0.25 psi 

psi 

40 +1 psi 


IMPORTANT 

All pneumatic settings must be reached by turning the knobs in an upward 
or clockwise direction only. If a reading goes above the target value (see 
column 3 on the left), turn the knob back. Allow the analyzer to equilibrate 
(get a new reading every 5 seconds), then adjust upward to the correct value. 


Maximizing the Perox Lamp Output 

The analyzer should be in the Ready to Run mode. If it is in Standby, the 

current A/D reading will not update. 

1. At the Procedures menu, select Adjust Lamp/Temp. 

2. Select Perox Lamp Alignment. 

3. Select Start Cycle. 

4. Monitor the Current A/D Reading field. 

5. Loosen the two securing screws (1). Do 
not loosen the four comer screws ( 4 ). 

6. Perform the following procedure even if 
the initial maximum lamp value is greater 
than 1.96. Use the side alignment screw 
(moves the lamp in a horizontal direction) 

( 2 ) and the top alignment screw (moves 
the lamp in a vertical direction) ( 3 ) to 
peak the position of the lamp. The 
maximum value should be between 1.96 
and 4.99 volts. However, if the volts are 
greater than 4.90, select Set Light 
Intensity first, then return to the Perox 
Lamp Adjustment window, select Start 
Cycles, and repeat this procedure. 

a. In small increments, first turn the side screw, then the top screw 
clockwise. If the voltage goes down, turn the screws counterclockwise. 

b. Continue alternately turning the screws in small increments until the 
maximum value is achieved. The final adjustment should be in the 
clockwise direction. Allow 5 to 10 seconds for the screen to update 
between each increment. 
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NOTE 

Achieve the final maximum lamp value in a clockwise direction only. This will 
counteract any spring-bounce that might decrease the output level of the lamp 
over time. 

7. Once the value is maximized, tighten the securing screws (1) to lock the 
lamp into position. Some minor drifting (less than 0.1 volts) is normal. 

8. At the Utilities menu, select Analyzer Status and check the lamp intensity. 

• If the value is at least 120 but less than 255, the perox light source indicator, 
although displayed in red, is acceptable for reporting results. Results will not 
be flagged. Check the gains for the perox channel and continue normal 
operation. 

• If the value is less than 119, select Set Light Intensity. Check the gains for 
the Perox channel. 

Reprogramming the Manual Barcode Reader 

1. Locate the Codabar Settings in the Opticon User’s Manual. 

2. Scan the Start (Z7) barcode with the wand. The barcode reader should be 
emitting a constant beeping sound, which is an indication that it is in the 
programming mode. 

3. Scan the Do not transmit Start/Stop (F0) barcode. You should hear a single 
high-pitched beep to indicate that the scanning was successful. 

4. Scan the End (Z7) barcode label. A continuous beeping sound indicates that 
the reprogramming is finished. 

Cleaning Procedures 

Backflushing the Drain Filters 

If a drain filter is clogged, replace it with a new filter. 

If the filter is not clogged, but you want to clean it because of heavy buildup or 
discoloration, use this backflush procedure. 

Materials required: 

• Flowcell cleaning kit, PN 113-B711-01 

• Household bleach 
Time: 10 minutes 
Analyzer mode: Off 
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BIOHAZARD 


All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 


The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 

To backflush the drain filters 


1 . 

2 . 

3. 


4. 

5. 


Turn the analyzer off. 

Prepare a 10% household- 
bleach solution. 

Unscrew the fittings from each 
end of the drain filter that you 
want to flush. 

Attach the syringe to the bottom 
of the filter. 

Insert the filter into the beaker 
of bleach solution. Gently pull 



UNSCREW BOTH 
FITTINGS 


the syringe plunger up,drawing fluid through the filter. Make sure the 
direction of flow is the opposite of the flow during normal operation. 


6. Disconnect the syringe and empty it. 
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WARNING 

The debris flushed from the 
drain filters may contain 
biohazardous material and 
should be treated as if it is 
capable of transmitting 
infectious diseases. 

7. Rinse the filter by repeating 
steps 4 through 6 twice, using 
deionized water instead of the 
bleach solution. 

8. Visually inspect the filter and 
repeat the procedure if 
necessary. 

9. Wipe the outside of the filter 
using a lint-free cloth or paper 
towel. 

10. Reinstall the drain filter. 




DIRECTION OF 
FLOW 


11. Clean the syringe with 10% household-bleach solution. 

12. Turn the analyzer on and run samples in the manual and autosampler modes. 
Check to make sure that there are no leaks and that fluid passes through the 
filters properly. Make sure that the lines do not interfere with the autosampler 
aspirator motion. 


Cleaning the Perox Chamber 



All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratoiy Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 
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Materials required: 

• Cotton swab 

• Dental mirror 

• EZ KLEEN 

• Flashlight 

• Pipette, 2-mm ID, disposable 
Time: 2 minutes 

Analyzer mode: Ready to Run 



1 PEROX CHAMBER CAP 

2 PEROX CHAMBER 


To clean the perox chamber 

1. Remove the perox chamber cap (1). 

2. Dip a clean, cotton-tipped swab into EZ KLEEN and wipe clean the inside of 
the perox chamber. 

CAUTION 

To avoid pushing any dirt into the drain and reagent ports at the base and 
back wall of the chamber, always wipe the chamber by starting at the bottom 
of the back wall, using a circular up and outward motion. 

3. Using a 2-mm disposable pipette, fill the chamber 1/3 full with EZ KLEEN. 

4. Using the pipette, agitate the liquid in the chamber, then let it soak for one 
minute. 

5. Agitate the liquid again. Then, using the pipette, remove all the liquid from 
the chamber. 

6. Check if there are any black particles in the liquid. If yes, repeat steps 3 
through 6 until the EZ KLEEN is clear when you remove it from the 
chamber. 

7. Using the dental mirror and flashlight, check that the chamber is clean. If it is 
not clean, repeat steps 3 through 6. 

8. Replace the perox chamber cap. 

9. Perform a System Wash. 

Cleaning the Autosampler Rinse-to-Waste Line (V45 Pathway) 

Materials required 

• Beaker 

• Deionized water 



5-8 


Troubleshooting the Analyzer 










• Household bleach 

Time: 4 minutes 

Analyzer mode: Ready to Run 

1. Open the front cover. 

2. At the Utilities menu, select the Exerciser tab, and select the Valves button 
on the left. 

3. Remove the tubing from the V45 nipple on the autosampler centering collar. 



4. Place the end of the tube into a beaker of 25% solution of household bleach 
and water. 

5. At the Exerciser, select V45 to open the valve. 

6. Aspirate 10 mL of the bleach, followed by 10 mL of deionized water 

7. At the Exerciser, select V45 to close the valve. 

8. Replace the tubing on the centering collar nipple, and exit the Exerciser 
window. 


Cleaning the Vent Lines, Vacuum Shuttle Chambers, and 
Reaction Chambers 

Materials required: 

• Beaker 

• Deionized water 

• EZ KLEEN for cleaning perox-related pathways and chambers 

• Household bleach for all pathways and chambers other than perox 

• Tubing, 0.090, PN 116-0536-16 

Time: 4 minutes 

Analyzer mode: Ready to Run 
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NOTE 

Clean one vent line or chamber at a time. 

1. Remove the tubing from the overflow bottle that leads to the vent of the 
pathway or chamber that you want to clean. Or, if there is no overflow tube 
installed, attach a 12-inch (300.5-mm), 0.081-ID piece of tubing to the vent. 

2. Put the free end of the tube into a beaker of 25% solution of household 
bleach and water. 

IMPORTANT 

You must use EZ KLEEN when cleaning the perox vacuum shuttle chamber 
and perox vent line. 

3. Open the valve that will create a vacuum to aspirate the bleach solution from 
the beaker through the vent line and chamber to the main waste line at the 
bottom of the UFC block. 

To open a valve, at the Utilities menu, select the Exerciser tab. Select 
Valves from the list on the left. Select the appropriate valves. 

The appropriate valves are: 

Baso chamber - open V13 

Perox vacuum shuttle chamber - open V18 and V17 
Retie chamber - open V65 
RBC chamber - open VI0 

RBC/baso/retic vacuum shuttle chamber - open V22 and V21 
Hemoglobin chamber - open V36 

4. Allow alternate segments of household bleach solution and air to run through 
the line and the chamber until they are clean. 

5. Immerse the free end of the tube into a beaker of deionized water to rinse the 
line and chamber. 

6. Remove the tube from the beaker and close the valve. 

7. Exit the Exerciser. 

8. Replace the tube into the overflow bottle, or if it was not an overflow tube, 
remove it from the vent opening. 

9. At the Startup window, select Refresh. Repeat Refresh until the background 
counts are acceptable. 

10. Run controls and verify that the results are within specifications. 


Flowcell Wash 

This function flushes a clogged flowcell and is available from the Hydraulic 
Functions tab. 

To wash the perox flowcell, use EZ KLEEN. 


5-10 


Troubleshooting the Analyzer 



To wash the RBC/baso/retic flowcell, use a 25% solution of household bleach 
and water. 

To wash both flowcells at the same time, use EZ KLEEN. 

1. Select Flowcell Wash to select it. 

2. Select the flowcell you want to wash by clicking an option in the Flowcell 
Options area. 

• Perox Flowcell 

• RBC/Baso/Retic Flowcell 

• Both 

3. Flold a tube of EZ KLEEN (perox flowcell) or bleach (RBC/baso/retic 
flowcell) under the open-tube sampler probe. 

IMPORTANT 

Do not push the aspirate plate. 

4. Select Start to begin the flowcell wash. Continue to hold the tube under the 
probe until you hear a beep and the wash block starts to move down 
(approximately 100 seconds). 

You can select Cancel to stop the flowcell wash. It will stop at the end of the 
current cycle. 

Cleaning the Flowcells on the Analyzer 

This method of cleaning the flowcells bypasses the shear valve and the UFC 
pathways. 

• Materials required 

• Beaker 

• Household bleach 
Time: 10 minutes 
Analyzer mode: Ready to Run 

BIOHAZARD 

All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 
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To clean the perox or RBC flowcell without removing it from the analyzer 


There are three tubes associated with each flowcell. Typically, only the sample 
line is cleaned. The rinse and shuttle lines can be cleaned in the same way. 




RBC FLOWCELL 


TO WASTE. 
■^REAGENT 


PEROX FLOWCELL 


UFC 


SHUTTLE 

LINES 


SAMPLE 

LINES 


SHEATH 

LINES 


1. Disconnect the sample tubing from the sample syringe and place the end into 
a beaker of 25% solution of household bleach. 

2. At the Utilities menu, select the Exerciser tab and select Valves from the list 
on the left. 

If you are cleaning the RBC flowcell, select V23 and V27. 

If you are cleaning the perox flowcell, select V25 and V24. 

3. Allow alternate segments of air and bleach solution to be pulled through the 
sample line. 

4. Put water into a beaker and flush the line clean by allowing water to be 
pulled through the line. 

5. Replace the sample line and close all valves. 

6. To clean the sheath or shuttle lines, follow the same procedure. 

When cleaning the sheath line, remove tubing from VI5 for the perox sheath 
line or VI9 for the RBC sheath line. 

When cleaning the shuttle line, remove the tubing from the UFC fitting. 

Cleaning the Flowcells off the Analyzer 

Clean the flowcell: 

► When there is a clog in the flowcell or in the Concentric Flow Module (CFM) 

► When the flowcell windows are dirty 

Materials required: 

• AD VIA OPTIpoint 

• AD VIA TESTpoint controls 

• EZ KLEEN, PN TO 1 -3 624 

• Flowcell Cleaning Kit, PN 113-B711-01 
Kit includes: 
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♦ Drill bit 

♦ Needle cleaning kit, PN 113-B911-01 

- Coupling 

- Disposable syringe 

- Luer adapter 

♦ Pin vise 

• Household bleach 

• Lens tissue 

• One 6 inch (15.2 cm) length of 0.020 inch (0.5 mm) ID C-Flex Tubing, 
PN 562-3052P02 

• Spectrophotometric-grade methanol 

• Two 50 mL beakers 

Syringe preparation 

Time: Replacement - 10 minutes 
Checkout - 30 minutes 

Analyzer mode: Standby 



All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 

IMPORTANT 

An inspection scope must be available for this procedure. Do not remove the 
flowcells unless you are trained in how to align and focus them. 

To remove and clean the flowcells 

1. Remove the flowcell. There is a different procedure for each flowcell. 

2. Take the flowcell apart. 

3. Clean the CFM. 

4. Flush the flowcell and the CFM. 

5. Clean the glass windows of the flowcell. 
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6. Replace the flowcell. 

7. Check analyzer performance. 
See below for detailed steps. 


Cleaning the Flowcells off the Analyzer: Step 1 
Removing the Perox Flowcell 

1. Make sure that the analyzer is in the Standby mode. 

2. Open the optics cover. The perox flowcell is on the left. 
Perox flowcell (1), RBC flowcell (2) 

1 2 



3. Disconnect the shuttle line (1), the sample-stream input line (2), and the 
sheath-stream input line (3) from the CFM. Allow these lines to hang freely. 



1 SHEATH NIPPLE 

2 SAMPLE NIPPLE 

3 SHUTTLE NIPPLE 


4. Locate hydraulic valve # 24 Unscrew the threaded fitting from the top right 
side of the valve. 
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To Waste 


Reagent 



5. Release the flowcell by loosening the release knob located on the right of the 
flowcell adjustment assembly 

Flowcell release knob (1) —> Front of analyzer 



6. Flold the flowcell by the red threaded fitting located at the top of the flowcell, 
then gently lift the flowcell out of the optics assembly. 



To avoid getting fingerprints on the glass windows of the flowcell, always 
hold the flowcell by the metal slides. 


Cleaning the Flowcells off the Analyzer: Step 1 
Removing the RBC/BASO/Retic Flowcell 

Before you begin the cleaning of the RBC/baso/retic flowcell, read all laser 
safety precautions. 
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A WARNING 

To avoid possible injury that may occur from laser radiation, do not remove the 
laser safety shield. You must not remove the flowcell if the laser safety shield is 
not in place on the laser optics assembly. 



LASER SAFETY SHIELD 
DO NOT REMOVE! 

A 

/ \ LASER WARNING 

To avoid damage to the eyes, never look directly at the laser beam or at its 
reflection from a shiny surface. All field service procedures must be followed 
precisely. Only Siemens-trained field service personnel should perform 
procedures related to laser assemblies. 

For more safety information and laser specifications, refer to Safety 
Information, Protecting yourself from lasers. 

1. Make sure that the analyzer is in the Standby mode. 

2. Open the optics cover. The RBC flowcell is on the left. 

Perox flowcell (1), RBC flowcell (2) 


1 2 



3. Disconnect the shuttle line (1), the sample-stream input line (2), and the 
sheath-stream input line (3) from the CFM. Allow these lines to hang freely. 
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1 SHEATH NIPPLE 

2 SAMPLE NIPPLE 

3 SHUTTLE NIPPLE 


1 

2 



4. Locate hydraulic valve # 23. Unscrew the threaded fitting from the top left- 
hand side of the valve. 



To Waste 


Reagent 


5. Loosen the captive flowcell release screw, then remove the flowcell. 
Flowcell (1), flowcell release screw (2) 



6. Hold the flowcell by the red threaded fitting when lifting the flowcell out of 
the optics assembly. 
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CAUTION 

To avoid getting fingerprints on the glass windows of the flowcell, always 
hold the flowcell by the metal slides. 



Cleaning the Flowcells off the Analyzer: Step 2 
Taking the Flowcell Apart 


1. Unscrew the locking nut (1) at the input end of 
the flowcell assembly. 

2. Using a twisting motion, remove the CFM (2) 
from the flowcell. 

3. Be careful not to lose the O-ring seal (3). 



Cleaning the Flowcells off the Analyzer: Step 3 
Cleaning the CFM 


1. A pin vise (1) and a 1/64-inch (0.4 mm) 
diameter drill bit ( 2 ) are supplied in the 
Flowcell Cleaning Kit. Open the pin vise, insert 
the drill bit approximately 1/4 inch (6.4 mm) 
into the vise jaws, then tighten the pin vise. 

2. Insert the drill bit into the sheath nipple (3). 
Using a twisting motion, carefully push the 
drill bit through the sheath nipple. If a clog is 
encountered, proceed slowly while continuing 
to twist the drill bit. 

3. Repeat step 2 for the sample input nipple (4). 

4. Carefully insert the bit into the shuttle nipple 
(5) to a depth that just barely leaves the flutes 
of the bit extended beyond the end of the 
nipple. Twist the drill bit a few times, then 
remove it from the nipple. 
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Cleaning the Flowcells off the Analyzer: Step 4 
Flushing the Flowcell and the CFM 


1. Reattach the CFM to the flowcell 
assembly. Do not overtighten the 
locking nut. 

2. To flush each nipple separately, the 
other two nipples have to be blocked 
off. To do this, knot a piece of 

0.020(0.5-mm) ID tubing in the 
middle of its length. Attach the two 
ends of the tubing to the nipples that 
are not being flushed. 



3. 


4. 


Draw 10 mL of 25% 
solution of household 
bleach and water into the 
syringe. Connect the 
syringe and adapter to the 
flowcell-tube-assembly 
fitting. 



Working over a sink, carefully press the plunger to push the contents of the 
syringe into the flowcell and out the open nipple. 


5. Switch one end of the knotted tubing to the cleaned nipple. 

6. Disconnect the syringe and the adapter, and draw 10 mL of the appropriate 
fluid into the syringe. Flush the flowcell with the fluid now exiting through 
the second nipple. 


7. Repeat the flushing for the third nipple 


8. Repeat steps 2 through 7 using water to rinse out the flowcell and the CFM. 


9. Disconnect the syringe and adapter from flowcell tube assembly fitting. 


Cleaning the Flowcells off the Analyzer: Step 5 
Cleaning the Glass Windows of the Flowcell 

1. Fold a piece of lens tissue so that one edge is slightly narrower than the 
optical glass window. 

CAUTION 

To avoid getting material from your hands onto the optical surfaces (glass 
windows), do not touch the area of lens paper that will come in contact with 
the glass windows. 

2. Soak this edge of the tissue paper with methanol. 
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A CAUTION 

Since impure methanol can leave a film on the windows, use only 
uncontaminated spectrophotometric-grade methanol. 

3. Gently wipe one glass 
surface. Discard the used 
piece of lens tissue. To 
prevent formation of a 
methanol film, completely 
dry the glass using a clean 
piece of lens tissue. 

4. Examine the clean surface. If the window is not clean enough, repeat steps 1 
through 3. 

5. Repeat steps 1 through 4 for the other optical window. 

Cleaning the Flowcells off the Analyzer: Step 6 

Replacing the Flowcell 

1. Hold the flowcell by its red threaded fitting and place it gently into the optics 
assembly. 



2. Perox optical assembly 

Tighten the release knob to lock the flowcell into position. 

RBC/baso/retic optical assembly 

Place the flowcell onto the guide pins. Make sure that the flowcell is on both 
guide pins. The flowcell will be at a 4° angle. Tighten the flowcell release 
screw. 

3. Reconnect the hydraulic lines to the CFM. Reconnect the flowcell tube 
assembly fitting to the appropriate hydraulic valve (V24 and V23). Hand 
tighten the connection enough to prevent leaks. 

IMPORTANT 

To avoid incorrect patient data, make sure that each hydraulic line is attached 
to the correct CFM nipple. 
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Shuttle line from UFC assembly (3) 
Sample line from syringe (2) 

Sheath line from hydraulic valve (1) 
V15 - perox or V19 - RBC 



Cleaning the Flowcells off the Analyzer: Step 7 
Checking Analyzer Performance 

IMPORTANT 

An inspection scope must be available for this procedure. Do not remove the 
flowcells unless you are trained in how to align and focus them. 

1. Bring the analyzer to the Ready to Run mode. 

2. At the Operations menu, select Startup, select Refresh, and verify the 
background count. 

3. Check the flowcell connections for leaks. 

4. Check the focus and alignment of the flowcell. 

5. Check the gains. 

6. Run a whole-blood primer, then run controls to verify analyzer performance. 

7. If the control results are acceptable to the laboratory, no additional action is 
required and normal operation can be resumed. 

Backflushing the Perox Flowcell and Shuttle and Reaction 
Chambers 

Materials required: 

• Flowcell cleaning kit, PN 113-B711-01 

• EZ KLEENBeaker 

• Deionized water 

Analyzer mode: Ready to Run 

BIOHAZARD 

All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 
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The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 


CAUTION 

When performing this procedure, do not use force on the syringe at any time. 

1. At the Utilities menu, select Exerciser to open the Exerciser tab. 

2. Disconnect the waste tubing (1) that comes from the Perox flowcell (2) at 
V24. This is the white fitting at V24 (3). 


3. Fill the cleaning syringe (4) 

EZ KLEEN and attach it to 
the white fitting. Refill the 
syringe EZ KLEEN as needed 
during the following steps. 

4. Disconnect the sample tubing 
(5) from the top of the sample 
syringe ( 6 ) and place the 
sample tubing into a beaker to 
catch fluid as you backflush 
the flowcell 

5. Gently push the plunger on 
the cleaning syringe to flush 
the EZ KLEEN through the 
Perox flowcell (2). Repeat 
with deionized water. 

6. Reattach the sample tubing (5) 
to the top of the sample 
syringe ( 6 ) 

7. Refill the syringe with EZ KLEEN. 

8. Disconnect the shuttle line (7) from the side of the UFC (8) and place the 
sample tubing into a beaker to catch fluid as you backflush the flowcell. 

9. Gently push the plunger on the cleaning syringe to flush the EZ KLEEN 
through the Perox flowcell (2). Repeat with deionized water. 

10. Reattach the shuttle line (7) to the side of the UFC (8). 

11. Refill the syringe with EZ KLEEN. 
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12. At the Valves window of the Exerciser tab, open VI6 and VI7 and then 
push the syringe to push EZ KLEEN through the shuttle pathway to the VSC 
chamber. Repeat with deionized water and then close VI6 and VI7. 

13. Refill the syringe with EZ KLEEN. 

14. At the Valves window of the Exerciser tab, open V5 and V6. Remove the cap 
from the Perox chamber (9) and then push the syringe to fill the chamber. 

When the chamber is full, open V7 to drain it. Close V7. Repeat with 
deionized water and then close V5, V6, and V7. 

15. Remove syringe (4) from the white fitting. 

16. Reattach the line to the fitting on V24 (3). 

17. Select the Analyzer Status tab to exit the Exerciser. 

18. Open the Hydraulic Functions tab and then perform one System Wash 
cycle. 

19. Run controls to verify system performance. 

Backflushing the RBC/baso/retic Flowcell and Shuttle and 
Reaction Chambers 

Materials required: 

• Flowcell cleaning kit, PN 113-B711-01 

• EZ KLEENBeaker 

• Deionized water 

Analyzer mode: Ready to Run 

BIOHAZARD 

All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially infectious 
specimens in Protection of Laboratory Workers from Infectious Disease Transmitted 
by Blood, Body Fluids, and Tissue, 2nd edition; Approved Guideline (1997) 
Document M29-A, National Committee for Clinical Laboratory Standards (NCCLS). 
This document contains complete information on user protection and it can be used 
as reference material for instructions on laboratory safety. 

A CAUTION 

When performing this procedure, do not use force on the syringe at any time. 
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1. At the Utilities menu, 
select Exerciser to 

open the Exerciser tab. 

2. Disconnect the waste 
tubing (1) that comes 
from the RBC flowcell 
(2) at V23. This is the 
white fitting at V23 (3). 

3. Fill the cleaning syringe 
(4) 25% household 
bleach solution and 
attach it to the white 
fitting. Refill the 
syringe with bleach 
solution as needed 
during the following 
steps. 



4. Disconnect the sample tubing (5) from the top of the sample syringe (6) and 
place the sample tubing into a beaker to catch fluid as you backflush the 
flowcell. 

5. Gently push the plunger on the cleaning syringe to flush the bleach solution 
through the RBC flowcell (2). Repeat with deionized water. 

6. Reattach the sample tubing (5) to the top of the sample syringe (6). 

7. Refill the syringe with bleach solution. 

8. At the Valves window of the Exerciser tab, open V9 and then push the 
syringe to fill RBC chamber (7) with 25% bleach, then open VI0 to drain. 
Close V9 and V10. Repeat with deionized water. 

9. Refill the syringe with bleach solution. 

10. In the Valves window of the Exerciser tab, open V12 and then push the 
syringe to fill Baso chamber (7) with bleach solution, then open VI3 to drain. 
Close V12 and VI3. Repeat with deionized water. 

11. Refill the syringe with bleach solution. 

12. At the Valves window of the Exerciser tab, open V64 and then push the 
syringe to fill Retie chamber (7) with bleach solution, then open V65 to 
drain. Close V64 and V65. Repeat with deionized water. 

13. Disconnect the shuttle line (10) from the side of the UFC (11) and then place 
the end of the sample tubing into a beaker to catch fluid as you backflush the 
flowcell. 

14. Refill the syringe with bleach solution. 
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15. Gently push plunger on the cleaning syringe to flush bleach solution through 
the RBC flowcell (2). Repeat with deionized water. 

16. Reattach the shuttle line (10) to the side of the UFC (11). 

17. Refill the syringe with bleach solution. 

18. At the Valves window of the Exerciser tab, open V20 and 21 and then push 
the syringe to push bleach solution through the shuttle pathway to the VSC 
chamber. Repeat with deionized water and then close V20 and V21. 

19. Remove syringe (4) from the white fitting. 

20. Reattach the line to the fitting on V23 (3). 

21. Select the Analyzer Status tab to exit the Exerciser. 

22. Open the Hydraulic Functions tab and then perform one System Wash 
cycle. 

23. Run controls to verify system perfonnance. 

Repair and Replacement 


Replacing the Clot Filters 

Materials required: 

• Lens tissue 

• Replacement clot filter, 

PN 113-3719-01 

Time: Replacement - 5 minutes 
Checkout - 5 minutes 
Analyzer mode: Standby 



1. Unscrew the fitting and tube assembly (1) from the front of the selector valve (2). 

4 5 3 

2. Gently push the silicone sleeve (3) to release the clot filter (4) from the filter 
adapter fitting (5). 

3. Visually check the filter adapter fitting and the input port of the selector 
assembly for any dirt or small particles. 

4. If you find some debris, use a piece of lens tissue moistened with water to 
remove it. 
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5. Wet the new clot filter with water and place it into the filter adapter fitting. 
Orientation of the filter is not important. 

6. Reconnect the filter adapter fitting to the selector valve. Finger tighten. 

IMPORTANT 

Be very careful not to misthread the fitting. Misthreading could strip the 
valve which will prevent proper operation. 

7. Run a sample and visually check for air bubbles in the sample line between 
the selector valve and the UFC block. 

8. Check aspiration rate. 

9. If air bubbles appear, check that the filter adapter fitting is screwed on 
correctly and that it is finger-tight, then repeat step 7. If air bubbles still 
appear, disconnect the filter adapter fitting and check for dust or debris in the 
fitting and in the port. 

If air bubbles still persist, call Siemens technical support. 

Replacing the Diaphragm Pumps 

Time: Replacement - 5 minutes 
Checkout - 15 minutes 

Materials required: 

1 DPI -PEROX SHEATH 

2 DP2 - SHEATH /RINSE 

3 DP3-SHEATH/RINSE 

4 DP4 - WASH 
PN 067-B294-04 

5 DP5-SHEATH/RINSE 
PN 067-B294-01 

Analyzer mode: Off 


REMOVE BOTTLES TO ACCESS DIAPHRAGM PUMPS 

1. Remove the reagent bottles from the side where you are replacing the 
diaphragm pump. 

2. Pull the pump forward until it is released from its keyhole slots. 

3. Remove the three tubes, then attach these tubes to the new pump. 

4. Insert the raised studs on the top of the pump into the keyholes and push the 
pump back until it is secure. 

5. Replace the reagent bottles. 

6. Checkout 

► For all replaced pumps - prime reagent lines and verify that there are no leaks. 
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► If DPI is replaced, run two saline primers. At the Operations menu, select 
the Startup tab. Select Refresh and verify that the WBC background count is 
0.1 or less (1000 cells/pL). 

► If DP4 is replaced, do a system wash and verify that the reaction chambers 
are filling up with wash solution to their normal wash levels. 

► If DP5 is replaced, run two saline primers. At the Operations menu, select 
the Startup tab. Select Refresh and verify that the platelet background count 
is 5 or less (1000 cells/pL). 

If required, run additional saline samples until acceptable background counts 
are obtained for two consecutive samples. If more than five saline samples 
are required, verify that the pump was installed properly. 

7. Run controls to verify analyzer performance. 

Replacing the Drain Filters 

If the filter is not clogged but you want to clean it because of heavy buildup or 
discoloration, use the backflush procedure. 

Time: 10 minutes 

Analyzer mode: Off 



The analyzer must be off; otherwise, personal injury from the needle may occur. 

BIOHAZARD 

All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 

1. Turn the analyzer off. 

2. Unscrew the old filter from both fittings. Discard the old filter. 

3. Connect the new filter to the fittings and hand tighten them to ensure they are 


sealed. 
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4. Turn the analyzer on and run samples in the manual and autosampler modes. 
Check to ensure that there are no leaks and that fluid passes through the 
filters properly. Make sure that the lines do not interfere with autosampler 
aspirator motion. 


DIRECTION 
OF FLOW 



TO COUPLER PLATE 


FITTING 
PN 518-0695-03 


FITTING 
PN 518-0695-13 


TO CENTERING COLLAR 
OR MANUAL SAMPLER 
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Replacing a Perox Check Valve 

Time: Installation and Checkout - 15 minutes 
Materials required: Check valve, PN 556-1190-01 
Analyzer mode: Standby 



BIOHAZARD 


All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 


1. Remove the old check valve from the Perox line. 

2. Install the check valve into the line 
with the direction of flow toward 
the reagent pump and away from 
the reagent bottle, as shown by the 
red arrow in the figure to the right. 

Make sure not to damage the tube 
sleeve on the valve. 




- 


3. Prime the reagent lines. Visually verify that the lines are priming. 

4. Run controls. 


Replacing the Front Shear Face or the Shear Valve Rotor 

Materials required: 

• ADVIA TESTpoint controls 

• Calibrators (as required) 

• Front shear valve face, PN 067-0558-01 

• Shear-valve rotor, PN 067-0876-01 

• Whole blood 

Time: Replacement - 5 minutes 
Checkout - 15 minutes 

Analyzer mode: Standby 
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BIOHAZARD 


All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 

To remove and replace the front shear valve face or the shear-valve rotor 

In the maintenance procedure, Cleaning the Shear Valve 

• Go to Step 1 to take the shear valve apart. 

• Go to Step 3 to reassemble the shear valve with the new part. 

To check analyzer performance 

• At the Operations menu, select the Startup tab and verify background 
counts. 

• Run a whole blood primer. 

• Run controls. If controls do not recover, calibrate the affected channel. 
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Replacing the fuses 

IMPORTANT 

All fuses must be replaced with same rated fuses. 
Materials required: Flat-head screwdriver 
Fuse ratings and part numbers: 


FUSE APPLICATION FUSE RATINGS 






220 V 

FUSE 

DEVICE 


100 V 

230 V 

NO. 

PROTECTED 

TYPE 

120 V SYSTEMS 

240 V SYSTEMS 

FI 

AC Input (LI) 

3 AB 

15.00A (T) 250V 

8.00A (T) 250V 




PN625-0073-03 

PN625-0073-02 

F2 

AC Input (L2) 

3 AB 

15.00A (T) 250V 

8.00A (T) 250V 




PN625-0073-03 

PN625-0073-02 

F3 

Computer/Monitor at 

20mm 

6.30A (T) 250V 

3.15A (T) 250V 


J24 and J25 


PN 625-0127-11 

PN 625-0127-10 

F4 

Power Supply PS1 +5V 

20mm 

0.50A (T) 250V 

0.25A (T) 250V 




PN625-0127-09 

PN 625-0127-07 

F5 

Power Supply PS4 +5V 

20mm 

2.00 A (T) 250V 

1.00A (T) 250V 


Perox Lamp and ±15V 


PN 625-0127-04 

PN 625-0144-03 

F6 

Power Supply PS2 

20mm 

4.00A (T) 250V 

2.00A (T) 250V 


+24V 


PN 625-0127-05 

PN 625-0127-04 

F7 

Power Supply PS3 +5V 

20mm 

3.15A (T) 250V 

1.60A (T) 250V 


and ±12V 


PN 625-0127-10 

PN 625-0127-06 
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Both main fuses, FI and F2, must be replaced if either one is blown. 
Location: 

Two main fuses, FI and F2 (1); fuses F3 through F7 (2) 


A Analyzer mode: Off, power cord unplugged 

To replace the 20-mm fuses 

(F3 through F7) 

1. Loosen the fuse holder by turning it 
counterclockwise. 

2. Pull out the fuse holder, then remove 
the faulty fuse. 

3. Insert the new fuse, slide the fuse 
holder in, and tighten it by turning it 
clockwise. 

4. Plug in the power cord and set the 
power switch to I (on). 

To replace main fuses 

(FI and F2) 

NOTE 

Both fuses must be replaced. 

1. With a screwdriver, loosen the fuse 
cap by turning it counterclockwise. 
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2. Remove the fuse cap and replace the 
fuse. 

3. Install the fuse cap and tighten it by 
turning it clockwise. 

4. Plug in the power cord and set the 
power switch to I (on). 


Replacing the Hemoglobin Colorimeter Lamp 

When to replace the lamp: 

• If there is an HGB-PL error. 

• If it is burned out. 

• If the baseline value falls below 2.5. 

• If the baseline value cannot be adjusted 
to between 3.0 and 4.1 volts. 

• If indicated during troubleshooting. 



When to adjust the baseline value: 

• After replacing the lamp. 

• If the baseline value is >4.2 volts. 

• If indicated during troubleshooting. 

A WARNING 

Avoid bums. Allow enough time for the hemoglobin lamp to cool. After power is 
shut off, wait at least 5 minutes before removing the lamp. 

Materials required: 

• ADVIA TESTpoint controls 

• Calibrators, as required 

• Hemoglobin colorimeter lamp, PN 113-B413-01 

• Hex wrench, 1/16-inch (1.6-mm) 

• Phillips-head screwdriver 

Time: Replacement - 15 minutes 
Checkout - 25 minutes 
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A ELECTRICAL WARNING 

To avoid exposure to shock hazards and/or damage to the instrument while 

performing this procedure, power off the analyzer before proceeding. 

Analyzer mode: Off 

1. Remove the screw (1) that secures the lamp 
adapter cap, then remove the cap. Be 
careful not to lose the two washers. Keep 
the hardware and the cap. 

2. Disconnect the cables (2). 

3. Using the hex wrench, loosen the set screw 
(3) to release the old lamp, then remove it. 

4. Gently push the new lamp into the housing 
as far as it will go, then secure it by 
tightening the set screw. 

5. Reconnect the cables. Replace the lamp- 
adapter cap and secure it with the screw. 


6. Turn the analyzer power on. Check that there are no error messages on the 
Status line relating to hemoglobin colorimeter baseline readings. 

7. At the Operations menu, select the Startup tab. Select Refresh and check the 
Hgb baseline transmission value (Hgb Trans). If the baseline value is not 
acceptable, adjust it to 4.1. 

8. Run controls to verify analyzer performance. If controls are not acceptable, 
then recalibrate the hemoglobin channel. 

Replacing the Hydraulic Valves 

There are six hydraulic valves: three are located below the perox flowcell, and 

three are below the RBC/baso/retic flowcell. 

Materials required: 

• Flat-head screwdriver, small 

• Hydraulic valve, PN 067-1024-01 

Time: Replacement - 10 minutes 
Checkout - 15 minutes 

Analyzer mode: Off 
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A ELECTRICAL WARNING 

To avoid exposure to shock hazards and/or damage to the instrument while 
performing this procedure, power off the analyzer before proceeding. 

BIOHAZARD 

All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). 

This document contains complete information on user protection and it can be 
used as reference material for instructions on laboratory safety. 

1. Remove the tubing from the ports on the valve fitting, then carefully unscrew 
the fittings. 

2. Remove the two mounting screws. Pull the valve forward until the connector 
is exposed, then disconnect the cable. 

3. Connect the cable of the new valve assembly to the exposed connector on the 
analyzer. 

4. Tuck the cable back into the opening. Mount the new valve, using the two 
screws saved in step 2 . 

5. Replace the fittings. Make sure that they are threaded correctly. Fingers 
tighten. 

A CAUTION 

Do not overtighten, or you may cause damage to valve or fittings. 

6. Connect tubing. 
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7. Run controls. Check for leaks and verify system performance. 
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Replacing the Open-Tube Sampler Probe 

Materials required: 

• Sample probe assembly, PN 113-B646-01 

• Scalpel or single-edge razor 

Time: Replacement - 10 minutes 
Checkout - 15 minutes 

Analyzer mode: Off 

BIOHAZARD 

All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 

1. Carefully push the wash block (1) down to its 
fully lowered position. 

2. Remove the threaded fitting ( 2 ) from the probe 
mount ( 3 ) by turning it counterclockwise. 

3. Carefully slide the probe ( 4 ) up and out of the 
probe mount. 

4. Discard the probe. 

5. Remove the plastic ring and spacer from the 
replacement probe and discard. Carefully insert 
the probe through the opening of the probe 
mount ( 3 ) and into the opening of the wash 
block. 

Replace the threaded fitting and finger tighten by rotating it clockwise 

6. Check the length of the sample probe and adjust if necessary. (See page 5-3) 
for instructions.) 

7. Before starting to run patient samples again, check operation as follows: 

a. Run several saline primers to verify that there are no leaks, then run a 
whole-blood primer to verify that the probe is being properly washed 
after aspiration. 
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b. Visually check for bubbles in the open-tube sample line. 

c. Run enough controls to verify analyzer performance. If control results 
are not acceptable, check that the probe has been properly installed. If no 
problem is found, recalibrate the affected channel. 


Replacing the Perox Lamp 


WARNING 

To prevent injury to eyes from shattered glass, wear safety glasses when handling 
tungsten-halogen lamps. 

To avoid severe bums, allow sufficient time for the lamp to cool. After the 
analyzer is turned off, wait at least 10 minutes. 


CAUTION 




Fingerprints on the lamp could cause severe degradation in lamp perfonnance. 

DO NOT touch the lamp with your fingers. 

Material required: Replacement lamp, PN 065-B075-01 

Time: Replacement - 20 minutes 

Adjustment and checkout - 20 minutes 

Analyzer mode: Off, wait at least 10 minutes. 


A ELECTRICAL WARNING 


To avoid exposure to shock hazards and/or damage to the instrument while 
performing this procedure, power off the analyzer before proceeding. 

To replace the perox lamp (1) 

IMPORTANT 

Make sure that the power is off before disconnecting the lamp. 

1 . Disconnect the lamp power connector ( 2 ) in the back of the perox optics 
assembly by squeezing the sides of the red connector and pulling it apart. 


1 


FRONT OF ANALYZER 
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2. Unscrew the securing cap to which the 
power cable ( 2 ) is attached. Carefully pull 
the lamp assembly out of the optics lamp 
housing. The lamp assembly includes the 
lamp, the power cable, and the securing 
cap. Discard the entire assembly. 


3. Insert the replacement lamp assembly. 


1 



VIEW FROM 

BACK OF PEROX 
OPTICS ASSEMBLY 


CAUTION 

Do not touch the glass bulb. If necessary, clean with lens paper and methyl 
alcohol. 

4. Replace the securing cap, then connect the red power connector. 

5. Turn the analyzer on and align the lamp to maximize its output. 

(See page 5-4 for instructions.) 



Replacing the perox flowcell 

Time: Installation - 15 minutes 
Checkout - 15 minutes 

Analyzer mode: Standby 

BIOHAZARD 

All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 

IMPORTANT 

An inspection scope must be available for this procedure. Do not remove the 
flowcells unless you are trained in how to align and focus them. 

To remove the flowcell 

1. Make sure that the analyzer is in the Standby mode. 
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2 . 


Open the optics cover. The perox flowcell is on the left. 
Perox flowcell ( 1 ), RBC flowcell ( 2 ) 



3. Disconnect the shuttle line ( 1 ), the sample-stream input line ( 2 ), and the 
sheath-stream input line ( 3 ) from the CFM. Allow these lines to hang freely. 



1 SHEATH NIPPLE 

2 SAMPLE NIPPLE 

3 SHUTTLE NIPPLE 


4. Locate hydraulic valve # 24, Unscrew the threaded fitting from the top right 
side of the valve. 


To Waste 


Reagent 



5. Release the flowcell by loosening the release knob located on the right of the 
flowcell adjustment assembly 
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Flowcell release knob (1) 


Front of analyzer 



6. Flold the flowcell by the red threaded fitting located at the top of the flowcell, 
then gently lift the flowcell out of the optics assembly. 



To avoid getting fingerprints on the glass windows of the flowcell, always 
hold the flowcell by the metal slides. 

To install the flowcell 

1. Flold the flowcell by its red threaded fitting and place it gently into the optics 
assembly. 

2. Tighten the release knob to lock the flowcell into position. 

3. Reconnect the hydraulic lines to the CFM. Reconnect the flowcell tube 
assembly fitting to the appropriate hydraulic valve, V24. Fland tighten the 
connection enough to prevent leaks. 

IMPORTANT 

To avoid incorrect patient data, make sure that each hydraulic line is attached to 

the correct CFM nipple. 

To check analyzer performance 

1. Bring the analyzer to the Ready to Run mode, then run a saline primer. 

2. Check the flowcell connections for leaks and verify saline background on the 
Startup tab. 

3. At the Procedures menu, select the Align Optics tab. 

4. Select the Info button for help. 

5. At the Logs menu, select Cal/Gain Logs and check gain factors. Adjust gains 
if necessary. 
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6. Run a whole-blood primer, and then run controls to verify analyzer 
performance. 

7. If the control results are acceptable to the laboratory, no additional action is 
required and normal operation can be resumed. 

Replacing the RBC/baso/retic flowcell 

Before you remove the RBC/baso/retic flowcell, read all laser safety precautions. 

Time: Installation - 15 minutes 
Checkout - 15 minutes 

Analyzer mode: Standby 

BIOHAZARD 

All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 

A WARNING 

To avoid possible injury that may occur from laser radiation, do not remove the 
laser safety shield. You must not remove the flowcell if the laser safety shield is 
not in place on the laser optics assembly. 



LASER SAFETY SHIELD 
DO NOT REMOVE! 
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A LASER WARNING 

To avoid damage to the eyes, never look directly at the laser beam or at its 
reflection from a shiny surface. All field service procedures must be followed 
precisely. Only Siemens-trained field service personnel should perform 
procedures related to laser assemblies. 

For more safety information and laser specifications, refer to Safety 
Information, Protecting yourself from lasers. 

1. Make sure that the analyzer is in the Standby mode. 

2. Open the optics cover. The RBC flowcell is on the left. 

Perox flowcell ( 1 ), RBC flowcell ( 2 ) 

1 2 



3. Disconnect the shuttle line ( 1 ), the sample-stream input line ( 2 ), and the 
sheath-stream input line ( 3 ) from the CFM. Allow these lines to hang freely. 



1 SHUTTLE NIPPLE 

2 SAMPLE NIPPLE 

3 SHEATH NIPPLE 


4. Locate hydraulic valve # 23. Unscrew the threaded fitting from the top left- 
hand side of the valve. 
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5. Loosen the captive flowcell release screw, then remove the flowcell. 



Flowcell ( 1 ), flowcell release screw ( 2 ) 


6. Hold the flowcell by the red threaded fitting when lifting the flowcell out of 
the optics assembly. 




CAUTION 


To avoid getting fingerprints on the glass windows of the flowcell, always 
hold the flowcell by the metal slides. 
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To install the flowcell 

1. Hold the flowcell by its red threaded fitting and place it gently into the optics 
assembly. 

2. Place the flowcell onto the guide pins. Make sure that it is resting on both 
pins. The flowcell will be at a 4° angle. Tighten the captive flowcell release 
screw to lock the flowcell into position. 

3. Reconnect the hydraulic lines to the CFM. Reconnect the flowcell tube 
assembly fitting to the appropriate hydraulic valve, V234. Hand tighten the 
connection enough to prevent leaks. 

IMPORTANT 

To avoid incorrect patient data, make sure that each hydraulic line is attached to 

the correct CFM nipple. 

To check analyzer performance 

1. Bring the analyzer to the Ready to Run mode, then run a saline primer. 

2. Check the flowcell connections for leaks and verify saline background on the 
Startup tab. 

3. At the Procedures menu, select the Align Optics tab. 

4. Select the Info button for help. 

5. At the Logs menu, select Cal/Gain Logs and check gain factors. Adjust gains 
if necessary. 

6. Run a whole-blood primer, and then run controls to verify analyzer 
performance. 

7. If the control results are acceptable to the laboratory, no additional action is 
required and normal operation can be resumed. 

Replacing the syringes 

To remove and replace one of the syringes, follow instructions in the 

Maintenance section, replacing the Syringe Plungers. 

Replacing the vacuum pump filter (vacushield) 

The vacuum filter traps liquid that would otherwise enter and damage the 

vacuum pump. Replace this filter if it becomes saturated with liquid. 
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Materials required: 

• Flat-head screwdriver, 
large 

• Paper towels 

• Vacushield filter 
PN 518-3146-01 

Time: 

Replacement - 10 minutes 
Checkout - 10 minutes 

Analyzer mode: Off 



The words FLUID SIDE are imprinted on each filter. 
Location of the filters: 

manual (1) and automatic (2) waste containers 


BIOHAZARD 

All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 

To replace the filter 

1. Place paper towels under the filter. 

2. Disconnect and discard the filter. 

3. Install the new filter. 

IMPORTANT 

The direction of the filter is important. Look for the words FLUID SIDE on 
the filters and orient the filters in the lines as shown in the figure above. 

4. Discard the paper towels. 

5. Turn the analyzer power on. 


CAUTION 
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To avoid serious damage to the analyzer, you must never turn on the analyzer 
without the vacushield filter in place. 
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6. For the manual waste removal, at the Utilities menu select the Analyzer 
Status tab. At the Vacuum and Pressure area, check that the 20 in. Fig 
reading is between 19 and 21. If required, adjust the 20 in. Hg vacuum 
regulator knob. 

IMPORTANT 

All pneumatic settings must be reached by turning the knobs in an upward or 
clockwise direction only. If a reading goes above the target value, turn the 
knob back and allow the analyzer to equilibrate. The analyzer displays a new 
reading every five seconds. Adjust upward to the correct value. 

For systems with automatic waste removal, also verify the 20 psi reading. If 
necessary, adjust the pressure regulator knob. 

7. If a 19 to 21 reading cannot be reached, check that the lines to the filter are 
secure. If you are still having difficulty, call Siemens technical support. 

Replacing the wash block 

Time: Replacement - 5 minutes 
Checkout - 15 minutes 

Analyzer mode: Standby 

BIOHAZARD 

All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 

1. Remove the sample probe. (See page 5-37 for instructions.) 

2. Wait for about two minutes until the vacuum is released from the wash 
block. Gently move the push-to-aspirate paddle and wash-block assembly 
down approximately 1 inch (25.4 mm). 

3. Support the push-to-aspirate paddle with one hand. With the fingers of your 
other hand grab the top and bottom of the wash block and gently push down 
on the block until it slides down about % inch (6.5 mm). Align the tabs on the 
wash block with the openings on the paddle assembly. Remove the block by 
gently pulling it straight out. 
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4. Mark the tubes with tape (the top line is rinse and the bottom line is vacuum), 
then remove the lines. Be careful not to allow the tubes to fall behind the 
aspirate paddle assembly. If necessary, use hemostats to hold the tubing 
outside the assembly. 

5. Connect the lines to the new block. 

6. Install the block onto the aspirator assembly by aligning the tabs with the 
appropriate slots. Push the block into the assembly and gently slide the block 
upward until it clicks into place. Be careful that you do not pinch the wash or 
vacuum line during the installation process. 

7. Check the length of the probe. (See page 5-3 for instructions.) 

8. Run several saline samples and verify that there are no leaks or bubbles in 
the sample line. 

9. Run a whole blood primer to verify that the probe is being properly washed 
and dried after aspiration. 

10. Run controls to verify analyzer performance. 
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Troubleshooting Tips 


Autosampler Troubleshooting Tips 

“Eject rack” or “Rack in sampler” status line error messages appear when 
the analyzer is powered off then turned on again. 

To avoid autosampler errors, you should wait for the following two status-line 
messages to appear before you turn the power on again: 

“Communication error with analyzer.” 

“Analyzer/computer not connected.” 

There is leakage at the sample fitting on the centering collar. 

Finger-tighten the fitting about 1 'A turns, then use a 7/32-inch (6-mm) open-end 
wrench to tighten the fitting another 1/8 turn. 

The error message “Input queue gate open” appears occasionally when 
starting the autosampler. 

This error appears sometimes when a rack is waiting in the input shuttle area. 
Move the rack back to the first position in the tray and start the autosampler 
again. 

Cannot Find Videos 

"Cannot find the videos opWideos op.hlp Help file. Check to see that the 
file exists on your disk. If it doesn’t, you need to reinstall it." 

If you get this message when trying to view the videos and you have recently 
installed a Zip drive, the letter assigned to your CD-ROM drive may have 
changed. 

Reinstall the Operator’s Guide. The installation process will reset the correct path 
to the videos. 

Checking Drain Filters for Clogs 

See Replacing the Drain Filters on page 5-27. 

Compressor Does Not Start 

In cases when the analyzer is turned off and restarted too 
quickly, the compressor may not start up, causing the 
system initialization to fail. This is due to residual 
vacuum in the waste container. The operator must 
manually vent the container. 

To manually vent either container (manual or autowaste), 
disconnect the waste container vacuum line (1), wait for 
the vacuum to dissipate, and then reconnect the line. 
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Data Manager and LIS 

At the host computer, how can I tell controls apart? 

In the SID that is sent to the host, the first two digits after the C identify the 
control as follows: 

Control First Second 

Type _ Digit _ Digit _ 

CBC/DIFF 1 1,4, or 7 = Low 

2, 5,or 8 = Normal 

3, 6, or 9 = High 

RETIC 2 1,3, or 5 = Low 

2, 4, or 6 = High 

How many 3.5" floppy disks does it take to back up 10,000 All Complete 
samples? 

It takes approximately 14 disks and 1.5 hours. To save time, you should do an All 
Complete backup every day. During an All Complete, the system will back up 
only those records that were added since the last backup. The system warns you 
when it is almost full. The default warning appears at 9800 samples and can be 
changed in Customer Parameters. Since the system cannot operate with more 
than 10,000 records in the database, once the database nears 9000 records you 
should purge the oldest 500 or 1000 records every day. This will make room for 
the next day's samples. In Customer Parameters, you also have the option to set 
All Complete file size to trigger purge, which will automatically purge records 
when you perform the End of Day procedure. 

Why does the LIS link indicator on the Sample Cont. Panel remain green 
when the host-computer cable is disconnected from my PC? 

The bi-directional protocol communication link sensor is time-delayed. After you 
disconnect the cable, it takes from 30 to 60 seconds for the LIS link indicator to 
turn red. If, however, you attempt to send information to the host computer 
before this time has elapsed, the indicator will turn red immediately. 

If your system is set up for monodirectional protocol, the LIS link indicator 
works differently. After you turn on the host communication, the indicator stays 
red until you send the first sample. Once you send the sample, the indicator turns 
green and stays green even after you disconnect the host computer cable from 
your PC. 

No Sound When Viewing Videos 

If there is no sound when you are viewing a video, adjust the sound on your 
monitor. Refer to the instructions in the manual shipped with the monitor you are 
using. 

There is no sound with animations. 
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Perox Chamber 

PEROX 3 reagent is used up before PEROX 2 reagent bottle is empty. 
Perox reaction chamber overflows 

• Check for blockage in the perox reaction chamber cap. Clear any blockage 
using a drill bit or a paper clip. 

• Check for blockage or crimps in the perox overflow tube. 

• Make sure that the ends of the tubes do not touch the bottom of the overflow 
bottle nor are they submerged in liquid. 

NOTE 

If the opening on overflow-bottle cap is not large enough and pinches the tubes, 
cut the rubber cap from the outside edge to the inner opening to relieve some of 
the pressure on the tubes. 
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Flags 


MORPHOLOGY FLAGS.3 

Summary.3 

Anisocytosis (ANISO).4 

Atypical Lymphocytes (ATYP).5 

Blasts (BLASTS).6 

HGB Concentration Variance (HCVAR).8 

Hyperchromia (HYPER).8 

Hypochromia (HYPO).9 

Immature Granulocytes (IG).10 

Large Platelets (LPLT).11 

Left Shift (LS).12 

Macrocytosis (MACRO).13 

Microcytosis (MICRO).14 

Myeloperoxidase Deficiency (MPO-D, MO).15 

Nucleated Red Blood Cells (NRBC).16 

Platelet Clumps (PLT-CLM,NW).17 

RBC Fragments (RBCF).18 

RBC Ghosts (RBCG).19 

SAMPLE/SYSTEM FLAGS.21 

Summary.21 

Baso Count Suspect (B-SUSP, BC).25 

Baso Irregular Flow Rate (BIFR, BR).26 

Baso Noise (B-NO, NB).27 

Baso No Valley (B-NV, VB).28 

Baso Saturation (B-SAT, BS).29 

Baso Temperature out of Range (BTO, TB).30 

Comparison Error MCHC / CHCM (CHCMCE, CC).31 

Comparison Error WBCB/WBCP (WBC-CE, WC).32 

Hgb Irregular Flow Rate (HGBIFR, HR).32 

Hgb Power Low (HGB-PL, PH).33 

Laser Power Low (LAS-PL, PL).33 

No Perox NRBC / Lymph Valley (NRPXNV, NV).34 

Perox Irregular Flow Rate (PXIFR, XR).34 

Perox No Valley (PX-NV, VX).35 

Perox Noise (PX-NO, NX).36 

Perox Power Low (PX-PL, PX).38 

Perox Saturation (PX-SAT, XS).38 

Perox Temperature out of Range (PXTO, TX).40 

Platelet Noise (PLT-NO, NT).40 

Platelet Origin Noise (PLTORN, OT).41 

RBC Irregular Flow Rate (RBCIFR, RR).41 

Retic - Plt Interference Error (RTCint, CT).42 

Retic Absorption Distribution Abnormal (RTCADA, CA).43 

Retic Absorption Flatness (RTC-FL, RF).44 

Retic Fit Suspect (RTC-FS, FC).45 

Retic Irregular Flow Rate (RTCIFR, CR).45 

Retic Noise Origin (RTC-NO, NO).46 

Retic RBC Count Low (RTC-L, CL).47 

Retic Saturation (RTCSAT, CS).47 
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Retic Slope Error (RTC-SE, SE).48 

Suspect Cellular Interference (NRCELL, NC) .49 

Suspect Large Plt Interference (NRLPLT, NP).50 

Suspect Lipid Interference (NR-LPD, NL).50 

WBC Substitution (WBCSUB, WS).51 
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Morphology Flags 


Summary 

Laboratory personnel are alerted to suspected sample abnormalities through the 
combined use of morphology and quantitative flags (high and low). AD VIA 
2120/2120i morphology flags are derived from a series of complex algorithms. 
These algorithms are based on the identification of conditions surrounding the 
presence of abnormalities. 

For a description of result rounding, please see Calculation of Results in the 
Regulatory Information Section of this manual. 

The AD VIA 2120/2120i system does not enumerate abnormal cells. Despite a 
high degree of sensitivity and specificity in detecting conditions consistent with 
the presence of abnormal cells, test results produced by the AD VIA 2120/2120i 
system are intended for laboratory use only. Whenever morphology or 
quantitative flags are triggered, the laboratory, before reporting patient results, 
must validate the results and take the appropriate action in accordance with 
established standard operating procedures. 

Morphology flags appear on the Run Screen and the Review / Edit tab. 

The following table identifies the morphology flags and that can be triggered for 
each test selectivity. The two-letter codes in parentheses appear on the Run 



Screen. 






Flag 

Triggering Criteria 

CBC 

CBC / 
DIFF 

CBC/DIFF 
/ RETIC 

CBC / 
RETIC 

RETIC 

ANISO 

RDW > 16% 

V 

V 

V 

V 


ATYP 

%LUC > 4.5 and 
%LUC > (%BLAST + 1.5) 


V 

V 



BLASTS 

1. %BLASTS 1.5% to 

5.0% and %LUC > 4.5% 

or 


V 

V 




2. %BLASTS > 5.0% 
WBCB or 







3. %BASO + %BASO 

Susp + %BASO Sat > 

10% 






HCVAR 

HDW >3.4 g/dL 

V 

V 

V 

V 


HYPER 

%HYPER > 4% 

V 

V 

V 

V 


HYPO 

%HYPO > 4% 

V 

V 

V 

V 


IG 

[(%NEUT + %EOS) - 
%PMN] > 5.0% 


V 

V 
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Flag 

Triggering Criteria 

CBC 

CBC / 

DIFF 

CBC/DIFF 
/ RETIC 

CBC / RETIC 

RETIC 

LPLT 

%LPLT > 10% PLT 

S 

V 

✓ 

■/ 

LS 

BASO d/D <0.15 and 
%NEUT > 30% 


✓ 

■/ 


MACRO 

%MACRO > 2.5% 



V 


MICRO 

% MICRO > 2.5% 

■/ 

■/ 

V 

V 

MPO-D 

(MO) 

[%PMN - (%NEUT + 
%EOS)] > 25, no NRBC 
flag and a valid MN-PMN 
valley (d/D >0.15) 


V 

V 


NRBC 

1. WBCu>to3000 cells 
/ pL and % nRBC > 2.0% 

(# nRBC / 100WBC) 


V 

V 



or 






2. # nRBC> 200 cells / pL 





PLT-CLM 

(NW) 

Clumps Count > 150 


V 

V 


RBCF 

RBCF > 100,000 cells/pL 


V 

V 

V 

RBCG 

RBCG > 100,000 cells/pL 


V 

V 



Anisocytosis (ANISO) 

Definition 

The Anisocytosis flag is triggered if variation in RBC volume (RDW) is equal to 
or greater than 16%. The Red Cell Distribution Width (RDW) parameter is the 
coefficient of variation of the cell volume distribution on the RBC volume 
histogram. 

Default trigger values for the three severity levels are: 

+ RDW = 16.0% to 17.9% 

++ RDW = 18.0% to 22.0% 

+++ RDW > 22.0% 
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Results Flagged 


none 

Possible Causes 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 


Sample Related 

• Microcytic anemia 

• Macrocytic anemia 

• Iron-deficiency anemia 
response to iron therapy 

• Transfusion 


System Related 

1. Check the RBC reagents. 

2. Check the RBC hydraulics. 

3. Check the RBC gain 

4. Check the laser flowcell alignment 


Atypical Lymphocytes (ATYP) 

Definition 

The presence of atypical lymphocytes is suspected. 

An elevated %LUC value on the Perox cytogram may be due to the presence of 
large atypical lymphocytes, blasts, and/or other large abnormal cells that are 
peroxidase-negative. Large lymphocytes are defined as those that are larger than 
the typical lymph population. 

Blasts are classified independently on the Baso cytogram. When the %BLASTS 
is subtracted from the elevated %LUC value, the remaining percentage is due to 
atypical lymphocytes. 

This flag is triggered if %LUC is 4.5 or greater, and the %LUC is greater than the 
%BLAST by 1.5 or more. 

Default trigger values for the three severity levels are: 

+ %LUC = 4.5% to 7.4% 

++ %LUC = 7.5% to 10.0% 

+++ %LUC > 10.0% 
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Perox Cytogram (ATYP +++) Baso Cytogram 


2 BLASTS area 

Results Flagged 

none 

Possible Causes 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 

Sample Related 

• Viral infections 

• Lymphoproliferative 
disorders 

• RBC nonlysis 


Blasts (BLASTS) 

Definition 

The presence of blasts is suspected. Blasts are detected in the Blasts area on the 
Baso cytogram and in the LUC area of the Perox cytogram. 

The triggering conditions for this flag are: 

• %BLASTS 1.5% to 5.0% and %LUC > 4.5%, or 

• %BLASTS > 5.0% of the total WBCB, or 

• %BASO + %BASO Susp + %BASO Sat > 10% 


System Related 

1. Check the perox reagents. 

2. Check the delivery of SHEATH/RINSE. 

3. Check the perox hydraulics and sample 
delivery. 

4. Check the perox reaction chamber, 
temperature 

5. Check the perox flowcell alignment. 

6. Check the perox gains. 




1 LUC area 
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Default trigger values for the three severity levels are: 
+ %BLASTS 1.5% to 5.0% 

++ %BLASTS > 5.0% to 10.0% 


f++ %BLASTS> 10.0% 
Perox Cytogram 



1 LUC area 


Baso Cytogram 



2 BLASTS area 


The %BLASTS value is intended for flagging and laboratory purposes only. The 
%BLASTS value is not to be reported as a patient result. 

Results Flagged 


none 

Possible Causes 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 


Sample Related 

• Acute leukemias 

• Chronic leukemias 

• Lymphomas- 

• Myelofibrosis 

• Refractory anemia with 
excess blasts (RAEB) 

• Neonatal samples 


System Related 

1. Check the perox and baso reagents 

2. Check the delivery of SHEATH/RINSE. 

3. Check the perox hydraulics. 

4. Check baso hydraulics. 

5. Check the perox flowcell alignment. 

6. Check the laser flowcell alignment. 

7. Check the pressure and vacuum readings. 

8. Check the baso and perox gains. 
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HGB Concentration Variance (HCVAR) 

Definition 

The Hgb Concentration Variance flag is triggered if the variation in cell 
hemoglobin concentration (HDW) is equal to or greater than 3.4 g/dL. 

The Hemoglobin Distribution Width (HDW) parameter is the standard deviation 
of the cellular hemoglobin concentration distribution on the RBC HC histogram. 

Default trigger values for the three severity levels are: 

+ HDW% = 3.4 g/dL to 3.9 g/dL 

++ HDW% = 4.0 g/dL to 4.6 g/dL 

+++ HDW% > 4.6 g/dL 

Results Flagged 

none 

Possible Causes 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 


a system problem. However, isolated instances of this flag are usually sample 
related. 

Sample Related 

System Related 

• Sickle cell anemia- 

1. Check RBC reagents. 

• Iron deficiency anemia- 

2. Check RBC hydraulics. 

• Hemolytic anemia 

3. Check RBC gains. 

• Transfusion 

4. Check laser flowcell alignment. 


Hyperchromia (HYPER) 

Definition 

The Hyperchromia flag is triggered if the percentage of cells with high (> 41 g/dL) 
cellular hemoglobin concentration (%HYPER) is equal to or greater than 4.0%. 

The %HYPER parameter indicates the percent of cells that have a cellular 
hemoglobin concentration greater than 41 g/dL and is derived from the RBC HC 
histogram. 

Default trigger values for the three severity levels are: 

+ %HYPER = 4.0% to 7.9% 

++ %HYPER = 8.0% to 12.0% 

+++ %HYPER> 12.0% 
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The %HYPER value is intended for flagging and laboratory purposes only. 

Results Flagged 

none 

Possible Causes 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 

Sample Related 

• Hereditary spherocytosis 

• Sickle cell anemia 

• Hemolytic uremic 
syndrome 

Hypochromia (HYPO) 

Definition 

The Hypochromia flag is triggered if the percentage of cells with low cellular 
hemoglobin concentration (%HYPO) is equal to or greater than 4.0%. 

The %HYPO parameter indicates the percent of cells that have a cellular 
hemoglobin concentration less than 28 g/dL and is derived from the RBC HC 
histogram. 

Default trigger values for the three severity levels are: 

+ %HYPO = 4.0% to 7.9% 

++ %HYPO = 8.0% to 12.0% 

+++ %HYPO% > 12.0% 

The %HYPO value is intended for flagging and laboratory purposes only. 

Results Flagged 

none 

Possible Causes 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 


System Related 

1. Check RBC reagents. 

2. Check the laser sample delivery. 

3. Check the RBC gains. 

4. Check the laser flowcell alignment 


Flags 


6-9 



Sample Related 


System Related 


• Iron deficiency anemia- 1. 

• Chronic inflammatory 2. 

diseases- ^ 

• Thalassemia- ^ 

• Sideroblastic anemias 


Check RBC reagents. 

Check the laser sample delivery. 
Check the RBC gains. 

Check the laser flowcell alignment. 


Immature Granulocytes (IG) 

Definition 

The presence of immature granulocytes is suspected. 

The Immature Granulocytes flag is triggered if [(%NEUT + %EOS) - %PMN] > 
5.0%. 

If present, Immature Granulocytes appear in the neutrophil and eosinophil areas 
on the Perox cytogram and in the mononuclear (MN) area on the Baso cytogram. 

On the BASO cytogram, the eosinophils and neutrophils reside within the 
Polymorphonuclear (PMN) area. Subtracting the %PMN from the sum of the 
%NEUT and %EOS provides an estimate of the %Immature Granulocytes. 

Default trigger values for the three severity levels are: 

+ [(%NEUT + %EOS) - %PMN] = 5.0% to 7.4% 

++ [(%NEUT + %EOS) - %PMN] = 7.5% to 10.0% 

+++ [(%NEUT + %EOS) - %PMN] > 10.0% 

Perox Cytogram Baso Cytogram 



1 Lymph 2 LUC 3 Mono 4 Neut 5 Eos 6 MN 7 PMN 

MN (6) = Lymphs (1) + LUCs (2) + Monos (3) 

PMN (7) = Neut (4) +Eos (5) 
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Results Flagged 


none 

Possible Causes 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 


Sample Related 

• Myelocytic leukemia 

• Chronic infections- 

• Neonatal samples 


System Related 

1. Troubleshoot the baso channel. 

2. Troubleshoot the perox channel. 

3. Check the baso and perox gains. 


Large Platelets (LPLT) 

Definition 

The Large Platelets flag is triggered if the percentage of large platelets (%LPLT) 
is greater than 10% of the platelet count. 

The %LPLT parameter indicates the percent of platelets with volumes greater 
than 20 fL. This parameter is derived from the Platelet Volume histogram based 
on Integrated Analysis. 

Default trigger values for the three severity levels are: 

+ %LPLT = 10.0% to 11.9% 

++ %LPLT = 12.0% to 14.0% 

+++ %LPLT > 14.0% 

The %LPLT value is intended for flagging and laboratory purposes only. 

Results Flagged 

none 

Possible Causes 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 


Flags 
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Sample Related 


System Related 


CML 

1 . 

Check the RBC reagents. 

Bone marrow transplant 

2. 

Check the RBC hydraulics. 

Chemotherapy 

3. 

Check the RBC and PLT gains. 


4. 

Check the laser flowcell alignment 


Left Shift (LS) 

Definition 

The presence of nonsegmented neutrophils (bands) is suspected. 

The Left Shift flag is triggered if bands obstruct the MN/PMN valley. The flag is 
not triggered if %NEUT is less than 30% 

For normal samples, the valley separating the MN and PMN populations is well 
defined, as determined by its relative depth (d/D). If this valley becomes too 
shallow (d/D < 0.15), the MN and PMN populations cannot be separated. 

The + LS flag is triggered if BASO d/D is less than 0.15. 

The Lobularity Index (LI) is used to set the severity levels for this flag. 

The LI is the PMN peak channel number on the Baso X histogram divided by 14, 
and it is greater than 1.9 for normal samples. Values lower than 1.9 are usually 
indicative of sample abnormality. 

In samples where a bimodal distribution is not present, only PMN populations 
with PMN peaks greater than channel 20 will be considered as valid PMN 
populations. Below channel 20 the software will interpret the peak as a MN 
population and the LI value will be blanked. Whenever a PMN peak is identified, 
the LI result will be reported. 

NOTE 

If there is no value for MNx, there is also no value for the Lobularity Index (LI). 

1 MN peak channel 

2 MN/PMN valley channel 

3 PMN peak channel 


the three Left Shift severity levels are: 


F++ LI <1.7 



LI > 1.9 
LI = 1.7 to 1.9 
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Results Flagged 

none 

Possible Causes 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 

Sample Related System Related 

• Aged samples 1. 

• Chronic infections 2. 

• Myeloproliferative 
disorders- 

• Neonatal samples 

Macrocytosis (MACRO) 

Definition 

The Macrocytosis flag is triggered if the percentage of red blood cells with 
higher than normal cell volumes (%MACRO) is equal to or greater than 2.5% 

The %MACRO parameter indicates the percent of red blood cells that have a 
volume equal to or greater than 120 fL and is derived from the RBC volume 
histogram. 

Default trigger values for the three severity levels are: 

+ %MACRO = 2.5% to 6.4% 

++ %MACRO = 6.5% to 10.5% 

+++ %MACRO > 10.5% 

The %MACRO value is intended for flagging and laboratory purposes only. 

Results Flagged 

none 

Possible Causes 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 


Troubleshoot the baso channel. 
Troubleshoot the perox channel. 
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Sample Related 


System Related 

• Macrocytic anemia 1. Check the RBC reagents. 

• Alcoholism 2. Check the RBC hydraulics. 

• Hemolytic anemia 2. Check the RBC gains. 

• Myelodysplastic anemia 4 - Check the laser flowcell alignment. 

• Neonatal samples 

Microcytosis (MICRO) 

Definition 

The Microcytosis flag is triggered if the percentage of red blood cells with lower 
than normal cell volumes (%MICRO) is equal to or greater than 2.5%. 

The %MICRO parameter indicates the percent of red blood cells that have a 
volume equal to or lower than 60 fL and is derived from the RBC volume 
histogram. 

Default trigger values for the three severity levels are: 

+ %MICRO = 2.5% to 6.4% 

++ %MICRO = 6.5% to 10.5% 

+++ %MICRO > 10.5% 

The %MICRO value is intended for flagging and laboratory purposes only. 

Results Flagged 

none 

Possible Causes 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 

Sample Related System Related 

• Iron deficiency anemia- 1. Check the RBC reagents. 

• Hemoglobinopathies- 2. Check the RBC hydraulics. 

• Hemolytic anemias 2. Check the RBC gains. 

4. Check the laser flowcell alignment. 
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Myeloperoxidase Deficiency (MPO-D, MO) 

Definition 


Sample is a weak peroxidase stainer. 


This flag is triggered if [%PMN - (%NEUT + %EOS)] > 25, the NRBC flag was 
not triggered, and there is a valid MN-PMN valley (d/D > 0.15). 


You must perform a manual differential on samples that trigger the 
Myeloperoxidase Deficiency flag. 


Normal Peroxidase Staining 


Perox Cytogram 



Baso Cytogram 



Because %PMN - (%NEUT 
+%EOS) is close to 0, there is no 
flag. 

By inspection, the sum of the 
events in the NEUT (1) and EOS 
( 2 ) areas appears approximately 
equal to the count in the PMN 
area ( 3 ). 


Weak Peroxidase Staining 
(MPO flag) 

Perox Cytogram 



Baso Cytogram 



Because %PMN - (%NEUT 
+ %EOS) is greater than 25, 
the flag is triggered. 

By inspection, the sum of the 
events in the NEUT (1) and 
EOS ( 2 ) areas is much less 
than the count in the PMN 
area ( 3 ). 


Flags 


Results Flagged 

%NEUT, #NEUT, %LYMPH, #LYMPH, %MONO, #MONO, %EOS, #EOS, 
%BASO, #BASO, %LUC, and #LUC 
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Possible Causes 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 

Sample Related System Related 

Troubleshoot the perox channel. 

Check the perox reagents. 

Check peroxidase hydraulics. 

Check the perox reaction chamber 
temperature. 


Myeloperoxidase 

deficiency 


1 . 

2 . 

3. 

4. 


Nucleated Red Blood Cells (NRBC) 

Definition 

The detection of nucleated red blood cells, or the occurrence of either the Suspect 
Cellular Interference (NRCELL) flag or the Suspect Large Platelets (NRLPLT) 
flag will trigger the NRBC Morphology flag. 

There is no severity level associated with this flag. 

Possible Causes 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 


Sample Related 


System Related 


• Neonatal samples- 

• Hemoglobinopathies- 

• Hemolytic anemia- 

• Myelodysplastic 
syndromes 


1. Check perox reagents. 

2. Check the perox reaction chamber 
temperature. 

3. Check peroxidase hydraulics and sample 
delivery. 

4. Check perox gains. 
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Platelet Clumps (PLT-CLM, NW) 

Definition 

Presence of clumped platelets is suspected. 

The Platelet Clumps flag is triggered if the Clumps Count in the PLT Clumps 
region of the Perox cytogram is greater than 150. The PLT count is flagged to 
alert the user that the platelet count may not be accurate due to the presence of 
platelet clumps. 

The PLT Clump area of the Perox cytogram originates in the Noise area and 
extends upward to the right of the lymphocyte population. The number of events 
obtained from this area is called the Clumps Count. 

The Clumps Count is excluded from the WBCP and differential results. 

There is no severity level associated with this flag. 


Perox Cytogram Perox Cytogram 

Normal Sample PLT-CLM flag 



1 = PLT Clumps area 


Results Flagged 

WBCP, PLT, PCT, MPV, and PDW 

Possible Causes 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 
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Sample Related 

• Traumatic venipuncture- 

• Anticoagulants- 

• Autoimmune platelet 
disorders 

• Lipemia 

RBC Fragments (RBCF) 

Definition 

The presence of RBC fragments is suspected. 

This flag is triggered if the number of events in the RBC Fragment area of the 
PLT Scatter cytogram is greater than 100,000 cells/pL. The event count in this 
area includes red blood cell fragments with volumes less than 30fL and refractive 
indexes greater than 1.400. 

RBC fragments are excluded from the PLT count and the RBC count. 

There are no severity levels associated with this flag. 

Normal Abnormal 

PLT Scatter Cytogram PLT Scatter Cytogram 


1 RBC Ghost area 
2 Platelet area 
3 RBC Fragment area 

NOTE 

Whenever the ratio of RBC fragments to platelets exceeds 0.25, the system uses 
the log normal fit calculation to determine the platelet count, and the log normal 
fit curve appears on the Platelet Volume histogram. 

The RBC Fragment value is intended for flagging and laboratory purposes only. 

Results Flagged 

none 



Abnormal 

PLT Scatter Cytogram 
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Possible Causes 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 

Sample Related 

• Hemolytic anemia- 

• Prosthetic heart valves- 

• Severe bums- 

• Sickle Cell Anemia 

RBC Ghosts (RBCG) 

Definition 

The presence of RBC ghosts is suspected. 

This flag occurs if the number of events in the RBC Ghost area of the PLT 
Scatter cytogram is greater than 100,000 cells/pL. The events counted in this area 
have refractive indexes lower than 1.350. 

RBC ghosts are excluded from the PLT count and the RBC count. 

There are no severity levels associated with this flag. 


Normal Abnormal 

PLT Scatter Cytogram PLT Scatter Cytogram 



1 RBC Ghost area 
2 Platelet area 
3 RBC Fragment area 


The RBC Ghost value is intended for flagging and laboratory purposes only. 

Results Flagged 

none 


Flags 


6-19 






Possible Causes 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 

Sample Related 

• Hemolysis- 

• Cryoglobulins- 

• Chylomicrons- 

• Pyropoikilocytosis- 

• Lipemia 
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Sample/System Flags 
Summary 

Through the use of complex flagging algorithms, laboratory personnel are alerted 
to suspected abnormal sample and/or system conditions. 

Sample/system flags appear on the Run Screen and the Review / Edit tab. 

Whenever such flags are triggered, the user should review the results and take the 
action recommended. The following table identifies the sample/system flags that 
could be triggered for each test selectivity. The two-letter codes in parentheses 
appear on the Sample/System Flag Analysis panel of the Run Screen. 


Flag 

Triggering Criteria 

CBC 

CBC / 
DIFF 

CBC /DIFF 
/ RETIC 

CBC / RETIC 

RETIC 

B-SUSP (BC) 

Events above the upper 
MN/PMN threshold on y 
axis and in channels 0 to 49 
on x axis >5% 


✓ 



BIFR (BR) 

Baso Flatness > 2.5 





B-NO (NB) 

Baso % Noise >10 





B-NV (VB) 

1. (BASO d/D)< 0.15 






2. Flag is not set if there is 
WBC agreement (no 
WBC-CE flag) and 
[(%NEUT + %EOS) - 
%PMN] is between 0 
and 7.5. 

B-SAT (BS) 1. Baso % Saturation > 2.5 ■/ •/ •/ •/ 

2. Flag is not set if there is 
WBC agreement (no 
WBC-CE flag). 

BTO (TB) 1. Baso chamber ■/ V ■/ ■/ 

temperature is not 
between 31.9°C and 
34.1°C. 

2. Flag is not set if there is 
WBC agreement (no 
WBC-CE flag) and 
[(%NEUT + %EOS) - 
%PMN] is between 0 
and 7.5. 

CHCMCE (MCHC - CHCM) >1.9 S S S S 

(CC) 
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Flag 

Triggering Criteria 

CBC 

CBC / 

DIFF 

CBC/DIFF 
/ RETIC 

CBC / RETIC 

RETIC 

HGBIFR 

(HR) 

HGB Sample Flatness 
> 1000 





HGB-PL 

(PH) 

HGB baseline is not 
between 2.5 and 4.1 





LAS-PL(PL) 

Laser light intensity <150 





NRCELL 

(NC) 

WBCP / WBCB >1.1 





NR-LPD 

1. BASO % Noise >2 





(NL) 

2. BASO % Noise x WBCB 
> 10 





NRLPLT 

(NP) 

LPLT > 40 x 10 3 /pL 





NRPXNV 

No valley between the 

NRBC and lymphocyte 
populations and a 
reportable NRBC count. 





PLT-NO 

(NT) 

1. LPLT and ANISO flags 
are triggered (any 
severity level 






2. LPLT and MICRO flags 
are triggered (any 
severity level). 





PLTORN 

(OT) 

Events in the Platelet 

Origin Noise area are > 2% 
of the total events the PLT 
cytogram 





PX-NV (VX) 

1. (PEROX d/D) < 0.15 






2. Flag is not set if there is 
WBC agreement (no 
WBC-CE flag) and 
[(%NEUT + %EOS) - 
%PMN] is between 0 
and 7.5. 





PXIFR (XR) 

Perox Flatness >3.2 
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Flag 

Triggering Criteria 

CBC CBC/ 
DIFF 

CBC/DIFF 
/ RETIC 

CBC / 
RETIC 

RETIC 

PX-NO (NX) 

1. Perox % Noise > 60% 

S 





2. Flag is not set if there is 
WBC agreement (no 
WBC-CE flag) and 
[(%NEUT + %EOS) - 
%PMN] is between 0 
and 7.5. 





PX-PL (PX) 

Perox light intensity < 90 

V 

S 



PX-SAT 

1. Perox % Saturation >10 

✓ 

S 



(XS) 

2. Flag is not set if there is 
WBC agreement (no 
WBC-CE flag). 





PXTO (TX) 

1. Perox chamber 
temperature is not 
between 58°C and 

72. PC 


S 




2. Flag is not set if there is 
WBC agreement (no 
WBC-CE flag) and 
[(%NEUT + %EOS) - 
%PMN] is between 0 
and 7.5. 





RBCIFR 

(RR) 

RBC Flatness >3.2 


S 

S 


RTCint (CT) 

Platelet threshold below 
channel 5 


S 

S 


RTCADA 

(CA) 

1. Absoiption mode for 
Gaussian fit is not 
between channels 6 and 

30 


S 




2. SD of RETIC Abs 
histogram over 80% of 
height >1.4 






3. Measured mean 
absorption minus the 
theoretical absorption 
> 30% 





RTCIFR 

Retie Flatness > 3.2 



s 



(CR) 
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Flag 

Triggering Criteria 

CBC CBC/ 
DIFF 

CBC/DIFF 
/ RETIC 

CBC / 
RETIC 

RETIC 

RTC-FS (FC) 

1. Difference between 
mean and mode RETIC 
Abs Flistogram > 15% 


S 

✓ 

✓ 


2. Chi-square error for the 
Gaussian fit > 80,000 





RTC-NO 

(NO) 

Noise Origin > 10% of 
gated cells 


S 


✓ 

RTC-L (CL) 

Cells analyzed < 10,000 


S 

s 


RTC-FL (RF) 

CV for RETIC Abs 

Flatness histogram >3.6 


S 

s 

s 

RTCSAT 

(CS) 

Saturation cells > 10% of 
gated cells 


S 

s 


RTC-SE (SE) 

Slope of negative cell 
population on absorption 
axis > 0.2 


V' 


✓ 

WBC-CE 

(WC) 

1. (WBCB-WBCP) > 1.0 
x 10 3 / pL when WBCB 

✓ 

V' 




> 2.0 x 10 3 / |iL and 
< 10.0 x 10 3 / |iL 


2. (WBCB-WBCP) 

> 10% of WBCB when 
WBCB >10.0 x 10 3 / pL 

3. (WBCB-WBCP) > 20% 

WBCB when WBCB 

< 2.0 x 10 3 / pL 

4. WBCB count is not 
flagged if the PX-NV or 
PX-NO flags are set. 

WBCSUB If WBCB is flagged but S S 

(WS) WBCP is not, the WBCP 

value is reported. 

If both WBCB and WBCP 
are flagged, WBCB is 
reported. 

If WBCB < 1000 cells/pL, 

WBCB is reported with an 
asterisk. 
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Baso Count Suspect (B-SUSP, BC) 

Definition 

The Baso Count Suspect flag is triggered if the percentage of events acquired in 
the region of the Baso cytogram located above the upper MN/PMN threshold and 
between channels 0 and 49 on the x axis exceeds 5.0%. 

When cluster analysis is applied, the Baso Count Suspect region of the Baso 
cytogram is located above the upper MN/PMN threshold. Events in this region 
are not classified as basophils and are excluded from the basophil count. The 
%BASO Suspect parameter is calculated from the Baso Count Suspect region 
and is available in the Baso Parameter group on the Run Screen. 

When histogram analysis is applied, the Baso Count Suspect region is located 
above channel 21 on the y axis and in channels 0 and 49 on the x axis. 


Baso Cytogram Baso Cytogram 

(cluster analysis) (histogram analysis) 



1 Basophils 

2 BASO Suspect 

3 Baso Saturation 

Results Flagged 

%BASO, #BASO, %LYMPH, #LYMPH, %LUC, #LUC 
A four-part WBC differential (basophils excluded) is reported with the measured 
BASO values displayed and flagged, and with the LYMPH and LUC values also 
flagged. 

Corrective Action 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. There is no intention to associate the flag with specific 
diagnoses. 
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System Related 

1. Check baso reagents. 

2. Check the baso reaction chamber temperature. 

3. Check baso hydraulics. 

4. Check baso gains 

5. Check the RBC/Baso/Retic flowcell alignment. 


Sample Related 

• High WBC Count 

• Leukemia 

• High Baso count 

• Aged Blood 

• Treated CLL 


Baso Irregular Flow Rate (BIFR, BR) 

Definition 

The Baso Irregular Flow Rate flag is triggered when the cell counting rate is 
erratic because of a hydraulic disturbance in the baso channel. 

Baso flow rate is evaluated in terms of the cell counting rate: 

Sum of the Squared Differences 

Flow Uniformity = - 

9 x Mean Cell Counting Rate 

The flag is triggered if this value is greater than 2.5. 

The BASO Rate Histogram displays the arrival rate of cells in the baso channel. 
Normal BASO Rate Histogram BIFR BASO Rate Histogram 



Results Flagged 

WBC, WBCB, %BASO, #BASO 


Corrective Action 

1. Check baso reagents. 

2. Check baso hydraulics. 

3. Check sheath delivery. 

A partially clogged RBC/baso/retic sheath filter can produce a distinctive “ski 
slope” effect on the RBC, Baso, and Retie flow rate histograms. Replace the 
sheath filter. 



6-26 


Flags 










Baso Noise (B-NO, NB) 

Definition 

The Baso Noise flag is triggered if the events counted in the Noise area of the 
Baso cytogram are more than 10% of the baso signals. 

The B-NO (NB) flag may cause a substitution of the WBC count. 

The following rules determine if the WBCB or WBCP count is reported for a 
CBC/Diff sample: 

• WBCB is the primary WBC count. 

• If B-NO or B-SAT flags are triggered, the WBCP count is reported if valid. 

• If a B-NO flag and a PX-NO or PX-SAT flag are triggered, the WBCB count 
is reported with a sample/system flag. 

• WBCB is reported as the WBC count for samples with a WBC lower than 
1.0 x 10 3 / pL. 

The Noise area (1) of the Baso cytogram is determined by cluster analysis. 

If histogram analysis is applied, the Noise area (2) is located between channels 0 
and 8 on the y axis. 


Cluster Analysis Histogram Analysis 

1 noise cluster 2 noise area 



Results Flagged 

WBC, WBCB, %BASO, #BASO 

Corrective Action 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. There is no intention to associate the flag with specific 
diagnoses. 
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System Related 


Sample Related 


1. Check baso reagents. 

2. Check baso hydraulics. 

3. Check the pressure and vacuum readings. 

4. Check sheath delivery. 

5. Check the baso reaction chamber 
temperature. 

6. Check RBC/Baso/Retic flowcell alignment. 


• Lipemia 

• High WBC count 

• Extreme eosinophilia 

• Malaria parasites 

• Aged Blood 


Baso No Valley (B-NV, VB) 

Definition 

The Baso No Valley flag is triggered if there is no valid separation between the 
mononuclear (MN) and polymorphonuclear (PMN) populations in the Baso 
cytogram. The B-NV (VB) flag is not triggered if agreement between the baso 
and perox results is indicated by both the following conditions: 


• WBCB and WBCP agree within specified limits (No WBC-CE flag) 


• [(%NEUT + %EOS) - %PMN] is between 0 and 7.5 


Separation of the MN and PMN populations along the x axis of the Baso 
cytogram is evaluated by the relative depth of the valley between the two 
populations. 

In normal samples, the relative Baso d/D is greater than 0.15. The B-NV flag is 
triggered if the relative depth is less than 0.15 and there is no agreement between 
perox and baso results. 




B-NV (VB) Flag 
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Results Flagged 

LI 

Corrective Action 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 


The following list of sample-related causes may not contain all conditions that 
could cause this flag. There is no intention to associate the flag with specific 
diagnoses. 


System Related 


Sample Related 


1. Check baso reagents. 

2. Check baso hydraulics. 

3. Check the baso reaction chamber 
temperature. 

4. Check sheath delivery. 

5. Check RBC/Baso/Retic flowcell alignment. 


• Aged blood 

• Absolute 
lymphocytosis 

• Immature 
granulocytes 

• Unsegmented 
neutrophils (bands) 


Baso Saturation (B-SAT, BS) 

Definition 

The Baso Saturation flag is triggered if the number of events in the Saturation 
area of the Baso cytogram is greater than 2.5% of the baso signals. 

This flag is not triggered if WBCB and WBCP agree within specified limits (no 
WBC-CE flag). 

The Saturation area of the Baso cytogram is located to the right of the fixed 
threshold at channel 46 above the upper MN/PMN threshold (1). This area can 
contain air bubbles, unlysed cells, and cell clumps. 


Baso Cytogram 


1 Baso Saturation area 


The B-SAT (BS) flag may cause a substitution of the WBC count. 
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The following rules determine if the WBCB or WBCP count is reported for a 
CBC/Diff sample: 

• WBCB is the primary WBC count. 

• If B-NO or B-SAT flags are triggered, the WBCP count is reported if valid. 

• If a B-NO flag and a PX-NO or PX-SAT flag are triggered, the WBCB count 
is reported with a sample/system flag. 

• WBCB is reported as the WBC count for samples with a WBC lower than 
1.0 x 10 3 / pL. 

Results Flagged 

WBCB 

Corrective Action 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 


The following list of sample-related causes may not contain all conditions that 
could cause this flag. There is no intention to associate the flag with specific 
diagnoses. 


System Related 

1. Check baso reagents. 

2. Check the pressure and vacuum readings. 

3. Check sheath delivery. 

4. Check baso hydraulics. 

5. Check RBC/Baso/Retic flowcell alignment. 


Sample Related 

• Leukemia 
(high WBC) 

• Fungal infections 

• Cell clumps 


Baso Temperature out of Range (BTO, TB) 

Definition 

The Baso Temperature Out of Range flag is triggered if the baso reaction 
chamber temperature is not between 31.9°C and 34.1°C. 

The BTO (TB) flag is not triggered if agreement between the baso and perox 
results is indicated by both the following conditions: 

• WBCB and WBCP agree within specified limits (No WBC-CE flag) 

• [(%NEUT + %EOS) - %PMN] is between 0 and 7.5 


6-30 


Flags 



Results Flagged 

WBC, WBCB, %BASO, #BASO, %LYMPH, #LYMPH 

A four-part WBC differential (basophils excluded) is reported with the measured 
BASO values displayed and flagged, and with the LYMPH and LUC values also 
flagged. 

Corrective Action 

1. Check the baso reaction chamber temperature. 

2. Check the reaction chamber temperature controller, including the electrical 
connection. 


Comparison Error MCHC / CHCM (CHCMCE, CC) 

Definition 

The Comparison Error MCHC/CHCM flag is triggered if the difference between 
the MCHC and CHCM values is greater than 1.9. 

Results Flagged 

MCHC, CHCM, RBC, MCV, HGB, HCT, MCH, RDW, HDW, CH, CHDW 

Corrective Action 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 


The following list of sample-related causes may not contain all conditions that 
could cause this flag. There is no intention to associate the flag with specific 
diagnoses. 


System Related 


Sample Related 


1. If another flag appears along with the 
comparison error, troubleshoot that error first. 

2. To determine the faulty channel, run the same 
normal whole blood sample five times to 
check precision of the RBC, MCV, and HGB 
values. Then, run a normal-level control to 
check accuracy. 

a. If all results are acceptable, calibrate 
RBC, MCV, CHCM, and HGB 
parameters. 


• Lipemia 

• Leukemia 
(high WBC) 

• Neonatal (NRBCs) 

• Hemolytic anemias 

• Cold agglutinins 


b. If the HGB results are faulty, troubleshoot 
the hemoglobin channel. 


c. If RBC or MC V results are faulty, 
troubleshoot the RBC channel. 


Flags 
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Comparison Error WBCB/WBCP (WBC-CE, WC) 

Definition 

The Comparison Error WBCB/WBCP flag is triggered if the difference in the 
WBC counts obtained from the baso and perox channels exceeds a preset limit. 

The WBC count for each sample is independently determined in the baso channel 
(WBCB) and the perox channel (WBCP). 

The flag is triggered if: 

• (WBCB - WBCP) > 1.0 x 10 3 / pL when WBCB > 2.0 x 10 3 / pL and > 

10.0 x 10 3 / pL 

• (WBCB - WBCP) > 10% of WBCB when WBCB > 10.0 x 10 3 / pL 

• (WBCB - WBCP) > 20% of WBCB when WBCB > 2.0 x 10 3 / pL 

Results Flagged 

WBC, %NEUT, #NEUT, %LYMPH, #LYMPH, %MONO, #MONO, %EOS, 
#EOS, %BASO, #BASO, %LUC, #LUC 

Corrective Action 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 


The following list of sample-related causes may not contain all conditions that 
could cause this flag. There is no intention to associate the flag with specific 
diagnoses. 


System Related 


Sample Related 


1. If the Perox Noise (PX-NO) and/or No • 

Valley Perox (PX-NV) sample/system flags 

are triggered, troubleshoot the perox channel. 

• 

2. If there are no perox flags, troubleshoot the 
baso channel. 


Incomplete red cell 
lysis 

Nucleated red blood 
cells 

Malaria parasites 


Hgb Irregular Flow Rate (HGBIFR, HR) 

Definition 

The HGB Irregular Flow Rate flag is triggered if HGB baseline or sample 
transmission is erratic. 

For each sample, the difference between the maximum and minimum 
transmittance is obtained for the baseline and sample transmittance. 

The flag is triggered if the baseline or sample value is greater than 1000. 
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1 Sample transmittance 

2 Baseline transmittance 


HGB Trans Histogram 



Results Flagged 

HGB, MCH and MCHC 
Corrective Action 

1. Check HGB reagents. 

2. Check Hgb hydraulics and sample delivery. 

3. Check delivery of SHEATH/RINSE. 

4. Check the pressure and vacuum readings. 

Hgb Power Low (HGB-PL, PH) 

Definition 

The Hgb Power Low flag is triggered if the HGB baseline transmission is less 
than 2.5 or greater than 4.1. 

Results Flagged 

HGB, MCH, and MCHC 
Corrective Action 

1. Adjust the Hgb baseline. 

2. Perform the rinse reagent check. 

3. Replace the Hgb lamp. 

Laser Power Low (LAS-PL, PL) 

Definition 

The Laser Power Low flag is triggered if the laser light intensity in the 
RBC/Baso/Retic channel is less than 150. 

Results Flagged 

RBC, HCT, MCV, MCH, MCHC, CH, CHDW, CHCM, RDW, HDW, PLT, 
MPV, PDW, WBCB, WBC, %BASO, #BASO, #RETIC, %RETIC, CHg, CHr, 
CHCMg, CHCMr, CHDWr, CHDWg, MCVg, MCVr, RDWg, RDWr 
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Corrective Action 

1. Flush the RBC/Baso/Retic flowcell 

2. Perform the sheath reagent check. 

3. Remove and clean the RBC/Baso/Retic 
flowcell. 

4. Replace the laser diode. 


No Perox NRBC / Lymph Valley (NRPXNV, NV) 

The No Perox NRBC / Lymph Valley flag is triggered if there is no valley 
between the nRBC and lymphocyte populations when the system reports an 
NRBC count. 


Results Flagged 

#NRBC, %NRBC, WBC, %NEUT, #NEUT, %LYMPH, #LYMPH, %MONO, 
#MONO, %EOS, #EOS, %BASO, #BASO, %LUC, #LUC 

The green circles in both the NRBC Enumeration histogram and Noise-lymph 
histogram below show no valley separating lymphocyte events from the nRBC 
population. The red arrow identifies the nRBC events. 


NRBC Enumeration Histogram 



Noise-Lymph Histogram 



Perox Irregular Flow Rate (PXIFR, XR) 

Definition 

The Perox Irregular Flow rate flag is triggered if the cell counting rate is erratic 
because of a hydraulic disturbance in the perox channel. 

Perox flow rate is evaluated in terms of the cell counting rate: 

Sum of the Squared Differences 

Flow Uniformity = - 

9 x Mean Cell Counting Rate 

The flag is triggered if this value is greater than 3.2. 
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The Perox Rate Histogram displays the arrival rate of the cells in the perox 
channel. 

Normal Perox Rate Histogram PXIFR Perox Rate Histogram 



Results Flagged 

WBCP, %NEUT, #NEUT, %LYMPH, #LYMPH, %MONO, #MONO, %EOS, 
#EOS, %LUC, and #LUC 

Corrective Action 

1. Check perox reagents. 

2. Check perox hydraulics and sample delivery. 

3. Check sheath delivery. 

4. Check the pressure and vacuum readings. 

Perox No Valley (PX-NV, VX) 

Definition 

The Perox No Valley flag is triggered if there is no valid separation between the 
noise and lymphocyte populations in the Perox cytogram. 

The separation of the noise and lymphocyte populations along the y axis of the 
Perox cytogram is evaluated by the relative depth of the valley (PEROX d/D) 
between the two populations. 

In normal samples, PEROX d/D is greater than 0.15. This flag is triggered if 
PEROX d/D is less than 0.15. 


1 Noise peak 

2 Lymph peak 


o 



Normal PX-NV (VX) Flag 



Noise-Lymph 


Noise-Lymph 



Flags 


The PX-NV (VX) flag is not triggered if agreement between the baso and perox 
results is indicated by both the following conditions: 
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• WBCB and WBCP agree within specified limits (No WBC-CE flag) 


• [(%NEUT + %EOS) - %PMN] is between 0 and 7.5 

Results Flagged 

WBCP, %NEUT, #NEUT, %LYMPH, #LYMPH, %MONO, #MONO, %EOS, 
#EOS, %LUC, and #LUC 

Corrective Action 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. There is no intention to associate the flag with specific 
diagnoses. 

System Related Sample Related 


1. Check perox reagents. 

2. Check peroxidase hydraulics and sample 
delivery. 

3. Check delivery of SHEATH/RINSE. 

4. Check PEROX SHEATH delivery. 

5. Check the pressure and vacuum readings. 

6. Check the perox reaction chamber 
temperature. 

7. Check perox flowcell alignment. 

8. Check perox gains. 


• Neonatal samples 

• Aged blood sample 

• Malaria parasites 


Perox Noise (PX-NO, NX) 

Definition 

The Perox Noise flag is triggered if 60% or more of the perox signals come from 
the Noise area of the Perox cytogram. 

This flag is triggered if 60% or more of the PEROX events are counted in the 
Noise area. 
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Normal PX-NO 

Perox Cytogram Perox Cytogram 



o 

1 Noise area 


The PX-NO (NX) flag is not triggered if agreement between the baso and perox 
results is indicated by both the following conditions: 

• WBCB and WBCP agree within specified limits (No WBC-CE flag) 

• [(%NEUT + %EOS) - %PMN] is between 0 and 7.5The Noise area is located 
in the lower left comer of the Perox cytogram (1). 


Results Flagged 

WBCP, %NEUT, #NEUT, %LYMPH, #LYMPH, %MONO, #MONO, %EOS, 
#EOS, %LUC, and #LUC 

Corrective Action 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. Elowever, isolated instances of this flag are usually sample 
related. 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. There is no intention to associate the flag with specific 
diagnoses. 


Flags 
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System Related 

1. Check perox reagents. 

2. Check peroxidase hydraulics and sample 
delivery. 

3. Check delivery of SHEATH/RINSE. 

4. Check PEROX SHEATH delivery. 

5. Check the pressure and vacuum readings. 

6. Check the perox reaction chamber 
temperature. 

7. Check perox flowcell alignment. 

8. Check perox gains. 

Perox Power Low (PX-PL, PX) 

Definition 

The Perox Power Low flag is triggered if the tungsten-halogen light intensity in 
the Perox channel is less than 90. 

Results Flagged 

WBCP, %NEUT, #NEUT, %LYMPH, #LYMPH, %MONO, #MONO, %EOS, 
#EOS, %LUC, and #LUC 

Corrective Action 

1. Perform the sheath reagent check. 

2. Check perox lamp alignment. 

3. Replace the tungsten-halogen lamp. 

Perox Saturation (PX-SAT, XS) 

Definition 

The Perox Saturation flag is triggered if the events counted in the Saturation area 
are more than 10% of Perox signals 

The Saturation area of the Perox cytogram is located in channels 97 through 99 
on the x axis. 


Sample Related 

• Neonatal samples 

• Aged blood sample 

• Malaria parasites 

• Lyse-resistant RBCs 
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Normal PX-SAT 

Perox Cytogram Perox Cytogram 



1 Saturation area 

The PX-SAT (XS) flag is not triggered if WBCB and WBCP agree within 
specified limits (no WBC-CE flag). 

The WBCP count does not include events from the Saturation area. 

Results Flagged 

WBCP, %NEUT, #NEUT, %LYMPH, #LYMPH, %MONO, #MONO, %EOS, 
#EOS, %LUC, and #LUC 

Corrective Action 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. There is no intention to associate the flag with specific 
diagnoses. 

System Related Sample Related 

1. Check perox reagents. • 

2. Check peroxidase hydraulics and sample 

delivery. • 

3. Check delivery of SHEATH/RINSE. 

4. Check PEROX SHEATH delivery. * 

5. Check the pressure and vacuum readings. 

6. Check the perox reaction chamber temperature. 

7. Check perox flowcell alignment. 

8. Check perox gains. 


Immature 

granulocytes 

Severe toxic 
granulation 

Promyelocytic 

leukemia 
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Perox Temperature out of Range (PXTO, TX) 

Definition 

The Perox Temperature Out of range flag is triggered if the Peroxidase reaction 
chamber temperature is not between 58°C and 72.1°C. 

The PXTO (TX) flag is not triggered if agreement between the baso and perox 
results is indicated by both the following conditions: 

• WBCB and WBCP agree within specified limits (No WBC-CE flag) 

• [(%NEUT + %EOS) - %PMN] is between 0 and 7.5 

Results Flagged 

WBCP, %NEUT, #NEUT, %LYMPH, #LYMPH, %MONO, #MONO, %EOS, 
#EOS, %LUC, and #LUC 

Corrective Action 

1. Check the perox reaction chamber temperature. 

2. Check the reaction chamber temperature controller, including the electrical 
connection. 

Platelet Noise (PLT-NO, NT) 

Definition 

The PLT-NO flag indicates the presence of sample interferences such as 
microcytes or RBC fragments that could be counted as large platelets 

The PLT-NO flag is triggered under either of the following conditions: 

• LPLT and ANISO flags are triggered (any severity level). 

• LPLT and MICRO flags are triggered (any severity level). 


Normal Sample PLT-NO Flag 

RBC Scatter RBC Scatter 



6-40 


Flags 











Results Flagged 

PLT, PCT, MPV, and PDW 

Corrective Action 

The following conditions may not be the only ones that could cause this flag. 

• Pronounced microcytosis 

• Increased RBC fragments (RBCF) 

Platelet Origin Noise (PLTORN, OT) 

Definition 

The Platelet Origin Noise flag indicates the occurrence of system induced noise 
that might affect RBC and PLT results. 

The PLTORN flag is triggered when the number of events in the Platelet Origin 
Noise area of the PLT cytogram exceeds 2% of the total number of events. 

Normal Sample PLTORN Flag 

PLT Cytogram PLT Cytogram 


y= 

Results Flagged 

RBC, MCV, HCT, MCH, MCHC, CH, CHCM, CHDW, RDW, HDW, PLT, 

PCT, MPV, and PDW 

Corrective Action 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. 

• Check RBC/PLT reagents 

• Contact your Siemens Field Service Representative. 

RBC Irregular Flow Rate (RBCIFR, RR) 

Definition 



PLTORN Flag 
PLT Cytogram 



1 Platelet Origin Noise area 
2 RBC Ghosts area 


Flags 
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The RBC Irregular Flow Rate flag is triggered if the cell counting rate is erratic 
because of a hydraulic disturbance in the RBC/PLT channel. 

RBC flow rate is evaluated in terms of the cell counting rate: 


Sum of the Squared Differences 

Flow Uniformity = - 

9 x Mean Cell Counting Rate 


The flag is triggered if this value is greater than 3.2.The RBC Rate Histogram 
displays the arrival rate of cells in the RBC channel. 


Normal RBC Rate Histogram 



RBCIFR RBC Rate Histogram 



Results Flagged 


RBC, HCT, MCV, MCH, MCHC, CHCM, CH, CHDW, RDW, HDW, PLT, 
MPV, PDW 


Corrective Action 

1. Check RBC reagents. 

2. Check RBC hydraulics. 

3. Check sheath delivery. 

4. Check the pressure and vacuum readings. 

A partially clogged RBC/baso/retic sheath filter can produce a distinctive “ski 
slope” effect on the RBC, Baso, and Retie flow rate histograms. Replace the 
sheath filter. 


RBC Rate Baso Rate Retie Rate 



Retie - Pit Interference Error (RTCint, CT) 

Definition 

The RTCint flag is triggered if the platelet threshold is set below scatter channel 

5. If the flag is triggered, platelets may be counted in the gated mature RBC 
population. 

Results Flagged 

%RETIC, #RETIC, CHg, CHr, CHCMg, CHCMr, CHDWg, CHDWr, MCVg, 
MCVr, RDWg, RDWr 
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Corrective Action 

1. Check retie reagents. 
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2. Flush the flowcell. 


Retie Absorption Distribution Abnormal (RTCADA, CA) 

Definition 

The RTCADA flag is triggered if the absorption distribution for the gated cell 
population is abnormal. 

The absoiption distribution of the histogram is sufficiently abnormal that the 
reticulocyte population may not be gated correctly. 

The flag is triggered if: 

The mode of the calculated 
Gaussian fit for the absoiption 
histogram is below channel 6. 

The mode of the calculated 
Gaussian fit for the absorption 
histogram is above channel 30. 

The SD of the absorption histogram 
above 80% of the original 
histogram height is greater than 1.4. 


The measured mean absorption 
minus the theoretical absorption is 
greater than 30%. 

Results Flagged 

%RETIC, #RETIC, CHg, CHr, CHCMg, CHCMr, CHDWr, CHDWg, MCVg, 
MCVr, RDWg, RDWr 

Corrective Action 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. Flowever, isolated instances of this flag are usually sample 
related. 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. There is no intention to associate the flag with specific 
diagnoses. 

System Related Sample Related 


Retie Abs 



Retie Abs 


r 


Retie Abs F 
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1. Check retie reagents. • 

2. Check RBC/Baso/Retic hydraulics. • 

3. Check retie hydraulics. • 

4. Check sheath delivery. # 

5. Check the pressure and vacuum readings. 

Retie Absorption Flatness (RTC-FL, RF) 

Definition 

The Retie Absorption Flatness flag is triggered when the CV (coefficient of 
variation) for the RETIC ABS Flatness histogram is greater than 3.6. 

Results Flagged 

%RETIC, #RETIC, CHg, CHr, CHCMg, CHCMr, CHDWr, CHDWg, MCVg, 
MCVr, RDWg, RDWr 

Corrective Action 

Laser oscillation (mode hopping) 

Laser oscillation (also called mode hopping) is defined as a change in the laser 
output frequency during the analysis. Typically, this condition triggers three 
sample/system flags. 

• RETIC Fit Suspect flag (RTC-FS) is triggered due to the bimodal absorption 
populations that appear on the RETIC Scatter Absorption cytogram (1) and 
the RETIC Absoiption histogram (2). 

• RETIC Absoiption Distribution Abnormal flag (RTCADA) is due to the 
bimodal absorption populations that appear on the RETIC Absoiption 
histogram ( 2 ). 

• RETIC Absoiption Flatness flag (RTC-FL) is triggered due to the large 
variation in absoiption signals that appears on the RETIC ABS Flatness 
histogram (3). 

In such cases, the operator must rerun the sample. 


e o 




Aged blood 

Transfusion 

Sickle cell anemia 

High numbers of 
NRBCs 
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Retie Fit Suspect (RTC-FS, FC) 

Definition 

The Retie Fit Suspect flag is triggered if: 

• There is more than a 15% difference between the mean and the mode of the 
Gaussian fit of the RETIC Absoiption Flistogram. 

• The chi-square error for the Gaussian fit exceeds 80,000. 

Results Flagged 

%RETIC, #RETIC, CHg, CHr, CHCMg, CHCMr, CHDWg, CHDWr, MCVg, 
MCVr, RDWg, RDWr 

Corrective Action 

The following list may not contain all conditions that could cause this flag, nor is 
there any intention to associate the flag with specific diagnoses. 

• Transfusion 

• Sickle cell anemia 

• Excessive NRBCs 

Retie Irregular Flow Rate (RTCIFR, CR) 

Definition 

The Retie Irregular Flow Rate flag is triggered if the cell counting rate is erratic 
due to a hydraulic disturbance in the retie channel. 

Retie flow rate is evaluated in terms of the cell counting rate: 

Sum of the Squared Differences 

Flow Uniformity = - 

9 x Mean Cell Counting Rate 

The flag is triggered if this value is greater than 3.2. 

The Retie Rate histogram displays the arrival rate of cells in the retie channel. 
Normal Retie Rate Flistogram RTCIFR Retie Rate Histogram 



Results Flagged 

%RETIC, #RETIC 
Corrective Action 

1. Check retie reagents. 

2. Check laser sample delivery. 

3. Check retie hydraulics. 
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4. Check sheath delivery. 

5. Check the pressure and vacuum readings. 

A partially clogged RBC/baso/retic sheath filter can produce a distinctive “ski 
slope” effect on the RBC, Baso, and Retie flow rate histograms. Replace the 
sheath filter. 



Retie Noise Origin (RTC-NO, NO) 

Definition 

The Retie Noise Origin flag is triggered if more than 10% of the gated cell 
signals come from the Noise Origin area of the RETIC Scatter Absoiption 
cytogram. 

The Origin Noise area of the Retie Scatter Abs cytogram is located in absorption 
cha nn els 1 through 3. 

Typically, an excessive number of events detected in this area is due to 
unsphered cells or improperly set gains. 


Normal Retie Scatter 
Abs Cytogram 



1 Noise Origin area 

Results Flagged 

%RETIC, #RETIC, CHg, CHr, CHCMg, CHCMr, CHDWr, CHDWg, MCVg, 
MCVr, RDWg, RDWr 

Corrective Action 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 
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The following list of sample-related causes may not contain all conditions that 
could cause this flag. There is no intention to associate the flag with specific 
diagnoses. 
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System Related 

1. Check delivery of the sheath reagent. 

2. Check delivery of SHEATH/RINSE. 

3. Check the RBC/Baso/Retic hydraulics, 
including the reaction chamber. 

4. Check the retie hydraulics. 

5. Check retie gains. 

Retie RBC Count Low (RTC-L, CL) 

Definition 

The Retie RBC Count Low flag is triggered if the number of cells analyzed is 
less than 10,000. 

Results Flagged 

%RETIC, #RETIC, CHg, CHr, CHCMg, CHCMr, CHDWr, CHDWg, MCVg, 
MCVr, RDWg, RDWr 

Corrective Action 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 

The following list of sample-related causes may not contain all conditions that 
could cause this flag. There is no intention to associate the flag with specific 
diagnoses. 

System Related Sample Related 

1. Insufficient sample • Anemia 

2. Incorrect open-tube sampler probe length 

3. Replace the clot filter 

4. Check the retie hydraulics. 

Retie Saturation (RTCSAT, CS) 

Definition 

The Retie Saturation flag is triggered if the events counted in the Saturation Cell 
area of the Retie Scatter Absorption cytogram are more than 10% of the gated 
cell signals. 


Sample Related 

• High platelet count 

• RBC fragments 

• Aged blood 

• Sickle cell anemia 


Flags 


The Saturated Cells area of the Retie Scatter Absoiption cytogram is located in 
absorption channels 94 through 100. 
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Normal 


Retie Scatter Abs cytogram 



1 Saturation area 

Results Flagged 

%RETIC, #RETIC, CHg, CHr, CHCMg, CHCMr, CHDWr, CHDWg, MCVg, 
MCVr, RDWg, RDWr 

Corrective Action 

Multiple occurrences of this flag, especially for consecutive samples, can indicate 
a system problem. However, isolated instances of this flag are usually sample 
related. 


The following list of sample-related causes may not contain all conditions that 
could cause this flag. There is no intention to associate the flag with specific 
diagnoses. 


System Related 

1. Check delivery of the sheath reagent. 

2. Check delivery of SHEATH/RINSE. 

3. Check the RBC/Baso/Retic hydraulics. 

4. Check the retie hydraulics. 

5. Check retie gains. 


Sample Related 

• Immature reticulocytes or 
neonatal (NRBCs) 

• High WBCs 


Retie Slope Error (RTC-SE, SE) 

Definition 

The Retie Slope Error flag is triggered if the slope of the negative cell population 
on the absorption axis is greater than 0.2 before the slope correction is applied. 

The negative cell population should appear parallel to the y axis on the RETIC 
Scatter Absorption cytogram. Signals will not gate properly if they exhibit a 
backward or forward tilt. 
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Normal 

Retie Scatter Abs Cytogram 



Results Flagged 

%RETIC, #RETIC, CHg, CHr, CHCMg, CHCMr, CHDWr, CHDWg, MCVg, 
MCVr, RDWg, RDWr 

Corrective Action 

The following list may not contain all conditions that could cause this flag, nor is 
there any intention to associate the flag with specific diagnoses. 

• Aged blood 

• Sickle cell anemia 

Suspect Cellular Interference (NRCELL, NC) 

Definition 

The Suspect Cellular Interference flag is triggered by of the possible presence of 
unlysed red blood cells. The flag is raised when the Peroxidase channel WBC 
count (WBCP) is greater than the Basophil/Lobularity WBC count (WBCB) by 
more than the specified limit. 

Results Flagged 

#NRBC, %NRBC, WBC, %NEUT, #NEUT, %LYMPH, #LYMPH, %MONO, 
#MONO, %EOS, #EOS, %BASO, #BASO, %LUC, #LUC 

Both the NRBC Enumeration histogram and Noise-lymph histogram often show 
no valley separating Noise events from the nRBC population or the nRBCs from 
lymphocytes. 


Flags 
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NRBC Enumeration Histogram 


Noise-Lymph Histogram 



Suspect Large Pit Interference (NRLPLT, NP) 

The Suspect Large Pit Interference flag is triggered if the system counts more 
than 40,000 large platelets /pL in the RBC/PLT channel. 

Results Flagged 

#NRBC, %NRBC, WBC, %NEUT, #NEUT, %LYMPH, #LYMPH, %MONO, 
#MONO, %EOS, #EOS, %BASO, #BASO, %LUC, #LUC 


NRBC Enumeration Histogram 



Large platelets may obscure the nRBC 
population as shown to the left. 


Suspect Lipid Interference (NR-LPD, NL) 

Definition 

The Suspect Lipid Interference flag is triggered if the number of signals in the 
noise region of the Basophil/ Lobu!ari ty Channel exceeds a specified limit when 
the system reports an NRBC count. 

The NR-LPD flag is triggered when both of the following conditions occur: 

• BASO % Noise > 2 

• BASO % Noise x WBCB > 10 
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Results Flagged 


#NRBC, %NRBC, WBC, %NEUT, #NEUT, %LYMPH, #LYMPH, %MONO, 
#MONO, %EOS, #EOS, %BASO, #BASO, %LUC, #LUC 

The Baso cytogram and NRBC Enumeration Histogram below illustrate the NR- 
LPD flag. The circled area of the Baso cytogram identifies the lipid pattern. 


Baso Cytogram 



NRBC Enumeration Histogram 



WBC Substitution (WBCSUB, WS) 

The WBC substitution rules for CBC / DIFF samples are as follows: 

• WBCB is reported as the WBC count if there is no BASO Noise (B-NO) or 
BASO Saturation (B-SAT) flag. 

• If WBCB is flagged with NB or BSAT, then WBCP is substituted as the 
WBC count if the WBCP is not flagged with: 

♦ No Valley Perox (PX-NV), 

♦ Perox Saturation (PX-SAT) 

♦ Noise Perox (PX-NO) 

• If both WBCB and WBCP are flagged, then WBCB is flagged and reported 
as the WBC count. 

• If WBCB is less than 1000 cells/pL, the WBCP count is not substituted as 
the WBC count. The WBCB count is reported as the WBC count and is 
flagged. 


Flags 
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% Disk Space Used - Alarm 

Disk space used has risen to the level specified as an alarm criterion, indicating 
available disk space is low. 

Corrective Action 

Increase available disk space by deleting data from any of these files: 

• Raw Data files 

• Export files 

• Sample Results (use Customize, System Setup, Tools Modify, End of Day) 

• Logs: Message Log, Service Log, User Notepad, Reagent Log, Workload 
Log 

IMPORTANT 

Deleting files permanently erases data. If you need an electronic copy of the data, 
back up or export the files before deleting. 


% Disk Space Used - Stop 

Disk space used has risen to the level specified as the stop criterion, and the 
autosampler has halted. If stop/alarm criteria are not configured, the default level 
value is set to 98%. 

Corrective Action 

Increase available disk space by deleting data from any of these files: 

• Raw Data files 

• Export files 

• Sample Results (use Customize, System Setup, Tools Modify, End of Day) 

• Logs: Message Log, Service Log, User Notepad, Reagent Log, Workload 
Log 

IMPORTANT 

Deleting files permanently erases data. If you need an electronic copy of the data, 
back up or export the files before deleting. 


2 


20 PSI Out of Range 

System pressure is out of range. 
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Possible Cause Corrective Action 


1 PSI pressure 
gauge is out of 
range 


Check the 20 PSI gauge and adjust the regulator if 
necessary. 

Setpoint: 20 PSI ± 1. 


2 Pressure leak Check for crimped or disconnected hydraulic or 
pneumatic lines. Straighten or reconnect lines as 
necessary. 


20 PSI Out of Range - Stop 

System pressure is out of range. The system has stopped because the pressure has 
reached a critical level that may affect the integrity of sample results and damage 
the system. 


Possible Cause Corrective Action 


1 PSI pressure 
gauge is out of 
range 


Check the 20 PSI gauge and adjust the regulator if 
necessary. 

Setpoint: 20 PSI ± 1. 


2 Pressure leak Check for crimped or disconnected hydraulic or 
pneumatic lines. Straighten or reconnect lines as 
necessary. 


IMPORTANT 

If problems persist, Call Siemens Service for assistance. Further corrective action 
must be taken by Siemens service personnel only. 


4 


4 Key Not Found 

The Control Dictionary or the Alarm Dictionary is empty. If the Alarm 
Dictionary is empty, sample/system flags will appear as exclamation points (!). 


Possible Cause 


Corrective Action 


1 The Data Manager Do not use control ID labels on samples, or 

received a sample that is set up the control in the Control 
identified as a control but Dictionary, 
that has not been set up in 

the Control Dictionary. 


2 The Alarm Dictionary is 

empty or missing the Delta 
Check alarm. The Delta 
Check alarm must be in 
the Alarm Dictionary 
even if you do not use 
delta checking. 


Enter alarms in the Alarm Dictionary. 
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4 Key Not Found - TestDic.dat - ReadTestCode_08 

Some samples in the database contain a test that has been deleted from the Test 
Dictionary. 

Corrective Action 

In the Order Entry window, delete these samples to avoid this error. Do not 
modify the Test Dictionary while samples remain in the database. 


40 PSI Out of Range 

System pressure is out of range. 


Possible Cause Corrective Action 


1 40 PSI pressure 
gauge is out of 
range 


Check the 40 PSI gauge and adjust the regulator if 
necessary. 

Setpoint: 40 PSI ± 2. 


2 Pressure leak Check for crimped or disconnected hydraulic or 
pneumatic lines. Straighten or reconnect lines as 
necessary. 


40 PSI Out of Range -Stop 

System pressure is out of range. The system has stopped because the pressure has 


reached a critical level that may affect the integrity of sample results and damage 
the system. 


Possible Cause Corrective Action 


1 40 PSI pressure 
gauge is out of 
range 


Check the 40 PSI gauge and adjust the regulator if 
necessary. 

Setpoint: 40 PSI ± 2. 


2 Pressure leak Check for crimped or disconnected hydraulic or 
pneumatic lines. Straighten or reconnect lines as 
necessary. 


IMPORTANT 

If problems persist, Call Siemens Service for assistance. Further corrective action 
must be taken by Siemens service personnel only. 
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5 PSI Out of Range 

System pressure is out 

Possible Cause 

1 5 PSI pressure 
gauge is out of 
range 

2 Pressure leak 


5 PSI Out of Range 

System pressure is out 
reached a critical level 
the system. 

Possible Cause 

1 5 PSI pressure 
gauge is out of 
range 

2 Pressure leak 


of range. 

Corrective Action 

Check the 5 PSI gauge and adjust the regulator if 
necessary. 

Setpoint: 5 PSI ± 0.5 

Check for crimped or disconnected hydraulic or 
pneumatic lines. Straighten or reconnect lines as 
necessary. 

- Stop 

of range. The system has stopped because the pressure has 
that may affect the integrity of sample results and damage 


Corrective Action 

Check the 5 PSI gauge and adjust the regulator if 
necessary. 

Setpoint: 5 PSI ± 0.5 

Check for crimped or disconnected hydraulic or 
pneumatic lines. Straighten or reconnect lines as 
necessary. 


IMPORTANT 

If problems persist, Call Siemens Service for assistance. Further corrective action 
must be taken by Siemens service personnel only. 
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80 Conflict 

A conflict has occurred on a sample that was accessed by two different tasks (for 
example, Review and Edit and Host Communication), or you attempted to access 
a sample at the same time the Data Manager was attempting to access the sample. 

Corrective Action 

Wait and access the sample again a few seconds later. 


9 


9 End of File 

The Control Dictionary is empty. Quality Control cannot be operated. 
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Corrective Action 

Define at least one QC file in the Control Dictionary window. 


A 


A Defined File in Prg.par Is Not Found for Backup 

A file is missing that has been defined in the list of programs to be saved when 
running the Program backup through the End of Day functions. 

Corrective Action 

Call Siemens Service for assistance. 


Analyzer Connected 

The computer has connected with the analyzer. 


Analyzer Not Connected 

The computer has not connected with the analyzer. 


Possible Cause Corrective Action 

1 The analyzer is Select On at the analyzer touchpad, 
not on. 


2 Faulty or Verify that the Ethernet cable connection is secure, 

disconnected Replace if necessary. 

Ethernet cable 
(from the 
analyzer - J2 
Workstation 
connection to 
the computer). 


3 Faulty analyzer Call Siemens Service for assistance. 
CPU board or 
network 
interface PC 
board. 


Analyzer Not Ready 

The analyzer cannot start sample aspiration or hydraulic cycles. 

Possible Cause Corrective Action 

1 The SHEATH/ Replace the SHEATH/RINSE reagent. 
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RINSE reagent 
container is 
empty. 

2 The waste Empty the waste container, 

container is 
full. 


3 Pressure or 
vacuum levels 
are out of 
range. 


a Verify that the vacuum and pressure readings are 
within range. Adjust as necessary. 

b After about 1 minute, if the status line does not 
display Ready to Run and the green ready-to-aspirate 
light is still off, follow these steps to exit the AD VIA 
2120/2120i software, turn off the analyzer and then 
restart. 

i Select Shut Down ADVIA at the Log On/Off 
window. 

ii Select Off at the analyzer touchpad. 

iii Select CTRL+ALT+DELETE and log back onto 
the system to restart the software. 

iv Restart the analyzer by selecting On at the 
analyzer touchpad. 


Analyzer Reset Required 

A critical system failure has occurred and an analyzer reset is required. 


Possible Cause Corrective Action 


Potential hardware 
failure associated 
with at least one of 
these components: 
Motor node, 
pressure node, 
parallel node, 
switch indicator, 
or selector valve 


1 Reset the analyzer by selecting Utilities, Exerciser, 
Indicators, Analyzer Reset. 

2 After about 1 minute, if the status line does not 
display Ready to Run and the green ready-to-aspirate 
light is still off, follow these steps to exit the ADVIA 
2120/2120i software, turn off the analyzer and then 
restart. 

a Select Shut Down ADVIA at the Log On/Off 
window. 


b Select Off on the analyzer touchpad. 

c Select CTRL+ALT+DELETE and log back onto 
the system to restart the software. 

d Restart the analyzer by selecting On at the 
analyzer touchpad. 


Analyzer/Computer Not Connected 

Communications between the analyzer and the computer have been interrupted. 
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Possible Cause Corrective Action 

1 Power failure Select Off on the analyzer touchpad and verify that the 

at the analyzer. power plug is connected and secure. Reconnect if 

necessary and select On at the analyzer touchpad. 


2 Faulty or 
disconnected 
Ethernet cable 
(from the 
analyzer - J2 
Workstation 
connection to 
the computer). 

3 The computer 
networking 
configuration 
has been 
corrupted. 


Verify that the Ethernet cable connection is secure. 
Replace if necessary. 


Follow these steps to exit the AD VIA 2120/2120i 

software, turn off the analyzer, and then restart: 

a Select Shut Down ADVIA in the Log On/Off 
window. 

b Select Off at the analyzer touchpad. 

c Select CTRL+ALT+DELETE and log back onto the 
system to restart the software. 

d Restart the analyzer by selecting On at the analyzer 
touchpad. 

e If the problem persists, call Siemens Service for 
assistance. 


Anisocytosis - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Anisocytosis - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 

Aspiration Failed - Probe Clog - Alarm 

Conductivity detectors did not detect a sample within the 20 seconds of 
aspiration. The number of consecutive occurrences of this condition has met the 
criterion set for an alarm message. 
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Possible Cause 

1 Clogged 
sample. 

Corrective Action 

Check for sample clots. 

2 Insufficient 
sample volume. 
Sample tube 
may have been 
removed before 
aspiration was 
complete. 

Re-aspirate sample. 

3 Insufficient 

vacuum. 

Check vacuum gauge and adjust if necessary. 

4 Clogged clot 
filter. 

Remove clot filter and discard as biohazardous material. 
Replace clot filter. 

5 Loose 

connection in 
sample line. 

Check connections and tighten if necessary. 

6 Clog in needle. 

Perform a needle rinse. Select Utilities menu, Hydraulic 
Functions tab. Needle Rinse. 

7 Bent or 
damaged 
needle. 

Replace the needle. 

Follow the steps in Replacing the Sampler Needles. 

8 Faulty 

Conductivity 

Detector 

Contact your Siemens Field Service representative for 
assistance. 


Aspiration Failed - Probe Clog - Stop 

Conductivity detectors did not detect a sample within the 20 seconds of 
aspiration. The number of consecutive occurrences of this condition has met the 
criterion set for a stop message. 

Possible Cause Corrective Action 


1 Clogged 
sample. 

Check for sample clots. 

2 Insufficient 
sample volume. 
Sample tube 
may have been 
removed before 
aspiration was 
complete. 

Re-aspirate sample. 

3 Insufficient 

vacuum. 

Check vacuum gauge and adjust if necessary. 
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4 Clogged clot 
filter. 

Remove clot filter and discard as biohazardous material. 
Replace clot filter. 

5 Loose 

connection in 
sample line. 

Check connections and tighten if necessary. 

6 Clog in needle. 

Perform a needle rinse. Select Utilities menu, Hydraulic 
Functions tab. Needle Rinse. 

7 Bent or 
damaged 
needle. 

Replace the needle. 

Follow the steps in Replacing the Sampler Needles. 

8 Faulty 

Conductivity 

Detector 

Contact your Siemens Field Service representative for 
assistance. 

Aspiration Paused 

The analyzer is unable to perform a sample aspiration or to start a hydraulic cycle 
when certain menus or tabs are open or when certain error messages are 
triggered. Also the green ready-to-aspirate light is off. 

Possible Cause 

Corrective Action 


1 Aspiration is paused while 
the following menus or tabs 
are selected: Reagent 
Installation, 

Backup/Restore, System 
Setup, Tools Modify, or 

with the triggering of some 
error messages. 


Select any tab or menu button other than 
the ones identified at left under Possible 
Cause. 


2 Critical system error Refer to the associated error message for 

occurred, transferring the appropriate corrective action steps, 
current system state to 
"Aspiration Paused." 


Atypical Lymphocytes - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 
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Atypical Lymphocytes - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


Auto Rinse - Started 

The Auto Rinse started on schedule. 


Auto Rinse Canceled 

The System canceled the scheduled Auto Rinse in accordance with user 
cancellation. 


Auto Rinse Missed 

The scheduled Auto Rinse was missed and did not occur while the Exerciser or 
System Setup tab was open. 


Auto Standby - Started 

The Auto Standby started on schedule. 


Auto Standby Canceled 

The System canceled the scheduled Auto Standby in accordance with user 
cancellation. 


Auto Standby Missed 

The scheduled Auto Standby was missed and did not occur while the Exerciser or 
System Setup tab was open. 


Auto Startup - Exiting Standby 

The System moved from Standby to Ready-to-Run, enabling the scheduled Auto 
Startup. 
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Auto Startup - Started 

Auto Startup has begun on schedule. 


Auto Startup Canceled 

The System canceled the scheduled Auto Startup in accordance with user 
cancellation. 


Auto Startup is Due - Will Start at End of Run 

The scheduled Auto Startup will begin at the end of sample processing or 
hydraulic cycles. 


Auto Startup Missed 

The scheduled Auto Startup was missed and did not occur while the Exerciser or 
System Setup tab was open. 


Auto System Wash - Exiting Standby 

The System moved from Standby to Ready-to-Run, enabling the scheduled Auto 
System Wash. 


Auto System Wash Canceled 

The System canceled the scheduled Auto System Wash in accordance with user 
cancellation. 


Auto Wash - Started 

The Auto System Wash started on schedule. 


Auto Wash is Due - Will Start at End of Run 

The scheduled Auto System Wash will begin at the end of sample processing or 
hydraulic cycles. 


Auto Wash Missed 

The scheduled Auto System Wash was missed and did not occur while the 
Exerciser or System Setup tab was open. 
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autoRETIC Reagent Empty - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The reagent is empty, and the autosampler has 
halted. The specified alarm criterion is user definable in the Customize Menu, 
System Setup, Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The stop counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. Select Start/Stop to continue the run. 


autoRETIC Reagent Expired 

Present date is beyond the autoRETIC reagent expiration date, as determined by 
encoded reagent container barcode label or as calculated from installation date 
and open container stability. 

Corrective Action 

Replenish expired reagents and update the Reagent Installation window. Go to 
Logs, Reagent Log, Reagent Installation. 


autoRETIC Reagent Low - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message, indicating that the reagent level is low. The 
specified alarm criterion is user definable in the Customize Menu, System Setup, 
Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The alarm counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. 


Autosampler - Access Door Open 

The autosampler access door is open (24V interlock switch is open). 

Corrective Action 

1 Close the autosampler access door. The autosampler resets. 

2 If the problem persists, call Siemens Service for assistance. 
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Autosampler - Autosampler is Already Running 

The autosampler received a command to start or eject racks while it was running. 


Autosampler - Bad Mixer Aspiration Cal 

Mixer-aspiration calibration failed in diagnostic mode (Exerciser tab). 



CAUTION 


Call Siemens Service for assistance. Only Siemens Service personnel are 
authorized to take these corrective actions. 


Possible Cause Corrective Action 

1 Autosampler Calibrate mixer aspirate position again, 

calibration 
error. 


2 Autosampler Replace autosampler CPU board. 
CPU board 
failed to store 
calibration data 
in flash 
memory. 


Autosampler - Bad Mixer Shuttle Cal 

Mixer shuttle/index calibration failed in diagnostic mode (Exerciser tab). 



CAUTION 


Call Siemens Service for assistance. Only Siemens Service personnel are 
authorized to take these corrective actions. 

Possible Cause Corrective Action 

1 Autosampler Calibrate mixer shuttle/index position again, 

calibration 

error. 

2 Autosampler Replace autosampler CPU board. 

CPU board 

failed to store 
calibration data 
in flash 
memory. 
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Autosampler - Calibration Required 

To start the analyzer, initial calibration values for the Car Index position, Mixer 
Shuttle position and the Mixer Aspirate position must be stored in flash memory. 



CAUTION 


Call Siemens Service for assistance. Only Siemens Service personnel are 
authorized to take these corrective actions. 


Possible Cause Corrective Action 


1 Autosampler 
CPU board 
contains new, 
unprogrammed 
flash memory. 


Using Exerciser tab, calibrate Car Index position, 
Mixer-Shuttle position, and Mixer-Aspirate position. 


2 Flash memory Using Exerciser tab, calibrate Car Index position, 
has lost the Mixer-Shuttle position, and Mixer-Aspirate position, 

stored values. 


Autosampler - Car Alignment Error, Reset Autosampler 

The autosampler car is out of alignment. A reset is required. 

Corrective Action 

1 Open the autosampler access door. 

2 Close the autosampler access door. The autosampler resets. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Car Initialization Failed, Reset Autosampler 

The autosampler car has failed to initialize properly. A reset is required. 

Corrective Action 

1 Open the autosampler access door. 

2 Close the autosampler access door. The autosampler will reset. 

3 If the problem persists, press the Off button on the analyzer touchpad. 

4 Wait about 1 minute and press the On button to restart the analyzer. 

5 If the problem persists, call Siemens Service for assistance. 

Autosampler - Car Lost Steps, Reset Autosampler 

The autosampler car is not in the expected position. A reset is required. 
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Possible Cause 


Corrective Action 


1 Car movement 
problem. 


a On the analyzer touchpad, select Off. 

b Wait about 1 minute and select On to restart the 
analyzer. 

c If the problem persists, call Siemens Service for 
assistance. 


2 Persistent car 
movement 
problem 
causing 
binding and 
excessive drag 
on the racks. 


CAUTION 

Call Siemens Service for assistance. Only Siemens 

Service personnel are authorized to take these corrective 

actions. 

a Using the Autosampler window of the Exerciser tab, 
move the mixer to the Home position. 

b Manually move a rack from the input shuttle, through 
the mixer, to the output shuttle. Check for binding 
and excessive drag when moving the rack. 

c Perform the mixer alignment procedure as necessary. 



Autosampler - Car Motion Denied 

To prevent the collision of autosampler components, the system did not execute 
the command to move the autosampler car. 


Autosampler - Car Motion Denied, Reset Autosampler 

The autosampler attempted an inappropriate car motion. An autosampler reset is 
required. 

Corrective Action 

1 Select Off at the analyzer touchpad. 

2 Wait about 1 minute and select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Car Motion Failed, Reset Autosampler 

The autosampler car has failed to move properly. A reset is required. 

Corrective Action 

1 Open the autosampler access door. 

2 Close the autosampler access door. The autosampler resets. 
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3 If the problem persists, select Off ay the analyzer touchpad. 

4 Wait about 1 minute and select On to restart the analyzer. 

5 If the problem persists, call Siemens Service for assistance. 


Autosampler - Centering Collar Extend Denied 

To prevent the collision of autosampler components, the system did not execute 
the command to extend the autosampler centering collar. 


Autosampler - Centering Collar Failed to Extend, Reset Autosampler 

The autosampler centering collar failed to extend properly. 


Possible Cause Corrective Action 


1 Critical 
Sampler 
Error. Partial 
Reset is 
required. 

2 Critical 
Sampler 
Error. Full 
Reset is 
required. 


a Open the autosampler access door. 

b Close the autosampler access door. The autosampler 
will reset. 


a At the analyzer touchpad, select Off. 

b Wait about 1 minute and select On to restart the 
analyzer. 

c If the problem persists, call Siemens Service for 
assistance. 


3 Air lines 
supplying the 
centering 
collar are 
pinched. 


a Open the autosampler access door. 

b Check for kinked or pinched tubing. Replace if 
necessary. 

c Close the autosampler access door. The autosampler 
will reset. 


d If the problem persists, call Siemens Service for 
assistance. 


4 Faulty output- Call Siemens Service for assistance, 
queue sensor 
or wiring. 


Autosampler - Centering Collar Failed to Retract, Reset Autosampler 

The autosampler centering collar failed to retract properly. 

Possible Cause Corrective Action 

1 Critical a Open the autosampler access door. 

Sampler 
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Error. Partial 
Reset is 
required. 

2 Critical 
Sampler 
Error. Full 
Reset is 
required. 


b Close the autosampler access door. The autosampler 
will reset. 

a At the analyzer touchpad, select Off. 

b Wait about 1 minute and select On to restart the 
analyzer. 

c If the problem persists, call Siemens Service for 
assistance. 


3 Air lines 
supplying the 
centering 
collar are 
pinched. 


a Open the autosampler access door. 

b Check for kinked or pinched tubing. Replace if 
necessary. 

c Close the autosampler access door. The autosampler 
will reset. 


d If the problem persists, call Siemens Service for 
assistance. 


4 Faulty output- Call Siemens Service for assistance, 
queue sensor 
or sensor 
wiring. 


Autosampler - Collar Failed to Extend, Reset Autosampler 

The autosampler centering collar failed to extend properly. 


Possible Cause Corrective Action 


1 Critical 
Sampler 
Error. Partial 
Reset is 
required. 

2 Critical 
Sampler 
Error. Full 
Reset is 
required. 


a Open the autosampler access door. 

b Close the autosampler access door. The autosampler 
will reset. 


a At the analyzer touchpad, select Off. 

b Wait about 1 minute and select On to restart the 
analyzer. 

c If the problem persists, call Siemens Service for 
assistance. 


3 Air lines 
supplying the 
centering 
collar are 
pinched. 


a Open the autosampler access door. 

b Check for kinked or pinched tubing. Replace if 
necessary. 

c Close the autosampler access door. The autosampler 
will reset. 


d If the problem persists, call Siemens Service for 
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assistance. 

4 Faulty output- Call Siemens Service for assistance, 
queue sensor 
or wiring. 


Autosampler - Collar Failed to Retract, Reset Autosampler 

The autosampler centering collar failed to retract properly. 


Possible Cause 

1 Critical 
Sampler 
Error. Partial 
Reset is 
required. 

2 Critical 
Sampler 
Error. Full 
Reset is 
required. 


Corrective Action 

a Open the autosampler access door. 

b Close the autosampler access door. The autosampler 
will reset. 

a At the analyzer touchpad, select Off. 

b Wait about 1 minute and select On to restart the 
analyzer. 

c If the problem persists, call Siemens Service for 
assistance. 


3 Air lines 
supplying the 
centering 
collar are 
pinched. 


a Open the autosampler access door. 

b Check for kinked or pinched tubing. Replace if 
necessary. 

c Close the autosampler access door. The autosampler 
resets. 


d If the problem persists, call Siemens Service for 
assistance. 


4 Faulty output- Call Siemens Service for assistance, 
queue sensor 
or wiring. 


Autosampler - Centering Collar Motion Denied, Reset Autosampler 

The autosampler attempted an inappropriate centering collar motion. An 
autosampler reset is required. 

Corrective Action 

1 Select Off at the analyzer touchpad. 

2 Wait about 1 minute and select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 
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Autosampler - Centering Collar Retract Denied 

To prevent the collision of autosampler components, the system did not execute 
the command to retract the autosampler centering collar. 


Autosampler - Critical Error, Reset Autosampler 

Critical autosampler error. A reset is required. 

Corrective Action 

1 Select Off at the analyzer touchpad. 

2 Wait about 1 minute and select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Diagnostic Mode Not In Effect 

The analyzer sent a diagnostic command to the autosampler while the 
autosampler was in operating mode. 

Corrective Action 

1 Open the Autosampler window of the Exerciser tab. 

2 Select Enter Diagnostic Mode. 


Autosampler - Eject Rack Failed 

The autosampler failed to respond to the eject rack command and is not clearing 
racks from the mixer and input and output shuttles. 


Possible Cause Corrective Action 


1 Command 
from analytical 
module not 
received by 
autosampler. 


a At the analyzer touchpad, select Off. 

b Wait about 1 minute and select On to restart the 
analyzer. 

c If the problem persists, call Siemens Service for 
assistance. 


A11 See la, b, c 

communication 

between the 
autosampler 
and the 
analyzer may 
be down. 


3 Autosampler See la, b, c 
operation may 
be down. 
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Autosampler Error - Reason Unknown 

Unknown autosampler software error. 

Corrective Action 

1 At the analyzer touchpad, select Off. 

2 Wait about 1 minute and select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Error, Reset Autosampler 

The autosampler has experienced a software error and must be reset. 

Corrective Action 

1 At the analyzer touchpad, select Off. 

2 Wait about 1 minute and pr select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Extra Rack Ejected 

This message is for your information only. If the message persists, call Siemens 
Service for assistance. 


Autosampler Failure - Stop 

There has been an autosampler communication error. A reset is required. 

Corrective Action 

1 At the analyzer touchpad, select Off. 

2 Wait about 1 minute and select On to restart the analyzer. 

If the problem persists, call Siemens Service for assistance. 


Autosampler - Flash Memory Failed, Reset Autosampler 

The autosampler flash memory failed to respond to a routine command and might 
be defective. An autosampler reset is required. 

Corrective Action 

1 Select Off on the analyzer touchpad. 

2 Wait about 1 minute and select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 
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Autosampler - Initialization Required 

In diagnostic mode, the analyzer sent a position command before the appropriate 
initialization was performed. For example, a position mixer command could have 
been sent before a mixer initialization. 

Corrective Action 

Call Siemens Service for assistance. 


Autosampler - Input Queue Jammed 

Possible Cause Corrective Action 

1 Rack has Remove and reset rack, 

jammed the 

leading edge of 

input-queue 

blade. 

2 Queue pan Check for foreign objects in input-queue pan. 

motion is 

impeded. 

3 Feed motor Call Siemens Service for assistance, 

failed. 


Autosampler - Input Queue Motion Denied 

To prevent the collision of autosampler components, the system did not execute 
the command to move the autosampler input queue. 


Autosampler - Input Queue Motion Denied, Reset Autosampler 

The autosampler attempted an inappropriate input queue motion. An autosampler 
reset is required. 

Corrective Action 

1 Select Off at the analyzer touchpad. 

2 Wait about 1 minute and select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Input Queue Motion Failed 

The autosampler input queue failed to move properly. 

Possible Cause Corrective Action 

1 Rack has 
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jammed the 
leading edge 
of the input- 
queue blade. 

2 Queue pan 
cannot move 
properly. 

3 Feed motor 
has failed. 


a Remove and replace rack. 

b Select Start at the analyzer touchpad. The autosampler 
resumes operation. 

Check the queue pan for foreign objects. 


Call Siemens Service for assistance. 


Autosampler - Input Queue Motion Failed, Reset Autosampler 

The autosampler input queue failed to move properly. An autosampler reset is 
required. 


Possible Cause 

1 Rack has 
jammed the 
leading edge 
of the input- 
queue blade. 


2 Queue pan 
cannot move 
properly. 

3 Feed motor 
has failed. 


Corrective Action 

a Remove and replace rack. 

b Select Start on the analyzer touchpad. The 
autosampler resumes operation. 

If the autosampler does not start: 

a Select Off at the analyzer touchpad. 

b Wait about 1 minute and select On to restart the 
analyzer. 

c If the problem persists, call Siemens Service for 
assistance. 

Check the queue pan for foreign objects. 


Call Siemens Service for assistance. 


Autosampler - Input Shuttle Blocked 

A rack in the input-shuttle position is preventing the autosampler from 
completing a movement. 

Corrective Action 

1 Remove the rack from the shuttle position at the front of the input queue. 

2 Select Start at the analyzer touchpad to restart autosampler operation. 
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Autosampler - Input Shuttle Not Empty 

A rack in the input-shuttle position is preventing the autosampler from 
completing a movement. 

Corrective Action 

1 Remove the rack from the shuttle position at the front of the input queue. 

2 Select Start at the analyzer touchpad to restart autosampler operation. 


Autosampler - Internal Communication Failure 

During normal operation, the autosampler detected an internal, software-level 
communication failure. This caused the autosampler to stop operation. 

Corrective Action 

1 At the analyzer touchpad, select Off. 

2 Wait about 1 minute and select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Invalid Operation Mode, Reset Autosampler 

The autosampler was unable to carry out a requested motion. The autosampler 
might not be in the correct mode. 

Corrective Action 

1 At the analyzer touchpad, select Off. 

2 Wait about 1 minute and select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Invalid Sequence Number 

The autosampler sent the analyzer a sample ID sequence number that did not 
match the expected sequence number. 


Possible Cause 

Corrective Action 

1 The 

a At the analyzer touchpad, select Off. 

autosampler 
performed two 
index 

b Wait about 1 minute and select On to restart the 
analyzer. 

operations, but 

c If the problem persists, call Siemens Service for 

no aspiration. 

assistance. 

2 The message 

See la, b, c 

sent from the 
autosampler to 
the analyzer 
did not contain 



Status Line messages 


7-25 


the sample ID 
sequence 
number 
expected for 
the tube in the 
current rack 
position. 


Autosampler - Mechanical Constraint 

To prevent the collision of autosampler components, the system did not execute 
the requested action. 


Autosampler - Mixer Failed 

The autosampler mixer failed and may be defective. 

Corrective Action 

1 On the analyzer touchpad, select Off. 

2 Wait about 1 minute and select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Mixer Lost Steps, Reset Autosampler 

The autosampler mixer is not in the expected position. A reset is required. 


Possible Cause Corrective Action 


1 Car movement 
problem. 


a At the analyzer touchpad, select Off. 

b Wait about 1 minute and select On to restart the 
analyzer. 

c If the problem persists, call Siemens Service for 
assistance. 


2 Persistent car 
movement 
problem 
causing 
binding and 
excessive drag 
on the racks. 


CAUTION 

Call Siemens Service for assistance. Only Siemens 
Service personnel are authorized to take these corrective 
actions. 

a Perform the mixer alignment procedure as necessary. 

b Check pushpin and centering collar operation when 
the mixer is in the aspirate position. 

c Check for signs of excessive friction in the mixer 
bearings. 
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Autosampler - Mixer Motion Denied, Reset Autosampler 

The autosampler attempted to perform an inappropriate mixer motion. An 
autosampler reset is required. 

Corrective Action 

1 Select Off at the analyzer touchpad. 

2 Wait about 1 minute and select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Mixer Motion Failed, Reset Autosampler 

The autosampler failed to perform a routine mixer motion during normal rack 
processing. A reset is required. 


Possible Cause Corrective Action 


1 Critical 
autosampler 
error. 


2 Mixer is 
blocked by a 
foreign object. 


3 Mixer home 
sensor is faulty. 

4 Mixer motor 
power cable is 
not properly 
connected or is 
faulty. 


a At the analyzer touchpad, select Off. 

b Wait about 1 minute and select On to restart the 
analyzer. 

c If the problem persists, call Siemens Service for 
assistance. 

a Open the autosampler access door. 

b Remove any foreign objects that might block mixer 
motion. 

c Close the autosampler access door. The 
autosampler will reset. 

Call Siemens Service for assistance. 

Call Siemens Service for assistance. 


Autosampler - Mode of Operation Not Set 

The autosampler was unable to carry out a requested motion while the system 
was in the Exerciser tab. 

Corrective Action 

In the Exerciser tab, set the autosampler to the correct mode for the operation 
you want to perform. You may have to reset the autosampler before proceeding. 

To reset the autosampler 
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1 At the analyzer touchpad, select Off. 

2 Wait about 1 minute and select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Motion Denied, Reset Autosampler 

The autosampler has failed to execute a command to move and must be reset. 

Corrective Action 

1 At the analyzer touchpad, select Off. 

2 Wait about 1 minute and select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Motion Request Failed, Reset Autosampler 

The autosampler failed to perform a requested motion and might be defective. An 
autosampler reset is required. 

Corrective Action 

1 Select Off at the analyzer touchpad. 

2 Wait about 1 minute and select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Motor Controller Failed, Reset Autosampler 

The autosampler motor controller failed to respond to a routine command and 
might be defective. An autosampler reset is required. 

Corrective Action 

1 Select Off on the analyzer touchpad. 

2 Wait about 1 minute and select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Needle Extend Denied 

To prevent the collision of autosampler components, the system did not execute 
the command to extend the autosampler needle. 
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Autosampler - Needle Failed to Extend, Reset Autosampler 

The autosampler needle failed to extend properly. 


Possible Cause Corrective Action 


1 Critical 
Sampler 
Error. 


a Open the autosampler access door. 

b Close the autosampler access door. The autosampler 
will reset. 


c If the problem persists, select Off on the analyzer 
touchpad. 

d Wait about 1 minute and select On to restart the 
analyzer. 

e If the problem persists, call Siemens Service for 
assistance. 


2 40 PSI line is 
out of range. 


a Check pressure and adjust if necessary, 
b Check for pinched air lines supplying needle cylinder, 
c On the analyzer touchpad, select Off. 

d Wait about 1 minute and select On to restart the 
analyzer. 

e If the problem persists, call Siemens Service for 
assistance. 


3 

Needle is 

Replace needle. 


bent. 


4 

Needle sensor 

Call Siemens Service for assistance. 


failed. 



Autosampler - Needle Failed to Retract, Reset Autosampler 

The autosampler needle failed to retract properly. 


Possible Cause 

1 Critical 
Sampler 
Error. 


Corrective Action 

a Open the autosampler access door. 

b Close the autosampler access door. The autosampler 
will reset. 

c If the problem persists, select Off at the analyzer 
touchpad. 

d Wait about 1 minute and select On to restart the 
analyzer. 

e If the problem persists, call Siemens Service for 
assistance. 


2 40 PSI line is 
out of range. 


a Check pressure and adjust if necessary, 
b Check for pinched air lines supplying needle 
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cylinder. 

c At the analyzer touchpad, select Off. 

d Wait about 1 minute and select On to restart the 
analyzer. 

e If the problem persists, call Siemens Service for 



assistance. 

Needle is 
bent. 

Replace needle. 

Needle sensor 
failed. 

Call Siemens Service for assistance. 


Autosampler - Needle Jammed 

The needle failed to extend or retract during sample aspiration. 


Possible Cause Corrective Action 


1 40 PSI line out 
of range. 


a Check pressure and adjust if necessary. 

b Check for pinched air lines supplying needle 
cylinder. 

c At the analyzer touchpad, select Off. 

d Wait about 1 minute and select On to restart the 
analyzer. 

e If the problem persists, call Siemens Service for 
assistance. 


2 Needle sensor Call Siemens Service for assistance, 
failed. 


Autosampler - Needle Motion Denied, Reset Autosampler 

The autosampler attempted an inappropriate needle motion. An autosampler reset 
is required. 

Corrective Action 

1 Select Off at the analyzer touchpad. 

2 Wait about 1 minute and select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Needle Retract Denied 

To prevent the collision of autosampler components, the system did not execute 
the command to retract the autosampler needle. 
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Autosampler - No Tube Present 

Pushpin cannot find tube in current rack position. Rack spring clip is broken and 
holds tube incorrectly. 

Corrective Action 

Remove rack and check spring clip. 


Autosampler - Operating Mode Not in Effect 

The autosampler is not in operating mode. 

Corrective Action 

1 Open the Autosampler window of the Exerciser tab . 

2 Exit the Exerciser tab by opening another tab. 


Autosampler - Output Queue Full 

Possible Cause Corrective Action 


1 Output queue 
and/or output 
shuttle are full. 

2 Output queue 
sensor, ribbon 
cable, or 
autosampler 
CPU board is 
faulty. 


Remove racks from output queue and/or output shuttle. 


CAUTION 

Call Siemens Service for assistance. Only Siemens 
Service personnel are authorized to take these corrective 
actions: 

a Check output-queue sensor and sensor wiring. 



b Make sure pressing output-queue sensor flag triggers 
sensor. 


c Make sure output-queue ribbon is plugged in 
securely. 

d Replace autosampler CPU board. 


Autosampler - Output Queue Jammed 

The output queue is jammed. 
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Possible Cause 

1 Leading edge 
of the output- 
queue pan 
blade spears 
rack. 

2 Output-queue 
motion 
impeded. 

3 Feed-motor 
failure. 


Corrective Action 

Remove racks from output queue and/or output shuttle. 


a Check for foreign objects in output queue, queue 
covers, or pinch guard. 

b Make sure output queue moves freely. 

Call Siemens Service for assistance. 


Autosampler - Output Queue Motion Denied 

To prevent the collision of autosampler components, the system did not execute 
the command to move the autosampler output queue. 


Autosampler - Output Queue Motion Failed 

The autosampler output queue failed to move properly. 


Possible Cause Corrective Action 


1 Leading edge 
of the output- 
queue blade 
has speared a 
rack. 


a Remove racks from output queue and shuttle. 

b Select Start at the analyzer touchpad. The autosampler 
resumes operation. 


2 Queue cannot Check the output queue, queue covers, and pinch guard 

move for foreign objects. Make sure the queue moves freely, 

properly. 

3 Feed motor Call Siemens Service for assistance, 
has failed. 


Autosampler - Output Shuttle Blocked 

A rack in the output-shuttle position is preventing the autosampler from 
completing a movement. 

Corrective Action 

a Remove the rack from the shuttle position at the front of the output queue, 
b Select Start at the analyzer touchpad to restart autosampler operation. 
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Autosampler - Output Shuttle Failed 

There is no rack in the output shuttle position at the end of shuttle motion. The 
probable cause is the removal of the rack by the user before the shuttle stops. 


Autosampler - Output Shuttle Not Empty 

The autosampler has attempted to move a rack to the output shuttle, but the 
shuttle is not empty. 

Corrective Action 

Remove rack from the output shuttle. 


Autosampler - Pushpin Extend Denied 

To prevent the collision of autosampler components, the system did not execute 
the command to extend the autosampler pushpin. 


Autosampler - Pushpin Motion Denied, Reset Autosampler 

The autosampler attempted an inappropriate pushpin motion. An autosampler 
reset is required. 

Corrective Action 

1 Select Off at the analyzer touchpad. 

2 Wait about 1 minute and select On to restart the analyzer. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Pushpin Retract Denied 

To prevent the collision of autosampler components, the system did not execute 
the command to retract the autosampler pushpin. 


Autosampler - Pushpin Failed to Extend, Reset Autosampler 

The autosampler pushpin failed to extend properly. 


Possible 

Cause 

1 Pushpin is 
jammed. 


Corrective Action 

a Open the autosampler access door. 

b Close the autosampler access door. The autosampler will 
reset. 


c If problem persists, select Off at the analyzer touchpad. 
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d Wait about 1 minute and select On to restart the analyzer. 

e If the problem persists, call Siemens Service for 
assistance. 


2 Pushpin 
catches on 
the bottom 
of an 

improperly 

positioned 

rack. 


a Check rack position in mixer. Adjust if necessary. 

b If the problem persists, call Siemens Service for 
assistance. 


3 Pushpin 
catches on 
the bottom 
of the 
mixer. 


a Check rack position in mixer. Adjust if necessary. 

b If the problem persists, call Siemens Service for 
assistance. 


4 Faulty Call Siemens Service for assistance, 

output- 
queue 
sensor or 
wiring. 


Autosampler - Pushpin Failed to Retract, Reset Autosampler 

The autosampler pushpin failed to retract properly. 


Possible Cause Corrective Action 


1 Pushpin is 
jammed. 


a Open the autosampler access door. 

b Close the autosampler access door. The autosampler 
will reset. 

c If problem persists, select Off at the analyzer 
touchpad. 

d Wait about 1 minute and select On to restart the 
analyzer. 

e If the problem persists, call Siemens Service for 
assistance. 


2 Pushpin 
catches on the 
bottom of an 
improperly 
positioned 
rack. 


a Check rack position in mixer. Adjust if necessary. 

b If the problem persists, call Siemens Service for 
assistance. 


3 Pushpin 
catches on the 
bottom of the 


a Check rack position in mixer. Adjust if necessary, 
b If the problem persists, call Siemens Service for 
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mixer. assistance. 

4 Faulty output- Call Siemens Service for assistance, 
queue sensor 
or wiring. 


Autosampler - Pushpin Jammed 

Pushpin is jammed and cannot extend or retract properly. 


Possible Cause Corrective Action 


1 Pushpin 
catches on 
bottom of 
improperly 
positioned 
rack. 


a Check and adjust rack position in mixer. 

CAUTION 

Call Siemens Service for assistance. Only Siemens 
Service personnel are authorized to take this corrective 
action. 



b Check output-queue sensor and sensor wiring. 


2 Pushpin 
catches on 
bottom surface 
of mixer 
extrusion. 


a Check and adjust rack position in mixer. 

CAUTION 

Call Siemens Service for assistance. Only Siemens 
Service personnel are authorized to take this corrective 
action. 



b Check output-queue sensor and sensor wiring. 


Autosampler - Rack Index Failed, Reset Autosampler 

The scanner has read a valid barcode that does not correspond to the expected 
rack or position numbers. This indicates that the rack has not moved to the proper 
position. 


Possible Cause Corrective Action 


1 Rack 
movement 
problem. 


2 Persistent 
mixer problem 
causing 
binding and 
excessive drag 


a At the analyzer touchpad, select Off. 

b Wait about 1 minute and select On to restart the 
analyzer. 

c If the problem persists, call Siemens Service for 
assistance. 

CAUTION 

Call Siemens Service for assistance. Only Siemens 
Service personnel are authorized to take this corrective 
action. 

a Using the Autosampler window of the Exerciser tab. 
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on the racks. 


move the mixer to the Home position. 

b Manually move a rack from the input shuttle, through 
the mixer, to the output shuttle. Check for binding 
and excessive drag when moving the rack. 

c Perform the mixer alignment procedure as necessary. 


Autosampler - Rack or Position Barcode Not Read 

The barcode reader cannot determine a valid rack ID or position number for the 
current tube position. 

Possible Cause Corrective Action 

1 Rack barcode Make sure the barcode label is correctly placed on the 
label rack, is clean, and meets specifications, 

improperly 
placed, 
obscured, or 
absent. 


2 Window of 
barcode reader 
is dirty, or line 
of sight is 
obstructed. 


a Clean barcode reader window. 

b Make sure there is no visual obstruction between the 
barcode reader window and the rack. 

c If problem persists, call Siemens Service for 
assistance. 


3 Faulty barcode Call Siemens Service for assistance, 
reader. 


Autosampler - Rack Scan Denied 

Barcode reader is unable to scan. 


Possible Cause Corrective Action 


1 Faulty barcode 
reader cabling. 


a At the analyzer touchpad, select Off. 

b Wait about 1 minute and select On to restart the 
analyzer. 

c If the problem persists, call Siemens Service for 
assistance. 


2 Faulty barcode See la, b, c 
reader. 


3 Window of 
barcode reader 
is dirty, or line 
of sight is 
obstructed. 


a Clean barcode reader window. 

b Make sure there is no visual obstruction between the 
barcode reader window and the rack. 

c If problem persists, call Siemens Service for 
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assistance. 


4 Rack barcode Make sure the barcode label is correctly placed on the 
label rack, is clean, and meets specifications, 

improperly 
placed, 
obscured, or 
absent. 


Autosampler - Rack Scan Failed 

Barcode reader is unable to scan. 


Possible Cause Corrective Action 


1 Faulty barcode 
reader cabling. 


a At the analyzer touchpad, select Off. 

b Wait about 1 minute and select On to restart the 
analyzer. 


c If the problem persists, call Siemens Service for 
assistance. 


2 Faulty barcode 
reader. 


See la, b, c 


Autosampler - Shuttle Gate Open 

Input queue cannot advance the rack because the shuttle gate is not closed. 

Corrective Action 

a Check for an obstruction to the shuttle gate, 
b Push the shuttle gate to check for spring resistance. 


Possible Cause 

1 Shuttle gate 
only partially 
closed. 


2 Faulty sensor 
or sensor 
wiring. 


CAUTION 

Call Siemens Service for assistance. Only Siemens 
Service personnel are authorized to take this corrective 
action: 

Check sensor and associated wiring. 



Autosampler - Startup Failed, Reset Autosampler 

The autosampler has failed to start up. A reset is required. 

Corrective Action 

1 Open the autosampler access door. 
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2 Close the autosampler access door. The autosampler resets. 

3 If the problem persists, call Siemens Service for assistance. 


Autosampler - Tube Too High 

Tube is sitting too high in rack, or tube exceeds specifications, halting 
autosampler. 


Possible Cause Corrective Action 


1 Tube is 
improperly 
positioned. 


a Push tube down. 

b At the analyzer touchpad, select Start/Stop to 
continue operations. 


2 Tube is too 
long. 


a Remove tube from rack and aspirate manually. 

b At the analyzer touchpad, select Start/Stop to 
continue operations. 


Autosampler Startup Complete 

The autosampler has successfully completed the startup process. 


Autosampler - Unexpected Car Position, Reset Autosampler 

The autosampler car is not in the proper position. A reset is required. 

Corrective Action 

1 Open the autosampler access door. 

2 Close the autosampler access door. The autosampler resets. 

3 If the problem persists, call Siemens Service for assistance. 


Awaiting Header 

Software communication error. 


Possible Cause Corrective Action 


This error can 
occur during the 
following 
analytical cycles: 

• Adjust Gains - 
RBC/RETIC 

• Align Optics 


Follow these steps to exit the AD VIA 2120/2120i 
software and then restart: 

1 Select Shut Down ADVIA at the Log On/Off 
window. 

2 Select CTRL+ALT+DELETE and log back onto the 
system to restart the software. 

If the problem persists, call Siemens Service for 
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• Direct Optics 


assistance. 


B 


Bad Analysis for R Message :10402 

The results message sent to the host is incorrect. 

Corrective Action 

Call Siemens Service for assistance. 


Bad Analysis for Y Message :10402 

The format of the received workorder is incorrect. The workorder cannot be 
created. 

Corrective Action 

Call Siemens Service for assistance. 


Bad Mixer Cal Value - Reset Autosampler 

Mixer-aspirate calibration failed while the system was in diagnostic mode 
(Exerciser). 

The corrective actions for this error must be performed by Siemens Service 
personnel only. 

Possible Cause Corrective Action 

1 Autosampler Calibrate the mixer aspirate position again. 
Calibration 

error 

2 Autosampler Replace autosampler CPU board. 

CPU board 

fails to store 
calibration data 
in flash 
memory 


Bad Test in Profile 

An incorrect test code is defined in a profile. 

Corrective Action 
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Correct the Profile Table using the List menu in the Table Dictionaries window. 


BASO Count Suspect - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


BASO Count Suspect - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


BASO Irregular Flow Rate - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


BASO Irregular Flow Rate - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The specified stop criterion is user definable in the 
Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Stop Criteria is reset when the Start/Stop button is selected. 


BASO Reagent Empty - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The reagent is empty, and the autosampler has 
halted. The specified alarm criterion is user definable in the Customize Menu, 
System Setup, Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The stop counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. Select Start/Stop to continue the run. 
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BASO Reagent Expired 

Present date is beyond the BASO reagent expiration date, as determined by 
encoded reagent container barcode label or as calculated from installation date 
and open container stability. 

Corrective Action 

Replenish expired reagents and update the Reagent Installation window. Go to 
Logs, Reagent Log, Reagent Installation. 


BASO Reagent Low - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message, indicating that the reagent level is low. The 
specified alarm criterion is user definable in the Customize Menu, System Setup, 
Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The alarm counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. 


BASO Saturation - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


BASO Saturation - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


BASO Temperature Out - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 
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BASO Temperature Out - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


Blasts - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Blasts - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


BTRIEVE -TabDic.dat File 

The Type Table Dictionary contains the code of a profile that has been deleted. 

Corrective Action 

Check and correct the Type Table Dictionary. Select Customize menu, System 
Setup, Tools Modify, Type Table Dictionary. 


C 


Car Motion Failed - Reset Autosampler 

The autosampler failed to move as expected. 


Possible Cause Corrective Action 


Autosampler 
software error 


1 At the analyzer touchpad, select Off. 

2 Wait about 1 minute and select On to restart the 
analyzer. 

3 If problem persists, call Siemens Service for 
assistance. 
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Check Waste Container Vacushield 


The vacuum pump filter (vacushield) on the waste container may be saturated 
with liquid. 


Possible Cause Corrective Action 


1 Vacuum pump Replace the vacuum pump filter, 
filter 

(vacushield) is 
clogged 


2 Vacuum leak a Check for crimped or disconnected hydraulic or 

pneumatic lines. Straighten or reconnect lines as 
necessary. 

b Check the waste container to make sure that the spigot 
is closed and the cap is on securely. 


3 Crimped waste 
line 


Check for a crimped waste line on the waste container. 
Straighten or reconnect lines as necessary. 


IMPORTANT 

If problems persist, Call Siemens Service for assistance. Further corrective action 
must be taken by Siemens service personnel only. 


Communications Error with Analyzer 

Software communication error between the computer and the analyzer. 


Possible Cause Corrective Action 


1 Internal a 

software 

corruption u 


i Select Shut Down ADVIA at the Log On/Off 
window. 

ii Select Off at the analyzer touchpad. 

iii Select CTRL+ALT+DELETE and log back onto 
the system to restart the software. 

iv Restart the analyzer by selecting On at the 
analyzer touchpad. 


Reset the analyzer by selecting Utilities, Exerciser, 
Indicators, Analyzer Reset. 

After about 1 minute, if the status line does not 
display Ready to Run and the green ready-to- 
aspirate light is still off, follow these steps to exit the 
ADVIA 2120/2120i software, turn off the analyzer, 
and then restart. 


2 Faulty or Verify that the Ethernet connection is secure. Replace if 

disconnected necessary. 

Ethernet cable 
(from the 
analyzer - J2 
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Workstation 
connection to 
the computer) 


Comparison Error MCHC/CHCM - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Comparison Error MCHC/CHCM - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


Comparison Error WBCB/WBCP - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Comparison Error WBCB/WBCP - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


Compressor Timeout 

During system startup or when exiting standby, the compressor has failed to 
reach the acceptable pressure or vacuum levels within the allotted time. 
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Possible Cause 


Corrective Action 


i 


1 System 
restarted too 
quickly after 
being turned 
off 


Manually vent the waste 
container by 
disconnecting the waste 
container vacuum line 
(1), waiting for the 
vacuum to dissipate, 
and then reconnecting 
the line. 




2 Vacuum line 
attached to the 
waste container 
is disconnected 
or crimped 


a Reconnect or remove any crimps from the waste 
container vacuum lines. 

b At the analyzer touchpad, select Off. 

c Wait at least 1 minute and select On to restart the 
analyzer. 


3 Vacuum pump Replace the vacuum pump filter, 
filter 

(vacushield) is 
clogged 


4 Compressor Call Siemens service for assistance, 
failure 


Control Out of Range - Alarm 

One or more control samples have yielded out of range test results. The number 
of consecutive occurrences of this condition has met the criterion specified for an 
alarm message. The specified alarm criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. 


Control Out of Range - Stop 

One or more control samples have yielded out of range test results. The number 
of consecutive occurrences of this condition has met the criterion specified for a 
stop message. The autosampler halts when the stop message occurs. The 
specified stop criterion is user definable in the Customize Menu, System Setup, 
Alarm/Stop Criteria. 


Could Not Attempt Location of a Workorder, Exception Occurred 

A sample workorder could not be located because of a software error. 

Corrective Action 

The default selectivity has been applied for the affected sample. Rerun the 
sample if desired. 
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Cycle Aborted for Unknown Reason - Reset Required 

A cycle abort condition was triggered by the analyzer, but the reason given was 
not recognized by the computer. 

Corrective Action 

1 Reset the analyzer by selecting Utilities, Exerciser, Indicators, Analyzer 
Reset. 

2 After about 1 minute, if the status line does not display Ready to Run and 
the green ready aspirate light is still off, follow these steps to exit the 
AD VIA 2120/2120i software, turn off the analyzer, and then restart. 

a Select Shut Down ADVIA at the Log On/Off window, 
b Select Off at the analyzer touchpad. 

c Select CTRL+ALT+DELETE and log back onto the system to restart the 
software. 

d Restart the analyzer by selecting On at the analyzer touchpad. 


D 


Data Manager Critical Error 

An internal software communication error has triggered a high-level Data 
Manager error. 

Corrective Action 

1 Select Shut Down ADVIA at the Log On/Off window. 

2 Select CTRL+ALT+DELETE and log back onto the system to restart the 
software. 

If the problem persists, call Siemens Service for assistance. 


Defined More Than Once In File 

Note: This message can begin with a keyword or a test code. 


Possible Cause 


Corrective Action 


1 The same keyword is set Use the Format window to correct the file 

several times in the header of layout, 
the Report.par, Prevalid.par, 

Print.par, or QCreport.par 
files. No blank or presentation 
line can be inserted after the 
asterisk (*) in the result block. 


2 The same test code is used 
twice in the *.par file. 


Remove the duplicate test codes from the 
*.par file in Tools Modify. 
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DEFOAMER Reagent Empty - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The reagent is empty, and the autosampler has 
halted. The specified stop criterion is user definable in the Customize Menu, 
System Setup, Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The stop counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. Select Start/Stop to continue the run. 


DEFOAMER Reagent Expired 

Present date is beyond the DEFOAMER reagent expiration date, as determined 
by encoded reagent container barcode label or as calculated from installation date 
and open container stability. 

Corrective Action 

Replenish expired reagents and update the Reagent Installation window. Go to 
Logs, Reagent Log, Reagent Installation. 


DEFOAMER Reagent Low - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message, indicating the reagent level is low. The specified 
alarm criterion is user definable in the Customize Menu, System Setup, 
Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The alarm counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. 


E 


Error Opening Port 

This error can occur during the system preparation (initialization) process. 

Corrective Action 
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Select Shut Down AD VIA in the Log On/Off window. Select 
CTRL+ALT+DELETE and log back onto the system to restart the software. If 
the error recurs, check the communication port where the problem occurs (COM 
1 or MCA Serial Board). 


EZ KLEEN Reagent Empty - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The reagent is empty, and the autosampler has 
halted. The specified stop criterion is user definable in the Customize Menu, 
System Setup, Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The stop counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. Select Start/Stop to continue the run. 


EZ KLEEN Reagent Expired 

Present date is beyond the EZ KLEEN reagent expiration date, as determined by 
encoded reagent container barcode label or as calculated from installation date 
and open container stability. 

Corrective Action 

Replenish expired reagents and update the Reagent Installation window. Go to 
Logs, Reagent Log, Reagent Installation. 


EZ KLEEN Reagent Low - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message, indicating the reagent level is low. The specified 
alarm criterion is user definable in the Customize Menu, System Setup, 
Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The alarm counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. 
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F 


File Does Not Exist 

A patient or control result printout has been selected in the Routine Parameters 
window. But one of the files, Report.par, Prevalid.par, Print.par, or QCreport.par, 
is not defined. 

Corrective Action 

Restore dictionaries in Other Utilities window. 


File Not Found: C:\Wst\Oen.cnf 

The default workorder screen configuration file is missing. 

Corrective Action 

Continue to create workorders in Order Entry as needed. To restore the Oen.cnf 
file, select Other Utilities and restore dictionaries. 


File Not In Modifiable File List - Updating 

This message appears when a file is created through the Format window. The file 
is then stored in the database. 

Corrective Action 

No action is required. 


G 


GETEQUAL 

This control is not defined in the Control Dictionary. 

Corrective Action 

Define the control in the Control Dictionary. 


GlobalLock or GlobalUnlock 

The selected dispositions cannot be stored because the sample record is full. 

Corrective Action 

Reduce the number of dispositions selected or cancel the selections and create a 
new workorder through the Order Entry window. 
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H 


HGB Colorimeter Error - Reset Required 

Potential software communication error or a hardware failure associated with the 
HGB Colorimeter. 


Possible Cause Corrective Action 

1 Hardware a Reset the analyzer by selecting Utilities, Exerciser, 

failure Indicators, Analyzer Reset. 

b After about 1 minute, if the status line does not 
display Ready to Run and the green ready-to-aspirate 
light is still off, follow these steps to exit the AD VIA 
2120/2120i software, turn off the analyzer and then 
restart. 

i Select Shut Down ADVIA at the Log On/Off 
window. 

ii Select Off at the analyzer touchpad. 

iii Select CTRL+ALT+DELETE and log back onto 
the system to restart the software. 

iv Restart the analyzer by selecting On at the 
analyzer touchpad. 


2 Faulty power Call Siemens Service for assistance, 
supply, fuse, 
cable, HGB 
Interface Node 
Board, or Can 
Bus Scrambler 
Board 


HGB Concentration Variance - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


HGB Concentration Variance - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 
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HGB Irregular Flow Rate - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


HGB Irregular Flow Rate - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The specified stop criterion is user definable in the 
Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Stop Criteria is reset when the Start/Stop button is selected. 


HGB Power Low - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


HGB Power Low - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


HGB Reagent Empty - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The reagent is empty, and the autosampler has 
halted. The specified stop criterion is user definable in the Customize Menu, 
System Setup, Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The stop counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. Select Start/Stop to continue the run. 
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HGB Reagent Expired 

Present date is beyond the HGB reagent expiration date, as determined by 
encoded reagent container barcode label or as calculated from installation date 
and open container stability. 

Corrective Action 

Replenish expired reagents and update the Reagent Installation window. Go to 
Logs, Reagent Log, Reagent Installation. 


HGB Reagent Low - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message, indicating the reagent level is low. The specified 
alarm criterion is user definable in the Customize Menu, System Setup, 
Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The alarm counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. 


Hyperchromia - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Hyperchromia - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 

Image Affected to Wrong Group 

There is a conflict between two settings in the Customer Parameters. 

The parameters in Customer Parameters §21, ASSOCIATE CBC/DIFF IMAGE 
WITH A TEST GROUP and ASSOCIATE RETIC IMAGE WITH A TEST 
GROUP, can be set only to values attached to a test group. The test groups are 
defined in Customer Parameters §17. 
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Corrective Action 

1 Open Customer Parameters in Tools Modify mode. 

2 Define the test groups in Customer Parameters § 17. 

3 Set the values in §21 to correspond to the test groups you have defined, 
or 

1 Open Customer Parameters in Tools Modify mode. 

2 Set the values in §21 = 0. 


Immature Granulocytes - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Immature Granulocytes - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


Indicator and Switch Error - Reset Required 

Potential software communication error or a hardware failure associated with the 
front panel switch/indicator. 

Possible Cause Corrective Action 

1 Hardware failure a p csc t the analyzer by selecting Utilities, 

Exerciser, Indicators, Analyzer Reset. 

b After about 1 minute, if the status line does 
not display Ready to Run and the green 
ready-to-aspirate light is still off, follow 
these steps to exit the AD VIA 2120/2120i 
software, turn off the analyzer and then 
restart. 

i Select Shut Down ADVIA at the Log 

On/Off window. 

ii Select Off at the analyzer touchpad. 

iii Press CTRL+ALT+DELETE and log back 
onto the system to restart the software. 

iv Restart the analyzer by selecting On at 
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the analyzer touchpad. 


2 The cable connected to 
the switch/indicator is 
crimped. 


Select Off at the analyzer touchpad to check for 
crimped cable. Free the crimped cable if 
necessary and restart the analyzer by selecting 
On at the analyzer touchpad. 


3 Faulty power supply, Call Siemens Service for assistance, 
fuse, Switch/Indicator 
board, cable, Parallel 
Node Board, Can Bus 
Scrambler Board, or 
Switch/Indicator panel. 


Initialization Failed - During Communication from Analyzer 

Software communication error. 

Corrective Action 

Follow these steps to exit the ADVIA 2120/2120i software and then restart: 

1 Select Shut Down ADVIA at the Log On/Off window. 

2 Select CTRL+ALT+DELETE and log back onto the system to restart the 
software. 

If the problem persists, call Siemens Service for assistance. 


Initialization Failed - During Configuration Download 

Software communication error. 

Corrective Action 

Follow these steps to exit the ADVIA 2120/2120i software and then restart: 

1 Select Shut Down ADVIA at the Log On/Off window. 

2 Select CTRL+ALT+DELETE and log back onto the system to restart the 
software. 

If the problem persists, call Siemens Service for assistance. 


Initialization Failed - During Download of Cycle Definition 

Software communication error. 

Corrective Action 

Follow these steps to exit the ADVIA 2120/2120i software and then restart: 

1 Select Shut Down ADVIA at the Log On/Off window. 

2 Select CTRL+ALT+DELETE and log back onto the system to restart the 
software. 
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If the problem persists, call Siemens Service for assistance. 
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Initialization Failed - During Image Download 

Software communication error. 

Corrective Action 

Follow these steps to exit the ADVIA 2120/2120i software and then restart: 

1 Select Shut Down ADVIA at the Log On/Off window. 

2 Select CTRL+ALT+DELETE and log back onto the system to restart the 
software. 

If the problem persists, call Siemens Service for assistance. 


Initialization Failed - During OMF File Download 

Software communication error. 

Corrective Action 

Follow these steps to exit the ADVIA 2120/2120i software and then restart: 

1 Select Shut Down ADVIA at the Log On/Off window. 

2 Select CTRL+ALT+DELETE and log back onto the system to restart the 
software. 

If the problem persists, call Siemens Service for assistance. 


Initialization Failed - Waiting for Waste and Rinse Clear 

During System Preparation in Progress, the SHEATH/RINSE was empty or the 
waste container was full. 


Possible Cause Corrective Action 

1 SHEATH/RIN Replace the SHEATH/RINSE reagent. The system 
SE empty preparation process will continue automatically, 

during System 
Preparation. 


2 Waste Empty the waste container and replace. The system 

container full preparation process will continue automatically, 
during System 
Preparation. 


Initialization Failed - Writing Image Download 

Software communication error or possible faulty Ethernet cable (from the 
analyzer - J2 Workstation connection to the computer). 

Corrective Action 

Follow these steps to exit the ADVIA 2120/2120i software and then restart: 
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1 Select Shut Down ADVIA at the Log On/Off window. 

2 Select CTRL+ALT+DELETE and log back onto the system to restart the 
software. 

If the problem persists, verify that the Ethernet connection is secure, and 
replace if necessary. If the problem recurs, call Siemens Service for assistance. 


Invalid / Unknown TDC Error 

An unrecognized Data Manager error has occurred. 

Corrective Action 

Follow these steps to exit the ADVIA 2120/2120i software and then restart: 

1 Select Shut Down ADVIA at the Log On/Off window. 

2 Select CTRL+ALT+DELETE and log back onto the system to restart the 
software. 

If the problem persists, call Siemens Service for assistance. 


Invalid Configuration, Mandatory Field Missing 

The configuration file is incorrect. A mandatory field is missing. 

Corrective Action 

On the Screen Configuration window, correct the configuration file. Select 
Customize menu, System Setup, Tools Modify, Screen Configuration. 


Invalid Host Test Number (=0) 

A test has an improper host number defined in the Test Dictionary. 

Corrective Action 

Verify host number in Test Dictionary, Characteristics. 


Invalid Morphology Flags Host Number: xxx 

The morphology flags from the analyzer cannot be managed by the Data 
Manager and cannot be transmitted to the host. 

Corrective Action 

Call Siemens Service for assistance. 
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Invalid Numerical Result Format 


A result edited in the Review and Edit window has a format incompatible with 
the communications protocol. 

Corrective Action 

Verify that the format shows four results of one character each. 


Invalid RBC or WBC Flag 

The RBC or WBC has incorrect or undefined values in the analyzer. The sample 
will not be transmitted to the host. 

Corrective Action 

Verify that the result is composed of four results of one character each. 


Invalid System Number 

The computer system number, as it applies to the host, is improperly defined or 
undefined in the parameter file. 

Corrective Action 

Call Siemens Service for assistance. 


Invalid Test Code in Report.par File 

A test code entered in the Report.par file is not valid. 

Corrective Action 

Correct problem using Key list in Format window. 


J 

K 

L 


Large Platelets - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 
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Large Platelets - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


Laser Power Low - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Laser Power Low - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


Left Shift - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Left Shift - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


Length of Range Field Too Long in REPORT.PAR File 

The ranges have been incorrectly defined in the Report.par file. 

Corrective Action 

Use the Format window to correct the problem. 
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M 


Macrocytosis - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Macrocytosis - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


Manual Sample ID - Auto Increment Off 

Auto increment feature has been turned off. (Use Operations, Manual Sample 
ID.) The sample ID for manually aspirated samples will not automatically 
increment by one. The sample ID must be entered by keyboard, barcode reader, 
or workorder. 


Manual Sample ID - Auto Increment On 

Auto increment feature has been selected. (Use Operations, Manual Sample ID.) 
The sample ID for manually aspirated samples will increment by one for each 
succeeding aspiration. 


Matching Not Possible - Mismatch of Sample Types 

The test request sent by the host and the unmatched sample are not the same type. 
The test request is refused and the sample remains unmatched. 

Corrective Action 

Verify the accuracy of the host test table. Verify type in Test Dictionary. Select 
Customize menu, System Setup, Tools Modify, Test Dictionary. 
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Microcytosis - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Microcytosis - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


MPO Deficiency - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


MPO Deficiency - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


N 


NACK Received 

A conflict has occurred in host communications. 

Corrective Action 

Call Siemens Service for assistance. 


No BASO MN/PMN Valley - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 
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No BASO MN/PMN Valley - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


No Cell Cluster Fit on PEROX - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


No Cell Cluster Fit on PEROX - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


No Data Available in Result Message 

The Data Manager cannot recognize the result types received from the analyzer. 

Corrective Action 

Call Siemens Service for assistance. 


No Graphic Result Data in Result Message 

The Data Manager cannot compress graphic results before storing them in the 
database. 

Corrective Action 

Call Siemens Service for assistance. 
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No Help Available for this Message 

There is no Help available for this message at this time. If you cannot find 
sufficient information in the Operator's Guide, contact your Siemens 
Representative for assistance. 


No Numerical Result in Result Message 

The Data Manager cannot convert CBC/DIFF or Reties results into numerical or 
comment results. 

Corrective Action 

Call Siemens Service for assistance. 


No PEROX Noise/Lymph Valley - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


No PEROX Noise/Lymph Valley - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


No Test 

There is a message problem with the test request sent from the host. 

Corrective Action 

Verify that the host is sending the test request. If the problem recurs, call 
Siemens Service for assistance. 


No Type 

The type of test request sent by the host is not defined in the Test Dictionary. 

Corrective Action 

Verify the accuracy of the host test table. Define the test in Test Dictionary. 
Select Customize menu, System Setup, Tools Modify, Test Dictionary. 
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No Workorder - Alarm 


No workorder received for current patient sample. The number of consecutive 
occurrences of this condition has met the criterion specified for an alarm 
message. 


Possible Cause Corrective Action 


1 A work order 
has not been 
created for the 
current patient 
sample. 

2 A work order 
has not been 
transmitted for 
the current 
patient sample. 


Verify that a work order has been created at the host 
computer or at the Data Manager. 


Check if problem exists at the host computer. If problem 
is not at the host level, call Siemens Service for 
assistance. 


No Workorder - Stop 

No workorder received for current patient sample. The number of consecutive 
occurrences of this condition has met the criterion specified for a stop message. 
The autosampler has stopped. 


Possible Cause Corrective Action 


1 A work order 
has not been 
created for the 
current patient 
sample. 

2 A work order 
has not been 
transmitted for 
the current 
patient sample. 


Verify that a work order has been created at the host 
computer or at the Data Manager. 


Check if problem exists at the host computer. If problem 
is not at the host level, call Siemens Service for 
assistance. 


No Working Buffer Initialized 

This error can occur during the system preparation (initialization) process. 

Corrective Action 

Restart the ADVIA 2120/2120i software. If the error recurs, call Siemens Service 
for assistance. 
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Noise BASO - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Noise BASO - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


Noise PEROX - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Noise PEROX - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


Non WBC Interference - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Non WBC Interference - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 
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Nucleated Red Blood Cells - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Nucleated Red Blood Cells - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


# $ > NULL - Delta Check Alarm Not Defined 

The Delta Check mechanism is defined in the parameter file but not in the Alarm 
Dictionary. 

Corrective Action 

Define the Delta Check alarm in the Alarm Dictionary. 


NULL - Delta Check Alarm Not Selected 

The Delta Check mechanism is not defined in the parameter file. 

Corrective Action 

Call Siemens Service for assistance in modifying the parameter file. 


NULL - Number Max of Rerun Not Defined 

The number of authorized reruns is not defined in the parameter file. 

Corrective Action 

Using the Customer Parameters window, define the parameter, Max Number of 
Automatically Proposed Reruns, to specify the maximum number of reruns 
proposed by the Data Manager. 


NULL - Status Modified 

The status of the specified sample has been modified. 
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Corrective Action 


No operator action required. 


o 


Open Port Error 

A software preparation (initialization) error has occurred. 

Corrective Action 

1 Select Shut Down ADVIA at the Log On/Off window. 

2 Select CTRL+ALT+DELETE and log back onto the system to restart the 
software. 

3 If the error recurs, select Customize menu, System Setup, Tools Modify, 
Port Configuration. 

4 Verify that the Instl device is listed as ADVIA 2120/2120i and correct it if 
necessary. 

5 Check the communications port where the problem occurs (COM 1 or 
MCA Serial board). 


If the system is using the Host Spec 79 Network connection, Siemens Field 
Service personnel should make sure the Host name and IP address are specified 
correctly: 

1 Use Windows Explorer to open the directory 

C:\WINNT\system32\drivers\etc. 

2 Double-select Hosts. 

3 In the Open with box, select Notepad and select OK. 

4 At the bottom of the document, verify the host IP address and the host 
computer name match those supplied by the host computer administrator. 
Make sure the address and name are separated by at least one space. 

5 If there is an error in the Host name or IP address, correct it. Then on the 
File menu, select Save. 

6 Close Notepad. 


OPEN - Sid# Already Exists 

The host has sent a workorder to the Data Manager that already exists in the 
database. The Data Manager cannot update the current workorder with the new 
one because the sample status is Incomplete, Current Complete, Complete, or All 
Complete. 
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Parallel Node Error - Reset Required 

Potential software communication error or hardware failure associated with the 
Parallel Node Board. 


Possible Cause Corrective Action 

Reset the analyzer by selecting Utilities, 
Exerciser, Indicators, Analyzer Reset. 

After about 1 minute, if the status line does not 
display Ready to Run and the green ready-to- 
aspirate light is still off, follow these steps to exit 
the AD VIA 2120/2120i software, turn off the 
analyzer and then restart. 

i Select Shut Down ADVIA in the Log On/Off 
window. 

ii Select Off at the analyzer touchpad. 

iii Select CTRL+ALT+DELETE and log back onto 
the system to restart the software. 

iv Restart the analyzer by selecting On at the 
analyzer touchpad. 

2 Faulty power Call Siemens Service for assistance, 

supply, fuse, 
cable, Parallel 
Node Board, or 
Can Bus 

Scrambler Board 


1 Software a 

communication 
error or hardware ^ 

failure 


Patient QC Formula Not Defined 

This error occurs when there is no value defined for the FSE parameter 
CalculsPatientQCFormula. This parameter determines the formula used to 
calculate the moving average. To define the parameter, contact your local 
Siemens technical support provider. 

The possible settings for the parameter are: 

0 = parameter not active 

1 = Bull’s Algorithm 

2 = arithmetic mean 
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Patient QC Formula Not Defined - Parameterization - Calcul 

This error occurs when there is no value defined for the FSE parameter 
CalculsPatientQCFormula. This parameter determines the formula used to 
calculate the moving average. To define the parameter, contact your Siemens 
Field Service Representative. 

The possible settings for the parameter are: 

0 = parameter not active 

1 = Bull’s Algorithm 

2 = arithmetic mean 


Patient Result Database Is Full 

The patient result database has reached maximum capacity, causing the 
autosampler to stop and transition the system state to "Aspiration Paused." 

Corrective Action 

Increase available patient result database space by deleting data from the sample 
results file. Use Customize, System Setup, Tools Modify, End of Day. 

IMPORTANT 

Deleting files permanently erases data. If you need an electronic copy of the data, 
back up the files before deleting. 


Patient Result Database Is Nearly Full 

The patient result database has reached the level specified as the warning level, 
causing the autosampler to stop and transition the system state to "Ready to 
Run." 

Corrective Action 

Increase available patient result database space by deleting data from the sample 
results file. Use Customize, System Setup, Tools Modify, End of Day. 

IMPORTANT 

Deleting files permanently erases data. If you need an electronic copy of the data, 
back up the files before deleting. 


Pattern File (Win.cus) Does Not Exist 

The file containing the customer parameters does not exist. A substitute file using 
default values has been created. 

Corrective Action 

Call Siemens Service for assistance. 
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PEROX 1 Reagent Empty - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The reagent is empty, and the autosampler has 
halted. The specified alarm criterion is user definable in the Customize Menu, 
System Setup, Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The stop counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. Select Start/Stop to continue the run. 


PEROX 1 Reagent Expired 

Present date is beyond the PEROX 1 reagent expiration date, as determined by 
encoded reagent container barcode label or as calculated from installation date 
and open container stability. 

Corrective Action 

Replenish expired reagents and update the Reagent Installation window. Go to 
Logs, Reagent Log, Reagent Installation. 


PEROX 1 Reagent Low - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message, indicating that the reagent level is low. The 
specified alarm criterion is user definable in the Customize Menu, System Setup, 
Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The alarm counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. 


PEROX 2 Reagent Empty - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The reagent is empty, and the autosampler has 
halted. The specified alarm criterion is user definable in the Customize Menu, 
System Setup, Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 
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The stop counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. Select Start/Stop to continue the run. 


PEROX 2 Reagent Expired 

Present date is beyond the PEROX 2 reagent expiration date, as determined by 
encoded reagent container barcode label or as calculated from installation date 
and open container stability. 

Corrective Action 

Replenish expired reagents and update the Reagent Installation window. Go to 
Logs, Reagent Log, Reagent Installation. 


PEROX 2 Reagent Low - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message, indicating that the reagent level is low. The 
specified alarm criterion is user definable in the Customize Menu, System Setup, 
Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The alarm counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. 


PEROX 3 Reagent Empty - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The reagent is empty, and the autosampler has 
halted. The specified alarm criterion is user definable in the Customize Menu, 
System Setup, Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The stop counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. Select Start/Stop to continue the run. 


PEROX 3 Reagent Expired 

Present date is beyond the PEROX 3 reagent expiration date, as determined by 
encoded reagent container barcode label or as calculated from installation date 
and open container stability. 

Corrective Action 
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Replenish expired reagents and update the Reagent Installation window. Go to 
Logs, Reagent Log, Reagent Installation. 


PEROX 3 Reagent Low - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message, indicating that the reagent level is low. The 
specified alarm criterion is user definable in the Customize Menu, System Setup, 
Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The alarm counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. 


PEROX Irregular Flow Rate - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


PEROX Irregular Flow Rate - Stop 

The number of cycles specified for a stop message. The specified stop criterion is 
user definable in the Customize Menu, System Setup, Alarm/Stop Criteria. The 
counter associated with the Stop Criteria is reset when the Start/Stop button is 
selected. 


PEROX Power Low - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


PEROX Power Low - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 
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PEROX Sample Pump Error - Reset Required 

PEROX sample syringe pump not in home position, failed to respond, or a 
transmission error occurred. 


Possible Cause Corrective Action 

Reset the analyzer by selecting Utilities, Exerciser, 
Indicators, Analyzer Reset. 

After about 1 minute, if the status line does not 
display Ready to Run and the green ready-to-aspirate 
light is still off, follow these steps to exit the AD VIA 
2120/2120i software, turn off the analyzer and then 
restart. 

i Select Shut Down ADVIA at the Log On/Off 
window. 

ii Select Off at the analyzer touchpad. 

iii Select CTRL+ALT+DELETE and log back onto 
the system to restart the software. 

iv Restart the analyzer by selecting On at the 
analyzer touchpad. 

2 PEROX Follow the steps in Replacing the Syringe Plungers, 

sample syringe 
incorrectly 
assembled. 


1 PEROX a 

sample syringe 
pump not jj 

moving or not 
in home 
position. 


3 Faulty power Call Siemens Service for assistance, 
supply, fuse, 
cable, pump 
assembly, Can 
Bus Scrambler 
Board, or Dual 
Servo Pump 
Control Board. 


PEROX Saturation - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 
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PEROX Saturation - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


PEROX SHEATH Pump Error - Reset Required 

PEROX SHEATH syringe pump not in home position, failed to respond, or a 
transmission error occurred. 


Possible Cause Corrective Action 


1 PEROX SHEATH 
syringe pump not 
moving or not in 
home position. 


a Reset the analyzer by selecting Utilities, 
Exerciser, Indicators, Analyzer Reset. 

b After about 1 minute, if the status line does not 
display Ready to Run and the green ready-to- 
aspirate light is still off, follow these steps to exit 
the AD VIA 2120/2120i software, turn off the 
analyzer and then restart. 

i Select Shut Down ADVIA at the Log On/Off 
window. 

ii Select Off at the analyzer touchpad. 

iii Select CTRL+ALT+DELETE and log back 
onto the system to restart the software. 

iv Restart the analyzer by selecting On at the 
analyzer touchpad. 


2 PEROX SHEATH Follow the steps in Replacing the Syringe Plungers, 
syringe incorrectly 
assembled. 


3 Faulty power Call Siemens Service for assistance, 

supply, fuse, cable, 
pump assembly, 

Can Bus Scrambler 
Board, or Dual 
Servo Pump 
Control Board. 


PEROX SHEATH Reagent Empty - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The reagent is empty, and the autosampler has 
halted. The specified alarm criterion is user definable in the Customize Menu, 
System Setup, Alarm/Stop Criteria, Reagent Conditions. 
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Corrective Action 


The stop counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. Select Start/Stop to continue the run. 


PEROX SHEATH Reagent Expired 

Present date is beyond the PEROX 3 SHEATH reagent expiration date, as 
determined by encoded reagent container barcode label or as calculated from 
installation date and open container stability. 

Corrective Action 

Replenish expired reagents and update the Reagent Installation window. Go to 
Logs, Reagent Log, Reagent Installation. 


PEROX SHEATH Reagent Low - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message, indicating that the reagent level is low. The 
specified alarm criterion is user definable in the Customize Menu, System Setup, 
Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The alarm counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. 


PEROX Temperature Out - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


PEROX Temperature Out - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 
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Platelet Clumps - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Platelet Clumps - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


Platelet Noise - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Platelet Noise - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


Possible Blasts or Abnormal Cells - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


Possible Blasts or Abnormal Cells - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 
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Power Pack Temperature High 

The internal temperature of the power supply has exceeded the maximum limit. 

Possible Cause Corrective Action 

1 Fan filters are Shut down the system and remove and clean the air- 
dirty circulation filter as directed in the Operator's Guide. 


2 System internal 
temperature 
exceeds the 
maximum limit 


a Shut down the system. 

b Allow the system to cool down for 15 minutes, 
c Restart the system. 

d If the problem persists, call Siemens Service for 
assistance. 


3 Fans are not Verify fan operation. If you suspect that a fan is not 

functioning working properly, call Siemens Service for assistance, 

properly 

4 Faulty power Call Siemens Service for assistance, 
pack 

temperature 

sensor 


Pressure Node Error - Reset Required 

Potential software communication error or a hardware failure associated with the 
Pressure Node Board. 

Possible Cause Corrective Action 

Reset the analyzer by selecting Utilities, Exerciser, 
Indicators, Analyzer Reset. 

After about 1 minute, if the status line does not 
display Ready to Run and the green ready-to-aspirate 
light is still off, follow these steps to exit the AD VIA 
2120/2120i software, turn off the analyzer and then 
restart. 

i Select Shut Down ADVIA at the Log On/Off 
window. 

ii Select Off at the analyzer touchpad. 

iii Select CTRL+ALT+DELETE and log back onto 
the system to restart the software. 

iv Restart the analyzer by selecting On at the 
analyzer touchpad. 

2 Pressure out of Verify pressure readings and adjust if necessary, 
range. 


1 Hardware 
failure 
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Call Siemens Service for assistance. 


3 Faulty power 
supply, fuse, 
cable, 

Pressure/Switc 
h Node Board, 
or Can Bus 
Scrambler 
Board. 


Printer Busy - Printing Aborted 

The printer was busy when a printout was requested. 

Corrective Action 

Restart the printout when the printer is free. 


Printer Not Defined 

The printer is not defined in the Port Configuration window. 

Corrective Action 

Correct or enter the printer definition in the Port Configuration window. Select 
Customize menu, System Setup, Tools Modify, Port Configuration. 


Printer Not Ready - Impression Aborted 

A printer problem has occurred during background printing of a results report. 
No message box is displayed. The printout will resume as soon as the printer is 
available. 

Corrective Action 

Verify printer connections and operation. 


Printer Problem - Alarm 

A printer problem has occurred. The number of consecutive occurrences of this 
condition has met the criterion specified for an alarm message. The specified 
alarm criterion is user definable in the Customize Menu, System Setup, 
Alarm/Stop Criteria. The counter associated with the Alarm Criteria is 
automatically reset. 

Corrective Action 

Verify printer connections and operation. Typical printer problems include: 
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• Paper jams 

• Out of paper 

• Printer offline 

• Printer disconnected 


Printer Problem - Stop 

A printer problem has occurred. The number of consecutive occurrences of this 
condition has met the criterion specified for a stop message. The specified stop 
criterion is user definable in the Customize Menu, System Setup, Alarm/Stop 
Criteria. The counter associated with the Stop Criteria is reset when the 
Start/Stop button is selected. 

Corrective Action 

Verify printer connections and operation. Typical printer problems include: 

• Paper jams 

• Out of paper 

• Printer offline 

• Printer disconnected 


Probe Clog 


Conductivity detector did not detect a sample within twenty seconds of 
aspiration. 

Possible Cause 

Corrective Action 

1 Clogged 
sample 

Check for sample clots. 

2 Insufficient 
sample volume 

Sample tube may have been removed before aspiration 
was complete. Re-aspirate sample. If error persists clean 
the sample shear valve. 

3 Insufficient 

vacuum 

Check vacuum gauge and adjust if necessary. 

4 Clogged clot 
filter 

Remove clot filter and discard as biohazardous material. 
Replace clot filter. 

5 Loose 

connection in 
sample line 

Check connections and tighten if necessary. 

6 Clogged needle 

Rinse needle. Select Utilities menu, Hydraulic 
Functions tab, Needle Rinse. 
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7 Bent or Replace the needle. 

damaged Follow the steps in Replacing the Sampler Needles 

needle 


8 Faulty Contact your local Siemens technical support provider 

Conductivity for assistance. 

Detector 


Q 


QC Sample Deleted Before Validation 

A control sample that was not validated has been deleted. 

Daily QC may not be consistent. 


R 


Rack or Position Barcode Not Read - Alarm 

The barcode reader cannot determine a valid rack ID or position number for the 
current tube position. The number of consecutive occurrences of this condition 
has met the criterion specified for an alarm message in the Alarm/Stop Criteria 
window. 


Possible Cause Corrective Action 


1 Barcode label Check that a barcode label is properly attached and 
improperly meets specifications. Replace if necessary, 

placed, 
obscured, or 
absent. 


2 Faulty barcode Call Siemens Service for assistance, 
reader. 


Rack or Position Barcode Not Read - Stop 

The barcode reader cannot determine a valid rack ID or position number for the 
current tube position. The number of consecutive occurrences of this condition 
has met the criterion specified for a stop message in the Alarm/Stop Criteria 
window, and the autosampler has halted. 

Possible Cause Corrective Action 

1 Barcode label Check that a barcode label is properly attached and 
improperly meets specifications. Replace if necessary, 

placed, 
obscured, or 
absent. 
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2 Faulty barcode Call Siemens Service for assistance, 
reader. 


RBC Fragments - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


RBC Fragments - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


RBC Ghosts - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


RBC Ghosts - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


RBC Irregular Flow Rate - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 
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RBC Irregular Flow Rate - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


RBC Reagent Empty - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The reagent is empty, and the autosampler has 
halted. The specified stop criterion is user definable in the Customize Menu, 
System Setup, Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The stop counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. Select Start/Stop to continue the run. 


RBC Reagent Expired 

Present date is beyond the RBC reagent expiration date, as determined by 
encoded reagent container barcode label or as calculated from installation date 
and open container stability. 

Corrective Action 

Replenish expired reagents and update the Reagent Installation window. Go to 
Logs, Reagent Log, Reagent Installation. 


RBC Reagent Low - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message, indicating that the reagent level is low. The 
specified alarm criterion is user definable in the Customize Menu, System Setup, 
Alarm/Stop Criteria, Reagent Conditions. 

Corrective Action 

The alarm counter is automatically reset after reagents are replenished and the 
Reagent Installation window is updated. Go to Logs, Reagent Log, Reagent 
Installation. 
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RBC Sample Pump Error - Reset Required 

RBC sample syringe pump not in home position, failed to respond, or a 
transmission error occurred. 


Possible Cause Corrective Action 


1 RBC sample 
syringe pump 
not moving or 
not in home 
position. 


a Reset the analyzer by selecting Utilities, Exerciser, 
Indicators, Analyzer Reset. 

b After about 1 minute, if the status line does not 
display Ready to Run and the green ready-to-aspirate 
light is still off, follow these steps to exit the AD VIA 
2120/2120i software, turn off the analyzer and then 
restart. 

i Select Shut Down ADVIA at the Log On/Off 
window. 

ii Select Off at the analyzer touchpad. 

iii Select CTRL+ALT+DELETE and log back onto 
the system to restart the software. 

iv Restart the analyzer by selecting On at the 
analyzer touchpad. 


2 RBC sample Follow the steps in Replacing the Syringe Plungers, 
syringe 
incorrectly 
assembled. 


3 Faulty power Call Siemens Service for assistance, 
supply, fuse, 
cable, pump 
assembly, Can 
Bus Scrambler 
Board, or Dual 
Servo Pump 
Control Board. 


RBC Sheath Pump Error - Reset Required 

RBC Sheath syringe pump not in home position, failed to respond, or a 
transmission error occurred. 


Possible Cause 


Corrective Action 


1 RBC Sheath 
syringe pump 
not moving or 
not in home 
position. 


a Reset the analyzer by selecting Utilities, 
Exerciser, Indicators, Analyzer Reset. 

b After about 1 minute, if the status line 
does not display Ready to Run and the 
green ready-to-aspirate light is still off, 
follow these steps to exit the ADVIA 
2120/2120i software, turn off the analyzer 
and then restart. 
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i Select Shut Down ADVIA at the Log 

On/Off window. 

ii Select Off at the analyzer touchpad. 

iii Select CTRL+ALT+DELETE and log 

back onto the system to restart the 
software. 

iv Restart the analyzer by selecting On at 
the analyzer touchpad. 

2 RBC Sheath Follow the steps in Replacing the Syringe 

syringe Plungers. 

incorrectly 

assembled. 

3 Faulty power Call Siemens Service for assistance, 

supply, fuse, 

cable, pump 
assembly, Can 
Bus Scrambler 
Board or Dual 
Servo Pump 
Control Board. 

Ready to Run 

The system is ready to accept the aspiration of a sample or the start of a hydraulic 
cycle. The green ready-to-aspirate light is lit. 


Results Received for Tube Not in 

Pending File Sid#: xxx Seq#: A set of results has been received for a sample that 
is not in the Pending file. The set of results has been refused and deleted. 

Corrective Action 

Check pending list before run. 


RETIC Absorption Distribution Abnormal - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 
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RETIC Absorption Distribution Abnormal - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


RETIC Fit Suspect - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


RETIC Fit Suspect - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


RETIC Irregular Flow Rate - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


RETIC Irregular Flow Rate - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The specified stop criterion is user definable in the 
Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Stop Criteria is reset when the Start/Stop button is selected. 


RETIC Noise Origin - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 
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RETIC Noise Origin - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


RETIC - PLT Interference/Error - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


RETIC - PLT Interference/Error - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


RETIC RBC Count Low - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


RETIC RBC Count Low - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


RETIC Saturation Cells - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 
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RETIC Saturation Cells - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


RETIC Slope Error - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


RETIC Slope Error - Stop 

The number of consecutive occurrences of this condition has met the criterion 
specified for a stop message. The autosampler halts at the same time the stop 
message occurs. The specified stop criterion is user definable in the Customize 
Menu, System Setup, Alarm/Stop Criteria. The counter associated with the Stop 
Criteria is reset when the Start/Stop button is selected. 


Review Mode Change to Review None 

The validation mode has been modified through the Parameters menu in the 
Review and Edit window. 


Running 

Displayed after pressing the autosampler Start/Stop button or during sample 
processing. 


Possible Cause Corrective Action 


If the system halts 
in the Running 

state, there could 
be a hardware or 
software failure. 


a Reset the analyzer by selecting Utilities, Exerciser, 
Indicators, Analyzer Reset. 

b After about 1 minute, if the status line does not 
display Ready to Run and the green ready-to-aspirate 
light is still off, follow these steps to exit the AD VIA 
2120/2120i software, turn off the analyzer and then 
restart. 

i Select Shut Down ADVIA at the Log On/Off 
window. 
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ii Select Off at the analyzer touchpad. 

iii Select CTRL+ALT+DELETE and log back onto 
the system to restart the software. 

iv Restart the analyzer by selecting On at the 
analyzer touchpad. 


s 


# $ > Sample ID Not Read - Alarm 

Sample-tube barcode label is unreadable or missing. The number of consecutive 
occurrences of this condition has met the criterion specified for an alarm 
message. 


Possible Cause Corrective Action 


1 Barcode label 
improperly 
placed, 
obscured, or 
not present. 


Verify that a barcode is present and correctly applied to 
the sample tube (with the label flush against the rim of 
the stopper). Verify that the barcode is clean and of 
specified quality. 


2 Barcode reader Call Siemens Service for assistance, 
faulty. 


Sample ID Not Read - Stop 

Sample-tube barcode label is unreadable or missing. The number of consecutive 
occurrences of this condition has met the criterion specified for a stop message, 
and the autosampler has halted. 


Possible Cause 


Corrective Action 


1 Barcode label 
improperly 
placed, 
obscured, or 
not present. 


Verify that a barcode is present and correctly applied to 
the sample tube (with the label flush against the rim of 
the stopper). Verify that the barcode is clean and of 
specified quality. 


2 Barcode reader Call Siemens Service for assistance, 
faulty. 


Sample Rejected: SID # 

The results for the last aspiration of this sample have been rejected. This sample 
record is full. A sample record can hold only 110 results, including C.Res. 
Prev.Run, and Prev.Res. 

Corrective Action 
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Create a new workorder with the same patient demographics and assign a new 
SID #. Label the sample tube again with the new SID #, and run. 


Sample Result Data Communication Failure 

The Align Optics or Direct Optics cycle was exited before result processing was 
complete. 

Corrective Action 

Results produced when this error was triggered are invalid. Repeat sample 
aspiration for the affected samples. 


Sample SID Not Found - Printing Aborted 

The sample displayed in the Review and Edit window does not exist in the 
database. The system cannot provide the requested printout. 

Corrective Action 

Correct the problem using the Key list in the Format window. 


Sample Status: - THE STATUS - Sid#:x R&P#:y 

A sample with this status could not receive results. The results received for this 
sample have been refused. 

Corrective Action 

In the Customer Parameters window, modify the parameter that specifies each 
sample status allowed to receive results. 


Sample xxx Is Not Transmitted to the Host 

There is a transmission problem to the host computer. The message specifies the 
Sid# of the nontransmitted samples. Another message will follow identifying the 
specific problem. 


Scan Denied - Reset Autosampler 

Barcode reader is unable to scan. 

Possible Cause Corrective Action 

1 Faulty barcode a At ana 'yzcr touchpad, select Off. 

reader cabling b Wait about 1 minute and select On to restart the 
analyzer. 
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c If the problem persists, call Siemens Service for 
assistance. 

2 Faulty barcode See la, b, c 
reader 


SD Not Defined For Test# xx Control# xxyyzzz 

No standard deviation is defined for this test and for this control in the Control 
Dictionary. 

Corrective Action 

Define the SD in the Control Dictionary. 


Selected Printer Not Available - Result Report for SID#: 

The printer is not responding to a print request. 

Corrective Action 

Check that the printer is powered on and has paper. Refer to the Message Log for 
details. 


Selector Valve Error 

Potential software communication error or a hardware failure associated with the 
selector-valve assembly. 


Possible Cause Corrective Action 


1 Hardware a Reset the analyzer by selecting Utilities, Exerciser, 

failure Indicators, Analyzer Reset. 

b After about 1 minute, if the status line does not display 
Ready to Run and the green ready-to-aspirate light is 
still off, follow these steps to exit the AD VIA 
2120/2120i software, turn off the analyzer and then 
restart. 

i Select Shut Down ADVIA at the Log On/Off 
window. 

ii Select Off at the analyzer touchpad. 

iii Select CTRL+ALT+DELETE and log back onto the 
system to restart the software. 

iv Restart the analyzer by selecting On at the analyzer 
touchpad. 
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2 Faulty power Call Siemens Service for assistance, 
supply, fuse, 
cable, selector 
valve 

assembly, UFC 
Scrambler 
Board, or Can 
Bus Scrambler 
Board 


Selector Valve Timeout 

The selector valve failed to return to the home position within the expected time 
interval. 


Possible Cause Corrective Action 

1 Flardware failure a Reset the analyzer by selecting Utilities, 

Exerciser, Indicators, Analyzer Reset. 

b After about 1 minute, if the status line does not 
display Ready to Run and the green ready-to- 
aspirate light is still off, follow these steps to 
exit the AD VIA 2120/2120i software, turn off 
the analyzer and then restart. 

i Select Shut Down ADVIA at the Log On/Off 
window. 

ii Select Off at the analyzer touchpad. 

iii Select CTRL+ALT+DELETE and log back 
onto the system to restart the software. 

iv Restart the analyzer by selecting On at the 
analyzer touchpad. 


2 Faulty power Call Siemens Service for assistance, 

supply, fuse, cable, 
selector valve 
assembly, UFC 
Scrambler Board, or 
Can Bus Scrambler 
Board. 


SHEATH / RINSE Reagent Container Empty 

SHEATH/RINSE level has dropped below the level sensor in the 
SHEATH/RINSE container, indicating that the container is empty. When this 
error message is displayed, the aspirate plate will not function, nor will the Ready 
light illuminate. 

Possible Cause Corrective Action 
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1 SHEATH/RINSE Replace SHEATH/RINSE reagent and use the message 

is empty. icon to Remove the error message. 

2 Faulty level Call Siemens Service for assistance, 

sensor. 


SHEATH / RINSE Reagent Expired 

Present date is beyond the SHEATH/RINSE reagent expiration date, as 
determined by encoded reagent container barcode label or as calculated from 
installation date and open container stability. 

Corrective Action 

Replenish expired reagents and update the Reagent Installation window. Go to 
Logs, Reagent Log, Reagent Installation. 


Sid# Already Exists - Result Message Rejected 

You have created a workorder with an Sid# having the format: 999XXXX. This 
format is used by the analyzer to send results of misread samples. The results are 
refused. 

Corrective Action 

Create a workorder with a proper Sid# format. 


Standby 

The analyzer is in a low-power state that reduces component wear during periods 
of inactivity. The green ready-to-aspirate light is off. Typically, the analyzer 
enters standby automatically. Use the touchpad Standby button to exit or enter 
the standby state manually. 

Corrective Action 

If the analyzer is locked in the standby state, verify that the pressure and vacuum 
readings are within range and adjust if necessary. Select Standby to exit. 


Status BTRIEVE - Alarm Not Defined 

An alarm sent from the analyzer is unknown to the Data Manager (not defined in 
the Alarm Dictionary). 

Corrective Action 

See Alarm Dictionary. 
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Status BTRIEVE - Test Not Found 


A test defined in the Control Dictionary has been erased from the Test 
Dictionary. 

Corrective Action 

Enter test information in the Test Dictionary. 


Syntax Error in AlarmExc.par 

The parameter file, AlarmExc.par, is not correctly defined, or there is a blank line 
in the file. No exclusive analytical alarm will be taken into account in the patient 
QC calculation. 

Corrective Action 

Call Siemens Service for assistance. 


System Preparation Failed 

An error occurred during the initial system preparation phase. 


Possible Cause Corrective Action 


1 Software 

communication 

failure 


Follow these steps to exit the AD VIA 2120/2120i 
software and then restart. 

a Select Shut Down ADVIA in the Log On/Off 
window. 


b Select CTRL+ALT+DELETE and log back onto the 
system to restart the software. 


2 Hardware error Refer to associated hardware error message for 
appropriate corrective action. 


3 Faulty CPU Call Siemens Service for assistance, 
board 


System Preparation in Progress 

When the ADVIA 2120/2120i is first powered on or the software is restarted, the 
analyzer and the computer go through a preparation process which includes the 
following: 

• Software initialization 

• Internal diagnostic checks 

• Priming of reagent lines 

• Startup, including a background verification cycle 


Status Line messages 


7-93 


System Preparation Not Complete 

Corrective Action 

a Reset the analyzer by selecting Utilities, Exerciser, Indicators, Analyzer 
Reset. 

b After about 1 minute, if the status line does not display Ready to Run and 
the green ready-to-aspirate light is still off, follow these steps to exit the 
AD VIA 2120/2120i software, turn off the analyzer and then restart. 

i Select Shut Down ADVIA at the Log On/Off window. 

ii Select Off at the analyzer touchpad. 

iii Select CTRL+ALT+DELETE and log back onto the system to restart the 
software. 

iv Restart the analyzer by selecting On at the analyzer touchpad. 


T 


Test Not Buffered - cTestCode 

There are more than 60 tests ACTIVE in the Test Dictionary. No additional tests 
can be stored in memory. 

Corrective Action 

Cancel the selection of the active test that exceeded this limit in the Test 
Dictionary. Select Customize menu, System Setup, Tools Modify, Test 
Dictionary. 


Tube xxx Not Transmitted to the Host 

An expected result was not transmitted. 

Corrective Action 

Check the sample status and the contents of the file before attempting to 
retransmit this sample. The problem may be an acknowledgement problem at the 
host level. The communication line should be checked by Siemens Service 
personnel. 


Type Not Found 

The type of workorder sent by the host is u nk nown to the Data Manager. No type 
can be associated with the test request. 

Corrective Action 
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Create this type in the Type Table Dictionary. Select Customize menu, System 
Setup, Tools Modify, Type Table Dictionary. 


Types Table Test Doesn't Exist 

A test defined in the Types Table has been deleted in the Test Dictionary. 

Corrective Action 

As appropriate, delete the test from the Type Table, or reenter the test in the Test 
Dictionary. 


u 


UFC Vacuum Out of Range 

UFC Vacuum is out of range. The difference between the compressor vacuum 
and UFC vacuum is greater than 5" Hg. 


Possible Cause Corrective Action 


1 Vacuum Setting 
is out of range 


Check the system vacuum gauge and adjust the regulator 
if necessary. 

Setpoint: 20"Hg ± 1 


2 Vacuum leak a Check for crimped or disconnected hydraulic or 

pneumatic lines. Straighten or reconnect lines as 
necessary. 

b Check the waste container to make sure that the 
spigot is closed and the cap is on securely. 

3 Vacuum pump Replace the vacuum pump filter, 
filter 

(vacushield) is 
clogged 


4 Crimped waste 
line 


Check for a crimped waste line on the waste container. 
Straighten or reconnect lines as necessary. 


UFC Vacuum Out of Range - Stop 

System vacuum is out of range. The system has stopped because the vacuum has 
reached a critical level that may affect the integrity of sample results and damage 
the system. The difference between the compressor vacuum and UFC vacuum is 
greater than 5" Hg. 


Possible Cause Corrective Action 


1 Vacuum 
Setting is out 
of range 


Check the system vacuum gauge and adjust the regulator 
if necessary. 

Setpoint: 20"Hg ± 1 
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2 Vacuum leak a Check for crimped or disconnected hydraulic or 

pneumatic lines. Straighten or reconnect lines as 
necessary. 

b Check the waste container to make sure that the spigot 
is closed and the cap is on securely. 

3 Vacuum pump Replace the vacuum pump filter, 
filter 

(vacushield) is 
clogged 


4 Crimped waste 
line 


Check for a crimped waste line on the waste container. 
Straighten or reconnect lines as necessary. 


IMPORTANT 

If problems persist, Call Siemens Service for assistance. Further corrective action 
must be taken by Siemens service personnel only. 


Unable to Process Results - Check Instrument Parameterization 

The image result does not match the numeric result. 

Corrective Action 

Call Siemens Service for assistance. 


Unable to Process Results - Communication Line Fault 

A defect on the communication line has made the numeric results unreadable. 

Corrective Action 

Call Siemens Service for assistance. 


Unable to Process Results - IDee Too Long 

The IDee received from the analyzer is longer than 14 digits. 

Corrective Action 

Check the length of the sample ID. 


Unknown Host Test Number xx 

A workorder from the host contains a test that is not defined in the Test 
Dictionary or contains an incorrect host number. 

Corrective Action 

Modify the Test Dictionary or correct the host test table. Do not modify the Test 
Dictionary while samples remain in the database. 
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Vacuum Out of Range 

System vacuum is out of range. 


Possible Cause Corrective Action 


1 Vacuum gauge 
is out of range 


Check the system vacuum gauge and adjust the regulator 
if necessary. 

Setpoint 20" Hg ± 1. 


2 Vacuum leak a Check for crimped or disconnected hydraulic or 

pneumatic lines. Straighten or reconnect lines as 
necessary. 


b Check the waste container to make sure that the spigot 
is closed and the cap is on securely. 


Vacuum Out of Range - Stop 

System vacuum is out of range. 


Possible Cause 

1 Vacuum gauge 
is out of range 


2 Vacuum leak 


Corrective Action 

Check the system vacuum gauge and adjust the regulator 

if necessary. 

Setpoint 20" Hg ± 1. 

a Check for crimped or disconnected hydraulic or 
pneumatic lines. Straighten or reconnect lines as 
necessary. 

b Check the waste container to make sure that the spigot 
is closed and the cap is on securely. 


Valve Node 1 Error - Reset Required 

Potential software communication error or a hardware failure associated with the 
Valve Driver 1 Board. 


Possible Cause Corrective Action 


1 Hardware 
failure 


a Reset the analyzer by selecting Utilities, Exerciser, 
Indicators, Analyzer Reset. 

b After about 1 minute, if the status line does not display 
Ready to Run and the green ready-to-aspirate light is 
still off, follow these steps to exit the AD VIA 
2120/2120i software, turn off the analyzer and then 
restart. 

i Select Shut Down ADVIA at the Log On/Off 
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window. 

ii Select Off at the analyzer touchpad. 

iii Select CTRL+ALT+DELETE and log back onto the 
system to restart the software. 

iv Restart the analyzer by pressing On at the analyzer 
touchpad. 

2 Faulty power Call Siemens Service for assistance, 
supply, fuse, 
cable, Valve 
Driver 1 Board, 
or Can Bus 
Scrambler 
Board 


Valve Node 2 Error - Reset Required 

Potential software communication error or a hardware failure associated with the 
Valve Driver 2 Board. 


Possible Cause Corrective Action 

1 Flardware a Reset the analyzer by selecting Utilities, Exerciser, 

failure Indicators, Analyzer Reset. 

b After about 1 minute, if the status line does not 
display Ready to Run and the green ready-to-aspirate 
light is still off, follow these steps to exit the AD VIA 
2120/2120i software, turn off the analyzer and then 
restart. 

i Select Shut Down ADVIA in the Log On/Off 
window. 

ii Select Off at the analyzer touchpad. 

iii Select CTRL+ALT+DELETE and log back onto 
the system to restart the software. 

iv Restart the analyzer by selecting On at the 
analyzer touchpad. 


2 Faulty power Call Siemens Service for assistance, 
supply, fuse, 
cable, Valve 
Driver 2 Board, 
or Can Bus 
Scrambler 
Board 
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Waste Container - Full 

Waste level in the container has reached the level sensor indicating that the 
container is full. When this error message is displayed, the aspirate plate will not 
function, nor will the Ready light illuminate. 


Possible Cause 

1 The waste 
container is 
full. 

2 Level sensor 
cable is 
disconnected. 

3 Faulty level 
sensor. 


Corrective Action 

Follow the steps in Emptying the Waste Container. 


Verify connection is secure. 


Call Siemens Service for assistance. 


WBC Substitution - Alarm 

The number of consecutive occurrences of this condition has met the criterion 
specified for an alarm message. The specified alarm criterion is user definable in 
the Customize Menu, System Setup, Alarm/Stop Criteria. The counter associated 
with the Alarm Criteria is automatically reset. 


WBC Substitution - Stop 

The number of consecutive occurrences of this condition has 

autosampler halts at the same time the stop message occurs. The specified stop 
criterion is user definable in the Customize Menu, System Setup, Alarm/Stop 
Criteria. The counter associated with the Stop Criteria is reset when the 
Start/Stop button is selected. 


Wrong Sample Type for Test Number xx 

The type defined in the Test Dictionary for this test is not consistent with the 
sample type in process. 

Corrective Action 

Check the Test Dictionary and the pending sample for the proper sample type. 
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Wrong Test Group Defined 

A test has been defined in several test groups, or it has been defined in a test 
group but not in the Test Order Table. The Data Manager cannot manage the 
defined test groups. 

Corrective Action 

Use the Customer Parameters window to correct the test group definition. 


X 

Y 

Z 
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Basophil / Lobularity Method 


Cytochemical Reactions 

The basophil/lobularity cytochemical reactions consist of two steps: 

Step 1 Red blood cells and platelets are lysed using the AD VIA 2120/2120i 
BASO reagent. 

Step 2 All white blood cells except basophils are stripped of their cytoplasm 
using the 

AD VIA 2120/2120i BASO reagent and the increased temperature in the 
reaction chamber. 

The stripped white cells can now be categorized as mononuclear or 
polymorphonuclear cells based on the shape and complexity of their cell nuclei. 
The intact basophils can be easily distinguished from the smaller cell nuclei. 

Basophil / Lobularity Temperature Control 

Temperature control is critical to the cell-stripping process. The baso reaction 
chamber temperature, which is automatically monitored by the analyzer, must be 
between 32 °C and 34 °C. 

If you want to check the baso reaction chamber temperature: 

At the Utilities menu, select Analyzer Status. 

If you need to adjust the baso reaction chamber temperature: 

1. At the Special Procedures menu, select Adjust Lamp / Temp. 

2. Select Baso Temperature. 

ADVIA 2120/2120i BASO Reagent 

NOTE: For more detailed information on the contents of ADVIA 2120/2120i 
BASO reagent, please see Chapter 8. 

The ADVIA 2120/2120i BASO reagent contains phthalic acid and a surfactant 
that lyses the red cells, platelets, and the cytoplasm of all white cell types except 
basophils. 

ADVIA 2120/2120i SHEATH / RINSE 

NOTE: For more detailed information on the contents of ADVIA 2120/2120i 
SHEATH/RINSE, please see Chapter 8 

ADVIA 2120/2120i SHEATH/RINSE has several important functions: 

Optical sheath for Baso, RBC / Platelet, and Reticulocyte Methods 

• Constricts the sample stream so that only one cell at a time can pass through 
the viewing area 
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• Prevents contact between the sample stream and the flowcell walls, which 
prevents clogs and staining of the flowcell 

• Provides an optically transparent medium through which the sample stream 
can be clearly focused 

Rinse for Baso, RBC / Platelet, Peroxidase, Reticulocyte, and Hemoglobin 
Methods 

• Cleans the hydraulic pathways for each method 

Baseline solution for Hemoglobin Method 

• Provides a baseline reading 

Measurement 

A constant volume of the cell suspension from the baso reaction chamber passes 
through the flowcell where the low-angle light scatter (2° - 3°) and high-angle 
light scatter (5° - 15°) signatures of each white blood cell are measured, based 
on: 

• The size of the cell or nucleus 

• The nuclear configuration, which is a combination of the nuclear shape and 
cell density 

AD VIA 2120/2120i SHEATH/RINSE encases the sample stream as the two 
fluids pass through the flowcell. 

The optical signals from the flowcell are converted to electrical pulses by 
photodiodes. After processing, the following information is available: 

BASO Rate histogram displays the arrival rate of cells in the Baso channel. 

BASO X histogram displays the high-angle light scatter information (nuclear 
configuration) for the MN (mononuclear) and PMN (polymorphonuclear) 
populations. 

BASO Y histogram displays the low-angle light scatter information (size) for the 
MN population. 

BASO cytogram is formed from the paired low and high-angle light scatter data. 
Cluster analysis identifies the individual populations. 

If cluster analysis cannot be used for a particular sample, the cell populations are 
identified using histogram analysis. 


The BASO Rate histogram 
shows the uniformity of the 
cell-counting rate. 


BASO Rate Histogram 
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The rate histogram data consists of 50 points, one taken every 200 milliseconds. 
Each point represents the number of valid cells counted during the last 200 
milliseconds. 


BASO X Histogram 

The BASO X histogram displays the event distributions that correspond to the 
entire x axis of the BASO cytogram. However, it contains only those events on 
the y axis between the noise and basophil thresholds of the BASO cytogram. This 
will include the MN (mononuclear) and PMN (polymorphonuclear) populations. 


The following parameters are derived from the BASO X histogram: 

• The mode channel (MNx) of the MN population on the x axis (1) (The mode 
channel contains the largest number of cells in a particular population.) 


• The mode channel (PMNx) of the PMN population on the x axis (2) 

• The valley channel that separates the MN/PMN populations (3) (The valley 
channel contains the fewest number of cells between two populations.) 

• The relative depth of the valley as expressed by d/D (BASO d/D) 


• The Lobularity Index (LI) value provides an indication of sample 
abnormality. The LI is the PMN peak channel number on the Baso X 
histogram divided by 14, and it is greater than 1.9 for normal samples. 
Values lower than 1.9 are usually indicative of sample abnormality. 



BASO Y Histogram 

The BASO Y histogram displays 
the event distributions from the 
noise threshold to channel 49 on 
the y axis of the BASO 
cytogram. However, it contains 
only those events on the x axis 
up to the MN/PMN valley 
channel of the BASO cytogram. 
This will include the MN 
(mononuclear) population. 



The BASO Y histogram is used to determine the mode channel (MNy) of the MN 
population on the y axis. 
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BASO Cytogram: Cluster Analysis 

The BASO cytogram is divided into 50 counting channels on each axis. 

When the high-angle light scatter (nuclear configuration) is plotted on the x axis, 
and the low-angle light scatter (cell size) is plotted on the y axis, distinct 
populations or clusters are formed. 

Cluster analysis identifies each population based on its position, area, and 
density, and then counts the number of cells/nuclei in each population. 

The following BASO cytograms were obtained from a representative patient 
specimen. 




1 Noise 

2 Blast cell nuclei 

3 Mononuclear WBCs 
(Monocyte and Lymphocyte nuclei) 

4 Basophils 

Noise Area 


5 Baso Suspect 

6 Saturation 

7 Polymorphonuclear WBCs 
(Neutrophil and Eosinophil nuclei) 


This area contains platelets, RBC stroma, and other cellular debris that are not 
included in the total white blood cell count (WBCB). 

Blast Cluster 

When present, blasts appear in the blast cluster. 

Mononuclear Cluster 

In normal samples, the MN population contains lymphocyte and monocyte 
nuclei. 


Basophil Cluster 

With their cytoplasm intact, basophils are much larger than the white cell nuclei 
and appear in the Basophil cluster. 

Baso Suspect Cluster 

Contains unlysed cells other than basophils. Counts from this area are not 
included in the basophil count. 

Saturation Area 

Typically, this area contains air bubbles that are not included in the basophil or 
WBCB count. 
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Polymorphonuclear Cluster 

In normal samples, the PMN population contains eosinophil and neutrophil 
nuclei. 


BASO Cytogram: Histogram Analysis 

If the cluster analysis does not agree with a normal archetype due to a low cell 
count, or if there is only one identifiable cell population, the following cell 
populations are identified using histogram analysis: Basophils, MN 
(mononuclear cells), PMN (polymorphonuclear cells), Blasts, Noise, and Baso 
Saturation area. 

A Baso Noise threshold 
B Blast threshold 
C MN/PMN valley threshold 
D Basophil threshold 
E Baso Saturation threshold 

1 Noise nuclei 

2 Blast cell 

3 Mononuclear WBCs (Monocyte 
and Lymphocyte nuclei) 

4 Basophils 

5 not used 

6 Saturation 

7 Polymorphonuclear WBCs 
(Neutrophil and Eosinophil nuclei) 
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Baso Noise Threshold 



This threshold (shown as a 
red line) is set at channel 4 
on the y axis. 

Events below this threshold 
are counted as noise, while 
cells above the threshold are 
included in the white cell 
count (WBCB). 


Basophil Threshold 


This threshold (shown as a 
red line) separates the 
Basophils from the nuclei of 
the other cell types. 

The threshold is set at 
channel 21 on the y axis. All 
cells above this threshold 
are counted as Basophils. 



Baso Saturation Threshold 



This threshold (shown as a 
red line) is set at channel 45 
on the x axis and channel 
21 on the y axis. 

Events within this area 
(microbubbles, clumped 
cells, and unlysed cells) are 
monitored for flagging 
purposes. 
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Blast Threshold 



This threshold (shown as a 
red line) is set at channel 8 
on the x axis and between 
channels 4 and 21 on the y 
axis. 

All cells below (to the left 
of) this threshold are 
counted as Blasts, which are 
monitored for flagging 
purposes only. 

The Blast count should not 
be reported as a patient 
result. 


MN / PMN Threshold 



The "valley" threshold 
(shown as a red line) 
separates the Mononuclear 
(MN) and 

Polymorphonuclear (PMN) 
populations. 

The valley threshold is a 
floating threshold that is set 
using the Baso X histogram. 


Abnormal Cell Locations 

If abnormal cells are present, their size and nuclear configuration determine the 
location of their signals on the BASO cytogram. Click the cytogram buttons 
below to see where the abnormal cells will appear. 


Location of Blasts on the BASO Cytogram 

Blasts appear in the Blast 
area (1) on the BASO 
cytogram. 
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Location of Atypical Lymphocytes on the BASO Cytogram 



Atypical Lymphocytes 

appear within the 
mononuclear (MN) area (1) 
on the BASO cytogram. 


Location of Immature Granulocytes on the BASO Cytogram 



Immature Granulocytes 

appear within the MN area 
on the BASO cytogram. 


Location of NRBCs on the BASO Cytogram 



Nucleated Red Blood 
Cells (NRBCs) appear 
within the PMN population 
on the BASO cytogram. 
However, NRBCs are 
identified for flagging 
purposes in the peroxidase 
method. 

The system uses data from 
the perox channel and the 
baso channel to derive the 


Nucleated Red Blood Cell (NRBC) count (%NRBC and 
#NRBC). If NRBCs are present, the system corrects the WBC 
results to account for them. 
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Location of Bands on the BASO Cytogram 



Bands appear between the 
mononuclear (MN) and 
polymorphonuclear (PMN) 
populations. 


Calculating Parameters 


Reported Parameters 

The following parameters are available for patient reporting: 

Parameter Explanation 

WBCB RawWBC x (BasoCalFactor 4- [1-FracDT ]) 

%BASO 100 x (BASO Count 4- BASO PHA Cells ) 

#BASO (%BASO + 100) x WBCB 

The system uses data from the perox channel and the baso channel to derive the 
Nucleated Red Blood Cell (NRBC) count (%NRBC and #NRBC). If NRBCs are 
present, the system corrects the WBC results to account for them. 

Additional Parameters 

The following parameters are for research or laboratory use only and are not for 
patient reporting: 


Parameter 

%BASO Suspect 
%BLAST 
%MN 
%PMN 
%PMN Ratio 


Explanation 

100 x (BASO Suspect 4- BASO PHA Cells ) 
100 x (Blasts 4- BASO PHA Cells ) 

100 x (MN 4- BASO PHA Cells ) 

100 x (PMN 4- BASO PHA Cells ) 

%PMN 4 - (%NEUTS + %EOS) 

BASO % Dead Time lOOxFracDT 

BASO % Noise 100 x (Noise 4- BASO PHA Cells ) 
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Parameter 

Explanation 

BASO % Saturation 

100 x (BASO Saturation 4- BASO PHA 
Cells) 

BASO Flatness 

1 Sum of theSquared Differences 
y 9 x Mean Cell Counting Rate 

LI 

PMNx h- MNx 

MNx 

Peak X channel of Mononuclear cluster 

MNy 

Peak Y channel of Mononuclear cluster 

PMNx 

PeakX channel of Polymorphonuclear 
cluster 


Parameter Key 
WBCB 

White blood cell count from theBasophil/Lobularity method 

# BASO 

Absolute count of Basophils 

% BASO 

Percent of Basophils 

% BASO Suspect 

Percent of events from Baso Suspect area 

% MN 

Percent of events from Mononuclear area 

% PMN 

Percent of events from Polymorphonuclear area 

% PMN Ratio 

Ratio of the percent of the Polymorphonuclear events to the percent of NEUTS 
and EOS obtainedfrom the peroxidase method 

BASO % Dead Time 

Percent of analysis time when the channel is busy and cannot detect flowcell 
events 

BASO % Noise 

Percent of events from Noise area 

BASO % Saturation 

Percent of events from Saturation area 

LI 

Lobularity Index 

% Blast 

Percent of events from Blast area 
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BASO PHA Cells (B-acq) 

The total number of events in the BASO cytogram excluding the Noise area. 

BASO PHA Total (B-tot) 

The total number of events in the BASO Cytogram including the Noise area. 

BASO Valid Cells (B-vc) 

The number of valid electronic pulse signals detected from flowcell events. 


BASO Saturation 

The number of events in the Saturation area (1) of the BASO cytogram. 



BASO Count 

The number of cells in the Baso area (1) of the BASO cytogram. 
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Blasts 

The number of events in the Blasts area (1) of the BASO cytogram. 



PMN 

The number of events in the PMN area (1) of the BASO cytogram. 



MN 

The number of events in the MN area (1) of the BASO cytogram. 
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Noise 

The number of events in the Noise area (1) of the BASO cytogram. 



BASO Suspect 

The number of events in the Baso Suspect area (1) of the BASO cytogram. 



RawWBC 

BASO Valid Cells x (BASO PHA Cells -r- BASO PHA Total) 

BasoCalFactor 

The sampler-specific calibration factor: 

BasoCalFactor = BASO WBC (AS) x 0.0012475 
BasoCalFactor = BASO WBC (MCTS) x 0.0012475 
BasoCalFactor = BASO WBC (OTS) x 0.0012475 

To view the BASO WBC calibration factors, click Cal/Gain Logs on the System 
Logs menu. 

FracDT 

The fraction of time that the channel is busy processing flowcell events. While 
the baso channel is busy identifying a particular flowcell event, it is unable to 
process any additional events that might occur. By measuring this "dead time", 
the analyzer can compensate for these events. 
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CSF Method 


Cytochemical Reactions 

The AD VIA 22120/2120i/22120/2120ii CSF Assay provides a rapid, automated 
analysis of CSF samples by counting and distinguishing certain cell types. When 
using the AD VIA 22120/2120i/22120/2120ii CSF Assay, the CSF sample is 
mixed with AD VIA 2120/2120i CSF Reagent, which spheres and fixes the cells. 
After a minimum 4-minute to 4-hour incubation period, the prepared sample is 
then aspirated directly into the AD VIA 22120/2120i/22120/2120ii system. 

Measurement 

The AD VIA 22120/2120i/22120/2120ii CSF Assay provides a rapid, automated 
analysis of CSF samples by counting and distinguishing certain cell types. When 
using the AD VIA 22120/2120i/22120/2120ii CSF Assay, the CSF sample is 
mixed with AD VIA 2120/2120i CSF Reagent, which spheres and fixes the cells. 
After a minimum 4-minute to 4-hour incubation period, the prepared sample is 
then aspirated directly into the AD VIA 22120/2120i/22120/2120ii system. The 
cells are then detected and enumerated based on light scatter and absorbance 
measurements using the AD VIA 22120/2120i/22120/2120ii laser optics. A 
scatter versus scatter and scatter versus absorbance cytogram is displayed with 
the thresholds and results automatically calculated for each sample. Reportable 
parameters are WBC and RBC counts along with absolute and percentage counts 
for neutrophils, lymphocytes, monocytes, polymorphonuclear (PMN), and 
mononuclear (MN) cells. A research-use-only eosinophil count is also given. 

CSF Scatter/Scatter Cytogram 

The CSF Scatter/Scatter Cytogram is a 100 x 100-channel, two-dimensional, 
pulse height distribution of the scatter high and scatter low data for WBC, RBC, 
and noise, where the X-axis is high-angle scatter and the Y-axis is low angle 
scatter. A fixed mask is used to set thresholds for Neutrophil, Lymphocyte, 
Monocyte and RBC regions. Eosinophils fall within the Neutrophil region in this 
cytogram. The number of eosinophils is determined from the Scatter/Absorption 
cytogram and is subtracted from the number of cells in the Neutrophil region 
prior to calculating WBC and Neutrophil parameters. At this time, eosinophil 
data is for research purposes only and is non-reportable 

CSF Scatter/Absorption Cytogram 

The CSF Scatter/Absorption Cytogram is a 100 x 100-channel, two-dimensional, 
pulse height distribution of the scatter high and absoiption data for WBC, RBC, 
and noise, where the X-axis is absoiption and the Y-axis is high angle scatter. A 
fixed mask is used to set the threshold for eosinophil analysis. Because of their 
higher absorption, eosinophils fall to the right of the neutrophil population in this 
cytogram and are thus able to be separated from the neutrophil population. The 
number of eosinophils is subtracted from the number of cells falling in the 
neutrophil region of the Scatter/Scatter cytogram before calculating WBC and 
Neutrophil parameters. 
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Calculating Parameters 


Reported Parameters 

The following parameters are available for patient reporting: 

Parameter Explanation 

CSF WBC CSF WBC/pL = (CSF PHA WBC / CSF 

PHA Total x CSF PHA Cells) / (1- 
Fractional Dead Time) x Perox Nominal 
Factor 

%CSF PMN %CSF PMN = 100 x CSF PMN / CSF 

WBC 

#CSF PMN #CSF PMN/pL = (CSF PHA PMN / CSF 

PHA Total x CSF PHA Cells) / (1- 
Fractional Dead Time) x Perox Nominal 
Factor 

%CSF MN %CSF MN = 100 x CSF MN / CSF WBC 

#CSF MN #CSF MN/pL = (CSF PHA MN / CSF PHA 

Total x CSF PHA Cells) / (1-Fractional 
Dead Time) x Perox Nominal Factor 

%CSF Neut %CSF Neut = 100 x CSF Neut / CSF WBC 

#CSF Neut #CSF Neut/pL = (CSF PHA Neut / CSF 

PHA Total x CSF PHA Cells) / (1- 
Fractional Dead Time) x Perox Nominal 
Factor 

%CSF Lymph %CSF Lymph = 100 x CSF Lymph / CSF 
WBC 

#CSF Lymph #CSF Lymph /pL = (CSF PHA Lymph / 

CSF PHA Total x CSF PHA Cells) / (1- 
Fractional Dead Time) x Perox Nominal 
Factor 

%CSF Mono %CSF Mono = 100 x CSF Mono / CSF 

WBC 

#CSF Mono #CSF Mono/pL = (CSF PHA Mono / CSF 

PHA Total x CSF PHA Cells) / (1- 
Fractional Dead Time) x Perox Nominal 
Factor 

CSF RBC CSF RBC/pL = (CSF R Count / CSF PHA 

Total x CSF PHA Cells) / (1-Fractional 
Dead Time) x Perox Nominal Factor 
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Additional Parameters 


The following parameters are for research or laboratory use only and are not for 
patient reporting: 

Parameter Explanation 

%CSF Eos %CSF Eos = 100 x CSF Eos / CSF WBC 


#CSF Eos 

CSF PHA Total 

CSF PHA Cells 

CSF %Noise 

CSF PHA WBC 

CSF PHA Eos 

CSF PHA Lymphs 
CSF PHA Monos 

CSF PHA Neuts 


#CSF Eos/pL = (CSF PHA Eos / CSF PHA 
Total x CSF PHA Cells) / (1-Fractional Dead 
Time) x Perox Nominal Factor 

The total number of cells displayed in the CSF 
Scatter/Scatter cytogram including the noise 
region. 

The total number of cells displayed in the CSF 
Scatter/Scatter cytogram excluding the noise 
region. 

The percentage of cells that are located in the 
noise region of the CSF Scatter/Scatter 
cytogram. 

The number of cells falling into the WBC 
regions of the CSF Scatter/Scatter cytogram. 

The number of cells falling in the Eosinophil 
Region of the CSF Scatter/Absorption 
cytogram. 

The number of cells falling in the Lymphocyte 
Region of the CSF Scatter/Scatter cytogram. 

CSF PHA Monos is the number of cells falling 
in the Monocyte Region of the CSF 
Scatter/Scatter cytogram. 

The number of neutrophils falling in the 
Neutrophil Region of the CSF Scatter/Scatter 
cytogram. Due to their scatter/scatter properties, 
both neutrophils and eosinophils fall in this 
region of the CSF Scatter/Scatter cytogram. The 
number of CSF PHA Eos is identified in the 
Eosinophil Region of the CSF 
Scatter/Absorption cytogram and subtracted 
from the number of cells in the Neutrophil 
Region of the CSF Scatter/Scatter cytogram to 
determine the CSF PHA Neuts. 


CSF PHA Neuts = # cells in Neutrophil Region 
(CSF Scatter/Scatter Cytogram) - CSF PHA 
Eos (CSF Scatter/Absorption Cytogram) 
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Parameter Explanation 

CSF R Count The number of cells falling in the Red Cell 

Region of the CSF Scatter/Scatter cytogram. 

Parameter Key 
CSF WBC 

The reportable CSF white blood cell count (WBC/pL). 

# CSFPMN 

The reportable CSF absolute polymorphonuclear cell count. 

%CSF PMN 

The reportable CSF differential percentage polymorphonuclear cell count. 

#CSF MN 

The reportable CSF absolute mononuclear cell count. 

%CSF MN 

The reportable CSF differential percentage mononuclear cell count. 

#CSF Neut 

The reportable CSF absolute neutrophil cell count. 

%CSF Neut 

The reportable CSF differential percentage neutrophil cell count. 

#CSF Lymph 

The reportable CSF absolute lymphocyte cell count. 

%CSF Lymph 

The reportable CSF differential percentage lymphocyte cell count. 

#CSF Mono 

The reportable CSF absolute monocyte cell count. 

%CSF Mono 

The reportable CSF differential percentage monocyte cell count. 

CSF RBC 

The reportable CSF red blood cell count (RBC/pL). 

CSF WBC 

The reportable CSF white blood cell count (WBC/pL). 

# CSFPMN 

The reportable CSF absolute polymorphonuclear cell count. 

%CSF PMN 

The reportable CSF differential percentage polymorphonuclear cell count. 

#CSF MN 

The reportable CSF absolute mononuclear cell count. 

%CSF MN 

The reportable CSF differential percentage mononuclear cell count. 
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#CSF Neut 

The reportable CSF absolute neutrophil cell count. 

%CSF Neut 

The reportable CSF differential percentage neutrophil cell count. 

#CSF Lymph 

The reportable CSF absolute lymphocyte cell count. 

%CSF Lymph 

The reportable CSF differential percentage lymphocyte cell count. 

#CSF Mono 

The reportable CSF absolute monocyte cell count. 

%CSF Mono 

The reportable CSF differential percentage monocyte cell count. 

CSF RBC 

The reportable CSF red blood cell count (RBC/pL). 

%CSF Eos 

The research-only CSF differential percentage eosinophil cell count. 

#CSF Eos 

The research-only CSF absolute eosinophil cell count. 
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Hemoglobin Method 


Chemical Reactions 

The AD VIA 22120/2120i/22120/2120ii Hematology system normally uses a 
cyanide-free hemoglobin method, but can be configured to use a reagent that 
contains cyanide. 

The sample and the AD VIA 2120/2120i CN-FREE HGB reagent or AD VIA 
2120/2120i HGB reagent are mixed in the hemoglobin reaction chamber 
(colorimeter). The hemoglobin chemical reactions consist of two steps: 

ADVIA CN-FREE HGB Reagent 

Step 1 Red blood cells are lysed to release hemoglobin 

Step 2 The heme iron in the hemoglobin is oxidized from the ferrous to the 
ferric state and coordinates one hydroxide ion and one water molecule as an axial 
ligand to form monoaquomonohydroxyferri-porphyrin as the reaction product. 

ADVIA HGB Reagent 

Step 1 Red blood cells are lysed to release hemoglobin. 

Step 2 The heme iron in the hemoglobin is oxidized from the ferrous to the 
ferric state, and is then combined with cyanide in the ADVIA 2120/2120i HGB 
reagent to form the reaction product. 

ADVIA 2120/2120i HGB 

NOTE: For more detailed information on the contents of ADVIA 2120/2120i 
HGB reagent, please see Chapter 8. 

ADVIA 2120/2120i HGB reagent contains a surfactant and potassium cyanide, 
which are dissolved in an alkaline borate solution at pH 11.3. 

The surfactant hemolyzes the red blood cells and then emulsifies the cellular 
debris and lipids in a reaction mixture that is essentially free of turbidity. 

After release of hemoglobin by hemolysis, the combined action of an alkaline pH 
and the surfactant causes a rapid denaturation of the protein with solubilization of 
the hemes by surfactant micelles. 

The hemes then undergo air oxidation of ferrous iron to the ferric state and 
combine with cyanide forming micellized ferriheme. Published studies show that 
each ferriheme combines with two cyanide ions. 

The mechanism and clinical performance of the Siemens Hemoglobin method 
have been described. The presence of carboxyhemoglobin (even up to 100%) has 
no effect on the reaction rate or transformation to the cyanated product. 
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Measurement 

Optical readings are obtained colorimetrically at 565 or 546 nm according to the 
method installed. 

After processing, the optical data are plotted on the hemoglobin rate curve where 
time in seconds is plotted along the x axis, and the percent light transmission is 
plotted along the y axis. 

The hemoglobin transmission histogram is divided into five parts: 

HGB Trans 



0 10.5 25 27 

1. ADVIA2120/2120i SFIEATFI/RINSE reading from previous cycle 

2. Draining of the AD VIA 2120/2120i SHEATH/RINSE, and refilling with the 
reaction solution consisting of sample and AD VIA 2120/2120i HGB reagent 

3. Reaction solution readings (15.5s to 18.0s) - Sample Mean 

4. Draining of the reaction solution, and refilling with AD VIA 2120/2120i 
SHEATH/RINSE 

5. AD VIA 2120/2120i SHEATH/RINSE readings (baseline transmittance) for 
the current sample - Baseline Mean value should be between 2.5 and 4.1. 
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Sample readings (3): sample and AD VIA 2120/2120i HGB reagent 

... y Sample Counts 
Sample Mean =-—- 


Baseline readings (5): AD VIA 2120/2120i SHEATH/RINSE 


Baseline Mean = 


I 


Baseline Counts 
N 


Calculating Parameters 
Reported Parameters 

The following parameters are available for patient reporting: 

Parameter Explanation 

HGB log (Sample Mean -s- Baseline Mean) x Hgb Cal 

Factor x 50.0 

MCH (HGB 4- RBC) x 10 

MCHC (HGB h- [RBC x MCV]) x 1000 


Additional Parameters 

The following parameters are for research or laboratory use only and are not for 
patient reporting: 

Parameter Explanation 

Calculated HGB (CHCM x RBC x MCV) h- 1000 


Delta HGB 

HGB Baseline Transmission 
HGB Sample Transmission 
HGB Baseline Flatness 

HGB Sample Flatness 


HGB - Calculated HGB 

Baseline Mean x 3.05194E-4 

Sample Mean x 3.05194E-4 

Maximum Baseline Value - 
Minimum Baseline Value 

Maximum Sample Value - 
Minimum Sample Value 
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Parameter Key 
HGB 

Measured hemoglobin concentration 

MCH 

Mean Corpuscular Hemoglobin 

MCHC 

Mean Corpuscular Hemoglobin Concentration 

Calculating the HGB Result Using CHCM 

The Corpuscular Hemoglobin Concentration Mean (CHCM) and Mean 
Corpuscular Hemoglobin Concentration (MCHC) both provide a measurement of 
the average corpuscular hemoglobin concentration in the sample. The CHCM is a 
directly measured parameter based on a cell-by-cell analysis, while the MCHC is 
a calculated parameter based on the HGB, MCV, and RBC results. 

If they differ by more than 1.9 g/dL, a Comparison Error MCHC / CHCM 
(CHCMCE) sample/system flag alerts operators to a condition that could be 
affecting one or more of the three results (RBC, MCV or HGB) used to calculate 
MCHC. 

For example, severe lipemia is a known interference that can falsely elevate a 
HGB result obtained from the colorimetric hemoglobin method. When the 
hemoglobin is falsely increased, the MCHC is also falsely increased. 

Using CHCM to calculate HGB avoids this interference since CHCM is directly 
measured and is virtually unaffected by lipemia. To calculate HGB, replace 
MCHC with CHCM as follows: 

MCHC = (HGB 4- [RBC x MCV]) x 1000 

HGB = (MCHC x RBC x MCV) 4- 1000 

Calculated HGB = (CHCM x RBC x MCV) 4- 1000 or (CHCM x Hct) 4- 100 

The Measured HGB and Calculated HGB values are displayed on the HGB panel 
of the Run Screen. 
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Peroxidase Method 


Cytochemical Reactions 

The peroxidase cytochemical reactions consist of three steps: 

Step 1 Red blood cells are lysed using AD VIA 2120/2120i PEROX 1 reagent 
and the high temperature in the reaction chamber. 

Step 2 White blood cells are fixed using AD VIA 2120/2120i PEROX 1 reagent. 

Step 3 White blood cells are stained using AD VIA 2120/2120i PEROX 2 
reagent and AD VIA 2120/2120i PEROX 3 reagent. 

White blood cells are identified based on size and different intensity of 
peroxidase reaction (staining). 

Neutrophils, eosinophils, and monocytes are stained based on their levels of 
peroxidase activity. Since lymphocytes, basophils, and large unstained cells 
contain no peroxidase, these cell types remain unstained. 

Perox Temperature Control 

Temperature control is critical to lysing the red blood cells. The perox reaction 
chamber temperature, which is automatically monitored by the analyzer, must be 
between 58°C and 72.1°C. 

If you want to check the perox reaction chamber temperature, use the Analyzer 
Status tab. 

If you need to adjust the perox reaction chamber temperature: 

1. At the Special Procedures menu, select Adjust Lamp / Temp. 

2. Select Perox Temperature. 

ADVIA 2120/2120i PEROX 1 

NOTE: For more detailed information on the contents of ADVIA 2120/2120i 
PEROX 1 reagent, please see Chapter 8. 

ADVIA 2120/2120i PEROX 1 is the first reagent added to whole blood sample 
in the heated peroxidase reaction chamber. Its function is to lyse the red blood 
cells and fix the white blood cells. 

Surfactants (sodium dodecyl sulfate and Brij-35) in combination with thermal 
stress lyse the red blood cells. 

Formaldehyde fixes the white blood cells. The hypertonic environment causes 
some shrinkage and crenation of the white cells. This increases the refractive 
index of the cells and enhances the detection of lymphocytes over noise. 
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ADVIA 2120/2120i PEROX 2 

NOTE: For more detailed information on the contents of ADVIA 2120/2120i 
PEROX 2 reagent, please see Chapter 8. 

ADVIA 2120/2120i PEROX 2 and ADVIA 2120/2120i PEROX 3 are added to 
the peroxidase reaction chamber in the second reagent addition. 

The 4-Chloro-1-naphthol in ADVIA 2120/2120i PEROX 2 serves as a substrate 
that enables the hydrogen peroxide in ADVIA 2120/2120i PEROX 3 to form a 
dark precipitate at endogenous sites of peroxidase activity in the granules of 
white blood cells, as described by the following equation: 

H 2 O 2 + 4-chloro-l-naphthol ce ^ u ^ ar P erQXIC * ase » precipitate within the cells 


ADVIA 2120/2120i PEROX 3 

NOTE: For more detailed information on the contents of ADVIA 2120/2120i 
PEROX 3 reagent, please see Chapter 8. 

ADVIA 2120/2120i PEROX 2 and ADVIA 2120/2120i PEROX 3 are added to 
the peroxidase reaction chamber in the second reagent addition. 

The 4-Chloro-1-naphthol in ADVIA 2120/2120i PEROX 2 serves as a substrate 
that enables the hydrogen peroxide in ADVIA 2120/2120i PEROX 3 to form a 
dark precipitate at endogenous sites of peroxidase activity in the granules of 
white blood cells, as described by the following equation: 

H 2 O 2 + 4-chloro-l -naphthol ce ^ u ^ ar P eroxlc * ase » precipitate within the cells 


ADVIA 2120/2120i PEROX SHEATH 

NOTE: For more detailed information on the contents of ADVIA 2120/2120i 

PEROX SHEATH reagent, please see Chapter 8. 

ADVIA 2120/2120i PEROX SHEATH has three important functions: 

• To constrict the sample stream so that only one cell at a time can pass 
through the viewing area. 

• To prevent contact between the sample stream and the flowcell walls. This 
prevents clogs and staining of the flowcell. 

• To provide an optically transparent medium through which the sample 
stream can be clearly focused. 

Measurement 

A constant volume of the cell suspension from the Perox reaction chamber passes 

through the flowcell where the absorption (peroxidase staining) and the forward 

light-scattering (size) signatures of all white blood cells are measured. 
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ADVIA2120/2120i PEROX SHEATH encases the sample stream as the two 
fluids pass through the flowcell. 

The light-scatter and the light-absorption signals are detected and electronically 
amplified. After processing, the following infonnation is available: 

PEROX Rate histogram displays the arrival rate of cells in the Perox channel. 

PEROX X histogram displays the absorption values for all cells. Information 
from the noise area is excluded. 

PEROX Y histogram displays the light scattering values for all events, including 
those from the noise area. 

Noise-Lymph histogram provides the light scattering values for the noise, 
lymphocyte, and large unstained cells (LUC) areas. Information from the 
monocyte, neutrophil, and eosinophil areas is excluded. 

PEROX Cytogram is formed from the paired light scatter and absoiption data. 
Cluster analysis identifies the individual populations. 


The PEROX Rate 
histogram shows the 
uniformity of the cell¬ 
counting rate. 


The rate histogram data consists of 50 points, one taken every 200 milliseconds. 
Each point represents the number of valid cells counted during the last 200 
milliseconds. 


Perox Rate Histogram 



Perox X Histogram 



PEROX X histogram 
displays the absorption 
values for all cells. 
Information from the noise 
area is excluded. 


Increasing channel numbers on the PEROX X histogram correspond to greater 
intensity of peroxidase staining. 
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Perox Y Histogram 



tro — e 


1 Noise 

2 Lymphocytes 

3 Large Unstained Cells (LUC) 


PEROX Y histogram 
displays the light scattering 
values for all events, 
including those from the 
noise area. 

Increasing channel numbers 
on the PEROX Y histogram 
correspond to greater cell 
size (volume). 


Noise-Lymph Histogram 


The Noise-Lymph histogram provides the light scattering values for the noise, 
lymphocyte, and large unstained cells (LUC) areas. 

The Noise-Lymph histogram is used to derive the following parameters: 


• The mode channel of the noise population on the y axis (1) 

• The peak channel (Lymph Mode) of the lymphocyte population on the y axis 

( 2 ) 


• The valley channel (Noise-Lymph Valley) that separates the noise and 
lymphocyte populations (3) 

• The relative depth of the valley as expressed by d/D (PEROX d/D). 



A Noise 
B Lymphocytes 

PEROX Cytogram 

The PEROX cytogram is divided into 100 counting channels on each axis. The 
cells absorb light proportional to the amount of peroxidase stain present, and this 
is represented on the x axis. Cells scatter light proportional to their size, and this 
is represented on the y axis. 

When the light scatter and absorption data are plotted, distinct populations or 
clusters are formed. 

Cluster analysis identifies each population based on its position, area, and 
density, and then the number of cells in each population is processed. The lines 
that separate the different cell populations are calculated by the software on a 
sample-by-sample basis. 
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The following PEROX cytograms were obtained from a representative patient 
specimen. 



1 Noise 

2 Nucleated Red Blood Cells 

3 Platelet Clumps 

4 Lymphocytes and Basophils 


5 Large Unstained Cells 

6 Monocytes 

7 Neutrophils 

8 Eosinophils 


Noise 

This area contains Platelets, RBC stroma, and debris that are excluded from the 
Total White Count (WBCP) and WBC differential. 


Nucleated Red Blood Cells 

If present, nucleated red blood cells appear in this area because of their small size 
and lack of peroxidase staining. The system uses data from the perox channel and 
the baso channel to derive the Nucleated Red Blood Cell (NRBC) count 
(%NRBC and #NRBC). If NRBCs are present, the system corrects the WBC 
results to account for them. 


Platelets Clumps 

If present, platelet clumps appear in this area. The platelet clump count is not 
included in the WBCP and differential, but it is monitored for flagging purposes. 

Lymphocyte and Basophil Cluster 

Lymphocytes and Basophils appear in the same cluster because they have similar 
size and no peroxidase activity. 

LUC Cluster 

The LUC cluster contains Large Unstained Cells (atypical lymphocytes, blasts, 
and other abnormal cells). 

Monocyte Cluster 

Monocytes are medium-sized cells with some peroxidase activity. 

Neutrophil Cluster 

Neutrophils are large cells with strong peroxidase activity. 

Eosinophil Cluster 

Eosinophils have the most peroxidase activity of all the white blood cell types 
and are large cells, approximately the same size as neutrophils. 
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Eosinophils stain so intensely that they absorb light that would otherwise be 
scattered. Consequently, eosinophils appear somewhat smaller than neutrophils 
and can be separated from them. 

Abnormal Cell Locations 

If abnormal cells are present, their size and peroxidase activity determine their 
location on the PEROX cytogram. 

Location of nRBCs on PEROX Cytogram 

Nucleated Red Blood 
Cells (nRBCs) appear in 
the NRBC cluster (1), which 
is located between the Noise 
and Lymphocyte areas. 

The system uses data from 
the perox channel and the 
baso channel to derive the 
Nucleated Red Blood Cell 
(NRBC) count (%NRBC 
and #NRBC). If nRBCs are 
present, the system corrects 
the WBC results to account 
for them. 



Location of Atypical Lymphocytes 
on PEROX Cytogram 


Atypical 

lymphocytes are 

large cells with no 
peroxidase activity 
that can appear in 
the LUC area (1). 
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Location of Blasts on PEROX Cytogram 



Similarly, blasts 
and other large 
abnormal cells 
with no peroxidase 
activity also appear 
in the LUC area 
( 1 ). 


Location of Immature Granulocytes on PEROX Cytogram 

Immature Granulocytes 

are large cells with high 
peroxidase activity that can 
appear in the neutrophil area 

(1) and the saturation area 

( 2 ) . 



Location of Bands on PEROX Cytogram 



Bands appear within the the 
Neutrophil population (1) 
due to their similar size and 
degree of peroxidase 
staining. 
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Location of Platelet Clumps on PEROX Cytogram 



Platelet Clumps form a 
separate cluster (1) that 
originates in the Noise area 
on the PEROX cytogram. 


Location of Unlysed RBCs on PEROX Cytogram 



Un lysed RBCs with no 
peroxidase activity appear 
along the left side of the 
PEROX cytogram. 


Calculating Parameters 


Reported Parameters 
Parameter Explanation 


WBCP 

%NEUT 

#NEUT 

%LYMPH 

#LYMPH 

%MONO 

#MONO 

%EOS 

#EOS 


RawWBC x (PeroxCalFactor -h [1-FracDT ]) 

(100 x Neutrophil Count) + PHA Cells 

(%NEUT -s- 100) x WBC 

([100 x Lymphocyte Count] -h PHA Cells) - 
%BASO 

(%LYMPH - 100) x WBC 

(100 x Monocyte Count) -s- PHA Cells 

(%MONO h- 100) x WBC 

(100 x Eosinophil Count) + PHA Cells 

(%EOS + 100) x WBC 
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%LUC 


(100 x LUC Count) 4- PHA Cells 
#LUC- (%LUC 4- 100) x WBC 

The system uses data from the perox channel and the baso channel to derive the 
Nucleated Red Blood Cell (NRBC) count (%NRBC and #NRBC). If nRBCs are 
present, the system corrects the WBC results to account for them. 

The system can also display Peroxidase channel and Basophil/Lobularity channel 
WBC counts and the associated differential counts that have not been corrected 
for NRBCs, even if NRBC counts are reported. The uncorrected counts are 
designated by a lower case "u". 

Additional Parameters 

The following parameters are for research or laboratory use only and are not for 
patient reporting: 

Parameter Explanation 

%HPX 100 x (HPX 4- PHA Cells ) 

Clumps Count Number of events in the Platelet 

Clumps area of the PEROX cytogram 

Valley Count Number of events in the NRBC area of 

the PEROX cytogram 

Lymph Mode Mode channel of the Lymphocyte 

cluster 

MPXI (X Mean of Sample Neut - Expected staining index) t 

Expected staining index 

NEUT X Mean X channel for neutrophil cluster 

NEUT Y Mean Y channel for neutrophil cluster 

Noise/Lymph Valley Valley channel between Noise and 

Lymph clusters 

Perox d/D Lymph Mode Count- Noise/Lymph Valley Count 

Lymph Mode Count 

PEROX % Dead Time lOOxFracDT 

PEROX % Noise 100 x (Noise 4- PHA Cells ) 

PEROX % Saturation 100 x (Perox Saturation 4- PHA Cells ) 

PEROX Flatness Sum of theSquared Differences 

\ 9 x Mean Cell Counting Rate 
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Parameter Key 
WBCP 

The white blood cell count from the Peroxidase method. 


%NEUT 

The percent of neutrophils. 


#NEUT 

The absolute count of neutrophils. 


Neutrophil Count 



%LYMPH 

The percent of lymphocytes. 


The number of events in the 
Neutrophil area (1) of the 
PEROX cytogram. 


#LYMPH 

The absolute count of lymphocytes. 


Lymphocyte Count 



%MONO 

The percent of monocytes. 


The number of events in the 
Lymphocyte area (1) of the 
PEROX cytogram. 


#MONO 

The absolute count of monocytes. 
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Monocyte Count 


The number of events in the 
Monocyte area (1) of the 
PEROX cytogram. 



%EOS 

The percent of eosinophils. 


#EOS 

The absolute count of eosinophils. 


Eosinophil Count 

The number of events in the 
Eosinophil area (1) of the 
PEROX cytogram. 



%LUC 

The percent of large unstained cells. 


#LUC 

The absolute count of large unstained cells. 


Large Unstained Cell Count 



The number of events in the 
LUC area (1) of the 
PEROX cytogram. 
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RawWBC 

Perox Valid Cells x (PHA Cells -s- PHA Total) 

PeroxCalFactor 

The sampler-specific calibration factor: 

PeroxCalFactor = PEROX WBC (AS) x 0.001248 

PeroxCalFactor = PEROX WBC (MCTS) x 0.001248 

PeroxCalFactor = PEROX WBC (OTS) x 0.001248 

To view the PEROX WBC calibration factors, select Cal/Gain Logs at the 
System Logs menu. 

FracDT 

The fraction of time that the channel is busy processing flowcell events. While 
the perox channel is busy identifying a particular flowcell event, it is unable to 
process any additional events that might occur. By measuring this "dead time", 
the analyzer can compensate for these events. 

MPXI 

The mean peroxidase activity index or staining intensity of the neutrophil 
population relative to the archetype. 

PEROX PHA Cells (P-acq) 

The total number of events in the PEROX cytogram excluding the Noise area. 

NOTE: nRBC and PLT Clump events are components of Perox Noise. Therefore, 
they are not included in the PEROX PF1A Cells. 

PEROX PHA Total (P-tot) 

The total number of events in the PEROX cytogram including the Noise area. 

Perox Valid Cells (P-vc) 

The number of valid electronic pulse signals detected from flowcell events. 

HPX 

The number of events with absoiption values greater than 1.4 times the X 
channel mean of the neutrophil cluster. 

The number of events in the 
Platelet Clumps area (1) of 
the PEROX cytogram. 


Clumps Count 



8-36 


Methods 





Valley Count 


The number of events in the 
NRBC area (1) of the 
PEROX cytogram. 



The number of events in the 
Noise area (1) of the 
PEROX cytogram. 


The number of events in the 
Saturation area (1) of the 
PEROX cytogram. 


RBC / Platelet Method 

Cytochemical Reactions 

The RBC/Platelet cytochemical reactions consist of two steps: 

Step 1 RBCs and platelets are isovolumetrically sphered using the AD VIA 
2120/2120i RBC/PLT reagent. 
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Step 2 RBCs and platelets are fixed. 


ADVIA 2120/2120i RBC / PLT 

NOTE: For more detailed information on the contents of ADVIA 2120/2120i 
RBC / PLT reagent, please see Chapter 8. 

ADVIA 2120/2120i RBC/PLT reagent contains sodium dodecyl sulfate (SDS) 
and glutaraldehyde, which causes sphering of the red blood cells and platelets. 
When red cells and platelets are isovolumetrically sphered, shape is eliminated as 
a variability factor. 

Measurement 

A constant volume of the cell suspension from the RBC reaction chamber passes 
through the flowcell where the low-angle light scatter (2° to 3°) and high-angle 
light scatter (5° to 15°) signatures of each cell are measured. 

ADVIA 2120/2120i SHEATH/RINSE encases the sample stream as the two 
fluids pass through the flowcell. 

The two light-scatter signals are detected, electronically amplified, and split into 
four signals: 

• A pair of low-angle light scatter (2° to 3°) and high-angle light scatter (5° to 
15°) signals are used to analyze red blood cells. 

• A low-angle light scatter (2° to 3°) signal is amplified 30 times, and a high- 
angle light scatter (5° to 15°) signal is amplified 12 times. These signals are 
used to analyze platelets. 

Measurement: RBC Method 

A pair of low-angle light scatter (2° to 3°) and high-angle light scatter (5° to 15°) 
signals are used to analyze red blood cells. 

Using the Mie theory of light scattering for homogeneous spheres, the low-angle 
light scatter measurement is converted into cell volume and the high-angle light 
scatter measurement is converted into hemoglobin concentration. 

The following histograms and cytograms are used for red blood cell analysis: 

RBC Rate histogram shows the arrival rate of cells in the RBC/Platelet channel. 

RBC Volume histogram shows the distribution of red cells by cell volume. 

RBC HC histogram shows the distribution of red cells by hemoglobin 
concentration independent of cell volume. 

RBC CH histogram shows the distribution of red cells by hemoglobin content. 

RBC Scatter cytogram is formed by plotting the high-angle light scatter (5° to 
15°) along the x axis and the low-angle light scatter (2° to 3°) on the y axis. 
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RBC V/HC cytogram is a presentation of the RBC volume and Hgb concentration 
data intended for evaluating red cell morphology. 

RBC Matrix provides the cell counts and percentages for the corresponding nine 
regions on the RBC V/HC cytogram. 

Measurement: Platelet Method 

A low-angle light scatter (2° to 3°) signal is amplified 30 times, and a high-angle 
light scatter (5° to 15°) signal is amplified 12 times. These "high-gain" signals 
are used to analyze platelets. 

Using the Mie theory of light scattering for homogeneous spheres, the low-angle, 
high-gain light scatter measurement is converted into cell volume and the high- 
angle, high-gain light scatter measurement is converted into refractive index (n). 

The following histograms and cytograms are used for platelet analysis: 

Platelet X histogram is formed from the high-angle (5° to 15°), high-gain light 
scatter signals. 

Platelet Y histogram is formed from the low-angle (2° to 3°), high-gain light 
scatter signals. 

Platelet Vol histogram shows the distribution of platelets by cell volume. 

Platelet PM histogram shows the distribution of platelets by dry mass. 

Platelet PC histogram shows the distribution of platelets by refractive index. 

PLT Scatter cytogram is formed by plotting the high-angle (5° to 15°), high-gain 
light scatter signals along the x axis and the low-angle (2° to 3°), high-gain light 
scatter signals on the y axis. 

PLT Volume PC cytogram is formed by plotting the refractive index of platelets 
(PC) along the x axis and the platelet volume on the y axis. 

Bibliography 

Tycko DH, Metz MH, Epstein EA, Grinbaum: Flow-cytometric light scattering 
measurement of red blood cell volume and hemoglobin concentration. Applied 
Optics 24(9):1355-1365 (1985) 
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RBC Rate Histogram 


The RBC Rate histogram 
shows the uniformity of the 
cell-counting rate. 


The rate histogram data consists of 50 points, one taken every 200 milliseconds. 
Each point represents the number of valid cells counted during the last 200 
milliseconds 

RBC Volume Histogram 

The RBC Volume histogram represents the distribution of red blood cells by cell 
volume. The histogram has a range of 0 fL to 200 fL. 



RBC Volume histogram (normal sample) 



1 Microcytic region 

2 Normocytic region 

3 Macrocytic region 

4 60 fL marker 


5 120 fL marker 


Normal samples have a bell-curve shaped distribution with a mode channel 
between 60 fL and 120 fL. The mean corpuscular volume (MCV) and the red cell 
distribution width (RDW) are determined from this histogram. The MCV is the 
mean of the of RBC Volume histogram. The RDW is the coefficient of variation 
of the population. The MCV calibration factor has been applied to the displayed 
data. 
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RBC Volume histogram (microcytic sample) 

1 Microcytic region 

2 Normocytic region 

3 Macrocytic region 

4 60 fL marker 

5 120 fL marker 


In samples with increased numbers of microcytic red blood cells, the histogram 
curve shifts to the left, indicating an increase in the percentage of the cells with 
volumes less than 60 fL. 



RBC Volume histogram (macrocytic sample) 

1 Microcytic region 

2 Normocytic region 

3 Macrocytic region 

4 60 fL marker 

5 2120/2120ifL marker 



In samples with increased numbers of macrocytic red blood cells, the histogram 
curve shifts to the right, indicating an increase in the percentage of the cells with 
volumes greater than 2120/2120i fL. 


RBC Volume histogram (anisocytosis) 



1 Microcytic region 

2 Normocytic region 

3 Macrocytic region 

4 60 fL marker 

5 120 fL marker 

RDW is monitored as an indication of anisocytosis, and the results are flagged if 
the RDW exceeds 16%. Note that two specimens with the same RDW value can 
have different degrees of microcytosis and macrocytosis. 
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RBC HC Histogram 

The RBC hemoglobin concentration (RBC HC) histogram represents the 
distribution of red blood cells by cellular hemoglobin concentration. The 
histogram has a range of 0 g/dL to 50 g/dL. 



RBC HC histogram (normal sample) 

1 Hypochromic region 

2 Normochromic region 

3 Hyperchromic region 

4 28 g/dL marker 

5 41 g/dL marker 

Normal samples have a bell-curve shaped Hgb concentration distribution with a 
mean channel between 28 g/dL and 41 g/dL. The cell hemoglobin concentration 
mean (CHCM) and the hemoglobin distribution width (HDW) are obtained from 
this histogram. The CHCM is the mean of the RBC HC histogram. The HDW is 
the standard deviation of the RBC HC histogram. The CHCM calibration factor 
has been applied to the displayed data. 

RBC HC histogram (hypochromic sample) 

1 Hypochromic region 

2 Normochromic region 

3 Hyperchromic region 

4 28 g/dL marker 

5 41 g/dL marker 

In samples with increased numbers of hypochromic RBCs, the histogram curve 
shifts to the left, indicating an increase in the percentage of the cells with 
hemoglobin concentrations less than 28 g/dL. 

RBC HC histogram (hyperchromic sample) 

1 Hypochromic region 

2 Normochromic region 

3 Hyperchromic region 

4 28 g/dL marker 

5 41 g/dL marker 
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In samples with increased numbers of hyperchromic RBCs, the histogram curve 
shifts to the right, indicating an increase in the percentage of the cells with 
hemoglobin concentrations greater than 41 g/dL. 


RBC HC histogram (Hgb variance sample) 



1 Hypochromic region 

2 Normochromic region 

3 Hyperchromic region 

4 28 g/dL marker 

5 41 g/dL marker 

HDW provides an indication of Hgb concentration variance, and the results are 
flagged if the HDW exceeds 3.4 g/dL. Note that two specimens with the same 
HDW value can have different degrees of hypochromia and hyperchromia. 

RBC CH Histogram 

The RBC CH (cellular 
hemoglobin) histogram 
represents the distribution 
of red blood cells by the 
amount of hemoglobin 
present in each cell 
independent of cell volume. 



The histogram has a range of 0 picograms to 100 picograms. 

Cellular Hemoglobin Content (CH) is the mean of the RBC CH histogram. The 
cell hemoglobin distribution width (CHDW) is the standard deviation of the RBC 
CH histogram. 

RBC Scatter Cytogram 

The RBC Scatter cytogram is the graphical representation of two light-scatter 
measurements: the high-angle light scatter (5° to 15°) is plotted along the x axis, 
and the low-angle light scatter (2° to 3°) is plotted along the y axis. 
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1 Low-angle light scatter (2° to 3°) 

2 High-angle light scatter (5° to 15°) 

3 Mie map containing RBCs 

4 Platelets detected in RBC method 


Using the Mie theory of light scattering for homogeneous spheres, the low-angle 
and high-angle light scatter signals for each cell are transformed into volume and 
hemoglobin concentration values. 


The RBC map shows the relationship between the light-scatter measurements and 
the cell-by-cell characteristics of volume and hemoglobin concentration. The 
map grid encompasses RBC volumes between 30 fL and 180 fL and hemoglobin 
concentrations between 19 g/dL and 49 g/dL. 


For a normal specimen, the RBC population appears in the center of the map. 
However, since this map is nonlinear, visually evaluating red cell morphology 
can be difficult. Use the V/HC cytogram, which provides a linear presentation of 
cell volume and hemoglobin concentration. 


RBC Volume / Hemoglobin (V / HC) Cytogram 

The Volume/Hemoglobin Concentration (V/HC) cytogram is a linear version of 
the RBC map that appears on the RBC cytogram. On the V/HC cytogram, 
hemoglobin concentration is plotted along the x axis and cell volume is plotted 
along the y axis. Only red blood cells appear on this cytogram. 
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1 60 fL volume marker 

2 2120/2120i fL volume marker 


3 28 g/dL HC marker 
5 41 g/dL HC marker 

Markers organize the cytogram into 9 distinct areas of red blood cell 
morphology. 

On the x axis, hemoglobin concentration markers are set at 28 g/dL (3) and 
41 g/dL (4). 

Red blood cells with a hemoglobin concentration less than 28 g/dL are 
hypochromic, while cells with a hemoglobin concentration greater than 41 g/dL 
are hyperchromic. 

On the y axis, RBC volume markers are set at 60 fL (1) and 2120/2120i fL (2). 

Red blood cells with a volume less than 60 fL are microcytic, while cells with a 
volume greater than 2120/2120i fL are macrocytic. 


RBC Matrix 


HC < 28 

HC = 28 - 41 

HC > 41 

V > 1 20 6 

0 

0 

0.0 % 

0.0 % 

0.0 % 

V = 60 - 120 12116 

27558 

5 

30.2 % 

68.8 % 

0.0 % 

V < 60 94 

282 

6 

0.2 % 

0.7 % 

0.0 % 


The RBC Matrix provides the cell counts and percentages for the nine regions of 
the RBC V/HC cytogram. 

NOTE: Analysis of the RBC Volume and RBC HC histograms provides a 
quantitative analysis of the red blood cell populations. Additional, qualitative 
information concerning these red blood cell populations can be gained from 
simultaneous analysis of volume and hemoglobin concentration using the RBC 
V/HC cytogram. 
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Since the histogram analysis uses calibration factors that are not applied to the 
RBC V/HC cytogram, there can be a discrepancy between the RBC matrix values 
and the corresponding %Micro, %Macro, %Hypo, and %Hyper values obtained 
from the histograms based on the value of the calibration factors. The closer the 
MCV and CHCM calibration factors are to 1.0, the smaller the discrepancies are. 


The Platelet X histogram is 
a 100-channel display of 
the high-angle (5° to 15°), 
high-gain light scatter 
measurements that 
corresponds to the x axis on 
the PLT Scatter cytogram. 

Platelet Y Histogram 

The Platelet Y histogram is 
a 100-channel display of 
the low-angle (2° to 3°), 
high-gain light scatter 
measurements that 
corresponds to the y axis on 
the PLT Scatter cytogram. 


The Platelet VOL histogram 
of the two-dimensional PLT 
analysis shows the 
distribution of cells by 
volume. Volume data are 
obtained from the integrated 
analysis. 



Platelet X Histogram 

rm 


The histogram has a range of 0 fL to 60 fL. Large platelets with volumes up to 60 
fL are included in the PLT count. 

NOTE: Whenever the ratio of RBC fragments to platelets exceeds 0.25, the 
system uses the log normal fit calculation to determine the platelet count, and the 
log normal fit curve appears on the Platelet Volume histogram. Platelet PM 
Histogram 

The Platelet PM histogram 
of the two-dimensional 
PLT analysis shows the 
distribution of platelets by 
the platelet dry mass (PM). 
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The histogram has a range of 0 pg to 5.0 pg. 


Platelet PC Histogram 

The Platelet PC histogram 
of the two-dimensional 
PLT analysis shows the 
distribution of platelets 
according to the refractive 
index (platelet component 
concentration [PC]). 

The histogram has a range of 0 pg to 5.0 pg 

PLT Scatter Cytogram 

The PLT Scatter cytogram is the graphical representation of two light-scatter 
measurements: the high-angle (5° to 15°), high-gain light scatter is plotted on the 
x axis (A), and the low-angle (2° to 3°), high-gain light scatter is plotted on the y 
axis (B). 

1 Platelets 

2 Large platelets 

3 Red blood cells 

4 RBC fragments 

5 RBC ghosts 


.4000 



Using the Mie theory of light scattering for homogeneous spheres, the low-angle 
and high-angle light scatter signals for each cell are transformed into volume and 
refractive index (n) values. 
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The PLT map shows the relationship between the light-scatter measurements and 
the cell-by-cell characteristics of volume and refractive index. The map grid 
encompasses volumes between 0 fL and 30 fL, and refractive index between 
1.3500 and 1.4000. 

The platelet count includes platelets (1) and large platelets (2). 

RBC fragments (4) and RBC ghosts (5) are not included in the platelet count but 
are enumerated for flagging purposes. 

Due to the high gain used in the platelet method, the RBCs appear in the 
saturation channels at the upper right comer of the cytogram. 

PLT Volume / PC Cytogram 


Displayed cells: 

1. Platelets 

2. Red blood cells 


The Platelet Volume / Refractive Index (PC) cytogram is a 100 
by 100 channel display. 

x axis (A): refractive index (concentration of the platelet 
component [PC]) range: 0 g/dL to 40 g/dL 

y axis (B): platelet volume range: 0 fL to 60 fL 



Integrated Analysis 

The 2-Dimensional platelet analysis (2D-PLT method) is based on the integrated 
analysis of red blood cell and platelet measurements. The PLT Scatter cytogram 
is formed by pairing light-scatter signals acquired at low angle - high gain and at 
high angle - high gain that are converted into volume and refractive index values. 
The PLT Scatter cytogram displays cells with volumes of 0 fL to 30 fL. Cell 
identification and counts for cells with volumes greater than 30 fL is done using 
the RBC Scatter cytogram. 

Integrated analysis is used todistinguish platelets, large platelets, red blood cells, 
RBC fragments, and RBC ghosts. 

This example illustrates how large platelets are counted: 

• Large platelets are identified on the PLT Scatter cytogram based on their 
refractive index values (1.35 to 1.40) and a volume greater than 20 fL. 
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Large platelets are also identified on the RBC Scatter cytogram (area 3 
below) based on their refractive index values (1.35 to 1.40) and a volume less 
than 60 fL. 




The Platelet VOL histogram contains platelets and large platelets with volumes up 
to 60 fL. 



x axis (A) high-angle (5° to 
15°) light scatter 

y axis (B) low-angle (2° to 
3°) light scatter 

• Area covered by the 
PLT Scatter 
Cytogram 

• RBC fragments 

• Large platelets 

• RBCs 

• RBC ghosts 


Calculating RBC Parameters 

Reported Parameters 
Parameter Explanation 

RBC Number of Red Cells x RBC Cal Factor x Dilution 

Factor x Coincidence-correction Factor 

MCV Mean of RBC Volume histogram 

RDW 100 x (SD of RBC Volume histogram 4- MCV) 

CHCM Mean of RBC HC histogram 

HDW SD of RBC HC histogram 
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CH 


Mean of RBC CH histogram 
HCT (RBCxMCV)-hlO 

MCH (HGB 4- RBC) x 10 

MCHC (HGB 4- [RBC x MCV]) x 1000 


Additional Parameters 

The following parameters are for research or laboratory use only and are not for 
patient reporting: 

Parameter Explanation 

CHDW SD of RBC CH histogram 

RBC Flatness I Sum of theSquared Differences 
y 9 x Mean Cell Counting Rate 

RBC % Dead 100 x (Measured Dead Time 4- Measured Sample 
Time Time) 

RBC Coin Number of coincidence events to be trimmed 
Level 

RBC Coin Coincidence Count in RBC Scatter cytogram 

Count 

RBC R Number of RBCs in RBC Scatter cytogram 

Count 

RBC P Count Number of platelets in RBC Scatter cytogram 

RBC Valid Number of Valid Signals Obtained from Flowcell 
Cells Events 


#MICRO Cell Count (30 fL to 60 fL) in RBC Volume 
histogram 

%MACRO Cell Count in RBC Volume histogram > 120fL 

100 x--- 

Total Cell Count in RBC Volume histogram 


%MICRO Cell Count in RBC Volume histogram < 60 fL 

100 x--- 

Total Cell Count in RBC Volume histogram 


%HYPER Cell Count in RBC HC histogram > 41 g/dL 

100 x----- 

Total Cell Count in RBC HC histogram 


%HYPO igg ^ Cell Count in RBC HC histogram < 28g/ dL 

Total Cell Count in RBC HC histogram 
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%MICRO/ %MICRO -i- %HYPO 

%HYPO 

RATIO 

Parameter Key 
Dilution Factor 

The dilution factor for the RBC channel is 83.33333E-6. 

RBC 

Red blood cell count 

MCV 

Mean Corpuscular Volume 

RDW 

Red Cell Volume Distribution Width 

CHCM 

Corpuscular Hemoglobin Concentration Mean 

CH 

Cellular Hemoglobin Content 

HDW 

Hemoglobin Concentration Distribution Width 

HCT 

Hematocrit 

Number of red cells 

(RBC R Count x RBC Valid Cells) (RBC R Count + RBC P Count) 


Number of cells in the RBC 
area (1) of the RBC Scatter 
Cytogram. 


RBC Valid Cells 

The number of valid electronic pulse signals detected from flowcell events. 


RBC R Count 
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Number of cells in the 
platelet area (1) of the RBC 
Scatter Cytogram. 


CHDW 

Cell Hemoglobin Distribution Width 

RBC % Dead Time 

Percent of analysis time when the channel is busy and cannot detect flowcell 
events 

RBC Coin Level 

RBC Coincidence Level 

RBC Coin Count 

RBC Coincidence Count 

RBC R Count 

Raw red blood cell count from the RBC method 

RBC P Count 

Raw platelet count from the RBC method 

% MACRO 

Percent of macrocytic red blood cells 

% MICRO 

Percent of microcytic red blood cells 

# MICRO 

Number of microcytic red blood cells 

% HYPER 

Percent of hyperchromic red blood cells 

% HYPO 

Percent of hypochromic red blood cells 

%Micro / %Hypo Ratio 

This parameter is reported to be of use in differentiating two types of microcytic 
anemia. 

Bibliography 

D’Onofrio G., Zini G., Ricerca B. M., Mancini S., and Mango G.: Automated 
measurement of red blood cell microcytosis and hypochromia in iron deficiency 
and P-thalassemia trait. Arch. Pathol. Lab. Med. 116:84 (1992) 


RBC P Count 
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Calculating Platelet Parameters 


Reported Parameters 
Parameter Explanation 

PLT Corrected PLT Count x RBC Cal Factor x PLT 

Cal Factor x Dilution Factor 

MPV Mean of Platelet VOL histogram 


Additional Parameters 

The following parameters are for research or laboratory use only and are not for 
patient reporting: 

Parameter Explanation 


Large PLT 


Platelets with volumes greater than 
20 fL 


MPC 
MPM 
PCDW 
P Count - 2D 

PCT 

PDW 

PLT N 

PLT X 

PLT Y 

PMDW 
R Count - 2D 


RBC - 2D Count 


Mean of Platelet PC histogram 

Mean of Platelet PM histogram 

SD of Platelet PC histogram 

Raw cell count for platelets and large 
platelets from 2D-platelet analysis 

(PLT x MPV) 4- 10,000 

100 x (SD of Platelet VOL histogram 
-j- MPV) 

Mean of refractive index values for 
platelets only 

Mean of high-angle, high-gain values 
for platelets only 

Mean of low-angle, high-gain values 
for platelets only 

SD of Platelet PM histogram 

Raw cell count for RBCs, RBC 
ghosts, and RBC fragments from 20- 
platelet analysis 

Number of Red Cells-2D from 20- 
platelet analysis x RBC Cal Factor x 
Dilution Factor x Coincidence- 
correction Factor 
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Parameter 


Explanation 

RBC Fragments Count of RBC Fragments 

RBC Ghosts Count of RBC Ghosts 

Parameter Key 
Dilution Factor 

The dilution factor for the PLT channel is 83.33333E-3. 

PLT 

Platelet count 

MPV 

Mean Platelet Volume 

Large PLT 

The count of platelets with volumes greater than 20 fL is derived from the 
Platelet Volume histogram based on Integrated Analysis. 

Large Platelet Count in the same units selected for PLT on the Unit Set 
Configuration window of the System Setup tab. 

RBC Fragments 

This count includes events in the RBC Fragment area of the PLT Scatter 
cytogram that have volumes less than 30fL and refractive indexes greater than 

1 RBC Ghost area 

2 Platelet area 

3 RBC Fragment area 


The RBC Fragments Count is in the same units selected for RBC on the Unit Set 
Configuration window of the System Setup tab. 


1.400. 
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RBC Ghosts 

This count includes events in the RBC Ghost area of the PLT Scatter cytogram 
that have refractive indexes lower than 1.350. 

1 RBC Ghost area 

2 Platelet area 

3 RBC Fragment area 



The RBC Ghosts Count is in the same units selected for RBC on the Unit Set 
Configuration window of the System Setup tab. 

MPC 

Mean Platelet Component Concentration 

MPM 

Mean Platelet Dry Mass 


PCDW 

Platelet Component Distribution Width 

PDW 

Platelet Volume Distribution Width 


PMDW 

Platelet Dry Mass Distribution Width 

PCT 

Platelet Crit 

RBC Fractional Dead Time 

The fraction of time that the channel is busy processing flowcell events. While 
the RBC/Plt channel is busy identifying a particular flowcell event, it is unable to 
process any additional events that might occur. By measuring this "dead time", 
the analyzer can compensate for the missed events. 

Note that the RBC / Pit channel dead time has RBC and platelet components. 

Corrected Platelet Count 

The corrected platelet count is calculated using the P Count-2D , R Count-2D 
RBC Fractional Dead Time , and RBC Valid Cells. 

P Count-2D 

The number of cells identified as platelets and large platelets. The platelets are 
obtained from the PLT Scatter cytogram, and the large platelets are obtained 
from the integrated analysis. 

R Count-2D 

The count of RBCs, RBC ghosts, and RBC fragments that is obtained from the 
integrated analysis. 

Number of red cells-2D 

(R Count-2D x RBC Valid Cells) -5- (R Count-2D + P Count-2D) 
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NRBC Analysis 


NRBC Method Description 

The AD VIA 22120/2120i/22120/2120ii NRBC analysis method reports NRBC 
counts for whole blood samples with either 200 or more nRBC/pL or with at 
least 2% nRBCs with a WBC count of at least 3000/pL. 

The method reports both an absolute nRBC count (10 9 /L) and a percentage 
count (#NRBC/100 WBC). It also corrects the WBC count for nRBC, 
recalculates the WBC differential and %MN and %PMN. The uncorrected counts 
are also available and are designated by a lower case “u”. 

NOTE: NRBC results are available only for samples processed in CBC/Diff or 
CBC/Diff / Retie mode. 




PEROX Cytogram 

with location of nRBC and Unstained 
line 

The method identifies nRBCs by nuclear size in the Peroxidase channel, and by 
nuclear density in the Basophil/Lobularity channel. 

In the unstained region of the Peroxidase Channel cytogram, nRBC nuclei are 
located between the noise and lymphocytes. They often form distinct 
populations, which are analyzed to produce counts. 

In the Basophil/Lobularity channel cytogram, nRBC nuclei are located in the 
polymorphonuclear region, rather than in the mononuclear region, because they 
are denser than lymphocyte or monocyte nuclei. Since they are not the nuclei of 
polymorphonuclear cells, the difference between the number of nuclei in this 
region and the sum of neutrophils and eosinophils in the Peroxidase Channel may 
equal the NRBC count. This difference is called the "Barox" (Baso / Perox) 
count. 


BASO Cytogram 
with location of nRBC 
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The method generates four NRBC counts for every sample. 

Histo count 

The NRBC count from analysis of the unstained region of the Peroxidase 
Channel Y-axis histogram 

Gaussian count 

The NRBC count from making a gaussian fit to the nRBC section of the 
unstained region of the Peroxidase Channel Y-axis 

Residual count 

The NRBC count from subtracting the noise and lymphocytes from the unstained 
region of the Peroxidase Channel Y-axis histogram 

Barox count 

The NRBC count from the equation #nRBC = #PMNs - #NEUTs - #EOS 

The system then uses selection rules to determine which, if any, of the NRBC 
counts to report. 


NRBC Enumeration Histogram 

The NRBC Enumeration Elistogram is a 
100-channel display of the light scatter 
measurements and corresponds to the 
unstained region of the Peroxidase Channel 
Y-axis histogram. This display of the 
NRBC Analysis shows overlays of: 

• Unstained Events 

• PLT Events 

• NRBC Gauss Fit 

• NRBC Residual 

• Lymph Events 

The histogram also includes goalposts, 
which designate the Elisto and Residual 
counts. These goalposts appear only when 
the Elisto or Residual count is the selected 
NRBC count. 


legend: 

I Unstained Evenu 
PLT B/ents 
NRBC Gauss Fit 
NRBC Residual 
| Lymph Events 


NRBC Enumeration Histogram 


Calculating Reported NRBC Parameters 

The system corrects the reported WBC count when nRBCs are detected. 

Histo, Residual, or WBCu 


Gaussian Count %NRBC 

1 +- 

100 


Barox Count 


WBCP + %NeUt + %E ° S ) + 
100 J 


WBCB + %MN + %BaS °) 
100 J 


Methods 


8-57 









Reticulocyte Method 


Cytochemical Reactions 

The reticulocyte cytochemical reactions consist of two steps: 

Step 1 RBCs and platelets are isovolumetrically sphered using AD VIA 
2120/2120i autoRETIC reagent. 

Step 2 Reticulocytes are differentially stained based on their RNA content. 

ADVIA 2120/2120i autoRETIC 

NOTE: For more detailed information on the contents of ADVIA 2120/2120i 
autoRETIC reagent, please see Chapter 8. 

The ADVIA 2120/2120i autoRETIC reagent contains a zwitterionic detergent 
(surfactant) that isovolumetrically spheres the red cells. It also contains a cationic 
dye, Oxazine 750, that stains cells according to their RNA content. 

Measurement 

A constant volume of the cell suspension from the retie reaction chamber passes 
through the flowcell where the low-angle light scatter (2° to 3°), the high-angle 
light scatter (5° to 15°), and the absoiption signatures for each cell are measured. 
ADVIA 2120/2120i SHEATH/RINSE encases the sample stream as the two 
fluids pass through the flowcell. 

The low-angle and high-angle light scatter signatures are proportional to cell size 
and hemoglobin concentration. Light absoiption is proportional to RNA content. 
The stained reticulocytes will absorb more light than the mature RBCs. 

The two light-scatter signals and the absoiption signal are detected, electronically 
amplified, and split into six signals. 

One of the low-angle light scatter signals is amplified 28 times. 

One of the high-angle light scatter signals is amplified 12 times. 

One of the absoiption signals is amplified 33 times. 

After processing, this information is available: 

RETIC Rate histogram displays the arrival rate of cells in the retie channel. 

RETIC Abs Flatness histogram displays the mean absoiption at 200-millisecond 
intervals. 

RETIC Abs histogram displays the overlaid distribution of mature RBCs and 
reticulocytes by their absoiption values. 

RETIC Volume histogram shows the overlaid distribution of mature RBCs and 
reticulocytes by their cell volume independent of hemoglobin concentration. 

RETIC HC histogram shows the overlaid distribution of mature RBCs and 
reticulocytes by hemoglobin concentration independent of cell volume. 
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RETIC CH histogram shows the overlaid distribution of mature RBCs and 
reticulocytes by hemoglobin content (cellular hemoglobin). 

RETIC Scatter Abs cytogram is formed from the paired high-angle, low-gain 
light scatter and the high-gain absorption data. Sample-specific thresholds 
separate the cell populations. 

RETIC Scatter cytogram is formed by plotting the high-angle, low-gain light 
scatter along the x axis, and the low-angle, low-gain light scatter on the y axis. 

RETIC V / HC cytogram provides a representation of the cell volume and 
hemoglobin concentration. 

Reticulocyte Method Nomenclature 

Mature (m), Reticulocytes (r), Gated (g) 

The lowercase letters m, r, and g are commonly used in the reticulocyte 
parameters to identify a specific population. 

For example: MCVm, MCVr, and MCVg refer to the mean cell volume for the 
mature RBC, reticulocyte, and gated populations, respectively. 

"Gated" refers to the total population of RBCs containing both mature RBCs and 
reticulocytes. 

Negative versus Positive Cell Populations 

Since reticulocytes have RNA and stain with AD VIA 2120/2120i autoRETIC 
reagent, they are the positive cell population. Mature RBCs do not stain, and they 
are the negative cell population. 

Immature Reticulocyte Fraction 

Immature Reticulocyte Fraction (IRF) is a descriptive term recommended in 
NCCLS Document H44-A "Methods for Reticulocyte Counting: Flow Cytometry 
and Supravital Dyes; Approved Guideline" to replace a previously-used term, 
Reticulocyte Maturation Index (RMI). 

Two IRF parameters are calculated: IRF-H and IRF-H+M. 


The RETIC Rate histogram 
shows the uniformity of the 
cell-counting rate. 


The rate histogram data consists of 50 points, one taken every 200 milliseconds. 
Each point represents the number of valid cells counted during the last 200 
milliseconds. 


RETIC Rate Histogram 
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RETIC Abs Flatness Histogram 



The RETIC Abs Flatness 
histogram data consists of 
50 points, one taken every 
200 milliseconds. Each 
point represents the mean 
absorption for the last 200 
milliseconds. 


This histogram provides a visual indication of the absorption signal "flatness" to 
monitor the laser performance. Laser oscillation can cause an erratic presentation. 

RETIC Abs Histogram 

The RETIC Abs histogram 
represents the distribution 
of mature RBCs and 
reticulocytes according to 
their corrected absoiption 
values. 

Absoiption correction compensates for drift in the absorption channel optics and 
for scattered light that is not collected. 



RETIC Volume Histogram 


The RETIC Volume histogram represents the overlaid distributions of mature 
RBCs and reticulocytes by cell size only. The histogram has a range from 0 fL to 
200 fL. The displayed data includes the MCVg calibration factor. 



Mature RBC population 
(red) 

Reticulocyte population 
(blue) 


RETIC Volume Histogram Parameters 

%MACROr Percentage of reticulocyte population with cell 
volumes greater than 120 fL 

%MACROm Percentage of mature RBC population with cell 
volumes greater than 120 fL 

%MACROg Percentage of gated cell population with cell 
volumes greater than 120 fL 


%MICROr Percentage of reticulocyte population with cell 

volumes less than 60 fL 
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%MICROm Percentage of mature RBC population with cell 
volumes less than 60 fL 

%MICROg Percentage of gated cell population with cell 
volumes less than 60 fL 


MCVr 


MCVm 


MVCg 
MCV Delta 


Mean Corpuscular Volume is the mean of the 
RETIC Volume histogram for the reticulocyte 
population. 

Mean Corpuscular Volume is the mean of the 
RETIC Volume histogram for the mature RBC 
population. 

Mean Corpuscular Volume is the mean of the 
RETIC Volume histogram for the gated cells. 

MCVr - MCVm 


RDWr 


RDWm 


RDWg 


Red cell Distribution Width is the coefficient 
of variation (CV) of the RETIC Volume 
histogram (channels 15 to 99) for the 
reticulocyte population. 

Red cell Distribution Width is the coefficient 
of variation (CV) of the RETIC Volume 
histogram (channels 15 to 99) for the mature 
RBC population. 

Red cell Distribution Width is the coefficient 
of variation (CV) of the RETIC Volume 
histogram (channels 15 to 99) for the gated 
cells. 


RDW Delta RDWr - RDWm 


RETIC HC Histogram 

The RETIC hemoglobin concentration (RETIC HC) histogram represents the 
overlaid distributions of mature RBCs and reticulocytes by cellular hemoglobin 
concentration only. The histogram has a range from 0 g/dL to 50 g/dL. The 
displayed data includes the CHCMg calibration factor. 

Mature RBC population 
(red) 

Reticulocyte population 
(blue) 
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RETIC HC Histogram Parameters 

%HYPERr Percentage of reticulocyte population with 

cellular hemoglobin concentration greater than 
41 g/dL 

%HYPERm Percentage of mature RBC population with 

cellular hemoglobin concentration greater than 
41 g/dL 

%HYPERg Percentage of gated cell population with cellular 
hemoglobin concentration greater than 41 g/dL 

%HYPOr Percentage of reticulocyte population with 

cellular hemoglobin concentration less than 
28 g/dL 

%HYPOm Percentage of mature RBC population with 
cellular hemoglobin concentration less than 
28 g/dL 

%HYPOg Percentage of gated cell population with cellular 
hemoglobin concentration less than 28 g/dL 

CHCMr Cellular Hemoglobin Concentration Mean is the 

mean of the RETIC HC histogram for the 
reticulocyte population. 

CHCMm Cellular Hemoglobin Concentration Mean is the 

mean of the RETIC HC histogram for the mature 
RBC population. 

CHCMg Cellular Hemoglobin Concentration Mean is the 

mean of the RETIC HC histogram for the gated 
cells. 

CHCM Delta CHCMr - CHCMm 

HDWr Hemoglobin Distribution Width is the standard 

deviation (SD) of the RETIC HC histogram for 
the reticulocyte population. 

HDWm Hemoglobin Distribution Width is the standard 

deviation (SD) of the RETIC HC histogram for 
the mature RBC population. 

HDWg Hemoglobin Distribution Width is the standard 

deviation (SD) of the RETIC HC histogram for 
the gated cells. 

HDW Delta HDWr - HDWm 
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RETIC CH Histogram 

The RETIC cellular hemoglobin (RETIC CH) histogram represents the overlaid 
distributions of mature RBCs and reticulocytes by the actual weight or mass of 
hemoglobin present in each cell. The histogram has a range from 0 pg to 100 pg. 

Mature RBC population 
(red) 

Reticulocyte population 
(blue) 



RETIC CH Histogram Parameters 

%HIGH CHr Percentage of reticulocyte population with 
cellular hemoglobin greater than 31 pg 

%HIGH CHm Percentage of mature RBC population with 
cellular hemoglobin greater than 31 pg 

%HIGH CHg Percentage of gated cell population with cellular 
hemoglobin greater than 31 pg 

%LOW CHr Percentage of reticulocyte population with 
cellular hemoglobin less than 27 pg 

%LOW CHm Percentage of mature RBC population with 
cellular hemoglobin less than 27 pg 

%LOW CHg Percentage of gated cell population with cellular 
hemoglobin less than 27 pg 

CHr Cellular Hemoglobin Mean is the mean of the 

RETIC CH histogram for the reticulocyte 
population. 

CHm Cellular Hemoglobin Mean is the mean of the 

RETIC CH histogram for the mature RBC 
population. 

CHg Cellular Hemoglobin Mean is the mean of the 

RETIC CH histogram for the gated cells. 

CH Delta CHr - CHm 

CHDWr Cellular Hemoglobin Distribution Width is the 

standard deviation (SD) of the RETIC CH 
histogram for the reticulocyte population. 

CHDWm Cellular Hemoglobin Distribution Width is the 

standard deviation (SD) of the RETIC CH 
histogram for the mature RBC population. 
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CHDWg Cellular Hemoglobin Distribution Width is the 

standard deviation (SD) of the RETIC CH 
histogram for the gated cells. 

CHDW Delta CHDWr - CHDWm 

RETIC Scatter Abs Cytogram 

The RETIC Scatter ABS cytogram is the graphical representation of the 
absorption and light-scatter measurements: the high-gain, absorption (cell 
maturation) is plotted along the x axis and the high-angle, low-gain light scatter 
(cell size) is plotted along the y axis. 



1 RTC Platelet threshold 

2 RTC Coincidence threshold 

3 RTC threshold 

4 Low/Medium RTC threshold 

5 Medium/High RTC threshold 
A Mature RBCs 

B Low absorption reties 
C Medium absorption reties 
D High absorption reties 
E Platelets 
F Coincidence events 

The two thresholds on the y axis (1)(2) are set as follows: 

1. The analyzer scans for the scatter mode between channels 10 and 99 on the y 
axis. 

2. The mean channel and standard deviation (SD) are calculated. 

3. The RTC Platelet threshold (1) is set at the mean channel minus 3.5 SD to 
separate the platelets from the mature RBCs and reticulocytes. 

4. The RTC Coincidence threshold (2) is set at the mean channel plus 3.5 SD to 
separate the coincident cells from the mature RBCs and reticulocytes. 

The RTC threshold (3) on the x axis is set as follows: 
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1. The analyzer scans for the absorption mode between channels 2 and 25 on 
the x axis. 

2. The standard deviation (SD) of the six channels on either side of the mode is 
calculated. 

3. The RTC threshold is set 3.2 SD from the mode channel to separate the 
mature RBCs from the reticulocytes. 

Two additional thresholds (4)(5) are set on the x axis to separate the reticulocyte 

population by their stages of maturation. The youngest reticulocytes have the 

highest amounts of RNA (absorption), and appear further out on the x axis. 

1. The RTC threshold channel is subtracted from 75, and the resulting 
difference is divided by three. 

2. The Low/Medium RTC threshold (4) is set to the RTC threshold channel 
plus the value calculated in step 1. 

3. The Medium/High RTC threshold (5) is set to the Low/Medium RTC 
threshold channel plus the value calculated in step 1. 


On the V/HC cytogram, 
hemoglobin concentration is 
plotted along the x axis, and 
cell volume is plotted along 
the y axis. 

Cells identified as mature 
RBCs are red; while cells 
identified as reticulocytes 
are cyan. 


RETIC V / HC Cytogram 



RETIC Scatter Cytogram 

The RETIC Scatter cytogram is the graphic representation of two light-scatter 
measurements: the high-angle, low-gain light scatter is plotted along the x axis, 
and the low-angle, low-gain light scatter is plotted along the y axis. Cells 
identified as mature RBCs are colored red; while cells identified as reticulocytes 
are colored cyan. 
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Using the Mie theory of scattering for homogeneous spheres , the low-angle and 
high-angle light scatter signals for each cell are transformed into volume and 
hemoglobin concentration values. RBCs have cell volumes between 30 fL and 
180 fL, and hemoglobin concentrations between 19 g/dL and 49 g/dL. 

Bibliography 

Tycko DH, Metz MH, Epstein EA, Grinbaum: Flow-cytometric light scattering 
measurement of red blood cell volume and hemoglobin concentration. Applied 
Optics 24(9):1355-1365 (1985) 

Calculating Retie Parameters 

Reported Parameters 
Parameter Explanation 

#Retic RBC x (%Retic ■* 100) x 1000 

%Retic 100 x (RETIC Count #RTC Gated Cells) x % 

RETIC Cal Factor 

CFlr Mean of the RETIC CH histogram for the 

reticulocyte population 


System Parameters 

The following parameters are for research or laboratory use only and are not for 
patient reporting: 

Parameter Explanation 

RTC RBC RBC Count 

RTC Flatness I sum of theSquared Differences 

\ 9 x Mean Cell Counting Rate 


RTC % Dead Time 100 x (Measured Dead Time 4- 

Measured Sample Time) 
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Parameter 


Explanation 


RTC % Noise 100 x (Outlier Cells -s- #RTC Cells 

Analyzed) 

Mean Absoiption Mean of the RETIC Abs histogram for 

the reticulocyte population 

ABS Low Cell Count Counts in x axis channels 1 to 3 of the 

RETIC Scatter Abs cytogram 

ABS Mode Mode channel of the Absorption 

population 

RTC Valid Cells Number of Valid Signals Obtained 

from Flowcell Events 

Additional Parameters 

The following parameters are for research or laboratory use only and are not for 
patient reporting: 

Parameter Explanation 

CHCMr Mean of the Retie HC histogram for the 

reticulocyte population 

MCVm Mean of the RETIC Volume histogram 

for the mature population 

MCVr Mean of the RETIC Volume histogram 

for the reticulocyte population 

#Neg RBC Number of mature RBCs 

%Neg RBC 100 x (#Neg RBC - #RTC Gated Cells) 

Retie Count Number of reticulocyte events 

#LRetic Number of low absorption reticulocytes 

%LRetic 100 x (#LRetic h- RETIC Count) 

#MRetic Number of medium absoiption 

reticulocytes 

%MRetic 100 x (#MRetic - RETIC Count) 

#HRetic Number of high absoiption 

reticulocytes 

%HRetic 100 x (#HRetic -r RETIC Count) 

IRF-H 100 x (#HRetic -5- RETIC Count) 
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Parameter 

Explanation 

IRF-M+H 

100 x ([#HRetic + #MRetic] RETIC 
Count) 

RTC Mean X 

Mean x channel of the RETIC Scatter 
cytogram 

RTC Mean Y 

Mean y channel of the RETIC Scatter 
cytogram 

#RTC Cells Acquired 

Number of Valid Signals Obtained 

#RTC Cells Analyzed 

Cells on RTC Scatter cytogram with 
nonzero volume and hemoglobin 
values, and are not in channel 99 

#RTC Gated Cells 

#Neg RBC + Retie Count within 
threshold limits 

Slope Negative Cells 

Slope of the negative (mature RBC) 
population relative to y axis of the 
RETIC Scatter ABS cytogram 


Parameter Key 
#RETIC 

Absolute number of reticulocytes 

%RETIC 

Percent of reticulocytes 

CHCMr 

Reticulocyte Cellular Hemoglobin Concentration Mean 

CHr 

Reticulocyte Cellular Hemoglobin Content 

MCVm 

Mean Cell Volume of mature population 

MCVr 

Mean Cell Volume of reticulocyte population 

RBC 

The system always uses the RBC count from the RBC / Platelet method, even 
when a sample has been run with a retie only selectivity. 

RTC RBC 

Red blood cell count from the Reticulocyte method. The RTC RBC count is 
calculated in the same manner as the RBC count from the RBC / Platelet Method. 

RTC % Dead Time 

Percent of analysis time when the channel is busy and cannot detect flowcell 
events 
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RTC % Noise 

Percent of events from the outlier areas 


Outlier Cells 



The outlier cell count 
includes cells with high- 
scatter values less than the 
RTC Platelet threshold, and 
cells with high-scatter values 
greater than the RTC 
Coincidence threshold. 


RTC Gated Cells 



The number of cells between 
the RTC platelet and RTC 
coincidence thresholds in the 
Retie Scatter Abs cytogram 
excluding channel 99. 


Neg RBC 



The number of cells in the 
mature RBC area (1) of the 
Retie Scatter Abs cytogram. 


# Neg RBC 

Count of mature red blood cells 


% Neg RBC 

Percent of mature red blood cells 
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Number of Reticulocytes in the gated population 



The total number of cells in 
the three reticulocyte areas 
of the Retie Scatter Abs 
cytogram. 


Retie Count 

Count of reticulocytes in the gated population 


Number of Low Absorption Reticulocytes 



The number of gated cells 
(1) between the RTC and 
Low/Medium RTC 
thresholds of the Retie 
Scatter Abs cytogram. 


#LRetic 

Count of low absorption reticulocytes 


%LRetic 

Percent of low absorption reticulocytes 


Number of Medium Absorption Reticulocytes 



The number of gated cells 
(1) between the 
Low/Medium RTC and 
Medium/High RTC 
thresholds of the Retie 
Scatter Abs cytogram. 
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Count of medium absorption reticulocytes 
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%MRetic 

Percent of medium absorption reticulocytes 

Number of High Absorption Reticulocytes 

The number of gated cells 
(1) to the right of the 
Medium/High RTC 
threshold of the Retie 
Scatter Abs cytogram. 


#HRetic 

Count of high absorption reticulocytes 

%H Retie 

Percent of high absorption reticulocytes 
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Methods Introduction 


Overview 

The Methods Introduction describes the types of information contained in the 
AD VIA 2120/2120i Hematology System testing methods. 

NOTE: Unless otherwise stated, the performance data for the methods were 
obtained using AD VIA 2120/2120i instruments, software, reagents, standards, 
and controls designed for or intended for use on the AD VIA 2120/2120i 
Hematology System. 

Statement of Content 

The Introduction contains information on ancillary reagents, controls, and 
calibrators for the AD VIA 2120/2120i Hematology System. 

The procedures necessary for the preparation, use, and storage of the AD VIA 
2120/2120i Hematology System method reagents are provided in the applicable 
method topics. 


Sample Collection and Preparation 

BIOHAZARD WARNING 


All products or objects that come in contact with human or animal 
body fluids should be handled, before and after cleaning, as if 
capable of transmitting infectious diseases. Wear facial protection, 
gloves, and protective clothing. 

The operator should follow the recommendations to prevent the 
transmission of infectious agents in health-care settings as 
recommended for potentially infectious specimens in Protection 
of Laboratory Workers from Infectious Disease Transmitted by 
Blood, Body Fluids, and Tissue, 2d edition; Approved Guideline 
(1997) Document M29-A, National Committee for Clinical 
Laboratory Standards (NCCLS). This document contains 
complete information on user protection and it can be used as 
reference material for instructions on laboratory safety. 


Refer to the Information Bulletin titled "Sample Handling Guidelines" 
(Publication No. TN9-5729-31). 

Collect samples in a blood collection tube or microsample blood collection 
device that contains EDTA as the anticoagulant. 

Refrigerate blood samples at 2°C to 8°C if they will not be analyzed within 8 
hours of phlebotomy. 
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Do not assay cold specimens! 

Allow the specimen to equilibrate to room temperature before mixing. 

Do not warm specimen by placing it into a 37°C water bath or incubator. 

» CAUTION: If the whole blood specimen is brought to 
room temperature quickly, there is a strong tendency for 
' ’ ' the platelets to clump upon mixing. 

Do not use previously frozen whole blood samples. 

Freezing the blood can disrupt the cellular structure, thus 
resulting in aberrant cell counts. 

Unless otherwise stated, no special treatment of the whole blood specimen is 
required. However, samples must be collected in the specified collection tube and 
gently, but thoroughly mixed at the time of collection and again before sampling. 


Calibrator and Control Products 

CAUTION! POTENTIAL BIOHAZARD 


Contains human source material. While each human serum or 
plasma donor unit used in the manufacture of this product was 
tested by FDA-approved methods and found nonreactive for 
hepatitis B surface antigen (HBsAg), antibody to hepatitis C 
(HCV), and antibody to HIV-1/2, all products manufactured using 
human source material should be handled as potentially 
infectious. Because no test method can offer complete assurance 
that hepatitis B or C viruses, HIV, or other infectious agents are 
absent, these products should be handled according to established 
good laboratory practices. 


Siemens supplies control and calibrator products for use with the AD VIA 
2120/2120i Hematology System. 


Refer to the current Price List, and the product package insert for additional 
information. 


ADVIA 120 TESTpoint 3-in 1 Hematology Control Abnormal 1 


REF 

Product 

Number 

Symbol 

Contents 

Amount 

(mL) 

09459683 

T03-4417-54 

CONTROL I ABN 1 1 

Hematology Control 

4 x 4.0 ml. 




Abnormal 1 


- 

T03-4417-01 

CONTROL | ABN 1 1 

Hematology Control 

4.0 mL 




Abnormal 1 



ADVIA 120 TEST Point 3-in-1 Hematology Control Abnormal 2 

REF 

Product 

Number 

Symbol 

Contents 

Amount 

(mL) 

03410380 

T03-4418-54 

CONTROL|ABN|2 

Hematology Control 

4 x 4.0 mL 


Abnormal 2 
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REF 

Product 

Symbol 

Contents 

Amount 


Number 



(mL) 

- 

T03-4418-01 

CONTROL | ABN | 2 

Hematology Control 

4.0 mL 




Abnormal 2 



ADVIA 120 TEST Point 3-in-1 Hematology Control Normal 

REF 

Product 

Symbol 

Contents 

Amount 


Number 



(mL) 

01964346 

T03-4416-54 

CONTROL | NORM 

Hematology Control 

4 x 4.0 mL 




Normal 


- 

T03-4416-01 

CONTROL | NORM 

Hematology Control 

4.0 mL 




Normal 



ADVIA 120 TESTpoint Hematology Control High 

REF 

Product 

Symbol 

Contents 

Amount 


Number 



(mL) 

08822644 

T03-3688-54 

CONTROL | HIGH 

Hematology Control 

4 x 4.0 mL 




High 


- 

T03-3688-01 

CONTROL | HIGH 

Hematology Control 

4.0 mL 




High 



ADVIA 120 TESTpoint Hematology Control Low 

REF 

Product 

Symbol 

Contents 

Amount 


Number 



(mL) 

00848547 

T03-3686-54 

CONTROL | LOW 

Hematology Control 

4 x 4.0 mL 




Low 


- 

T03-3686-01 

CONTROL | LOW 

Hematology Control 

4.0 mL 




Low 



ADVIA 120 TESTpoint Hematology Control Normal 

REF 

Product 

Symbol 

Contents 

Amount 


Number 



(mL) 

05147873 

T03-3687-54 

CONTROL | NORM 

Hematology Control 

4 x 4.0 mL 




Normal 


- 

T03-3687-01 

CONTROL | NORM 

Hematology Control 

4.0 mL 




Normal 



ADVIA 120 SETpoint Hematology Calibrator 


REF 

Product 

Symbol 

Contents 

Amount 


Number 



(mL) 

09170071 

T03-3685-52 

1 CAL 1 

Hematology 

2 x 6.1 mL 




Calibrator 
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REF Product Symbol Contents 

Number 

T03-3685-01 | cal | Hematology 

Calibrator 


Amount 

(mL) 

6.1 mL 


ADVIA 120 OPTIpoint 

REF Product Contents Amount (mL) 

Number 

04408568 T03-3682-54 OPTIpoint 4 x 6.0 mL 

T03-3682-01 OPTIpoint 6.0 mL 

NOTE: Control products for the CSF Method and the Reticulocyte method are 
described in those sections. 

Calibrator and Control Value Assignment Methods 

All assigned target values for ADVIA SETpoint Hematology Calibrator and 
ADVIA TESTpoint Hematology Controls are traceable to NIST, ICSH, or 
NCCLS recommended procedures or approved reference procedures and 
materials. 

The reference Red Blood Cell (RBC) and White Blood Cell (WBC) counts are 
performed using the recommended method with a single-channel aperture 
impedance counter. Macro-dilutions of 1:500 for WBC and 1:50,000 for RBC are 
made using Class A glassware. The reference Platelet Count (Pit) is performed 
using a hemocytometer and phase-contrast microscopy. The macro-dilution for 
Pit is 1:125 using 1% ammonium oxalate as the diluent. The reference 
hemoglobin method is performed using the NCCLS H-15A approved standard 
method with ICSH traceable certified hemoglobin standards. The reference 
microhematocrit is performed using NCCLS H-7A approved standard method 
with tripotassium EDTA as the anticoagulant. 

The System Specific Target Values (SSV) are assigned for ADVIA 120 
SETpoint Hematology Calibrator and ADVIA 120 TESTpoint Hematology 
Control products by assaying each lot on an ADVIA 2120/2120i Hematology 
System that was calibrated using fresh, normal, whole-blood samples that were 
assigned RBC, WBC, Pit, Hct, and Hgb values using the methods described 
above. 
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AD VIA 120 OPTIpoint values are assigned using an AD VIA 2120/2120i 
Hematology System after standardizing the system with three reference oils. The 
index of refraction for each oil is determined with a refractometer that is 
calibrated using NIST standards. The index of refraction is measured at the 
wavelength of the AD VIA 2120/2120i system's laser as a function of 
temperature. During OPTIpoint value assignment, the temperature of the effluent 
is monitored so the correct index of refraction can be used to standardize the 
AD VIA 2120/2120i system. When stored at 2°C to 8°C, unopened AD VIA 
OPTIpoint (PN T03-3682-01), AD VIA SETpoint Calibrator (PN T03-3685-01), 
and AD VIA TESTpoint Reticu are stable until the last day of the month 
(expiration date) printed on the product label, unless otherwise stated. After 
being opened, AD VIA OPTIpoint is stable for 7 days when stored closed in its 
original containerat 2°C to 8°C. 

Ancillary Reagents 

The following ancillary reagents are necessary to operate the AD VIA 2120/2120i 
Hematology System. All reagents must be free of particulates and other foreign 
matter. 

ADVIA 120 SHEATH/RINSE 


REF 

Product 

Symbol 

Contents 

Amount (L) 


Number 




02337140 

TO 1-3664-01 

SHEATH/KMSE 

SHEATH/RINSE 

10 L 

01554628 

T01-3623-01 

SHEATH/WNSE 

SHEATH/RINSE 

20 L 


ADVIA 120 EZ KLEEN 



REF 

Product 

Symbol 

Contents 

Amount 


Number 



(mL) 

05101601 

TO 1-3624-54 


EZ KLEEN 

4x810 mL 

- 

TO1-3624-01 

EZ KLEEN 

EZ KLEEN 

810 mL 


ADVIA 120 DEFOAMER 



REF 

Product 

Symbol 

Contents 

Amount 


Number 



(mL) 

09119084 

T01-3625-54 


DEFOAMER 

4 x 125 mL 

- 

T01-3625-01 

DEFOAMER 

DEFOAMER 

125 mL 


Operation 

To run samples on your ADVIA 2120/2120i Hematology System, refer to the 
Daily Routine. 
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NOTICE 

Any modification of computer disks and/or the programs contained on such disks 
can adversely affect the control of instrument performance and thereby invalidate 
the results obtained as well as the claims that have been made regarding system 
performance. 

In no event shall Siemens be liable for errors that are introduced by, or result 
from, any modification or alteration of the computer disks and/or the programs 
contained on such disks by the user, or for any direct or indirect consequences 
resulting from such modification or alteration. 

Calculation of Results 

The system automatically performs all calculations necessary for obtaining final 
results. 

Through the use of flagging algorithms, laboratory personnel are alerted to 
suspected abnormal conditions. These conditions are indicated by the appropriate 
flag (such as *, +, and/or color highlighting). Whenever a flag is triggered, the 
user should review the results and take appropriate action. 

NOTE: The AD VIA 2120/2120i Hematology System performs all calculations 
using 64-bit floating point numbers, IEEE standard, as provided by Intel 
processors. The number of significant digits is 14. The system rounds numbers 
for display to the specified number of digits in the appropriate unit set. For 
example, 4.674999999 becomes 4.67, 4.675 becomes 4.68. This means that 
certain things might appear inconsistent, such as the % diff appearing to add up 
to 99.9% instead of 100%or the displayed value of derived results such as HCT 
not appearing to be correct. 

Example: HCT = RBC * MCV/10.0 

5.349 * 86.49 / 10 = 46.2635 is rounded to 46.3. 

The system displays the values 5.34 * 86.4 / 10 
which equal 46.1. 

Interpretation of Results 

System operators and laboratory supervisors are responsible for operating and 
maintaining Siemens products in accordance with the procedures described in the 
applicable Product Labeling (online documentation, package inserts, bulletins), 
and for determining that product performance conforms to the applicable claims. 

If, under these prescribed conditions of operation and maintenance, an aberrant 
or abnormal result, as defined by the laboratory protocol, occurs, laboratory 
personnel should first make certain that the system is performing and is being 
operated in accordance with the Product Labeling; then follow the laboratory 
protocol for advising the clinician of a result that appears to have deviated from 
the norms established by the laboratory. 
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Siemens products do not make diagnoses on patients. Siemens intends its 
diagnostic products (systems, reagents, software, hardware) to be used to collect 
data reflecting the patient’s chemical, hematological, or immunological status at 
a certain point in time. Such data must be used in conjunction with other 
diagnostic information and with the attending physician’s evaluation of the 
patient’s condition to arrive at a diagnosis and a clinical course of treatment. 

Any malfunction of a Siemens diagnostic product (for example, failure to meet a 
performance specification or to perform as intended) should be appropriately 
addressed by laboratory personnel. Various sections of the Product Labeling 
address malfunctions and their possible effect on results. 

Waste Disposal Requirements 

Laws and regulations enacted to protect the environment and to encourage 
resource conservation require the disposal of hazardous and biohazardous wastes 
in a specified manner. Some of the wastes from the AD VIA 2120/2120i 
Hematology System can be classified as hazardous or biohazardous wastes. It is 
essential that the laboratory take appropriate steps to determine the laws and 
regulations applicable to their disposal and to effect compliance. If it is necessary 
to sample instrument effluent in order to evaluate compliance with applicable 
regulations, the laboratory should contact a local licensed biohazardous waste 
disposal firm for assistance. 

The principal wastes associated with the use of the ADVIA 2120/2120i 
Hematology system are reagent containers, sample containers, system waste, and 
customer-replaceable system components. All ADVIA 2120/2120i reagent 
containers are manufactured of recyclable high-density polyethylene. 

Sample containers with human specimens, control materials, and all reagents, 
should also be handled and disposed of in accordance with the prevailing 
regulations and guidelines of agencies with jurisdiction over the laboratory. Refer 
to the product label and to Material Safety Data Sheets for details concerning any 
special precautions related to the handling of reagents. Material Safety Data 
Sheets are available from Siemens. 


Waste Analysis 

After running the prescribed daily wash procedure and emptying the waste 
container, waste was collected from an ADVIA 2120/2120i Hematology System 
operating in three analytical modes: CBC, CBC/diff, and CBC/diff/retic. Using 
the autosampler, 300 CBC analytical cycles were run on fresh, whole blood 
samples, followed by the daily wash cycle. The waste was thoroughly mixed and 
samples were sent for analysis. The process was repeated for both the CBC/diff 
and CBC/diff/retic analytical modes. All analysis, with the exception of dimethyl 
formamide (DMF) was done by Tel Labs, Blessington, Ireland. 

NOTE: For waste management purposes, the system generates approximately 
20 mL of waste during a typical CBC/diff/retic cycle, including 
SHEATH/RINSE. 

Concentrations are mg/L (ppm) unless otherwise noted. 
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< indicates that the concentration is below the limit of detection. 
* indicates a calculated concentration 


Analyte 

CBC 

CBC/Diff 

CBC/Diff/Retic 

pH 

8.5 

7.7 

7.4 

Phosphate as P 

460 

530 

500 

Chloride 

5445 

4268 

4273 

Barium 

<0.01 

<0.01 

<0.01 

Silver 

<0.01 

<0.01 

<0.01 

Arsenic 

<0.01 

<0.01 

<0.01 

Selenium 

<0.01 

<0.01 

<0.01 

Mercury 

<0.001 

<0.001 

<0.001 

Nickel 

<0.01 

<0.01 

<0.01 

Chromium 

<0.01 

<0.01 

<0.01 

Zinc 

0.05 

0.05 

0.09 

Cadmium 

<0.005 

<0.005 

<0.005 

Copper 

0.02 

0.01 

0.01 

Lead 

<0.01 

<0.01 

<0.01 

TOC (g/dL) 

0.2 

2.1 

1.6 

Cyanide 

2.38 

0.33 

<0.05 

Formaldehyde* 

0 

896 

720 

adsorbable organic 
halide 

0.59 

1.97 

2.32 

purgeable organic 
halide (mg/dL of Cl) 

0.52 

1.03 

2.52 

DMF 



269 


DMF was calculated by Siemens based on the dilution of the autoRETIC reagent 
in the system waste. 

Volatile Organic Compounds in System Waste 

Concentrations are pg/L (ppb) unless otherwise noted. 

< indicates that the concentration is below the limit of detection. 

Determinand CBC CBC/Diff CBC/Diff/Retic 

Dichloromethane <25 <25 <25 
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Determinand 

CBC 

CBC/Diff 

CBC/Diff/Retic 

Chloroform 

3 

2 

27 

1,1,1 - Trichloroethane 

<5 

<5 

<5 

Carbon tetrachloride 

<1 

<1 

<1 

Benzene 

<1 

<1 

<1 

1,2 - Dichloroethane 

<1 

<1 

<1 

Trichloroethene 

<1 

<1 

<1 

Bromodichloromethane 

<1 

<1 

<1 

Dibromochloromethane 

<1 

<1 

<1 

1,1,2,2 - 

Tetrachloroethane 

<1 

<1 

<1 

Toluene 

<1 

<1 

<1 

Freon - 113 

<1 

<1 

<1 

Tetrachloroethene 

<1 

<1 

<1 

Chlorobenzene 

15 

5 

3 

Ethylbenzene 

<1 

<1 

<1 

m/p Xylenes 

<1 

<1 

<1 

o Xylene 

<1 

<1 

<1 

Hexachlorobutadiene 

<1 

<1 

<1 

4-Chlorotoluene 

<1 

<1 

<1 

2-Chlorotoluene 

<1 

<1 

<1 

Isopropyl benzene 

<1 

<1 

<1 

Bromoform 

<1 

<1 

<1 

Styrene 

<1 

<1 

<1 

1,3,5 -Trichlorobenzene 

<1 

<1 

<1 

1,2,3 -Trichlorobenzene 

<1 

<1 

<1 

1,2,4 -Trichlorobenzene 

<1 

<1 

<1 

1,2 - Dichlorobenzene 

16 

4 

2 

1,3 - Dichlorobenzene 

<1 

<1 

<1 

1,4 - Dichlorobenzene 

14 

4 

2 

alpha Methyl styrene 

<1 

<1 

<1 
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Determinand 

CBC 

CBC/Diff 

CBC/Diff/Retic 

1,1 - Dichloroethane 

<1 

<1 

<1 

1,1,2 - Trichloroethane 

<1 

<1 

<1 

1,1 - Dichloroethene 

<1 

<1 

<1 

trans 1,2- 

<1 

<1 

<1 

Dichloroethene 




cis 1,2 - Dichloroethene 

<1 

<1 

<1 

Tert-butyl methyl ether 

<1 

<1 

<1 

Vinyl chloride 

<25 

<25 

<25 

Methyl methacrylate 

<5 

<5 

<5 

Freon-11 

<25 

<25 

<25 


System Method Information 

The method information provided for the Reticulocyte Count (RETIC) method, 
the Complete Blood Count (CBC) method, and the Differential (DIFF) method is 
consistent with the recommendations described in CFSI Document M29-A3 and 
by the United States Food and Drug Administration in Title 21 Code of Federal 
Regulations. 

A laboratory procedure manual is mandatory for good laboratory practice and 
regulatory compliance. To aid in the preparation of a laboratory procedure 
manual, refer to the cross-reference that compares the organization of our method 
information with the guidelines for Clinical Faboratory Procedure Manuals 
(formerly NCCFS) in Protection of Laboratory Workers from Occupationally 
Acquired Infections; Approved Guideline - Third Edition. 2005. CFSI Document 
M29-A3. 

Siemens Method information is presented in a consistent format organized into 
the following categories or section headings: 

Intended Use 

Principles of the Procedure 
Reagents 

Storage and Stability 
Sample Handling 

Materials Required but not Provided 
Procedure 
Quality Control 
Gain Adjustment 


Regulatory Information 


9-13 



Calibration 


Results 

Limitations of the Procedure 
Expected Values 
Performance Characteristics 

Available from the National Committee for Clinical Laboratory Standards, 940 
West Valley Road, Suite 1400, Wayne, PA, 19087-1898 

System Method information: Intended Use 

This topic contains a brief statement of intended use for the assay as an in vitro 
diagnostic procedure for quantitating analytes in human whole blood. 

System Method Information: Principles of the Procedure 

This topic provides a physical, chemical, and/or biological explanation of the 
assay and a brief description of the reactions, where applicable. 

System Method Information: Reagents 

These topics describe the reagents required to perform the assay including 
reagent packaging information, product descriptions, materials required but not 
provided, and reagent preparation instructions. 

The following briefly explains the significance of signal words used throughout 
these topics: 

CAUTION! 

Indicates a hazard that could cause illness, bums, skin reactions, and so on. This 
hazard is assigned to substances such as diluted acids, mild caustics, minor skin 
irritants, or combustible materials. 

ATTENTION 

Indicates that a specific risk exists to the user or performance. 

NOTE 

Indicates additional information that is useful for the proper operation of the 
system. 

NOTE: The customer must maintain a constant awareness of the hazards and 
warnings associated with all reagents. Where necessary, appropriate safety 
equipment should be used (e.g., eye protection, gloves, lab coats). Users should 
follow the handling and safety precautions specified in the Material Safety Data 
Sheets available from Siemens. 

Reagent and Calibrator Preparation 

Reagents and calibrators are ready-to-use and require no preparation. 
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System Method Information: Storage and Stability 

Reagent and calibrator storage and expiration dates are printed on the product 
label. When stored unopened these products are stable through the last day of the 
month stated in the expiration date, unless stated otherwise. 

System Method Information: Sample Handling 

Whole blood specimens whose parameter values exceed the analytical range may 
be diluted with autologous plasma or isotonic saline and reassayed unless stated 
otherwise in the method-specific information. 

System Method Information: Materials Required but not 
Provided 

This topic lists the additional materials, other than the reagents, that are required 
to perform the methods. 

System Method Information: Procedure 

For general operating instructions, refer to the Daily Routine. 

System Method Information: Quality Control 

This section specifies recommended quality control material and quality control 
frequency for the individual method. In general, Siemens recommends that 
AD VIA 2120/2120i Hematology Systems be monitored using the AD VIA 
TESTpoint Hematology Controls (Low, Normal, and High) and AD VIA 
TESTpoint Reticulocyte Control (Low and High). Please refer to page 5 for 
product descriptions. 

Control materials should be assayed at the beginning of each shift or at some 
other interval chosen by the laboratory, after a reagent lot number change, and 
after replacement of any part or component of the analytical module that may 
affect analytical performance. 

The laboratory must evaluate all control results before reporting patient results. If 
control results fail to meet the laboratory’s established criteria for acceptability, 
all patient test results obtained in the unacceptable test run must be evaluated to 
determine if patient test results were adversely affected. The laboratory should 
take and document appropriate corrective actions, which may include 
recalibration and reassaying of patient samples, before reporting patient results. 

System Method Information: Gain Adjustment 

The gain adjustment procedure is used to adjust the amplification of signals in a 
channel to properly position the cell signatures within a cytogram. 

Materials Required for Adjusting Gains 

• Whole Blood 

• ADVIA 120 OPTIPOINT 
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REF 

Product 

Number 

Contents 

Amount (mL) 


04408568 

T03-3682-54 

OPTIpoint 

4 x 6.0 mL 


- 

T03-3682-01 

OPTIpoint 

6.0 ml. 


• ADVIA 

120 SETpoint 

Calibrator 



REF 

Product 

Number 

Symbol 

Contents 

Amount 

(mL) 

09170071 

T03-3685-52 


Hematology 

Calibrator 

2 x 6.1 mL 

- 

T03-3685-01 

s 

Hematology 

Calibrator 

6.1 mL 


System Method Information: Calibration 

This topic specifies the calibration type, frequency, and procedure for each 
method and identifies the calibration material to be used, where appropriate. 

Calibration Procedure 

The system must be calibrated for all parameters except % Reties. Siemens 
recommends the use of AD VIA SETpoint Calibrator (Prod.No. T03-3685-01). 

Calibration should be performed in each of the following cases: 

• Upon installation of the system. 

• If there is a significant shift in control values after the replacement of a 
critical hardware component or reagent lot, after checking gains. 

• Anytime control results and/or moving averages are out of range and it has 
been verified that the out-of-control condition is instrument-related. 

System Method Information: Results 

This topic describes expected flags or messages associated with analytical 
results. 


System Method Information: Limitations of the Procedure 

This topic describes substances, conditions, and patient states that have been 
reported to cause actual or apparent changes in the analytical results. 

Siemens makes every effort to identify in the Troubleshooting, Maintenance, and 
Bibliography topics of the Product Labeling, the potential effects caused by 
instruments, reagents, or endogenous substances, including known interferences 
on patient results. However, it is impossible to provide information that would be 
applicable to every clinical situation. This information is provided in lieu of 
attempting to define the need for additional testing which involves medical 
judgement in individual cases. The decision whether or not to report a diagnostic 
result rests with the laboratory. 
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System Method Information: Expected Values 

Ranges of expected values can vary depending on age, sex, diet, location, etc; 
therefore, it is recommended that each laboratory establish its own range of 
expected values. 

System Method Information: Performance Characteristics 

These topics provide technical information related to method performance 
characteristics, including imprecision, correlation data, analytical range, and 
carryover. 

A description of each statistical parameter and the protocol followed to compute 
that parameter are as follows: 

Imprecision 

Imprecision is defined as the degree of variability among repeated measurements 
of the same sample. 

Within-run imprecision refers to the reproducibility of the method when samples 
are assayed within a single run. 

The imprecision values for each method, described on each of their respective 
Method Sheets, are point estimates of average imprecision that can be expected 
on the system. Because this is a point estimate, any single system tested with a 
similar protocol could yield a different estimate of imprecision and yet not be 
significantly different from the published average imprecision. 

Correlation Data 

Correlation data were determined using human whole blood samples by 
comparing the performance of the AD VIA 120 Hematology System with the 
performance of a reference method or a comparative system, where applicable. 

Regression statistics were computed using a protocol similar to that 
recommended in the CLSI Document M29-A3, Protection of Laboratory? 
Workers from Occupationally Acquired Infections; Approved Guideline - Third 
Edition. 2005. 

Regression data in each method indicate the linear least squares fit between the 
AD VIA 120 Hematology System (y) and the comparative system/method (x), 
unless noted otherwise. 

Carryover 

This topic lists the sample carryover for the AD VIA 120 Hematology System. 

Analytical Range 

This topic describes the concentration range across which acceptable results can 
be obtained from the method. 

Some specimens may exceed the range of the method and produce error flags or 
messages. 
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CLSI Document M29-A3 and Siemens Method Topics Cross Reference 


CLSI Approved Guideline M29-A3 Siemens Method 

Topics 


5.1.2 

Title 


5.1.2.1 

Title 


5.1.2.2 

Type of Specimen 

Intended Use 

5.1.2.3 

Method or instrumentation 
in subtitle 

Intended Use 

5.1.3 

Principle 


5.1.3.1 

Type of reaction(s) involved 

Principles of the 
Procedure 

5.1.3.2 

Clinical reasons for 
performing the test 

Intended Use 

5.1.4 

Specimen 


5.1.4.1 

State the conditions for 
patient preparation 

Sample Handling / 
Limitations of the 
Procedure 

5.1.4.2 

Type of specimen 

Intended Use / Sample 
Handling 

5.1.4.3 

Special handling conditions 

Sample Handling 

5.1.5 

Reagents 


5.1.5.1 

List reagents, supplies, and 
equipment 

Reagents 

5.1.5.2 

Directions for preparation 

Reagents 

5.1.5.3 

Parameters used to determine Storage and Stability / 
acceptable reagent Quality Control 

performance 

5.1.5.4 

Storage requirements 

Storage and Stability 

5.1.6 

Calibration 


5.1.6.1 

Standard preparation 

Not applicable 

5.1.6.2 

Calibration procedure 

Calibration 

5.1.7 

Quality Control 


5.1.7.1 

Identify control materials to 
be used 

Quality Control 
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CLSI Approved Guideline M29-A3 Siemens Method 

Topics 


5.1.7.2 

Instructions for preparing 
and handling control 
materials 

Control Package Insert 

5.1.7.3 

Control frequency 

Quality Control 

5.1.7.4 

Description of control 
tolerance limits 

Control Package Insert 

5.1.7.5 

Corrective actions to be 
taken when limits are 
exceeded 

According to Individual 
Laboratory Practice 

5.1.7.6 

How QC data are recorded 
and stored 

Quality Control / 

According to Individual 
Laboratory Practice 

5.1.7.7 

If no controls are available, 
list alternatives 

Quality Control, if 
applicable 

5.1.8 

Procedure - Stepwise 


5.1.8.1 

Detailed stepwise 
instructions 

Procedure 

5.1.8.2 

Centrifugation requirements 

Not applicable 

5.1.8.3 

Specify special glassware 

Not applicable 

5.1.8.4 

Specify the following for 
photometric measurements: 



Type of instrument 

Not applicable 


Wavelength 



Cuvette size 



Solution used as a blank 

Procedure 


Linearity 

Performance 

Characteristics 


How the raw data are read 

Calculations 


Allowable time intervals 

Not applicable 


Stability of final solution 

Not applicable 

5.1.9 

Calculations 


5.1.9.1 

Give stepwise instructions 

Calculations 

5.1.9.2 

Give the equation 

Calculations 
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CLSI Approved Guideline M29-A3 

Siemens Method 
Topics 

5.1.9.3 

Give an example 

Calculations 

5.1.10 

Reporting results 


5.1.10.1 

State reference ranges 

Expected Values 

5.1.10.2 

Identify procedures to be 
used in reporting results to 
the physician 

According to Individual 
Laboratory Practice 

5.1.10.3 

Guidelines on acceptable 
reporting format 

Results / According to 
Individual Laboratory 
Practice 

5.1.11 

Procedure Notes 


5.1.11.1 

Explain reasons for special 
precautions 

Sample Handling / 
Limitations 

5.1.11.2 

List possible sources of error 

Sample Handling / 
Limitations 

5.1.11.3 

Include helpful hints 

Procedure 

5.1.11.4 

Clinical situations that may 
influence test validity 

Sample Handling / 
Limitations 

5.1.11.5 

Acceptable alternative 
procedures, expected 

Performance 

Characteristics 


differences 


5.1.11.6 

Enlarge upon clinical 
applications 

According to Individual 
Laboratory Practice 

5.1.12 

Limitation of Procedure 


5.1.12.1 

State linearity and/or 
detection limits 

Performance 

Characteristics 

5.1.12.2 

State known interfering 
substances 

Interfering Substances / 

Performance 

Characteristics 

5.1.13 

Bibliography 


5.1.13.1 

Literature references 

Bibliography 

5.1.13.2 

Manufacturer product 
literature 

To obtain the version of 
the online 

documentation, click 
Options on the menu 
bar of the help window, 
and then click Version. 
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CLSI Approved Guideline M29-A3 


Siemens Method 
Topics 


13.3 

Textbooks 

13.4 

Standard Publications 

13.5 

Written personal 
communications 

13.6 

Research including 
supporting data for 
validation of methods 


CBC Method 


Intended Use 

The AD VIA 2120/2120i Hematology System Complete Blood Count (CBC) 
method is intended to quantitatively measure the following hematological 
parameters: 

White Blood Cell count (WBC) 

Red Blood Cell count (RBC) 

Hemoglobin concentration (HGB) 

Hematocrit (HCT) 

Mean Corpuscular Volume (MCV) 

Mean Corpuscular Hemoglobin (MCH) 

Mean Corpuscular Hemoglobin Concentration (MCHC) 

Corpuscular Hemoglobin Concentration Mean (CHCM) 

Cellular Hemoglobin Content (CH) 

Red Cell Volume Distribution Width (RDW) 

Hemoglobin Concentration Distribution Width (HDW) 

Platelet Count (PLT) 

Mean Platelet Volume (MPV) 

Principles of the Procedure 

WBC Count 

The whole blood sample is mixed with AD VIA 120 BASO reagent that contains 
acid and surfactant. The red cells are hemolyzed, and the white blood cells are 
then analyzed using 2 angle laser light scatter signals. 
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Bibliography 

Cremins J and Orlik J: Leukocyte differential method. US Patent 5,518,928 
(1996) 

RBC / Platelet Count 

Both red blood cells and platelets are analyzed by a single optical cytometer after 
appropriate dilution of the blood sample with AD VIA 120 RBC/PLT reagent. 

The red blood cells are isovolumetrically sphered and lightly fixed with 
glutaraldehyde to preserve the spherical shape. Red cells and platelets are 
counted from the signals from a common detector with 2 different gain settings. 

On the AD VIA 2120/2120i Hematology system the platelet signals are amplified 
considerably more than the RBC signals. Coincidence correction is made to each 
of the counts so that accurate counts are made over a wide range of each cell 
type. 

Bibliography 

Kim YR and Ornstein L: Isovolumetric sphering of erythrocytes for more 
accurate and precise cell volume measurement by flow cytometry. Cytometry 
3(b):419-427 (1983) 

Zelmanovic, et al\ US Patent pending 

RBC / Platelet Size 

The method of sizing red cells and platelets uses the simultaneous measurement 
of laser light scattered at 2 different angular intervals, which eliminates the 
adverse effect of variation in cellular hemoglobin concentration on the 
determination of cell volume. 

Bibliography 

Kerker M: The Scattering of Light and Other Electromagnetic Radiation. 
Academic, New York, NY, Chapter 3 (1969) 

Groner W and Tycko DH: Characterizing blood cells by biophysical 
measurements in flow. Blood Cells 6:141-157 (1980) 

Hemoglobin Concentration 

The hemoglobin method is a modification of the manual cyanmethemoglobin 
method developed by the International Committee for Standardization in 
Hematology (ICSH). 

Bibliography 

ICSH Recommendations for Reference Method for Hemoglobinometry in 
Human Blood, ICSH Standard EP 6/2 (1977) 

Specifications for international hemoglobincyanide reference preparation ICSH 
Standard EP 6/e (1977). J Clin Pathol 31:139 (1978) 

Indices 

The red cell indices MCH and MCHC are derived from the mathematical 
calculation of the RBC count, the total hemoglobin, and the MCV determination. 


9-22 


Regulatory Information 



The HCT value is calculated from the RBC count and the MCV. 

The RDW and HDW values are calculated from the cell-by-cell measurement of 
cell volume and hemoglobin concentration. 

The CH represents the mean of the cell hemoglobin content histogram. 

The CHCM is calculated as the mean of the RBC hemoglobin concentration 
histogram. 

Bibliography 

Wintrobe MM: The size and hemoglobin content of the erythrocyte. J Lab Clin 
Med 17:899-911 (1932) 

Bessman JD: What’s an %RDW? Am J Clin Pathol 76:242 (1981) 

Mohandas N, et ah Accurate and independent measurement of volume and 
hemoglobin concentration of individual red cells by laser light scattering. Blood 
68:506-513 (1986) 

Reagents 

The following ready-to-use reagents are required to perform the CBC method 
and maintain the AD VIA 2120/2120i Hematology System. You must use either 
the CBC TIMEPAC or the CN-FREE CBC TIMEPAC along with the 
SHEATH/RINSE. 



ADVIA 120 CBC TIMEPAC 



REF 

Product Number 

Symbol 

Contents 

Amount (mL) 

09826813 

T01-3620-52 


CBC TIMEPAC 


- 

T01-3625-01 

DEFOAMER 

DEFOAMER 

1 x 75 mL 

- 

TO 1-3627-01 

| RBC/W.T | 

RBC/PLT 

2 x 2700 mL 

- 

T01-3628-01 

| HGB | 

HGB 

2 x 1100 mL 

- 

T01-3629-01 

| BASO | 

BASO 

2 x 1100 mL 


ADVIA 120 CN-FREE CBC TIMEPAC 


REF 

Product Number 

Symbol 

Contents 

Amount (mL) 

08008297 

T01-3626-52 


CN-FREE CBC 
TIMEPAC 


- 

T01-3625-01 

DEFOAMER 

DEFOAMER 

1 x 75 mL 

- 

TO 1-3627-01 

| RBC/W.T | 

RBC/PLT 

2 x 2700 mL 

- 

T01-3629-01 

| BASO | 

BASO 

2 x 1100 mL 

- 

T01-4288-01 

| HOB | 

CN-FREE HGB 

2 x 1100 mL 
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ADVIA 120 SHEATH/RINSE 


REF 

Product Number 

Symbol 

Contents 

Amount (L) 

02337140 

TO1-3664-01 

SHEATH/KIMSE 

SHEATH/RINSE 

10 L 

01554628 

T01-3623-01 

1 SHEATHAUNSE 1 

SHEATH/RINSE 

20 L 


ADVIA 120 DEFOAMER 

(PN T01-3625-01) 1 x 75 mL 

ADVIA 120 DEFOAMER contains: 
Silicone emulsion, 100% 

Shake before use. 

For in vitro diagnostic use. 

ADVIA 120 RBC/PLT 

(PN TO 1-3 627-01) 2 x 2700 mL 

ADVIA 120 RBC/PLT contains: 

Sodium dodecyl sulfate, 0.035 mmol/L 
Disodium EDTA dihydrate, 4.03 mmol/L 
Tetrasodium EDTA dihydrate, 3.36 mmol/L 
Sodium chloride, 109.3 mmol/L 
Glutaraldehyde, 0.11% 

Buffer 

For in vitro diagnostic use. 
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ADVIA 120 HGB 

(PN T01-3628-01) 2 x 1100 mL 

ADVIA 120 HGB contains: 

Potassium cyanide, 23 mmol/T. 

Dimethyl laurylamine oxide, 2.0% 

HARMFUL! 

Harmful by inhalation, in contact with skin, and if 
swallowed. Avoid contact with skin and eyes. Wear 
suitable protective clothing and gloves. In case of accident, 
or if you feel unwell, seek medical advice immediately 
(show the label where possible). Do not empty into drains. 

For in vitro diagnostic use. 

ADVIA 120 BASO 

(PN T01-3629-01) 2 x 1100 mL 

ADVIA 120 BASO contains 
Hydrochloric acid, 9.00 mmol/T. 

Phthalic acid, 21.49 mmol/T. 

Preservative 

Surfactant 

For in vitro diagnostic use. 

ADVIA 120 CN-FREE HGB 

(PN T01-4288-01) 2 x 1100 mL 

ADVIA 120 CN-FREE HGB contains: 

Dimethyl laurylamine oxide, 2.0% 

For in vitro diagnostic use. 

ADVIA 120 SHEATH / RINSE 

(PN T01-3664-01) 1 x 10 L 

(PN TO 1-3 623-01) 1 x20L 
ADVIA 120 SHEATH/RINSE contains: 

Preservatives 

Buffers 

Surfactant 


X 

_ R20/21/22 

S24/25, S29, S36/37, S45 
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For in vitro diagnostic use. 


Storage and Stability 
Reagents 

When stored between 15°C and 30°C: 

• All unopened reagents are stable until the expiration date printed on the 
product label. 

• Opened containers of AD VIA 120 BASO reagent, AD VIA 120 HGB 
reagent, and DEFOAMER are stable for 90 days. 

• Opened containers of AD VIA 120 SHEATH/RINSE and AD VIA 120 
RBC/PLT reagent are stable for 45 days. 

Protect product from freezing. 

When stored at 2°C to 8°C, unopened AD VIA OPTIpoint (PN T03-3682-01), 

AD VIA SETpoint Calibrator (PN T03-3685-01), and AD VIA TESTpoint 
Hematology Controls (PN T03-3686-01, Low; T03-3687-01, Normal; and T03- 
3688-01, High, respectively) are stable until the last day of the month of the 
expiration date printed on the product label unless stated otherwise. 

After being opened, AD VIA OPTIpoint is stable for 7 days, AD VIA TESTpoint 
Hematology Controls are stable for 10 days, and the AD VIA SETpoint Calibrator 
is stable for 5 days, when stored closed in their original containers at 2°C to 8°C. 

Gain Adjustment 

The gain adjustment procedure is used to adjust the amplification signals in a 
channel to properly position the cell signatures within a cytogram. 

Calibration 

The system must be calibrated for all parameters except %RETIC. Siemens 
recommends the use of the AD VIA SETpoint Calibrator (PN T03-3685-01). 

Calibration procedure should be performed: 

• Upon installation of the system. 

• If there is a significant shift in control values after the replacement of a 
critical hardware component or reagent lot, after checking gains. 

• Anytime control results and/or moving averages are out of range and it has 
been verified that the out-of-control condition is instrument-related. 
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Sample Handling 


Sample Collection 

Collect whole blood in an evacuated blood collection tube containing EDTA as 
an anticoagulant. Blood samples should be refrigerated at a temperature between 
2°C to 8°C if they will not be analyzed within eight (8) hours of phlebotomy. If a 
specimen has been refrigerated, allow it to equilibrate slowly to room 
temperature (15°C to 30°C) before mixing. 

Sample Dilution 

Whole blood specimens whose parameter values exceed the analytical range may 
be diluted with autologous plasma or isotonic saline and reassayed. 

Sample Stability 

The effect of the aging of blood was studied over a 72-hour period on the 
AD VIA 120 Hematology System. 

Two whole-blood specimens drawn from 15 normal, apparently healthy donors 
were assayed shortly after phlebotomy and then again at intervals of 8, 24, 36, 

48, 56, and 72 hours. 

One of the whole-blood specimens from each pair was stored at room 
temperature while the corresponding specimen was stored at 2°C to 8°C in 
capped blood-collection tubes that contained EDTA as the anticoagulant. 

The results indicate that CBC parameters are stable within two (2) standard 
deviations (within run precision) of the initial recovery for the specified time 
interval. The stability of the calculated parameters is limited to the stability of the 
least stable primary parameter. 


Parameter 

Room Temperature 
Stability (hours) 

Refrigerated Temperature 
Stability (hours) 

WBC (10 3 /pL) 

36 

56 

RBC(10 6 /pL) 

48 

72 

HGB (g/dL) 

72 

72 

MCV (fL) 

8 

24 

CH(pg) 

36 

53 

CHCM (g/dL) 

8 

24 

RDW (%) 

72 

72 

HDW (g/dL) 

72 

72 

PLT (10 3 /pL) 

48 

48 

MPV (fL) 

8 

8 
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Materials Required but not Provided 

For the AD VIA 2120/2120i Hematology System, the other materials required to 
perform the AD VIA 2120/2120i CBC method are the various control materials, 
calibrators, AD VIA OPTIpoint, and other reagents or equipment specified in the 
"Methods Introduction" section. 

Procedure 

To run samples on your AD VIA 2120/2120i Hematology System, refer to the 
Daily Routine. 

Quality Control 

It is recommended that the system be controlled using AD VIA TESTpoint 
Hematology Controls. Please refer to page 5 for product descriptions. These 
controls are intended to be integrated into a clinical laboratory’s own quality 
control program and procedures. 

Control materials should be assayed: 

• At the beginning of each shift or at some other interval chosen by the 
laboratory. 

• After a reagent lot number change. 

• After replacement of any part or component of the analytical module that 
may affect analytical performance. 

As an option, laboratories may run a retained patient sample periodically to 
monitor performance trends. 

Results 

The AD VIA 2120/2120i Hematology System automatically performs all 
calculations necessary for obtaining final results. 

Through the use of flagging algorithms, laboratory personnel are alerted to 
suspected abnormal conditions. These conditions are indicated by the appropriate 
flag (such as *, +, and/or color highlighting). Whenever a flag is triggered, the 
user should review the results and take appropriate action. 
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Limitations of the Procedure 

The limitations of the procedure are as listed: 

1. Some irreversibly sickled cells that occur in cases of sickle cell anemia may 
not completely sphere in the system, resulting in an elevated RDW and 
therefore an underestimation of the MCV. Sickled cells may cause erroneous 
results in other RBC parameters. 

2. Very high WBC counts (>200 x 10 3 cells/pL) elevate the red blood cell 
count. 

3. Samples with cold agglutinins may falsely lower the red blood cell count. 

4. Samples with high WBC counts (>60 x 10 3 cells/pL), or platelet clumps, and 
neonatal samples may interfere with the hemoglobin determination. 

5. Samples with extreme lipemia, chylomicrons, or extremely high bilirubin 
might interfere with and elevate the hemoglobin results obtained from the 
hemoglobin method, including the MCHC. 

Since these interferences do not affect the cell-by-cell hemoglobin 
concentration values obtained from the RBC method, the CHCM values are 
unaffected. If the MCHC and CHCM differ by more than 1.9 g/dL, a 
"Comparison Error" system flag alerts the operator to this condition. 

6. Patient specimens with nucleated RBCs (particularly neonate specimens) 
may falsely elevate the WBC count. When manually correcting the WBC 
count for the presence of NRBCs, use the WBCB count. 

7. Samples from patients receiving total parenteral nutrition (TPN) including 
high lipid dosage may exhibit falsely elevated platelet counts. These samples 
can include lipid droplets that appear in the platelet counting region, thus 
elevating the platelet count. 

Expected Values 

The range of expected values can vary depending on age, sex, diet, and location. 

It is recommended that each laboratory establish its own range of expected 

values. 

The following range of expected values is based upon the duplicate assay of 60 

whole-blood specimens obtained from an adult population of assumed healthy 

individuals. 


Parameter 

Low Value 

High Value 

WBC (10 3 /pL) 

3.8 

8.6 

RBC (10 6 /pL) 

4.1 

6.0 

HGB (g/dL) 

10 

16 

HCT (%) 

33 

57 
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Parameter 

Low Value 

High Ve 

MCV (fL) 

76 

100 

MCH (pg) 

24 

31 

MCHC (g/dL) 

28 

34 

CH (pg) 

24 

35 

CHCM (g/dL) 

29 

34 

RDW (%) 

12 

15 

HDW (g/dL) 

1.9 

3.0 

PLT (10 3 /pL) 

140 

360 

MPV (fL) 

7 

9 


Performance Characteristics: Imprecision 

A total of 18 runs were performed using multiple samples. 

The following estimates of imprecision were obtained by taking 25 aspirations 
from each whole-blood sample. Each of the sample selectivity modes was tested 
by sampling from opened tubes, and with the manual and automated closed-tube 
samplers. 


Parameter 

Mean 

Standard Deviation 

CV (%) 

WBC (10 3 /pL) 

5.91 

0.16 

2.7 

RBC (10 6 /pL) 

4.82 

0.05 

1.0 

HGB (g/dL) 

13.3 

0.11 

0.8 

MCV (fL) 

81.0 

0.3 

0.4 

CH (pg) 

26.5 

0.05 

0.2 

CHCM (g/dL) 

30.6 

0.14 

0.5 

RDW (%) 

12.3 

0.07 

0.6 

HDW (g/dL) 

2.56 

0.02 

0.8 

PLT (10 3 /pL) 

256 

6.9 

2.7 

MPV (fL) 

8.1 

0.11 

1.4 


Performance Characteristics: Correlation Data 

The performance of the AD VIA 120 Hematology System was compared with the 
performance of the Technicon 11*3 RTC System (x) using whole blood from 60 
normal donors and 70 hospital donors with each sample run in duplicate (n = 
260). 
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The following Regression statistics were computed using a protocol similar to 
that recommended in the NCCLS document EP9-A, Method Comparison and 
Bias Estimation Using Patient Samples', Approved Guideline (1995). 


Parameter 

Comparative System 
or Method 

Regression 
Equation (y=) 

r 

Sy.x 

WBC (10 3 /pL) 

Technicon H«3 

RTC 

1.06x - 0.74 

0.997 

1.42 

RBC (10 6 /pL) 

Technicon H«3 

RTC 

0.98x + 0.11 

0.997 

0.07 

HGB (g/dL) 

Technicon H«3 

RTC 

l.Olx-O.2 

0.997 

0.2 

MCV (fL) 

Technicon H«3 

RTC 

0.90x + 9.6 

0.994 

1.1 

CH(pg) 

Technicon H«3 

RTC 

1.00x4- 1.2 

0.990 

0.6 

CHCM (g/dL) 

Technicon H«3 

RTC 

1.17X-6.5 

0.974 

0.5 

RDW (%) 

Technicon H«3 

RTC 

0.86x4-1.3 

0.980 

0.6 

HDW (g/dL) 

Technicon H«3 

RTC 

0.98x4-0.06 

0.959 

0.13 

PLT(107pL) 

Technicon H«3 

RTC 

1.08x - 2.0 

0.991 

27 

MPV (fL) 

Technicon H«3 

RTC 

0.76x4-0.9 

0.925 

0.4 


x = Technicon H«3 RTC system 
y = AD VIA 120 Hematology system 

Performance Characteristics: Carryover 

Sample carryover for the AD VIA 120 Hematology System was measured for 
WBC, RBC, HGB, and PLT. The performance specification for carryover is < 
1% for all parameters. 

Carryover was evaluated on the AD VIA 120 Hematology System by the 
aspiration of a high pool prepared for linearity testing, followed by 3 aspirations 
of cell-free plasma. Percent carryover was calculated as: 

% Carryover = [(Li - L 3 ) / H] x 100 

Li = the count for the first aspiration of cell-free plasma 

L 3 = the count for the third aspiration of cell-free plasma 

H = the count from the high pool 
The following results were obtained: 

Parameter Observed Carryover 

WBC 0.4% 

RBC 0.2% 

HGB 0.2% 
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PLT 


0 . 1 % 


Performance Characteristics: Analytical Range 

The analytical range for the AD VIA 2120/2120i Hematology System was 
established by making serial dilutions of samples specially prepared to have high 
analyte values. Multiple assays of the specially prepared pools were performed 


on the system. 



Parameter 

Range Evaluated 

Maximum Observed 
Deviation 

WBC (10 3 /pL) 

0.02 to 21.83 

0.46 x 10 3 /pL 


20.48 to 409.55 

4.1% 

RBC (10 6 /pL) 

0.0 to 2.65 

0.03 x 10 6 /pL 


2.65 to 6.76 

1 .1% 

HGB (g/dL) 

0.0 to 8.6 

0.2 g/dL 


8.6 to 22.5 

2.5% 

PLT(107pL) 

5 to 208 

10 x 10 3 /pL 


205 to 3983 

4.9% 
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CSF Method 


Intended Use 

The AD VIA 2120/2120i Hematology Cerebrospinal Fluid (CSF) assay is 
intended for in vitro diagnostic use in the quantitative determination of blood 
cells in cerebrospinal fluid (CSF) specimens. The CSF assay provides leukocyte 
(CSF WBC) and erythrocyte (CSF RBC) counts as well as absolute and 
percentage counts for the CSF WBC differential. To arrive at a diagnosis and a 
course of treatment, results from the CSF assay should be used in conjunction 
with other diagnostic information and the attending health-care professional’s 
evaluation of the patient’s condition. 

Principles of the Procedure 

Hematological analysis of CSF specimens has historically been performed in 
laboratories using manual cell counting and differentiation methods. Blood cells 
in normal CSF samples are usually present in very low numbers. The WBC count 
can provide important clinical information for the differential diagnosis of 
various cerebral diseases. The WBC count in CSF is used in the diagnosis of 
bacterial meningitis, differential diagnosis of viral and fungal meningitis, 
encephalitis, neurological disorders, the diagnosis of leukemias with CSF 
involvement, and for monitoring patient therapy for leukemias and lymphomas. 
An elevated WBC count with increased proportions of polymorphonuclear cells 
is usually an indication of bacterial meningitis. In viral meningoencephalitis, the 
cell counts may be lower with a predominance of mononuclear cells. An 
unusually elevated RBC count can be an indication of cerebral hemorrhage or a 
traumatic spinal tap. 

The AD VIA 120 CSF assay provides a rapid, automated analysis of CSF samples 
by counting and distinguishing certain cell types. When using the ADVIA 120 
CSF assay, the CSF sample is mixed with ADVIA 120 CSF reagent, which 
spheres and fixes the cells. After a minimum 4-minute to 4-hour incubation 
period, the prepared sample is then aspirated directly into the ADVIA 120 
system. The cells are then detected and enumerated based on light scatter and 
absorbance measurements using the ADVIA 120 laser optics. A scatter versus 
scatter and scatter versus absorbance cytogram is displayed with the thresholds 
and results automatically calculated for each sample. Reportable parameters are 
WBC and RBC counts along with absolute and percentage counts for neutrophils, 
lymphocytes, monocytes, polymorphonuclear (PMN), and mononuclear (MN) 
cells. A research-use-only eosinophil count is also given. 
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Reagent 


REF 

04274197 


ADVIA 120 CSF Reagent 

Product Number Symbol 

TO1-4610-01 

TO1-4611-01 


CSF REAGENT 


CSF REAGENT 


Contents Amount (mL) 

CSF Reagent 1x8 mL 

CSF Reagent 8 mL 


ADVIA 120 CSF Reagent contains a sphering agent and fixatives in a buffered 
aqueous solution. The ADVIA 120 CSF Reagent (PN TO 1-4610-01) contains one 
8 mL bottle with sufficient reagent to analyze 25 samples or controls. 

ADVIA 120 CSF Reagent contains: 

Formaldehyde, 2% (Wt) 

Glutaraldehyde, 0.28 % (Wt) 

Buffer 

Surfactants 

HARMFUL! IRRITANT! 

Contains 2% (Wt) formaldehyde. Limited evidence of a carcinogenic 


X 

R40, R43 
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S36/37 effect. May cause sensitization by skin contact. Wear suitable protective 
clothing and gloves. 

For in vitro diagnostic use. 

Storage and Stability 
Reagents 

When stored between 18°C and 30°C: 

• All unopened reagents are stable until the expiration date printed on the 
product label. DO NOT FREEZE. 

• Opened containers of AD VIA 120 CSF reagent are stable for one month. 

• The product should be clear, colorless, and free of visible particulate matter. 
Do not use if product is cloudy, discolored, or contains visible matter. 

Controls 

When stored between 2°C and 8°C: 

• When stored as directed, unopened controls are stable through the expiration 
date printed on the product label. DO NOT FREEZE. 

• Opened containers are stable for 10 days. 

Gain Adjustment 

The gain adjustment procedure is used to adjust the amplification signals in a 
channel to properly position the cell signatures within a cytogram. There are no 
CSF-specific gain adjustments required. 

Calibration 

Calibration is not required for the CSF Assay. Accurate cell counts are derived 
through correct RBC gain adjustment. 

Sample Handling 

Sample Dilution 

Samples may be diluted up to 1:10 [1 part sample and 9 parts phosphate buffered 
saline (PBS) or normal saline] before preparation with CSF reagent. Sample 

Sample Stability 

CSF patient samples are not stable and should be assayed as soon as possible 
after collection. Siemens recommends that CSF patient samples be prepared with 
CSF reagent within one hour after collection. Once prepared with CSF reagent, 
the prepared sample is stable between 4 minutes and 4 hours when stored at 
18°C - 30°C. 
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Prepared CSF patient samples and prepared AD VIA 120 TESTpoint CSF 
controls contain 1% and 1.5% formaldehyde, respectively. These should be 
disposed of according to local environmental regulations. 

Sample and Control Preparation 

Use the following procedure to prepare CSF samples or control products for 
analysis on the AD VIA 2120/2120i Hematology System. 

NOTE: The CSF Assay requires a CSF sample volume of 
300 pL. Reserve sufficient sample volume for slide preparation or additional 
analysis if necessary. Samples with high RBC counts may require dilution prior 
to preparation with CSF Reagent. Phosphate buffered saline (PBS) is the 
preferred diluent for these samples, although normal saline may be also used. 
Samples diluted in normal saline should be prepared with CSF reagent 
immediately after dilution and will require a longer incubation period than 
undiluted samples or samples diluted in PBS. 

1. Add 300 pL of thoroughly mixed CSF sample (patient or control) to 300 pL 
of CSF Reagent in a labeled glass or plastic test tube. 

2. Cap and mix the prepared sample by gently inverting it 5-10 times or 
vortexing for 5 seconds. Care should be taken to avoid foaming. 

3. Incubate it at room temperature for at least 4 minutes. Samples should be 
assayed within 4 hours of preparation. 

4. After preparing the sample, replace the reagent cap and return any quality 
control materials to refrigerated storage. 

5. After appropriate incubation, mix the sample again by inverting it 5-10 times 
or vortexing it for 5 seconds immediately before aspirating on the AD VIA 

2120/2120i Hematology System. Cells in prepared CSF samples will settle 
quickly due to low viscosity. 

Materials Required but not Provided 

For the AD VIA 2120/2120i Hematology System, the other materials required to 
perform the AD VIA 120 CSF method are the various control materials, 
calibrators, AD VIA OPTIpoint, and other reagents or equipment specified in the 
"Methods Introduction" section. 

Procedure for Running CSF Samples 

To run CSF samples on your AD VIA 120 Hematology System, perform the 
following procedure: 

1. If the Standby indicator is lit, press the Standby button to put the system into 
Ready to Run mode. 
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2. Using the Order Entry tab, create a workorder for each CSF sample 
preparation to be analyzed. Include sample physical characteristics in the 
Ocom field and, if necessary, the dilution factor in the Dil field. Enter CSF as 
the sample type and select the Tab key in order to see the correct menu of 
tests. 

3. At the Routine Operations menu, select the Manual Sample ID tab. 

4. Select the Cerebrospinal Fluid button. 

5. Select Initialize to wash the pathways and obtain a flow cell background 
count. After the system has completed the initialization cycle and the sample 
aspiration light is green, verify that background counts in the flow cell 
pathway are within acceptable limits. If background counts are not 
acceptable, perform one aspiration of a 25% bleach solution once, followed 
by two aspirations of distilled water or saline. The recommended values for 
these limits are: 


CSF R Count = 0 
CSF PHAWBC = 0 


CSF PHA Total <=10 

If background counts are not acceptable, perform one aspiration of a 25% 
bleach solution once, followed by two aspirations of distilled water or saline. 

NOTE: The CSF Wash cycle rinses the sample pathways without performing 
a background count. The CSF Refresh cycle refreshes the flow cell 
background count without rinsing the sample pathways. The background 
counts are stored in the startup log. 

6. Select Primer as the Sample Type and select OK. Aspirate a saline primer to 
verify that background counts in the sample pathway are within acceptable 
limits. Make sure that Primer displays on the status line before aspiration. 

7. If background counts are acceptable, proceed to step 8. If not, perform one 
aspiration of a 25% bleach solution followed by three aspirations of distilled 
water or saline, and repeat steps 5 and 6. 

8. Select the correct sample type and then enter the sample or control 
information in the Manual Sample ID box or scan the barcode on the sample 
tube. Do not use sample barcode labels with selectivities encoded in them to 
enter sample identifications. 



CAUTION: Make sure the correct sample ID and sample 
type appears on the status line before aspirating a sample 
using the manual open-tube sampler. 


9. After appropriate incubation, mix the sample again, either by inverting it 5- 
10 times or by vortexing it for 5 seconds immediately before aspiration on 
the AD VIA 120 Hematology System. Cells in prepared CSF samples will 
settle quickly due to low viscosity. 


10. Aspirate the sample. 
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a. Position tube so that the sample probe is immersed into the well-mixed 
sample. The sample probe should not contact test tube surface, which 
could block the free flow of sample into the probe. 

b. Press the aspirate plate. The sampling light flashes during aspiration. 
Complete sample aspiration takes approximately 6 seconds and will 
consume almost the entire prepared sample. Do not remove sample 
until sampling light has stopped flashing. There is no Probe Clog 
message to indicate incomplete sample aspiration in the CSF mode. 
Carefully observe the sample during aspiration to ensure that the 
sample probe is below the surface of the sample during the entire 
aspiration. 

c. When the sampling light stops flashing, remove the tube. 

11. When the analysis of all CSF samples is complete and you would like to 
return to whole-blood operation, select Exit. The system automatically 
returns to the Whole Blood Manual Sample ID window. 

When you exit CSF operation after running at least one sample or any cycle, 
the system asks if you are sure you want to exit. Select OK to leave the 
Cerebrospinal Fluid (CSF) window. Select Cancel to keep using the CSF 
features. 

NOTE: If any samples were processed or cycles run in the CSF mode, the 
system will perform a hydraulic exit cycle. If no samples or cycles were run 
in CSF mode, the system simply exits CSF mode. 

Q Tip 

If a system left in CSF mode has made the transition to Standby and you want to 
exit CSF mode to run whole-blood samples, switch to whole-blood operation 
before exiting standby. This will reduce unnecessary reagent use. 

Quality Control 

Quality control of the CSF Assay is performed using AD VIA 120 TESTpoint 
CSF Controls containing one each of Level 1 and Level 2 controls. These 
controls are intended to be integrated into a clinical laboratory’s own quality 
control program and procedures. Follow the package insert instructions for 
assaying the control products. 


REF 

Product Number 

Symbol 

Contents 

Amount (mL) 

00872863 

T03-4485-01 


CSF Controls 

2x3 mL 

- 

T03-4486-01 

CONTROL CSF 1 

Control Level 1 

3 mL 

- 

T03-4487-01 

CONTROL | CSF 12 | 

Control Level 2 

3 mL 


Control materials should be assayed: 


• At the beginning of each shift or at some other interval chosen by the 
laboratory. 

• After a reagent lot number change. 
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• After replacement of any part or component of the analytical module that 
may affect analytical performance. 

NOTE: Moving Average calculations are not available for CSF results. 

Results 

The system automatically performs all calculations necessary for obtaining 
results for undiluted samples (samples prepared 1:1 with CSF reagent) and 
displays them on the Run Screen. 

AD VIA 2120/2120i results should be reviewed for conditions listed in the 
Limitations of the Procedure. If a sample displays any of the listed conditions, 
the results should be confirmed. 

The results of samples that have been diluted with PBS or normal saline prior to 
preparation with CSF reagent must be corrected for the dilution factor. If a 
sample is diluted, the absolute counts should be multiplied by the dilution factor. 
Enter the dilution factor in the Dil. field of the Order Entry tab when creating the 
workorder. The results displayed in the Review \ Edit tab and printed on the final 
patient report will be automatically corrected by the entered dilution factor. For 
example, if a sample is diluted 1:5 (1 part sample and 4 parts normal saline or 
PBS), the absolute counts will be multiplied by 5. The differential percentages 
are not affected by dilution, and will not be multiplied by the dilution factor 
when correcting on the Review \ Edit tab. Results on the Run Screen are not 
corrected for the dilution factor. 

The Laser Power Low (PL) system flag is enabled for CSF analysis. 

High/Low flagging is provided for all CSF parameters through range definitions 
set in the Data Manager. 

Limitations of the Procedure 

The limitations of the procedure are as listed: 

1. CSF WBC percent differential results for samples with WBC counts less than 
20 cells/pL should be confirmed using an alternate method. 

2. The ADVIA 120 CSF Assay can accurately analyze samples with up to 1500 
RBC/pL. Samples that are suspected of containing greater than 1500 
RBC/pL may be diluted up to 1:10 with PBS. 

3. The ADVIA 2120/2120i Hematology System provides no morphology 
flagging to indicate the presence of abnormal cells in the CSF Assay. Only 
High / Low flagging and the Laser Power Low system flag are enabled for 
the CSF Assay. 

4. Improper sample handling or failure to review CSF cytograms for possible 
interferences/analysis artifacts may produce erroneous results. Examples of 
improper sample handling include, but are not limited to: 

♦ Inadequate mixing of CSF patient sample or prepared sample before 
aspiration on the ADVIA 120 
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♦ Incomplete sample aspiration on the AD VIA 120 

♦ Incomplete incubation time 

• Samples with total protein content 500 - 1000 mg/dL should be analyzed 
within 1 hour after preparation with CSF reagent. Increased protein 
concentrations may cause precipitation of cells and proteins in the prepared 
sample. 

• The AD VIA 120 CSF RBC count provides no information to distinguish 
between elevated CSF RBC counts due to cerebral hemorrhage or traumatic 
spinal tap. 

Interfering Substances 

• Samples containing oily or fatty contaminants may interfere with the AD VIA 
120 cell counts. Avoid oily contaminants, such as silicon used to lubricate 
the stoppers of blood collection tubes. 

• RBC coincidence events in samples with RBC counts greater than 1500 
cells/pL may cause falsely elevated CSF WBC counts and incorrect CSF 
WBC differentials. Such a sample should be diluted to acceptable RBC limits 
in PBS before preparation with CSF Reagent and reanalyzed. 

• RBCs in samples that have been diluted with normal saline before 
preparation with CSF reagent require a longer incubation period to sphere the 
RBCs in the sample. The preferred diluent for CSF samples is PBS. Samples 
diluted with normal saline must be prepared with CSF reagent immediately 
after dilution and must be incubated for 10 minutes in order to allow 
complete RBC sphering. 

• Samples containing microcytic and/or hypochromic RBC populations may 
falsely decrease the CSF RBC count. 

• Samples containing RBC populations that fail to sphere completely may give 
falsely elevated CSF WBC counts and incorrect CSF WBC Differentials. 

• Budding yeast form s may overlay both CSF RBC and CSF WBC counting 
areas, falsely elevating CSF RBC and WBC counts. 

Expected Values 

The range of expected values for the CSF Assay can vary depending on patient 
age or other patient characteristics. It is recommended that each laboratory 
establish its own range of expected values based on their patient population. The 
following range of expected values is based on AD VIA 120 results from 52 CSF 
specimens that were determined to be normal by manual methods. 

Expected 

Parameter Value 

WBC (cells/pL) 0-10 

MN (cells/pL) 0-10 
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Parameter 


Expected 

Value 


PMN (cells/pL) 0-4 

Performance Characteristics: Precision 

Within run precision on the AD VIA 120 CSF Assay was evaluated by 
performing replicate aspirations of 16 CSF patient samples with adequate 
volume. Volume permitting, CSF samples were aspirated 2-10 times. Results 
from the 16 samples were pooled giving a total sample size of n=65. 

Precision of CSF WBC Counts (n=65) 


Parameter 

Mean 

SD 

cv 

WBC 

44.6 

5.0 

11.2 

Precision of CSF 

RBC Counts (n=65) 

Parameter 

Mean 

SD 

CV 

RBC 

12.9 

4.1 

31.7 

Precision of CSF 

WBC Differential (n : 

Parameter 

Mean SD 

CV 

% Neut 

12.5 

3.2 

25.5 

% Lymph 

74.9 

5.1 

6.9 

% Mono 

8.3 

3.2 

39.3 

% MN 

83.2 

3.6 

4.3 

% PMN 

16.8 

3.6 

21.2 

# Neut 

4.8 

1.1 

23.6 

# Lymph 

33.8 

4.0 

11.7 

# Mono 

4.1 

1.2 

30.1 

# MN 

37.9 

4.7 

12.4 

# PMN 

6.6 

2.0 

29.9 
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Performance Characteristics: Accuracy 

The accuracy of the CSF WBC count was evaluated by comparing manual counts 
from 90 samples to counts from the ADVIA 120 Hematology System. Accuracy 
statistics are found in the tables below. 

CSF WBC Count 

The accuracy of the CSF WBC count was evaluated by comparing manual counts 
from 90 samples to counts from the ADVIA 120 Hematology System. Accuracy 
statistics are found in the table below. 

Manual ADVIA 120 

R Slope Intercept Syx Mean Mean Bias 

0.981 1.38 2 14 20 30 10 

CSF RBC Count 

The accuracy of the CSF RBC count was evaluated by comparing manual counts 
from 78 CSF patient samples to counts from the ADVIA 120 Hematology 
System. Accuracy statistics are found in the table below. 

Manual ADVIA 120 

R Slope Intercept Syx Mean Mean Bias 

0.989 1.18 -19 481 551 628 77 

Absolute CSF WBC Differential 

The accuracy of the CSF absolute WBC differential was evaluated by comparing 
manual counts from 50 CSF patient samples to counts from the ADVIA 120 
Hematology System. Accuracy statistics are found in the table below. 


Parameter 

R 

Slope 

Intercept 

Syx 

Manual 

Mean 

ADVIA 120 
Mean 

Bias 

# MN 

0.896 

1.07 

4 

8 

9 

14 

5 

# PMN 

0.973 

1.24 

0 

11 

10 

12 

2 

# Neut 

0.971 

1.22 

0 

11 

10 

12 

2 

# Lymph 

0.859 

0.88 

4 

7 

10 

8 

-2 

# Mono 

0.849 

1.69 

1 

4 

1 

4 

3 


CSF WBC Differential Relative Percentages 

The accuracy of the CSF WBC Differential relative percentages was evaluated 
by comparing manual counts from 50 CSF patient samples to counts from the 
ADVIA 120 Hematology System. The WBC differential relative percentages 
were analyzed by paired t-test and Riimke analysis as recommended in CLSI 
Document M29-A3. The results below give a p-value for the paired t-test and the 
percentage of results falling within the binomial limits. 
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Parameter 

Manual 

Mean 

ADVIA120 

Mean 

t-test 

p-value 

% Within 
Binomial Limit 

% MN 

72.7 

72.2 

0.992 

100% 

% PMN 

26.9 

25.6 

0.800 

100% 

% Neut 

26.6 

22.3 

0.383 

98% 

% Lymph 

63.2 

54.6 

0.088 

96% 

% Mono 

9.5 

17.6 

0.15 

96% 


Performance Characteristics: Carryover 

Because of the low number of cells counted in CSF analysis, the AD VIA 120 
hydraulic cycles were designed to eliminate carryover when assaying CSF 
samples. Prior to assaying each CSF sample, the ADVIA120 rin s es all reagent 
and sample pathways in preparation for the next sample. Carryover for the CSF 
Assay was evaluated by measuring multiple assays of a highly cellular sample 
followed by a low cellular sample. The observed carryover was less than 1%, 
where carryover is expressed as the average percentage of the high level sample 
that is lost to the trailing low level sample. 

Performance Characteristics: Analytical Range 

The analytical range for CSF WBC and RBC counts was established by making 
serial dilutions of samples prepared to have low analyte values. The dilution 
studies show that the CSF WBC count is accurate to 5 cells/pL over the range 
0-50 cells/pL and accurate to 10% over the range 50-5,000 cells/pL. The CSF 
RBC count is accurate to 5 cells/pL over the range 0-50 cells/pL and accurate to 
10% over the range 50-2880 cells/pL. The results from the study are found in the 
tables below. 


0 . 00 % 

0.05% 

0 . 1 % 

0 . 2 % 

1 . 0 % 

10 . 0 % 

100% (reference level) 


Expected 
WBC 

0 

2 3 

5 5 


10 

10 

53 

50 

514 

501 

5009 

5009 


Absolute % 

Deviation Deviation 

0 

-1 

0 

0 

3 

13 3 

0 0 


CSF WBC Low Level Linearity 

Pool Observed 

(% of reference level) WBC 

0 
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CSF RBC Low Level Linearity 


Pool 

Observed 

Expected 

Absolute 

% 

(% of reference level) 

RBC 

RBC 

Deviation 

Deviation 

0.00% 

0 

0 

0 


0.05% 

2 

1 

1 


0.1% 

4 

3 

1 


0.2% 

9 

6 

3 


1.0% 

34 

29 

5 


10.0% 

308 

288 

20 

7 

100% (reference level) 

2880 

2880 

0 

0 

NOTE: Although RBC linearity has been demonstrated up to 2880 RBC/pL, 
samples with greater than 1500 RBC/pL should be diluted to ensure the accuracy 


of the white count. 
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WBC DIFF Method 


Intended Use 

The ADVIA 2120/2120i Hematology System White Blood Cell Differential 
(wbc diff) methods, consisting of both the Peroxidase method and the 
Basophil/Lobularity method, are intended to quantitatively measure the following 
WBC hematological parameters: 

Neutrophils: percentage of WBC (%NEUT) and absolute count (#NEUT) 

Lymphocytes: percentage of WBC (%LYMPH) and absolute count (#LYMPH) 

Monocytes: percentage of WBC (%MONO) and absolute count (#MONO) 

Eosinophils: percentage of WBC (%EOS) and absolute count (#EOS) 

Large Unstained Cells: percentage of WBC (%LUC) and absolute count 
(#LUC) 

Basophils: percentage of WBC (%BASO) and absolute count (#BASO) 

Principles of the Procedure 
Peroxidase Method 

The peroxidase method was developed by Cremins, Kim, Malin, and Sclafani, 
based on the principles of differential cellular staining outlined by Ansley and 
Omstein. According to these principles, leukocytes are classified by the 
characteristic properties exhibited by cell-specific constituents when the cells are 
treated with cytochemical stains. The enzyme peroxidase is present and active in 
several leukocyte types. In the presence of hydrogen peroxide and an appropriate 
electron acceptor chromogen, peroxidase develops a darkly colored material 
which precipitates in the cells. Normal neutrophils and eosinophils possess 
significant levels of peroxidase activity, with enzyme activity corresponding to 
cell maturation. 

The monocytes were demonstrated to contain lower amounts of peroxidase, 
which made it possible to define them as a cell population with relatively large 
light-scatter signals and absorption signals that extend from the unstained cells 
up to, and partly overlapping, the most weakly-stained neutrophils. 

The lymphocyte population analyzed with the Peroxidase Method contains both 
lymphocytes and basophils. The basophil count (obtained from the 
Basophil/Lobularity method) is subtracted from the lymphocyte population to 
obtain the lymphocyte count. 

The peroxidase cytochemical reaction consists of 2 steps. In the first step, EDTA 
anticoagulated whole-blood sample is diluted with ADVIA 120 PEROX 1 
reagent. Surfactants and thermal stress cause lysis of the red blood cells. 
Formaldehyde in ADVIA 120 PEROX 1 reagent fixes the white blood cells. 
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During the second step, AD VIA 120 PEROX 2 reagent and AD VIA 120 PEROX 
3 reagent are added to the peroxidase reaction chamber. The 4-chloro-l-naphthol 
in AD VIA 120 PEROX 2 reagent and the hydrogen peroxide in AD VIA 120 
PEROX 3 reagent stain the sites of peroxidase activity in the granules of 
neutrophils, eosinophils, and monocytes. Lymphocytes, basophils, and large 
unstained cells contain no granules with peroxidase enzyme activity. 

A constant volume of the cell suspension from the Perox reaction chamber passes 
through the flowcell. The two fluids flow as independent, concentric streams (no 
mixing), with the AD VIA 120 PEROX SHEATH stream encasing the sample 
stream. The absorbance and the forward light-scattering signatures of each blood 
cell are measured. The optical signals are converted to electrical pulses by 
photodiodes. After processing, the information is displayed in two histograms. 
The Perox Y histogram contains the forward-scattering data (cell size). The 
Perox X histogram contains the absoiption data (peroxidase staining). The two 
histograms are combined to form the Perox cytogram from which cells are 
identified and counted. 
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Basophil / Lobularity Method 

The Basophil/Lobularity method was developed by Cremins and Orlik to provide 
both accurate basophil counts and a measure of cellular lobularity. 

This method provides precise, accurate, and rapid recognition of basophils. 
Cremins and Orlik discovered that basophils are particularly resistant to lysis by 
a combination of acid and surfactant. 

When the EDTA anticoagulated whole blood sample is mixed with AD VIA 120 
BASO reagent, the red blood cells are hemolyzed and the cytoplasm is stripped 
from all white cells except basophils. The sample is then analyzed by two-angle 
laser light scattering detection using a laser diode. The white cells are classified 
into three categories: basophils, mononuclear (MN) cells, and 
polymorphonuclear (PMN) cells. 
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Reagents 

The following ready-to-use reagents are required to perform the DIFF methods 
and maintain the AD VIA 2120/2120i Hematology System: 

DIFF TIMEPAC 


REF 

Product Number 

Symbol 

Contents 

Amount (mL) 

00739500 

T01-3621-52 


DIFF TIMEPAC 


- 

T01-3630-01 

PEROX|1 

PEROX 1 

2 x 650 mL 

- 

T01-3631-01 

PEROX 12 

PEROX 2 

2 x 305 mL 

- 

T01-3632-01 

PEROX|3 

PEROX 3 

2 x 585 mL 

- 

T01-3633-01 

PEROX | SHEATH 

PEROX SHEATH 

2 x 2725 mL 


ADVIA 120 BASO 



REF 

Product Number 

Symbol 

Contents 

Amount (mL) 

- 

T01-3629-01 

| BASO | 

BASO 

2 x 1100 mL 


ADVIA 120 SHEATH/RINSE 



REF 

Product Number 

Symbol 

Contents 

Amount (L) 

02337140 

TO1-3664-01 

SHEATH/KMSE 

SHEATH/RINSE 

10 L 

01554628 

T01-3623-01 

SMEATHdRINSE 

SHEATH/RINSE 

20 L 


ADVIA 120 PEROX 1 

(Prod. No. T01-3630-01) 2 x 650 mL 

ADVIA 120 PEROX 1 contains: 
Sodium dodecyl sulfate, 0.36 mmol/L 
Sorbitol, 620 mmol/L 
Sodium chloride, 8.35 mmoFL 
Formaldehyde, 5.7% 

BRIJ-35, 0.100 mmol/L 
Buffer 
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X 


HARMFUL! 


R20/21/22, R36/37/38, R40, R43 
S26, S36/37, S45, S51 


Contains formaldehyde. Potential cancer hazard. Harmful by inhalation, 
in contact with skin, and if swallowed. Irritating to eyes, respiratory 
system, and skin. Possible risk of irreversible effects. May cause 
sensitization by skin contact. In case of contact with eyes, rin s e 
immediately with plenty of water and seek medical advice. Wear suitable 
protective clothing and gloves. In case of accident, or if you feel unwell, 
seek medical advice immediately (show label where possible). Use only 
in well-ventilated areas. 


For in vitro diagnostic use. 

ADVIA 120 PEROX2 

(PN T01-3631-01) 2 x 305 mL 

ADVIA 120 PEROX 2 contains: 
4-Chloro-l-naphthol, 44.8 mmol/L 
Diethylene glycol, 99.2% 

For in vitro diagnostic use. 


ADVIA 120 PEROX 3 

(PN T01-3632-01) 2 x 585 mL 

ADVIA 120 PEROX 3 contains: 
Stabilizer 

Hydrogen peroxide, 0.3% 

For in vitro diagnostic use. 


REF 

03624240 


ADVIA 120 PEROX SHEATH 

(PN T01-3633-01) 2 x 2725 mL 

ADVIA 120 PEROX SHEATH contains: 


Propylene glycol, 4.06 mol/L 
Surfactant 

For in vitro diagnostic use. 

PEROX SHEATH is also available separately. 

Product Number Symbol Contents 


T01-3633-54 


PEROX SHEATH 


PEROX SHEATH 


Amount (mL) 

4 x 2725 mL 
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Storage and Stability 


Reagents 

When stored between 15°C and 30°C: 

• All unopened reagents are stable until the expiration date printed on the 
product label. 

• Opened containers of the AD VIA 120 BASO, AD VIA 120 PEROX 1, 

AD VIA 120 PEROX 2, AD VIA 120 PEROX 3, and AD VIA 120 PEROX 
SHEATH reagents are stable for 90 days. 

Calibrators and Controls 

Protect product from freezing. 

When stored at 2°C to 8°C, unopened AD VIA OPTIpoint (Prod. No. T03-3682- 
01), AD VIA SETpoint Calibrator (PN T03-3685-01), and AD VIA TESTpoint 
Hematology Controls (PN T03-3686-01, Low; T03-3687-01, Normal; and T03- 
3688-01, High, respectively) are stable until the last day of the month of the 
expiration date printed on the product label unless stated otherwise. 

After being opened, AD VIA OPTIpoint is stable for 7 days, AD VIA TESTpoint 
Hematology Controls are stable for 10 days, and the AD VIA SETpoint Calibrator 
is stable for 5 days, when stored closed in their original containers at 
2°C to 8°C. 

Gain Adjustment 

The gain adjustment procedure is used to adjust the amplification signals in a 
channel to properly position the cell signatures within a cytogram. 

Calibration 

The system must be calibrated for all parameters except %RETIC. Siemens 
recommends the use of AD VIA SETpoint Calibrator (Prod. No. T03-3685-01). 
Please refer to page 5 for product descriptions. 

Calibration procedure should be performed: 

• Upon installation of the system. 

• If there is a significant shift in control values after the replacement of a 
critical hardware component or reagent lot, after checking gains. 

• Anytime control results and/or moving averages are out of range and it has 
been verified that the out-of-control condition is instrument-related. 
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Sample Handling 
Sample Collection 

Collect whole blood in an evacuated blood collection tube containing EDTA as 
an anticoagulant. Blood samples should be refrigerated at a temperature from 2°C 
to 8°C, if they will not be analyzed within eight (8) hours of phlebotomy. If a 
specimen has been refrigerated, allow it to equilibrate slowly to room 
temperature (15°C to 30°C) before analysis. 

Sample Dilution 

Whole-blood specimens with values exceeding the analytical range may be 
diluted with autologous plasma or isotonic saline and reassayed. 

Sample Stability 

The effect of the aging of blood was studied over a 72 hour period on the AD VIA 
120 Hematology System. 

Two whole-blood specimens drawn from 15 normal, apparently healthy donors 
were assayed shortly after phlebotomy and then again at intervals of 8, 24, 36, 

48, 56, and 72 hours. 

One of the whole-blood specimens from each pair was stored at room 
temperature while the corresponding specimen was stored at 2°C to 8°C in 
capped blood collection tubes that contained EDTA as the anticoagulant. 

The results indicate that WBC DIFF parameters are stable within 2 standard 


deviations (within run precision) of the 
interval. 

initial recovery for the specified time 

Parameter 

Room Temperature 
Stability (hours) 

Refrigerated Temperature 

Stability (hours) 

%NEUT 

36 

72 

%LYMPH 

36 

72 

%MONO 

72 

72 

%EOS 

8 

72 

%BASO 

72 

56 

%LUC 

72 

72 


Materials Required but not Provided 

For the AD VIA 2120/2120i Hematology System, the other materials required to 
perform the AD VIA 120 WBC DIFF method are the various control materials, 
calibrators, AD VIA OPTIpoint, and other reagents or equipment specified in the 
"Methods Introduction" section. 
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Procedure 


To run samples on your AD VIA 2120/2120i Hematology system, refer to the 
Daily Routine. 

Quality Control 

It is recommended that the system be controlled using AD VIA TESTpoint 
Hematology Controls. Please refer to page 9-5 for product descriptions. These 
controls are intended to be integrated into a clinical laboratory’s own quality 
control program and procedures. 

Control materials should be assayed: 

• At the beginning of each shift or at some other interval chosen by the 
laboratory. 

• After a reagent lot number change. 

• After replacement of any part or component of the analytical module that 
may affect analytical performance. 

As an option, laboratories may run a retained patient sample periodically to 
monitor performance trends. 

Results 

The system automatically performs all calculations necessary for obtaining final 
results. 

Through the use of complex flagging algorithms, laboratory personnel are alerted 
to suspected abnormal conditions. These conditions are indicated by the 
appropriate flag (such as *, +, and/or color highlighting). Whenever flags occur, 
the user should review the results and take appropriate action. 

Limitations of the Procedure 

The limitations of the procedure are as listed: 

1. Certain abnormal specimens such as those from hemodialysis patients, 
patient specimens with nucleated RBCs (particularly neonates), as well as 
specimens exhibiting platelet clumping or incomplete lysis of RBCs, may 
interfere with white cell differential. 

2. Circulating micromegakaryocytes may be counted as white blood cells. 

3. Incomplete RBC lysis in the Peroxidase channel may be observed in 
specimens with elevated serum urea nitrogen (BUN > 75 mg/dL). 

4. Interference with the performance of the Peroxidase channel may be noted in 
specimens obtained from patients with inherited or acquired deficiency of the 
myeloperoxidase enzyme. Such deficiency has been observed in 
approximately 0.5% of laboratory specimens. 
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5. In certain abnormal specimens (specifically lymphoid disorders and 
leukemias), erroneously elevated basophil counts may be observed. 

Expected Values 

The range of expected values can vary depending on age, sex, diet, and location. 
It is recommended that each laboratory establish its own range of expected 
values. 

The following range of expected values is based upon the duplicate assay of 60 
whole-blood specimens obtained from an adult population of assumed healthy 
individuals. 

Parameter Low Value High Value 


%NEUT 40 77 

%LYMPH 16 44 

%MONO 4 9 

%EOS 1 7 

%BASO 0 1 

%LUC 1 4 


NOTE: Because of numerical rounding, the Diff results should total 100% ± 0.2%, 
except when %BASO is >5% and the Baso Count Suspect (B-SUSP, BC) flag is 
triggered. In cases where the total is greater than 100% ± 0.2%, the amount in 
excess of 100% is due to %BASO. 

Performance Characteristics: Imprecision 

A total of 18 runs were performed using multiple samples. 

The following estimates of imprecision were obtained by taking 25 aspirations 
from each whole-blood sample. Each of the sample selectivity modes was tested 
by sampling from opened tubes and with the manual and automated closed-tube 
samplers. 


Parameter 

Mean 

Standard 

Deviation 

CV (%) 

%NEUT 

55.0 

0.9 

1.6 

%LYMPH 

31.3 

0.9 

2.9 

%MONO 

7.2 

0.5 

6.9 

%EOS 

3.4 

0.3 

OO 

oo 

%BASO 

0.5 

0.1 

20.0 

%LUC 

2.5 

0.4 

16.0 
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Performance Characteristics: Correlation Data 


The performance of the AD VIA 120 Hematology System was compared with the 
performance of the Technicon H«3 RTC System (x) using whole blood from 60 
normal donors and 70 hospital donors with each sample run in duplicate (n = 
260). 

The following regression statistics were computed using a protocol similar to that 
recommended in the NCCLS document EP9-A, Method Comparison and Bias 
Estimation Using Patient Samples; Approved Guideline (1995). 


Parameter 

Comparative System 
or Method 

Regression 
Equation (y=) 

r 

Sy.x 

%NEUT 

Technicon H«3 

RTC 

1.02x - 0.6 

0.997 

1.6 

%LYMPH 

Technicon H«3 

RTC 

l.OOx + O.8 

0.997 

1.7 

%MONO 

Technicon H«3 

RTC 

0.85x - 0.3 

0.943 

0.8 

%EOS 

Technicon H«3 

RTC 

0.87x4-0.2 

0.979 

0.4 

%BASO 

Technicon H«3 

RTC 

0.67x4 0.0 

0.772 

0.2 

%LUC 

Technicon H«3 

RTC 

0.92x 4 0.6 

0.944 

0.7 


x = Technicon H«3 RTC system 
y = AD VIA 120 Hematology system 
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Reticulocyte Method 


Intended Use 

The AD VIA 2120/2120i Hematology System Reticulocyte Count (RETIC) 
method is intended to quantitatively measure the following reticulocyte 
parameters: 

• Reticulocyte concentration (#RETIC) 

• Reticulocyte percentage (%RETIC) 

• Reticulocyte Cell Hemoglobin Content (CHr) 

Principles of the Procedure 
Reticulocyte Cell Count 

Historically, reticulocytes have been assayed by manual methods via the 
microscope, in conjunction with nucleic acid stains such as new methylene blue 
and brilliant cresyl blue. This method uses a nucleic acid dye (oxazine 750) to 
stain cellular RNA. 

Two microliters (2 pL) of an EDTA anticoagulated whole-blood sample are 
mixed online with the AD VIA 120 autoRETIC reagent. The AD VIA 120 
autoRETIC reagent isovolumetrically spheres the erythroid cells and stains 
cellular RNA. Low-angle laser light scatter, high-angle laser light scatter, and 
absorption characteristics of all cells are counted and measured. The absorption 
data are used to classify each cell as a reticulocyte or mature red blood cell based 
on its RNA content. 

Reticulocyte Size 

The method of sizing reticulocytes uses the simultaneous measurement of laser 
light scattered at two (2) different angular intervals, which eliminates the adverse 
effect of variation in cellular hemoglobin concentration on the determination of 
the MCVr parameter. 

CHr 

The CHr is the mean of cellular hemoglobin content (CH) histogram for the 
reticulocyte population. 

CHr has been shown to be an early indicator of functional iron deficiency. 
Functional iron deficiency has been shown to occur when erythropoietin 
(rHuEPO) is employed in the treatment of anemia associated with end stage renal 
failure and other diseases. Traditional methods for the detection of iron 
deficiency have been shown not to be as sensitive and specific in the detection of 
functional iron deficiency. 
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By providing a direct measure of the hemoglobin content of reticulocytes, the 
CHr Assay gives health care professionals a new sensitive tool for the early 
detection of functional iron deficiency and provides additional information that 
can be used in managing the iron requirements for rHuEPO therapy. 
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Reagents 

The following ready-to-use reagents are required to perform the Reticulocyte 
method and maintain the AD VIA 2120/2120i Hematology System: 

AD VIA 120 autoRETIC 

AD VIA 120 SHEATH/RINSE 

AD VIA 120 EZ KLEEN 

AD VIA 120 DEFOAMER 

ADVIA 120 autoRETIC 

REF Product Number Contents Amount (mL) 

04296794 T01-3622-54 autoRETIC 4 x 820 mL 

TO 1-3622-01 autoRETIC 820 mL 

ADVIA 120 autoRETIC contains: 

Oxazine 750, 11.4 mg/L 
Buffer 

N-T etradecyl-N,N-dimethy 1-3 -ammonio-1 - 
propane sulfonate, 0.023 mmol/L 

N,N-dimethylformamide, 0.38% 

For in vitro diagnostic use. 
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REF 

05101601 


ADVIA 120 EZ KLEEN 

Product Number Symbol 

TO 1-3624-54 
TO 1-3624-01 


EZ KLEEN 


EZ KLEEN 


Contents Amount (mL) 

EZ KLEEN 4 x 810 mL 

EZ KLEEN 810 mL 


As formulated contains: 

Sodium hydroxide, 50 mmol/L 
2-(2-Ethoxyethoxy)ethanol, 894 mmol/E 
Surfactant 

For in vitro diagnostic use. 

For a product description of SEIEATE1/RINSE, please refer to page 25. For a 
product description of DEFOAMER, please refer to page 24. 


Storage and Stability 

Reagents 

When stored between 15°C and 30°C: 

• All unopened reagents are stable until the expiration date printed on the 
product label. 

• Opened containers of the ADVIA 120 autoRETIC reagent are stable for 120 
days. 

• Opened containers of ADVIA 120 SEIEATEI/RINSE are stable for 45 days. 

• Opened containers of ADVIA 120 EZ KLEEN and DEFOAMER are stable 
for 90 days. 


Calibrators and Controls 


ADVIA 120 RETIC Control High 

REF Product Number Symbol Contents 

09091295 T03-3691-54 |cortrol| retic | high | Reticulocyte Control 

High 

T03-3691-01 | control|retic|H toH| Hematology Control 

High 


Amount 

(mL) 

4 x 4.0 mL 

4.0 mL 


ADVIA 120 RETIC Control Low 

REF Product Number Symbol Contents 

08773805 T03-3690-54 I control|rihc|low | Reticulocyte Control 

Low 


Amount 

(mL) 

4 x 4.0 mL 
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REF Product Number Symbol Contents Amount 

(mL) 

T03-3690-01 | control|rettc|low| Reticulocyte Control 4.0 mL 

Low 


Protect product from freezing. 

When stored at 2°C to 8°C, unopened AD VIA OPTIpoint (Prod. No. T03-3682- 
01), AD VIA SETpoint Calibrator (Prod. No. T03-3685-01), and AD VIA 
TESTpoint Reticulocyte Controls (Prod. No. T03-3690-01, Low; and T03-3691- 
01, High, respectively) are stable until the last day of the month (expiration date) 
printed on the product label, unless otherwise stated. 

After being opened, ADVIA OPTIpoint is stable for 7 days, AD VIA TESTpoint 
Reticulocyte Controls are stable for 10 days and the ADVIA SETpoint Calibrator 
is stable for 5 days, when stored closed in their original containers at 2°C to 8°C. 

Gain Adjustment 

The gain adjustment procedure is used to adjust the amplification signals in a 
channel to properly position the cell signatures within a cytogram. 

Calibration 

The system must be calibrated for all parameters except %RETIC. Properly 
setting the RETIC gain factor provides sufficient accuracy of the %RETIC result 
for most laboratories. In such cases, do not change the factory-set %RETIC 
calibration factor of 1.00. 

However, laboratories using a manual counting method other than those 
recommended by NCCLS or ICSH, or laboratories using certain flow cytometric 
methods, could observe a significant bias when comparing to the ADVIA 
2120/2120i Hematology system method. In this event, use the calibration 
procedure to obtain agreement with the other method. 

Calibration procedure should be performed: 

• Upon installation of the system. 

• If there is a significant shift in control values after the replacement of a 
critical hardware component or reagent lot, after checking gains. 

• Anytime control results and/or moving averages are out of range and it has 
been verified that the out-of-control condition is instrument-related. 
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Sample Handling 
Sample Collection 

Collect whole blood in an evacuated blood collection tube containing EDTA as 
an anticoagulant. Blood samples should be refrigerated at a temperature from 2°C 
to 8°C, if they will not be analyzed within eight (8) hours of phlebotomy. If a 
specimen has been refrigerated, allow it to equilibrate slowly to room 
temperature (15°C to 30°C) before mixing. 

Sample Dilution 

Dilution of whole-blood specimens for RETIC analysis is not recommended. 

Sample Stability 

The effect of the aging of blood was studied over a 72-hour period on the 
AD VIA 120 Hematology System. 

Two whole-blood specimens drawn from 15 normal, apparently healthy donors 
were assayed shortly after phlebotomy and then again at intervals of 8, 24, 36, 

48, 56, and 72 hours. 

One of the whole blood specimens from each pair was stored at room 
temperature while the corresponding specimen was stored at 2°C to 8°C in 
capped blood collection tubes that contained EDTA as the anticoagulant. 

The results indicate that RETIC parameters are stable within 2 standard 
deviations (within run precision) of the initial recovery for the specified time 
interval. The stability of calculated parameters is limited to the stability of the 


least stable primary parameter. 


Parameter 

Room Temperature 

Refrigerated Temperature 


Stability (hours) 

Stability (hours) 

%RETIC 

24 

72 

CHr 

24 

72 


Materials Required but not Provided 

For the AD VIA 2120/2120i Hematology System, the other materials required to 
perform the AD VIA 120 reticulocyte method are the various control materials, 
calibrators, AD VIA OPTIpoint, and other reagents or equipment specified in the 
"Methods Introduction" section. 

Procedure 

To run samples on your AD VIA 2120/2120i Hematology System, refer to the 
Daily Routine. 
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Quality Control 

It is recommended that the system be controlled using AD VIA TESTpoint 
Reticulocyte Controls. These controls are intended to be integrated into a clinical 
laboratory’s own quality control program and procedures. 

Control materials should be assayed: 

• At the beginning of each shift or at some other interval chosen by the 
laboratory. 

• After a reagent lot number change. 

• After replacement of any part or component of the analytical module that 
may affect analytical performance. 

As an option, laboratories may run a retained patient sample periodically to 
monitor performance trends. 
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Results 


The system automatically performs all calculations necessary for obtaining final 
results. 

Through the use of complex flagging algorithms, laboratory personnel are alerted 
to suspected abnormal conditions. These conditions are indicated by the 
appropriate flag (such as *, +, and/or color highlighting). Whenever flags occur, 
the user should review the results and take appropriate action. 

Limitations of the Procedure 

The limitations of the procedure are as listed: 

1. When assaying samples with extremely elevated counts, the reticulocyte 
method may give reticulocyte counts that differ significantly from NCCLS 
manual counts. Extremely elevated counts are often seen in samples that 
contain sickled cells or nucleated RBCs. 

2. Samples from patients having the following cell types or conditions may 
interfere with the AD VIA 120 Reticulocyte method: 

Malarial parasites 

Pappenheimer Bodies 

Howell-Jolly Bodies 

Heinz Bodies 

Inclusions that give rise to basophilic stipling 
Macrothrombocytes (giant platelets) 

Megaloblastic anemia 

Other rare, poorly characterized red cell anomalies 

Expected Values 

The range of expected values can vary depending on age, sex, diet, and location. 
It is recommended that each laboratory establish its own range of expected 
values. 

The following range of expected values is based upon the duplicate assay of 60 
whole blood specimens obtained from an adult population of assumed healthy 
individuals. 

Parameter Low Value High Value 

#RETIC (10 9 /L) 40 79 

%RETIC 0.8 2.1 

CHr (pg) 24 36 
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Performance Characteristics: Imprecision 

A total of 18 runs were performed using multiple samples. 

The following estimates of imprecision were obtained by taking 25 aspirations 
from each whole-blood sample. Each of the sample selectivity modes was tested 
by sampling from opened tubes, and with the manual and automated closed-tube 


samplers. 


Standard 


Parameter 

Mean 

Deviation 

CV (%) 

#RETIC (10 9 /L) 

57.8 

7.7 

13.3 

%RETIC 

1.2 

0.16 

13.3 

CHr (pg) 

28.9 

0.2 

0.7 


Performance Characteristics: Correlation Data 

The performance of the AD VIA 120 Hematology System was compared with the 
performance of the Technicon 11*3 RTC System (x) using whole blood from 60 
normal donors and 70 hospital donors with each sample run in duplicate (n = 
260). 

The following regression statistics were computed using a protocol similar to that 
recommended in the NCCLS document EP9-A, Method Comparison and Bias 
Estimation Using Patient Samples; Approved Guideline (1995). 


Parameter 

Comparative System 
or Method 

Regression 
Equation (y=) 

r 

Sy.x 

#RETIC (10 9 /L) 

Technicon H«3 RTC 

0.79x + 7.8 

0.903 

13.6 

%RETIC 

Technicon H«3 RTC 

0.82x + 0.2 

0.925 

0.4 

CHr (pg) 

Technicon H«3 RTC 

0.96x + 4.2 

0.940 

1.7 


x = Technicon H«3 RTC system 
y = AD VIA 120 Hematology system 


Performance Characteristics: Carryover 

Sample carryover for the AD VIA 2120/2120i Hematology System is expressed 
as the percentage of a high-level sample lost to a trailing low-level sample. 
Carryover was determined for the RBC count obtained from the reticulocyte 
channel (RTC RBC). 

Parameter Observed Carryover 

RTC RBC 1.0% 
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Performance Characteristics: Analytical Range 

The analytical range for %RETIC parameter is: 

Maximum Observed 

Parameter Range Evaluated Deviation 

%RETIC 0.2 - 24.9 2.6 
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Method Data Summary 
CBC Method Data 

The sample stability, expected ranges, and performance characteristics for the CBC method are listed in the following Table. 



Sample Stability 

Expected 


Imprecision 


Correlation Data 


Observed 

Analytical Range 


Room Temp 

Refrigerated 

Values 

Mean 

SD i 

cv% 

y= 

r 

Sy.x 

Carryover 

Range 

Deviation 

WBC (10 3 /pL) 

36 h 

56 h 

3.8 to 8.6 

5.91 

0.16 

2.7 

1.06x - 0.74 

0.997 

1.42 

0.4% 

0.02 to 21.83 

20.48 to 409.55 

0.46 x 10 3 /pL 

4.1 % 

RBC (1 0 6 /|jL) 

48 h 

72 h 

4.1 to 6.0 

4.82 

0.05 

1.0 

0.98x + 0.11 

0.997 

0.07 

0.2 % 

0.0 to 2.65 

2.65 to 6.76 

0.03 x 10 6 /pL 
1.1 % 

HGB (g/dL) 

72 h 

72 h 

10 to 16 

13.3 

0.11 

0.8 

I.OIx-O.2 

0.997 

0.2 

0.2 % 

0.0 to 8.6 

8.6 to 22.5 

0.2 g/dL 

2.5 % 

MCV (fL) 

8 h 

24 h 

76 to 100 

81.0 

0.3 

0.4 

0.90x + 9.6 

0.994 

1.1 

★ 

★ 

★ 

CH (pg) 

36 h 

53 h 

24 to 35 

26.5 

0.05 

0.2 

1.00x + 1.2 

0.990 

0.6 

★ 

★ 

★ 

CHCM (g/dL) 

8 h 

24 h 

29 to 34 

30.6 

0.14 

0.5 

1.17X-6.5 

0.974 

0.5 

★ 

★ 

★ 

RDW (%) 

72 h 

72 h 

12 to 15 

12.3 

0.07 

0.6 

0.86x + 1.3 

0.980 

0.6 

★ 

★ 

★ 

HDW (g/dL) 

72 h 

72 h 

1.9 to 3.0 

2.56 

0.02 

0.8 

0.98x + 0.06 

0.959 

0.13 

★ 

★ 

★ 

PLT (10 3 /pL) 

48 h 

48 h 

140 to 360 

256 

6.9 

2.7 

1.08x-2.0 

0.991 

27 

0.1 % 

5 to 208 

205 to 3983 

10x10 3 /pl_ 
4.9 % 

MPV (fL) 

8 h 

8 h 

7 to 9 

8.1 

0.11 

1.4 

0.76x + 0.9 

0.925 

0.4 

★ 

★ 

★ 

Hct (%) 

★ 

★ 

33 to 57 

★ 

★ 

★ 

★ 

★ 

n/a 

★ 

★ 

★ 

MCH (pg) 

n/a 

n/a 

24 to 31 

n/a 

n/a 

n/a 

n/a 

n/a 

n/a 

★ 

★ 

★ 

MCHC (g/dL) 

★ 

★ 

28 to 34 

★ 

★ 

★ 

n/a 

n/a 

n/a 

★ 

★ 

★ 


* not available or not applicable for this parameter 

x= Technicon H*3 RTC System y= ADVIA 120 Hematology System 
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WBC DIFF Method Data 

The sample stability, expected ranges, and performance characteristics for the WBC DIFF method are listed in the following Table. 


Sample Stability Expected Imprecision Correlation Data 



Room Temp 

Refrigerated 

Values 

Mean 

SD 

CV% 

y= 

r 

Sy.x 

%NEUT 

36 h 

72 h 

40 to 77 

55.0 

0.9 

1.6 

1.02x - 0.6 

0.997 

1.6 

%LYMPH 

36 h 

72 h 

16 to 44 

31.3 

0.9 

2.9 

I.OOx + 0.8 

0.997 

1.7 

%MONO 

72 h 

72 h 

4 to 9 

7.2 

0.5 

6.9 

0.85X-0.3 

0.943 

0.8 

%EOS 

8 h 

72 h 

1 to 7 

3.4 

0.3 

8.8 

0.87x + 0.2 

0.979 

0.4 

%BASO 

72 h 

56 h 

Oto 1 

0.5 

0.1 

20.0 

0.67x + 0.0 

0.772 

0.2 

%LUC 

72 h 

72 h 

1 to 4 

2.5 

0.4 

16.0 

0.92x + 0.6 

0.994 

0.7 
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RETIC Method Data 

The sample stability, expected ranges, and performance characteristics for the RETIC method are listed in the following Table. 



Sample Stability 

Expected 

Imprecision 

Correlation Data 


Observed 

Analytical Range 


Room Temp 

Refrigerated 

Values 

Mean SD 

CV% 

y= 

r 

Sy.x 

Carryover 

Range 

Deviation 

%RETIC 

24h 

72 h 

0.8 to 2.1 

1.2 0.16 

13.3 

0.82x + 0.2 

0.925 

0.4 

★ 

0.2 to 24.9 

2.6 

#RETIC (10 6 /l_) 

★ 

★ 

40 to 79 

57.8 7.7 

13.3 

0.79x + 7.8 

0.903 

13.6 

★ 

★ 

★ 

CHr(pg) 

24 h 

72 h 

24 to 36 

28.9 0.2 

0.7 

0.96x + 4.2 

0.940 

1.7 

★ 

★ 

★ 

RTC RBC Count 

★ 

★ 

★ 

★ ★ 

★ 

★ 

★ 

★ 

1.0% 

★ 

★ 


* not available or not applicable for this parameter 
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Overview 


The optional AD VIA” Autoslide Slide Maker Stainer is connected to the AD VIA 
2120/2120i Hematology System and controlled by the AD VIA 2120/2120i system 
software. It can automatically prepare and stain a high-quality blood smear on a 
microscope slide for white blood cell (WBC) differential analysis and microscope 
examination. The system makes and stains slides based upon criteria that you can 
customize in the system software. You can also choose to have slide making occur on all 
slides or no slides and you have the option for slides to be prepared but not stained. 


IMPORTANT 


The system produces slides for samples aspirated in the autosampler mode only. 


1 


3 


2 



4 5 


6 


7 


1 Slide dispenser 

2 Broken slide tray 


5 Manual/STAT inlet door 


6 Stain overflow collection tray 


3 Front access door 


7 Rack collection area 


4 Rack loader 


8 Stainer access door 
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Slide dispenser 



WARNING 


Do not try to empty the slide dispenser! Finger injuries may occur if slides are removed 
from the slide-dispenser assembly. Avoid any unnecessary contact with the slide- 
dispenser mechanical device. The slide-dispenser cover cannot be removed without using 
a tool. Do not disable the sensors. 


Broken slide tray 



BIOHAZARD 


All shaip objects, such as broken slides, should be considered biohazardous and disposed 
of in an appropriate container. To avoid personal injury, handle broken slides with care. 
Wear personal protective equipment. Use universal caution. For complete biohazard 
statement, refer to section on Autoslide Safety Information and Warnings. 


Front access door 



BIOHAZARD 


To avoid operator injury, the access doors on AD VIA Autoslide Slide Maker Stainer are 
equipped with sensors that stop Autoslide operation when opened. 


Wear personal protective equipment. Use universal caution. For complete biohazard 
statement, refer to section on Autoslide Safety Information and Warnings. 


When the front access door is opened during Autoslide operation, the slide maker portion 
of the system stops; slide transfer and staining continue to operate. 


Stain overflow collection tray 



WARNING 


Staining reagents contain methanol that is flammable and toxic. For complete methanol 
safety statement, refer to section on Autoslide Safety Information and Warnings. 


To avoid personal injury and damage to the instrument, you must check the reagent 
overflow tray periodically to verify that there are no leaks of the reagents. 


If liquid is present, switch the instrument off, discard the liquid into waste container using 
appropriate safety precautions, and call your local technical service provider or 
distributor. 


ADVIA Autoslide Slide Maker Stainer 
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Do not replace hoses. Contact your local technical service provider or distributor for this 
procedure. 


Stainer access door 



BIOHAZARD 


To avoid operator injury, the access doors on AD VIA Autoslide Slide Maker Stainer are 
equipped with sensors that stop Autoslide operation when opened. 


Wear personal protective equipment. Use universal caution. For complete biohazard 
statement, refer to section on Autoslide Safety Information and Warnings. 


When the stainer access door is opened during Autoslide operation, all Autoslide actions 
stop. 


Autoslide Rear Panel 



Key: 


£)bns 

o 

CD 

^1 

c> 

IS* 

o 

H z 0 

WST 

Rinse 

Buffer 

Water 

Water Sensor 

Stain Waste 





Sensor 

Qch 3 oh 

e> 

in 

2 

(2)STN 


Asm 

OwST 

Methanol 

Stain 1 

Stain 2 


Stain Waste 


Fan 

CAUTION 

Do not obstruct fan 
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Main power switch and power supply connection 



CAUTION 


The power switch and input voltage supply connection should always be accessible. 
When positioning the system for operational use, leave the required amount of space for 
easy accessibility to these items. 


Installation, connection, and disconnection of the AD VIA Autoslide Slide Maker Stainer 
must be performed by authorized personnel only. 

For the main supply, grounding is required. Check that earth wall-plug is correctly 
connected to the laboratory grounding system. If there is no such system, a ground stake 
should be used. 


Use only main supply cable delivered with the instrument or cable with same 
characteristics: 


• Europ cord type: H05VV-F 

• USA cord type: SVT,AWG 18-3 

Main supply voltage fluctuations not to exceed ± 10% of the nominal voltage. 


Fluidic and sensor connections 



BIOHAZARD 


Wear personal protective equipment. Use universal caution. For complete biohazard statement, 
refer to section on Autoslide Safety Information and Warnings. 


A METHANOL SAFETY 


For complete methanol safety statement, refer to section on Autoslide Safety’ Information and 
Warnings. 
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ADVIA Autoslide Slide Maker Stainer-specific symbols: 


£)rns 

6buf 

£>h 2 o 

HjO 


WST 


Rinse 

Buffer 

Water 

Water Sensor 

Stain Waste 





Sensor 

6 CH 3°H 

$)ST N 

(2)STN 

ASTN 

OwST 




Methanol 

Stain 1 

Stain 2 

Stain Waste 

Main Supply 


Connection 



Do not Obstruct Glass Particle Slide Orientation 
Fan Tray 


Autoslide Safety Information and Warnings 

IMPORTANT 

Installation, connection, and disconnection of the ADVIA Autoslide Slide Maker Stainer 
must be performed by authorized personnel only. 

Before moving the instrument, contact your local service provider or distributor for 
necessary information. 

Use the lifting handles delivered with the instrument to lift or move the instrument. 

Before shipping the instrument, whatever the destination, an external decontamination 
must be carried out. 

Perform a general cleaning of the instrument before transporting, disposing of, or 
temporarily removing it from use. 

The Autoslide must be stored and shipped at a temperature of between -20° C and 
+50° C, 

BIOHAZARD 

All products or objects that come in contact with human or animal body fluids should be 
handled, before and after cleaning, as if capable of transmitting infectious diseases. Wear 
facial protection, gloves, and protective clothing. 
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The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially infectious 
specimens in Protection of Laboratory> Workers from Infectious Disease Transmitted by 
Blood, Body Fluids, and Tissue, 2d edition; Approved Guideline (1997) Document M29- 
A, National Committee for Clinical Laboratory Standards (NCCLS). This document 
contains complete information on user protection and it can be used as reference material 
for instructions on laboratory safety. 


A 


ELECTRICAL WARNING 


To avoid exposure to shock hazards or damage to the instrument while performing a 
procedure, power off the analyzer before proceeding. 

The following parts must not be handled or checked by the user: 

• Electrical power supply 

• Electronic circuit boards 

Operator injury may occur from an electric shock. Electronic components can shock and 
injure the user. Do not temper with the instrument and do not remove any components 
covers, doors, panels, etc.) unless otherwise instructed within this document. 


A 


WARNING 


Do not disable sensors. Doing so may result in operator injuries. Do not open the 
Autoslide doors or covers during instrument operation. This causes the instrument to stop 
operation and cancel any running slides. 


A 


WARNING 


Do not disable sensors. Doing so may result in operator injuries. Do not open the 
Autoslide doors or covers during instrument operation. This causes the instrument to stop 
operation and cancel any running slides. 


A 


METHANOL SAFETY 

Toxic! Toxic: danger of very serious irreversible effects through 
inhalation, in contact with skin, and if swallowed. Keep container tightly 
closed. Avoid contact with skin. Wear suitable protective clothing and 
gloves. In case of accident or if you feel unwell, seek medical advice 
immediately (show the label where possible). 
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® Highly Flammable! Highly flammable. Keep away from sources of 
ignition. No smoking. 
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Theory of Operation 



1 Slide dispenser 

2 Drop needle 

3 Slide carrier 

4 Sampling syringes 

5 Smearer 


6 Printer 

7 Stainer assembly 

8 Reagent syringes 

9 Rack out queue 
10 Verticalizer 


11 Rack transfer 

12 Slide transfer/ grabber 

13 Manual inlet 

14 Rack loader 
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1. The drop needle dispenses a drop of the sample on a slide. It dispenses the rest of the 
sample into the drop needle rinse bath and then is rinsed with rinse. 

2. The smearing assembly wedge and smearing ribbon create the smear using the 
surface tension of the blood. The wedge is positioned on the slide before being 
brought into contact with the blood, waiting for the blood to migrate along the 
wedge. The waiting time, drop size, smearing speed, and angle of the wedge are all 
user-adjustable. 

The system then pulls the slide back, producing the smear. 

After smearing, the system raises the smearing head and the smearing tape moves to 
ready a clean section for the next slide. 

3. The slide enters the printer, which can print patient demographics or other 
information directly on the slide. 

4. After printing, the slide moves into the verticalizer, which transfers it to a staining 
well or directly to a rack as required. 

5. If staining is required, the slide moves into the Stainer, a rotating tray containing 32 
staining wells. A needle plate supports needles at adjustable locations to dispense 
liquids into the wells or to aspirate liquid from the wells. The slide is stained 
according to the staining method in use. 

6. Once staining is complete, the slide is transferred to a rack and processing is 
complete. 
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Autoslide Daily Routine 

1. Check the level of the stain waste container. Empty the container if necessary. 

2. Check the levels and expiration dates of the autoslide reagents. Load reagents if 
necessary. Remember to prime the lines for any new reagent. Check the water level if 
your system uses it. 

3. Load slides and racks. 

4. Check smearing tape status and replace if necessary. 

5. If the system is not set to perform the daily startup cycle automatically, perform the 
daily startup procedure manually. 

6. Run samples. The system will automatically prepare slides according to the software 
settings. You can also request a slide for a sample regardless of the results, or use the 
Autoslide module to stain manually smeared slides. 

7. If the system is not set to perform the daily shutdown cycle automatically, perform 
the daily shutdown procedure manually. 

Autoslide Operation 

Loading Reagents 

If reagent levels are low or the expiration date of a reagent has passed, load additional 
reagents using the following procedure 

1. Detach the appropriate reagent container and replace it with a new one. 

2. At the Logs menu, select Reagent Log and then select Autoslide Reagent Log. 

The software opens to the Reagent Inventory window. 

3. Select Reagent Installation. 

4. For each new reagent, enter the Reagent Volume, Lot #, and Expiration Date. 
IMPORTANT 

Both the Modified Wright and the Wright Giemsa Methods use the same reagent 
bottle for Stain 1 and Stain 2. In order for the reagent alarms to work properly, you 
must determine the volumes to enter using the following calculations. 


Stain 1 

Bottle Volume - Stain 2 Volume 

Stain 2 

Bottle Volume x Dilution Ratio 


NOTE: The Dilution Ratio is defined in the staining profile. 
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5. Select OK. 

6. When prompted to prime lines, select Yes. The system allows only one prime cycles; 
select OK. 

7. If bubbles remain in the reagent lines, prime the lines again using the Reagent 
Inventory window. 

Loading Slide Racks 

• Load at least two racks into the 
rack loader. The rack loader can 
hold up to 9 racks at a time. 

• Load the racks as shown below, 
with the slide grooves facing 
upwards. 

• You can load racks at any time. 


Loading Slides 

When the autoslide startup cycle runs, the slide dispenser must contain slides and there 
must be racks in the rack loader. 

A WARNING 

Do not try to empty the slide dispenser. Finger injuries and sensor damage can occur if 
you attempt to remove slides from the slide dispenser. 

Microscope slides - storage and handling 

When storing and handling microscope slides, follow these precautions: 

• Microscope slides and cover glasses should be rotated when stored. 

• To prevent moisture contamination, store the slides off the floor. 

• To minimize temperature and humidity changes, keep slides as far away as 
possible from doors and heating or air conditioning ducts. 

• Remember, slides do not have to be old to be affected by moisture. 

Slides should be allowed to come to Lab temperature, before they are opened. 
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• Use slides provided by Siemens 
approved vendors only. 

Size: 76 x 26 x 1mm 
Description: ground edges, 
rounded comers, super frost 

• Avoid touching slide surfaces with 
your fingers. 

• Control-painted areas of the slides 
are all facing up. 

• Make sure slides are not stuck together before loading. 

• Make sure to load the slides in the correct orientation. The painted area must 
be on the top of the slides and on the left-hand side of the stack. 

• Insert a stack of slides as shown above. The stack of slides must reach the 
stack level detectors. The slide dispenser can hold up to 160 slides. 

Emptying the Stain Waste Container 

The stain waste is collected in a container located behind the system. Empty the container 
periodically or whenever the system indicates that the container is full. 

Stain waste must be collected using the tube and container specified by local regulation. 
Stain waste contains methanol. Methanol is a solvent that may destroy an inappropriate 
connection and cause leaks that are dangerous for the user and damaging to the 
instrument. 

Dispose of waste according to local regulatory requirements. 

WARNING 

Make sure that the Autoslide module is not processing slides while you disconnect the 
stain waste container 

IMPORTANT 

Local laws and regulations protect the environment and encourage resource conservation 
by regulating the disposal of hazardous wastes. Because some of the wastes generated by 
the analyzer may be classified as hazardous waste, you must be familiar with the 
applicable hazardous waste handling and disposal laws and regulations in your area. 

Running the Daily Startup Manually 

Your system can be set to run the startup procedure at a preset time. However, if the 
system is not set to do so, or if you are starting it at a different time, perform the 
following steps. 
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1. At the Operations menu, select Autoslide Control. 

2. In the Autoslide Control tab, select Startup and then select Start. 


Ordering a Slide Manually 

You can order a slide for a blood sample that does meet the slide-making criteria set in 
the software. To manually trigger slide production for a sample, use the Order Entry tab 
on the Data Manager menu to add the SLIDE "test" to the workorder. You can also create 
a workorder for a sample that contains no tests other than SLIDE. 

1. At the Data Manager menu, select Order Entry. 

2. In the Order Entry tab, open the existing workorder for the sample or create a new 
one. 

3. Add SLIDE to the tests requested in the workorder and then select OK. 

4. Run the sample using the autosampler. The system will make the slide as ordered. 

Staining manually smeared slides 

You can use the Autoslide module to stain slides that have been manually smeared away 
from the system. 

1. Make sure the AD VIA 2120/2120i system is not processing samples and is idle. 

2. At the Operations menu, select Autoslide Control. 

3. In the Autoslide Control tab, select the Manual/STAT Door option and then select 

Start. 

4. When the door opens, insert the slide into the holder door with blood smear on the 
right with the frosted end up. Make sure the slide is fully seated in the holder; if the 
slide does not rest on the bottom peg, it may break. 

5. Close the manual/STAT inlet door. 

When the system is ready to process the slide, the manual cycle starts; this may take 
up to 30 seconds. The slide is transferred to the staining assembly and the staining 
operation begins. At the end of the cycle, the slide is loaded into a rack and the 
manual inlet door opens. 

6. Insert the next manually smeared slide. If you have no more slides to stain, close the 
manuaESTAT inlet door. 

7. Return to normal analyzer and autoslide operation. 

Resetting the Autoslide Module 

The Reset Autoslide button displays on some autoslide-related software tabs and 
windows, most notably the Autoslide Control tab at the Operations menu. 
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Click this button to reset the Autoslide module. This function is intelligent and will reset 
only those autoslide mechanisms that require resetting. This may be necessary when 
troubleshooting Autoslide module errors. 

Depending on the state of the system, this may take up to 16 minutes. 

Stopping the Autoslide Module (Fast Stop) 

The Fast Stop button displays on some autoslide-related software tabs and windows, 
most notably the Autoslide Control tab on the Operations menu. 

Click this button to immediately stop the Autoslide module. 

Any slides that are in the stainer will be lost when a Fast Stop occurs. 

When a Fast Stop occurs, you must perform a Stainer Evacuation before returning to 
normal system operation. 

Running the Daily Shutdown Manually 

Your system can be set to run the shutdown procedure at a preset time. Flowever, if the 
system is not set to do so, or if you are shutting down at a different time, perform the 
following steps. 

1. At the Operations menu, select Autoslide Control. 

2. In the Autoslide Control tab, select Shutdown and then select Start. 

IMPORTANT 

Once the Daily Shutdown has occurred, you must perform a Daily Startup before 
resuming Autoslide operation. 

Disconnecting an Autoslide 90° Configuration 

The following procedure explains how disconnect the AD VIA Autoslide system when it 
is in a 90° configuration for lab automation or a stand alone system. 
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BIOHAZARD 


All products or objects that come in contact with human or animal body fluids should be 
handled, before and after cleaning, as if capable of transmitting infectious diseases. Wear 
facial protection, gloves, and protective clothing. 



Do not move the support structure that the AD VIA Autoslide resides on more than 0.3 m 
(1 ft). Make sure that the interface cable and ground strap has enough slack when you 
move the support structure. 

1. Make sure all system activity is complete before you disconnect the 90° 
configuration. 

NOTE: Make sure that no slides are present in the Autoslide Stainer. 

2. Place the AD VIA 2120/2120i system in Standby. 

3. Select Off on the control panel to shut off the AD VIA 2120/2120i system. 

This prevents any further system function. The system displays the following 
message, “communication error with autoslide”. The Autoslide icon remains green. 

NOTE: The Autoslide system can remain on. 

4. Unscrew the Austoslide sample blood line (1). 



Figure 1. Sample Blood Line 
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5. Pry open the protective conduit tubing where the vacuum ( 1 ) and pressure ( 2 ) lines 
reside. 
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6. Push the metal lever and pull the vacuum line (1) to disconnect. 



Figure 3. Vacuum Line 


1 


7. Push the metal lever and pull the pressure line (1) to disconnect. 
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8. Loosen the 2 screws where the slots are on the Autoslide cart bracket so you 
can move the support structure. 


Figure 5. Autoslide cart bracket with loosened screws 

9. Move the support structure forward up to 0.3 m (1 ft), ensuring that the 
electrical cables are not stretched to far. 




1 Blood sample line 

2 Pressure line 

3 Ground strap 

4 Vacuum line 

Figure 6. Moved Support Structure 

NOTE: The ground strap and interface cable remain connected to the Autoslide. 
Disconnecting the sample blood line, pressure line, and vacuum lines allows you 
to move the Autoslide approximately 0.3 m (1 ft). 

10. To reconnect the Autoslide, move the Autoslide module back into position. 

11. Tighten the clamp screws. 
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12. Replace and connect all lines disconnected in steps 4-8. 

13. When the reconnection is complete turn the AD VIA 2120/2120i system back 
on. 

The Autoslide icon turns grey. Wait until the Autoslide established 
communication with the analyzer. The icon goes from grey to orange, and 
then to green. Do not initiate any command until communication is 
established and the icon for the Autoslide is green. 


Autoslide Methods 

May-Griinwald Giemsa Method 
Intended Use 

The May-Griinwald Giemsa method is for in vitro diagnostic use in the 
differential staining of blood, bone marrow and body fluid smears on the AD VIA 
Autoslide Slide Maker Stainer. Stained smears are evaluated to identify and 
quantify cells in whole blood and other specimens to aid clinicians in the 
assessment of various clinical conditions. 


Summary and Explanation 

The reagent protocol for the AD VIA Autoslide Slide Maker Stainer consists of a 
modified methylene blue-eosin stain and is based on the original stain proposed 
by Pappenheim. 

The AD VIA Autoslide Slide Maker Stainer is a smart, fully automated system. It 
is capable of producing stained smears on all specimens run on the AD VIA 
2120/2120i or only on samples with predefined criteria (/. e. flags or parameter 
threshold). The autoslide module also provides a direct access port to the stainer 
for pre-smeared slides. 

Staining Protocol 

The following is a brief description of the staining protocol: 


1 2 3 4 5 6 7 8 9 10 11 12 13 14 



1. Dispensing May-Griinwald Stain (Stain 1) (DN1). 


2. Slide introduction. 
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3. Partial draining of May-Griinwald Stain (Stain 1) (AN2). 

4. Dispensing Buffer to dilute May-Griinwald Stain (Stainl) (DN3). 

5. Draining (AN3). 

6. Dispensing diluted Giemsa Stain (Stain 2) (DN3). 

7. Draining (AN7). 

8. Dispensing rinsing solution (distilled water) (DN7). 

9. Draining (AN7). 

10. Dispensing rinsing solution (distilled water) (DN7). 

11. Draining ( AN7). 

12. Draining (AN4). 

13. Dispensing methanol (DN4). 

14. Slide removal 


Needle 

Position 

Action 

DN1 (Undil. Stain 1) 

32 

1 

DN2 (Buffer) 

8 

1 

DN3 (Dil. Stain 2) 

13 

1 

DN4 (Methanol) 

31 

0 

DN7 (Rinse) 

18 

2 

AN2 

8 

1 

AN3 

13 

1 

AN4 

31 

1 

AN7 

18 

3 

Methanol Volume (niL) 

1.6 


Stain Volume (mL) 

3.6 


Dilution Ratio (%) 

5 


Duration 

Long 



Principle of the Procedure 

The 2 staining mixtures used by this protocol have very distinct proprieties. The 
May-Griinwald (STAIN 1) stains acidophilic sites of cells and the neutrophilic 
granulations of leukocytes, whereas the Giemsa (STAIN 2) stains the cytoplasm 
of the monocytes and lymphocytes, as well as the nuclear chromatin. The stained 
smear is examined microscopically and cells are then manually differentiated and 
quantified. 

Cell Type Cell Component Color 

Neutrophils Nuclei Deep purple 
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Cell Type 

Cell Component 

Color 


Cytoplasm 

Pink 


Granules 

Light purple-violet 

Lymphocytes 

Nuclei 

Deep purple 


Cytoplasm 

Blue 

Monocytes 

Nuclei 

Light purple 


Cytoplasm 

Blue-gray 


Granules 

Fine pink to violet 

Eosinophils 

Nuclei 

Pale purplish-blue 


Cytoplasm 

Bluish-pink 


Granules 

Orange 

Basophils 

Nuclei 

Purplish-blue, 


Cytoplasm 

Faint pink 


Granules 

Deep purple 

Platelets 

Cytoplasm 

Light blue 


Granules 

Blue to violet-blue 

Red Blood Cells 

Biconcave disks 

Pink 

Howell-Jolly 
bodies 


Dark purple 

Dohle bodies 


Blue-gray 

Promyelocyte and 
Auer Rods 

Granules 

Dark blue to Purplish-red 

Causes of RBC Artifacts 



• Post-stain rinsing too short 

• Reagents expired 

• May-Griinwald Stain open for extended period 

• Dirty stainer 

• Room temperature too high 

• Humidity too high 

• Slide not dry before examination 

Reagents and Supplies 

For in vitro diagnostic use. 
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Reagents are ready to use and require no preparation. 


REF 

Contents 

Symbols 

Amount 

00283949 
00327415 (Japan) 

May-Griinwald 
Stain 1 

(J)STN 

4x2.5 L 

00283167 

00327733 (Japan) 

Giemsa Stain 2 

(2)STN 

6x0.5 L 

00284988 

May-Griinwald 
Giemsa Buffer 

6 buf 

4x2.5 L 

00286794 

00326788 (Japan) 

Methanol 

6 CH 3°H 

4x2.5 L 

06837687 

ADVIA 
Autoslide Rinse 


10 L 


Stain 1 - May- Grunwald Stain 

• Methanol, 99.65 % 


• Methylene blue - Eosin, 0.35 % 



R39/23/24/25 

S7, S24, 
S36/37, S45 


Toxic! Toxic: danger of very serious irreversible effects through 
inhalation, in contact with skin, and if swallowed. Keep container tightly 
closed. Avoid contact with skin. Wear suitable protective clothing and 
gloves. In case of accident or if you feel unwell, seek medical advice 
immediately (show the label where possible). Contains methanol. 



Highly Flammable! Highly flammable. Keep away from sources of 
ignition-No smoking. Contains methanol. 


R11 

S16 


Stain 2 - Giemsa Stain 

• Methanol, 56 % 


• Glycerol, 43 % 


• Methylene blue - Eosin, 1 % 



R39/23/24/25 

S7, S24, 


Toxic! Toxic: danger of very serious irreversible effects through 
inhalation, in contact with skin, and if swallowed. Keep container tightly 
closed. Avoid contact with skin. Wear suitable protective clothing and 
gloves. In case of accident or if you feel unwell, seek medical advice 
immediately (show the label where possible). Contains methanol. 
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S36/37, S45 


Highly Flammable! Highly flammable. Keep away from sources of 
ignition - No smoking. Contains methanol. 


R11 

S16 



May- Grunwald Buffer 

• Phosphate buffer 

• Preservative 


Methanol 


• Methyl Alcohol > 99.8 % 



R39/23/24/25 

S7, S24, 
S36/37, S45 


Toxic! Toxic: danger of very serious irreversible effects through 
inhalation, in contact with skin, and if swallowed. Keep container tightly 
closed. Avoid contact with skin. Wear suitable protective clothing and 
gloves. In case of accident or if you feel unwell, seek medical advice 
immediately (show the label where possible). Contains methanol. 


Jj Highly Flammable! Highly flammable. Keep away from sources of 
rjf ignition - No smoking. Contains methanol. 


R11 

S16 


Reagent Storage and Stability 

Store Stains, Buffer, and Methanol tightly closed between 15°C and 25°C. 

Cover open reagent bottles with Parafilm or equivalent to avoid excessive 
evaporation. 

When unopened, reagents are stable until the expiration date printed on the 
product label when stored at room temperature between 15°C and 30°C. 

Once opened, reagents are stable for 45 days. 

Do not refrigerate. 

Refer to the online AD VIA 2120/2120i Operator’s Guide for information on 
specimen collection. 

Material required but not provided 

Microscope slides (26 x 76 x 1 mm) 

Size: 76 x 26 x 1mm 

Description: ground edges, rounded comers, super frost 
Use slides provided by Siemens approved vendors only. 
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Limitations 


May-Griinwald Giemsa reagents produce high quality stained blood films. 
However, there may be personal preferences in shades and intensities of staining 
not satisfied by the system. 

Results 

When used with the ADVIA Autoslide Slide Maker Stainer, the May-Griinwald 
Giemsa reagents will produce a consistent stain quality to facilitate accurate and 
reliable inteipretation. 

Technical Assistance 

For customer support, please contact your local technical support provider or 
distributor. 

Bibliography 

1. White WL, Erickson MM, Stevens SC. Practical Automation for the Clinical 
Laboratory. St. Louis, MO, CV Mosby Co., pp 476-487 (1972) 

2. Moss ED. Automated Slide Staining in Haematology. Can. J. Med. Tech. 30 
(5): 169(1968) 

3. Langeron M., Precis de microscopie, Masson, Paris 6eme ed., pp 566-585 
(1942) 


Modified Wright Method 
Intended Use 

The Modified Wright method is for in vitro diagnostic use in the differential 
staining of blood, bone marrow and body fluid smears on the ADVIA Autoslide 
Slide Maker Stainer. Stained smears are evaluated to identify and quantify cells 
in whole blood and other specimens to aid clinicians in the assessment of various 
clinical conditions. 

Summary and Explanation 

The reagent protocol for the Autoslide Slide Maker Stainer consists of a modified 
polychrome methylene blue-eosin stain and is based on the original stain 
proposed by Romanowsky. 

The ADVIA Autoslide Slide Maker Stainer is a smart, fully automated system. It 
is capable of producing stained smears on all specimens run on the ADVIA 
2120/2120i or only on samples with predefined criteria (i.e. flags or parameter 
threshold). The Autoslide provides also a direct access port to the stainer for pre¬ 
smeared slides. 
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Staining Protocol 

The following is a brief description of the staining protocol: 



1. Dispensing Modified Wright or Wright-Giemsa Stain (DN1). 

2. Slide introduction. 

3. Draining Modified Wright or Wright-Giemsa Stain (AN3). 

4. Dispensing diluted Modified Wright or Wright-Giemsa Stain (DN3). 

5. Draining (AN7). 

6. Dispensing rinsing solution (distilled water) (DN7). 

7. Draining (AN7). 

8. Dispensing rinsing solution (distilled water) (DN7). 


9. Draining (AN4). 


10. Dispensing methanol (DN4). 


11. Slide removal. 



Needle 

Position 

Action 

DN1 (Undil. Stain 1) 

32 

1 

DN2 (Buffer) 

22 

0 

DN3 (Dil. Stain 2) 

8 

1 

DN4 (Methanol) 

31 

0 

DN7 (Rinse) 

24 

2 

AN2 

22 

0 

AN3 

8 

1 

AN4 

31 

1 

AN7 

24 

2 


NOTE: Needles AN2 and DN2 in position 22 are unused in this protocol. 
Methanol Volume (mL) 1.6 
Stain Volume (mL) 3.6 

Dilution Ratio (%) 25 
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Duration 


Long 


Principle of the Procedure 

The stained smear is examined microscopically; the nucleus and the cytoplasm of 
neutrophils, lymphocytes, monocytes, eosinophils, and basophils show a 
characteristic blue or red coloration. Cells are then manually differentiated and 
quantified. 


Cell Type 

Cell Component 

Color 

Neutrophils 

Nuclei 

Vibrant deep purple 


Cytoplasm 

Pink background 


Granules 

Light purple-violet 

Lymphocytes 

Nuclei 

Distinct deep purple 


Cytoplasm 

Sky blue to deep blue 

Monocytes 

Nuclei 

Light purple with distinct 
spaces between 
chromatin strands 


Cytoplasm 

Dull blue-gray with 
lightly stained 


Granules 

Fine pink to violet and 
evenly distributed 

Eosinophils 

Nuclei 

Pale purplish-blue and 
well defined 


Cytoplasm 

Bluish-pink 


Granules 

Reddish-orange, large 
and spherical in shape 

Basophils 

Nuclei 

Purplish-blue, can have 
reddish tone 


Cytoplasm 

Faint pink 


Granules 

Distinct deep purplish- 
blue to purplish-black 

Platelets 

Cytoplasm 

Distinct light blue 


Granules 

Small blue to violet-blue, 
tend to aggregate in 
center 

Red Blood Cells 

Biconcave disks 

Reddish to reddish-pink 
in color, intensity of stain 
is less in central area 
where cell is thinnest. 

Howell-Jolly bodies 


Dark purple 

Dohle bodies 


Pale Blue to pale blue- 
gray 
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Promyelocyte 
Auer Rods 


Granules 


Dark blue to reddish blue 


Purplish-red 

Causes of RBC Artifacts 

• Post-stain rinsing too short 

• Reagents expired 

• Stain open for extended period 

• Dirty stainer 

• Room temperature too high 

• Humidity too high 

• Slide not dry before examination 

Reagents and Supplies 

For in vitro diagnostic use. 

Reagents are ready to use and require no preparation. 


REF 

Contents 

08100142 

Modified Wright 

0097053 

(Japan) 

Stain 

08100290 

Modified Wright 
Buffer 

08096412 

Methanol 

00096669 

(Japan) 


06837687 

ADVIA Autoslide 
Rinse 


Symbols 

Amount 

(l^STN 

4 x 3.8 L (1 gallon) 

6 buf 

4 x 3.8 L (1 gallon) 

6 ch 30H 

4 x 3.8 L (1 gallon) 


10 L 


Modified Wright Stain 

• Methanol, > 99 % 


• Polychrome methylene blue-eosin stain, 0.3 % 



R39/23/24/25 

S7, S24, 
S36/37, S45 


Toxic! Toxic: danger of very serious irreversible effects through 
inhalation, in contact with skin, and if swallowed. Keep container tightly 
closed. Avoid contact with skin. Wear suitable protective clothing and 
gloves. In case of accident or if you feel unwell, seek medical advice 
immediately (show the label where possible). Contains methanol. 
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JU. I Highly Flammable! Highly flammable. Keep away from sources of 
rl f ignition - No smoking. Contains methanol. 


R11 

S16 

Modified Wright Buffer 

• Phosphate buffer 

• Surfactant 


Methanol 


• Methyl Alcohol > 99.8 % 



R39/23/24/25 

S7, S24, 
S36/37, S45 


Toxic! Toxic: danger of very serious irreversible effects through 
inhalation, in contact with skin, and if swallowed. Keep container tightly 
closed. Avoid contact with skin. Wear suitable protective clothing and 
gloves. In case of accident or if you feel unwell, seek medical advice 
immediately (show the label where possible). Contains methanol. 
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JU. I Highly Flammable! Highly flammable. Keep away from sources of 
rl f ignition - No smoking. Contains methanol. 


R11 

S16 

Reagent Storage and Stability 

Store Stain, Buffer, and Methanol tightly closed between 15°C and 30°C. 

Cover open reagent bottles with Parafilm or equivalent to avoid excessive 
evaporation. 

When unopened, reagents are stable until the expiration date printed on the 
product label when stored at room temperature between 15°C and 30°C. 

Once opened, reagents are stable for 45 days. 

Do not refrigerate. 

Refer to the online AD VIA 2120/2120i Operator’s Guide for information on 
specimen collection. 

Material required but not provided 

Microscope slides (26 x 76 x 1 mm) 

Size: 76 x 26 x 1mm 

Description: ground edges, rounded comers, super frost 
Use slides provided by Siemens approved vendors only. 

Limitations 

Modified Wright reagents produce high quality stained blood films. However, 
there may be personal preferences in shades and intensities of staining not 
satisfied by the system. 

Results 

When used with the ADVIA Autoslide Slide Maker Stainer, the Modified Wright 
reagents will produce a consistent stain quality to facilitate accurate and reliable 
interpretation. 

Technical Assistance 

For customer support, please contact your local technical support provider or 
distributor. 

Bibliography 

1. Romanowsky DL. On the Question of Parasitology and Therapy of Malaria. 
St. Petersburg Medical Weekly 16:297-302 (1891) 
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2. White WL, Erickson MM, Stevens SC. Practical Automation for the Clinical 
Laboratory. St. Louis, MO, CV Mosby Co., pp 476-487 (1972) 

3. Moss ED. Automated Slide Staining in Haematology. Can. J. Med. Tech. 30 
(5): 169(1968) 


Wright Giemsa Method 
Intended Use 

The Wright Giemsa method is for in vitro diagnostic use in the differential 
staining of blood, bone marrow and body fluid smears on the AD VIA Autoslide 
Slide Maker Stainer. Stained smears are evaluated to identify and quantify cells 
in whole blood and other specimens to aid clinicians in the assessment of various 
clinical conditions. 

Summary and Explanation 

The reagent protocol for the Autoslide Slide Maker Stainer consists of a modified 
polychrome methylene blue-eosin stain and is based on the original stain 
proposed by Romanowsky. 

The AD VIA Autoslide Slide Maker Stainer is a smart, fully automated system. It 
is capable of producing stained smears on all specimens run on the AD VIA 
2120/2120i or only on samples with predefined criteria (i.e. flags or parameter 
threshold). The Autoslide also provides a direct access port to the stainer for pre¬ 
smeared slides. 


Staining Protocol 

The following is a brief description of the staining protocol: 

1 234 5678 9 10 11 



1. Dispensing Modified Wright or Wright-Giemsa Stain (DN1). 

2. Slide introduction. 

3. Draining Modified Wright or Wright-Giemsa Stain (AN3). 

4. Dispensing diluted Modified Wright or Wright-Giemsa Stain (DN3). 

5. Draining (AN7). 

6. Dispensing rinsing solution (distilled water) (DN7). 
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7. Draining (AN7). 

8. Dispensing rinsing solution (distilled water) (DN7). 


9. Draining (AN4). 

10. Dispensing methanol (DN4). 

11. Slide removal. 

Needle Position Action 

DN1 (Undil. Stain 1) 32 1 

DN2 (Buffer) 22 0 

DN3 (Dil. Stain 2) 8 1 

DN4 (Methanol) 31 0 

DN7 (Rinse) 24 2 

AN2 22 0 

AN3 8 1 

AN4 31 1 

AN7 24 2 


NOTE: Needles AN2 and DN2 in position 22 are unused in this protocol. 

Methanol Volume (niL) 4 

Stain Volume (mL) 3.6 

Dilution Ratio (%) 25 

Duration Long 

Principle of the Procedure 

The stained smear is examined microscopically; the nucleus and the cytoplasm of 
neutrophils, lymphocytes, monocytes, eosinophils, and basophils show a 
characteristic blue or red coloration. Cells are then manually differentiated and 
quantified. 


Cell Type 

Cell Component 

Color 

Neutrophils 

Nuclei 

Vibrant deep purple 


Cytoplasm 

Pink background 


Granules 

Light purple-violet 

Lymphocytes 

Nuclei 

Distinct deep purple 


Cytoplasm 

Sky blue to deep blue 

Monocytes 

Nuclei 

Light purple with distinct spaces 
between chromatin strands 


Cytoplasm 

Dull blue-gray with lightly stained 


Granules 

Fine pink to violet and evenly 
distributed 

Eosinophils 

Nuclei 

Pale purplish-blue and well defined 
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Cell Type 


Cell Component 

Cytoplasm 
Granules 

Basophils Nuclei 

Cytoplasm 

Granules 

Platelets Cytoplasm 

Granules 

Red Blood Cells Biconcave disks 

Howell-Jolly bodies 
Dohle bodies Cytoplasm 

Promyelocyte Granules 

Auer Rods Cytoplasm 

Causes of RBC Artifacts 

• Post-stain rinsing too short 

• Reagents expired 

• Stain open for extended period 

• Dirty stainer 

• Room temperature too high 

• Humidity too high 

• Slide not dry before examination 


Color 

Bluish-pink 

Reddish-orange, large and spherical 
in shape 

Purplish-blue, can have reddish tone 
Faint pink 

Distinct deep purplish-blue to 
purplish-black 

Distinct light blue 

Small blue to violet-blue, tend to 
aggregate in center 

Reddish to reddish-pink in color, 
intensity of stain is less in central area 
where cell is thinnest. 

Dark purple 

Pale Blue to pale blue-gray 
Dark blue to reddish blue 
Purplish-red 


Reagents and Supplies 

For in vitro diagnostic use. 

Reagents are ready to use and require no preparation. 

REF Contents Symbols Amount 

08096536 Wright Giemsa A 4 x 3.8 L (1 gallon) 

Stain 

00097185 

(Japan) 
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08097532 

Wright Giemsa 
Buffer 

6buf 

4 x 3.8 L (1 gallon) 

08096412 

Methanol 

QcH 3 0H 

4 x 3.8 L (1 gallon) 

00096669 

(Japan) 




06837687 

ADVIA Autoslide 
Rinse 

C) HNS 

10 L 


Wright Giemsa Stain 

• Methanol, > 99 % 


• Polychrome methylene blue-eosin stain 



R39/23/24/25 

S7, S24, 
S36/37, S45 


Toxic! Toxic: danger of very serious irreversible effects through 
inhalation, in contact with skin, and if swallowed. Keep container tightly 
closed. Avoid contact with skin. Wear suitable protective clothing and 
gloves. In case of accident or if you feel unwell, seek medical advice 
immediately (show the label where possible). Contains methanol. 


Jj Highly Flammable! Highly flammable. Keep away from sources of 
rjf ignition - No smoking. Contains methanol. 


R11 

S16 


Wright Giemsa Buffer 

• Phosphate buffer 

• Surfactant 

• Preservative 


Methanol 


• Methyl Alcohol = 99.8 % 



R39/23/24/25 

S7, S24, 
S36/37, S45 


Toxic! Toxic: danger of very serious irreversible effects through 
inhalation, in contact with skin, and if swallowed. Keep container tightly 
closed. Avoid contact with skin. Wear suitable protective clothing and 
gloves. In case of accident or if you feel unwell, seek medical advice 
immediately (show the label where possible). Contains methanol. 


Highly Flammable! Highly flammable. Keep away from sources of 
flf ignition - No smoking. Contains methanol. 


R11 

S16 
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Reagent Storage and Stability 

Store Stain, Buffer, and Methanol tightly closed between 15°C and 30°C. 

During the system run, cover each reagent with Parafilm or equivalent to avoid 
excessive evaporation. 

When unopened, reagents are stable until the expiration date printed on the 
product label when stored at room temperature between 15°C and 30°C. 

Once opened, reagents are stable for 45 days. 

Do not refrigerate. 

Refer to the online AD VIA 2120/2120i Operator’s Guide for information on 
specimen collection. 

Material required but not provided 

Microscope slides (26 x 76 x 1 mm) 

Size: 76 x 26 x 1mm 

Description: ground edges, rounded comers, super frost 
Use slides provided by Siemens approved vendors only. 

Limitations 

Wright Giemsa reagents produce high quality stained blood films. However, 
there may be personal preferences in shades and intensities of staining not 
satisfied by the system. 

Results 

When used with the ADVIA Autoslide Slide Maker Stainer, the Wright Giemsa 
reagents will produce a consistent stain quality to facilitate accurate and reliable 
interpretation. 

Technical Assistance 

For customer support, please contact your local technical support provider or 
distributor. 

Bibliography 

1. Romanowsky DL. On the Question of Parasitology and Therapy of Malaria. 
St. Petersburg Medical Weekly 16:297-302 (1891) 

2. White WL, Erickson MM, Stevens SC. Practical Automation for the Clinical 
Laboratory. St. Louis, MO, CV Mosby Co., pp 476-487 (1972) 

3. Moss ED. Automated Slide Staining in Haematology. Can. J. Med. Tech. 30 
(5): 169(1968) 
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Periodic Maintenance 


To ensure the operating efficiency of your Autoslide, be sure to follow the simple 
maintenance procedures scheduled below: 

Weekly 

• Clean glass particle waste 

• Clean the stain overflow tray 

• Perform Weekly shutdown and startup 

After processing 3000 Slides 

• Clean the stainer wells and plate 

• Clean the power supply fan filter 

As Needed 

• Replace the smearing tape and cleaning the smearing wedge 

• Replace the printer ribbon 

Removing glass particle waste 

Small particles of glass may be chipped off the slides during transfer from the 
slide dispenser to the slide carrier. These particles are collected in a tray beneath 
the slide dispenser. 

To remove glass particle waste 



Use caution when handling or troubleshooting objects with sharp edges. The 
edges may cut and cause injury. 

1. Using both hands, carefully pull the tray beneath the slide dispenser toward 
you and remove it. 
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2. Discard the glass particles according to your standard laboratory procedures. 

3. Replace the tray securely under the slide dispenser. 
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Cleaning the Stain Overflow Tray 


BIOHAZARD 

All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2d edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 

Small amounts of stain may overflow from the stainer wells. This overflow is 
collected in a tray located on the side of the Autoslide beneath the stainer 
module. 

To clean the stain overflow tray 

1. Using both hands, carefully pull out the tray, located under the stainer 
module, and remove it. 



2. Using a cloth or paper towels, dampen with a 10% solution of bleach and 
wipe the tray clean. 

3. Let the tray air dry, then replace it securely under the stainer module. 
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Performing Weekly Shutdown and Startup 

The weekly shutdown provides a thorough cleaning of the fluidics circuit and 
must be performed once a week. Failure to perform the shutdown procedure 
regularly can result in line clogs. 



Methanol is toxic. To avoid serious irreversible effects do not inhale, do not 
contact with skin and do not swallow. Wear suitable protective clothing and 
gloves. In case of accident or if you feel unwell, seek medical advice 
immediately. 



FLAMMABLE 


Methanol is flammable. Keep away from sources of ignition - no smoking. 


To perform a weekly shutdown 

1. On the AD VIA 2120/2120i software menu, select Procedures, then select 

Clean Autoslide. 

The Clean Autoslide window opens. 

2. Select Weekly Shutdown and follow the instructions displayed on the 
window to perform a weekly shutdown. 

3. When the weekly shutdown completes, you must perform a weekly startup 
before slide production can resume. If you want turn the system off after the 
Weekly Shut Down, wait until you are ready to run more samples before 
performing the Weekly Startup. 

4. At the Clean Autoslide window, select Weekly Startup. 

5. Follow the instructions displayed on the window to perform a weekly startup. 


Cleaning the Stainer Wells and Plate 


BIOHAZARD 


All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 
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The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2d edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 

Materials required: 

• Methanol 

• Laboratory tray 

• Paper towels 
Time: 15 minutes 


Analyzer mode: Standby 

NOTE 


It is recommended that the stainer wells be replaced once a year. Check the 
Replaceable Parts section of the Operator's Guide for ordering information. 



Methanol is toxic. To avoid serious irreversible effects do not inhale, do not 
contact with skin and do not swallow. Wear suitable protective clothing and 
gloves. In case of accident or if you feel unwell, seek medical advice 
immediately. 



FLAMMABLE 


Methanol is flammable. Keep away from sources of ignition - no smoking. 

A CAUTION 

Make sure all slides are processed and transferred to the output queue, before 
turning off the Autoslide. Turning off the autoslide while slides are processing 
can cause unreliable results and possibly damage Autoslide components. 

1. Put the analyzer in Standby mode and turn off the Autoslide. 

2. Slide open the stainer tray door. 
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3. While manually rotating the stainer plate, remove the stainer wells by gently 
sliding each out of the stainer. 



Z!a CAUTION 

Do not put too much force on the staining wells, when removing them. 
Pulling up or out too hard may damage the wells. They should be clipped 
gently into and out of place on the stainer plate. 

Place the stainer wells in a tray with enough methanol to completely cover 
them. Agitate the tray to remove any air bubbles. 

4. While the wells are soaking, use a soft cloth or paper towel to clean the 
stainer plate. Rotate the plate manually to clean the entire surface. 
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5. After the wells have soaked in the methanol for ten minutes, remove them 
from the tray and dry them with paper towels. 

6. While manually rotating the stainer plate, replace each stainer well with the 
notch on the bottom closest to the edge of the plate. 

Make sure that the wells are seated properly, all at the same level, in the 
stainer tray. 

7. Slide the stainer tray door closed. 

8. Put the analyzer in Ready mode and turn off the Autoslide. 

Cleaning the Fan Filter 

1. At the back of the Autoslide, turn off the power. 

2. Remove the fan cover and separate the filter. 



3. Using a vacuum or air canister, clean all dust and dirt from the filter. 

4. Assemble the clean filter with the cover and replace it on the rear of the unit. 
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Replacing the Smearing Tape and Cleaning the Smearing 
Wedge 

BIOHAZARD 

All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended for potentially 
infectious specimens in Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2d edition; Approved 
Guideline (1997) Document M29-A, National Committee for Clinical Laboratory 
Standards (NCCLS). This document contains complete information on user 
protection and it can be used as reference material for instructions on laboratory 
safety. 

Materials required: 

• New smearing tape 

• Paper towels 
Time: 2 minutes 
Analyzer mode: Standby 

To replace the smearing tape 

1. At the Operations menu select Autoslide Control. 

The Autoslide Control window opens. 

2. Under the Special Functions section, select Smearing Tape. 

3. Under Smearing Tape Options, select Replace Tape. 

4. Open the Autoslide lower front cover. 

5. Using the black magnetic knob, open the tape holder plate. 
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6. Remove the upper and lower bobbins from their holders. 

7. Each time the smearing tape is replaced, wipe the wedge using a soft cloth to 
remove any dust. 



8. Place the new smearing tape bobbin on the upper holder and the take up 
bobbin on the lower holder. Be careful not to twist or crimp the tape. Thread 
it through the spindles as shown in the diagram on the inside of the front 
cover. 



9. Close the tape holder plate. 

10. At the Autoslide Control window, select Start to tighten the tape. 

Replacing the Printer Ribbon 

Materials required: New print cartridge 
Time: 2 minutes 
Analyzer mode: Standby 

To replace the print ribbon 
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A CAUTION 

Make sure all slides are processed and transferred to the output queue, before 
turning off the Autoslide. Turning off the autoslide while slides are processing 
can cause unreliable results and possibly damage Autoslide components. 

1. Turn off the Autoslide. 

2. Open the lower front cover and remove the slide rack loader to gain easy 
access to the printer ribbon. 



NOTE 

Removing the slide rack loader will cause an ASL Stop condition. This 
message will clear when you perform an Autoslide Mechanical Initialization 
at the end of this procedure. 

3. Holding both sides of the printer cartridge, press toward the inside of the 
Autoslide and pull the cartridge out of its holder. Be careful not to tangle the 
ribbon when removing it. 



4. Install the new printer cartridge securely in its holder. Make sure the notches 
on the cartridge are positioned correctly in the holder. 

5. Replace the slide rack loader, close the lower front cover. 
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6. Place the analyzer in Ready mode, then turn the Autoslide on. Wait a few 
seconds. The Autoslide will perform a Mechanical Initialization. You must 
wait for the initialization to execute automatically. 

Replacing the Autoslide Fuses 

IMPORTANT 

Do not attempt to replace the Autoslide fuses. 

For replacement of all Autoslide fuses, call your Siemens technical support 
provider or distributor. 


10-46 


ADVIA Autoslide Slide Maker Stainer 



Error Messages and Suggested Actions 

The list below contains explanations and actions for the Autoslide errors which 
may occur. In some cases, the suggested action will refer you to the 
troubleshooting tip(s) below to help you resolve the problem and restore your 
system to normal operating status. 

A Failure status indicates that intervention is required to continue using the 
Autoslide. The Warning status indicates intervention is required to prevent an 
eventual failure 

If the suggested actions described below do not resolve the problem, call your 
technical support provider or distributor. 

TIP # 1 

The Autoslide may not respond immediately to a command, under certain 
circumstances, it may take up to 30 seconds for a response from the system. This 
is due to communication restraints between the AD VIA 2120/2120i system and 
the Autoslide. It is important to allow time for the system to respond - DO NOT 
keep clicking the mouse. 

TIP #2 

In addition to clearing the source of the problem (such as removing a jammed 
rack etc.), check the Autoslide Status Screen when an error occurs. If both the 
Stainer and smearer are RED, and there are no slides in the stainer, a 
MECHANICAL INITIALIZATION (homes both smearer and stainer) must be 
performed. If only the smearer is RED, a RESET SMEARER restores the system 
to "Ready" (GREEN) and allow any slides currently being stained to continue 
processing. 

TIP #3 

If the Autoslide status screen shows RED for the stainer, and slides were being 
processed, a RESET AUTOSLIDE performs a mechanical initialization then 
drains and removes the slides. 

TIP #4 

Autoslide Error Messages are logged to the message log in the order they occur. 
If a critical error is displayed, go to the postings just before the critical error and 
click on Details for additional information about the problem. 

TIP #5 

If, for any reason, the power needs to be cycled to the Autoslide, allow the 
instrument reconnect the communication link with the AD VIA 2120/2120i 
system, do not interrupt. 


IMPORTANT: The table below Event/cause/suggested actions supercedes the 
table currently displayed in the Operator’s Guide. 
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Event Text 

Severity 

Probable Cause 

Suggested Action 

ASL - Aspiration needle 
retract timeout 

Failure 

Aspiration needle failed to retract 
in time. 

Perform Mechanical Initialization to 
reset autoslide, check autosampler - if 
necessary, perform an autosampler 
reset or power the ADVIA 2120/2120i 
system off/on. 

ASL - Command Timeout 
- Stop 

Failure 

Command timeout on autoslide. 

Run stopped if Alarm/Stop criteria 
set for critical error. 

Perform Mechanical Initialization to 
reset autoslide, Cycle power to 

Autoslide if problem persists, call 
Siemens. 

ASL - Communications 

error 

Failure 

Communication lost between 
Analytical Module and Autoslide. 

Check serial I/O cable between 
instrument and autoslide, and cycle 
autoslide power, perform a mechanical 
initialization. 

ASL - Configuration / 
Parameter error 

Failure 

An invalid parameter was used to 
configure the Autoslide. 

Perform Mechanical Initialization to 
reset autoslide, and report problem to 
Siemens. 

ASL - Critical Error - Stop 

Failure 

General autoslide critical error 
(software error, unrecognized 
version, emergency stop, 
communications, bad parameter, 
EEPROM error, not initialized, 
sync error, sample may be diluted, 
hardware error, autoslide interface 
error, command timeout, 
command status...). Run stopped 
if Alarm/Stop criteria set. 

Check message log for other errors, 
correct problem, reset autoslide - see 

Tip #2. 

ASL - Dispenser error 

Failure 

Mechanical problem on dispenser 

Inspect dispenser area. Look for stuck 
or broken slide. Ensure sufficient slides 
are loaded to cover both slide sensors, 
proceed to Tip # 2 

ASL - EEPROM error 

Failure 

EEPROM read or write error 
during initialization. 

Call Siemens. 

ASL - EEPROM 10 error 

Failure 

An error occurred when reading or 
updating the EEPROM. 

Perform Mechanical Initialization to 
reset autoslide, Cycle power to 

Autoslide if problem persists, and call 
Siemens. 

ASL - Emergency stop 
cycle 

Failure 

Cover may have been opened 
while autoslide was busy. 

Close cover, and reset autoslide. See 
Tips #2 & 3. 

ASL - Hardware error 

Failure 

A hardware error has occurred. 

Check message log for other errors, 
correct problem, reset autoslide - see 
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Tip # 2. Call Siemens. 


Event Text 

Severity 

Probable Cause 

Suggested Action 

ASL - Impossible to rinse 

Failure 

Unable to rinse sample or drop 
deposit lines; Other command is 
processing. 

Perform a mechanical initialization; If 
problem persists, call Siemens. 

ASL - Internal software 

error 

Failure 

Software initialization problem or 
incorrect data entered. 

Enter correct information; Run a 
mechanical initialization cycle. Call your 
Siemens Representative if not 
resolved. 

ASL - Internal 
synchronization error 

Failure 

Autoslide internal synchronization 

error. 

Perform a mechanical initialization. If 
problem persists, call Siemens. 

ASL - Needle plate error 

Failure 

Staining needle positioning 
problem. 

Open the covers and identify the 
problem. Close covers. Refer to Tips 2 
& 3. If needles hitting slides, call 
Siemens. 

ASL - Operation 
completed in error 

Failure 

Run Stopped - Autoslide 
command completed with an error. 

Check Message Log - Detail screen for 
cause, correct and perform Mechanical 
Initialization. 

ASL - Printer error 

Failure 

Printer ribbon not advancing or 
jammed. 

Open front panel, inspect printer ribbon 
- clear jam or replace ribbon as 
needed. Ensure that there are no glass 
particles in the printer area. Run a 
Mechanical Initialization cycle. Cycle 
autoslide power if necessary. 

ASL - Rack Error - Stop 

Failure 

General rack problem, could be 
low on racks. 

Replenish racks in dispenser, check for 
jammed rack or full ejection tray. Run a 
reset smearer. (See Tips above) 


ASL - Rack Handling Failure Hardware failure in rack handler Check for jammed racks or debris. Run 

error track. a reset smearer. (See Tips above) 


ASL - Slide Carrier error Failure Slide did not make it to the carrier Clear slide and inspect area for glass 

in time, or loaded incorrectly. particles or debris then refer to 

Troubleshooting Tip # 2. 

ASL - Smearing Error - Failure Smearer door was open. Run Close smearer door, reset smearer 

Stop stopped if Alarm/Stop criteria set. (see Tip #2). 

ASL - Smearing module Failure Smearing module door is open. Close the smearing module door, reset 

door is open smearer if necessary. 

ASL - Smearing module Failure Smearing module is not primed. Run prime smearer hydraulic cycle and 

not primed reset smearer. Perform Daily Startup if 

necessary. 
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ASL - Smearing module 

Failure 

Smearing module problem. 

Reset smearer. Call Siemens. 

not ready 
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Event Text 

Severity 

Probable Cause 

Suggested Action 

ASL - Smearing tape is 
loose 

Failure 

Smearing film empty, broken or 
incorrectly threaded. 

Perform the smearing film replacement 
procedure. Be sure to check smearing 
wedge for cleanliness. 

ASL - Stainer error 

Failure 

Stainer error. 

Reset autoslide (see Tips # 2 & 3). 

ASL - Stainer module 
door is open 

Failure 

Stainer module door is open. 

Close the stainer module door. Perform 
a mechanical initialization, if necessary 

ASL - Stainer not primed 

Failure 

Stainer is not primed. 

Check message log to see if daily 
startup has been done, perform a daily 
startup or Stainer Prime (if daily startup 
was completed) followed by a 
mechanical initialization if necessary. 

ASL - Stainer not ready 

Failure 

The stainer subsystem is not 
rinsed. 

Reset autoslide. 

ASL - Stainer under 

methanol 

Failure 

Stainer wells are full with methanol 

Run the daily or weekly startup 
procedure to drain the methanol. 

ASL - Staining Error - 
Stop 

Failure 

Stainer door was open. Run 
stopped if Alarm/Stop criteria set. 

Close stainer door, reset autoslide, 

resume run. 

ASL - Staining waste is 
full 

ASL - Staining Waste Full 
- Stop 

Failure 

Staining Waste is full - stainer 
enabled. 

Dispose of staining waste according to 
local regulations; Perform a Reset 
Autoslide if necessary. 

ASL - Unknown error 

Failure 

Autoslide reported an error 
unrecognized by the ADVIA 

2120/2120i system. 

Call Siemens. 

ASL - In Pre-smeared 

slide mode 

Information 

An operation is rejected because 
STAT slide mode is in effect. 

Wait for Stat slide to be completed, 
close manual slide entry door and try 
again. 

ASL - Autoslide aspiration 
hardware unavailable on 
autosampler 

Warning 

The autosampler hardware for the 
second aspiration position is 
inoperable or unavailable 

If system has a dual sampler, perform 
an autosampler reset. If not successful, 
power the ADVIA 2120/2120i system 
off/on. Call Siemens. 

ASL - Autoslide is not 

available to make slides 

Warning 

Autoslide is not ready for use. 

Perform daily/weekly maintenance as 
required, and try again. 

ASL - Please Close 

manual door 

Warning 

Stat door is open. 

Close the manual inlet /stat door. 

Autoslide Command Error 

Warning 

Autoslide command error, or 
EEPROM failed. 

Retry the command. 
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Event Text 


Severity 


Probable Cause 


Suggested Action 


Autoslide Daily Shutdown Warning An error occurred that prevented Check message log for errors, correct 

Incomplete the autoslide daily shutdown from any problems, and retry the daily 

completing. shutdown. If still not successful, 

perform a Mechanical Initialization and 
then retry the daily shutdown. 

An error occurred that prevented Check message log for errors, correct 
the autoslide daily startup from any problems, and retry the daily 
completing. startup. If still not successful, perform a 

Mechanical Initialization and then retry 
the daily startup 

Autoslide is Processing Warning Attempt was made to go to a Wait until all slides are completed 

Slides configuration screen while slides before attempting to change 

were being processed. configuration. 

The manual inlet door cannot be Enable the stainer in the Autoslide 
opened because the stainer is not options menu or stop Autosampler if 
enabled for use or the ADVIA appropriate, and try again. 

2120/2120i Autosampler is active. 


Autoslide Manual Inlet 

Door Failed to Open 

Warning 

An error occurred while attempting 
to open the manual inlet door. 

Check for something blocking the Stat 
door, and try again. 

Autoslide operation 
cannot proceed as 
Compressor is Not Ready 

Warning 

Instrument is in standby, so 
compressor is off. 

Take instrument out of Standby mode. 

Autoslide Rejects 

Command Execution 

Warning 

The Autoslide is unable to execute 

the command at this time. 

Action depends on the situation. 
Generally no action is required. 

Autoslide Weekly 

Shutdown Incomplete 

Warning 

An error occurred during the 
weekly shutdown. 

Check message log for other errors, 
correct problem, reset Autoslide, and 
repeat weekly shutdown. 

Autoslide Weekly Startup 
Incomplete 

Warning 

An error occurred during the 
weekly startup. 

Check message log for other errors, 
correct problem, reset Autoslide, and 
repeat weekly startup. 

Autoslide Weekly Startup 
Needed 

Warning 

Weekly startup is now required. 

Perform weekly startup. 


Autoslide Manual Inlet Warning 
Door Cannot be Opened 


Autoslide Daily Startup Warning 
Incomplete 
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Autoslide Specifications 

The Autoslide is for indoor use only. Operation of the instrument at altitudes of 
over 2000 meters (6000 feet) is not recommended. 

Throughput 

Up to 108 slides per hour 

Dimensions 

Weight: 60 kg (approx.) 

Width: 91 cm 
Depth: 70 cm 
Height: 50 cm 

Operating Temperature Range 

20 - 30°C 

Relative Humidity 

30 - 60% 

Noise Level 

65 decibels 

Electrical Requirements 

From 100V to 240V ± 10% 

Maximum: 200 VA 

Slide Requirements 

super frost, rounded comer, ground edges 
76 mm x 26 mm x 1 mm 

Use slides provided by Siemens approved vendors only. 

Sample Requirement 

75 pL whole blood 
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This section provides the following information: 


• address of the Siemens authorized representative, which is the Siemens 
contact within the European community 

• addresses for obtaining service and technical information and for ordering 
supplies 

• system warranty and service delivery policy information 

Limited Instrument Warranty and Service Delivery Policy 

Siemens Medical Solutions Diagnostics and its authorized distributors may 
provide customers who acquire new Siemens instruments with a limited warranty 
either in a specific agreement or in standard language on their invoices. This 
limited warranty is designed to protect customers from the cost associated with 
repairing instruments that exhibit malfunctions due to defects in materials and/or 
workmanship during the warranty period. 

Siemens Medical Solutions Diagnostics, at its election, provides warranty service 
either by providing repair service of the instrument on site, or by exchanging the 
defective instrument or component, subject to the limitations and exclusions set 
forth in Replacement of Parts and Warranty and Sendee Exclusions below. 
Repairs, replacements or exchanges of instruments or components provided 
during the warranty or any additional service period, does not extend the 
warranty or service period beyond the initially agreed upon period. 

When the customer calls for service, the Siemens representative or authorized 
distributor informs the customer of the type of service available for the 
customer’s instrument, and instructs the customer as to how to obtain that 
service. 

Warranty Period 

The limited warranty period generally commences upon installation of the 
original instrument at the customer’s location and extends for a period of 1 year 
thereafter, unless otherwise specifically agreed to by and between 
Siemens Medical Solutions Diagnostics (or its authorized distributors) and 
customer in a writing signed by duly authorized representatives of both parties 
(sales representatives are generally not authorized representatives of Siemens for 
these purposes). 

Additional Service Period 

The customers, with some exceptions, may purchase additional service coverage 
beyond any initial warranty period as part of the original instrument acquisition 
for second or subsequent years beyond the original installation date. The 
customer’s original Purchase Invoice or appropriate Agreement Addendum must 
indicate the term in months for additional service coverage. 
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Service During Normal Hours 

The customer may obtain service for instruments during normal business hours 
by contacting the nearest Siemens Medical Solutions Diagnostics location or 
authorized distributor. Refer to the list of Siemens locations in this section. 

Extent of a Service Call 

Warranty or service calls generally include onsite repair or exchange of 
instruments or components, travel to the location of the instrument, and onsite 
labor during normal business hours. A warranty or service call is initiated by the 
customer by following the instructions on how to obtain service for the 
customer’s instrument. The service call is considered complete when any defects 
in material or workmanship have been corrected by repair or replacement and the 
instrument conforms to the applicable specifications. When service is complete, 
the customer receives a copy of the documentation detailing all work performed 
by the Siemens Medical Solutions Diagnostics representative or authorized 
distributor. 

Service Outside Normal Hours 

Customers, with some exceptions, may also request service to be delivered or an 
exchange to be initiated outside normal business hours, including evenings, 
weekend days, or nationally observed holidays, by contacting the nearest 
Siemens Medical Solutions Diagnostics location or authorized distributor. 

Service performed outside normal hours is subject to a surcharge unless the 
customer has in place a service product option that provides service at the time 
requested. 

Replacement of Parts 

In performing service, Siemens Medical Solutions Diagnostics or its authorized 
distributors provide appropriate parts to repair the instrument, or arranges for the 
exchange of the instrument or affected parts, at no charge with the exception of 
certain parts or subassemblies that are considered Customer Maintenance Items. 
Customer Maintenance Items include, but are not limited to, the following items: 
lamps, electrodes or sensors (which are covered by a separate warranty), 
reagents, calibrators, controls, paper, and pens. Consult the appropriate system 
operator’s manuals for a complete list of Customer Maintenance Items for any 
specific model of instrument. 

Design Changes and Retrofitting of Instruments 

Siemens Medical Solutions Diagnostics reserves the right to change the design or 
construction of specific models of instruments at any time without incurring any 
obligation to make such changes available to individual customers or 
instruments. If Siemens notifies customers of a change that improves the 
performance or reliability of their instrument, and requests to retrofit that 
instrument, the customer must agree to allow Siemens or an authorized 
distributor, at Siemens’ expense, to retrofit components or make design changes, 
which does not adversely affect the instrument’s performance characteristics. 
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Key Operator Designation 

Each customer designates a key operator who is available to Siemens 
representatives to describe instrument malfunctions by telephone and/or to 
perform simple adjustments and corrections as requested. If a key operator is not 
designated or is unavailable when the customer requests service, the delivery of 
service may be delayed. 

OSHA Requirements (US only) 

When service is required at a customer location, the customer must provide the 
Siemens representative with adequate facilities that comply with the regulations 
of the Secretary of Labor under the Occupational Safety and Health Act (OSHA) 
of 1970, as amended. 

Warranty and Service Exclusions 

The following exclusions are in addition to any exclusions provided for in any 
written warranty or service agreement. 

IF ANY OF THE FOLLOWING EVENTS OCCUR, THE WARRANTY OR 
SERVICE PROVISIONS DO NOT APPLY: 

1. Repairs or modifications have been made to the instrument by someone other 
than an authorized Siemens Medical Solutions Diagnostics representative. 

2. The instrument has been operated using accessories and supplies other than 
Siemens brand accessories, or consumable supplies and/or reagents not 
having the same grade, quality, and composition as defined in the system 
operator’s manuals. 

3. Siemens Medical Solutions Diagnostics has notified customers of a change 
that improves the performance or reliability of their instrument and customer 
has not agreed to retrofit or make design changes to the instrument. 

4. Customer did not purchase the instrument from 

Siemens Medical Solutions Diagnostics or one of its authorized distributors. 

5. The instrument has not been installed within 90 days of shipment to the 
customer’s facility unless otherwise specified. 

6. The customer has not performed appropriate customer maintenance 
procedures, as outlined in the system operator’s manuals. 

7. The instrument has been misused or used for a purpose for which it was not 
intended. 

8. The instrument has been damaged in transit to the customer or damaged by 
the customer while moving or relocating it without supervision by a Siemens 
representative. 

9. Damage was caused by floods, earthquakes, tornados, hurricanes, or other 
natural or man-made disasters. 

10. Damage was caused by Acts of War, vandalism, sabotage, arson, or civil 
commotion. 


A-4 


Legal Information 



11. Damage was caused by electrical surges or voltages exceeding the tolerances 
outlined in the system operator’s manuals. 

12. Damage was caused by water from any source external to the instrument. 

13. The customer has purchased an alternative agreement whose terms of 
warranty or service supersede these provisions. 

Siemens Medical Solutions Diagnostics or its authorized distributors can invoice 
customers, at current standard labor and parts rates, for instruments repaired to 
correct damage or malfunctions due to any of the reasons listed above. 

OTHER THAN AS STATED ABOVE, THERE ARE NO OTHER 
WARRANTIES, EXPRESS OR IMPLIED, WITH RESPECT TO THE 
INSTRUMENT, ITS SALE TO THE CUSTOMER, ITS LEASE TO THE 
CUSTOMER, OR THE SALE OF THE INSTRUMENT TO THE CUSTOMER 
AT THE EXPIRATION OR TERMINATION OF THE LEASE AGREEMENT. 

SIEMENS MEDICAL SOLUTIONS DIAGNOSTICS SPECIFICALLY 
DISCLAIMS ANY AND ALL IMPLIED WARRANTIES OF 
MERCHANTABILITY OR FITNESS FOR A PARTICULAR USE OR 
PURPOSE. SIEMENS MEDICAL SOLUTIONS DIAGNOSTICS’ LIABILITY 
FOR BREACH OF ANY WARRANTY OR SERVICE AGREEMENT SHALL 
BE LIMITED ONLY TO THE REPAIR OR REPLACEMENT OF DEFECTIVE 
EQUIPMENT AND SHALL NOT INCLUDE ANY DAMAGES OF ANY 
KIND, WHETHER DIRECT, INDIRECT, INCIDENTAL, CONTINGENT, OR 
CONSEQUENTIAL. SIEMENS SHALL NOT BE LIABLE FOR DELAY 
FROM ANY CAUSE IN PROVIDING REPAIR OR EXCHANGE SERVICE. 

ANY LIMITATIONS OR OTHER PROVISIONS NOT CONSISTENT WITH 
APPLICABLE LAW IN PARTICULAR JURISDICTIONS OR A SPECIFIC 
WRITTEN AGREEMENT DO NOT APPLY TO CUSTOMERS IN THOSE 
JURISDICTIONS OR SUBJECT TO THOSE AGREEMENTS. 

Information for Technical Assistance 

Refer to the procedures in this appendix to provide system information that you 
may need when you call for technical assistance. 

Contact Information 

This section provides the following information: 

• the address of the Siemens authorized representative, which is the Siemens 
contact within the European community 

• the Siemens addresses for obtaining service and technical information and 
for ordering supplies 

Siemens Authorized Representative 

Siemens Medical Solutions Diagnostics Europe Limited 
Chapel Lane, Swords, Co. Dublin, Ireland 
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Addresses 

For technical assistance contact your local technical support provider. For 
customer service or additional information contact your local technical support 
distributor. 

Siemens Medical Solutions Diagnostics 
Tarrytown, NY 10591-5097 USA 

. Siemens Medical Solutions Diagnostics 

Europe Limited 

Chapel Lane, Swords, Co. Dublin, Ireland 

Siemens Medical Solutions 
Diagnostics Pty Ltd 
ABN 65 007 436 651 
885 Mountain Flighway 
Bayswater Victoria 3153 
Australia 

v—^ VX/r-f t))b V U i-vaVX- 

m^p D pJIIEm£J5Ba 3-20-14 
(Siemens Medical Solutions Diagnostics) 

HA 
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Warnings 


A ELECTRICAL WARNING 

To avoid exposure to shock hazards and/or damage to the instrument while 
performing this procedure, power off the analyzer before proceeding. 


BIOHAZARD 


All products or objects that come in contact with human or animal body fluids 
should be handled, before and after cleaning, as if capable of transmitting 
infectious diseases. Wear facial protection, gloves, and protective clothing. 

The operator should follow the recommendations to prevent the transmission of 
infectious agents in health-care settings as recommended by the Clinical and 
Laboratory Standards Institute (formerly NCCLS) in Protection of Laboratory’ 
Workers from Occupationally Acquired Infections; Approved Guideline - Third 
Edition. 2005. CLSI Document M29-A3. This document contains complete 
information on user protection and it can be used as reference material for 
instructions on laboratory safety. 

A LASER WARNING 

To avoid damage to the eyes, never look directly at the laser beam or at its 
reflection from a shiny surface. All field service procedures must be followed 
precisely. Only Siemens-trained field service personnel should perform 
procedures related to laser assemblies. 

For more safety information and laser specifications, refer to Safety 
Information, Protecting yourself from lasers. 

A 

/ ; \ WARNING 


When handling EZ KLEEN, wear protective clothing, gloves, and safety glasses. It 
is harmful if swallowed and may cause eye or skin irritation. 


A 

/ ! \ WARNING 


Regular strength household bleach is 5% sodium hypochlorite. Extra-strength 
household bleach is 6% sodium hypochlorite. Either strength may be used with 
the AD VIA 2120/2120i Hematology System. When handling bleach, which can 
be used as a cleaning and antiviral agent, wear protective clothing, gloves, and 
safety glasses. It is harmful if swallowed and may cause eye or skin irritation. 

Use household bleach that is free of heavy metals, such as Clorox. 

To prepare a 25% solution of household bleach, dilute one part of bleach with 
three parts of clean distilled water, or clean deionized water. The prepared 
solution is stable for one week when stored at room temperature. 
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Safety Information 

Safety features have been incoiporated into the AD VIA 2120/2120i system to 
protect the operator from injury, the analyzer from damage, and the test results 
from inaccuracies. 

Regulatory Compliance 

Standards or regulations 

The AD VIA 2120/2120i conforms to the following safety standards or 
regulations: 

EN61010-1: 1993 Safety Requirements for Electrical Equipment for 

Measurement, Control, and Laboratory Use; Part 1 

EN60825-1 Safety of Laser Products; Part 1 

UL 3101-1 Electrical Equipment for Laboratory Use; Part 1: 

General Requirements. 

CAN/CSA C22.2 No. Safety requirements for Electrical Equipment for 
1010.1-92 Measurement, Control, and Laboratory Use; Part 1: 

General Requirements 

This equipment has been tested and found to comply 
with the limits of a Class A digital device, pursuant to 
part 15 of the FCC Rules. These limits are designed to 
provide reasonable protection against harm fill 
interference when equipment is operated in a 
commercial environment. This equipment generates, 
uses, and can radiate radio frequency energy and, if not 
installed and used in accordance with the instruction 
manual, may cause harmful interference to radio 
communications. Operation of this equipment in a 
residential area is likely to cause harmful interference, 
in which case the user will be required to correct the 
interference at his own expense. 

CE mark requirements 

The AD VIA 2120/2120i conforms to the following standard. It therefore meets 
the EMC conformity requirements for “CE” marking according to the European 
IVDD Directive 98/79 EC, 

EN 61326-1 1997+ Electrical Equipment for measurement, control, and 
Al:1998 + A2:2001 laboratory use - EMC requirements 
(Class "A") 


CFR 47: Chapt. 1 
FCC Subpart B 
Part 15.103 

Exempted Devices (C) 
Part 15.105 (A) 
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Noise-limit requirement 

The ADVIA 2120/2120i conforms to the following noise-limit requirement: 

EN27779: 1989 Measurement of Airborne Noise Emitted By Computer and 
Business Equipment (61 dBA) 

Documentation 

In the printed and online documentation, all hazards (except those associated 
with reagents) are categorized as follows: 

WARNING Indicates the risk of personal injury or loss of life if operating 
procedures and practices are not correctly followed. 

CAUTION Indicates the possibility of damage to or destruction of equipment 
if operating procedures and practices are not strictly observed. 

IMPORTANT Indicates that system functions, including test results, may be 
adversely affected if operating procedures and practices are not 
correctly followed. 

Hazards associated with the presence, handling, or use of required reagents are 
categorized as follows: 

CAUTION ! Indicates a hazard that could cause illness, bums, skin reactions, 
and so on. Substances such as diluted acids, mild caustics, minor 
skin irritants, and combustible materials are assigned to this 
category. 

ATTENTION Indicates that a specific risk exists to the user or performance. 

Refer to the labels on the reagent containers and to the Material Safety Data 
Sheets for information about the hazards and precautions associated with the 
reagents. 


System Symbols 

This section describes the symbols that can appear on the exterior of the ADVIA 
2120/2120i system or on the system packaging. The symbols on the system 
provide you with the location of certain components and with warnings for 
proper operation. The symbols on the system packaging provide you with other 
important information. 
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Warnings and Cautions 



A 

Caution 

Attention 

Atenci6n 

Cuidado 

a* 

A 


# 

m 

A A 
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• A Warning indicates the risk of personal injury 
or loss of life if operating procedures and 
practices are not correctly followed. 

• A Caution indicates the possibility of loss of 
data or damage to or destruction of equipment if 
operating procedures and practices are not 
strictly observed. 

When this symbol appears on the system without 
additional information, you must consult the 
instructions for use. 


Biohazard. 

The biohazard warning label mounted on the front of 
the analyzer alerts you to the possibility of exposure 
to a biohazard during the sampling process or 
through contamination of the analyzer. 

This symbol identifies a product that may contain an 
infectious agent. 

This symbol alerts you to a potentially harmful 
substance. 

taSTkioiogiqm These symbols together alert you to a waste 
*»?« bidjii biohazard. 

Laser hazard 



Electrical hazard 



This symbol indicates an in vitro diagnostic device 
or an in vitro diagnostic medical device. 



This symbol indicates that you should consult the 
operating instructions for necessary information. 
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REF 


This symbol indicates the number used for ordering 
a part or product. 


SN 



(wl| 


This symbol indicates the serial number of a part or 
product. 

This symbol indicates the batch code for a product. 


This symbol indicates the name and location of the 
product manufacturer. 

This symbol indicates the date of manufacture of the 
product. 


EC | REP 



This symbol indicates the manufacturer’s authorized 
representative within the European community. 

This symbol indicates that the product complies with 
the applicable directives of the European Union. 


LISTED 

U6oatt>-y Ecaom*<n 

26JA 


This symbol indicates that the product is UL 
approved for safety (United States). 


<§ 

NftTtVC 

UL-310M 


This symbol indicates that the product is CSA 
approved for safety (Canada). 



This symbol indicates that the colorimeter conforms 
with DIN standard 58 960 developed by the 
Working Co mm ittee on Photometers of the 
Standards Committee on Medicine (NAMed) in the 
DIN Deutsches Institute fur Normung e.V. 


Class 1 Laser Product 


This symbol indicates that the product is a Class 1 
laser product, with no laser exposure during normal 
operation. 



«r 


This symbol indicates that the product is a Class 2 
laser product, with potential exposure to a laser 
beam. 


o 

o 


This is the On symbol. 


This is the Off symbol. 
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This is the Start symbol. 


This is the Standby symbol. 


This symbol indicates the switch position for normal 
system operation of the waste container. 

This symbol indicates the switch position for 
emptying the waste container. 


This symbol indicates the need to empty the waste 
container. 

This symbol indicates the open and closed positions 
for a spigot. 


This symbol indicates liquid waste. 

This symbol indicates pressure. In this example, the 
symbol indicates 20 PSI. 


This symbol indicates vacuum. In this example, the 
symbol indicates a vacuum of 20" Hg. 


This symbol indicates the manual open-tube 
sampler. 


This symbol indicates the manual closed-tube 
sampler. 


This symbol indicates that there is a rack in the 
sampler. 

This is the eject rack symbol. 

This is the network symbol. 
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IOI 


This is the monitor symbol. 



This symbol indicates the maximum level. 
This is the knob symbol. 


This is the fuse symbol. 

This is the filter symbol. 

This is the vacushield symbol. 


CPU 










CONTROL | ABN 11 


CONTROL ABN 2 


This is the CPU symbol. 

This symbol indicates a protective terminal. 

This is the barcode scanner symbol. 

This symbol indicates that moving the component 
can cause injury. 

This symbol identifies a product that contains 
recyclable material. 

This symbol indicates the top of the package. 


This symbol indicates the acceptable temperature 
range for storage of the product. 

This symbol identifies the date by which the product 
should be used. 


This is the Setpoint Calibrator symbol. 

This is the TESTpoint 3-in-l Hematology Control 
Abnormal 1 symbol. 

This is the TESTpoint 3-in-l Hematology Control 
Abnormal 2 symbol. 
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CONTROL | NORM 

This is the TESTpoint 3-in-l Hematology Control 
Normal symbol. 

CONTROL | HIGH 

This is the TESTpoint High Control symbol. 

CONTROL | LOW 

This is the TESTpoint Low Control symbol. 

CONTROL | NORM 

This is the TESTpoint Normal Control symbol. 

CONTROL CSf|l 

This is the CSF Control 1 symbol. 

CONTROL CSf|2 

This is the CSF Control 2 symbol. 

CONTROL | RE TIC HIGH 

This is the AD VIA RETIC High Control symbol. 

CONTROL | RETIC LOW 

This is the AD VIA RETIC Low Control symbol. 

OEFOAMER 

This is the DEFOAMER symbol. 

| EZ KLEEN | 

This is the EZ KLEEN symbol. 

| BASO| 

This is the BASO Reagent symbol. 

| CSF REAGENT 

This is the CSF Reagent symbol. 

HOB 

This is the HGB Reagent symbol. 

CN-FREE HOB 

This is the CN-FREE HGB Reagent symbol. 

PEROX 11 

This is the PEROX 1 Reagent symbol. 

PEROX | 2 

This is the PEROX 2 Reagent symbol. 

PEROX | 3 

This is the PEROX 3 Reagent symbol. 

PEROX | SHEATH 

This is the PEROX SHEATH symbol. 

R8C/PLT 

This is the RBC/PLT Reagent symbol. 

SHEATH/RMSE 

This is the SHEATH/RINSE symbol. 


Interpretation of Results 

System operators and laboratory supervisors are responsible for operating and 
maintaining Siemens products in accordance with the procedures described in the 
applicable Product Labeling (online documentation, package inserts, bulletins), 
and for determining that product performance conforms to the applicable claims. 


Warnings and Safety Information 


B-9 






If, under these prescribed conditions of operation and maintenance, an aberrant 
or abnormal result, as defined by the laboratory protocol, occurs, laboratory 
personnel should first make certain that the system is performing and is being 
operated in accordance with the Product Labeling; then follow the laboratory 
protocol for advising the clinician of a result that appears to have deviated from 
the norms established by the laboratory. 

Siemens products do not make diagnoses on patients. Siemens intends its 
diagnostic products (systems, reagents, software, hardware) to be used to collect 
data reflecting the patient’s chemical, hematological, or immunological status at 
a certain point in time. Such data must be used in conjunction with other 
diagnostic information and with the attending physician’s evaluation of the 
patient’s condition to arrive at a diagnosis and a clinical course of treatment. 

Any malfunction of a Siemens diagnostic product (for example, failure to meet a 
performance specification or to perform as intended) should be appropriately 
addressed by laboratory personnel. Various sections of the Product Labeling 
address malfunctions and their possible effect on results. 


Explanation of the warning labels on the AC power box 

1 The AC power box must be opened by 
qualified personnel only. The only 
operator serviceable parts in the AC 
power box are fuses FI through F7, which 
are replaced without opening the module. 

2 The two electrical outlets on the side of 
the AC power box are intended only for 
the computer and monitor supplied with 
the system. These outlets are designed to 
ensure proper operation of the system 
devices and to maintain the system safety 
certifications. Do not connect other 
devices to them. 

3 Since electrical power is still applied to some system components even 
after the power switch is turned off, you must unplug the main power 
before servicing the system (for example, when replacing fuses). 

4 Always replace fuses F1 and F2 at the same time. Any high-current event 
that causes one of these fuses to fail can damage the other one and 
shorten its service life. 

5 Always replace a fuse with one of the same type and rating. If the fuse 
label is missing or illegible, refer to the fuse information table. Be sure to 
select the fuse requirements appropriate for your system’s input voltage. 



AC power box location 
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Explanation of the warning labels on the manual closed-tube sampler 

Sampler Door Manual Closed-Tube Sampler 



Never put your finger into the 
manual closed-tube sampler 
centering collar. 


To avoid injury when removing 
or replacing the manual closed- 
tube sampler needle or centering 
collar, the system must be off. 

You must place a protective 
cover over the needle 
immediately after removing the 
centering collar. 
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Protecting yourself from lasers 

The AD VIA 2120/2120i Hematology System is classified as a Class I laser 
product as defined by the National Center for Devices and Radiological Health 
(CDRH) regulations 21 CFR 1040 and by EN-60825. 


RBC laser optical assembly 


The RBC laser optical assembly is classified as a Class II laser device which has 
a maximum power output of 800 pW at 670 nm (nominally) and a continuous 
wave output. The RBC laser assembly is set internally to have a maximum output 
of 290 ±58 pW. The laser beam path is enclosed in a series of non-interlocked 
protective housings that prevent human access to laser radiation during operation 
and maintenance of the laser product. 


1 Laser aperture 
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Autosampler Barcode Reader 

The autosampler barcode reader is classified as a Class II laser device. It has a 
maximum power output of 1 mW at a wavelength of 670 nm, a pulse duration of 
90 ns, and 3.6 mr units of beam divergence. 



Some field service procedures require the removal of the protective housings that 
prevent human access to the laser radiation. All field service procedures must be 
followed precisely to prevent possible eye injury from the laser radiation. Only 
Siemens-trained field service personnel should perform procedures related to the 
AD VIA 2120/2120i laser optics bench. 


Laser Hazard Precautions 

The following list of precautions must be observed when servicing the AD VIA 
2120/2120i laser optics: 

• Remove all jewelry from hands and wrists. 

• Do not look directly at the laser beam. 

• Do not look at specular reflections from the laser beam. 

• Do not place reflective objects, such as screwdrivers or jewelry, into the 
beam path. 

• Always ensure that the laser beam is terminated with a beam stop. 
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Microsoft Windows 2000 Professional (Service Pack 3) 

$$mm ntfs 

2 fi pc () 


BIOS 

BIOS mM 


mnmmmmtmmTmm 



S3 


Xj N 




mu 'm&jm 

M«llf 1 f® 3.5'tiiSi« 

1 f® 5.25”$m»^ 


ftBKHK 1 (108 x 390 x 431mm) 

210W- : HP-U2106F3 Rev. H01 


mmm 


■>>0 FSFSS^; 
tmListj 


: Hfl 




wnnaffig g : 100 VAC (6 AMPS) - 240 VAC (3 AMPS) 
■ 50/60Hz 

wnm ■ i8°cM 35°c ■ -45°cm7o°c 

MfxH# : 15% -80% (MM) 

{£5$- 3000 BTU (f£JA880W) 

65 AM 

II 

2 

MM CBC/diff/retic JW»M = 12 mL 
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ADVIA 2120/2120i » 

itW«itS 2000 * (6000 3SR) ° 

(mum) 


Jfill 

191.9kg 

422.5lbs 

11 

161.9kg 

357.5lbs 


85cm 

33.4in 


85cm 

33.4in 

ms 

141cm 

55.5in 

ms 

81cm 

31,9in 

mm 

68cm 

26.8in 

mm 

68cm 

26.8in 



CBC 120«f§//H# 

CBC/diff 120«H//jNH# 

CBC/diff/retic 74 

CBC/retic 74 

RetiC 74 
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nm/mrmm 


M.2 

mmm . 2 

mrmm .4 

mmmti ■ mmnu . 4 

mrmm-nmmu . 4 

ADVIA 2120/2120i g$|.4 


nm/mrmm 


2-1 









nrmm 


i. 


Jte^tpX 


On (Pfl) 




mapsssjim off (si) fig - mmiwm on c m ) - 
2 . ™@+m° 

a. m on ( m ) • 

b. HfWHHA Begin Logon (IH^SiO ffl^f ’ loJBfgT Ctrl > Alt ^P Delete 

Windows ° 

c. Logon Information (IH&lflJi.) ° HI? OK (fit 

/t) ° 

d. Windows ff - s+M#gfjjM ADVIA 
2120 / 2120 i tfcff! " 

2Em 

advia 2120/21201 sheii - 


2-2 


lTPS/§SReA^ 














3 . 


a. On (Pi) ° 


b. mm&mmmm * #§im Log on/ott c m • mi 


PhI ’ 


• #lfTp3nP 








• P* Startup (W®J) JlfM 

>±t 

&ML&-A* • & A • H&&1L ’ 

*# 60 # > M&M-#r&# ° *>*.&&#* lb m > M • 


c. 


Startup (#®J) 


Startup (|£S&) WIKI 



(W'MMiiiiff) am ’ i) • # 

A®mi*«fi«± « 


OT/1TOM 
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mmimmmm * ° 

ADVIA 2120/21201 ° ’ RJtg#« 

WiMmwm ° 

: SRtttma 

1. ^W»®±WOff (SS)o 

2. ’ * Log On/Off ( §f§/!±lt ) HSilll? Shut Down ADVIA 

CHUB ADVIA) » 

3. m±wmmMmmn off c m ) -* 


TfflklfrtrM > ##& o gjb > &iMi% M • M4.&4T 

t&fUM > 1$.% utilities (J^A) M-f t&j Hydraulic Functions ifi&jfrffi) M^MFr 
System Wash (jfcMjjtgb) ° 

mrmm ■ 

1 . l£ Routine operations ( R^JSfP) ’ MM Log On/Off (JBI/liit) ° 

2. MW Shut Down ADVIA ( MW\ ADVIA ) ■ 

fff 1 S 2 ^Htili» 

'Mlti ADVIA 2120/2120 i l£f§ 


H 






ADVIA 2120/2120i tfci 

MW Log On/Off (g| 

Shut Down ADVIA ( M ADVIA ) ° 

ffiI2MtiW” 

3. mmmmm«*mmmr nm§mw »$2#« 


1. iS Operations (gffO 


2 . 


i ’ mmmxrpm ■ 

k/mn) • 
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nmm 


. 2 

.2 

.4 

t&SSS&l.4 

mMMmm .4 

MS*.5 

.5 

.6 

Mf mm .e 

SfflStmMfx.8 

mffimmrtm .9 

.10 

'mikMJi .10 

Mf end OF DAY PROCEDURE (IfmiaiWM) .10 

i±if.12 
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m* 





"a 


mnmxm. 





(gfj NCCLS) (Protection of Laboratory 

Workers from Occupationally Acquired Infections; Approved Guideline - Third Edition 
2005} - gp CLSI M29-A3 


A 


f\ St - 




W 8 ft) 


wmm & 11 bwmww» 




: ifpajSW^ttfMf*mwMiai 


- m^iE^mfmmm.mm (mm 


A 


i. w 

Sfc ’ HraJlIf? Cancel (®J'/t) ° 

3. MJSW(1)OT^(2):gfift« 

B - 

4. - m 

ItlSrBfl ° 


5. 


UFC |[| 



t— 2 


x jt.M ° 
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s?tw 















##■ • mikmms $$jfrg-*m#t#• &&&£&&&&& mm ms (&&% 

4M&MM) > MS 2$&MM£ MUM • frMSUMMSH > M&t&]>&$<] UFC t 

M«m*M• 


A 


’ mmmmm > wu w standby a#«t) 


1. muftmmmm&m ° 

2. ^DSIItk—{S tiS ’ ’ Ifllf? Cancel ° 


3. 



fs: > tmfom&fflMM a • &m$- 


4. 

(?S£) 


^W»ffi(2)^ NORMAL ( nM ) Mia EMPTY 


5. §g$&$isniteis - 2 s 5 ftm ■ 

« ’ ra#&E?t£ - 



B?tTO 
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fi 1M ^ it S M lt ( 0 NCCLS) -it (Protection of Laboratory Workers from 
Occupationally Acquired Infections; Approved Guideline - Third Edition 2005) > 


*P CLSIM29-A3 ffiXft tMULUfr## > P*jL M$Jjt S04*M*#M • 



3. 


4. 


mm > mmmf-mmwM 


5. ° 

Hf itfriflE ° 




1. im Startup (»yrnmm Reagent Log( UM HIS)H«« ADVIA 2120/2120i 

DEFOAM ER^)5jfW^!l^« • 

2. g$!M&2t ADVIA 2120/2120i DEFOAMER #jgy®- ° 

3. ’ ffife Reagent Log (|£8JB§g) WM. ° 


BASO WBC ^jssfi^ * HGB MSM 

St ° 


1. 

2 . 

3. 


ft Operations (life) ’ MW Startup (|£®j) 

Refresh (ffijff) ° 

;£JSfn^fe®fe®I - 

■ fife ©fiw 

■ fife ffitmm 
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s mm 































’ ft Startup (») Mm±.MW Refresh (ffrfgf) MAOT 

wj»m® ° • it « 



Mmrfm* 

XASM Order Entry (XfAgASffA) ®P ’ XAfAiXMlIXlifflXfAltA ° MA 

AOTi+ff#§±«xmgA ° 

im SiD##JixfftiA 

1. ft Access ( mm ) OTA ’ » SID# ( « ID ^ ) * 

2. ft SID#fgA ’ ®Aftfi ID * mm. Enter MW 0K(®)» 

3. AH = ®A*«mt° fAA Tab HAAA£f?§» ° 

4. mmm,* 

5 . mw ok () mmum a * 

6. m^T-fSXflAgAW Access (») HIS® s 

m Patient# (&#&) «rjgXfftgA 

1 . A Access ( mm ) OT AH® Pat# ° 

2. ft Pat#fg A ’ $tAiSA« ’ fmm Enter ft^H® OK(i£)« $nAKi§OT 

a > - 

3. MW Create ( ffM ) * fSM»OTf@§rXf1AgA ° 

4. IAWIIII" 

5 . 

tAMiAOTI^H ID ffi o 

6. H®«° 

7. H® OK ( Mfe ) «f£® A • 

AW Access mm) HIS® ° 

fffllfMfJiiffiA 

1 . A Access ( mm ) AH® Name ( ) ° 

2. gE Name (£SA) ® A ’ ® AiSA&A ’ g Enter H^H® OK ( figg? ) ° 

(SSfI#JS ’ gt A? ’ Mg Tab HOT ° ) 

3. $DA®AWiIAAE#g ’ OTA : 

HI? Create (#Ji) * HillA-f@frXA|gA ° HI? New Patient (ffji#) ’ 


0SAMX 
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5 . to Tabmmzmm&m 


6 . 


I* 


7. If OK (K) *liA 


n^T-f@xmg^Access mm) ill" 

1. Customize ( 0g[jt) » HI? Tools View () ° 

2. ^1X^1* ’ 5* File Management ° 

3. HI? Pending (@jffi) HHg - 

4. ftH : TO TO (^TODD ft From (F*0»D 


5. ftH : Format ( ° SSHI? DEFAULT (HIS) TO 

6. HI? Display ( TO ) * WMW Print ( ^rjEp ) » 


m^Mff®ep a p 




Siemens H§ 
TESTpoint # 


ADVIA TESTpoint 

^Spp 0£' 15) 


m-We n 


pftlS'iES'I) ft ADVIA 


gMfr»p H 


fflft0^iastuiffaw®Sp n p^^ ° 


mmmmm 


msm ’ ° 


BUfMJ? 




2. Standby (ffft) fg AMOT - gT Standby (« ) ° 

3. gftiSfchUfP Start/stop Sampler ( ) ° 

Start and Rack in sampler () fgAfB?;®} 

4. Iff£Kgp n nMS • . 


1. A® Standby (fftl) |g/K® Al 


2. mmmmftim : 


Standby (#H) 


(»«) 


(mn§hm m 


3. 




ID«) 

Manual Sample ID (^®M ID) MgftAftftlAA 


A 


ww id «#AMgtraAxA«»#ttm g A!MA^ - 


4. 


Km-AiiiiAxmitfiifi? ° $ns{£MA^i3WHMfTMep°p mm ■ m 

m Retie HfPSfT CBC/Diff Ig p n p ) > |§AA#IIA)£ Review/Edit '**” 

$t) §t*s± > ° 




b. 


fflmmm 


c. wmm±mmm > j&mwt 

5. ?Ff£KSp n pMs ’ 


J> 7 £ 

sK 0H ° 


0MX 
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1. E® Standby (f#fl) 


Standby (ff^S) 


2 . 


(&») 


Mp n p (! 




3. 


* (MID®) 

m , Tfc-tE Manual Sample ID (El 


HID) IS^iAiMI 


SHI = 

!\ i*ii id . ° 

ft Retie MPjSfr CBC/Diff ffgSpq) > IPfftftftlll/ftE Review/Edit 


A 


$S) WM± » E»['i?5fift ’ Hkmtt 


4. 




a. mmmmim > 

b. mmmmmxsmmm c m 0.25 ee) gp e - ix 


c. 




AJ^ 


d. MSf?±P4K . TOJ3M ° 

o 


ITT 

1. A Data Manager 

fit) 0 


J®1ST3 


ms 


Sample Cont. Panel (;f^fjg; 


File Mgt (EfEfffl) 


’ fmmm Rev/Editc m^/mm> 


3. 

4 BSI 

Sp H p«ftft»TftA : 

■ Eft «fW®pAEIPEt@l»2 sd 2M ° 

I lift M®f@Mp n pEJIE+2 SD ft+3 SD APpPj^- 2 SD ft-3 SD E|ig * 

■ Eft SA-f@Mep a nES«-3 SD «M*+3 SD • 
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s mm 


1 . 


iS: Data Manager ’ Hf? Review/Edit (W&/UWs) 

2. MIMmSiit® ’ ° 

3. ° ° 

4. l;nm : 

• nigs > w mm 5 p * 




a. *«El C. RES ( ) 

b. fiAfrfit^Aff A0f ° 

mn End (mso Mm * 

Individual (H{@) ,®ff- 
Pending (S'®) f’ 


Next (T-ffl) 


zb E 


AAHJP 


E 

ffl=P 


Successive (MM) 


± i 





None (te) > ° 

Rerun ( MMfr ) ’ ID > AMffiMl 

D fE^#IlAW‘R ” 0 


ysr' 




Exchange (£&) > AMC.RES (HMMII) fO PREV.RUN (AMAMfr) 
g4«M ° D gg#I!A «‘X” •■ 


Accept (igBt) 


n£$m 


Delete (f» > mm& 


D A#IIAW‘D” ° 


Dil.Sample («*) • MAEJK* ID > IflllillW ° $P* 

mmum * mm Dii.cons (mi-i^) 


’ KfgTO Accept (gg) m Delete («£) 




a. 


b. 


1 Global Disposition (^®Jt!5g) ’ iScMfiP Sample (^Ht) ^IJp. 

1 Global Disposition (^MgiJI) ° 

mmmm ° (sf#M±A^Emra« °) 


Bfg)¥ 
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(&m 1 m 5) °&m<]> Mtn+juammmtm 
ft ° 

(nn s xb#) mmmn ^mmmk^m ° mmmxMm. 

= m$mtm • 

»°^ ’ $pii-{@« w*sst®ii 400 - mij^eii 400 
tf^fe ° 

1. X Utilities (XJ4) ’ HI? Hydraulic Functions (?tt5fc#Jtb) ° 

2. HI? System Wash (|«) - J| Number of Cycles (mWW HI? 1 ’ M 
HI? Start (HM)* 

#lfr End of Day Procedure (XfFBM^WM) 

M®gSID > XffX QC (Tools View (Xjy» ) : 

1. X Customize ( gX#) 3^X ’ HI? Tools View (XjgJtH ) ° 

2 . > mm End of Day (xxBism)° 

3. HI? Yes (g) > MtEXl^TXfm * $PW# ■ HH#gfc#HX±-®Xf?S 
|gMfW/r«HJ? * 

4. HI? SID RESET (SID JUff^ft) M«#tfx SID RESET (SID S®®> * 

5. $PXffS ’ HI? Q C. Close out (Q.C.ffit) ItHfE - f[f 0X QC 

Cumulative QC (jptfjtQC) XX ° 
ffiX4>JSgHf?ff Xj3jTW®^p H plg*f@#X®Sp n p ° 

6. $PXf!S ’ HI? MOV.AVG Close out B±) ItH® ’ Up to 

(mfcnwD * 

7. HI? OK (ax) mmmmm • 





Tools 


(ISM) = 

1. ft Customize ( gft T M ) ^Plft ’ HI? System Setup ( &ft )° Aft:)!: 

Modify (IjlLflf2&) ° 

2. HftXjlftJ* ’ Hit End of Day ( Xtf BlftfO ° 

3. SID RESET (SIDSff^®) M«#tfxSID RESET (SID ®§tS§® ) ° 

4- ’ iisl? Q.C. Close out (Q.C.fflh) tCitg > m SS QC AftMftJ 

Cumulative QC (j^fltQC) ° 


lhj3iTWSSn n n ^Sf®#S®Sn n n ° 

5. • HI? MOV.AVG Close out ItHIE ’ Up to 

mmu wd ° 

e. ’ HgmwgMftWftfwtettfg ° Q.c.^mtftw g mm ° 

7. H|f Purge Database (}f|$£8&liji|) ISHIII ° 

8. ft® Total Samples (ftg|Atf§) A To be purged field (MitlftftA) ftfiftffi - ft 
TO be purged field ( AlirA-ftA) ft ’ IAS® All Complete (ftSIABA) ftlftft 

liwiHii m *#ft)» 

9. mn ok ( mm ) mmrnrn ° 

10. tw^mm 6 AftSAftfrlifft > #g;ftftmiI«ftlfiAef^«511S» 

• fMft: prg - 


• bh: dict m 


W 3 C 4 2000 m All Complete (ftSPftA) 



man ftftfftiifMft g s&MSfiMftg 


t® l#lil ’ - Sii 

HSIMilSS ’ ° 


hUM > fftXHI? Utilities (XJ|) OT- - Backup/Restore 

(mm/mm) ft Format ° 


0 fg)f 
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1. Operations () 3I1I4 3 ’ HJ? Log On/Off () 

2. * Log Off (eH)" 
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2 


R UFC ■ 


pm i 

«2rt»»*1>t.... 


#®n3 mm. 


pm 4 


PN 067-506-01 jffi PN 067-506-02 .10 

rnmmt . 13 


50 ^ 1000 |nL PN 067-506-01 067-506-02.16 


PEROX-CAP .19 

riiR i .20 
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itmim&xmr-imm css 8 

msmmmmmitm^mk > = immmm. * KSMff 

-M5fc^i9 °mm ’ 400 > m&m 400 


2,000 ’ m 


\m 


rMiEMM 


• MM RBC/baso/retic 'MMM ° 

• rtM ufc <* 

• ° <mmmmm ° 

• 0 


16,000 

• IIM»® ’ PN 067-B506-01 ffi PN 067B506-02 ° &glf?3ifx}tSR • 

• MM 50-(aL MU*ff PN 067B506-01 ° 

• &g Perox-cap ° MMB# itfrri M ° 




mmmnMmttmsmk > = xM&xm • Hf§sfx 

mm ° ^ W*Sfc®ii 400 - MlJ^fcH 400 

Hf^fc ° 


« i 800 fxitii x 400 fx*mm i jam 

mtjtmmmmm 3 

« 2 100 «is 1 jam 

ittx 3 100 imm mtjtmmmmm 1 

mm 2: «msxfmj§ 300 \m i§/x 

mijKmmmmm 3 x» 
matmmmmm 1 x« 
«x*gm£?t$fe 1 jam 
mm 3: *isxfmi§ 350 \%m s/x 
ittx 1 350 «ii xittx^xtfX'm 1 x» 

XlJtXX 2 f@ EZ KLEEN ’ Sfi EZ KLEEN ( PN T01-3624-54)Xf* 18 

imw -ra > 36• usiMi ° 

iiMim 

1. X Utilities (Xft) > HI? Hydraulic Functions (tf^feStjfb) Xtb ° 

2. HI? System Wash O&mm) ’ M Number of Cycles (Jf«) HI? 1 > j$MM 

IP Start (F*)° 


IttX 1 

«2 

«3 


175 
75 fX 
50 fX 
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P*jti$Mi$$£ ° MMmWFArMMM ' • 

#»#rm4$»mmtt#&’4*#*M4*m&a&j£t*£«*4b£-n+(NCCLS)M29-A 
MX# ’ Bp (Protection of Laboratory Workers from Infectious Disease Transmi tted 
by Blood, Body Fluids, and Tissue, 2nd edition; Approved Guideline (1997)) 
ttfitmiMffM# > ft##0#milt WMMP3l$M- • *X4*&*# MM/*&##£■ 
> #M&ff)#t%k£Tc±$L %&£### • 

mmm a n p 

• mm 

• » 

• tkft ’ 0.020-inch ID 

H#|h! : SIBIL'S 10 

: mm 



SMJtXjfii tfjk #yg #> 9*04# TZ‘umxl£JLBpl£flM & ffMjiM. 

#4f ° #>£f# • 





5. immm-mmB. > m 3 > wmmm 

6. m-m 0.030-inch ID W»1 ’ 

gP > • 


Parker Super O-lube (I^ffljilWfl'/'iJ'fi 1 ]) ° 

2’ -0/8&&#&##. ’ -HBfi&r 

Autoslide mm • • 



7. m gijj»^±w»m^^w/ 3 irW»«ir 5 igas^'S <■ 

Autoslide ^lAS MCTS 



9. > mi 





*&&&&£#&*& ’ > &.&**#.**&* • »**#&& 


10. ’SfeAlD 


11. MAI»i^o 3 SAAafu 


12. gsAAgfltfiiJJcE 0 


13. 

14. 


eHAAJgi 




iWI 
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1 . 




> mm & Mm* «« • > Mm 


3. 


mmmz) • 


4. 

IS ° 


1/4 1’ ^t|o]±Mfn]^Sm^M4)J^^T 


;X# 

*>***'&#£&&r ’ °rjx£g'vmj.• 

5. - 
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' mmm&ymyk 
frmwm ,: mmnmm 

mmm ufc sisstMfnraiiii 

1. X Utilities (XR) IgSS ’ ilf? Exerciser () MM ° 

2. Syringe Pumps () ° $PS Selector valve (^fn]|S) TSUI 

Open (JTPf) ’ > [ICMifsSfitln] Open (STPfl) ° 

3. Valves (»)• 

4. WSiflr»V72fcX 

5. HI?g?TP* VI * V47 V74 m ° 

6. ’ lit® 5 mL 

ilfizk ° 

7. OT5mLyK ’ fll;4f= flUflK 

8. HP* V74 MWJTH V72 • * V73 EM ° 

9. SltH 4 SfflU 5 S - 

10. WSMV74ftV72 - #Sf «fiT?0 V73 • 

11. SitH4STO5#° 

12. s mm VI ' V47 s V73 ° mm Analyzer Status () MM ’ MS Exerciser 



• ‘Mfif 

• MMM&yk 

• IKS 


• « 

• SWWSfi (MW) 


mm ■ m-i5^it 

Utilt—15 KHU 

frft■ nm 


wj 


’ st mm 


iwitiisi 


mm^rnm 
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A^m 

m ± mmm $ ■ «®*sim ' ° 




Z*Cl* 


&J*i 


©« 


SM#(NCCLS) M29-A > HP «Protection of Laboratory Workers from Infectious 

Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997)} ^MStjtfxSfT 5 ’ RSihff° 


K^Hfni 


1. mnxmM 

2 . mmfrim 

3. 

4. 


: pm i 




i. 


(1)0’ ^MXTK£®3Pft(2) • 
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4 


T^skM ° 4°%mu4tT*H L £ftfr&.X 

tt&rp ’ • jMSS^T*#-^ ' fifrjk# jfr&ttftmL tit-git* • 

&m>&%fr# ’ . 

to&to&m&tpTfrJLM ’ 1MU8M#& tM9MfrJi/Mfil**Jt-(PN 067-1083-01) • 

mmfrtim ■Pm 2 

1 . m » mmm 

»mi ’ 10 am • 




° r% t % rmm 


iWl 
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mmfrim-Pm 3 


A 


#.7T 


M ft & Bp rMMft ■A • ## 

#,« #44 &± % rmm > ^ ?£&###ewmM • 

1. MM* 

Wa^nff /t±MM A 
tfpf > {&fff/f ££gSItt± • 

9 S1 11 Si 

full ’ WAillISfcft 5 K 



2 . MISff(2)|gAffiA«J«J 
?L(l)AA«flA ° 

3. MPffi 


pm 4 

fc£##M3it8 

• &S£®7jc£J® 


imnp n p 


• tm&m 


PN 067-506-01 fU PN 067-506-02 


w 


?ttf » ( mm i c i ooo m l ) 

«i§2 [so vLms%:) mmm 

mm ° MSAMuSAAsfeMMH 

WAfeHil» tUPMWM ASM 
S ° if'SBf HfT'/t[5fe 0 
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15 A® 



> Jilt 

l?5ihf«ft^ ■ «®*«B ' SScPifM^KiStM ° 


®M#(NCCLS) M29-A !M®f(- ’ iJ|J «Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997)} ° 


i. ®TR®§^° 

a. $mm ) o * mmmnm 

{SAP 1/2 H®(1.27 cm) ° 

b. »A(2)Mtm(3)^giaaif^sifPB)i 


m ° farm mmsmtu 

> mmmi r ° 



iWI 
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4.Ht& 50 nL 
+&#*■* t4Ut • 

m ° > mm 

*m 50 nL TMMf ° 



mmm±mrmmn °^s®Tii±»agf > «wjs»Aitft»H 
un-rim • ° 




a- ° 

b. * RBC/Baso/Retic m±»APM;£®ij > M Perox MAMAPf! 
(n]AM ° 

c. ° 

d. §g±i«n« ’ • 



’ 4L**mm*i*A#^/#ihMLM.4Whiff • 











• MMifPN 113-3301-03 

B#Ph 1 : Sf@#f 5 £Ht 





Mf«§§± ’ • 

#m mumum- sm# » 



* £ Biff it >% Mil • M 

P*jki$4§i$$i% ° MM&PPPirMl ' mt£M$P*%tM ° 

##4fM4SMJtmm4f###&# ?£##£###& > M&MMB&&*#£«#& 
# M it(NCCLS) M29-A ifcXlt ’ Bp (Protection of Laboratory Workers from Infectious 
Disease Transmitted by Blood, Body Fluids, and Tissue, 2nd edition; Approved 
Guideline (1997)) ’ RjL tfgte mjft • *XH& 

ft/*MM ’ TJ&gflIf « 


rnmamm 
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1 . 


2 . ■ (wk™-»mh 4-6io 

3. o ’ mm\ • 

4. ° 

5. »±1fglSf Atu ’ TOSIAM^MM ifffi ’ 




6 . 
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1 Lymph 2 LUC 3 Mono 4 Neut 5 Eos 6 MN 7 PMN 

MN (6) = Lymph (1) + LUC (2) + Mono (3) 

PMN (7) = Neut (4) + Eos (5) 







nJfgMH 

m $kmm&d$m * - im • mm 

fflgffiM 

• fllMfifilfil-lpf 

• »ra 

• m^mm 

Large Platelets ( » LPLT ) 

LPLT)®m/J«M» 10% - Large Platelets (® 

ifn/NS) If®; ° 

% LPLT mmmmmm 20fL » mmmmmm Integrated Analysis 

(S^HFf) ’ fAt Platelet Volume (®/Jn®S) ° 

3 : 

+ %LPLT= 10.0%® 11.9% 

++ %PLT = 12.0%® 14.0% 

+++ %LPLT > 14.0% 

% LPLT ° 


?&mm 

1. m baso Miffi** - 

2 . mperoxmmmmm$m° 

3. baso fn perox Gains « 


®fgHCH 

° im * mm 


as: 


75 
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IfflSfl 

Ml 

• 

iSttftffl®e«(CML) 

1 . 

RBC i^ij ° 

• 

tii# 

2 . 

RBC 0 

• 


3 . 

jf&St RBC ffl PLT Gains ° 



4 . 



Left Shift <MW& > LS) 

$P« MN/PMN ’ Left Shift (Mft#) - $P 

^%neut im 30% - » 

’ frM MN ft PMN iWfMW(d/D)If«tI • $PS 
ffi®r^*t#ii^(d/D < 0.15) - MN ft pmn &« 

$PJfl BASO d/D m§ 0.15 - +LS ° 

Lobularity Index (frWt&WSi ’ LI) ° 

LI J§ Base X PMN 14 it^H - S5ftE»ff» > 1.9 » 

imm i .9 • 

’ kw pmn mmm 20 pmn pmn 

m ° %umm 20 m mn m ■ u ftt^jss • Ksns'jm pmn # > 

li ism - 

£Lm 

mnx® - ° 



+ LI >1.9 

++ LI = 1.7 M 1-9 

+++ LI < 1.7 


-BPC— 

W/Tn 
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nJfgMH 

m ° im • mm 

mmm %mm 

• IWS* 1. Sbaso®itiifT^»° 

• «« 2 . Mperoxmmmnim8m° 

• m&mm 


Macrocytosis ( rfri BR > MACRO) 

$n^H!t^:^iHmifflliaW!rifii^WW^tfc(%MACRO)^:^|f$- 2.5% - 

Macrocytosis (®,|T.I1Tl£^) Utk ° 

% macro mmmmmxnmn i2otL • w rbc « r/ Ammij 

H j f#uij 0 

3 : 

+ % MACRO = 2.5%M 6.4% 

+ + %MACRO = 6.5%M 10.5% 

+ + + %MACRO > 10.5% 

% MACRO ° 


mmm 

in ° im • 


75 


6-13 



• Si®# 

• msjmm 


1 ■ RBC g^lj ° 

2 . rbc mmim » 

3. RBC gains ° 

4. &St8bfeM!S$®£lE ° 


Microcytosis ( /! 4Tffn M > MICRO) 

$n»fi/i^iH^fflIfiMMWW^th(%MICRO)^#5^2.5% > Microcytosis (/> 

mm) ° 

% micro 6otL * mimm rbc hc h^b 

3 MSfMSfimigMM: 

+ %MICRO = 2.5%M 6.4% 

+ + %MICRO = 6.5%M 10.5% 

+ + + %MICRO > 10.5% 

% MICRO • 


nJfgMH 




mmem&xim * ° <ss • mum 


• ifn.'S^^ira 


i&mm 

1 ■ RBC |^ij ° 

2. RBC Sitw ° 

3. RBC gains ° 


4 . 





$PH[% PMN-(% NEUT + %EOS)] > 25 - NRBC WXXffiS ’ MN-PMN ^(d/D 

> 0.15) - g£#mW«X • 

Myeloperoxidase Deficiency () HXfi^fSt^frXXX- 

m ° 

lEnmmmwjm ( mpo »x) 


Perox IHMSXH 



Perox IHMEXW 



X5X/oPMN-(% NEUT + %EOS) 

TO^5^25 - ° 

iI»X ’ NEUT (1)®® EOS 

(2)®4Wf»nM/J\^ PMN 














%NEUT' #NEUT > % LYMPH' #LYMPH > %MONO > #MONO > %EOS >#EOS > %BASO ' 
#BASO ' %LUC ffi#LUC 


mmm 

• mmmnmmm • - <bjs • rntis 


1 . gf perox SjIx 

2 . perox UM 

3. 

4. perox 


Nucleated Red Blood Cells ’ NRBC) 

Suspect Cellular Interference ( ’ 

NRCELL, NC) ’ NRLPLT) » gfcfmS. NRBC ° 

m > mmmtmmms • - fa® • 

M ° 


mmm 




wni 


1. 

2 . 

3. 

4. 



perox Gains 



Platelet Clumps (ifll/JvK^ > PLT-CLM, NW) 


$0^ Perox PLT Clumps (ift/jvKIIS) Clumps Count QM^gf 

®0 150 - Platelet Clumps (tfl/J«||) 9 ^ • PLT 

Perox ffljJfiiUBIKl PLT Clumps (lfn./jN®)Mft) MSi3 Noise (l#W) Hi ’ M|rJ±$I 

° Clumps Count («§+&) - 

Clumps Count QMUs+SO WBCP - 

Perox Perox PLT-CLM 



• ifiLfll 
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RBC Fragments ( fcT » RBCF) 

- 

M PLT Scatter (PLT TO) 100,000 f@ 

«/fl ’ itffis* ° 3otL mmmxn 

1.400 - 

plt tmm rbc mm ° 

Normal PLT Scatter (IES PLT fjfrM) Abnormal PLT Scatter (M^ PLT fftt^) 



1 f»fiL« 

2 jflt/JvKlE 

3 £T rfn Bfeggfrg 


at 

Xg-frjfc&t?# 0.25 ’ Bi&JL &*£%.&■']'fait 

M > £ Platelet Volume (**&&&) t+m* 3 iiJE • 

RB Fragments (&&*£*?£) ° 






RBC Ghosts (m uitn m - RBCG) 

M PLT Scatter (PLT Mi ) iffiMi: RBC Ghosts («) 

n 100,000 mmm/iiL > 1.350. 


plt tt -mm rbc i+« o 


Normal PLT Scatter (lE'ffi’ PLT f&tf) 

ilESI 


Normal PLT Scatter (jE^ PLT f&M ) 

iii^i 




1 

2 rfli/j 


3 &t rfn Bfeggfrg 


&* 




nJtgJSH 




m ■ ftftiiMWi • im > 










Sample/system (#it/AM) ifftllftft Run Screen (jgfrWIS) ftl Review/Edit (^ 

ftftfftfit) aS^Sft ° 



fxJPNlO Ml Sample/System Flag Analysis (Alitff>T^Atif) nftSA ° 


®ft 

Bmm 

CBC 

B-SUSP 

(BC) 

ft y 'Ml hftft MN/PMN ft® 
fit ’ Aft X ffiftMj Oft 49 itft 
MjWM> 5% 


BIFR(BR) 

Baso ftftftft 2.5 

V 

B-NO(NB) 

Baso%Dftft> 10 

V 

B-NV(VB) 

1. (BASOd/D) <0.15 

V 


2. $ US WBC —( te WBC 

- CE ffft )> JL[(%NEUT + 
%EOS) - %PMN]Mjftft 
S0M7.5 2M > MiJXS 

Blf ft ° 

B-SAT(BS) 1. Baso%fgft> 2.5 V 

$P|| WBC —ftj( (te WBC 
-CE «ft)Mft«®ft° 


CBC/ 

CBC/DIFF/ 

CBC/ RETIC 

DIFF 

RETIC 

RETIC 

V 

V 


V 

V 

V 

V 

V 

V 

V 

V 

V 

V 

V 

V 


2 . 



*75 

BTO(TB) 


CHCMCE 

(CC) 

HGBIFR 

(HR) 

HGB-PL 

(PH) 

LAS-PL 

(PL) 

NRCELL 

(NC) 

NR-LPD 

(NL) 

NRLPLT 

(NP) 

NRPXNV 

PLT-NO 

(NT) 


PLTORN 

(OT) 


CBC 

1. v 

3139°CM 34.1 °C&5f§H " 

2. $P|| WBC —( M WBC 
-CE^tk)’ J.[(%NEUT + 
%+EOS) - %PMN]TOH 
4017.5 

11*75 ° 

(MCHC-CHCM )> 1.9 V 

HGB 1000 V 

ifofcmmmimft 2.5 m 4.1 v 

WBCP/WBCB > 11 

1. BAso%i[frr-> 2 

2. BASO%BSiW x WBCB > 

10 

LPLT > 40 x 10 3 /jaL 





1 . mma-mmumm v 

LPLT lnANISO«75 • 

2 . mmn-mmmmm 

LPLT IP MICRO ^75 ° 

Platelet origin Noise (]fll/Jl£ V 

PLT 

mm m.mm 

> 2 % 


CBC / 

DIFF 

V 

CBC/DIFF/ 

RETIC 

V 

CBC/ 

RETIC 

V 

RETIC 

V 

V 

V 


V 

V 

V 


V 

V 

V 


V 

V 

V 

V 


V 

V 



V 

V 



V 

V 



V 

V 


V 

V 

V 


V 

V 

V 
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w* 

PX-NV 

(VX) 


PXIFR 

(XR) 

PX-NO 

(NX) 


PX-PL 

(PX) 

PX-SAT 

(XS) 


PXTO 

(TX) 


RBCIFR 

(RR) 

RTCint(CT) 

RTCADA 

(CA) 


CBC 


1. (PEROXd/D) < 0.15 

2. $nH WBC —54 ( M WBC 
-CE1^)’J.[(%NEUT + 
%EOS) - %PMN]fl4ln* 
4 0 57.5 £f7S ’ I5i 

Blf ° 


Perox 


3.2 


CBC / CBC/DIFF/ CBC / RETIC 

DIFF RETIC RETIC 

V V 


V V 


1. Perox%l!^ i'‘f> 60% 

2. $nn WBC —54 (fe WBC 
- CE IItk)’JL[(%NEUT + 
%EOS) - %PMN]|)4I4* 

40 5 7.5 * 15i 

SHf* ° 

Perox 90 


V V 


V V 


1. Perox%fgfPlg> 10 V 

2. $nn WBC —54 ( M WBC 

-CE*^)- 

TJn ° 

1. Perox 58 °C V 

S72.1°Cfi4$BBI ° 

2. $PJ|WBC— 54(t(WBC 
- CE tf*)’JL[(%NEUT + 

%EOS) - % PM N] 

4 0 5 7.5 2M > MIJ*S4 
Biff* ° 

RBC 3.2 V V 


V 


V 


V V 


4i/4Mit« 5 H V V V 

1. V V V 

6 ilH 30 • 

2. 80% £±64 

RETIC Abs [15511 SD > 

1.4 

3. 

30 


■ir/K 
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*75 


CBC 


RTCIFR 

(CR) 

3.2 

RTC-FS 

(FC) 

1. TOfflUIgma RETIC 
Abs 15% 


2. 

> 80,000 

RTC-NO 

(NO) 

ifi > §SMJ» 10% 

RTC-L(CL) 

Mtril< 10,000 

RTC-FL 

(RF) 

RETIC Abs BESEEM 
CV > 3.6 

RTCAST 

(CS) 

> i*IIW io% 

RTC-SE 

(SE) 

0.2 

WBC-CE 

(WC) 

1. # WBCB > 2.0 x 10 2 3 4 /jaL 

& 10.0x10 3 /pL ’ (WBCB - 


WBCP) > 10.0 x 10 3 /|aL 


2. # WBCB > 10.0 x 
10 3 /^L’( WBCB-WBCP) 

> WBCB 10% 

3. # WBCB < 2.0 x 
10 3 /^L . (WBCB-WBCP) 

> 20% WBCB 

4. mmm px - nv m px - 
no 

WBCB ° 

WBCSUB WBCB #75 

(ws) m*™ wbcp 

WBCP fit ° 

$PJj| WBCB fn WBCP 
75 ’ MWBCB 3 

$ph wbcb < iooo mmm/ 

pL - 

WBCB " 


CBC / CBC/DIFF/ CBC / 

DIFF RETIC RETIC 

V V 

V V 


V V 


V V 

V V 

V V 


V V 

V V 


V V 


as: 


75 


RETIC 

V 

V 

V 

V 

V 

V 

V 
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Baso Count Suspect ( Mi&M ttf4fMH13&0+ M. ’ B-SUSP, BC) 

« Baso MN/PMN pj fit t m? h > && x 0 M 49 

±iSc^ > MWfWHEtbgii 5% > Baso Count Suspect (SSEWimfflMf®) 
§75Sfc#tBS ° 

> Baso Baso Count Suspect ( 

ISfiE- mn/pmn P«±®£± - 

° %BASO Suspect (ggfbi°/oBASO) Baso Count Suspect 

> nJE Run Screen (Mfx#ll) ±09 Baso 
Parameter |!±#c5!J ° 

MffiMI ’ Baso Count Suspect ( Wi ) 

21 }f±± ’ x W±ftj 0 mMl 49 £t£.H0 ° 


BasoffiJEEEH (Ilfl^Hff) BasofflMS^H (EEHEtJT) 



fl® ’ MAS^KMiS^fl^lgM° 











1 • MS baso t^!j ° 

2. MS baso Ixffi'MLS - 

3. MS baso ° 

4. MS baso Gains ° 

5. MS RBC/Baso/Retic - 


Mf§M 

• ^WBC|+M 

• fiiflura 

• ^ Baso gfi£ 

• $mm cll 


Baso Irregular Flow Rate (’ BIFR, BR) 

%.m 


baso Baso Irregular Flow 

Rate - 




mm^ J g x 

$p*jttfiiS5^2.5. • 

BASO Rate (BASO ^) SSHSItk baso iQ 
IE^t BASO Rate (BASO §p) 



rThR'Jftn; 

WBC > WBCB > %BASO > #BASO 

mjEmm 


1. 

2 . 
3. 




baso g^f 
baso MM# 


BIFR BASO Rate ( BIFR BASO ^) 


rPSIS-SIW RBC/baso/retic RBC - Baso S. Retie I'Pjy; 


yiL 
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RBC m 



Baso M 



Retie ^ 



Baso Noise > B-NO, NB) 

$P|^E Baso Noise (I^Wbaso 10% > Baso 

Noise 

b-no wbc §+»#m« 

CBC/Diff WBCB ff-KMM WBCP ff® : 

• WBCB WBC 

• $nms B-no j% B-SAT > l®HWt wbcp =+& - • 

• mtm b-no mmm px-no m< px-sat 

WBCB ff-®fc ° 

• WBCB Kfrfl WBC m§ 1-0x10 3 /^L WBC ff & - 

Baso Noise («) E(1)M^f/f«“ 

’ Noise (mm m(2)im y m±.m o itn 8 mz.M • 
mffifrtir 
i mmsm 




WBC ' WBCB > %BASO > #BASO 

miEsm 


m ■ rnmmfrmim&mm ° im • mm 


W / Tn 
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Tffll 


u ° mmmm mm^m 


SA[* 


®s 


PJ 


1 ■ MS baso iM 

2. MS baso jIjIS 

3. 

4. 

5. 

6 . 


MUSI 


m 


baso />uAeiLtwMia. 

RBC/Baso/Retic y^iyftf »7K 


• M 

• flfj WBC § 

• ®$ 

• SSHKiil 


Baso No Valley (Baso ’ B-NV, VB) 

$□« Baso ffiMSHS ’ ’ 

Baso No valley (Baso M$tS) ° 

• mm baso %smu per™ * s#m*i b- nv (vb)*s : 

WBCB fn WBCP »£PS§UftSSTO ( WBC-CE ®S ) 

[(% NEUT + %EOS) - %PMN]^|nHS 0 M 7.5 
?& Baso ffiKSHW X mm MN ft PMN MSB > 


SlESMfiS ’ mi Baso d/D mn 0.15 ° 0.15 » J. Perox 

baso B-NV SS ° 

SS B-NV (VB)«S 



1 mn m 

2 PMN m 
AMN/PMN S 
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LI 


miEsm 








{sie 


MM 




mmmmmn ° 


Ml 


1. 

2 . 

3. 

4. 

5. 


baso §£&[ ° 
baso ° 

baso 




RBC/Baso/Retic ilMrfilx.TH 


• 1 


Basosaturation (Bff P » B-SAT, BS) 

$P®: Baso Saturation (fgfP) M 111® If® 1^5^ baso ® 2.5% > Baso 

Saturation (Baso fgfP) rf®l®li L H51 ° 

$PH WBCB m WBCP m WBC-CE 

51 = 


Baso Saturation (fgjfp) lflffrjft MN/PMN pjf jf h pg h®(1)® 46 tf h 

Baso fflSfiEl’H 



-BPC— 

W/Tn 
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B-SAT WBC gffMjffJJl ° 

tS® CBC/Diff WBCB mm WBCP : 

(1) 0»ifl WBCB 

(2) $njgmJl B-NO gc B-STAT mm > is. WBCP ’ mm WBCP jjgHfg® 


WBCB 


mmmm 

m ° • mm 


^°mmmm mmmm 

mmmmmm ° 




1. 

2 . 

3. 

4. 

5. 



• (a wbc) 

• mmm 


Baso Temperature out of Range (B#gS ’ BTO, TB) 

31.9°cs 34.1 °C®|bH ’ E#mil Baso 
Temperature Out of Range () Utk ° 

’ mm baso perox BTO (TB)»^ : 

• WBCB m WBCP ( M WBC-CE mm ) 

• [(% NEUT + %EOS) - %PMN]^j|g^ 0 M 7.5 


75 
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WBC ' WBCB ' %BASO - #BASO - % LYMPH > #LYMPH 4 WBC Mi 

( BASO fg - LYMPH fgffl LUC fit*! 


miEmn 


baso JgJ® 


§ * 


Comparison Error MCHC/CHCM MCHC/CHCM, CHCMCE, CC) 


MCHC fgfn CHCM mZMM* 1.9 > Comparison Error MCHC/CHCM (** 
MCHC/CHCM) ° 

MCHC ' CHCM > RBC > MCV > HGB > HCT ' MCH > RDW > HDW > CH > CHDW 

m mm 

« im > mm 




mmm 


2. mu 


mm - m ^ 

RBC ' MCV fn HGB 


a. m nmwMHWgs • * rbc * 

MCV ' CHCM fn HGB #g[ ' 

b. $nn hgb 


RBC It* MCV It*® ’ m RBC 


• (if WBC) 

• §f*(NRBCs) 


WMMri 
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Comparison Error WBCB/WBCP WBCB/WBCP, WBC-CE, WC) 

$P« baso Sifft perox WBC ’ s£# 

nm Comparison Error WBCB/WBCP (WBCB/WBCP) #75 ° 

WBC ff-tflft baso Sil(WBCB)fn perox Sif(WBCP)^Mffi^W ° 

• (WBCB-WBCP) > 1.0 x 10 3 /pL (WBCB > 2.0x10 3 /pL >10.0 x 10 3 /pL H# ) 

• (WBCB-WBCP) > 10% of WBCB (WBCB > 10.0 x 10 3 /pL B# ) 

• (WBCB-WBCP) > 20% of WBCB ( WBCB >2.0x10 3 /pL B# ) 

WBC > %NEUT > #NEUT ' %LYMPH > #LYMPH ' %MONO > #MONO ' %EOS > #EOS ' 
%BASO ' #BASO ' %LUC ' #LUC 

WJEmm 

> wmmmmmmm * ° m . m*® 

- 

mmwm ° 






1. $PHt±jS, Perox Noise (Perox > PX-NO) ° 
fn/l£ No Valley Perox (Perox te;g. > PX-NV) 

> m perox ° 

2 . perox if 75 > M baso 




Hgb Irregular Flow Rate ’ HGBIFR, HR) 

’ Hgbl Irregular Flow Rate () 


75 
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HGB Trans [E^/H 


EM 


r/T^tPjfta; 

HGB ' MCH fU MCHC 

rniEmz 

1. |SHGBM|. 

2 . 

3. 


4. ° 

Hgb Power Low (EHOP?fgM{£ ’ HGB-PL, PH) 


2.5 ^^5^4.1 > Hgb Power Low (iMEStbSiS) %r/h* 


rtBSi 


r/htr'j^pp 

HGB > MCH fU MCHC 

miEmm 


1 ■ 

2 . - 

3. fitSt Hgb H ° 

Laser Power Low ’ LAS-PL, PL) 


RBC/Baso/Retic 150 > Laser Power Low () if 


RBC ' HCT ' MCV » MCH » MCHC > CH » CHDW » CHCM ' RDW > HDW > PLT ' MPV » 
PDW > WBCB ' WBC > %BASO > #BASO > #RETIC > %RETIC > CHg > CHr > CHCMg » 
CHCMr ' CHDWr ' CHDWg ' MCVg ' MCVr > RDWg ' RDWr 




zmmM 


1 • r'l'^t RBC/Baso/Retic ° 

2 . - 

3. ITXi H RBC/Baso/Retic U ° 

4. ° 

No Perox NRBC/Lymph Valley( to Perox NRBC/#fe*#’ NRPXNV, NV) 

nrbc =+« > $nn nRBc » no perox 

NRBC/Lymph Valley (is Perox NRBC/#B,«#) ° 


#NRBC' %NRBC' WBC' %NEUT '#NEUT' %LYMPH '#LYMPH' %MONO' #MONO > 
%EOS > #EOS ' %BASO ' #BASO » %LUC ' # LUC 

T#l$ nrbc Enumeration (NRBCfflgO HCfrfllfn Noise-lymph (l® ; ff (frEHIUti) 
MBffiB^«feBHIIM ’ &WH# nRBC »E&ff 

Ktn/jx nRBC ° 


NRBC Enumeration (NRBC gfjtij) 

MB 



Legend: 

I Unstained Events 
PLT Events 
NRBC Gauss fit 
NRBC Residual 
Lymph Events 


Noise lymph ((#E,Mfi) 

MB 
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Perox Irregular Flow Rate (Perox^t^M^ » PXIFR, XR) 

perox > perox Irregular Flow Rate 

(perox • 

Perox : 


mmm 


E^fP 


9 x 


$p«fs^s^3.2 - • 

Perox Rate (Perox perox ° 

Normal Perox Rate 
(IHS Perox 





PXIFR Perox Rate 
(PXIFR Perox 



WBCP > %NEUT' #NEUT > %LYMPH ' #LYMPH ' %MONO' # MONO' %EOS' #EOS > 
%LUC ^n#LUC 


miEmm 



4. - 

Perox No Valley ( Perox > PX-NV, VX) 


Perox * Perox No 

valley (Perox Iteyjg#) rf/KlE#i L K5l ° 

?& Perox V 

(PEROX d/D)^{yfr|f: ° 

’ PEROX d/D 0.15 - $PJ| PEROX d/D 0.15 - 

uBSi ° 









- mm ba S0 perox bto (tb ■ 

wbcb fn wbcp im’mm c m wbc-ce ) 

[(% NEUT + %EOS ) - %PMN]^|§^ 0 £ 7.5 

WBCP' %NEUT' #NEUT» %LYMPH » #LYMPH > %MONO > #MONO > %EOS»#EOS > 
%LUC®#LUC 

miE mm 

mmem&wm * ■ mmwMffi&mm » 

mmw » 


1 ■ MS perox §£$ij ° 



6 . MS pe rox jxffi'/tffiffi ° 

7 . MS pe rox ° 

8. MS perox Gains ° 


Mf§« 




S 
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Perox Noise ( Perox Hjr|f > PX-NO, NX) 


TO 60%&±fcj perox Perox Noise (l#i§f) M ’ Perox Noise 

(Perox #1?) ° 


60%J(X±W PEROX Noise (!&#) M^ff» 


XS.I 




IES Perox IHMltSW 


PX-NO Perox f| 



1 Noise (D#W) M 


• mm ba S0 mmi perox mmun > px-no (nx) 

*7K : 


WBCB 7 ® WBCP(teWBC-CE S§tf) [(% NEUT + %EOS) - 

%PMN]TO** 0 7.5 £p 0 p - Noise (DftW) Mim Perox ° 


WBCP ' %NEUT'#NEUT > %LYMPH » #LYMPH > %MONO >#MONO > %EOS > #EOS > 
%LUC ^P#LUC 

amtes 

- mmmnmmtftm. > • im > msm* 








1. 

2 . 

3. 

4. 

5. 

6 . 

7. 

8 . 


perox 


cjja 


PEROX 


perox jxjAswuifMis. 

perox 

perox Gains ° 


Ml 




• ft 


Perox Power Low ( Perox fbllfJS » PX-PL, PX) 

Perox 90 , Perox Power Low (Perox fbfifS) H 75 

LBSi. ° 


WBCP' %NEUT' #NEUT» %LYMPH »#LYMPH > %MONO'#MONO > %EOS»#EOS * 
%LUC fn#LUC 

M1EMM 

1 ■ - 

2. #tS perox ‘M&JE ° 

3. IlMfiilf? ° 

Perox fgfP ( Perox fgfO > PX-SAT, XS ) 

Saturation (fg^P) Perox fggi&g 10% > Perox fg^P (Perox 

mm )° 

Perox liiJlflg Saturation (fgflp) x ?EttW 97 itM 99 xt ° 


75 
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IE?f Perox fflUfiSSlII 


PX-SAT Perox ffiMSSH 



1 Saturation (fgfn) ® 


« WBCB m WBCP (M WBC-CE - M PX-SAT (XS) 

WBCP gflftS'iSfijSS Saturation (fgfp) EQUIPS 1 ° 

WBCP' %NEUT » #NEUT > %LYMPH » #LYMPH > %MONO > #MONO > %EOS > #EOS > 
%LUC®#LUC 

miEsm 

* mwmmmmmm ■ mmmfrmmft&rm ° < bj & > mm 
frmvmigmmffiM ° 


MMli * 


1. 

2 . 

3. 

4. 

5. 

6 . 

7. 

8 . 


iS perox g^fj 




^8t3E PEROX i 
MSMtfOTSilifc • 
MS perox Jxffi'/tffijS: 
MS perox ^lS'SISlE 
MS perox Gains ° 


MitM 








Perox Temperature out of Range ( Perox » PXTO, TX) 

58°CM 72.1°C^|gH ’ Perox Temperature out of 

Range (Perox MMmiEBI) 

’ mn baso ISHfn perox > 7#mSI PXTO (TX)»7 : 

• WBCB ffl WBCP ( M WBC-CE #7 ) 

• [(% NEUT + %EOS) - %PMN]|$jjg||£ 0 M 7.5 Zffl 

WBCP > %NEUT > #NEUT > %LYMPH > #LYMPH > %MONO > #MONO > %EOS > #EOS ' 
%LUC ®#LUC 

miEffiM 

1 ■ perox RU'/fM® ° 

2. ° 

Platelet Noise (UTl/J^lffiff ’ PLT-NO , NT ) 

PLT-NO 

#7 ° 

’ PLT-NO : 

• lp lt * □ an i so *7 ° 

• tmtt-mmmm lplt m micro #7 ° 


75 
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PLT-NO 









PLT ' PCT ' MPVffiPDW 

miEmm 


imW>tit#(RBCF) 


















Platelet Origin Noise ’ PLTORN, OT) 

Platelet Origin Noise 

RBC fan® PLT faH ° 

^□n PLT*E^H® Platelet Origin Noise ( 

»» 2%. pltorn • 

lE^fl PLTORN 



namian 

RBC ' MCV ' HCT * MCH - MCHC ' CH - CHCM ' CHDW ' RDW > HDW » PLT » PCT « 
MPV fn pdw 

miEmm 

ttnmmK&xim • > mmmmmimm ° 

. ^ rbc/plt um 

• If»» Siemens SUM 
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RBC Irregular Flow Rate (Wltilffif > RBCIFR, RR) 


#^RBC/PLTa^t45^7j<*^aWWtf-»^e»’RBC Irregular Flow Rate 




ESfP 


9 x 


3.2 > - RBC Rate ( RBC ESHIJtS RBC SMS 

lESRBC^H^H RBCIFR RBC 



RBC ' HCT ' MCV - MCH - MCHC > CHCM ' CH - CHDW * RDW' HDW ' PLT ' MPV > 
PDW 



miEmm 


1. ms rbc mn 

2. MS RBC SJI« 


3. 

4. 


MfiMSTO; 


nPSISHKj RBC/baso/retic RBC ' Baso X. Retie flS/ftSfgXBl h i$S. 


XiE 



Baso M 



Retie M 



W/Tn 
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Retic-PIt InterferencelError ( agttfr &Trfn Bft— rfn/1 / 

MU > RTCint, CT) 

5 • RTCint > 


iffmiSH 

%RETIC ' #RETIC > CHg » CHr > CHCMg ' CHCMr > CHDWg » CHDWr > MCVg > 
MCVr ' RDWg ' RDWr 

1. tswttiii" 


2. Mfci/iiM ° 

Retie Absorption Distribution Abnormal (. 
RTCADA, CA) 

’ RTCADA ° 




if: 


^4 


:n=i» 


em^rf 


Retie Abs 


if m 


:n=i» 


30 mzji 


so%^±mmmy 3 m sd 1.4 - 





Retie Abs 



Retie Abs 
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%RETIC ' #RETIC > CHg ' CHr ' CHCMg ' CHCMr ' CHDWr ' CHDWg > MCVg > 
MCVr ' RDWg ' RDW 

mmmm ° 




1 ■ lUMliJ 


2 . 

3. 

4. 

5. 


RBC/Baso/Retic 


• MHfPBli&RWlM 

• Sit® 

• NRBC f^iHj 


Retie Absorption Flatness (> RTC-FL, RF) 

# Retie Absorption Flatness (WttWWKS) 3.6 

B# > Retie Absorption Flatness () lf®s£#f±j5i ° 

%RETIC ' #RETIC » CHg > CHr ' CHCMg > CHCMr > CHDWr » CHDWg > MCVg ' 
MCVr ' RDWg ' RDWr 

immm 




ISM! 


esc. 


7K 


• RETIC Scatter Absorption (£MM®«tM®) RETIC 

Absorption > z#?j( Retie Fit Suspect 

’ RTC-FS) ° mn RETIC Absorption (#»I® 

’ W&L Retie Absorption Distribution Abnormal 
’ RTCADA, CA) • 



• Efi^RETIC ABS Flatness 

’ «RETIC Absorption Flatness ’ RTC-FL) W 

° 



o o o 


Retie Fit Suspect ( tfpffi gg'n ’ RTC-FS, FC) 

$nmsrF»ft#a ’ Retie Fit suspect = 

• RETIC Absorption 

i5%m±» 

• 80,000 ° 

%RETIC ' #RETIC > CHg » CHr > CHCMg > CHCMr > CHDWg » CHDWr > MCVg » 
MCVr ' RDWg ' RDWr 

MJEmn 

mmm ° 

• IMi 

• NRBC 
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Retie Irregular Flow Rate ( W |Trfn . RTCIFR, CR) 


’ Retie Irregular Flow 

Rate (Wlt^IS^) »^§£#m3S ° 


14 j g x 

$nmfit*i&3.2 - ■ 

Retie Rate ( Retie [E^HUtP# 
IE^f Retie ^ 




itWIMil ° 

RTCIFR Retie ^StTflltl 


r/iNB'jto; 

%RETIC > #RETIC 

mimm 

2 . 

3. 

4. 

5. ° 

nfrfrlffllStft RBC/baso/retic RBC ' Baso fi. Retie ^lyjf^rgTTBl h i$^. 


KfRflXJS 


RBC M 


Baso M 


Retie M 














Retie Noise Origin ’ RTC-NO, NO) 

TOSM RETIC Scatter Absorption 

Noise Origin M > Retie Noise Origin () W 


Retie Scatter Abs ( WiMWfii ) MM1COTW Origin Noise (M#W) lifu 
1S3f 



S^gJU 

%RETIC ' #RETIC > CHg > CHr > CHCMg > CHCMr * CHDWr » CHDWg ' MCVg - 
MCVr > RDWg ' RDWr 

miEmm 

- mmmnmmtftm. > immmmmiEmm - im * 





mmm 

’ ° • S£f8B# 

• iKRffilfaStDit 

Retie RBC Count Low f aajfft ftrrfit Bft RBC =+*fc{£ - RTC-L, CL) 

10,000 4 ’ Retie RBC Count Low (WttJf RBC gffMfi > 
RTC-L, CL) ° 

%RETIC ' #RETIC ' CHg > CHr > CHCMg ' CHCMr > CHDWr ' CHDWg ' MCVg ' 
MCVr ' RDWg > RDWr 

° 

mmmm * 


1. 

2 . 

3. 

4. 

5. 




RBC/Baso/Retic Mil 


t Gains 




Mffll 


1. 

2 . 

3. 

4. 


ilfil 
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w7[n 



Retie Saturation (> RTCSAT, CS) 

RETIC Scatter Absorption 

Saturation Cell (fgfnltffi) Hi > sfrgrHtiS Retie Saturation (IH^lDfn.^ 

ISffl) #75 ° 

Retie Scatter Absorption (Saturation Cell (fgfP 

,«) mmmmm 94 m 100 m - 



%RETIC ' #RETIC > CHg > CHr > CHCMg > CHCMr > CHDWr » CHDWg > MCVg » 
MCVr ' RDWg ' RDWr 

miEmm 

■ fttiwM»> rnm-^ 


mmm » 


1. 

2. 

3. 

4. 

5. 


F RBC/Baso/Retic MM 


t Gains 


mmm 

(NRBC) 
• WBCj® 
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Retie Slope Error (Mttt n m&mmm > RTC-SE, SE) 

0.2 * Retie Slope Erro (M 


£ RETIC Scatter Absorption (WlllMIt) llffili; ’ »*MI! 

w - $pnf mimmmmmi * • 



%RETIC > #RETIC ' CHg > CHr ' CHCMg ' CHCMr > CHDWr > CHDWg ' MCVg ' 
MCVr ' RDWg > RDWr 

mm ° 

• WffllfiftJfli 

Suspect Cellular Interference ( nJMIfflBfi-FM ’ NRCELL, NC) 

> Suspect Cellular Interference HthII; 

WBC ftK(WBCP)^Bf»fmfflJ!fi/^» WBC |+ 

m(wbcb) - ° 

#NRBC' %NRBC' WBC' %NEUT '#NEUT' %LYMPH '#LYMPH' %MONO' #MONO - 
#LUC » %EOS ' #EOS ' %BASO ' #BASO ' %LUC ' #LUC 




NRBC Enumeration (NRBCgfjg) Noise-lymph (l®ff—) BEjIBI 

mh > hrbc hrbc ^^ewb 


NRBC Enumeration (NRBC gfjgjr) 

WjW 


Noise lymph ( ftiS 1 —ffEOTfi) 

SEJM 



\X 


Legend: 

I Unstained Events 
PLT Events 
NRBC Gauss Fit 
NRBC Residual 
Lymph Events 


Suspect Large Pit Interference ( nTIP ^rfn /Kt^^pEf > NRLPLT, NP) 

TO^RBC/PLTajl^’^Mi+M^lfll/^WeiS^.OOOfS/^L- Suspect Large Pit 
Interference ( I|7 t^#E3S ° 


#NRBC > %NRBC > WBC > %NEUT > #NEUT > %LYMPH > #LYMPH > %MONO > #MONO > 
%EOS ' #EOS > %BASO > #BASO ' %LUC > # LUC 


NRBC Enumeration 




(NRBCffiSr) BSM 


nRBCg^ " 
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Suspect Lipid Interference ( ’ NR-LPD, NL) 


nzkmm nrbc §+« > 

’ Suspect Lipid Interference ( TMKMIOTli) ° 

* NR-LPD »7Kgfe#mS : 

• Baso%D||i=f> 2 

• BASO%t®ff x WBCB > 10 


#NRBC'%NRBC'WBC'%NEUT'#NEUT'%LYMPH'#LYMPH'%MONO'#MONO' 
%EOS > #EOS ' %BASO ' #BASO ' %LUC ' # LUC 

TfflifJ Base NRBC NR-LPD »OTtm7tftBU ° Base * 

Baso NRBC Enumeration ( NRBC gfifc) 

WjM 


Legend: 

Unstained Events 
■ PLT Events 
| NRBC Gauss Fit 
NRBC Residual 
Lymph Events 



WBC Substitution (WBC > WBCSUB, WS) 

mm CBC/DIFF t&flilft WBC : 

• BASO Noise ’ B-NO) ^ BASO Saturation (Bff 

ffiJMfP ’ B-SAT) *7 ’ WBCB gfcff jf WBC • 

• WBCB If ff N B ^ BSAT *7 - WBCP MTLTfOT ’ MOT WBC If WMWi WBCP: 

♦ Perox No Valley (Perox teff > PX-NV) 

♦ Perox ftgfO (Perox fgfn ’ PX-SAT) 

♦ Noise Perox (Perox liffff > PX-NO ) 

• « WBCB ffi WBCP **7 ’ MU WBCB ft WBC ffMfgff • 




nun 




$nH WBCB 1000 mmm/rnL > |lj WBCP g+lM£ifg|fi WBC ff-iJro WBCB 

t mmm wbc mm ° 


as: 
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U.99 

V .101 

W.103 

X.104 

Y .104 

Z.104 
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% 


% Disk Space Used - Alarm 

m&m 

• Mf/lnB ({JOT Customize ( gy£j|)' System Setup ( )' Tools Modify 

(0gfcXft)' End of Day (Xf'Ngjfc)) 

• E3»§ : {ftii-Bs* ' BBBU " ' IWJBIS ' XfPJtBIS 

f°Miff S ° 


% Disk Space Used - Stop ( BflOT^Mf^lBH^Bb—fflh ) 

w±/m^mm > ujs^TKBffiM^ 98% ° 

immm 

• wmmotft 

• {^fUnH ({JOT Customize ( gy£j|)' System Setup (^MSuS)' Tools Modify 

(Mill)' End of Day (Xfftigm) ) 

• BIS : {ftiS-BIS ' WM BIS ' ' H^fflBIS ' XfgJtBIS 
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2 


20 PSI Out of Range (20 PSI 


nJtgJSH 

1 PSI 

2 BAM 


miEmm 

MS 20 PSI B*!+ - • 

F&StV, : 20 PSI ± 1 




3C 


20 PSI Out of Range - Stop (20 PSI 


J—teiL) 


tiff# ’ jABStifflttWih ° 


1 PSI BAff®mf§III 


KiUiOtSE 

MS 20 PSI BAI+ ’ 
IA£Si = 20 PSI ± 1 





Siemens Service £iI#SStJ ° Ktbfi Siemens AUftfjft 


4 Key Not Found (4{@^At%SJ) 

Control Dictionary (Mg? @if:) sK Alarm Dictionary (HASif;) ° $PH Alarm 
Dictionary (®AgiO JiS • MMft/^«frfiEA:lSff»(!) ° 
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mmm 


mmm 

1 Data Manager (i $ 3 \ 

’ ffift 

Control Dictionary ( ffg£ g jsk ) ft 

AnSSt ° 

2 Alarm Dictionary (ifftgH) M 

Delta Check (JfJiMft) 
lift ° HP'KA'ffiBitji^ft ’ Alarm 
Dictionary (Ifftgii) 

Delta Check (ifll^ft) If 

7[n ° 


iPP 


i^#ft 


Control Dictionary (ff|$gt|) 

WSp°p - 


ft Alarm oictionary (ijft:gt§:) ft® A 

° 


4 TestDic.dat - ReadTestCode_08 

Test Dictionary (Jgg0$O 

mimm 




ft Order Entry (Xflftfft) - BlISiffiMill ■ IT#fl«Bftft 

ill« ’ XAfiA Test Dictionary BJ!ggf§) - 


40 PSI Out of Range (40 

AitKASmiBH : 

njmw,m 

1 40 PSI JBfti+MmffiH 

2 mam 


mimm 

&S40 PSI KAff- - - 

P&Xi'i : 40 PSI ± 2 






40 PSI Out of Range - Stop (40 PSI IStBfg|U—fftih) 

tiff® ’ jfrBAtif'KBffih ° 


miEmm 

tift 40 PSI MAff • XWfflEfftpS - : 


TJtgJfH 

1 40 PSI MAItSmisH 


40 PSI ± 2 


’ tWlXM Siemens Service J^3S#OTl ° Ktbfi Siemens £-WJ6fj$t 

BAmffm-pmmm m • 


5 PSI Out of Range ( 5 PSI ) 




nJfgMH 

1 5 PSI 

2 


mjEmm 

ft S 5 PSI Kt/ff ’ » 

is^as : 5 psi ± 5 




1 


5 PSI Out of Range - Stop (5 PSI IStBISIlH'ff-ih) 


: e±i^»e««7jbf * 
tiff# ’ j 3 jfiiiff'fiff#Bf ; ?ih ° 

#tiE5PSI Btfsf > - 

m$m ■ s psi ± 5 


1 5 psi 







if 


> stSiemens Service B3S#WIft ° HtUfi Siemens 

BAmmfrm-Pmmmn • 


80 Conflict (80®j^) 

(Mtn ’ Review and Edit (f^MUSi) tP Host Communication (f£ 

#t»)) Data Manager mmmmm) mm 


miEmm 


9 


A 


9 End of File (9£#jjg30 

Control Dictionary f§X ° Quality Control (ppMW0J) ° 

miEsm 

X Control Dictionary (MSSii) ®P4^it3X^f@ QC ° 


A Defined File in Prg.par Is Not Found for Backup (# Prg.par 

mm End of Day cxfwmo mmmmmim ■ 

° 

miEsm 

Siemens Service ° 

Analyzer Connected ( ) 

Sf ° 


Analyzer Not Connected () 


3+1 

a I ^ 


i 

M (f^W-J2 XE 

3 MiteCPU 


m in 

WiiS&hlg On (H ) • 


Xr./=[=^ 


:U Siemens Service 
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Analyzer Not Ready ( ) 


mmrnm 


oJtgJgH 




1 

2 
3 


MfiM 

a MKSSfnMtifilftftltBHftft - 


b ttxm i 

Ready to Run (f^fMff¥IS) ’ 

ADVIA 2120/2120i #MSi - MBte 
®J - 

:s: 

Down ADVIA (M ADVIA ) ■> 

M ^tiff«M*±*Off (P) 

iii HIP CTRL+ALT+DELETE 


i ft Log On/OfK ftH/ftifl)SP^Ii Shut 


IV 


on (B0) ’ MfM 


Analyzer Reset Required () 

lainti - fisse^t/ffi ° 

«jtgj§H mjEmm 

1 HIP Utilities (IJ|L)' Exerciser 
#®rfltpS ' JSSftp Indicators (left® ) ' Analyzer Reset ( ftfjrl 


Si ' MfxfffiK 


2 ftfti^ i 

Ready to Run ( 

ADVIA 2120/2120i * > 

®J ° 

a ft Log On/OfK »/S£ff )«P^HJP Shut 
Down ADVIA ( M ADVIA ) ° 

b ft^Wfii«±MOff (P)o 

c HIP CTRL+ALT+DELETE > «SfrSS§: 

d ft^rMS®±Stl? On (P) ’ SfrM 



1 


2 

mm 

3 tmmMmmBmm* 


miEmm 

on c m ) * w®mi 

*«5g ° 

»0n (M). 


®MT»MiimADVIA2120/2120i« - 

MMSffUSj ° 

a ^ Log On/Off (J&M/Mfi) ®P4« Shut 
Down ADVIA (M ADVIA ) • 

b Off (MX 

C MW CTRL+ALT+DELETE - 

fmwsmmmm ° 
d ■mmmmLtmm on ( m ) * 

m ° 

e ^PUFoJSf^XS ’ W&M Siemens Service J^ 

MMj - 


Anisocytosis - Alarm ( fcTnfr BfcX/hXffi—» tk) 

Customize Menu ( itXIIIPtO ' System Setup (XfjtnxfPD - Alarm/Stop Criteria (U 

° #giijSgH Alarm Criteria (|^@) IMSS ° 


Anisocytosis - Stop ( fcT[fn Bfrfc/fvfsfc^# fh ) 

H#f?lh - Customize Menu ( gXil^?) ' System Setup 

(^IMuPt)' Alarm/Stop Criteria (ffx/fXlhlB??) B3!il ° Hf? Start/Stop (fMhti 
/#lt) g« - #mgHStop Criteria (#±«) M»f+« - 


Aspiration Failed - Probe Clog - Alarm (X ) 




20 fj 


J§,s# 


mmm 


i 





3 M* 

4 Ml 


LUS- 


5 

6 

7 # 

8 






miEmm 


r=sMhu 




Bt &mm mffKMii 


t&sAstf- > ^s^jifTiifp ° 




m&m > >&mmmmm ° 

Utilities(X^)^H'Hydraulic 
Functions ('I^J^Jtb) Hljg ' Needle Rinse (ff-'/tJ? 
$£)• 

mmf • litw - 

If |SJ Siemens Field Service B° 


Aspiration Failed - Probe Clog - Stop 


«b 20 # 




jr-ft 

1x8 Baffin 


1 


3 

4 




5 


ij 


6 itBmswi 








2 Riti 








[» ’ ° 

Utilities(XM)SH'Hydraulic 
Functions () IRB ' Needle Rinse (ff-'fti 

2fc)- 


mm ° mm »° 


nJtbiMH 


1 

IfX : Reagent Installation 
) ' Backup/Restore ( 

IS) ' System Setup (^Ml&ft) ' 
Tools Modify (fiffijCPjlL) > 

»»i§SmtB# ° 

]t§AHfeSH Aspiration Paused (nglX 

B1SW) ° 


iWIEJtJE 

*:£« Possible Cause (nJtgBH) 



Atypical Lymphocytes - Alarm (*75 ) 

Customize Menu ( g^ftB¥PPO ' System Setup (^fjBxPO ' Alarm/Stop Criteria (ff 

^/f?lh«) ° #g®jSBH Alarm Criteria Sfl»f+« ° 


Atypical Lymphocytes - Stop f^jh) 

B#f?ih 0 Customize Menu ( ' System Setup 

' Alarm/Stop Criteria (ifzjx/f?ibUPP) B3!il 0 HI? Start/Stop ( fjBn 
/{fit) SffiB# ’ #MB|aStop Criteria (f?±«) • 


Auto Rinse - Started ( @l|tfi^EPin) 

Auto Rinse ( gifj'W^fe) BSfS^BfflSPS^p 0 


Auto Rinse Canceled 

Auto Rinse ( iStftj® 0 


Auto Rinse Missed (BltMiJifr^'^fe) 

# Exerciser^#iff )^C System Setup( )SWTI!flHf ’Auto Rinse 

(i®r«) ’ ° 

Auto Standby - Started ( g ifjfffil—BWSfJ) 

Auto Standby ( g|!jff$|) ESSSMJ ° 

Auto Standby Canceled (Bl^tglljfffl) 

IIBWSPWSS ’ mffSW Auto Standby ( gSWfUt)° 

Auto Standby Missed (B§B^Et!i^fil) 

# Exerciser (#tfx) M System Setup IMTiUBf ’ Auto 

Standby ( i Stiff fl) ° 

Auto Startup - Exiting Standby ( 

MM £ Standby (fffi) -©MS Ready-to-Run (^Pf® ) ’ EMSI+ffilitfr Auto 
Startup (gSfr»)° 

Auto Startup - Started ( ^itj^ifj—BHfI$n) 

EISSI+S!ll0$o Auto Startup ( git®®) - 

Auto Startup Canceled 

’ MiftTO Auto Startup ( gSMStl) ° 

Auto Startup is Due - Will Start at End of Run 

(^£sstr&sbf$ *g*n**&) 

iff TO Auto Startup ( gStffStl) ° 

Auto Startup Missed (Bia'x©^) 

'S' Exerciser #tff M System SetupC MMStM M^SfTMHfAuto Startup 

( mmm) > ° 
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Auto System Wash - Exiting Standby ( 

jEmmmma') 

standby (ff^) ffl&M Ready-to-Run (StfrPfS) ’ Mitfx Auto 

System Wash ( 

Auto System Wash Canceled 

’ Mrf«J Auto System Wash ( ilHim) ° 

Auto Wash - Started ( E!S$&) 

Auto System Wash ( Sf+®JPB£n ° 

Auto Wash is Due - Will Start at End of Run 

mmfii&mmb') 

I+» Auto System Wash ( ° 


Auto Wash Missed 

# Exerciser (#ifr) M System Setup HSfTIHB# ’ Auto 

System wash ( glltM) » ° 


AutoRETIC Reagent Empty - Stop (AutoRETIC ff-ih) 

* mmrn^ • 

ih ° Customize Menu ( ' System Setup 

ftf&ffi )' Alarm/Stop Criteria (|fm/WlhlK¥)' Reagent Conditions (gi^UfS#) B 

miEm 

Reagent Installation ° II 

3\ Logs ( H||)' Reagent Log (gi^iJHID ' Reagent Installation ° HI? 

Start/Stop (?Mn/W'±) MMMW7° 

AutoRETIC Reagent Expired (AutoRETIC 

* UMBfige 

MB AutoRETIC il*i ° 
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zmmM 


Reagent Installation (MM^§£) WU ° IIM Logs ( B§§)' 
Reagent Log (MMHttO' Reagent Installation (MM:£r=S) - 

AutoRETIC Reagent Low - Alarm (AutoRETIC ) 

• «s«Hgis - mmmmm 

Customize Menu( System Setup( ^MSuIl)'A larm/Stop 

Criteria () ' Reagent Conditions 4 , 3!il ° 

miEsm 

Reagentlnstallation (MM^SI) @Pf£ > °II 

M Logs ( 0®g) ' Reagent Log (MMHIS)' Reagent Installation (Mffl^S) ° 


Autosampler - Access Door Open ( i! ) 

e ®««imnm (24v^mmmnm> 


zmmK 


1 

2 


m™ 


Siemens Service 143245? 


m 


Autosampler - Autosampler is Already Running ( 

Effilfr) 


Autosampler - Bad Mixer Aspiration Cal ( gifjjlilll— 

(Exerciser (ftfx) US) 0 



& 1H Siemens Service ° Siemens Service M 

M » 

RTtgJKH 

1 i®J«*IE£g§£° 


miEsm 

Si^f^iEfMfni^fftfxfig ° 
raiifr«g§ cpu mm ° 


Autosampler - Bad Mixer Shuttle Cal ( g tBf) 

mmWk^yUmm^/mmiEmL (Exerciser (fffr) M30 • 



Jt f Siemens Service JXMirWM ° Siemens Service &]M 

M ° 

gfggH miEsm 

2 i®i»^cpum*« ™sw«cputo®“ 

*r4#^#«iE®a ° 


Autosampler - Calibration Requried ( g) 

IllfSfrfhfifl ’ Car Index fig' Mixer Shuttle figf I 1 Mixer Aspirate 

figfifjfJJ^KlEfg ° 



M C Siemens Service ° X# Siemens Service M 

M ° 


nJfgMH 


mi m 


i i»«»cpu 


Ml Exerciser (#tff ) MM ’ KIE Car Index (|@ 
If) fig ' Mixer-Shuttle () figfP Mixer- 
Aspirate (?IfP#|ng®) fig ° 
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2 


r4#B 


M Exerciser (iff) 3Pg » Car Index (fg 
if) BH:' Mixer-Shuttle () fiBfP Mixer- 
Aspirate (?IfP#|ng®) fit 1 


Autosampler - Car Alignment Error, Reset Autosampler( gif f v 7F 

mm ■ 

IMffSKlE ° smb « 


m&m 

1 nmm 

2 
3 


SF3 


Siemens Service fffffff ii|/j 


Autosampler - Car Initialization Failed, Reset Autosampler ( gSUil 

mmmmmnmtiikE&m • «sb • 

mimm 

2 MHi mmMmmm ° wiaig• 

3 WSS«±W Off (IS) Srffi • 

4 mn& 1* mmy on ( m ) wnf»«fi ° 

5 $P^P4@fM*ffi3® ’ Mm Siemens Service • 


Autosampler - Car Lost Steps, Reset Autosampler ( 




N JJ^Tv 


sgsgT 

Tra3Ci 


1 l&fSbmm 


2 mramawra’# 


« mm 

a 4111 

b 1 


M5± ’ MW Off (IS). 

mw on(n)j^mtf«^ 


sir'll Siemens Service IX 


m 


A 


Siemens Service IXM^M&J ° KW Siemens 
Service ° 

a fJgM Exerciser (#ifj) MBA Autosampler ( f=J 

®J»^) mu > mum Home (») 




4fcMitR°p« ■ ^ 
ilA ° 


MS4S«nffiA^ 




Autosampler - Car Motion Denied ( 


Autosampler - Car Motion Denied, Reset Autosampler ( |J Sfrjiil 

• mw) 

gMff »»ffl« ° 

1 4EAM*t5±» Off (IS). 



Autosampler - Car Motion Failed, Reset Autosampler ( 

nmmmmmmmm • mmm.m - 






1 

2 

3 * itoff (is)** 

4 mmi i * fmmm on (is) • 

5 ’ ISSM; Siemens Service 


Autosampler - Centering Collar Extend Denied ( 




T3 


Autosampler - Centering Collar Failed to Extend, Reset Autosampler 

(’ IIS 1 W) 


«TfgHCH 


mmm 




b mfmmmmmm 


2 




a - mn off c m ) ° 

b mmm i &m > fmmn on ( m ) ixmmmmfr 
Hrf# ° 





WWlf(L Siemens Service IX 

mmnm ° 

b ° wffiwgmm ° 

c nasMt«®0Fi • §iii»ifi ° 

d 

MMj - 


Ijdlt Siemens Service JX 


4 IScS Siemens Service IXM^MBb 


Autosampler - Centering Collar Failed to Retract, Reset Autosampler ( f j 

miEmm 

s ® ° b ° 

a > mm off (is) • 

b mmm i > mmn on ( m ) itmm&mfr 




3 


7fJB 


4 


nfSftftt Siemens Service J^i. 

mmmm ° 

b • $mm sfrMiast ° 

c • iSWi«*M ° 

d ^PW^IIlT^tBSj!, ’ m3MM Siemens Service J X 

mmm&j ° 

fClt Siemens Service ° 


Autosampler - Collar Failed to Extend, Reset Autosampler ( gifoH 

’ megS&3ft&S) 

njtgjgH miEmm 




b mrmmmmmmim »giaaii ° 

a atfl*tl: ’ Mf? Off (Sfl) o 

b i ^£i - «hp on c n) Msmmmfr 




=H sjssass' 

nXTTffSCTn: 


3 

|l£ O 


c ’ Ififcflt Siemens Service XX 

mmm ° 

a nmmmmmm* 

b ° 

c mrmmmmmmm •giiiMii ° 


d $PHISSf^hB3S ’ riiWiL Siemens Service IX 

mmmm ° 

4 SSCS Siemens Service ° 
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Autosampler - Collar Failed to Retract, Reset Autosampler ( 





miEmm 






a - s? oft ( n > o 

b mwm i tm>mmmm on (m ) Kaw 
#ri# ° 


3 





c ’ HitH Siemens Service ® 

»Wlft ° 

b ° 

d ^P^TOM^Si ’ Hie® Siemens Service ® 

immm ° 

itl! Siemens Service ° 


Autosampler - Centering Collar Motion Denied, ResetAutosampler (|'| 

• inw) 

1 Off (IS)" 

2 i km ’ mm * on ( m ) pmmmmfrmm • 

3 ’ Hie® Siemens Service UW^rK&J ° 


Autosampler - Centering Collar Retract Denied ( $f|[U/E['L>3?iB 

mm) 


Autosampler - Critical Error, Reset Autosampler ( gl 




m ° mm 


miEmm 

1 Off ( m ) - 

2 mm3 i * «* on (is) - 

3 ’ If Sr® Siemens Service ° 


Autosampler - Diagnostic Mode Not In Effect ( 

m 

miEsm 

1 JTPfl Exerciser (#ifr) jeSSftj Autosampler ( SaP 

2 HP Enter oiagnostic Mode (ilAP§ tH^ ) ° 


Autosampler - Eject Rack Failed ( gJMi§&—) 


W^ ttp 


1 


Jnp-p 




mmm 

a f^«S«±’*Off (M)° 

b rntm i ’ »hp on ( m ) m&mfr 

f/ffit ° 


c ’ If WtM Siemens Service P 

»Wlft ° 

2 Ii#M la ' b ' c 

3 g ° If #M 1 a * b * c 
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Autosampler Error - Reason Unknown ( ) 

miEmm 

1 ifiim > * oft (is) - 

2 mms i km ’ im. * on ( m ) m»mi • 

3 > MS Siemens Service j • 


Autosampler - Error, Reset Autosampler ( g! 


SI 


ifVSa^itsiS 


ite 




zmmM 

1 > mm oft (is) o 

2 i » fmmw on c pb ) ■ 

3 ’ MS Siemens Service • 


Autosampler - Extra Rack Ejected ( g 'If ) 

’ Ii®S Siemens Service ° 


Autosampler Failure - Stop ( gl¥it) 

- SSSB - 

miEmm 

1 w*feh • mw Off (is). 

2 i frm - on (if) > it 

5ffE Siemens Service ° 
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Autosampler - Flash Memory Failed, Reset Autosampler ( 

> megs&m&s) 

>mmttmm ° isngiw ° 


miEmm 

1 Off ( m ) ° 

2 mm3 i tm * «* on ( is ) - 

3 ’ If Sr® Siemens Service ° 


Autosampler - Initialization Requried ( g ) 

TaNStIJIAA ’ ° M$P ’ 

MM 

St|J Siemens Service ° 


Autosampler - Input Queue Jammed ( 

mm 

1 «SMKi7A^AA mTm&Wm&m 


2 






IAJfi§« 


fCH Siemens Service AMAAIA 


Autosampler - Input Queue Motion Denied ( gSfjllfititil—ffriAM^^S^jSSl 

«) 

him g § sjji#»A®wit^ ■ 


Autosampler - Input Queue Motion Denied, Reset Autosampler ( gStBftm 

m-mAmmmmm • new) 

° SMBS®b»§§ ° 
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m&m 


1 Off ( M ) • 

2 mm i am • j? on (pg) aj 

3 $PJ^®{M^tgl ’ si SScfi Siemens Service A3if#MJ 


Autosampler - Input Queue Motion Failed ( gAM#li[jAI£) 


iJ 


1 fIn7M{i7»APfAM 


WJfSS 

b W Start ( mb ) 




MU 


2 

3 SAMHAii ° 


» \T Ifltt'T'7E't=t 


S Siemens Service MMAMA 


Autosampler - Input Queue Motion Failed, Reset Autosampler ( ggfrjj 

* ItSillM) 

iMfiMSA®«IBt» - ff^MggS 


i miEmm 

1 fip7MHi7SAPfAM a ®JTMM»P H P^ 


2 mmmmmEn&m 

3 iAIMi” 


b Wii«Ig Start (P«) g»fl§l 

tfllfT ° 

a *AWSS*±MOff (Si)° 

b mmm i a§i * mmw on ( m ) 


gfSfeli Siemens Service A 




:M Siemens Service MAAMAJ 


Autosampler - Input Shuttle Blocked ( 


■Jip n p»® 




zmmK 

2 fiiSM5±» start ( m& ) I^SfrF* S - 

Autosampler - Input Shuttle Not Empty ( 

MiEmm 

1 ffifiAMftf»A^muBlsmf«p H p^» 

2 start (n$&) mmmh s° 

Autosampler - Internal Communication Failure ( 

m 

ihMfr ° 

1 > mm off oia 

2 mm3 i ah • mt * on ( m ) tmmmmfrm ° 

3 ’ siSScfi Siemens Service £®#Ii ° 

Autosampler - Invalid Operation Mode, Reset Autosampler ( 

mmnm^ > mggMum) 

miEsm 

1 mrnm&t > w cw (gs) ■ 

2 i ah * mmm on ( m ) i^sfr»AW • 

3 $PJIF«WM^hB3S > ISrifcB Siemens Service £®#S gtj - 
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Autosampler - Invalid Sequence Number ( ) 




oJtgJgH 


miEmm 


1 

tf* ■ - 


a $»rf«®*±’»Off (18)0 

b mm m i &m > on ( m ) xmmmmfr 

f/f u ° 


C ’ IjfSScfE Siemens Service JX 

»Wlft - 


2 i®J«M^t/f«Sti£ !f#M la ' b ' c 

ID 

mm • 


Autosampler - Mechanical Constraint ( §) 


Autosampler - Mixer Failed (gj 




miEmm 

1 > * Off (If) - 

2 mmm i on (pg) .MfrW^tFff* - 

3 ’ tmm Siemens Service J®|® • 


Autosampler - Mixer Lost Steps, Reset Autosampler ( g 

• isii ° 

miEmm 

i mmm° a ^M®«±’»off (is)° 

b i ’ mmn on ( ps ) 

tiff# ° 


c 


ft**® 


Siemens Service iX 



- 



& C Siemens Service JXMifWMfr ° Xjf Siemens 
Service ## if-t M ^J£- ° 


a 


'mmwmmimjBm 


b 




; L' 


o 


c 




Autosampler - Mixer Motion Denied, ResetAutosampler ( g 

&mmmwmm > mgsM#n) 

- SSllgiW » 

MiEmm 

1 Off (g|) ° 

2 mm i m& * on ( m ) • 

3 ’ !SSI Siemens Service • 


Autosampler - Mixer Motion Failed, Reset Autosampler ( ]=[! 










miEmm 

a 


«± ’ mw off ( is > 
mm on(ps)j^i 


nmfr 


ft**** 


Siemens Service JX 


mm 


Autosampler - Mode of Operation Not Set ( 

Exerciser (ftfx) ° 

miEsm 

ft Exerciser (ftfj) mm±. ’ B - 

mm «»»° 

1 ft^t/ffiflissft > lift off (is)o 

2 1 ® It J? on (If ) Mi»« ° 

3 ’ IS®C® Siemens Service ° 

Autosampler - Motion Denied, Reset Autosampler ( 

JWiQtSte 

1 ft##f«M*± > liftoff (§flft 

2 i ’ mmm on ( m ) miiimi ° 

3 $Pimffi«ffi3£l ’ HfW Siemens Service • 

Autosampler - Motion Request Failed, Reset Autosampler ( * 

MlEffiM 

1 ft^t/ffifliSfiftHf?off (lift 

2 mm i &m • «nft on (n) - 

> If Siemens Service UW^rK&J - 


3 


Autosampler - Motor Controller Failed, Reset Autosampler ( 

g & - nj m&mm ° f?smg g ■ 

*Ui 0 tSK 

1 Off ( rn ) • 

2 mm3 i 6 m • «mm on (is) • 

3 ’ If SC'S Siemens Service i^mnM® - 

Autosampler - Needle Extend Denied ( gif) 


Autosampler - Needle Failed to Extend, Reset Autosampler ( gifjj 

if«#m ’ see wtin) 


RTtgJKH 

1 = 


2 40PsiwMmigH 


miEmm 

b • gMfiWJ 


lifE^fJTM*±W off 


(IS) 


d mnm 1 nm > mmm on ( m ) immmin 


e ’ sir'll Siemens Service JU 

mmm® ° 




a MSB* ’ 

b _ 

c ®fMIS«±’*Off (|fl)o 

d mm3 1 6m > fmmm on ( m ) tmmmin 


e $PHPn]Sffi^t±j51 ’ W%M> Siemens Service JU 

mnm ®° 





miEmm 




b mfmmmmmmim • iiMt»sg ° 

c off 

(BS)° 

d mm i &m > mmm on ( m ) i^s wsj^ 
tiff# ° 


2 40 PSI§MtBffiH“ 


e ’ sir'll Siemens Service JJJ, 

mm® ° 

a ’ ^b# mnwm » 

c ^tiff«*t£± ’ HfP Off (p > = 
d 1 on ( m ) iiiSWIJj^ 

tiff# ° 


3 


i+e« 


4 tf-ft«« 




nfj 5 fdxE Siemens Service j^i, 


° 

gT# Siemens Service ®M%M® ° 


Autosampler - Needle Jammed ( §) 


mmm miEmm 

i 40 psi • a ttss* ’ >mmmnwm ° 

c *^WSi«±’llfPOff (P) = 

d mm i 6m ■ «up on (m) mi» 

tiff# ° 


e $nHrn]Sfiij^i±jS ’ sir'll Siemens Service 

WWlft ° 


Autosampler - Needle Motion Denied, Reset Autosampler ( ff- 

mb mm - 

1 fiisssBUf? off (m ) • 

2 mm3 i mtt • «it j? on (is) - 

3 ’ sf SScfi Siemens Service - 


Autosampler - Needle Retract Denied ( 1+1111]®®^) 


Autosampler - No Tube Present ( g) 

miEffiM 

mrm&m »t&sefc? ° 


Autosampler - Operating Mode Not in Effect( [|j) 

MlESm 

1 ITPII Exerciser (#ifj) SI^HW Autosampler ( ®P ° 

2 nmmmm > Mm Exerciser (fjttfj) US ° 
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Autosampler - Output Queue Full ( @) 


nJtgUCH 


mjEmm 


nammu/m&m 






Siemens Service ° KW Siemens 

Service : 


a 

b 

c 

d 




iimmmMAm&wmm 

MMil^CPU 


Autosampler - Output Queue Jammed ( gitliltfjtllf—) 

wmmmm • 


[gflEppS: ° 

2 




Autosampler - Output Queue Motion Failed ( 

m 


(njflpp^ ° 


2 

3 ftAIMSS” 


W ° 

mjEmm 

b Wi«gfii:Ijf Start (M^)° g»li 



A?5 Siemens Service AilliWlfo ° 


Autosampler - Output shuttle Blocked ( gifll) 

miEmm 

a 'imim ?(jtt(«iAfugi5m«n n p^« 

b start ( mm) ° 


Autosampler - Output Shuttle Failed ( g) 

m’ m^Mfu®mWtin n p^° ±f[fMtIn n n MS 


Autosampler - Output Shuttle Not Empty ( 

miEmm 

f£mMA®mip n p^ • 


Autosampler - Pushpin Extend Denied ( iJgfrU^jgh-) 
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Autosampler - Pushpin Motion Denied, Reset Autosampler ( gl 


mjEmm 


fsisi 

TTn 3 Ci 


1 fiiSSS±Hf? Off ( m ) • 

2 mnm i * «it j? on (ps) 

3 ’ siSSC® Siemens Service JXmm® 


Autosampler - Pushpin Retract Denied ( ) 

mffik&wjffl&ms&mfmmmm > gswiMstw^ 


Autosampler - Pushpin Failed to Extend, Reset Autosampler ( g§Jj| 

-mm&mm ■ ifgiiif) 


i 


2 


wnp 




miEmm 

b • liliM! 


is*^tm«ises±n^ off 


(IS) 


d mnm i 6m > mmm on ( m ) immmifr 


e ’ sir'll Siemens Service JU 

mm® ° 

’ m?B(M Siemens Service IX 


b $p p ®BM a 

mnn® ° 

’ filjClt Siemens Service M 


b #n|RBM 

»«]ft 



4 Siemens Service 


ISIHI ° 


Autosampler - Pushpin Failed to Retract, Reset Autosampler ( gi 

HJSSa&Mia-. mis) 


MiEffiM 

a nmmmmmm • 


fUmWiSini 




is*^tm«is©s±n^ oft 


(M) 


d mm 1 6 m - up on (is) smm&mft 


e ’ W&M Siemens Service IX 

»«lfe - 


4 


sflidi Siemens Service IX 

mnnm ° 

b ’ if®® Siemens Service iX 

mmm • 

?gC® Siemens Service ° 
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Autosampler - Pushpin Jammed (@j 

its+E urn »• 

njfgjgH miEmm 


T*nP7K®nl 


A 


AH Siemens Service IXMWs-ffl&J ° KW Siemens 
Service • 


2 a 


A 


1=75 


A® Siemens Service ° KW Siemens 

Service ■ 


Autosampler - Rack Index Failed, Reset Autosampler ( 

° Mlft Wip n p^£A#®IEfi 


« mm 

a *^WSi*±’MOff (|fl)o 

b mms 1 w on (ps ) as m&mfr 


«cpp 


|nj® 


2 

S’#«iiS«IEt*p n p 


’ MAHl Siemens Service XX 


mmm 


A 


F75 


A® Siemens Service XXWWK&l ° KW Siemens 
Service 6 *jMHW ^WJMMWbM • 

a fl!E Exerciser (#ifr) HPJtW Autosampler ( g 

SJj»^) ®P ’ MW5 Home («}) 


MA ° 




c 


Autosampler - Rack or Position Barcode Not Read ( 

id mmmm ° 


^tgiSH miEmm 

is««g^iE5iiiiM^fi n a n ^± * mmmm i 


i 


»pn 


IHffi ' II° 

2 \m,mm%k&)mnm.m-m 


3 


is 


b 5iW6®r4f*^@Plll«p H p^^r H 1^W^MWM 

’ fiijdlt Siemens Service IX 


mmm ° 

gtfE Siemens Service 


Autosampler - Rack Scan Denied ( 




nJtgJSH 

i immmmmnMW&fo 
i§t ° 


mwm 

a SMiiSSl > » Off (P) = 

b mm i w on (p§) i^s 

i/ri# ° 




siijdll Siemens Service IX 


2 

3 \mmmmmmummm 


lf#M la ' b ' c 



C ’ ftp'll Siemens Service JX 

mimm • 


l*nn 


m m 


M' wrnm^mx 


i«ins^iE*te*iip n p^± - mmRn&rn 


fB 
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Autosampler - Rack Scan Failed ( g ) 


nJtgJgH 


1 


miEmm 

b mm m i &m > on ( m ) &*£r#s&# 

t/ftt ° 


2 


»Wlft - 

la ' b ' c 


Siemens Service M 


Autosampler - Shuttle Gate Open ( 


rJSMf 2*7 R& 


1 MPIKfgg^SflS! - 

2 


mjEmm 


b ffiSWPI ’ 


A 


WtM Siemens Service ° HW Siemens 

Service : 




Autosampler - Startup Failed, Reset Autosampler ( g 


msai 

TTff3Ci 






?BtM Siemens Service 


Autosampler - Tube Too High ( ) 


nTtgucH mjEmm 

1 mfm&gjEmmw* a 

b ttfrmmmui. > mm star/sto P ( mh/w ±) 

liXMWMff ° 

2 a ^i n a H ^±®T^f > • 

b ’ HI? start/stop (|§£6/ff 

it) iiXMWMff ° 


Autosampler Startup Complete ( g) 


Autosampler - Unexpected Car Position, Reset Autosampler ( gj 

-wMm ’ ngi«) 


«B1S1 

Tm3Ci 


1 AM 


§f M 


$m Siemens Service \>XWLWK&J 


Awaiting Header () 




mmm ■ 


M: 


Gains - RBC/RETIC 




wiEffim 

ADVIA 2120/2120i tfci 

mmi ■■ 


1 ^ Log On/Off(S^/^fMn^M? Shut 
Down ADVIA (ADVIA) ° 

2 HI? CTRL+ALT+DELETE > 


’ If WlM Siemens Service 

S® ° 


: 10402 


mimm 

Sett Siemens Service ° 

yffiM & timfrtif -10402 

rawxmg^i§^iBi • mmmxft ° 

miEsm 

St® Siemens Service ° 

Bad Mixer Cal Value - Reset Autosampler (MflEllflttl 

mm) 

(Exerciser (tftfr)) > ° 

Ktbfi Siemens Service WMX^T^MI*MlE}#ffi - 

BtgUCH Mill 

1 g®J»»IE:£g§£ - 

2 SlimcPUS^ M1WCPU*» 

miEsm 

{i£BI Table Dictionaries (^gift) List (^!JS) Profile Table (|BfB 

>C«)° 


BASO Count Suspect - Alarm ( nj§l BASO gfH(—H x) 

Customize Menu ( g/gjilPpO' System Setup (^IjtKxfPf) ' Alarm/Stop Criteria (ff 

x/f?lh«) 4 ^m ° #gSffigfl Alarm Criteria (»x«) ISMff* • 


BASO Count Suspect - Stop ( nJH BASO ffUfc—f^ih) 

iiit ° 

° MftIBflWBIKIPbMBiS Customize Menu ( -■ System Setup 

(^M?&W-) ' Alarm/Stop Criteria () BBH ° HIP Start/Stop ( fMtti 
/{fit) g« > #mgHStop Criteria (f?ih«) figlSff* «■ 

BASO Irregular Flow Rate - Alarm (BASO 

Customize Menu ( ilBf§?BfO ' System Setup ' Alarm/Stop Criteria (If 

BBii ° #SS&MH Alarm Criteria («B«) M»ff« ° 

BASO Irregular Flow Rate - Stop ( BASO (Bit) 

Customize Menu ( |=1 ) ' System Setup () ' Alarm/Stop Criteria (H 

BBil ° HI? Start/Stop (?Mn/W±) ScffiH# ’ Stop Criteria 

(f?it mm) amff** 


BASO Reagent Empty - Stop ( BASO ) 

± ° Customize Menu ( ' System Setup 

MIS®) ' Alarm/Stop Criteria () - Reagent Conditions (Bff'J'iH'f-) B 

miEmm 

Reagent Installation (fibMBSI) ®Pff ’ ° II 

S Logs ( BS£) ' Reagent Log (t^JSsS) ' Reagent Installation ()° HI? 
Start/Stop (?Mn/ f?ih) BlIlSf? ° 


BASO Reagent Expired (BASO §£MEiM) 

mb baso ° 

Reagent Installation (fiPJ^gg) ®P ° IIS Logs ( Bit) ' 
Reagent Log ( f&f?\ RIt)' Reagent Instsllation () 
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BASO Reagent Low - Alarm (BASO ) 

> awi ° mm^mm 

BBBf-rblBPB Customize Menu( System Setup( ^MsS® )'Alarm/Stop 

Criteria () ' Reagent Conditions (BfBftfb) 0 

%mmn 

Reagent Installation (fibMSil) ®Pft ’ #iS®fiLirBs+lft§& ° II 
M Logs ( B§£) ' Reagent Log (REl)' Reagent Installation 0 


BASO Saturation - Alarm ( BASO fftfOlE—# 75 ) 

Customize Menu ( ' System Setup (' Alarm/Stop Criteria (H 

° Alarm Criteria M»f+« ° 

BASO Saturation - Stop ( BASO f&^PM—fl^ib) 

B#f?ih ° Customize Menu ( ' System Setup 

' Alarm/Stop Criteria () ^S!®! 0 SUP Start/Stop ( PP$n 
/Wit) J3« > #mgHStop Criteria (f?ih«) • 

BASO Temperature Out - Alarm ( BASO ) 

Customize Menu ( ' System Setup ' Alarm/Stop Criteria (If 

ttitm ° #S8&MH Alarm Criteria (S*) M»f+« • 

BASO Temperature Out - Stop ( BASO ) 

3i,«mgyfcb1trBW^&B^JiffMW? ° 

B##ih ° Customize Menu ( ' System Setup 

' Alarm/Stop Criteria ( f\-//W.\VWf -) t/tts ,° HJP Start/Stop ( fMM] 
/{fit) g« > #H«Stop Criteria (ffihW) • 
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Blasts-Alarm (Blasts — Utk) 

Customize Menu ( it^ftBSPiO' System Setup ' Alarm/Stop Criteria (ff 

tpfem ° #gSWgH Alarm Criteria (»^«) ISTOff* ° 

Blasts-Stop (Blasts—f^ih) 

H##ih ° M^ISad-f^ih^PEfaMB^E Customize Menu ( ' System Setup 

(^fEStfS) ' Alarm/Stop Criteria ( ffB/BBJrPfQ B3!il ° HIP Start/Stop ( Pf$(i 
/{fit) SffiB# ’ #Mg|a Stop Criteria (ffit©tp) Smff* - 

BTRIEVE - TabDic.dat File ( BTRIEVE - TabDic.dat >Cf [-) 

Type Table Dictionary (HSilSlEiii) ° 

miEsm 

Type Table Dictionary ( HSMISgift) 0 HP Customize ( ggljl)’ System 
Setup (^Mfjifit)' Tools Modify (fUt&Xft )' Type Table Dictionary (111 SIIS gift) ° 


c 


Car Motion Failed - Reset Autosampler SSSS&Jl#^) 

njmw,m mjEmm 

1 > mm off ( m ) ° 

2 mm3 1 * fmmn on ( m ) tmmmmfr 

t/ftt ° 





gSiemens Service g, 
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nun 




oJtgJgH 


1 (MIIMM 

m im° 


3 mmw 




MJEmm 


a &g? 



b m« • mmmBMM&m.Tnmit? 


m^ m 


SCfi Siemens Service £M |#MJfe ° Htbfi Siemens ^>W)^|f 




Communications Error with Analyzer () 




i 


miEsm 

a MW Utilities (IJ|L ) ' Exerciser ( #ifj ) ' 
Indicators (#§75®) ' Analyzer Reset (frfifM 

fiB) ° 

b i frmz.® - 

Ready to Run ( iM ?) ’ MftnTi®£n©: 

ADVIA 2120/2120i « > 

Sfr - 


i ft Log On/OfK M/Kffi )®P Shut 

Down ADVIA (IS® ADVIA) ° 


2 ibb ° 

mm mfrmm-Mxi'p 

Wllfll) 


Comparison Error MCHC/CHCM - Alarm (itfiitl* MCHC/CHCM-®^) 

Customize Menu ( iJ^jlisPPO ' System Setup ' Alarm/Stop Criteria (fi 

7fk/W ±«) - #gS&MH Alarm Criteria MTOff* - 

Comparison Error MCHC/CHCM - Stop (j±^$il£ MCHC/CHCM-fflh) 

HBBB ° Customize Menu ( g4!i|gg^|)' System Setup 

(^IM£Bl) ' Alarm/Stop Criteria ( f^/ZW.tMW -) BS!il ° Hf? Start/Stop (P^fj 
/W±) SffiR# ’ #Mg|aStop Criteria (f?±«) M«ff« ° 


Comparison Error WBCB/WBCP - Alarm (thg^Hg WBCB/WBCP-®^) 

Customize Menu ( iJ^ii^lpO' System Setup ' Alarm/Stop Criteria (ff 

^/W±mm ° #iHijMBH Alarm Criteria MMf+« • 

Comparison Error WBCB/WBCP - Stop WBCB/WBCP-{fit) 

HBf.tK ° Customize Menu ( ' System Setup 

C^lJtFfxfPi)' Alarm/Stop Criteria ° HI? Start/Stop (fMa 

/Wit) g» ’ #Sg|aStop Criteria (#±«) M»ff« ° 


Compressor Timeout (MfftflliiB# ) 
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miErnm 

Wi ° ’ 

foX ir^^TTT-7 


± 
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b • * off (is >. 

c m i »mn on (is) &mmm .va 


L^Mfe 
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Control Out of Range - Alarm (' 


j-wo 


° summit umdmEMfonm^ 


ySirte 


° R« 


K*«tS 


/^IPPEMj 3 ^ Customize Menu ( 


<lxK 


System 


Setup ' Alarm/Stop Criteria ( 


m : 


/h/ yt 


: ±^¥) 


Control Out of Range - Stop (' 


3—f^±) 


wmgm ° summit MEi^wi 

Customize Menu ( § SillS JfO ' System Setup (^jlfcgiaB) ' Alarm/Stop Criteria (fi 

7^/WitM ¥) ° 


Could Not Attempt Location of a Workorder, Exception Occurred 

(m±m ’ msmxmtft) 


miEffiM 




Cycle Aborted for Unknown Reason - Reset Requried 

li-illl) 



zmmM 


1 jgp Utilities (IJ|L)'Exerciser Indicators(JI tttIO' Analyzer Reset 

( ffiJfMSM ) ASBAt/Tflt ° 

2 ffi 1 Ready to Run («SfxM) JigfX]T* 

’ ISSMT»,«mADVIA2120/2120i« - if 

rmmimm&mmm ° 

a £ Log On/Off (SH/Eit) ®P A* Shut Down ADVIA (M ADV - 

A)° 

b Off (||) • 

c HJ? CTRL+ALT+DELETE - ° 

d ^#T«St£±* On (|f) ’ smmjfrtfm ° 


Data Manager Critical Error () 

mis mm 

1 A Log On/Off ( Sift/Sff) ® P AM Shut Down ADVIA (ADVIA ) ° 

2 MW CTRL+ALT+DELETE - ° 

’ If WtM Siemens Service - 


Defined More Than Once In File 

v±* = • 


TJfgJlH 


miEsm 


1 A Report.par - (3IP Format (fftA) f^PM.THAftPjM ° 

Prevalid.par - Print.par ng 
QCreport.par 

A - ffilnSij&A ’ Atb^M 

fr ° 


2 fXpar 

fnl— 1 *®Jffrft®§ ° 


A Tools Modify (f§3ftXft) A > f^Tpar >Cff-'l 'MIA 

1»WW° 
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DEFOAMER Reagent Empty - Stop (DEFOAMER ) 

° • kb miisb# 

it ° Customize Menu ( ia!il35^) ' System Setup 

IjtffxfPf) ' Alarm/Stop Criteria (ffB/fMlhlPt)' Reagent Conditions (MMISt) M 

m&m 

HBEItMMM§T Reagent Installation (MM^S) ®Pff > ° II 

S Logs ( Hit) ' Reagent Log (MMHit) - Reagent Installation (MMt?§5<) ° HI? 
Start/Stop (TMn/ fflh) B§II#MfT° 

DEFOAMER Reagent Expired (DEFOAMER 

• UMBSSB 

Mm DEFOAMER MMfit»D) ° 

MM 

Reagent Installation (MM^lK) ®P ° IIS Logs ( Hit)' 
Reagent Log (MMHit)' Reagent Installation (MM)S=K) ° 


DEFOAMER Reagent Low-Alarm (DEFOAMER MMJiiS"-*^) 

Customize Menu( System Setup( )'Alarm/Stop 

Criteria (ffB/Blhltm)' Reagent Conditions (MMfMt) Mmi! ° 

miEmn 

HBSitMMHir Reagent Installation (MM^K) ®Pft ’ - II 

S Logs ( Hit) ' Reagent Log (MMHit) ' Reagent Installation (MMtctt) ° 



Error Opening Port 

mmm immt') *ftBt£st»ii£ <* 

miEffiM 

ft Log On/Off (Sift/eif) ®PftM? Shut Down ADVIA (|fl® ADVIAft MW 
CTRL+ALT+DELETE > ° * 

^gnpjilfniwn (C0M1 m MCA Serial Board) ° 

EZ KLEEN Reagent Empty - Stop (EZ KLEEN 

° > mi«f 

± ° ^fBft^{ft±IS¥ftftlPft Customize Menu ( ' System Setup (M 

ffltWtWL) ' Alarm/Stop Criteria (Hft/W±©¥)' Reagent Conditions (giWfftft) ft 

miEmm 

Reagent Installation (Itfflftlg) ®Pff > ° II 

ftj Logs ( 0||)' Reagent Log (|£fflB§§) - Reagent Installation (ptff'JftSI) - HI? 
Start/Stop (FMn/ fftlh) 

EZ KLEEN Reagent Expired (EZ KLEEN 

* ^mbsse 

jSft EZ KLEEN ISKW • 

miEmm 

Reagent Installation ®P ° |fg!f Logs ( BID' 

Reagent Log (i^iJBSD' Reagent Installation 

EZ KLEEN Reagent Low-Alarm (EZKLEEN 

> awi» 

ftIPpftftIPft Customize Menu( System Setup( ftftffxP:>Alarm/Stop 

Criteria () ' Reagent Conditions (BftJfftl"-) fta!il ° 



miEmm 


Reagent Installation () ®Pff » ° P 

M Logs ( B§£) ' Reagent Log ( UM R)' Reagent Installation (fjitffiJiSB*) ° 


File Does Not Exist ( ^ ) 

E& Routine Parameters (1%ffl0gk) ° ffil^ 

?^3i(§ Report.par - Prevalid.par' Print.par ^ QCreport.par ° 

immm 

B Other Utilities (fiftBBl.) SPBMIIeIII 0 

File Not Found : ( : ) C:\Wst\Oen.cnf 

m&m 

MISS ’ MM# Order Entry (XfBg^) ° Oen.cnf - 

Hfp Other Utilities (SftfeXM) M'MBMM * 

File Not In Modifiable File List - Updating 

-IE£H£r) 

B Format (^) aP^i[M£fW#IlxM^t ° * ’ 

B o 

m mm 


GETEQUAL 

Control Dictionary (MSSift) BS[il ° 

miEmm 

BControl Dictionary (MSSii) ° 
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GlobalLock jj£ GlobalUnlock 


> ffi - 

> fvftX Order Entry (XfEg^) SP^flliilHI 

frXfWI^ - 


H 

HGB Colorimeter Error - Reset Requried (HGB fcb'feffl'UlcJili ) 

m hgb xEif ■ 

^rtgicH miEmm 

1 ffilff-i'&Prji a Utilities (XM)' Exerciser (#tfr)' Indicators 

(flxM )' Analyzer Reset ( ftffrMSLM ) MM 

B^tif fH ° 

b i &M2.®. ’ mMivtmffltp&ftm* 

Ready to Run ( $tft? 

ADVIA 2120/2120i « ’ 

®J - 

i x Log On/OfK »/K©)®P^W Shut 
Down ADVIA (ADVIA ) ° 

ii X^f/T«m£±* Off (BS) - 

iii H#CTRL+ALT+DELETE’^ffMffSSfta 

HkmAWBffimwMm • 

iv on (if) > m§mm 

2 ' EtiX!' MM ' HGB Wv. Siemens Service DJMMfMJ ° 

Can 

immmnmmmm* 
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HGB Concentration Variance - Alarm (HGB if/p;) 

Customize Menu ( gailSPpO' System Setup (' Alarm/Stop Criteria (H 
^/{f±W) ° Alarm Criteria Sfl»f+ « • 

HGB Concentration Variance - Stop (HGB #ih) 

° Customize Menu ( gailSa) ' System Setup 

' Alarm/Stop Criteria ( fr//W\VWf -) t^Sil ° HP Start/Stop (?Mn 

/Wit) ’ -tmwstop criteria Bf±w) m^mmm - 


HGB Irregular Flow Rate-Alarm (HGB$8£M?£H^) 

Customize Menu ( iiSlfl^JpQ ' System Setup (' Alarm/Stop Criteria (H 

°tSIW Alarm Criteria (t^«) M»f+« ° 

HGB Irregular Flow Rate - Stop (HGB 

Customize Menu ( gaiiSSO ' System Setup ' Alarm/Stop Criteria (If 

//WtMW) 'tttm ° HP Start/Stop (FMn/Wlt) PffiB# ’ Stop Criteria 

cw±mm) si»§+« ° 

HGB Power Low - Alarm (HGB SItk ) 

Customize Menu ( gaiiSSO ' System Setup ()' Alarm/Stop Criteria (If 

//W±mm) ttitm ° #g8&MH Alarm Criteria (|^|f) M»f+« • 

HGB Power Low - Stop ( HGB liiH-'f^ih ) 

MW? ° 

B#f?ih ° Customize Menu ( gg!itSa) ' System Setup 

( /Mn)W) ' Alarm/Stop Criteria ( fy//W.\V)Wf -) ° HP Start/Stop ( FMttl 

/{fit) wm$ * #mgnstop criteria (ffitw) m^mmm « 
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HGB Reagent Empty - Stop (HGB g^M 5 '£D'l¥lh) 

it ° Customize Menu ( ' System Setup 

IjtffxfPf) ' Alarm/Stop Criteria (ffBDDBDt 6 )' Reagent Conditions B 

m&m 

Reagent Installation (fibMBil) ®Pff ’ #iS®fi!H?ihffl8ft§& ° II 

S Logs ( BID ' Reagent Log (litMHID ' Reagent Installation (BDDD) ° HI? 
Star/Stop (?Mn/W±) BSSliMfT ° 


HGB Reagent Expired ( HGB 

• UMBSSB 

SB HGB pj©*° 

Reagent Installation ®P ° IIS Logs ( HID ' 

Reagent Log (Bft [ JHII)' Reagent Installation ° 

HGB Reagent Low - Alarm ( HGB ) 

Customize Menu( RBtl 5 hSpO'System Setup( DMIibil)'Alarm/Stop 
Criteria (ffBDDhl^D)' Reagent Conditions (DfBDI"') B 3 !i! ° 

miEmn 

Reagent Installation (fibMBSI) ®Pft ’ - II 

M Logs ( BID ' Reagent Log (DDRIS)' Reagent Installation ° 


Hyperchromia - Alarm () 

Customize Menu ( RBfl^PpO' System Setup (SISfxfHI) ' Alarm/Stop Criteria (If 

°tSlW Alarm Criteria (®P) M»f+« - 
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Hyperchromia - Stop ( 

gffflh - Customize Menu ( gSil3^) ' System Setup 

(BIBS®)' Alarm/Stop Criteria (IfB/fflhlgSP ) B4!il ° HI? Start/Stop (fMa 
/(fit) SW ’ #Mg|aStop Criteria (f?±«) • 


Hypochromia-Alarm (if*|f75) 

Customize Menu ( g^jiisPpO ' System Setup CRISIS®) ' Alarm/Stop Criteria (ff 

*;£« ° #g®jSBH Alarm Criteria (»B«) |° 

Hypochromia - Stop (if f*ih ) 

flBBth - Customize Menu ( gg!i!gg^!)' System Setup 

' Alarm/Stop Criteria (ffBB'fBlBB’f-) BS!il 0 Hf? Start/Stop 

/Wit) gw ’ #SBHStop Criteria (#±W) M»f+« » 


Image Affected to Wrong Group ( 

Customer Parameters (^p#!£) 0 

Customer Parameters(^p#M)§ 21 B®#®ASSOCIATE CBC/DIFF IMAGE WITH 
A TEST GROUP ASSOCIATE RETIC IMAGE WITH A TEST GROUP BfglSBltH 
0 «!&* Customer Parameters (gp#ifc) §17 BS# ° 

m&m 

1 * Tools Modify (fp|HWE) flBCTlTif] Customer Parameters 0 

2 * Customer Parameters §17 B^IjiBJBBl 0 

3 *§21 B§£BW^i#«m®»fe ° 

1 * Tools Modify ( fl^OfcXH-) flBBf'fTPfl Customer Parameters (^P0M) 0 

2 *§21 tpmmrnm = o ° 


Immature Granulocytes - Alarm HttO 

Customize Menu ( ' System Setup (ftfjtiixfFO ' Alarm/Stop Criteria (U 

ft/f?lh«) ° #gS&MH Alarm Criteria (»^«) MTOff* • 


Immature Granulocytes - Stop ( fftih) 

Bfffih ° Customize Menu ( i^ilgg^l)' System Setup 

' Alarm/Stop Criteria () 0S!il ° HI? Start/Stop ( PS#n 
/f?±) g« ’ #MB|aStop Criteria (f?±«) IflMffK - 


Indicator and Switch Error - Reset Requried(Ji7iN^fnl95S^^—-flflSllfB) 


BfgBH 

i mmm 


mmm 

a Ml? Utilities (1^) ' Exerciser (#tfr) ' 
Indicators ( flft'li: ) ' Analyzer Reset ( fttlrM 

MS) ° 

b i frmz.®. ’ 

Ready to Run (MFaSffMr) » ftHtftnTPS^©; 

. mmmympmMm 

ADVIA 2120/2120i #jf§ - 

Sj ° 


i ft Log On/OfK )®P BUI? Shut 

Down ADVIA (M ADVIA) ° 

M ft)>Mf®«±Ifl? Off (IS ) . 

iii Ml? CTRL+ALT+DELETE > 




o 


iv ft^/rMS1K±I!l? On (PS) ’ SfMl 


stiffs ° 


mm/mmmn 


&&ffimmim±MW off c is) 

Ml? On (PS) Mp&i&MiA 


3 

' Can 

tjx#ftlijd^ ° 
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Initialization Failed - During Communication from Analyzer 

mmmmk • 

tmmm 

SMT»^3lfcBADVIA2120/2120i« > fmSM f» : 

1 £ Log On/Off ( Sift/KIt) ffPt'MP Shut Down ADVIA (MM ADVIA ) - 

2 HP CTRL+ALT+DELETE > • 

’ si^tH Siemens Service - 

Initialization Failed - During Configuration Download 

MSfS§g§£ • 

MlBm 

ADVIA 2120/2120i« » MtfifrMl : 

1 £ Log On/Off (®P ^ W Shut Down ADVIA (ADVIA ) - 

2 HP CTRL+ALT+DELETE > • 

£n:OT®lM*LB3l ’ Hie® Siemens Service iilM^KSh - 

Initialization Failed - During Download of Cycle Definition ( 

miEffim 

M« ADVIA 2120/2120i« » »Mff» : 

1 £ Log On/Off ( %M/m &) ®P ^MW Shut Down ADVIA ( M ADVIA ) - 


zmmK 

MT»-«tBADVIA2120/2120i« » : 

1 & Log On/Off ( Sift/SIf) WU ^HP Shut Down ADVIA (ifffl ADVIA ) ° 

2 HP CTRL+ALT+DELETE > • 

$PHrn3S{Q^u±ji?, ’ filim Siemens Service ° 

Initialization Failed - During OMF File Download OMF 

° 

mimm 

M#« ADVIA 2120/2120! « > »Mff» : 

1 £ Log On/Off ( SH/Sft) ®^ W Shut Down ADVIA (Iflgfl ADVIA ) - 

2 HP CTRL+ALT+DELETE - ° 

$P;OTIS1M£LB31 ’ If IS® Siemens Service ° 


Initialization Failed - Waiting for Waste and Rinse Clear 


miEmm 


1 

4 1 ’ - 

2 


m SHEATH/RINSE ° Hkffimffim 


Mw 


M 




Jifr 
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Initialization Failed - Writing Image Download 

mmm s J2 ) - 

miEsm 

MT»^MmADVIA2120/2120i« » »mtf» : 

1 & Log On/Off (Sift/SI#) W Q ^HP Shut Down ADVIA (gflffl ADVIA)° 

2 HP CTRL+ALT+DELETE - » 

B Siemens Service ° 


Invalid/Unknown TDC Error TDC if^) 

etA®r£liS!J^J Data Manager (1isfM - 

mimm 

ADVIA 2120/2120i« > »mtf» : 

1 & Log On/Off ( ) fP^Ig Shut Down ADVIA (gflgg ADVIA ) = 

2 HP CTRL+ALT+DELETE > ° 

’ IraiJfE Siemens Service ° 

Invalid Configuration, Mandatory Field Missing 

iBBAPAiHffi ° ° 

IHIEfifSg 

Screen Configuration (MIlIBff) UPB ’ MIEIBSKP ° HP Customize 
it)’ System Setup/Tools Modify(0Q5Ql^L)fPScreen Configuration 

(MUSBfi) ° 


£ Test Dictionary ° 

fuESfF 

ft Test Dictionary (igg @f§) ^Characteristics (ftft) ftiillfttlsi ° 

Invalid Morphology Flags Host Number: ’• ) xxx 

Data Manager (»t«) 

ftf! - 

miEmm 

WK Siemens Service ° 


ft Review and Edit ° 

m&m 

Invalid RBC or WBC Flag ( te^r RBC ^ WBC ) 

rbc m wbc • wtfitiii ° 

Invalid System Number () 

AM Siemens Service ° 

Invalid Test Code in Report.par File ( Report.par 

ft Report.par ° 
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zmmte 

Format (*&$) Key (Sfgt?) ° 


J 

K 

L 


Large Platelets - Alarm ( Brfn /hf)?—fl^B 

Customize Menu ( it4Ef§S4pO' System Setup (^IjnffxfPf:)' Alarm/Stop Criteria (If 

4^« ° #S®J*gH Alarm Criteria (t^«) Sfl»f+ « ° 

Large Platelets - Stop ( ) 

BBffih ° Customize Menu ( ' System Setup 

' Alarm/Stop Criteria () BS!il ° Hf? Start/Stop ( fMU) 
/ffih) ISffiB# ’ #mgHStop Criteria (f?ih«) fiTOff* ° 

Laser Power Low - Alarm ( &A 4 &-:Wtk ) 

Customize Menu ( iiSlfl^JpQ ' System Setup ' Alarm/Stop Criteria (H 

7K/W± W) 4^« °tSIW Alarm Criteria (t^«) M»f+« ° 

Laser Power Low - Stop ( ff it) 

B#f?ih ° Customize Menu ( gg!li3p!) ' System Setup 

(^MxW )' Alarm/Stop Criteria () ^S!®! ° SUP Start/Stop (fMa 
/#lt) S« * #mgHStop Criteria (f?ih«) !««§+« - 
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Left Shift-Alarm ( 75 ) 

Customize Menu (g^ftbsgJpO ' System Setup ' Alarm/Stop Criteria (U 

^/{f±W) 4^# ° Alarm Criteria Sfl»f+« • 

Left Shift - Stop 

HBfB.(K ° Customize Menu ( g/giR^^) ' System Setup 

(^Mf&fl) ' Alarm/Stop Criteria ( fr//W\VWf- ) BS!il 0 MW Start/Stop (?Mn 

/Wit) ’ -tmwstop criteria Bf±w) m^mmm ° 


Length of Range Field Too Long in REPORT.PAR File (REPORT.PAR 

& Report.par 0 

mitmm 

Format (f#^) 0 


M 


Macrocytosis - Alarm ( Br ^TnTl Bfe—U tk) 

Customize Menu ( g^ii^Jfi)' System Setup ' Alarm/Stop Criteria (If 

//WtiMW ) TO®§ 0 #g®j£!SJ&l Alarm Criteria (|f74ff?p) ° 

Macrocytosis - Stop ( (Bit) 

MW? ° 

HBfflh ° Customize Menu ( g£jt^£) ' System Setup 

(/Mf&W.)' Alarm/Stop Criteria (If £/#4hi£p ) ££# 0 HI? Start/Stop ( 
/{fit) wmm ’ #mgnstop criteria (ffitw) fmmmm • 


Manual Sample ID - Auto Increment Off ID— 

Si!jM±t?/jtbBMIlH 0 (ffiffi Operations (®fb)' Manual Sample ID(^fMfi ID) ° 

gsmto- ° 

mmmmm ' id ° 
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Manual Sample ID - Auto Increment On (ID— ||J ) 

EHPgfMif#Jiifc - (M Operations (f#fp)' Manual Sample ID (/fMflt ID) ° 

Mmmmmmm * id ismto- ° 


Matching Not Possible - Mismatch of Sample Types ;{^{jft|§fiS; 

/BIB) 


m-mm ° mmmmm * ■ 


miEmm 

° Mil Test Dictionary (gif] @ii) /WfSS ° HI? Customize 
( gS lU) ' System Setup ()' Tools Modify (fli/TM-)' Test Dictionary 


Microcytosis - Alarm (//if iMS^—S/ tO 

Customize Menu ( ' System Setup (/Mfjul!) ' Alarm/Stop Criteria (If 

//{fit mm) /;£« ° #SSj*gH Alarm Criteria («/«) M»f+« • 

Microcytosis - Stop (/l4T[fn.5ft—ff it ) 

.MW? ° 

0 Customize Menu ( ' System Setup 

(/IBf®) ' Alarm/Stop Criteria (t/B/ff.lht/f-) BSEil 0 HIP Start/Stop (fMa 
/{fit) g« * #mgHStop Criteria ({?/«) WmMYtm « 

MPO Deficiency-Alarm If/) 

Customize Menu ( ' System Setup (/MIS®) ' Alarm/Stop Criteria (If 

//f?lh«) - #gi®« Alarm Criteria («/«) M»f+« - 



MPO Deficiency - Stop ( ) 

B#f?ih ° Customize Menu ( * System Setup 

(^M?&W-) ' Alarm/Stop Criteria () PSbil ° HJP Start/Stop ( fMtti 
/{fit) g« > #mgHStop Criteria (f?ih«) iWdff* «■ 


N 


NACK Received (VfoM NACK) 

miEmm 

gt'g Siemens Service ° 

No BASO MN/PMN Valley - Alarm (iff BASO MN/PMN #-#75) 

Customize Menu ( it5£f§^ilpO ' System Setup (PMfjull) ' Alarm/Stop Criteria (If 

P/ffihW) ° #@8&*gH Alarm Criteria (®g) M»f+« • 

No BASO MN/PMN Valley - Stop (iff BASO MN/PMN #—ff±) 

Bpffih ° Customize Menu ( ' System Setup 

(^IMuB) ' Alarm/Stop Criteria (IfB/B.lhJPf-) PSbil ° HJP Start/Stop ( fMtt 
/{fit) gffiB# > #mgHStop Criteria (|?±«) IfSMfbM ° 

No Cell Cluster Fit On PEROX - Alarm (PEROX iPB 

Customize Menu ( il^fgisglpQ ' System Setup (Pl/csSfl) ' Alarm/Stop Criteria (H 

P/f?lh«) ° #gi®« Alarm Criteria (®g) M»f+« ° 




7-63 



No Cell Cluster Fit On PEROX - Stop ( PEROX 

MW? ° 

° MftlSSWlhlPPbMBlE Customize Menu ( ' System Setup 

(^M?&W-) ' Alarm/Stop Criteria (° HJP Start/Stop ( fMtt] 
/{fit) g« ’ -tligHStop Criteria (f?ih«) ° 

No Data Available in Result Message 

Data Manager (i»fS) - 

m&m 

®[U Siemens Service ° 

No Graphic Result Data in Result Message 

Data Manager (ilfli) ° 

miE mm 

Siemens Service ° 

No Help Available for this Message ( ) 

siffM«fftwifljtb^mw Help 

Jt ’ If m Siemens <* 


No Numerical Result in Result Message 

Data Manager CBC/DIFF p£ Reties ° 

gCH Siemens Service fe ° 
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No PEROX Noise/Lymph Valley - Alarm(te PEROX Noise/Lymph ) 

Customize Menu ( it/iEilSPpO ' System Setup (^MfiulL) ' Alarm/Stop Criteria (U 

° #SS&*BH Alarm Criteria (t^«) Sfl»f+ « • 

No PEROX Noise/Lymph Valley - Stop (iff PEROX D^/Lymph #-{#±) 

° Customize Menu ( ' System Setup 

' Alarm/Stop Criteria ( fr//W\VWf- ) ° MW Start/Stop (?Mn 

/Wit) ’ #mgnstop criteria Bf±w) m^mmm - 


no Test mmm 


miE mm 



No Type (MM) 

Test Dictionary (JJtggiO - 

miEmm 

Test Dictionary(Igg giO^SSMIS^Mf? Customize 
( §5Sit) 3PP-' System Setup (^IftfitflS)' Tools Modify ((IKjOglL)' Test Dictionary 

(fflSi)" 


No Workorder - Alarm UtiB 

O 


mmm 


i 




Hznfgffi tj" 


’bu®= 


ffrpTfgflgp" 


miEmm 

Data Manager («f 

S§&) 4>iM7X^- 

’ Wl&M Siemens Service ^XMWsWM - 


No Workorder - Stop ( ffiXfNf ^H^lh ) 


m • S ° 

Btgra miEmm 



SxfBS^ 


T3 


^iiMBWiiM Data Manager (M® 

a^) WJiTx^M- 

XM 1X > BBdU Siemens Service BSBSffBii - 


No Working Buffer Initialized () 

IPfi («tfk) ° 

MJEmn 

Sir» ADVIA 2120/21201 * - ’Wc® Siemens Service B 

»«f» ° 


Noise BASO-Alarm (BASO 

Customize Menu ( gBIISPpO' System Setup (^IBib®) ' Alarm/Stop Criteria (If 

° Alarm Criteria Sfl»f+« • 

Noise BASO - Stop ( BASO B^gf—Bit) 

° Customize Menu ( ' System Setup 

(^IMSfl)' Alarm/Stop Criteria ( fr//W\VWf- ) BBil ° MW Start/Stop (?Mn 

/Wit) mb# ’ #mgnstop criteria Bf±w) m^mmm - 


Noise PEROX-Alarm ( PEROX BTf ff/|() 

Customize Menu ( gBfl^PpQ ' System Setup (^IBjuB) ' Alarm/Stop Criteria (If 

//w±mm) °#s mm en Alarm criteria (»t mm) mMmmm ° 

Noise PEROX - Stop (PEROX IBTMBB) 

BffB. ° Customize Menu ( ' System Setup 

(/Mf&W) ' Alarm/Stop Criteria (- *SSP Start/Stop (fMa 
/Wit) MB# ’ #mgHStop Criteria (f?ih«) - 


Non WBC Interference - Alarm (# WBC BUBlf/TO 

Customize Menu ( g#(f§?PpO ' System Setup ' Alarm/Stop Criteria (If 

//W±mm) ttitm ° Alarm Criteria («^W) M»ff« ° 

Non WBC Interference - Stop (# WBC ) 

B#f?ih ° Customize Menu ( ' System Setup 

( /MntW) ' Alarm/Stop Criteria ( f)//W.tWf -) ° HJP Start/Stop ( fMttl 

/Bit) MB# ’ #H«Stop Criteria (ffihW) « 
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Nucleated Red Blood Cells - Alarm ( ntl Bfc—If tk) 

Customize Menu ( g^EllSPpO ' System Setup (^MfiulL) ' Alarm/Stop Criteria (U 

4 ^m ° #SS&*BH Alarm Criteria Sfl»f+« • 

Nucleated Red Blood Cells - Stop (fft ih ) 

H##4h ° MftlSSWBI^bMBft Customize Menu ( ' System Setup 

' Alarm/Stop Criteria ( fr//W\VWf- ) ° MW Start/Stop (Pfj£4 

/Wit) ’ #mgHStop Criteria (f?±«) S»4f+« - 


# $ > NULL - Delta Check Alarm Not Defined (# $ > NULL-ffM^#^ 

£#) 

^i^E#JttBft#Sfcftft4^il ’ {S4cft Alarm Dictionary (HftgH) ft®# - 

mjEmm 

ft Alarm Dictionary (lift;gift) 4 1 ^4cff ft ° 

NULL - Delta Check Alarm Not Selected ( ) 

ft#lfcftftftft®#if mMSijjfg • 

mitmm 

St® Siemens Service 0 

NULL - Number Max of Rerun Not Defined () 

ft#l£ftfftftft®#S1ififrMt^4ft8£» 

mm 

Customer Parameters (ftp #&) ®n®sl Max Number of Automatically 
Proposed Reruns » fg® Data Manager (i£S1iffl§s) ° 



NULL - Status Modified (^— 


I4IEM 


o 


Open Port Error 

ItXMW (»ft) ifil • 

*Ui0tJE 

1 £ Log On/Off (® P BUI? Shut Down ADVIA ( M ADVIA ) ° 

2 Ml? CTRL+ALT+DELETE - ° 

3 ’ siHI? Cusiomize ( g®#) ' System Setup U&fgt 

fxS)' Tools Modify ( flfHjjXM.) > Port Configuration (^jP@SS) ° 

4 M Instl ADVIA 2120/21201 HfxKlE - 

5 (COM1 m MCA Serial board)» 

Host Spec 79 Network jgyg > Siemens Field Service EjMXllfif 
{SffiXEjXftXffl IP **%!£*§£ : 

1 Windows C:\WINNT\system32\drivers\etc ■> 

2 StTOMI? Hosts (£«|)° 

3 Open with () ®B ’ HI? Notepad () > i$M HI? OK ( 5|® ) ° 

4 * hhxm ip 

5 $PHXH^« IP ’ §f««IE • m%M File (£#) 

Save (U&) ° 

e mmmmm » 


OPEN - Sid# Already Exists (|Tlfl-Sid#B#^) 

BUB Data Manager(|^Ji^ll^)#igfi<]Xfpffl®-^Ei^S04 3 B# : ffi‘ > Data Manager 

’ HStiW Incomplete 
(XtcID' Current Complete ' Complete (XU) ^ All Complete (®g|3 

xl)“ 
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Parallel Node Error - Reset Requried (^frlcSfll) 

i %mmM 


i 




2 ««'«!* 


IPS 


Mfj 


a HJlp Utilities (IM) ' Exerciser (#lfr) ' 
Indicators ' Analyzer Reset (ftt/rfil 

MS) ° 

b j±xm i fmz®. > 

Ready to Run ( \WM MfT^P'fi) ’ MftnTiS^n®; 

ADVIA 2120/2120i #cf§ - 

Sj - 

i ft Log On/OfK m&/m ft )®P 1 Shut 
Down ADVIA ( M ADVIA ) ° 

M ft^JTf««±W Off (lift 

iii H^CTRL+ALT+DELETE’^ftMffSM 

on (ps) > mmmw] 

WlM Siemens Service ftftlljftUli] ° 


IV 


Can Sfg 


WlxMU FSE Calculs_PatientQC_Formula ° M0MlWmL 

’ Sfll«» Siemens 

o = wmmrn 

1 - Bull’s W& 

2 = wmmmu 

Patient QC Formula Not Defined - Parameterization - Calcul (H# QC 

wm-mskr --tfno 

FSE Calculs_PatientQC_Formula ° WtWWM^L 

° ’ IMS®? Siemens Field Service iX^MW ° 

o = rnmmm 

1 = Bull’s 

2 = wmmmu 

Patient Result Database Is Full 

Aspiration 

Paused (ng^EWf?) ° 

m mm 

• mm customize ( 

ft)' System Setup (TfJMxW )' Tools Modify (flicljCCft)' End of Day (XfFlnSi) ° 



Patient Result Database Is Nearly Full 


mm) 


Ready to Run (^pfiMfT) ° 

° Customize ( g;£ 

ft ) ' System Setup ( ^MSul )' Tools Modify ( i&t&XM ) ' End of Day ( XfPlp^ ) ° 


Pattern File (Win.cus) Does Not Exist ($|^5t#(Winxus)^^:j£) 

®CU Siemens Service PJM.WKM fe ° 


PEROX 1 Reagent Empty - Stop ( PEROX 1 f#it) 

ih ° Customize Menu ( RilftlPt) ' System Setup 

MSul) ' Alarm/Stop Criteria ()' Reagent Conditions (nitff'JIM't-) 4 1 


miEmm 


Reagent Installation 

3\ Logs ( 0§£) ' Reagent Log (Bft'JRn*)' Reagent Installation (?ji£;ff!Kg£) ° US 
Start/Stop (TMn/Wl fc) BJlllMfX 0 


PEROX 1 Reagent Expired (PEROX 1 ^JEII) 

PEROX 1 » 

miEffim 

Reagent Installation (U,M^M)WU °If® Logs ( Hit) ' 
Reagent Log (ft 1 !RE*)' Reagent Installation (Bff'JSrSS) ° 
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PEROX 1 Reagent Low-Alarm (PEROX 1 

BIPpBSPft Customize Menu( System Setup( ^MsS® )'Alarm/Stop 

Criteria () ' Reagent Conditions (fj^frlJl^ft-) BBil ° 

miEmm 

Reagent Installation () ®Pft ’ #iS®fiLirBs+lft§& ° II 
M Logs ( Hi*)' Reagent Log (MSREl) ' Reagent Installation (BffiJBS) ° 


PEROX 2 Reagent Empty - Stop ( PEROX 2 |^J^H¥±) 

ih ° Customize Menu ( ' System Setup 

ftf&ffi) ' Alarm/Stop Criteria ()' Reagent Conditions (giWfl^#) B 

Reagent Installation () ®Pff ’ #iStjM®{f±s+M^ ° II 
S Logs ( 0||)' Reagent Log (MfflHIl) ' Reagent Installation (BSJBSI ) - HI? 
Start/Stop (?Mn/W'±) HI HlfillfT 0 

PEROX 2 Reagent Expired (PEROX 2 MMBiM) 

MB PEROX 2 » 

miEmm 

’ fffikW&r Reagent Installation (®P ° IIS Logs (Blip 
Reagent Log (|^J0||)' Reagent Installation 
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PEROX 2 Reagent Low - Alarm ( PEROX 2 ) 

° mmfeww 

S^BBt+lPPS Customize Menu( System Setup( )'Alarm/Stop 

Criteria () ' Reagent Conditions () BBil ° 

miEmm 

Reagent Installation () ®Pft ’ #iS®fiLirBs+lft§& ° II 
M Logs ( Hi*)' Reagent Log (MSREl) ' Reagent Installation ° 


PEROX 3 Reagent Empty - Stop ( PEROX 3 ) 

ih ° Customize Menu ( ' System Setup 

ftf&ffi) ' Alarm/Stop Criteria ()' Reagent Conditions (giWfl^#) B 

Reagent Installation () ®Pff ’ ° II 

S Logs ( 0||)' Reagent Log (MfflHIl) ' Reagent Installation ■> HI? 

Start/Stop (?Mn/W'±) BHHIllfT 0 


PEROX 3 Reagent Expired (PEROX 3 MMBiM) 

’ HMBS9B 

MB PEROX 3 » 

miEmm 

’ f&WUMr Reagent Installation (®P ° IIS Logs ( 0||) ' 
Reagent Log d$MBf£)' Reagent Installation (BMBS) ° 

PEROX 3 Reagent Low - Alarm ( PEROX 3 ) 

BIBB B BPS Customize Menu( System Setup( BMISfl)'Alarm/Stop 

Criteria (IxBBfpjfBBB )' Reagent Conditions (BffiJfBP) ^1» 

m&m 

Reagent Installation ®Pff ’ #iS®ftiFBrflft§& - II 

M Logs ( B §£)' Reagent Log (M.M HUP ' Reagent Installation () ° 



PEROX Irregular Flow Rate - Alarm ( PEROX 

Customize Menu ( ' System Setup ' Alarm/Stop Criteria (U 

tpfem ° #gSWgH Alarm Criteria (W^UW 0 MMff* • 

PEROX Irregular Flow Rate - Stop (PEROX SftjgM#—#lt) 

Customize Menu ( il^jiSsPPO ' System Setup (ftljBxffi) ' Alarm/Stop Criteria (fi 
BSi! ° HP Start/Stop (FMn/Wlt) PffiB# ’ #SBI^ Stop Criteria 

({fitw) »r» - 

PEROX Power Low - Alarm ( PEROX ) 

Customize Menu (|=!>£il/¥PiO ' System Setup ' Alarm/Stop Criteria (fi 

B/ffihW) tpfem ° Alarm Criteria Wmm +« • 

PEROX Power Low - Stop ( PEROX IIlj£-f|±) 

• iMti^ft§lftf?±?B§» 

H° Customize Menu ( gg!i|ggH)' System Setup 

' Alarm/Stop Criteria (ffft/fftlhPft) B3!il ° HP Start/Stop ( Hf £fj 

/Wit) g» ’ #SBHStop Criteria (#±«) M»g+« <* 


PEROX Sample Pump Error - Reset Requried (PEROX 




Tfni^cJ 


perox 


Bute 


nX 




miEmm 


i 


perox mwmm/W' 


a 


IP Utilities (X^) ' Exerciser (#tfj ) ' 
Indicators ( ftM ) ' Analyzer Reset (ftt/ffi 
Itii) ° 


b i wm/m ’ 

Ready to Run ( \Wt Straff) * 

> IfgMTSWBS&ffi 

ADVIA 2120/21201« ’ II 

®J ° 


i ft Log On/OfK §i£/f£ff )®P BHP Shut 
Down ADVIA ( M ADVIA) « 
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ii Off ( If ) ° 

iii HI? CTRL+ALT+DELETE > 

xmjMsmmmm. ° 

iv on (ps) > mm mm 

stiffs ° 


2 


PEROX tittilfifl 

m/stm » 


tpwpmmffmiE 


3 ' ;5=SI W(M Siemens Service E/M's/Mi ° 

g ' Can Bus affS$S§! 

iiilfUMgll 


PEROX Saturation - Alarm ( PEROX fgjft] - ) 

Customize Menu (ii^jlisPPO ' System Setup (' Alarm/Stop Criteria (fi 

° Alarm Criteria HMf+« • 

PEROX Saturation - Stop ( PEROX f&^P—ffih) 

° Customize Menu ( ' System Setup 

(^tBxPD ' Alarm/Stop Criteria () B3!il ° Hf? Start/Stop ( Pf#ft 
/Wit) g» • #SBHStop Criteria (#±«) M»g+« <* 


PEROX SHEATH Pump Error - Reset Required ( PEROX 

PERoxmmmM/mmmmm * - 




i perox 


'pll 


2 perox 

» 


3 


mm. 


Can Bus iifagg^l 


sa 


wjheH 


E& 


a HJlp Utilities (X^) ' Exerciser (#lfr) ' 
Indicators ( fsX'M)' Analyzer Reset 

MB) fit ° 

b i fmz®. > 

Ready to Run (f&ftflfBPfi) ’ 

ADVIA 2120/2120i - MBM 

Sj - 


i ft Log On/OffC gH/ftffi M P ftl 

Down ADVIA ( HHi ADVIA) ° 

ii ft^WM*±H^Off (|B)o 

iii iff? CTRL+ALT+DELETE 


Shut 


IV 


on (is) > mmmm 


mm” 


WH Siemens Service ftftftjftft 


PEROX SHEATH Reagent Empty - Stop ( PEROX ) 

° • wniBf 

± ° MflS^llftl^PftfBBft Customize Menu ( - System Setup 

litiixfPf) ' Alarm/Stop Criteria ( Wftftfftft.fftft) - Reagent Conditions (ptfftftff- ) ft 

mimm 

Reagent Installation SfPft ’ #iSlMB{?ihs+lf;§s ° II 

3\ Logs ( Hfg) ' Reagent Log (fftftjnil) - Reagent Installation () ° MW 
Start/Stop (TMn/W±) lilMWMff a 
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PEROX SHEATH Reagent Expired ( PEROX ) 

* UMBKB 

Mm PEROX 3 « 

MM 

Reagent Installation ®P ° IIS Logs ( 0§g) ' 

Reagent Log (nB/t [ JRfB)' Reagent Installation ° 

PEROX SHEATH Reagent Low-Alarm ( PEROX ) 

• mshi ° mmfeww 

BIBmFtlBBB Customize Menu( gmil^PpO'System Setup( )'Alarm/Stop 

Criteria () ' Reagent Conditions (|i£MI§fb) mSEil ° 

miEmm 

Reagent Installation () ®Pff > - II 

M Logs ( R§g)' Reagent Log (MMHUO ' Reagent Installation (libMSIi) ° 


PEROX Temperature Out - Alarm ( PEROX 

Customize Menu ( ' System Setup (^tBxfPO ' Alarm/Stop Criteria (If 

m/fflhW) • #iSfr*Bfl Alarm Criteria (®P) M»f+« ° 

PEROX Temperature Out - Stop (PEROX ) 

° Customize Menu ( ' System Setup 

(^MixW-)' Alarm/Stop Criteria (ffB/B.lbIBm) mSbil ° S3P Start/Stop (fMt) 
/Wit) I3« > #m®HStop Criteria (f?ih«) !««§+« • 

Platelet Clumps - Alarm (jfil/J—#75 ) 

Customize Menu ( gmtl^PpO ' System Setup ' Alarm/Stop Criteria (If 

m/ffihW) ° Alarm Criteria (|^|f) M»f+« • 



Platelet Clumps - Stop () 

B#f?ih ° Customize Menu ( ' System Setup 

(^M?&W-) ' Alarm/Stop Criteria (° HJP Start/Stop (fMa 
/{fit) g« > #mgHStop Criteria (f?ih«) «■ 


Platelet Noise - Alarm () 

Customize Menu ( g^fliSFSlpQ' System Setup ' Alarm/Stop Criteria (If 

° #gi®«Alarm Criteria (f*) M»f+« - 

Platelet Noise - Stop (ift/J^^W^f-th) 

Bvpffih ° Customize Menu ( ' System Setup 

' Alarm/Stop Criteria (If ° *SSP Start/Stop ( fMn 

/#it) > -tmgnstop criteria m^mmm ° 


Possible Blasts or Abnormal Cells - Alarm ( 

7 ^) 

Customize Menu ( g;Sf|:sglpO' System Setup (^Mfjull) ' Alarm/Stop Criteria (H 

7K/W± W) ° #gi®gH Alarm Criteria M»f+« ° 

Possible Blasts or Abnormal Cells - Stop ( 

it) 

BBffih ° Customize Menu ( ' System Setup 

(^ltf£fg) ' Alarm/Stop Criteria (If 7K/#ahfIPP) - HJP Start/Stop ( 

/ffih) gffiB# - #mgHStop Criteria (f?lhW) IW»fbM » 


Power Pack Temperature High 

SMftMSESiilMS RBfit ° 
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1 


mmmm 




mrmm > m * jrtm 

m^mmwmk ■ 


2 i^jF 


b 15^11 


3 MJltltftlE'i^jlPPf 


d XXFnJMIMi HSU ’ ffff^clft Siemens Service IX 

immm ° 
saa^MfT ° 

ft ’ Sty'll Siemens Service ° 


4 ®?JgMM#Fi^ftft$tl^ gffl) Siemens Service iXMWM&J 


Pressure Node Error - Reset Requried ) 


WXfnSAm 




Bn: 


1 


«l 

a HJlp Utilities (II) ' Exerciser (#tfj) ' 
Indicators (fUM)' Analyzer Reset (£Hfr|H 
Jltfi) ° 

b i ftmz.®. ’ 

Ready to Run (ftftllfftpfi)» 

b • siMimiiMm 

ADVIA 2120/2120i #jf§ - ifflMltSlif 

Sfr - 

i ft Log On/OfK aH/ftffi »P ft* Shut 
Down ADVIA (M ADVIA) ° 

ii ft^WM«±Hf? Off (KB) - 


iv ft^wsMgi* on cm ) ’ mm mm 


2 BftSftf 




3 WM.' ' WM ' Mil W(M Siemens Service ° 

/mmmmmm can 

bus 


Printer Busy - Printing Aborted ( EPiSHift—^(JEPBMlh) 

sismjepsmb# ’ ° 

MIESm 

#EPSKramffr?0^!jEP®m • 


Printer Not Defined (EP^ilASII ) 

EE Port Configuration (j^PIBSl) ®PMMSilEPA$l ° 

%mmM 

EE Port Configuration (^jP@Bg) 1gPMMlE:^®AEPA$8Sil ° ill? Customize ( g 
Sit) 3§¥ ' System Setup (XfMXPt)' Tools Modify ((IB&X jgf)' Port Configuration 

(^ffiPSBB) ° 

Printer Not Ready - Impression Aborted ( EPf||l7^j£f$f—^[JEPBMlh) 

»i^!jEPiasigi0f mwmmmm ° • Ksepsiii'is > abp®me 

mimm 


Printer Problem - Alarm (EP^ilPnPM—flfx) 

mmmmmm ° mm ° 

IPPMiTl PEE Customize Menu ( gSiliS^ )' System Setup (^iniSfg )' Alarm/Stop 
Criteria (ffS/{#ih|pp ) MS# ° Alarm Criteria (IffXfJPP) 

ff«° 


MM 


• mm 


• mm i 


Printer Problem - Stop ( ) 

° - mmmw± 

©PPMPft Customize Menu ( g)' System setup ()' Alarm/Stop 
Criteria (If 7^/#±©*P ) ME®! ° H©Start/Stop (?Mn/W±) gcffiB# ’ 

Stop Criteria ({fihlPQ HiMf+K ° 

miEmm 

° MMWSMS: 

• -m 

• mm 

• mmi 

• wmwmm 


Probe Clog ( W$\^Wk ) 


l/>A l-' 


20 S 


njfgra 


MM 



7 tHiMBIWi 


n ° Missis ms ’ st««f 




m nr TO 


8tS«@ > 


'/ r B5fcf[' ° HJ? Utilities (II) - Hydraulic 

Functions () IS® ' Needle Rinse (0ftl 

wm ° sm” iw»” 


Siemens 


Qc Sample Deleted Before Validation (QC 

mu qc ° 


R 


Rack or Position Barcode Not Read - Alarm ( # 

TrO 

id m-mmi ■ Mmmifr™ 

ftifttftn ft Alarm/Stop Criteria (If ° 

mmm m^mm 

ffii^ftft ° ffHSclMt ° 

2 «M^ftftiW ° WtM Siemens Service ° 


Rack or Position Barcode Not Read - Stop (fft 

It) 


ftifttftn ft Alarm/Stop Criteria (Ifft/fftftlJPP ) * 

iKj«^E#it ° 

gtggH miEmm 


1 





2 «M^#fti&l^ 


W(M Siemens Service &M.WK&J ° 


RBC Fragments - Alarm (RBC ) 

Customize Menu ( iJ/tliSPpO ' System Setup (ftfjtnxg) ' Alarm/Stop Criteria (|f 

° #ggffiM Alarm Criteria lfMs+« • 
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RBc Fragments - Stop (RBC §^!j—ff’ih) 

B#f?ih ° Customize Menu ( ' System Setup 

(/M?&W) ' Alarm/Stop Criteria (° HJP Start/Stop ( fMtti 
/{fit) g« > #mgHStop Criteria (f?ih«) «■ 


RBC Ghosts - Alarm ( RBC 

Customize Menu ( g^ftbsPpQ ' System Setup ' Alarm/Stop Criteria (If 

sk/m-.vm) ° #gi®«Alarm Criteria (f*) M»f+« - 

RBC Ghosts - Stop ( RBC f ^Trfn Bfc— W\b ) 

° Customize Menu ( ' System Setup 

' Alarm/Stop Criteria (If ° *SSP Start/Stop ( fMt) 

/Wit) gffiB# > #mgHStop Criteria (ffihW) SSMfbS ° 


RBC Irregular Flow Rate-Alarm (RBC — 

Customize Menu ( g^f§(¥PpO' System Setup (^Mfjull) ' Alarm/Stop Criteria (H 

° #gg®BH Alarm Criteria (**) M»f+« • 

RBC Irregular Flow Rate - Stop (RBC 

B^ffih ° Customize Menu ( ' System Setup 

(^IMbfS) ' Alarm/Stop Criteria (frB/fflBPf-) ° HfP Start/Stop (fMa 

/Wit) g« > #mgnstop criteria (ffitw) m^mmm - 



RBC Reagent Empty - Stop ( RBC g^!jsg—f'f'ih) 

° mmrn^ • Bit miihb# 

it ° Customize Menu ( ' System Setup 

IjtffxfPf) ' Alarm/Stop Criteria (ffB/fBlBDI)' Reagent Conditions B 

m&m 

Reagent Installation ®Pff ’ ° II 

3\ Logs ( BID ' Reagent Log (litMHID ' Reagent Installation (BDDD) ° HI? 
Star/Stop (?Mn/W±) BSSliMfT ° 


RBC Reagent Expired (RBC ) 

• UMBSSB 

SB RBC iS«a»i - 

If BiiSS Reagent Installation ®P ° IIS Logs ( HID ' 

Reagent Log (nf ff [ JHII)' Reagent Installation (B ff'JDag) ° 

RBC Reagent Low - Alarm (RBC IfD) 

Customize Menu( System Setup( DMIibil)'Alarm/Stop 

Criteria (ffBBB.lKBD)' Reagent Conditions (IfMIifb) BS!i! ° 

miEmn 

Reagent Installation (ffMBil) ®Pft ’ #gS®ftllBff-lft§& - II 
M Logs ( HIS) ' Reagent Log (fj^ijHUP ' Reagent Installation (DffIDD) ° 
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RBC Sample Pump Error - Reset Requried ( RBC 

RBC 

* mr n m&m 


fc=iH_Egmf 

' Ti rfn^cJ 




i rbc mmmmmm-m 




a Ml? Utilities (II) ' Exerciser ' 

Indicators ( )' Analyzer Reset (ftf/ril 

ME) ° 

b &xm i fmz.®. ’ 

Ready to Run ( 

ADVIA 2120/2120i « > fr® 

®J ° 

i ft Log On/Off( gm/BM M P ^Hl? Shut 
Down ADVIA ( M ADVIA ) ° 

ii ftMTMStii:* Off ( || ) • 

iii Ml? CTRL+ALT+DELETE 


IV 


leSftHI? On (IS) > SfrWU 


2 rbc 

iE5i ° 

W(M Siemens Service ftltftjftijJj ° 


Can Bus |ifi 




RBC Sheath Pump Error - Reset Requried (RBC 

RBC 

* mr n m&m 


hSrn_rFFfT 


iJSHbM 


1 RBC ft 


'til 


a Ml? Utilities (I|L) ' Exerciser ' 

Indicators (fiM'S)' Analyzer Reset (ftf/ril 

ME) ° 

b i frmz.®. ’ 

Ready to Run ’ JLf&^fQTIS#}® 

ADVIA 2120/2120i « > 

®J - 

i ft Log On/Off( gm/BM M P ^Hl? Shut 
Down ADVIA ( M ADVIA ) ° 

ii ft^tiff«Mmfi±HI? Off (ffflft 

iii Ml? CTRL+ALT+DELETE 


IV 


leSftHI? On (IS) > SfrWU 




3 MM ' ' ®/EMC ' M=&< 


f|f 4i§ „ 


MM Siemens Service ftStltfltffij 


Can Bus |ifi 


ea 


nJJJIvS 


M m 

i=n^ 


m. 


Ready to Run 


Results Received for Tube Not in ) 

Sid #: xxx Seq # : J&gflift—- KI&lnUBM 

° 


RETIC Absorption Distribution Abnormal - Alarm ( 

Customize Menu ( it^fiSPpO ' System Setup (^IjnFfxff?)' Alarm/Stop Criteria (U 

^/M¥) m ° #gg®BH Alarm Criteria (**) M»f+« • 

RETIC Absorption Distribution Abnormal - Stop 

-ff±) 

B#f?ih ° Customize Menu ( ' System Setup 

' Alarm/Stop Criteria () B3!il ° HJ? Start/Stop (|H]££ 
/Wit) S« ’ #mgHStop Criteria (f?ih«) !««§+« • 


RETIC Fit Suspect - Alarm ( MfKWcMl) 

Customize Menu ( il^ii^IpO ' System Setup ' Alarm/Stop Criteria (If 

TVs/ Wit mm) 4^# ° #S8&MH Alarm Criteria (t^«) M»f+« • 

RETIC Fit Suspect - Stop ( W fK ) 

MW? ° 

B##ih ° Customize Menu ( ' System Setup 

(/M?&W-) ' Alarm/Stop Criteria (ttB/B.iBPP-) 't/tts, ° HJP Start/Stop ( fMM] 
/ffih) g« > #mgHStop Criteria (ffihW) MMmmm • 



RETIC Irregular Flow Rate - Alarm (Mc fcT » tk) 

Customize Menu ( it4Ell:S4pO ' System Setup (^MfiulL) ' Alarm/Stop Criteria (H 

4 ^m ° #SS&*BH Alarm Criteria (t^«) Sfl»f+« • 

RETIC Irregular Flow Rate - Stop (■#,th ) 

Customize Menu ( 4lS!fl/S4pO' System Setup ' Alarm/Stop Criteria (If 

TK/ffihfi^P) B^jt ° HP Start/Stop {.W&h/Wst) gcffifl# ’ #SBI^ Stop Criteria 
(f?lt«) iiTOs+K - 

RETIC Noise Origin - Alarm ( ! Wtk) 

Customize Menu ( iiSlfl^JpQ ' System Setup ' Alarm/Stop Criteria (H 

°#s mm en Alarm criteria (»t mm) mMmmm ° 

RETIC Noise Origin - Stop (IMiltHi) 

B4f?ih ° Customize Menu ( ' System Setup 

(Jf'Mt&WJ ' Alarm/Stop Criteria (If B/#4hfIPP ) B4!# - *SSP Start/Stop (fMa 
/ffih) S« * #mgHStop Criteria (f?ih«) !««§+« » 


RETIC - PLT Interference/Error - Alarm ( TODfi^ - PLT 
tk) 

Customize Menu ( ' System Setup Alarm/Stop Criteria (ff 

B;£« ° #S8fr*BIS Alarm Criteria M»f+« « 
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RETIC - PLT Interforencel Error - Stop (jt jli f- PLT 

it) 

B^ffih ° MftlSSWBIPPPMBlE Customize Menu ( gSbU^I) ' System Setup 
(/M^W) ' Alarm/Stop Criteria ( r$//W\YWf ^) B3!il ° HfiP Start/Stop ( fMM) 
/w±) * -tmgnstop criteria Bf±») fmmmm - 


RETIC RBC Count Low - Alarm (M&Mtftlf) 

Customize Menu ( g^f§SPiO' System Setup ' Alarm/Stop Criteria (U 

° #iS&*gJH Alarm Criteria Sfl»f+« • 

RETIC RBC Count Low - Stop (fTOElMlf ffl&-~W ±) 

BBffih ° MftISflWBIPPPMBiS Customize Menu ( ' System Setup 

' Alarm/Stop Criteria ( W//W\YWf -) ° Hf? Start/Stop ( fMttl 

/Wit) SffiB# > #mgHStop Criteria (f?ih«) !««§+« - 

RETIC Saturation Cells - Alarm 

Customize Menu ( g;Bfl?PpO' System Setup (^Mfjull) ' Alarm/Stop Criteria (If 

//W±mm) ° #gi®gl! Alarm Criteria M»f+« ° 

RETIC Saturation Cells - Stop ( ftrofcrrfn.BfeffofP—^ ih ) 

MW? ° 

B#f?ih ° MftISflWBIPPPMBiS Customize Menu ( g®(l3^) ' System Setup 
(/MfixW-)' Alarm/Stop Criteria () cpS!®! ° S3P Start/Stop (fMU) 

/Wit) s« * -tmgnstop criteria cw±mm) fmmmm ° 
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RETIC Slope Error - Alarm ( ) 

Customize Menu ( it^fl^IpO ' System Setup (ftfjBxB) ' Alarm/Stop Criteria (ff 

rpfem ° #gSWgH Alarm Criteria (»7«) ISTOff* ° 

RETIC Slope Error - Stop ( ) 

HTfflh ° Mllt^^^BIgPftMBft Customize Menu ( ggEilgg^l)' System Setup 
(ftlMuPf)' Alarm/Stop Criteria ) B3!il ° HI? Start/Stop (fMin 

/{fit) SffiB# ’ #Mg|a Stop Criteria HfiTOff* - 

Review Mode Change to Review NOne () 

BMii Review and Edit (IMEftllfi) IgPBftl Parameters (#i£) |g¥0B&7®sIf 
11 ^ ° 


Running (JEftMtl) 

WiilllfW Start/Stop (P*/f?it) ®Mft«®MfM«75 • 


BfgJlCH 


%mmM 


Running (IE 

ftSfr) ’ Bt£# 




a Ml? Utilities (I|) ' Exerciser ( #tff ) ' 
Indicators ( lUftH ) ' Analyzer Reset 

MB) ° 


Ready to Run 

* §SMT»§i3ift 

ADVIA 2120/2120i « > 

®J ° 


i ft Log On/Off( im/Mf! )®P Shut 
Down ADVIA ( M ADVIA) ° 



# $ > Sample ID Not Read - Alarm (# $ > ^fi ID »^) 


ajlilMH 


mm 


2 «f 


35 p^ 0,0 
UP. 




m frttttBJEmmmMmwm c fe 


WtM Siemens Service PJMMK&J 


Sample ID Not Read - Stop (^fft ID 

m - smwi - 


BfgJSH 

2 


mm 


nmm) 

3£fB Siemens Service BMBBB ° 


Sample Rejected: SID # : SID #) 

° umibhib?* «■ «i 

Jt-BBffi C.Res ' Prev.Run ^P Prev.Res ° 

mm 

> fmmm- 

gfiM»oii - fmm mmn ° 


mm& no f m 


SID #■ 


SID# 


Sample Result Data Communication Failure 

Bln-XBBXBBfitl' ’ #aItH Align Optics () ^Direct Optics 

ibbp») mm • 


mm 





Sample SID Not Found - Printing Aborted (SID—^JEPE^lh) 

Review and Edit (j&gMMW) 

° 

TO Format (*&$) TOTOl Key (iflft^) ^SJCEPM ° 


Sample Status: - THE STATUS - Sid #: x R&P #: y : — THE 

STATUS - Sid#: x R&P#: y) 

miEmm 

Customer Parameters (^£p0M) SaP^ ’ 

S^BGfnll ° 


Sample xxx Is Not Transmitted to the Host ($jtf§ xxx ) 

MP3® ° sid#= 

,«, ■ tftBmmpgn - 


Scan Bus Denied - Reset Autosampler (MS § ) 

- 

njtgjsH miEmn 

1 a ^tiff«««±’Mf?Off (M)o 

^ b mm & i tm > mm mm on (is) tmmwmfr 

Hrf# ° 


c $pspss«m 3 a 


jffifcfj Siemens Service pj( 


sf#M la ' b ' c 


SD Not Defined For Test# xx Control# xxyyzzz (TxW^S Test# xx Control# 
xxyyzzz ^[ft SD ) 

Control Dictionary (KSgifO ° 

mimm 
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ft Control Dictionary (MSBiiO BSEfi SD ° 


Selected Printer Not Available - Result Report for SID# : (pftiSEPlIilftM" 

^-SID#^M^I^: ) 

EPStSBfgJMPPIfM° 

° Mf# 1 &B * If## Message Log (MBBIS) ° 


Selector Valve Error (^IBKisI*) 


MfgHCH 

1 MWi 


mmm 

a HJlp Utilities (II) ' Exerciser (#tfj ) ' 
Indicators (flMM) ' Analyzer Reset (ft tirfit 

MB) MMBfttiTflt ° 

b ftftifB 1 ftiifttf ’ 

Ready to Run (ftftMfBPfi) ’ 

b • ifSMT^i«Mm 

ADVIA 2120/2120i « - MftfM«?Mfrl? 

Sfr - 


i ft Log On/Off( )®P Shut 

Down ADVIA ( M ADVIA) - 

ii ft))lT*feiJI Off (BS) - 

iii HI? CTRL+ALT+DELETE > j$MM §SiO 


iffii smm 


IV 


on cm) - mmmm 


ft^/rflt ° 


2 MM' ' MM' HI? BM Siemens Service DM .° 

mmmm' ufc mmmm 
MK^oCan BusMimm 

mnsm&mm 


Selector Valve Timeout ( ) 


nJfgHCH 

1 SMfclSS 


mmm 

a MW Utilities (X^) ' Exerciser ( #lfj ) ' 
Indicators ( #§x® ) ' Analyzer Reset 

MB ) fit ° 

b i frm^L'ik - $nmM4^jm§ix 

Ready to Run ’ Mx^TiB^n©: 

ADVIA 2120/2120i #jf§ - 

Sfr - 


i ft Log On/OfK M/Kffi )®P Shut 

Down ADVIA ( M ADVIA) - 

ii ftMIigfiiJIi Off (IS)- 

iii illf CTRL+ALT+DELETE > 




IV 


on (ib) . mmmm 




2 WM ' ' ®H ' HI? fitS Siemens Service ° 

^ssi' ufc mmmm 
MS^oCan BusilffS® 


SHEATH/RINSE Reagent Container Empty 

MHftS—T * ° ft® 

xMltlimW > WUWm^X.i'P > Ready (M) ■ 


RTtgJMH 


MM 


lit 



SHEATHIRINSE Reagent Expired () 

* UMBKB 

mm 

Reagent Installation (U,M^M) ®P ° WSJ Logs ( 0§g) ' 
Reagent Log (BftJRft)' Reagent Installation ° 

Sid# Already Exists - Result Message Rejected (Sid#B#ft—MlPJftt UftjS 

mm) 

s\d#mmT-mxmn^ ■ gggxxxx • 

°ma mm ° 

m m 

Standby (f#ff|) 

ft® o mn > ° MMmSftft standby («) &M ’ ft 

mMmraAt# mm » 

mm 

$PllftM£mftf#«f§ « * ftWitfrlMH° H 

IP Standby (fftl) nJMft - 

Status BTRIEVE - Alarm Not Defined (BTRIEVE ) 

Data Manager () (ft Alarm Dictionary (HAS 

M) ftftJftl!) ° 

mm 

IS#M Alarm Dictionary (fpgi) ° 

Status BTRIEVE - Test Not Found (BTRIEVE JtKJg—.A^SJJiUM) 

Bft Test Dictionary (|gggi() ftHllftft Control Dictionary (ftft£gii) ftftAlftftj 
!i£° 

mm 

ft Test Dictionary (igggift ft®Afflt^lft#, ° 
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Syntax Error in AlarmExc.par ( AlarmExc.par ft#ftgftS§iil!:) 

ft AlarmExc.par ° ftfQC 

|X|IE^ 5 £ 

grfU Siemens Service lllMWs-fE&J ° 


System Preparation Failed 






2 ®ftifS£ 

3 CPU WMiv^s. 


miEmm 

ADVIA 2120/2120i ffcff - ftffM 

mmh ° 

a ft Log On/Off (SH/ftif) Shut 

Down ADVIA ( M ADVIA) ° 

b MW CTRL+ALT+DELETE - 


Siemens Service ° 


System Preparation in Progress (lEftslfT^M^fi ) 

ftH-ft« ADVIA 2120/21201 

System Preparation Not Complete ( ) 

miEsm 

a lift Utilities(XM)' Exerciser(fftfr)' Indicators(flft;#?)' Analyzer Reset 

(fttJfllliB) ° 

b fl 1 ft® Wl ' Ready to Run (MftMfMI) ’ -MIRTHS 

* ismt^w advia 2120/2120i« - 

mrmmimmmmmm ° 
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ft Log On/Off (S£§/|±f§) tfnftilft Shut Down ADVIA ( W ADVIA) ° 

i Off (gift 

ii mm CTRL+ALT+DELETE - mmm&mmmmmm&mmm ° 

v ftMii»ii on (m ) * • 


Test Not Buffered - cTestCode ( cTestCode) 

Test Dictionary (Jgg gift) fti^ft 60 ° - 

MlBm 

ft Test Dictionary (Jgg j=J$fO ° HP Customize 

( gSlil) ' System Setup (' Tools Modify (fi^BfcXR)' Test Dictionary 


Tube xxx Not Transmitted to the Host xxx ) 

miEsm 


ffflgl ° ffiUft Siemens Service ° 




Type Not Found 

Data Manager (WM^) ° X#ftft|«fS» 

imim • 

*ui mm 

ft Type Table Dictionary (HSIlSgilO ftffMMIKS ° HP Customize ( @£i) > 
System Setup ()' Tools Modify (fltffifcXH)' Type Table Dictionary (HS 

ii@i)- 

Types Table Test Doesn't Exist ( ) 

BftTest Dictionary (JjtggiO «£ft Types Table (ISil) 

IS ° 
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SMIfHtiAt Type Table (HSI1M) ’ ^fffiTest Dictionary (l|g gift) 

AMMIS ° 


UFC Vacuum Out of Range (UFC 


UFC UFC 5”Hg . 

RTtgMH miEmm 

1 Vacuumsetting ’ i&SH#i?ltHJStp§l 

WGm ■ 20” Hg ± 1 


B) SmffiH 




M) m 

4 Ifmfg 







mmm ° &mm& 


«■ 'mmmm 


UFC Vacuum Out of Range - Stop (UFC eIS—# ih) 

° amssE«i« 7 jAF • 

Mfrffim * mAAWBffih • KlfiW^M UFC 5” Hg . 

mmm 


1 Vacuumsetting (B^?SgS 

m emtaK ■ 20” h 9 ± 1 

2 JtAffiil a 


° &mm 



b * memm&Mm&mttWfr 


3 |S 

§s) PIS” 





’ W3C B Siemens Service lf#MJ ° Ktbfi Siemens 

mxrnmm-pmmmm ° 


Unable to Process Results - Check Instrument Parameterization (te^j 

gCU Siemens Service ° 


Unable to Process Results - Communication Line Fault il 


WtM Siemens Service ° 


Unable to Process Results - IDee Too Long (ID MU) 

»ww id 14 ^ o 

m&m 


ID 


iM 


Unknown Host Test Number xx (xx ) 

Dictionary (tgggil) 

mim:m 

M3C Test Dictionary (Igggfi) > 

Test Dictionary (lj|gg£f:)° 



Vacuum Out of Range 



Vacuum Out of Range - Stop ( 



Valve Node 1 Error - Reset Required (| 




UlSIii 


H ii^ i mmmmmm TiftMmigs^** 




2 


§ 1 




^ Can Bus 


mmm 

a Ml? Utilities (I|L) ' Exerciser (#lfr) ' 
Indicators ( UtkI! )' Analyzer Reset 

ME) ° 

Ready to Run (ffcftMfx?!®) * 

ADVIA 2120/2120i » > 


iJ 


i ft Log On/OfK )® P^ftitJ? Shut 

Down ADVIA ( US! ADVIA ) ° 

ii ft^tiff«MM±HI? Off ( M ) - 

iii Ml? CTRL+ALT+DELETE > 

iv ft^Jffi®«±HI? on (10) - MtM 


WtM Siemens Service 


Valve Node 2 Error - Reset Requried (HUfft/Sp 2 ff HJI® ) 

mtmm miEmm 

1 a Ml? Utilities (XI)' Exerciser (#tfj)' 

Indicators (||f ftM ) ' Analyzer Reset ( ftt/rfit 

HE) ^ME^fffflt ° 

b ftftl^ 1 

Ready to Run 

ADVIA 2120/2120i « > 

®J - 

i ft Log On/OfK SH/i±® )®PftHI? Shut 
Down ADVIA ( M ADVIA) - 




iv on (H). mmmw] 

fr&tM ° 

2 MWs ' ' MM ' MIS WlM Siemens Service ° 

Sfr^ 2 SUM Can Bus 

w 


w 


Waste Container - Full () 

flfXXft • Ready (gf#g) . 


Bigra mjEmm 



Xjll Siemens Service ° 


WBC Substitution-Alarm (WBC#^— 

Customize Menu ( iJ^iiisPpO ' System Setup (XlXfxffi) ' Alarm/Stop Criteria (ff 

X/f?X«) tpMm ° #g®jSBH Alarm Criteria (|^@) |S#«J|+« • 


WBC Substitution - Stop (WBC ff±) 

XPX Customize Menu( mSliSPpO'System Setup(Alarm/Stop Criteria 

(1fX/{?±ffP)4 ] Xil°Ill? Start/Stop( fMn/W±MM Bf >#liil#S stop Criteria 
(f?it«) WfM+K» 


Wrong Sample Type for Test Number xx (SUS^SIK xx ) 

^ Test Dictionary (igggiO ” 

miEmm 
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Test Dictionary (Ig @ HiH) 


Wrong Test Group Defined 

Test Order Table ($i| 

Is^p^S) tp&MWm ° Data Manager ° 

{£B Customer Parameters (^p#|&) ° 


X 

Y 

Z 
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memm/mmim 


3 



ADVIA 2120/2120i BASO l^lj 


ADVIA 2120/2120i iI/«. 

mm . 

BASO RATE (BASO EEH 

BASOXH^H. 

BASO YM. 


BASO ,«EEH : 



.3 

.3 

.3 

.3 

.4 

.4 

.5 

.5 

.5 

.7 

.9 

11 


IttCSFM. 


15 


CSF SCATTER/SCATTER (CSFfM/M) . 

CSF SCATTER/ABSORPTION (CSFfM/M) 


MESIE& 




15 

16 
16 
16 
17 
20 

20 

21 

23 

24 


ADVIA 2120/2120i PEROX 1. 

ADVIA 2120/2120i PEROX 2. 

ADVIA 2120/2120i PEROX 3. 

ADVIA 2120/2120i PEROX 


PEROX RATE (PEROX E^H. 

PEROX XEEH. 

PEROX YEEW. 

NOISE-LYMPH (EEH 


perox mmmijm 





24 

25 
25 

25 

26 
26 
26 
27 
27 

27 

28 
29 
31 
37 


IBM. 

ADVIA 2120/2120i RBC/PLT 


mm : 


37 

37 

37 

38 
38 
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.39 

RBC VOLUME (flilill) WlM .39 

RBC HC IDjH.39 

RBC SCATTER 41 

RBC VOLUME/HEMOGLOBIN (EMISfi/Ml* ’ V/HC) 

.43 

.44 

PLATELET X (ifc/MgX) HEH.44 

PLATELET Y (jftl/HgY) WfiM .45 

PLATELET VOL (jfR/JvKM) EEH.45 

PLATELET PC (fflt/J^S PC) EEH.45 

PLT SCATTER (^/J«if) *EEH.46 

PLT VOLUME/PC (PLTfl^/PC) fflJSfiEEH.47 

.47 

.48 

.52 

NRBC^Et.55 

.57 


mmitmKm . 

ADVIA 2120/2120i AUTORECTIC 


. 

RETIC RATE HISTOGRAM (RETIC^H^H) . 

RETICABS FLATNESS (fflmEWWES) EEH- 

RETIC EEH. 

RETIC VOLUME (»ItW) EEH. 

RETIC HC IdJH. 

RETIC CHH^H. 

RETIC SCATTER ABS («»»«) IJSUI 

RETIC V/HC . 

RETIC SCATTER (fMMTO) . 


: g 




57 

57 

57 

58 

59 
59 
59 
59 
61 
62 

63 

64 

64 

65 
65 


15& 
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PW 1 m ADVIA 2120/2120i BASO » 


pm 2 mm advia 2120/21201 baso 

m±.' ’ mm&mmmmmmmmmmm 

HX 32°C M 34°C XPhI ° 

X Utilities (XM) iSg^X ’ HI? Analyzer Status (^t/ff#^fS)° 

1. X Special Procedures ( IfXSXXIi) ’ HI? Adjust Lamp/Temp (ffg 

m/mm) ■ 

2. jg£P Baso Temperature (Baso $g[g) ° 

ADVIA 2120/2120i BASO .^Ij 

^ : XM ADVIA 2120/21201 BASO ’ !S#MH 8 X ° 

ADVIA 2120/21201 BASO ’ XSMIM ' \fnPU ’ 

advia 2i2o/2i20i mm/mm. 

X» : XSfl ADVIA 2120/21201 * If#MH 8 m ° 

ADVIA 2120/21201 : 

TO Baso pm ' 



TO Baso fife ' 

• ifflMSSSWIiii 


5ps i SIB 

mmmmytmm (2°S3°) mrnnmm^m (5°si5> 

mm- 

• mmm * iwmmss9^ 

’ ADVIA 2120/2120i ° 

- M# > WOTTOMm = 

BASO Rate ( BASO ^) [i^PIfi/W baso iffixEi r f mjffl/ggJtll 5 ? 5 ' ° 

baso x e^hii^ mn cm^) mm pmn ( mmmm ) imiftiMii 

mm (W) ° 

BAsoYE^HumMN (Mtio mmmmmytmmmM. (*/»■ 

baso ° imfrffimmmwffi • 

BASO Rate (BASO^) 

BASO Rate (BASO$) 

TO& - 


M^n 50 « - § 200 °mmmmm 200 

° 
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BASO X HCfrll 


BASO X BASO X - {fig ’ MM.& 

^ baso ,«s^h y mnc m 

mw mmn pmn cmmmm ) mm ° 

BASO x : 

• X nth MN iS®iif«t(MNx)(i) 

° ) 

• x PMN »WilWffiitt(PMNx)(2) 

• mm mn/pmn a$^mt(3) <*) 

• d/D Sg(BASO d/D) 

• Lobularity Index ■ LI) ° ifig BASO X PMN 

14 ’ J®*^1 -9 ° fB« 1 -9 



BASO Y MM 



BASO Y E^HII^ BASO * 
»H y ffi±«WMS 49 it 
- ffig ’ 'BW&lk 

BASO x tt±gi®S 

MN/PMN ° 

a^g^MN («) mm° 


BASO Y y f|l|± MN W^JSMitMjt(MNy) ° 

BASOttit^ffl : mMfrffi 

BASO «TOH@MW±^M 50 figfMit ° 

nmnmmm (W) tm&xmi. * mmm.y6m.rn («*/>) mm^£vm± 

h # ■ mmT^mmmmmmm • 
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IH«M ttfxff-K « 

TfflW baso ° 



Noise (Ms~) 1$ 


m 






> mn iffimiiiKffiWliiK 


° 






a ° 


xa. 




IS^nUi 

wbcb ff-|£aaiut° 

mmmmm 


life 
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mmm 


m 


y w±w 21 m ° 
tttllffi • 


ffi±l$ 45 it® y lfl±0iJ 21 it" 

' ISS 

iKiMiiii) 

m ’ MfiiifMB ° 


W±^J 8 xtffl y tt±S*J 4 xfffl 21 
° 


mwfsmr*MM ttam ) 

m - ksib^m ° 





















mmmm& baso mMm-%m±.tm.u 














baso 




m m II HU it (NRBC) IS tk 1£ 
BASO PMN m 

S3 ° 

f ’ NRBC • 

perox ilM^U 
baso tlitB ° 


WW«(NRBC)gfM (%NRBC ffi#NRBC) - NRBC - ^fjtMTE WBC |§: 
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WBCB 


RawWBC x (BasoCalFactor 4 [1 - FracDT]) 

%BASO 100 x ( BASO f+8£ - BASO PHA *) 

#BASO (%BASO - 100) x WBCB 

MMmME perox mmm baso a»Wf#mWMM(NRBC)gf®(%NRBC ft 
#NRBC) ° mm^±. NRBC > 7m\lE WBC ° 


mm mm 


%BASO Suspect 

%BLAST 

%MN 

%PMN 

%PMN Ratio 

BASO% Dead 
Time 

BASO% Noise 
BASO % 

BASO Flatness 


100 x (BASO Suspect - BASO PHACells) 

100 x (Blasts - BASO PHACells) 

100 x ( MN - BASO PHACells) 

100 x (PMN -r BASO PHACells) 

%PMN - (%NEUTS + %EOS) 

100 x FracDT 

100 x ( Noise - BASO PHA Cells) 

100 x (BASO Saturation 4- BASO PHA Saturation Cells) 

v 9 x 


LI 

MNx 

MNy 


PMNx 4 MNx 



PMNx 



WBCB 

msMmmM/frmmfimnmm&mmMm 

#BASO 

%BASO 

»tmfflJ»W^bb 

%BASO Suspect 

515g Base Suspect (I?«irim«) MWWW^bb 

%MN 

5l5g Mononuclear MfiWfWibf^bb 

%PMN 

5l5g Polymorphonuclear MWHfWibi^bb 

%PMN Ratio 

mmmMm^frttmtmmimmm&fifemm neuts ^ eos 

BASO % Dead Time 

BASO % Noise 

5^i Noise (n#W) tafiiJilfWS'^bb 

BASO % Saturation 

5l5g Saturation (fgfn) 

LI 

fiMMaWt 

% Blast 

35 £ Blast mtfcMM) MMfWH^bb 

BASO PHA Cells (B-acq) 

BASO ISffllti Noise (l&W) IMfffWii" 

BASO PHA Tota (B-tot) 

BASO Noise (®W) ° 

BASO Valid Cells (B-vc) 

BASO Saturation 

BASO fflJJfi[l[^j|H Saturation (fgfn) » 


-fife 
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BASO Count 

BASO Baso ®(1 ° 



Blasts 

BASO«TOH Blast ° 



PMN 

BASO IHJI PMN KWIffill ° 
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MN 

BASO MN ■ 



Noise 

BASO ttC&m Noise (#W) - 
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BASO Suspect 

BASO BASO Suspect ° 



RawWBC 

BASO Valid Cellsx (BASO PHA Cells - BASO PHA Total) 

BasoCalFactor 


BasoCalFactor = BASO WBC (AS) x 0.0012475 
BasoCalFactor = BASO WBC (MOTS) x 0.0012475 
BasoCalFactor = BASO WBC (OTS) x 0.0012475 

BASO WBC mEiWL ’ * System Logs(^H|g)^±¥* Cal/Gain Logs 

{WE /Gain 0§£)° 


FracDT 




MMMIS” Wr^T’ ’ frtim 


mwm csf 


ADVIA 2120/21201 CSF ’ 3H mm ' Siij 

Ift CSF WMim ° M ADVIA 2120/21201 CSF ^f/rf«B# » CSF &fSM ADVIA 
2120/21201 CSF » ■ 4 4 ’ 

ADVIA 2120/21201 ° 
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ADVIA 2120/2120i CSF ' gift 

ftj CSF ° M ADVIA 2120/21201 CSF ^/ff«Elt ’ CSF ||| ADVIA 

2120/21201 CSF miMS ’ 4 MS4 /HflTOWm ’ 

advia 2120/21201 ft-mm ° advia 2120/21201 

■ M&mmmmm&WMmMmiffim (ft#mn 1 w 2) - 
wbc §mm rbc tm ■ * #e*' iwi* 

tiiffi° 


CSF Scatter/Scatter (CSF WiM/WiM) 

CSF Scatter/Scatter (CSF fMf/Mf) ’JS 100x100 Stift ' “» WBC - 

rbc x * w 

Yi^sw°' #b*' 

MMfi ° Neutrophil (if^tteii) is - mm 

ttfiffilaWlfritfi Scatter/Absorption (WtM/Wfc) WBC 

#$®. Neutrophil (Neutrophil (iff 

e* ° sm ’ mmmmmmMmmmm > ° 


CSF Scatter/Absorption (CSF WtM/WSO 


WBC 

y *rfi_e_: 


CSF Scatter/Absorption (CSF fM/M) 100x100 if ': 

RBC ’ SEXffign* , 1NJ T mmm 

nmm ° ° a5m«jos • mstmm 


5R ° 

AAA 


mm WBC #gfcK: Neutrophil (BfEttfe*) 

Scatter/Scatter (fMf/tftlft) Neutrophil () EWffl 



CSF WBC 

%CSFPMN 
#CSF PMN 

%CSF MN 
#CSF MN 

%CSF Neut 
#CSF Neut 


%CSF Lymph 
#CSF Lymph 


%CSF Mono 
#CSF Mono 


CSF RBC 


CSF WBC/ p L = (CSF PHA WBC/CSF PHA Total x CSF PHA 
Cells)/(1-Fractional Dead Time) x Perox Nominal Factor 

%CSF PMN = 100 x CSF PMN/CSF WBC 

#CSF PMN/ p L = (CSF PHA PMN/CSF PHA Total x CSF PHA 
Cells)/(1-Fractional Dead Time) x Perox Nominal Factor 

%CSF MN = 100 x CSF MN/CSF WBC 

#CSF MN//i L = (CSF PHA MN/CSF PHA Total x CSF PHA 
Cells)/(1-Fractional Dead Time) x Perox Nominal Factor 

%CSF Neut = 100 x CSF Neut/CSF WBC 

#CSF Neut/ p L = (CSF PHA Neut/CSF PHA Total x CSF PHA 
Cells)/(1-Fractional Dead Time) x Perox Nominal Factor 

%CSF Lymph = 100 x CSF Lymph/CSF WBC 

#CSF Lymph Ip L = (CSF PHA Lymph/CSF PHA Total x CSF 
PHA Cells)/(1-Fractional Dead Time) x Perox Nominal Factor 

%CSF Mono = 100 x CSF Mono/CSF WBC 

#CSF Mono///L = (CSF PHA Mono/CSF PHA Total x CSF PHA 
Cells)/(1-Fractional Dead Time) x Perox Nominal Factor 

CSF RBC/ p L = (CSF R Count/CSF PHA Total x CSF PHA 
Cells)/(1-Fractional Dead Time) x Perox Nominal Factor 



%CSF Eos 


%CSF Eos = 100 x CSF Eos/CSF WBC 


#CSF Eos 

CSF PHA Total 

CSF PHA Cells 

CSF % Noise 

CSF PHA WBC 

CSF PHA Eos 

CSF PHA Lymphs 

CSF PHA Monos 

CSF PHA Neuts 


CSF R Count 


#CSF Eos/ f± L = (CSF PHA Eos/CSF PHA Total x CSF PHA 
Cells)/(1-Fractional Dead Time) x Perox Nominal Factor 

CSF Scatter/Scatter(CSF WM/WiM) 

*II**f§M° 

CSF Scatter/Scatter(CSF WM/WiM) 

fuM' CSF Scatter/Scatter (CSF WiM/W(M ) IffllKllfl 

twiwm» 

CSF Scatter/Scatter( CSF mM/WlM WBC M 

WKiti ° 

CSF Scatter/Absorption (CSF 
Eosinophil 

CSF Scatter/Scatter (CSF WiM/Wi it) 

LymPhocyte (#E3IMfi) ° 

CSF PHA Monos CSF Scatter/Scatter(CSF Wfi/WiM) 

Monocyte (TO*) ° 

CSF Scatter/Scatter (CSF WiM/WiM) 

Neutrophil (f^tttffll) » ft Mi/W 

Mtt ’ CSF Scatter/Scatter 

(csf mm/m^) ° csf pha e os 

Wti»CSF Scatter/Absorption (CSF Mt/M) IBM 
Eosinophil Region (Wimffl*) ’ M#«CSF 
Scatter/Scatter(CSF WiM/WlM Neutrophil Region 

’ mm. CSF PHA Neuts * 

CSF PHA Neuts = # cells in Neutrophil Region (CSF 
Scatter/Scatter Cytogram) - CSF PHA Eos (CSF 
Scatter/Absorption Cytogram) 

CSF Scatter/ScatteK CSF WiM/WlM )*»H Red Cell 
Region (flill) Wlffll" 



CSF WBC 

njfg*r CSF SMff»(WBC/0 L) ° 

#CSF PMN 

nsm& csf mmmmmmm ° 


%CSF PMN 

pjfgtr csf mmmMfrmnfrtmm » 


#CSF MN 

Rjfg^ CSF fiSlllltl * 


%CSF MN 

pjfg^ csf ° 

#CSF Neut 

Plfg^ CSF ttf ° 


%CSF Neut 

nlfgtr CSF ttf ° 


#CSF Lymph 

pjfg^ CSF ° 


%CSF Lymph 

RT$g£ CSF #B*^iIW^thi+8£ - 


#CSF Mono 

njfg^r CSF WfflWSlfM ° 


%CSF Mono 

nifgtr csf mmmmmfrmm ° 


CSF RBC 

pjfg^ CSF |I«Ifi(RBC//z L) «* 

CSF WBC 

pjfg^ CSF fi*l+m(WBC/// L) ° 

#CSF PMN 

njign - csf mmmmmtm ° 


%CSF PMN 

E'fgtr csf ° 


#CSF MN 

E-fg^r CSF WilMIfl° 


%CSF MN 

BTfg^r CSF MiiMmit-i • 

#CSF Neut 

E'fg^r CSF • 



%CSF Neut 

pTfg#r csf ° 

#CSF Lymph 

CSF ° 

%CSF Lymph 

njfg^ CSF ° 

#CSFMono 

nifg^ csf miiififf-t ° 

%CSF Mono 

pTfg#r csf * 

CSF RBC 

pjfg^ CSF |I*i(RBC//zL) o 

%CSF Eos 

csf • 

#CSF Eos 

csf mmmmMMmtm ° 

’ ADVIA 2120/2120i 

mmi5& ’ is " 

ADVIA 2120/2120i CN - FREE HGB ADVIA 2120/2120i HGB jfc&t frrfil 

(tbfeit) tin °■ 

ADVIA CN - FREE HGB 

PM i 

pm 2 

7j< P 13 iiL $c ^ M tt ft 15 H ’ K JS £ tl 

monoaquomonohydroxyferri-porphyrin ° 

ADVIA HGB Uffll 

pm i ° 

Pm 2 * mm advia 2120/ 

21201 hgb • 
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ADVIA 2120 1 21201 HGB 

>±t: 4 M ADVIA 2120/2120i HGB > ##yg %8t° 

ADVIA 2120/2120i HGB pHM-& 11. 3 


’ m\± pH > 



ME 


ft p i=r 


Siemens - Iii|I«S (IPI1I 

ioo%) mmmmmfc )° 




Duck-Chong CG: Differential effect of detergents on the alkaline denaturation of 
haemoglobin in maternal and fetal blood, with particular reference to Triton 
X-100. J Clin Pathol 36: 910 (1983) 

Simplicio and Schwenzer, Biochem 12:1923 (1983) 

Malin MJ, Sclafani LD and Wyatt JL: Evaluation of 24-second cyanidecontaining and 
cyanide-free methods for whole blood hemoglobin on the Technicon H-1 analyzer with 
normal and abnormal blood samples. Am J Clin Path 92: 286 (1989) 

Malin MJ, Fan SS and Benezra J: Mechanism of automated alkaline methods for the 
determination of hemoglobin in whole blood based on the micellization of ligated 
heme in the presence and absence of cyanide. Anal Chim Acta 262: 67 (1992) 

mm 

555 546 nm ° 


m > xmmmmmmmmmifiLt > mmm x m * y 
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HGB Trans 



0 10.5 25 27 

1 - ADVIA 2120/2120i 

2. ADVIA 2120/21201 IfADVIA 2120/21201 

hgb i 

3. (15.5S 3g 18.0s) 

4. mm »wm advia 2120/21201 mm/mm 

5. fntu*w advia 2120/212oi mm/mmmm ( mmmmm ) 

2.5 5 4.1 • 



ft(3) : ADVIA 2120/21201 HGBif 


I % Agtfft 

N 


fflli(5): ADVIA 2120/21201 












t^u ■ 

mm mm 

HGB nm («* - »*%{S) X i|I*Mix50.0 

MCH (HGB 4- +RBC)x 10 

MCHC (HGB 4- [RBCx MCV]) x 1000 

%%mm 


Calculated HGB (g+ffftHGB) 
Delta HGB 

HGB Baseline Transmission 

(HGBSipMMB) 

HGB Sample Transmission 

(HGBiiMB) 

HGB Baseline Flatness (HGB 3Spl 
HGB Sample Flatness (HGB H>||| 


(CHCM x RBC x MCV) - 1000 

HGB-gfffff HGB 

X*p±%flIx3.05194E-4 

#TOfBx3.05194E-4 


HGB 


MCH 


MCHC 
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m chcm tm hgb bm 

Corpuscular Hemoglobin Concentration Mean ( |T » CHCM ) fp 
Mean Corpuscular Hemoglobin Concentration ( p ® fcTtfn 5ftrfn%T[7 > MCHC) » HP 

° chcm -ffiwm 

’ M mchc hgb * mcv m RBC $5miWm0Wt ° 

1.9g/dL > Comparison Error MCHC/CHCM ( 

MCHC/CHCM > CHCMCE ) ’ mPMXm ’ 

S+ff mchc ft 3 (RBC ' MCV ffi HGB) ° 

mm ’ is^iii^iEm ■ mm hgb • 

’ MCHC tf2#«iijjn • 

TO CHCM §rn hgb CHCM 

° mm hgb > m chcm ixw mchc > $pt = 

MCHC = (HGB -r [RBC x MCV]) x 1000 
HGB = (MCHC x RBC x MCV) - 1000 

%\W@L HGB = (CHCM x RBC x MCV) - 1000 ^(CHCM x Hot) - 100 

nm HGB fPff-Jfft HGB Run Screen GifrMIS) ft HGB ®ffi± ° 




w® m 

mmmmmmitmum&is 3 imm ■ 

pm 1 TOSIlTOftfl^Ml ADVIA 2120/2120i PEROX 1 |i»Ei| • 

pm 2 TO ADVIA 2120/2120i PEROX 1 ° 

pm 3 7 ADVIA 2120/2120i PEROX 2 TOTO ADVIA 2120/2120i PEROX 3 TO 


STOMPiillftM^OI (TO) ft7MS©TOffiM° 

IBIS' * «S«MftlEM£TOIft 


P'P. 
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Perox SSSffl 

° perox ’ $m& 58 

0 CM72.1°CAPb1° 

g#tS perox Analyzer Status 1KSA » 


AlmHlK perox iMJEtaMI : 

1. A Special Procedures (WAJSAAIi) ^JpA ’ HJ? Adjust Lamp/Temp (MU 

m/mm) ° 

2. HIP Perox Temperature (Perox ) ° 

ADVIA 2120 12120i PEROX 1 

>±t • tMADVIA 2120/2120i PEROX 1 8/ ° 

£ e t frMM&&4b4ba$£M*k t • ADVIA 2120/2120i PEROX 1 <£&&$£ 

ISM0J • A#££$!0t£jk#MSJtStem • 

mmsmi (+-^sM®ffiBry-35) 


* - lilSISfiilMI 




ADVIA 2120 12120i PEROX 2 

a* : WM ADVIA 2120/21201 PEROX 2 ’ II 


IXWtVXX^XM^lE)/ ’ M ADVIA 2120/2120i PEROX 2 fp ADVIA 2120/2120i PEROX 3 

ftnAiiSfttiSSJtt - 

ADVIA 2120/2120i PEROX 2 cpfi(J4-Chloro-1 -naphthol ’{$ ADVIA 2120/2120i 

perox 3 > 

$PT0MfMA$TffiM : 


H 2 0 2 + 4-chloro-1-naphthol 




MWi» 


ADVIA 2120/2120i PEROX 3 


?±* : WM ADVIA 2120/21201 PEROX 3 iSfifiKISIHI * It#MII 8 A - 

ftgl^AI^lMinA ’ W ADVIA 2120/2120i PEROX 2 fp ADVIA 2120/2120i PEROX 3 

;!jnAi®S«SSSJtt - 
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ADVIA 2120/2120i PEROX 2 rfigj 4 - Chloro-1-naphthol fgf§Jg^ > ADVIA 
2120/2120i PEROX 3 

H 2 0 2 + 4-chloro-1-naphthol -► 

ADVIA 2120/12120i PEROX fM 

Vi® : WSf ADVIA 2120/2120i PEROX ’ !S#MH 8 ^ ° 

ADVIA 2120/2120i PEROX '■ 

• mmmytim > » 


M Perox KJS»^lfc«S»S« ’ ) 

C^/Jn) 9I«*« - 

fSiIi?«IlBt ADVIA 2120/21201 PEROX ° 

y6m&y£m.mmmmmn^imx • Matt * = 

PEROX Rate (PEROX fOJWI0/N Perox° 

perox . 5|5gi° 

PEROX Y ° 

Noise-Lymph *E«) ' »ElfflM^Wm*LUC) 

PEROX • Ifif^/TftOTW ° 

Perox Rate ( Perox Ht^H 

PEROX Rate (PEROX 









M^nsygi^ 50 « > u 200 mmM-m °200 

IBM ° 

Perox X UlC^lll 



PEROX 

Mfe ° 

° 


» PEROX X MHEmefiiUP > - 

Perox Y iIlpE H 

P E ROX Y [E^f 

!» PEROX Y E^H±it« 

±t up ’ (n*) m 

MJ: ° 


1 ## 

2 *B* 

3 *0U»fe*(LUC) 

Noise-Lymph (IftW—;lijfH 

Noise-Lymph (If-WH) 

MMMUfS • 

Noise-Lymph ( : 

• yi±i#f»ilfii(i) 

• (iGilMI) (2) 

• lP»fHWEiliM (3) 

• d/D ^(PEROX d/D). 




A am 
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Perox MWMJi 





mmtmt 

perox Sifffl baso ffixtfi < Ji^St#L±4W^inf[lSt(NRBC)=fi^ 
(%NRBC fP#NRBC) • $□*#* NRBC - MffitMiE WBC » 

Ifa/MSMH 

° jto/j«si+isMi^h wbcp > 

mmmmmmmffiffi 

m ° 

LUC 

luc cn^em' ■ 


UW; 
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wrnsmm 








mim.ikm*mmw&'b > ° 

mmmrn 


awmil ’ PEROX fflJMf? B Wfig° 

nRBC £ PEROX 

mm EM(nRBC) II TK^fuK- 

Noise (I#ff) MU Lymphocyte 

0#B*) K£[» NRBC m 

ffi( W° 

perox MUfn baso 

(NRBC) gf m ( %NRBC fp 
#NRBC) • nRBC - ffff 

miE wbc f&miM&mmffi » 


ISiGiK perox 




1j& 
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mmmsm perox 


• mM&wzR&immm 

ll^LUCM(l)^ - 



MMK PEROX 
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WBCP 

%NEUT 

#NEUT 

%LYMPH 

#LYMPH 

%MONO 

#MONO 

%EOS 


RawWBC x (PeroxCalFactor -f [1 - FracDT]) 

(100 x Neutrophil Count) PHA Cells 
(%NEUT - 100) x WBC 

([100 x Lymphocyte Count] PHA Cells) - %BASO 

(%LYMPH -r 100) x WBC 

(100 x Monocyte Count) PHA Cells 

(%MONO - 100) x WBC 

(100 x Eosinophil Count) PHA Cells 
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#EOS 


(%EOS -r 100) x WBC 

%LUC (100 x LUC Count) - PHA Cells 

#LUC (%LUC -f- 100) x WBC 

perox mmm baso a»wt#mwMM(NRBC)gfi^(%NRBc m 
#NRBC)» nRBC - MMAM. WBC ° 11^ 

Peroxidase (aiSft^SS) SstfP Basophil/Lobularity MM 

WBC tm ’ M ’ SP{g NRBC NRBC 

mmm ° ° 




Mlfl 


%HPX 

Clumps Count 

(«f+S0 

Valley Count 

(MfSSO 

Lymph Mode 

(#BffiJMM) 

MPXI 

NEUTX 
NET Y 

Noise/Lymph Valley 


100 x (HPX - PHA Cells) 

PEROX Platelet Clumps (^X/j^W) 

PEROX NRBC 


c m Neut ag x ) *i qq 

mwmmm 




Perox d/D 

PEROX % Dead Time 
PEROX % Noise 


100 x FracDT 

100 x (Noise - PHA Cells) 

100 x (Peroxsaturation -f- PHACells) 


PEROX % Saturation 



PEROX Flatness 
(PEROX 


9 x sHaflaf+«^±aM 


mmm 

WBCP 


%NEUT 

#NEUT 



%LYMPH 

iBiMim» 


# LYMPH 


WEfflMftfi: 



%MONO 


perox Mwmim 

Lymphocyte W)*P 

WWM » 


1j& 
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#MONO 




mmmtm 


PEROX $0 MUt III Monocyte 

( mmm ) ®(i )««n° 


%EOS 

#EOS 




#LUC 
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RawWBC 

Perox Valid Cells x (PHA Cells - PHA Total) 

PeroxCalFactor 


PeroxCalFactor = PEROX WBC (AS) x 0.001248 
PeroxCalFactor = PEROX WBC (MCTS) x 0.001248 
PeroxCalFactor = PEROX WBC (OTS) x 0.001248 

K# PEROX WBC mEmk'lt System Logs(»B|g)^±«Cal/Gain Logs 
(KIH/Gain 0t£)° 

FracDT 

mm ° # perox * mm 

° mih " mmr 

IH ° 


MPXI 

PEROX PHA Cells (P-acq) 

PEROX Noise (#W) ° 

$$* : nRBC Perox Noise (Perox PftW) ° Slit • 'Bffl 

PEROX PHA Cells ° 

PEROX PHA Total (P-tot) 

PEROX Noise (MO ° 

Perox Valid Cells (Perox > P-vc) 





m 


PEROX Platelet 

Clumps (j4L/Jn®MS) 1E(1)4i^ 


mm 


PEROX Ultefajpl NRBC M(1) 


Perox %=§■ 


PEROX IHJl® Noise (# 
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Perox fgfp 



PEROX Saturation 

(mm) 




PB 1 m ADVIA 2120/2120i RBC/PLT ° 

PW 2 liiiistfnifii/j @ £ ° 

ADVIA 2120/2120i RBC/PLT 


T±M : WM ADVIA 2120/2120i RBC/PLT ’ IS 

ADVIA 2120/21201 RBC/PLT 




tb^ 


p» 


o 


> tlMIMISIMi (2° 

M 3 °) mmmnmmm era 15°) - 

l-MWKISt/tamH# ADVIA 2120/21201 . 

• -mimmytmi c 2 °m 3°) ft (5°s 15°) ft 

St 0 


• -mim&mm ( 2 °m 3°) mmmiK 30 fg 

12 fg ° 0 


(5°: 


15 0 ) m 


1j& 
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« : EMM 


-mimmytmi ( 2 °m 3 °) mmnmmm ( 5 °m 15’) «M 5 MmM ° 

Mie (m) » ’ IflSaillttWIlli * m 

RBC Rate (RBC ^) E^fflI@mM/M»MW«Sl5§^ * 

RBC Volume (EMM) ° 

rbc hc w ? m^mmmmm ’ ° 

RBC CH Ulgifil^lMW« 

RBC Scatter (EMM) liffillll^x(5°M 15°) > 

m y mmmmmmm c 2 °m 3°)«° 

rbc v/hc ° 

RBC Matrix (IW) RBCV/HC 9 

« : MISM 

-mimmytmi ( 2 °s 3 °) immmx 30 fg - ( 5 °m 15’) ft« 

WJk 12 fg 0 jSS” i^i Gain" ° 

Mie cm) mm ’ imm * m Gain 

mmm > mm ®'m Gain y6m.mmmmmmmtjry6mm(n) ° 

TvmxmmMMmijmmnmffm'&frtiT : 

Platelet X E^ifil^lS (5°M 15°) Gain ° 

Platelet X (2°£ 3>lf Gain MMfm« ° 

Platelet Vol (MM*) ° 

Platelet PM (M® PM) ° 

Platelet PC (Mffi PC) EEiSJT)feiiI^W€»M - 

PLT Scatter (M«») x (5°M 15°) ^ Gain 

mm > m y mmmnm (2°s v)'M Gain mmmmm ° 

PLT Volume PC (lf[L/J«» PC) EMEHJSME x «*tM«#T«SS( 

(PC) > fgy ° 



Tycko DH, Metz MH, Epstein EA, Grinbaum: Flow-cytometric light scattering 
measurement of red blood cell volume and hemoglobin concentration. Applied Optics 
24(9): 1355-1365(1985) 

RBC (RBC^) 



RBC Volume OE^Ml) 

1 Microcytic (/N ftTrfn MO M 

2 Normocytic ( TKffi lTrfn Bft) M 

3 Macrocytic (-fr frnfn Bfcl M 

4 60 tL mz 

5 120fLf®lB 


■ mims eo ti_ b 120 tL zm ° 

(MCV)fl1itm^>«g£(RDW)f / 3rti^fr^jp|fiX5! • MCV J§ RBC Volume (E«fS 

ft) ° ° 
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RBC Volume W.1j H 



1 Microcytic ( /I ^Tffn Bfe") TEE 

2 Normocytic () BE 

3 Macrocytic (^r frHfn BIO TEE 

4 60 fL #|5 

5 120 fL #|H 


’ »h mmm • iwntm 

RBC Volume tt^BI 

1 Microcytic (/jvllifn.^) TEE 

2 Normocytic (TKffi frTrfn BfO IE 

3 Macrocytic (^r frHfn BIO IE 

4 60 fL #15 

5 120 fL #15 



120 fL 


RBC Volume (IlMcffiD tfi^H 



1 Microcytic ( /N %Tlfn£ (c) IS 

2 Normocytic ( THffi frTrfn Bfc) TEE 

3 Macrocytic ( jc $T rfn Bfe) TEE 

4 60 fL #15 

5 120 fL #15 

RDW ’ $nJH RDW gii 16% - laSEMISE ° & 

m ’ WI«I- RDWfTi^MfiM^lCMfP/jNEM^Mt^^lBlW° 









1 Hypochromic IS 

2 Normochromic (lOffeS) IE 

3 Hyperchromic IS 

4 28 g/dL MB 

5 41 g/dLiflB 


28 g /di_ s 41 g /dL zm » ib 

° CHCM Jg rbc hc 

mm* ° hdw jg rbc hc mummmmm ° chcm 



RBC HC mdjHl («M) 





1 Hypochromic ({firfe^) IS 

2 Normochromic (lOffeS;) IE 

3 Hyperchromic (iW'feS) IS 

4 28 g/dL $f|B 

5 41 g/dLil|B 


g /dL |$ 


RBC HC 



1 Hypochromic IS 

2 Normochromic IE 

3 Hyperchromic IS 

4 28 g/dL ®f0 

5 41 g/dLIIH 



’ mmmmm&rnn 41 g /dL ^ 


fflMM 








1 Hypochromic Inn 

2 Normochromic BE 

3 Hyperchromic (iW'feS) BE 

4 28g/dL^lB 

5 41 g/dL^|B 

HDW ’ $PH HDW 3.4 g/dL ■ ’ WI"H 

hdw - 

RBC CH it^H 

rbc ch (fflmii*) 

mmmmmm >eiiii# 


o B&m 100 • 

Cellular Hemoglobin Content (IffllMltltSlI'M) H RBC CH ° IfHJJMtll 

*»IIS(CHDW)M RBC CH • 
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rbc ° mmm. 

30 fL s 180 fL 2M > tfaSO^tg# 19 g/dL M 49 g/dL £|ig » 

mnsEfttm ’ • «iii»w - giufpfMmw 

° TO v/HC ,««H ’ • 
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RBC Volume/Hemoglobin ( M.mtMn/\b\MM > V/HC) MMUM 


Volume/Hemoglobin Concentration (’ V/HC) RBC 

RBC ° ft V/HC > ?& x ffifgltMI* 

mm ’ m y » 



3 28 g/dLHC f®|B 
5 41 g/dLHC 

ftxffli: - ftft*?lfi|ifB«§SBft28 g/dL(3)fn 41 g/dL(4)M - 

MIS^SSfS^-28 g/dL * MftftSt/lSMMI g/dL 

MW ° 

ft y itt ’ E«f§«t?fBMMft 60 fL(1)ffi 120 fL(2)M ° flft/Js&S- 60 fL 
MftEM > 120 fL ° 


HC < 28 

HC = 28 -41 

HC > 41 

V > 1 20 6 

0 

0 

X 

o 

o 

£ 

o 

d 

o 

o 

* 

V = 60 - 1 20 1 2116 

27558 

5 

30.2 H 

68.8 % 

X 

o 

o 

V < 60 94 

282 

6 

0.2 % 

0.7 % 

o 

o 

* 


RBC Matrix » RBC V/HC *»H±SJ» 9 

ftliBKftHb - 













l£,t • RBC HC J[SS • A# ’ 

*n£tf RBC V/HC 


rbc v/hc 

SiiEf^Miif^lS^BI^MX^Wffi^oMicro' %Macro - %Hypo fn%Hyper fg^^nTtbW^ 

m o mcv ft chcm mEimimmis. i .0 > mmtM'h ° 


Platelet X (ito/Jv^X) EEH 




Platelet X (EE® X) EEHE 
100 it > ( 5 °M 15 

°)' iSi Gain ’ W 

ZftPLT Scatter (EE®M) M 
x w ° 


Platelet Y (EE® Y) EEHE 

100 it’ m^rnmm (2°s 3°) * 

M Gain lEEfMtfflfifB - 
PLT Scatter (EE®ffct*) MM 
EEHE y tt° 


Platelet VOL (EE®M«) W.M 



Platelet VOL (EE®fflt) EE 


-ftE/J ^®EErEEH c 


mMfofrwmm 


ifchEEHWffiHS 0 fL £ 60 fL 0 EE®™E^»MI53i 60 fL (ftEEE®° 


lit •• X0. 25’ aitJL 

MtfM ’ JL Platelet Volume (jk+4fi&ft)£jr® p tM* a itJL • Platelet 

PM (EE®PM) EEffl 

Platelet PM (EE® PM) EEH 
Ji®EE®EM:(PM)IgEEE 
®EEE:Ef EE®E®EEH ° 


EEEH^JffiHJi 0 pg 3? 5.0 pg 



EE 
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Platelet PC (ifi/NK PC) 



PLT Scatter ((5° 
3* 15°)' iff Gain x W(A) > (2°S 3°) ' Gain y 

tt(B) ° 



Mt* o tL $ 30 tL 2M > i -3500 m 1.4000 £ng • 











Gain > RBC ° 

PLT Volume/PC (PLTfg^/PC) |||J| 





1. ifii/HK 

2. ^T ifn at 


Platelet Volume/Refractive Index (PC) (IHlUfilft^j'PIM/N 
100 X 100)1 ° 

xi(A) : })fmm ’ PC) feBI : 0 g/dLM40 g/dL 

y tt(B) : : o fL M 60fL 

2 ( 2 d-plt um) ° mmm 

Gain Gain 

W^frSBif ’ M7 PLT Scatter (^/j«|f) « PLT Scatter (ifo/h 

MfeW) o fL M 30 fL MU • 30 fL MJ»fi 

Mff-MM RBC Scatter (E«fM) IIIMM - 

' ^ofti/J^' ill!' WitMitti» 

• ft PLT Scatter (^/J«W) ,«»H± ’ S^^/J«l/T3fc*{e (1.35 
M 1.40) £]*£$• 20 fL «»S«§SS'J o 

• RBC Scatter () ffil&MH (TM« 3) i=f=t» 

mmm ci .35 s 1.40) m^n eo tL ° 
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Platelet VOL (E/J«ff ) 60 fL - 



xi(A)iM (5 °m 15 °) mm 

yi(B)®^s (2°M3°) mm 

• PLT Scatter Cytogram 

• EE/MI 

• RBC 







RBC 

MCV 

RDW 

CHCM 

HDW 

CH 

HOT 


wit x rbc mmwi x #iit x \mm - im 


RBC Volume ( frTrfn Bfcjfff) EEHKl^fB 


100 x 


- MCV) 


RBC HC EEHTOfS 


RBC HC E&IWi 
RBC CH EEHMfS 

(RBC x MCV) - 10 







MCH 


(HGB - RBC )x 10 
MCHC (HGB -r [RBC x MCV]) x 1000 


CHDW 
RBC Flatness 


RBC CH 






§cpJil3ei 


RBC % Desd Time 100 x ( 
RBC Coin Level 

(rbc immm 

RBC Coin Count 

(rbc m 

RBC R Count 
RBC P Count 




RBC Scatter 


RBC Scatter (Wilt) 
RBC Scatter 


RBC Valid Cells 

(RBC Ml) 

#MICRO 
%MACRO 




RBC VolumeamJtra)®^W4 3 MMIfM( 30 fL M 60 fL) 

100 x RBC Volume(,|m«I)il^H^MEiM+^>120 fL 

100 x- 

RBC Volume (tEMff*) 


%MICRO 

%HYPER 


RBC Volume (fTMfffi) i5i»i< 60 fL 

lOOx- 

RBC Volume (tEMffll) 

rbc hc giat 

100 x - 

rbc hc 


%HYPO 


RBC HC g/dL 

100 x - 

rbc hc 


%MICRO/%HYPO %MICRO - %HYPO 
RATIO 
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Dilution Factor 

83.33333E-6 ° 

RBC 

MCV 

zp^T ffn itM^y 

RDW 

CHCM 

EMMIfSySMfi 

CH 

HDW 

HCT 

UrtiJfffii 

Number of red cells (Hlfll^S^i) 

(RBC R Count x RBC Valid Cells) 4- (RBC R Count + RBC P Count) 
RBC R Count 

RBC Scatter * 

HEH RBC M(l mfflJ»lfcS: • 



RBC Valid Cells (RBC 









RBC P Count 



CHDW 

RBC % Dead Time 

RBC Coin Level (RBC 

rbc mmmm\ 

RBC Coin Count (RBC f#Mfffc) 

rbc mmm 

RBC R Count 

RBC P Count 

%MACRO 

%MICRO 

#MICRO 

/MlMWIfcS 

%HYPER 

%HYPO 

immu-tfmm-nfrit 

%Micro/%Hypo Ratio 



g 


D’Onofrio G. ' Zini G. ' Ricerca B. M. ' Mancini S.^P Mango G. : |=| 

^U—° Arch.Pathol. Lab. /Wec/.116:84 
(1992) 
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MPV 


Platelet VOL ( 






p=t 


Large PLT (*lfil/J^) f§ft*|£ 20 fL «/JE£ 


MPC 
MPM 
PCDW 
P Count - 2D 
PCT 
PDW 
PLT N 
PLT X 
PLT Y 
PMDW 
R Count - 2D 


Platelet PC (ifil/J^PC) 

Platelet PM (jftl/MgPM) 

Platelet PC (ifo/J^PC) 
f^2D - 

(PLT x MPV) - 10000 

100 x - MPV) 

' I® Gain fit 
M Gain fjt 

Platelet PM (Ifo/J^PM) 

mmmmim. 


RBC - 2D Count 




f#g2D- EL/jN»tJfWllM-2DM x mm&jEim. 

x mmm. x imm - mi 





tnftUt 


son 




Dilution Factor ( WW-iWk ) 

83.33333E-3 ° 

PLT 


MPV 




Large PLT (^Ifil/h®) 

Platelet Volume (^/Jn««) 20 fL 

Wsflft ° System Setup Unit Set 

Configuration (WilSBISfl) Sad^ilPLT ° 

RBC Fragments ( HuH.^5?it) 

M—PLT Scatter (lfil/jN$gf5^) RBC Fragments () 

Mtf ’ i§fl« 30 fL _SJ/r3fc«® 1 -400 ° 

1 If^TPM 

2 

3 &t rfn Bfeggftg 


instilPJr^tWuitt System Setup (^MiSS) Unit Set 

Configuration (WlfSHISf!) SP^Ji RBC ° 






RBC Ghosts (MEM) 

Kbit Wi/m PLT Scatter (jfi/j^TO) RBC Ghosts (ME«) 

1-350 

1 pj-^TrfnBItE 

2 ifii/MJxE 

3 £T rfn M^frE 


§Z K rffl ft WF System Setup () IfJjHcbf Unit Set Configuration 

(JffuMSSB) mntpm RBC - 

MPC 

MPM 

PCDW 

Hi 7 ] 

PDW 

PMDW 

PCT 

ifi/Ngrat 

RBC Fractional Dead Time (RBC ) 

h# - ° M«sfair mm” * 

if° 

Corrected Platelet Count ( ^lIESf M ) 

MTFj'iflfrtf [IlfcSilSfi! P Count-2D'R Count-2D RBC Fractional Dead Time fn RBC 
Valid Cells f+JfmW ° 

P Count - 2D 

° ^/J«M PLT Scatter (^/j««) 

imi * - 





R Count - 2D 

mi' - 

Number of red cell - 2D 

(R Count - 2D x RBC Valid Cells) -f (R Count - 2D + P Count - 2D) 

NRBC £Hff 
nrbc xmmm 

mnw-vL nRBc -xmm 200 > mxx.x 2%w wbc it» nRBc mm 3ooo/ m l ^ 

> ADVIA 2120/2120i NRBC XXXlM/iX NRBC ff-gfc ° 

nRBc mo 0 9 00 wbc) . ^mmiE 

nRBC ® WBC gf& - WBC OTJ l%MN ffl%PMN - ’ 

W“u”ifiK - 

&& : NRBC MM ° CBC/Diff 4 CBC/Diff/Retie MX • 



PEROXffllSS^ffl 
sHSU nRBC ° 


/£ Peroxidase Channel ’ nRBC 
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Basophil/Lobularity channel (nfIMSIMffi/M-llffSS) ItffiHSHE > nRBC 

mmmm ° • itbMEMMSfa peroxidase 

Channel ( MSfttJliSii) W®@fnjfg^5^ 

NRBC ff-ifc " M^W'Barox" (Bsaso/Perox)ff& ° 

4 fi NRBC tm ° 

Histo count (Histo ffiSO 

SMfhf/f Peroxidase Channel Y-axis (Y fft) 

NRBCg+M 

Gaussian count (rUSfrfflfc ) 

SMS Peroxidase Channel Y-axis (MflMf^StSS Y nRBC 

tmsfiwjfifsfmw nrbc tm 

Residual count ( M’MWsiM ) 

Peroxidase Channel Y-axis (MSM^SISjI Y ffi) 
tm NRBC nm 


Barox count (Barox fflSO 

f£#nRBC = #PMNs - #NEUTs - #EOS SUSSES NRBC ff-® 

®@l ’ nm-u. nrbc mk * ° 


NRBC Enumeration (NRBC gfSSO HDjBI 


NRBC Enumeration ( NRBC gfjgj) S 
100 St ’ IlSEifetfMSfil ’ SJ« 

Peroxidase Channel Y-axis S 

iivi) esh °atmrn nrbc urn 

• NRBCiS«^ 

• NRBC J 

ifcbEEHSMMfif^ Histo ff -mu 
Residual (»j) g+MEtt ° HSIt 
Histo g+i^n Residual (M'tJ) gfMH 

nrbc g+«M®mS#mS! • 


Legend: 

Unstained Events 

I PLT Events 
NRBC Gauss Fit 
NRBC Residual 
Lymph Events 




NRBC Enumeration 

(NRBcitM) mum 





mmm ^rbc m * %mm e$g^r wbc mmnmiE «■ 


Histo fflgr' Residual 
IfGaussian (itfgff) ff*$[ 


fISC’w 


%NRBC 


1 + 


100 


Barox g+| 


f %M?u/+%£bs > | 7 

l 100 M 


% A£V + %Ba.w 


100 




pm 1 ffl ADVIA 2120/2120i autoRETIC »iIIWI/J«»lfc ° 

pm 2 Wllii® RNA grMJf° 

ADVIA 2120/2120i autoRETIC 

/±M : WSfl ADVIA 2120/2120i autoRETIC ’ !f#MH 8 ^ • 

ADVIA 2120/21201 autORETIC (M£MJ) ’t 

° Oxazine 750 > MU*® RNA^*3f«fe - 

« 

(2“S3“) {fi’M ' (5"S 15°) ° ADVIA 2120/21201 U 

^MlEbb - IfeMf ffiM®3M#bbJ° 

' S?■tt® ’ 6 f@ff§1 • 

28 fg. 

12 fn ° 

fcz—wkx 33 fg o 






Retie Rate (Retie $) ° 

retic Abs Flatness ( 200 mmmwjf-mmm ° 

RETIC Abs (Wi«MO 

fr'ffi ° 

RETIC Volume (»I|||i) 


RETIC HC 

° 


'J5Z.fi 


wBW 




RETIC CH 

ft'tp ° 


IpS'j 


(IMMlE*) itMfirfJP 


RETIC Scatter Abs (!»*«) ® Gain 

TOM Gain I° « 


RETIC Scatter( ) IEjj|/[it Jj H MM) x llfllin'ljn iPj frj |>|' {.£ Gain Sl i jldf’l 5 

%t y ' f£ Gain mmmm • retic v/hc 

° 

M(rn) - WEM(r) > MM(g) 

rn > r ffi g ° 

mm ■ MCVm > MCVr fp MCVg ' WII«RiSM¥» 

MX° 




fi«II«ttRNAI.tADVIA 2120/2120i autoRETIC MMm& ’ 'BfPIjMtt 

ib» °• 

Immature Reticulocyte Fraction (&§k ’ IRF) > H NCCLS H44-A^t 

#” fflmtmmwcfim ■ ; mmw «wm 

M ’ ISReticulocyte Maturation Index ’ 

RMI) ° 



ff-fRgf@ IRF : IRF-H m IRF-H+M. 

RETIC Rate Histogram (RETIC ) 



RETICRate ( RETIC 


mmii so « • s 200 m&mm-m ° mmmxmm 200 

RETIC Abs Flatness WiM 

RETIC Abs Flatness(WEM 

so 

> U 200 mfPWM~-\U ° M 
«fe« 200 



mmijmmmmmw ^m ” > msmmm ° 

0 

RETIC Abs fflfrffl 



RETIC Abs (Wllllft) E 

mtiMjE&mmmmfrtt ° 


RETIC Volume 

RETIC Volume (mmsmmt) 

0 fL s 200 fL. pm ^mwm Mcv g mmsk ° 



(life) 

WIIMS¥ (Mfe) 




8-59 












RETIC Volume 

%MACROr 

%MACROm 

%MACROg 

%MICROr 

%MICROm 

%MICROg 

MCVr 

MCVm 

MVCg 


mxn 120 n 

120 fL lEjmilMMEEtt 

mxn 120 n 

60 fL 
60 fL 

g«/J\E 60 fL lEUffllBWWHEE 


Mean Corpuscular Volume ( 

RETIC Volume (ITOlMISfl) EEHl 


Mean Corpuscular Volume ( 

RETIC Volume (WEMISfi) EEHl 


Mean Corpuscular Volume () 
RETIC Volume (IMlIIS) EEHi 


MCV Delta 
RDWr 


RDWm 


Rowg 


RDW Delta 


MCVF - MCVm 

Red cell Distribution Width ( 

RETIC Volume («E«f§«) EEH ( 15 US 99 E) 

mm( CV) o 

Red cell Distribution Width (EEIM) 

RETIC Volume (WIIW) EEH (15 ES 99 E) 
mm( CV) o 

Red cell Distribution width ( 

RETIC Volume EE H (15ES99E) 

H«(CV) o 

RDWr - RDWm 


EE 
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RETIC HC I 

RETIC hemoglobin concentration (’ RETIC HC) 

° o g/dL 

m 50 g /dL o cHCMg mE\m. » 

(life) 

(Hfe) 



RETIC HC 

%HYPERr | 

%HYPERm | 

%HYPERg | 

%HYPOr | 

%HYPOm | 

%HYPOg | 

CHCMr 


CHCMm 


g/dL 

g/dL 

mimmmnn^ g /dL raMiHMromm 

«If??SS«28 g/dL 

?Mb*^SM£5t 28 g/dL Mf^llM^WIbbb 

«I*MS«28 g/dL 


Cellular Hemoglobin Concentration Mean( 
RETIC HC 


Cellular Hemoglobin Concentration Mean/ |[HB fiffn lT^y§l#felf|g) 
RETIC HC 


CHCMg 

CHCM Delta 
HDWr 

HDWm 

HDWg 


Cellular Hemoglobin Concentration Mean/ ) 

j^ssihwiu retic hc ° 

CHCMr-CHCMm 

Hemoglobin Distribution Width (jfTt|lSl>fejSS) ®£0JII£lrf[tBb 

m retic hc m - jjMmmmmsv ) ° 

Hemoglobin oistribution Width () x^^ltlflllb 

$8$ retic hc m - jjMmmmmsv ) ° 

Hemoglobin Distribution Width (jfTl|I^5lfeIIlS) 

RETIC HC ®l»fP^(SD) - 


HDW Delta 


HDWr - HDWm 
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RETIC CH 

RETIC cellular hemoglobin (iMlfllilli * RETIC CH) 
IsHJiOPgMIOO pg ■ 



(life) 


(Hfe) 


RETIC CH WMM 

%HIGH CHr ,f| 

%HIGH CHm ,f 

%HIGH CHg | 

%LOW CHr |E 

%LOW CHm |E 

%LOW CHg |E 


imimmmnn 31 pg 

«I*)1S»31 pg 

«Ifi?SS«27 pg 

SMESt^SMSSt 27 pg MMEJf §¥Wfe)Ibb 
«I*tt®«27 pg HjMffl»lUH5Hb 


CHr 


Cellular Hemoglobin Mean (|E0Jjfijll|I^^fEi) 
RETIC CH EEHUjfeKi 0 


CHm 


Cellular Hemoglobin Mean (|E0Jjfijll|lS±^fii) 
RETIC CH EEHTOft ° 


CHg 


Cellular Hemoglobin Mean (||flflfrffn|TSffi{i§) ItMffilHItSIW 
RETIC CH EEHTOfi ° 


CH Delta 
CHDWr 

CHDWm 

CHDWg 

CHDW Delta 


CHr-CHm 

Cellular Hemoglobin Distribution Width () 
RETIC CH ttEHW«^(SD) - 

Cellular Hemoglobin Distribution Width (fflI]M[l§lSlHblII3l) 

retic ch Wim&mmm sdj ° 

Cellular Hemoglobin Distribution Width (lEHJEbllflllE^Ihfe^S) 

retic ch ° 

CHDWr-CHDWm 













RETIC Scatter Abs MM^M 

RETIC Scatter Abs (!»**) 

Sffc '■ iff Gain - M: (jffljffij®) JSfctftx |® > Miff^S ' ffi Gain ytWiM (ffll&fc/J'O 
y ffi ° 



1 RTCPIatelet (RTC rfR/fftff) mU 

2 RTCCoincidence (RTCff#) P^ft 

3 rtc mm 

4 <g/r£ RTC r* 

5 c^/iffRTCHfg 

A 


e ik'hU 

F 

ytt±Wffif@r*(i)(2)f^M$nT: 
i. y w± i o mm 99 w.z.mmmmmm ° 


2 . . 

3 . RTC Platelet ( RTC jfit/J^) WllUgWl 3.5 SD - 

4 . RTC Coincidence ( RTC «) P*( 2 )®f£BfS±*tj}n 3.5 SD - 


x RTC M(3)l® DT = 







3. RTC 3.2 SD - }(f » 

fe^M@P*(4)(5)|£g:fe X ffi± - MiiWEM^W^|Wl]^^Pe b ^}lfS^®|S °m 
^teWIBzRITJilS^ RNA H (H&4&) Sico ’ H/KiS: x ° 

1. 75 mt rtc mm t ’ t#mwMesro 3. 

2. rtc KfB( 4 )f^ji rtc mmmm±pm 1 feltjfmwfg • 

3. tp/m rtc mm( 5 W%.m&/rp rtc mmm±&m 1 • 

RETIC V/HC mmMism 

& v/hc ,mew m fe * ?& x 
IMMIS ’ ?& y 

fit 0 

feW ’ 

IBKMfifeW ° 




fefe 
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cm) an > 

mmmmmmmm ° 30 a. m iso ± zm • mums* 

19g/dLS49 g/dL £(10 • 

Tycko DH, Metz MH, Epstein EA, Grinbaum: Flow-cytometric light scattering 
measurement of red blood cell volume and hemoglobin concentration. Applied Optics 
24(9): 1355-1365(1985) 

sm^m 

0m 

#Retic 
% Retie 

CHr 

%w,0m 

t ymmmmmmmmmsmm • mitis = 


RBC x (%Retic - 100) x 1000 

100 x (RETIC Count - #RTC Gated Cells) x % RETIC Cal 
Factor 

RETIC ch 


RTC RBC 

RTC Flatness (RTC 


RTC % Desd Time 
RTC % Noise 
Mean Absorption ( 

mmim 


ABS Low Cell Count 


(lltlHI) 

ABS Mode 


RBC Count (RBC|+M) 

I Mfifn 

\9xmmmmma 

ioo x 

100 x (Outlier Cells ^ #RTC Cells Analyzed) 
iWlliP RETIC Abs MM 

RETIC Scatter Abs (»!«»*) x 

tt 1 MS 3 WI+8£ 


RTC Valid Cells 
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rm 


’ Mlfl 


CHCMr 

MCVm 

MCVr 

#Neg RBC 

%Neg RBC 

Retie 

#LRetic 

%LRetic 

#MRetic 

%M Retie 

#H Retie 

%H Retie 

IRF-H 

IRF-M+H 

RTC Mean X 

RTC Mean Y 

#RTC Cells 
Acquired 

#RTC Cells 

#RTC Gated 
Cells 

Slope Negative 
Cells 

mmmmm 


RETIC HC 

RETIC Volume (WliW) 

RETIC Volume (WEMM) 

100 x (#Neg RBC - #RTC Gated Cells) 

Count (Wilil) WEEWEM 

fstfimtit 

100 x (#LRetic - RETIC Count) 

100 x (#MRetie - RETIC Count) 

ISfWIWii 

100 x (#HRetic - RETIC Count) 

100 x (#HRetic - RETIC Count) 

100 x ([#HRetic + #MRetic] - RETIC Count) 

RETIC Scatter (WlilW) IMSltEH x H * 
RETIC Scatter (WliiW) y ME/fg 

Mill 

RETIC Scatter (WlilW) Analyzed 

imw ’ 99 iwiffli 

#Neg RBC + mm WHW Wi 

ffi RETIC Scatter (#*!«!£») 11151 y 



#RET-C 


%RETIC 

wmwtt 


CHCMr 


CHr 


MCVm 


MCVr 


RBC 

RTC RBC 

Scffff RTC RBC ff-ifc • 

RTC % Dead Time 

RTC % Noise 

M* 

RTC ( RTC ifiL/jNtg) ’ 

& s m m m fg m n rtc 

Coincidence (RTCffif) |Uf[iS^ 

fflJ® » 



1j& 
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rtc MS* 



RETIC Scatter Abs 

MM) *»BI«99}1 

^ ’ RTC (RTC ifiL/jNtg) 

RTC Coincidence (RTC fffif) 


RETIC Scatter Abs (lilif 



% Neg RBC 
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RETIC Scatter Abs (Sllll 

mmm ik&iw rtc m 

rtc 


#LRetic 


%LRetic 

tlitwiiiwit 


RETIC Scatter Abs (Mil 

mmm iiiibi 

RTC rtc r*^ng 

BISiiBil(i) ° 


#MRetic 



%MRetic 




1j& 
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RETIC Scatter Abs 

MM) 

RTC 

(i)o 


#H Retie 

%H Retie 

MWMWtt 
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tip n pftp n pfp n B . 

mm&ni . 
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. 

iSIfeuffr. 

. 

iimi = mmmm . 

iimi = mmmm . 

i«ii : mm . 

IWHI : MilM^'14. 

'• . 

IIMI = . 

iimi ■■ mm . 

IIMI : ■SrSrffM. 

T&WjfeiML : if M1IS1E. 

SSHJi. : WE . 

: IpS. 

iimi = mmm . 

IIMI = MfB. 

iimi : m mm . 
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mmwmm. . 
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CSF RBC ff-Sc. 
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. 
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mmmmum 
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WE 


29 

30 

30 

30 

31 

32 
32 
32 

32 

33 
33 

35 

36 

36 

37 
37 

37 

38 

39 

40 

40 

41 

41 

41 

43 

45 

45 

45 

45 

46 
46 

46 

47 
47 

47 

48 

48 

49 
49 

49 

49 

50 

51 

52 
52 

52 

53 


9-2 
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nmmm 

itM 

” 5 r£t»’ ^/MSADViA 2120 / 2120 i ° 

a*: m^rntm * advia 

2120 / 2120 i ADVIA 2120 / 2120 i ' « ' W$ ' fI¥lDp n nfn n p 

«° 

” »” 4^WM^ADVIA 2120/21201 ' p a pfn n p«p n p 

emt» 

ADVIA 2120/21201 

iiWoli 



’ Amiran*#*. • m 

• MM&gpP#MMM ' M#£M$P2r$LM ° 


*t&# ?£##£# M#t&’4*#4fM4*M MB &#.**£&*&£ M t(NCCLS) M29-A 
MX# ’ # (Protection of Laboratory Workers from fnfectious Disease Transmitted 
by Blood, Body Fluids, and Tissue, 2nd edition; Approved Guideline (1997)} 
ftfgmatffM# > Pfrjt i$0U mi ft ° ^Xfg&'fr# MR# P2#£#J± 

&M.g > #*■*## ° 


Sf#^§Sfi”Sample Handling Guidelines” (Mf§®S*pM!l) (mMTN9-5729-31 ) 

8 2°cm 8°cwiitm - 

&MSM > « 
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Uln $M ° 


ft° 



’ mmmm%.mnmm% 


' m S«M 



^JEnnf 0 nnllf np 

& M&4-A A, *NtM M'fr^jb.>t&jb.%L4%%¥te&HmFDA4tL;$itf 

/T&mJfX'lM ’ M£MBJ1M £ SttifFL 4 ftfc%(HBsAg) » ft0Af#LM.H£(HCV)fa HIV-1/2 

A&ftgJIf&rn4- 'HIV’ 
M t&M fluting f&M&A&it&A A • 


REF 

09459683 


REF 

03410380 


REF 

01964346 


Siemens ADVIA 2120/2120i j A#Afr&JEA • JtM£*bm 

& > #*jutmM4t&4tJXjL&A&M trtmw • 


ADVIA120 TESTpoint 


rA_ 
-* PI 


mmm&m i 


lpr! 


m 


vl 


T 03 - 4417-54 
T 03 - 4417-01 


CONTROL 


H] 


CONTROL 


Hi 


a ££ p t 
£pp g PP5 


p ££ p t 
pp g PP 5 


ADVIA 120 TESTpoint £^-iIp a B f p a B |g 2 


it(mL) 

4 x 4.0 mL 

4.0 mL 


ip H p* 


T 03 - 4418-54 
T 03 - 4418-01 


CONTROL 


Hi 


CONTROL 


Hi 


lrrI 


T 03 - 4416-54 
T 03 - 4416-01 


CONTROL NORM 


CONTROL NORM 



Ifclt(mL) 

«p H pfp n pSf 2 

4 x 4.0 mL 

lip n pfp H p®f 2 

4.0 mL 

3 pMS 2 



it(mL) 

Mp a p^p°pIH^ 

4 x 4.0 mL 

Mp h p^p h pIES 

4.0 mL 


9-5 


cvcv 




ADVIA 120 TESTpoint 


REF 


Sn°p® 

rm 

F*3W 

08822644 

T03-3688-54 

| CONTROL |n»OM 

ittL'fepp^ppi^i 

- 


T03-3688-01 

CONTROL | HKJM | 

ifil'fepp^ppi^i 



ADVIA 120 TESTpoint 


REF 


ln°p« 

mm 

raw 

00848547 

T03-3686-54 

CONTROL | LOW 

Mp H p^p n p{£ 

- 


T03-3686-01 

CONTROL | LOW | 

Mp H p^p n p{S 



ADVIA 120 TESTpoint «p a p®p n pIE^ 


REF 


In a n« 

rnt 

raw 

05147873 

T03-3687-54 

CONTROL | NORM 

Mp a p©p n pIH^ 

- 


T03-3687-01 

CONTROL | NORM 

«p H pfn n p!Ef 



ADVIA 120 SETpoint 


REF 


*p n R« 

rm 

raw 

09170071 

T03-3685-52 


M^IEp n R 

- 


T03-3685-01 

[cmJ 

M^IHR n R 



ADVIA 120 OPTIpoint 


REF 


Jitppiilijl 

raw 

ti(mL) 

04408568 

T03-3682-54 

OPTIpoint 

4 x 6.0 mL 

- 


T03-3682-01 

OPTIpoint 

6.0 mL 


a*: csf ° 


®*(mL) 

4 x 4.0 mL 

4.0 mL 


it(mL) 

4 x 4.0 mL 

4.0 mL 


ifcl(mL) 

4 x 4.0 mL 

4.0 mL 


*fc«mL) 
2x6.1 mL 

6.1 mL 


KlEn 0 nftp 0 pirn 0 p{6Me^ 

um NIST ' ICSH m NCCLS ADVIA SETPoint 

M£lEp H pffi ADVIA TESTPoint JMp^p^IHmWg WM ° 


m ° till 1 :WBC m 500 tfc 1: M a I®SI| RBC Mff 50,000 ft 1 ° 

° pit rwi 1:125. \m 1% 
nccls icsh 

ISWlMMgMIififWT ° NCCLS H-7A 

tripotassium EDTA ° 
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#J| ADVIA 120 SETpoint ADVIA 120 TESTpoint it H n n f p ^SIi 

W®g®fti(SSV) . gPMaii±M^r^I5 RBC > WBC > Pit * Hct ffi Hgb fg^« 
mm.' ADVIA 2120/21201 ’ «««« 

'M ° 

m advia 2120/21201 

ADVIA 120 OPTIpoint fg ° im NIST i*WitJtfr^lE > 

©rfiWW • Si§« ADVIA 2120/21201 M 

mmm ° ##ib opti point fgramra ■ * axmmiEmtJfmmm 

ADVIA 2120/21201 » $P^#{§h£ 2°CS 8°CP^3SiiT ’ 

m ADVIA OPTIpoint (PN T03-3682-01) ' ADVIA SETpoint ftuEp n p(PN 

T03-3685-01 ADVIA TESTpoint Reticu ( M ) 

2Mmmmm ° 2°cs * advia 

OPTIpoint iTjWS&ROfS 7 ^ ° 


* ADVIA 2120/21201 

fnKft&MtJ - 


ADVIA 120 SHEATH/RINSE 

ref in a B « rm 


02337140 

T03-3664-01 

SHEATH/RM3E 




01554628 

T03-3623-01 

SMEATHiRIMSE 


ADVIA 120 EZ KLEEN 

REF 

jgp n p« 

rm 

05101601 

T03-3624-54 


- 

T03-3624-01 

EZ KLEEN | 


ADVIA 120 DEFOAMER 


REF 


rm 

09119084 

T03-3625-54 



T03-3625-01 

DEFOAMER 


raw 

tl/rWI 


raw 

EZ KLEEN 
EZ KLEEN 


F*3W 


®S(mL) 
10 L 

20 L 


i£ifc(mL) 

4 x 810 mL 

810 mL 


ii(mL) 

4 x 125 mL 

125 mL 
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rM ADVIA 2120/2120i 






at 


rft&teJUMfi ’ • jtM'/fMT • Siemens & 4] MIX'S El 





iBim ’ nMmjiifAmM^mmwuuwmm ° 

to ( tm * ' °hs*-«ib > m 

<* 


IxKn 
C( a. 


BStkmS 




at :ADVIA 2120/2120i 64 &&»&*> IEEE 

14° AM ’ JX£riittt¥M*4HZ 

4&M ° 4H*> < 4. 674999999 #^4 4. 67 > 4. 675 #-^4 4. 68 ° 

M ’ *>Jtdiff 99. 9%r?p*& 100% • HCT ¥£*f-MM4Ht 

° 

MM : HCT = RBC*MCV/10.0 


5.349 * 86.49/10 = 46.2635 f£AJ§ 46.3 ° 

5.34 * 86.4/10 lAffillMfi 46.1 ° 

immum 


J-Sfi-HFlitfiiHtg-bS 



gt Siemens Ami 


W±iSMiWSf«ISIT 
MiJMTOMJ11f«MM^EMApTO 


cmmcm ' ' mm ) 

frOTUfTOM • **** ■ 



Siemens Sp^AAfflS^fiWatTOif ° Siemens lll#{£^AAAfiA#l8@p n p (At/f 

m' Mm' mm ' mm mmm * i^ 0 &i»#»FbWbp' 



siemens («> 

m±^mm ° 


feWWM ° ADVIA 2120/2120i ° 

nm&mmmnmmw >««««• i«wi 








ADVIA 2120/21201 ' lii 

° ADVIA 2120/21201 




m- * ' iWg 

IBM- ’ IS#^Sp H p^MP#f4^^MiiS - #44Siemens #7lf# ° 


JS'M^tJf 

SfTKSWSSjS^ii^MMrf^jS'M^#: > #f£#H@###l#TSfT64 ADVIA 
2120/21201 «##{«#«* : CBC > CBC/diff ffi CBC/diff/retic ° il*7if4 

mmm > 300 m cbc ##jm - 

mmWtfrMS ’ ° SSsflft CBC/diff m CBC/diff/retic 

wmmm ° Blessington 64 Tel Labs 

74^ ° 


>£ £ ■ 4 TMMmMfH ’ }£ ££f/M£ tM CBC/diff/retic MMd + +&&#i 20 aL 
M ’ ° 

mg/L (ppm) ° 

<S7riM£mWPSfB • 

*S#f+ff671S 


Analyte 

CBC 

CBC/Diff 

CBC/Diff/Retic 

pH 

8.5 

7.7 

7.4 

Phosphate J§ P 

460 

530 

500 

mm 

5445 

4268 

4273 

m 

< 0.01 

< 0.01 

<0.01 

M 

< O.ol 

< 0.01 

<0.01 
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Analyte 

CBC 

CBC/Diff 

CBC/Diff/Retic 

W 

<0.01 

<0.01 

<0.01 

ffi 

<0.01 

<0.01 

<0.01 

M 

<0.001 

< 0.001 

< 0.001 

tt 

<0.01 

<0.01 

<0.01 

& 

<0.01 

<0.01 

<0.01 

m 

0.05 

0.05 

0.09 


< 0.005 

< 0.005 

< 0.005 

IB 

0.02 

0.01 

0.01 

in 

<0.01 

<0.01 

<0.01 

TOC (g/dL) 

0.2 

2.1 

1.6 

2.38 

0.33 

< 0.05 


w 

0 

896 

720 


0.59 

1.97 

2.32 


0.52 

1.03 

2.52 

(mg/dL ffgfi) 




DMF 


269 



DMF ^ Siemens autoRETIC gS ° 

mtzm-mm • sMyi®fs P g/L ( PP b) «• 

<»riM£mMPSfB ° 


m'Mmm 

CBC 

CBC/Diff 

CBC/Diff/Retic 


<25 

<25 

< 25 

mm 

3 

2 

27 


< 5 

< 5 

< 5 

mm\m 

< 1 

< 1 

< 1 

¥ 

< 1 

< 1 

< 1 


< 1 

< 1 

< 1 


< 1 

< 1 

< 1 
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m'i 


*»113 

m/p 

OZl^ 

tnST^M 

MW 



a-91?Zi 


M-1,2--&Z$& 


CBC 

< 1 
< 1 
< 1 
< 1 
< 1 
< 1 

15 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 

16 
< 1 
14 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 


CBC/Diff 

< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
5 

< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
4 

< 1 

4 

< 1 
< 1 
< 1 
< 1 
< 1 
< 1 


CBC/Diff/Retic 

< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
3 

< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
2 

< 1 

2 

< 1 
< 1 
< 1 
< 1 
< 1 
< 1 
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CBC 

CBC/Diff 

CBC/Diff/Retic 


< 1 

< 1 

< 1 

z.mmu 

<25 

<25 

<25 

rawest 

< 5 

< 5 

< 5 

iWMi 

< 25 

< 25 

< 25 


is#mE«™(RETic)m' 

rmtHCLSI 

ftj° 

ftw ’ 

(ffj NCCLS) (Protection of Laboratory Workers from Occupationally Acquired 
Infections; Approved Guideline - Third Edition 2005} CLSI M29-A3 yJ^^tfT-rf 1 fit® 18if! 
fritK ° 

Siemens Method : 

mmm 

urn 

mmm^ 

tmmm 

JiSfM 


±f^ 


tJliljEi 


WE 


$±j 


iifMPSfM 

MM 

mmm 


’ m±m 940 West Valley Road, Suite 1400, 

Wayne, PA, 19087-1898 



: mmmm 

SmAt/f ° 


%&%&&& : mmm 

' \mm/mmmm • ° 

: urn 

' ®p n pi^' Aiiramsw-4 

summmmmm ° 




*A ! 

fg^t£^ 

rPfi 



°m 


m\mm 


>it 


o 


>££ 

ttt&1& M.g • 


;Xt • &&m#M%]4al$#)£!%-&*Mr • iA€A^'# ’ Mfeflmttf# 

itMM (*>ma '*£' #&£MM) J9/*MtMt&Siemens AzJMtettf (ft44# itM 
M£> f#U£tfjA&fr#tmP*M ° 

mmniE&mm 

mmm-jE&mmmm * «» ° 

I^WiEp H pa^AIIA&m»EPBfJ»p n n lim± - 

:^nns 

: AMMrS #*4 

AAiiAmp£g»JA ’ tiff - 
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’ mmm” b^dt ° 

: fnlffl 


ISnn^nnMS^npnWWffjlJS^ ° ’ Siemens EE TO®- 

Mm ADVIATESTpoint«n n n m n p (fS ' JESfflflS) 1HR AD VIA TEST point 

«p B nfp a n 0 & ' H5) Stt'M ADVIA 2120/21201 - WSfl*p n pl^ ’ !S##H 

51 • 


’ »p H p1?p n p#f4MTMffi°• MM 

° $nSp H p^p n pia**tg««M^ffj^a^gsw * «fp 




• I 

• ADVIA 120 OPTIPOINT 


REF 

!p°n« 


®fi(mL) 

04408568 

T03-3682-54 

OPTIpoint 

4 x 6.0 mL 

- 

T03-3682-01 

OPTIpoint 

6.0 mL 

• ADVIA 120 SETpoint ^IEp H p 



REF 

InM 

rm 

ft# 

09170071 

T03-3685-52 


JfiL'fefeilEpp 

- 

T03-3685-01 

l c * l l 

ifn.'fe'BciEpp 


iftji(mL) 

2x6.1 mL 


6.1 mL 



■ we 

' fWPilfM ’ « 

^§i#f»%Retics ° siemens mmm advia 

SETpoint feuES, GSMT03-3685-01 ) • 

*T»-»KTM«fxt£lE = 


IIJ« : [f 




Siemens 


' ft 


nnwnscP'j nxwwi-feK '” Hit” fP” ##111=1” Bb^ 

rn^rnm ' ’ BfmMHmB^nHs ° «^b 


: ^nfi 


’ BSBftfiS'B' fllil' #f/T$»P 



it® ° sir^i®H@s5fefHs * 


«ti 

ffiiiSMAMii ’ mmm advia 120 nn 
MMl (ftUUMffl) 14t£TO®»W • 


fT f;Ji j|J J&J CLSI M29-A3 ! M; PC {'{■ ' { Protection of Laboratory Workers from 
Occupationally Acquired Infections; Approved Guideline - Third Edition 2005} 


mmmmm • advia ^20 


mum 

#±S?!im advia 120 liMMW ° 






CLSI M29-A3 Siemens 


CLSI 
5.1.2 

5.1.2.1 

5.1.2.2 

5.1.2.3 

5.1.3 

5.1.3.1 

5.1.3.2 

5.1.4 

5.1.4.1 

5.1.4.2 

5.1.4.3 

5.1.5 
5 1.5.1 


M29-A3 


Siemens Method 4^ 






WTMfiSWJ4cHH 





mmmm 


tirnm/w 3 




urn 
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CLSI itMM29-A3 


Siemens Method |j£ 

urn 


5.1.5.2 

5.1.5.3 

5.1.5.4 

5.1.6 

5.1.6.1 

5.1.6.2 

5.1.7 

5.1.7.1 

5.1.7.2 

5.1.7.3 

5.1.7.4 

5.1.7.5 

5.1.7.6 
5 1.7.7 

5.1.8 
5 1.8.1 
5 1.8.2 
5 1.8.3 






WE 



WE 


pp^ppMS 


a 

P 


WS3§etMWp1fp H p«4«^ 


rMSprIIP^ 


n 

P 


p n p1fp n p^PI«M p n p^p n p^^S 


ib mmm qc mmmism 


n 

P^ 


a*B a pfn°p^p n 


mm'i (m 


mmmpmm 


'Him® 


iJitfM 





CLSI M29-A3 

5 . i .8.4 mferm&mmmytm ■ 

w 

im 


5.1.9 

afW 

5.1.9.1 

mmpmm 

5.1.9.2 


5.1.9.3 


5.1.10 


5.1.10.1 

w&mmm 

5.1.10.2 

jjSfM 

5.1.10.3 


5.1.11 


5.1.11.1 


5.1.11.2 


5.1.11.3 

ISlSWW Ifc^lliTK 

5.1.11.4 


5.1.11.5 

* mmn 


Siemens Method 










mm&m/mM 

timm/wm 

iiSfM 
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CLSI itMM29-A3 

5.1.11.6 MJWffimA 

5 . 1.12 mmm 

5.1.121 

5.1.12.2 PIEMfiW 

5.1.13 

5.1.13.1 

5.1.13.2 

5.1.13.3 m% 

5.1.13.4 

5.1.13.5 «®MASfsW-4 

5.1.13.6 


Siemens Method AS 




##n@ 

piwi options cmm)’ mm 

Ip Version OKA ) 0 


cbc jjm 

mmmm 

ADVIA 2120/2120i 

fi*ff*ifc(WBC) 

filffiMfM(RBC) 

MCM® HGB) 

EMtb^(HCT) 

TOE«MI*^»(MCHC) 

(CHCM ) 

MEM® h DW) 
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TOMM(PLT) 

TOTOMSt(MPV) 


mmm 

wbc =t n 

advia 120 baso mm ft° mim&mm * ^ 
ISTO 2 fill ° 

Cremins J and Orlik J: Leukocyte differential method. US Patent 5,518,928 (1996) 

RBC/TO»ifc 

TO ADVIA 120 rbc/plt 

mita/m *° tohw 2 

ft ADVIA 2120/2120i RBC 

###1=1 

Kim YR and Ornstein L: Isovolumetric sphering of erythrocytes for more accurate and 
precise cell volume measurement by flow cytometry. Cytometry 3(b): 419-427 (1983) 

Zelmanovic, et at: US Patent pending 

RBC/TOiTO 

TOft«mftero«ftTOft 2 ’ mm 


###§ 

Kerker M: The Scattering of Light and Other Electromagnetic Radiation. Academic, 
New York, NY, Chapter 3 (1969) 

Groner W and Tycko DH: Characterizing blood cells by biophysical measurements in 
flow. Blood Cells 6: 141-157 (1980) 


mmx&msmmmmmm* 





ICSH Recommendations for Reference Method for Hemoglobinometry in Human 
Blood, ICSH Standard EP 6/2 (1977) 

Specifications for international hemoglobincyanide reference preparation ICSH 
Standard EP 6/e (1977). J Clin Pathol 31: 139 (1978) 

mm 

em* mch m mchc j mm rbc g+st * mcv mmmmmn 

m ° 

hct mm rbc mm MCV tiW ‘ 

ch - 

chcm nmj RBC ° 

Wintrobe MM: The size and hemoglobin content of the erythrocyte. J Lab Clin Med 17: 
899-911 (1932) 

Bessman JD: What’s an %RDW? Am J Clin Pathol 76: 242 (1981) 

Mohandas N, et al: Accurate and independent measurement of volume and 
hemoglobin concentration of individual red cells by laser light scattering. Blood 68: 
506-513 (1986) 

* mm cbc ummmm advia 2120/21201 mew ° $mn 

CBC TIMEPAC E CN-FREE CBC TIMEPAC 

ADVIA 120 CBC TIMEPAC 


REF 

ap n n« 

rm 


ifcji(mL) 

09826813 

T01 -3620-52 


CBC TIMEPAC 


- 

T01 -3625-01 

DCFOAMCR 

MM 

1 x75 mL 

- 

T01-3627-01 

| RBC/PIT | 

RBC/PLT 

2 x 2700 mL 

- 

T01 -3628-01 


HGB 

2 x 1100 mL 

- 

T01 -3629-01 

| BASO | 

BASO 

2 x 1100 mL 



ADVIA 120 CN-FREE CBC 


REF 

Sn B p« 

/ 

A 


WW 

ti(mL) 

08008297 

T01-3626-52 



CN-FREE CBC 

TIMEPAC 


- 

T01-3625-01 


0€ FORMER 


1 x75 mL 







- 

T01-3627-01 


RBC/PLT | 

RBC/PLT 

2 x 2700 mL 

- 

T01-3629-01 


f=l 

BASO 

2 x 1100 mL 

- 

T01-4288-01 


CN-FREE HGB 

2 x 1100 mL 


ADVIA 120 SHEATH/RINSE 



REF 


/ 

A 

rm 

F*3W 

i»(mL) 

02337140 

T01-3664-01 


•HCATMMMae 

10 L 







01554628 

T01-3623-01 


mcatwhmse WM / WW &. 

20 L 


ADVIA120 DEFOAMER 

(PN T01-3625-01) 1 x 75 mL 
ADVIA 120 ■ 

mm - ioo% 

* 

ADVIA 120 RBC/PLT 

(PN T01-3627-01) 2 x 2700 mL 
ADVIA 120 RBC/PLT ^ : 

> 0.035 mmol/L 
EDTA rjftM > 4.03 mmol/L 
EDTA -ft® - 3.36 mmol/L 
tMfc® ’ 109.3 mmol/L 
’ 0 . 11 % 

mmn 1 

* 

ADVIA 120 HGB 

(PN T01-3628-01) 2 x 1100 mL 
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ADVIA120 HGB^ : 

’ 23 mmol/L 

WHMM; ’ 2.0% 


I 


R2Q/21/22 ° mmmmmm 

S-4 -5. S29. S36/37. S45 ° ’ ISi£gP#^*^M (^M# 

ADVIA120 BASO 

(PN T01-3629-01) 2 x 1100 mL 
ADVIA120 BASO : 

Jg|@t > 9.00 mmol/L 
Hgt > 21.49 mmol/L 

ADVIA 120 CN-FREE HGB 

(PN T01-4288-01) 2 x 1100 mL 
ADVIA 120 CN-FREE HGB ^ : 

’ 2 . 0 % 

° 

ADVIA 120 SHEATH/RINSE 

(PN T01-3664-01) 1 x 10 L 
(PN T01-3623-01) 1 x 20 L 
ADVIA 120 SHEATH/RINSE : 
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mW(£ 15°CB 30°CM§iT : 


• B» ADVIA 120 BASO|»ADVIA120 HGB|*fflft£^J£90 

• BTO ADVIA 120 SHEATH/RINSE fMW, ' ADVIA 120 RBC/PLT fM&Mf. 45 ^ 
BIISSEK! ° 

2°cb 8°ciii> advia opupoint (pn 

T03-3682-01) ' ADVIA SETpoint SlEpp (Sp n piS T03-3685-01 ) S ADVIA TEST point 
MBSB (^SUJi*p n n 5l T03-3686-01 - fg ; T03-3687-01 > lE^f : T03-3688-01 - 

»p H p«±EP¥J^«Sff-^ (W) M«“ 

Wm'ik ’ $PTOM^B2 0 CB8 0 CP^MT^#fl ’ ADVIAOPTIPoint*7BB 
SB ’ ADVIA TESTpoint MBSp 7,S 10 ’ ADVIA SETpoint RiEp n n4 5 ^ 

BSS! ° 

WE 

&mmmoRe\\cs ° siemens mm advia 

SETpoint SlEpp 01p n n§t T03-3685-01 ) * 

BT^'il'frBTlSftfTSlEiaS: 

• ° 

• > «SMtn D nfn D n *Bj5i 


o 




EDTA ° 8 /J^ptfHfrlftl 

mm ’ isf[f» 2°cm 8°c»iiTM °«emtf§m ’ &m&m * \mmm 

(15°CB30°C)° 






to ADviA 120 72 ^nm±mm to 5 {ato* 

- mmm s - 24 > 36 > 

48 > 56 fp 72 ° 


* mfMt&n# 2 °cb 

EDTAfl5|i»M»«^S«A ° 

mmm cbc c&mmm 

A) a ° ° 


#1 


[M^I4 (ABf) 


(/JTO 


WBC(10 3 ///L) 

36 

56 

RBC (10 6 / fi L) 

48 

72 

HGB (g/dL) 

72 

72 

MCV (fL) 

8 

24 

CH (pg) 

36 

53 

CHCM (g/dL) 

8 

24 

RDW (%) 

72 

72 

HDW (g/dL) 

72 

72 

PLT (10 3 / L) 

48 

48 

MPV (fL) 

8 

8 


9-25 



fffrf ADVIA 2120/21201 ’ #lff ADVIA 2120/2120i CBC 

' ADVIAOPTIpoint ])XSl’ XrigPJT 

mu 

mmm ad vi a 2120/21201 ’ if##” s mm ” * 


MM ADVIA TESTpoint - fflfiSpfM ’ lf##H 5 H 0 

i it f irwmto# ° 

r^TJlSp^^p^tf Wii: 

• ®M38EE^M^ieS«r^^^«KWPg» 

m$k 

ADVIA 2120/2120i ° 

SiiMfiffBim ’ ««°fflMfSraXJtS 

%£u m* ' - hsasmihb * 

mmm 

afMPHfKPTJ## : 

» ’ mm%t RDW itiinMffife MCV o RBC 

° 

2. WBC If mm (> 200 x 10 3 cells/pL)#«E«ff»±# • 

3. x##®s*e^j#ii#tg#^^ii«ifi^jSPf ° 

WBCfM«(> 60 x 10 3 cells/pL)m/J«»M • 


4 . 



5. 

’ ft?£ MCHC ° 

rbc ^m^mmmmmmm.Bmmmm ’ pm^mm 

CHCM fit ° $ OH MCHC ft CHCM 1.9 g/dL ft. h > #Hft“Comparison Error” 

ammm) %mmm • ° 


6 . 


&i$mm RBC (#£U«£iytif) RJt£« wbc sff/M ° 

WmEm±. NRBC WBC ff« - ffift WBCB |+M ° 


7. 


rA 


fX'OTTO#*(TPN)&5S^ ’ «iS»ftftB+iS(nrt blU'Mito ° ia 


MUfilMKHftK' mi ' W& ' ° MOTftltStgSgEWHfi 

mms° 


mm 


i^fi 

WBC(10 3 ///L) 

3.8 

8.6 

RBC (10 6 / ji L) 

4.1 

6.0 

HGB (g/dL) 

10 

16 

HCT (%) 

33 

57 

MCV (fL) 

76 

100 

MCH (pg) 

24 

31 

MCHC (g/dL) 

28 

34 

CH (pg) 

24 

35 

CHCM (g/dL) 

29 

34 

RDW (%) 

12 

15 

HDW (g/dL) 

1.9 

3.0 

PLT (10 3 / L) 

140 

360 

MPV (fL) 

7 

9 
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is » 

^Siif^PSS^WiifTW^ * * 





CV (%) 

WBC(10 3 ///L) 

5.91 

0.16 

2.7 

RBC (10 6 / p L) 

4.82 

0.05 

1.0 

HGB (g/dL) 

13.3 

0.11 

0.8 

MCV (fL) 

81.0 

0.3 

0.4 

CH (pg) 

26.5 

0.05 

0.2 

CHCM (g/dL) 

30.6 

0.14 

0.5 

RDW (%) 

12.3 

0.07 

0.6 

HDW (g/dL) 

2.56 

0.02 

0.8 

PLT (10 3 l p L) 

256 

6.9 

2.7 

MPV (fL) 

8.1 

0.11 

1.4 


ADVIA 120 M^MWttfg^Technicon H*3 RTC 

i 60 miE^mmmm 70 Mn^sut*^ • j.sf@*i%s*s!j(n = 200)« 

T^!J[Sl§ff^tlfNCCLS EP9-A ’ ( Method Comparison and Bias 

Estimation Using Patient Samples; Approved Guideline (1995)} 1 [ (iW-J 

ISllJifxirW ° 




mm =) 

r 

Sy.x 

WBC(10 3 ///L) 

Technicon 

H*3 

RTC 

1.06X-0.74 

0.997 

1.42 

RBC (10 6 / p L) 

Technicon 

H*3 

RTC 

0.98x + 0.11 

0.997 

0.07 

HGB (g/dL) 

Technicon 

H*3 

RTC 

I.OIx-O.2 

0.997 

0.2 

MCV (fL) 

Technicon 

H*3 

RTC 

0.90x + 9.6 

0.994 

1.1 

CH (pg) 

Technicon 

H*3 

RTC 

1.00x+ 1.2 

0.990 

0.6 

CHCM (g/dL) 

Technicon 

H*3 

RTC 

1.17X-6.5 

0.974 

0.5 

RDW (%) 

Technicon 

H*3 

RTC 

0.86x+ 1.3 

0.980 

0.6 

HDW (g/dL) 

Technicon 

H*3 

RTC 

0.98x + 0.06 

0.959 

0.13 



mm 


mmw^y =) 

r 

Sy.x 

PLT(10 3 //zL) 

Technicon H»3 RTC 

1.08X-2.0 

0.991 

27 

MPV (fL) 

Technicon H»3 RTC 

0.76x + 0.9 

0.925 

0.4 


x = Technicon H*3 RTC 3hf/Tflt 
y = ADVIA 120 

mmm ■ mm 

ADVIA 120 WBC - RBC - HGB * PLT ° 

advia 120 mmmmimmmmmmmm ■nmmmft ©TOstt? : 

it - ° : 

%tmm= 

Li 

1-2 

H = iJ fftl&li Wl 


mm 


WBC 

0.4% 

RBC 

0.2% 

HGB 

0.2% 

PLT 

0.1% 

mmwt ■ frffimn 

H 


advia 2120/21201 

?mmm * mmmmrwmmummmmnmmm ° 

mm mam fgn»ft*iit^ 


WBC(10 3 ///L) 

0.02 3 

5 21.83 

0.46 x 10 3 / // L 


20.48 3 

5 409.55 

4.1% 

RBC (10 6 / fi L) 

0.0 3 

5 2.65 

0.03 x 10 6 / // L 


2.651 

§ 6.76 

1.1% 


m<mt 
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#S£ 

HGB (g/dL) 
PLT(10 3 //zL) 


0.0 M 8.6 
8.6 M 22.5 
5 M 208 
205 M 3983 




0.2 g/dL 
2.5% 

10 x 10 3 / // L 
4.9% 


CSF jjte 


ADVIA 2120/2120i ’ J^«Ii*(CSF)*^ 

MISWM • CSF #«ff£fi«(CSF WBC)mff«(CSF RBC)=fl£ - UR CSF 

wbc ° tmmmmmmmmum > mnm csf 


K-WUffn 


CSF ° lE^t 


CSF 




ISfiSl^jTKiT'Llf. 


JUifc 


r/\|£ 

P^l 




WBC o 

CSF rfifttf WBC f 

? ° wbc 


a^il 




csf JfBMffi&tfaMBBi 




KfllSffiiGS® 

m 




advia 120 csf ’ mmm' is&w csf mmfrffi ° 

advia 120 CSF mum > CSF ADVIA 120 CSF 

° 4 5>iIM 4 /J««« ’ ADVIA 

120 advia 120 ’ m 

° nMSr#«S WBC RBC I+SmM4gm* ' PEffl 

IS' WfflIS' EMfflIS(PMN)fp«(MN)|HISP^«g#fmH^tbf+M° itft ’ m 
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ra 

ADVIA 120 CSF 


REF 

!p n n« 

7 

1 



iyt(mL) 

0427197 

T01-4610-01 


CSF REAGENT | 

CSF i^U 

1 x 8 mL 







- 

T01-4611-01 


CSF REAGENT | 

csf UM 

8 mL 


ADVIA 1 20 CSF ° ADVIA 1 20 CSF UnUM 

p n p§I T01-4610-01 ) &i$-m 8 mL M ’ %*£&&&&$f 25 - 

ADVIA 1 20 CSF ■ 

Ef3gf > 2% (Wt) 
jjcnK > 0.28% (Wt) 

msm 
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/ #jNM4& ! 


X 


R40. R43 

S36/37 


^ ?m • ° » 


item 


#§$£ 18°CS 30°CMiiT = 

• IMW ADVIA 120 CSF njffi-® R ° 

• ip n piii' im&M ^jmj« • $nnjg.&«' > mmm ° 

a n 
pp B pp 

#ffffi2°CM8°CW«T = 


• E@#n*ii^^p D n®n D RBf > «p n p^±EPiftj0^wMw«^p^ ° mtoftm* 


CSF * f?t 




HinrpjRj: 


WE 


CSF 


MlEfifMlI RBC nT&ipt 


^i§#?i 


imm csf mmzm ’ mrn^m i: i o mt&mmm c i 9 \mmmm 

S*(PBS)3ae£g&H7jO • * 






csf ° siemens i 

’ TO CSF CSF <t #»°to CSF mmmmm ’ 18 

°C-30°C®SI4i ’ ifi©IK4^ia 4 /JnH# * 


MfW CSF ADVIA 120 TESTpoint CSF 1 1.5% 


TOJTOiifM* CSF tiflitlii . J^MTO ADVIA 2120/2120i 

fx^Hfr ° 

# j- ■ CSF ##£*&#* 300fj.L tHr CSF MM • 0 gM&MMMMM > 


Fttf£S#0*&&ttMMM£&m£&FpCitLM CSF mi MM ’ ft£-&£0&MMfrM 
0 PBS00MMMPstb %£Jt & • 

i. ’ n soopL ^^mms csf mm () 

mm 300pL m csf *■ 


2 . mmm • 5^10 

S > 0 


WkhL'J 


3. 

4. 

5. 


4 o 4 /JnB# ftMfflmff #$0 

wmmmtk > ■> 


ADVIA 2120/2120i 


10 #3 

•jA-j 


5 WI^I 


I ’ ^irliPTO 

CSF 


mn ADVIA 2120/21201 > Mr ADVIA 120 CSF 

TO&^pt^p^m' TOp h p ' ADVIAOPTIpoint £XBl’ 


STO ADVIA 120 CSF $tf| > WtfxOTSi© : 

1. Standby (#^) Ig^fTISS ’ fflfgT Standby (ff^) gffi ’ MM 

Ready to Run ($$?Mf?^Pfi) - 
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2 . 


TO Order Entry (IMA) Ilf ’ CSF ftfgMfMMl 

m ° a ocom > >mm& dh mm) 

HI» fiA CSF ’ »» Tab MAIIIIMWOT ° 

3. A Routine Operations ( RISI) A# > HfP Manual Sample ID dStj^ft 

ID) ||f = 

4. MfP Cerebrospinal Fluid (j]SA)S) Sett ° 

5. MW Initialize ( Wlfeit ) JAi iftMM ’ IMf f#fiffl)feAJSg+ Wl ° Af/rfi 

A ° ^PHASg+lfcAMS ’ If M^A 25 %EjS« * ®©:TOA^ 7 Rj^® 

7jc - ffifeK«iif«fe$nT: 


CSFRti=0 
CSF PHA WBC = 0 
CSF PHA Total <=10 

fPHAJgg+SAHSS: ’ mmL-%. ’ mMiMW^MWX^B.7^ ° 

I ,# •' GSP Wash (CSF >f>jk )fflMW itfkffXM. ifM ° CSF Refresh 

(CSF Jtm) flitt ifM > &*+#&&«&& • 

Mitt; at£F ° 


6. Hfp Primer (fiA) fAS Sample Type (f^fjgjf™ 


tf?OK(«) 

-astmsa ’ «fefens!iw AwmAis^wfiiH ° «a«im • a* 

aiHIIl Primer («A) - 

7. ASAJAgfSfmt^ei ’ IfMStffil 81 - fPlSgfMIIgg • IfM-A 


AIAJggf&USSA ’ If® 

25%mm&%L ’ smaa^^tk^mrc . iff mms 5 ifpn 6 a - 

8. HfilESffifftlillM ’ MkfF Manual Sample ID dSfjftfi ID) fEA®AftfM 


HPlE5ft 

p a nfp B nHI ’ °m 

nr Awmm ■> 





id & &,$mg • 


xmmnmm. > mm&m 5 iti 10 xm%m 5 • m^urnm 

advia i2omAfifMMii ° mn if' mm * wcsFtifwiii 


9. 



b. mrmmm. ° asu • mmm—mmm °6 - m 

° »«{# ±mM2.m > «ii ° a 

CSF fl^T ’ Probe Clog (»«) ° 

ffiET° 

c. m®m it»# >trxttmi? ° 

11. mw csf ■ it* Exit (®m )°ft 

r E=JS&5SISI Whole Blood Manual Sample ID (3PltaSM^f§ ID) HfP « 

csf »h# - Mitif n Miis 

OK(fig®)HPi Cerebrospinal Fluid (CSF)(Ii^^)®P »1| Cancel 

(MM) E 11 MTO CSFlPfgo 

>£& •• &JH& CSF MX gmiffrftM MS ’ $ M t&Jf-iSifti. 

mu Mm • csf MMTMMUM&mjfMm ’ £&t£Mmb csf mm • 


CSF IM0WIBW Standby («) - CSF #| 


hu 


O h 
POJ 


CSF 


ixKi«'j Jxlnoft 


ADVIA 120 TESTpoint CSF 1 t 


2 l&pp 



mmmmm * mm&m&mfftfm 

o 


REF 

MpnlltiS 

mt 

F*3W 

ii(mL) 

00872863 

T03-4485-01 


CSF 

2 x 3 ml. 

- 

T03-4486-01 

CONTROL | CW 11 

p n p^p n pM 1 

3 mL 

- 

T03-4487-01 

CONTROL | CW 12 

p n p^p H pM 2 

3 mL 








T±a:if^CSF|a^-^nItgg1 
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m i:i csf u 

MlilMW) XX Run Screen (MflMII) AUXAfU ° 


* m advia 2120/21201 u 






mmmmmm ^»iw csf i^wmem pbs 

mama° wsieiii - immii# mmmmsmmm^ ° iimato > x 

Order Entry (X»A) 1W® Dil. (##) ASXftAffWHA « Review/Edit 

&/mm ) mm- A'xiix a xmtAfg aeaep ram 0 itffliAWHfg 


a • mm ’ mmt 1:5 d immm 4 pbs ) i* - mm™ 

mm, 5 ° amaaaasmi^*»jaax Review\Edit 

frM.JEmWmimmm ^° XM»0XHA Run Screen (MAMS) XTOA ° 
1i CSF Mfj? Laser Power Low (PL) («!£«) ° 

SMX Data Manager( )X«W$eBXil > JtmX CSF #»f* High/Low 

( ^k /{&) f®§B 0 

mmm 

iMSIAMATErX : 


1. mn wbc §+m« 20 *AtiL - wbiix ijmmm csf wbc hxa 

2. ADVIA 120 CSF 1500 RBC/jiL - JMfXX PBS - 

mmmm i:io mtm * 1500 rbc/a A±«*itfr#w ■ 

3. ADVIA 2120/21201 CSF - 

mm CSF tliffl High/Low ©IBfP Laser Power Low ( SfcAtiiJtfg) 

mmn iB - 


4. CSF SXHXAA#XAt£WAfSAX 


^±j 

IP/ 


fen; 


♦ 

♦ 

♦ 


^ ’ Xtb#XAitimi 

A advia 120. hfjmmi^rn ’ csf i 

X advia 120 

®:1SB#Ph1AaB 


$PH*Ai*a^ 


:M> 500 m 1000 mg/dL 


|0A 

i=r 


CSF MM® 


i A 


HMEAtAXA° aa^em/isae- 





• ADVIA 120 CSF RBC CSF RBC gfSStff 


• advia i 20 iem+m - 

• ft RBC gf Kftff 1500 mm/\iL ’ RBC gfWff Et£M CSF WBC gf 

mmm-MK csf wbc pbs m rbc 

KfS ’ CSF ^MS«^ISMSif5>tif° 

• »ftTO csf rbc - mmmm 

PsISEE^EEH^fiftW RBC o CSF PBS ° 

fwiw ’ mwmmmmim csf i£®ffM > 10 

RBC • RBC 

WL CSF RBC §mm& » 

• RBC jfc5f»f§Et£« CSF WBC gf&Mft CSF WBC 




csf rbc m csf wbc ffM - nm. csf rbc m wbc =f 

sX/jir^j 



CSF 


im 


IfAffiSIBWEIiliiB ° T*liWW advia 120 m 52 {ftB 
S»ff « 


me MMli 

wbc cmm/iiL) 0-10 

MN (IlffJftnL) 0-10 

PMN (MM/vD 0-4 


16 {ft CSF s^fgffpf* ADVIA 120CSF ° 

2 m 10 ft csf ° mmmit! n = 65 mmur «b«§ 16« 
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CSF WBC ffimg(n = 65) 


#S£ 

7/fS 

SD 

CV 

WBC 

44.6 

5.0 

11.2 

CSF RBC 

ff-Mffmn = 65) 




* 

SD 

CV 

RBC 

12.9 

4.1 

31.7 

CSF RBC 

I+»f»S(n = 65) 



mm 

mm 

SD 

CV 

%NEUT 

12.5 

3.2 

25.5 

% LYMPH 

74.9 

5.1 

6.9 

%MONO 

8.3 

3.2 

39.3 

%MN 

83.2 

3.6 

4.3 

%PMN 

16.8 

3.6 

21.2 

#NEUT 

4.8 

1.1 

23.6 

#LYMPH 

33.8 

4.0 

11.7 

#MONO 

4.1 

1.2 

30.1 

#MN 

37.9 

4.7 

12.4 

#PMN 

6.6 

2.0 

29.9 

mmmmm 




CSF WBC g+MfiWfifttMMg 90 «f§®7SM+M«g ADVIA 120 

CSF WBC |+i^ 

CSF WBC IfifiWittliifl 90 «f§®7SM+«M ADVIA 120 MUm T 

ADVIA 

R mm » Syx 120 i^jfjS 

1.38 2 14 20 30 10 


0.981 



CSF RBC nm 


CSF RBC 78 CSF ADVIA 120 


R 



Syx 


ADVIA 

120 *%fl 

eJe 

0.989 

1.18 

-19 

481 

551 

628 

77 


mm csf wbc 

CSF WBC »?®[4III*| 50 fft CSF ADVIA 120 


#» 

R 

mm 

mm. 

Syx 


ADVIA 

120 f%{( 

«t 

#MN 

0.896 

1.07 

4 

8 

9 

14 

5 

#PMN 

0.973 

1.24 

0 

11 

10 

12 

2 

#NEUT 

0.971 

1.22 

0 

11 

10 

12 

2 

#LYMPH 

0.859 

0.88 

4 

7 

10 

8 

-2 

#MONO 

0.849 

1.69 

1 

4 

1 

4 

3 


csf wbc mmfrtt 

csf wbc 50 ffi csf 

ADVIA 120 ° mm CLSI M29-A3 IXftWii > 

s«gf t mm Rumke wbc 

m t wmm p m * ° 


mm 

mmmM 

ADVIA 120 

t 'SM p ffi 


%MN 

72.7 

72.2 

0.992 

100% 

%PMN 

26.9 

25.6 

0.800 

100% 

%NEUT 

26.6 

22.3 

0.383 

98% 

% LYMPH 

63.2 

54.6 

0.088 

96% 

%MONO 

9.5 

17.6 

0.15 

96% 
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csf ’ advia i 20 mmmm csf 

mmmm «»«» csf mmmm « advia 120 * 

J^{MJST-M»M€° CSF - n 

Mmjifffpf* » 1% ’ ffilWS^HSl® 

lM^»i§aW±%H^i:b • 


m tw 


mmmfrmm 


CSF WBC ft RBC 

m ° mmmmm csf wbc g+Mf#« 5 mm/b l (* 0-50 mm/b l ®$b») ■ m 
mmmm io%(* 50 - 5,000 mm/b l >csf rbc ttM« 5 mm/b u# 

0 - 50 «/> l ) - mmmmm 10 % (* 50-2 880 mm/b l imii») - rm 
* 


csf wbc mmm 


m (%w##/ic2p) 

0.00% 

0.05% 


0 . 1 % 

0 . 2 % 


1 . 0 % 


10 . 0 % 

100% (##7jc2p) 

csf rbc mmm 

m (%kj##7_k^) 


IIM WBC 

JIM WBC 

mmmm 

0 

0 

0 

2 

3 

-1 

5 

5 

0 

10 

10 

0 

53 

50 

3 

514 

501 

13 

5009 

5009 

0 


%~7 


3 

0 


RBC 


RBC 


%7 


0.00% 

0 

0 

0 


0.05% 

2 

1 

1 


0.1% 

4 

3 

1 


0.2% 

9 

6 

3 


1.0% 

34 

29 

5 


10.0% 

308 

288 

20 

7 

100% (##7JM 

2880 

2880 

0 

0 


>it~ : MM&»0RBC2880RBC/nL > 1500RBC/nL 



WBC DIFF 


mmmm 

ADVIA 2120/2120i «lrifiiM(WBC I 

mnm/ftmmim * ■ 

: WBC WHm(%NEUT)mWlfM(#NEUT) 

Ml : WBC WH^tt(%LYMPH)fn«gf®(# LYMPH) 
fill: WBC WH^tt(%MONO)fn«l+M(#MONO) 

mmmmm ■ wbc wn^>th(%Eos mmmmm^os) 
xspF'm&mm ■ wbc iYj^>it(%Luc)r«ni^(#Luc) 

: WBC WH^tt(%BASO)Mi#f-M(#BASO) 


Cremins - Kim ' Malin ft Sclafani MU Ansley ft Ornstein 

° ft&wmmmw * pimmmmmcmw ° 




[gW»ig*7fcTOff ^ ’ mSMMMfemm 


g+8£ ° 

2 #7 * jm-PP > \m advia 120 perox 1 mmm 

TO EDTAfl;jiMMM^«li°S®r^[ 4 mMJl*«r«S«»ADViA 120 

PEROX 1 » 

’ n ADVIA 120 PEROX 2 Mftftl ADVIA 120 PEROX 3 
MUPBMP • ADVIA 120 PEROX 2 4-Chloro-1-naphthol ft ADVIA 120 

perox 3 
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Perox ° (A 

Ua) ’ ADVIA 120 PEROXtllfeMK - 


m ^mm 


fa. 


ISC ° ft IS—■laHfj^L.'^iamffK. 

Perox Y (IHUftft) = 

(liSftftlSSft.) - Mf@SAHA|s]|iA Perox [EftH 


Perox X 

’ !!«§+* 


#%1#g 

Cremins J, et al: Method for the determination of differential white blood cell count. US 
Patent 4,801,549 


Ansley H and Ornstein L: Enzyme histochemistry and differential white cells on the 
Technicon Hemalog D. In: Advances in Automated Analysis, Technicon International 
Congress 1970, Volume 1. Therman Associates, Miami, FL, p 437 (1971) 

Saunders AM: Hemalog D system - recent development. In: Advances in Automated 
Analysis, Technicon International Congress 1972, Volume 3. Mediad Inc., Tarrytown, 
NY, pp 27-32 (1973) 

Groner W, et al: Peroxidase activity of human monocytes as a function of pH and 
fixation observed with the Hemalog D. Presented at ACHE II (2nd workshop of the 
Automated Cytochemistry and Hematology Exchange), Marlow-on-Thames, England, 
May 22-23 (1980) 

rnmwmM/f&mzm 

Cremins ft Oriik fH# > 


- Cremins ft Oriik 


ADVIA 120 BASO IWJ^Ef ’ 

wmm - * am • 


l(MN)|Kn^(4tiI(PMN)|I S 




##1fg 

Cremins J and Oriik J: Leukocyte differential method. US Patent 5,518,928 (1996) 



’ mhfl DIFF ^MMADVIA 2120/2120i * 

DIFF TIMEPAC 


REF 

an a n« 

rm 


WW 


00739500 

T01-3621-52 



DIFF TIMEPAC 


- 

T01-3630-01 

PEROX |l 


PEROX 1 

2 x 650 mL 

- 

T01-3631-01 

PEROX |l 


PEROX 2 

2 x 305 mL 

- 

T01-3632-01 

PEROX|l 


PEROX 3 

2 x 585 mL 

- 

T01-3633-01 

7 

i 

perox mm 

2x2725 mL 


ADVIA 120 BASO 





REF 

JitppiitSn! 

rnt 


raw 

ii(mL) 

- 

T01-3629-01 

| BASO | 


BASO 

2 x 1100 mL 


ADVIA 120 SHEATH/RINSE 

REF Sn H n« WSt WW *fc»(mL) 


02337140 

T01-3664-01 

SHEATWRMSE 


10 

01554628 

T01-3623-01 

SHEATH WN St 


20 


ADVIA 120 PEROX 1 


OSpps^ to 1-3630-01 ) 2 x 650 mL 
ADVIA 120 PEROX 1 

> 0.36 mmol/L 
’ 620 mmol/L 
IRftft ’ 8.35 mmol/L 
Ef3gf > 5.7% 

BRIJ-35, 0.100 mmol/L 



R20 21 R3t> 37 3S. R4U. R43 


S26, S36'37, S45, S51 


m ° ° ®a * ° srat * « 

* • $p*fww ’ - mm 

MtTMSIJMTOSI^# • ’ iSi£gp#A«A« 

m ° miEmmmnmmm ° 




ADVIA120 PEROX2 

Otnn^ T01-3630-01 ) 2 x 305 mL 
ADVIA120 PEROX 2^- : 
4-Chloro-1-naphthol, 44.8 mmol/L 
rMM ’ 99.2% 


ADVIA120 PEROX3 

(MppIS T01-3630-01 ) 2 x 585 mL 
ADVIA120 PEROX 3^ : 

StH7jc ’ 0.3% 


ADVIA 120 PEROX SHEATH 

(MppIS T01-3630-01 ) 2 x 2725 mL 
ADVIA 120 PEROX SHEATH : 
pfZlgf ’ 4.06 mol/L 

PEROX *#» <* 


REF 

iln n n« 

rm 


*®(mL) 

03624240 

T01-3633-54 

2 

7 

i 

PEROX TO 

4 x 2725 mL 
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15°CB 30°CW«T : 


• ADVIA 120 BASO * ADVIA 120 PEROX 1 ' ADVIA 120 PEROX 2 ' ADVIA 

120 PEROX 3 ADVIA 120 PEROX 90 ° 

f3uEp 0 p^p H pWp 0 p 

mm 2 °cb stiiif > mmmmm * advia opupomt osp^ 

T03-3682-01 >ADVIA SETpoint SlEp n p(PN T03-3685-01 )ftj ADVIATESTpoint [fllMrui 
ftiiri (MJS PN T03-3686-01 - fg ; T03-3687-01 > IES ; T03-3688-01 > j^) 

Wm'ik ’ $PTOM^*2 0 CB8 0 CP^3S±iT^#|g ’ ADVIAOPTIPoint^7^ft 
S/S • ADVIA TESTpoint 10 ’ ADVIA SETpoint K B n nft 5 ^ 

BSS! ° 

WE 

&mmmoRe\\cs nwE °siemens mm advia 

SETpoint SlHpp (*p n p§I T03-3685-01 ) ° Wlf®p n nl^ ’ !f##H 5 M ° 
BT^'il'frBTIlftfTSiEiaS: 

• > mi«f n D n f n n Bfii4iMi° 

• 


PP g pp/Tn: 



'»n ’ mmm^t 2°cm 8°cw«T^3i°■ \mmm 

Wfi (15°CM30°C) 






m m advi a i 20 mmmn 72 ^nm±mm ° m 15 mEn * 

^ii«wfflitA»wmf^fii^is»«Az:HP5iffMJ ’ mmm ' 24 > 36 * 

48 > 56 ft 72 /JnB# iTOMffif'M ° ’ MS 

MtfcfS# 2°CB 8°CT#HAB^ EDTA ff° 


m^mmwBc d\ff 0mm^m^mmmmmmmmm^(2)immm (« 

frit ® A) M ° 

#® Iflffitt (ftHf) tftffi&S&UBB (AH#) 


%NEUT 

36 

72 

%LYMPH 

36 

72 

%MONO 

72 

72 

%EOS 

8 

72 

%BASO 

72 

56 

%LUC 

72 

72 


mn ADVIA 2120/2120i lijimmm * ftfr ADVIA120 WBC diff 

^ffift^^p a pWn n pW ' KlHp n n ' ADVIAOPTIpointBA” AAtW 

mmmm.m ° 


iii ADVIA 2120/2120i 
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0.9 

1.6 

% LYMPH 

31.3 
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1,00x + 0.8 

0.997 

1.7 
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0.92x + 0.6 
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WiffllMZ EDTA ADVIA120 autoRETIC 
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WW tl(mL) 
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0.16 
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28.9 

0.2 
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r 
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#RETIC(10 9 /L) 

Technicon H»3 TC 

0.79x + 7.8 

0.903 

13.6 

%RETIC 

Technicon H»3 TC 

0.82x + 0.2 

0.925 

0.4 

CHr(pg) 

Technicon H»3 TC 

0.96x + 4.2 

0.940 
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36h 

56h 

RBC (10 6 ///L) 

48h 

72 h 

HGB (g/dL) 

72h 

72h 

MCV (fL) 

8h 

24h 

CH (pg) 

36h 

53 h 

CHCM (g/dL) 

8h 

24h 

RDW (%) 

72h 

72h 

HDW (g/dL) 

72h 

72h 

PLT(10 3 //zL) 

48h 

48 h 

MPV (fL) 

8h 

8h 

HCT (%) 

★ 

★ 

MCH (pg) 

n/a 

n/a 

MCHC (g/dL) 

★ 
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mm 
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SD 

CV% 

3.818.6 

5.91 

0.16 

2.7 

4.116.0 

4.82 

0.05 

1.0 

10 M 16 

13.3 

0.11 

0.8 

76 S 100 

81.0 

0.3 

0.4 

24^35 

26.5 

0.05 

0.2 

29 IE 34 

30.6 

0.14 

0.5 

12 1> 15 

12.3 

0.07 

0.6 

1.913.0 

2.56 

0.02 

0.8 

140 S 360 

256 

6.9 

2.7 

7 3g 9 

8.1 

0.11 

1.4 

33^57 

★ 

★ 

★ 

24 3? 31 

n/a 
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28 3E 34 

★ 

★ 
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«m mm 


y= 
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Sy.x 

mm ft 

mm 


1.06x - 0.74 

0.997 

1.42 

0.4% 

0.02 M 21.83 

20.48 31409.55 

0.46x10 3 ///L 
4.1% 

0.98x + 0.11 

0.997 

0.07 

0.2% 

0.0 M 2.65 

2.65 3E 6.76 

0.03 x 10 6 /// L 
1.1% 

I.OIx-O.2 

0.997 

0.2 

0.2% 

0.018.6 

8.6 1? 22.5 

0.2 g/dL 

2.5% 

0.90x + 9.6 

0.994 

1.1 

★ 

★ 

★ 

I.OOx + 1.2 

0.990 

0.6 

★ 

★ 

★ 

1.17X-6.5 

0.974 

0.5 

★ 

★ 

★ 

0.86X + 1.3 

0.980 

0.6 

★ 

★ 

★ 

0.98x + 0.06 

0.959 

0.13 

★ 

★ 

★ 

1.08X-2.0 

0.991 

27 

0.1% 

5 208 

205 3? 3983 

10 x 10 3 / // L 
4.9% 

0.76x + 0.9 

0.925 

0.4 

★ 

★ 

★ 

★ 

★ 

n/a 

★ 

★ 

★ 

n/a 

n/a 

n/a 

★ 

★ 

★ 

n/a 

n/a 

n/a 

★ 

★ 
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1.02X-0.6 
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1.6 

%LYMPH 

36h 

72h 
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31.3 

0.9 

2.9 

I.OOx + 0.8 
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1.7 

%MONO 

72h 

72 h 

4gg9 

7.2 

0.5 

6.9 

0.85x - 0.3 

0.943 

0.8 

%EOS 

8h 

72 h 

1 gg7 

3.4 

0.3 

8.8 

0.87x + 0.2 

0.979 

0.4 

%BASO 

72h 

56h 

oil 

0.5 

0.1 

20.0 

0.67x + 0.0 

0.772 

0.2 

%LUC 

72h 

72 h 

i i4 

2.5 

0.4 

16.0 

0.92x + 0.6 

0.994 

0.7 


9-58 



retic 

ts wmy retic ' mmmmmmmm « 




mm 






B^il 

fit 

±%fiit 

SD 

cv% 

#RETIC 

24h 

72 h 
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7.7 

13.3 

CHr (g/dL) 

24h 

72 h 

24 3g 36 

28.9 
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★ 

★ 

★ 
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0.82x + 0.2 

0.925 

0.4 

★ 
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0.79x + 7.8 

0.903 

13.6 

★ 

★ 

0.96x + 4.2 

0.940 
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★ 

★ 

★ 

★ 

★ 
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»ft&B#|»®j * WtfxOT#® : 

1. A Operations (IHfB) ^JpA ’ Ml? Autoslide Control (Autoslide ££ffj!j) ° 

2. A Autoslide Control (Autoslide g? 0 J) MIS A ’ Ml? Startup (^flifj) > $£|IMI? 
Start (PS^)° 


ADVIAAutoslide®S^M-^AI 


10-13 



° M^st^itfr MR ’ m 

m Data Manager ( WM^) OTXW Order Entry (flfMSA) HX ’ B SLIDE ( 3 $ 

if) ” *” «MxfiA[§^x ° ■ KBMtmaiM ° 

1 . ^t Data Manager (AHfiP Order Entry (XffAit^faA ) ° 

2 . £ Order Entry (XflA^ltA) HXA ’ WllltmEWXflAgAr^ilM-f® 
ff^XfPfg^ ■ 

3. m slide o&tf-) ’ mmw ok ° 

4. ™ i - 


BAffiM Autoslide ° 

1. * ADVIA 2120/21201 - 

2. ^Operations (fUfA) ^JpA ’ Hf? Autoslide Control (Autoslide 


3. X Autoslide Control (Autoslide ©$U) MX A ’ Mf? Manual/STAT Door (X 

m/mmn) mm ■ start cm^) ° 

4. pot* ’ * mmxbmmwihx° iw^@£ 

XAJAHA ’ $nB*B»§§± ’ 


5. 




° ^mmvjmmtmm 
30 «° miiw > mmft p* ° • 3 sx«t 

»A ■ AIM 


6. fSATOTXMXMX ° * IMXSj/ till 

7. MIAt/ffiffi Autoslide KJlE'/f ffifP ° 
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ADVIAAutoslide®§OTfXr^ 



giffl Autoslide Reset Autoslide (MffiSB 

Autoslide )SI5»Operations( Autoslide Control( Autoslide 

wj) mm* 

Autosiide mm. ° mmmm&tmt > mmraMffM 

65 Autoslide §|g • Autosiide H|M|g§M®m5»« * ° 

mmmm • i6 #$t - 

Autosiide fill (Fast Stop ('Kf#)) 

^-tfeU Autosiide Fast Stop ('Rff ) Jgffi - IftBMIl 

05® Operations (Sf6) ^1^4^65 Autosiide Control (Autosiide g?®J) )f|Jg » 

Autosiide HIM ° 

” m¥’ ° 

l&f?” SfHt ’ Stainer Evacuation (^H 

)° 



ngMff mmmm <■ mn«4«n±!£@ • 

’ WtfrOT#® : 


1. ^Operations (SfP) ’ Mf? Autosiide Control (Autosiide ££$[() ° 

2. Autosiide Control (Autosiide gffjiJ) ’ M£P Shutdown (BSM) ’ f¥i¥M 

W Start (H§&)- 

MHiHS 

mr s^wr 'fe'&mmr hm” mm Autosiide mft* 


ADVIAAutoslide®SM-^M-| 
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ir m Autoslide 90°lffi 

ADVIA Autoslide 90° ° 

mmm > mtiummmm - 


• MM&PPPiriMMM ' • 



M ADVIA Autoslide $£###&&&& 0. 3$ (1 MX) • 

1. «*PS 9O10gfff - » 

✓X# •' zgffi Autoslide ° 

2. M ADVIA 2120/21201 ° 

3. »$!M±w oft ( wm ) ’ mm advia 2120/21201 

^MSfrtb 0 ^litftII/T<$flT7flJ6. : ” communication error with autoslide (ffl 
Autoslide ” ° Autoslide - 

X# : Autoslide ° 

4. Mth Austoslide )° 



U 
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ADVIA Autoslide®§ajtWr$ 



5. 





6 . 





ADVIAAutoslide®^^! 
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7. 





4.M*« 


1 


8 . 


Autoslide §gij 


Jc?^±i*WfT • 
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ADVIAAutoslide®SftWr$ 





1 




4 

ffl 6 

at Autoslide ##£# • 'Mt fJXJLAS# > 

JU&Jfr Autoslide&M&& 0. 3% (1 MX) ° 

10. MfrM Autoslide > }ff Autoslide WMW^\U~\sl ° 

11 . 

12 . 

i 3 . • m advia 2120/21201 ftmmmmm ° 

Autoslide WMMJ&M& ° #ff Autoslide ’ 

° HAiL Autoslide ° 


Autoslide 

May-Griinwald Giemsa 

May-Grunwald Giemsa ADVI A Autoslide 


ADVIAAutoslide®§^j=V^j=V^ 
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mmmm 

ADVIA Autoslide * Ht A» 

Pappenheim ^AAJlt^nlfe'feM ■ 

ADVIA Autoslide Wfgft° ADVIA 

2120/212oi frmmm:mmmmmm.K * immtmmm 

i«»A ° Autoslide ° 

-mmsmm&ijm'mm&m ■ 



1. jjnA May-Grunwald AffeM ( A'&fPJ) (DN1) ° 

2. SfcAStft ° 

3. f#,‘ I VnPA May-Grunwald AAA 1 ! (AAfffJ) (AN2) ° 

4. jjnAM®MA?#f? May-Grunwald AfeM (AAFf 1 !) (DN3) ° 

5. Pg(AN3)° 

6. jj[]Af#Si^ Giemsa (Atfe^J 2) (DN3)° 

7. g^(AN7) o 

8. inA'^A'/S (»/Jc) (DN7) o 

9. gf^(AN7) - 

10. JPA'I^M («/Jc) (DN7) o 

11. fg(AN7)" 

12. g^(AN4) " 

13. inAW(DN4)o 

1 4 . mwm 


12 


13 


14 
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ADVIA Autoslide®SArAAA 









































































dni d 

32 

1 

dn2 (M.WMD 

8 

1 

dn3 mmmmn) 

13 

1 

DN4 (TO) 

3 

10 

DN7 ('«*) 

18 

2 

AN2 

8 

1 

AN3 

31 

1 

AN4 

31 

1 

AN7 

18 

3 

TOS(mL) 1.6 

^feM(mL) 3.6 

5 
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u.\sm sfmn« 

Howell-Jolly /Jn|S 

Auer $®f& 


WM& 

sifiifiifi 


mmw 

May-Grunwald HSjI; 






mumm 




mmmmm ° 




MEOT ’ MM&i 

1 ° 



REF 

F*3WtJ 

mt 


00283949 

May-Grunwald 

(j)STN 

4 x 25L 

00327415 ( H#) 

1 


00283167 

00327733 ( B#) 

Giemsa y^M 2 

(§)STN 

6 x 0.5L 

00284988 

May-Grunwald 
Giemsa MffiM 

6buf 

4 x 25L 

00286794 

00326788 ( 0#) 

Elf 

(JCHjDH 

4 x 25L 


ADVIAAutoslide®SPtS^ 




06837687 


ADVIAAutoslide 


10L 


0ms 


1 -May-Grunwald 

• tpM ’ 99.65% 

• ’ 0.35% 




R39/23/24/2 5 

S7, S24, 
S36/37, S45 


^f# / 7f# / ^w r 

• m&Mm&jt ■ XM&tM&i&M*’/##-?*- • *>mt 
a > tijL?r4£W£ fm (jtditftMmMtMM) ° ## r# 


A 

R11 

S16 




SlifeSJ 2-Giemsa 


• Ef3g| , 56% 

• tfrfl’43% 

• ^FSMH^E ’ 1% 


R39/23/24/2 5 

S7, S24, 
S36/37, S45 


^T# / ## / ^ »« 

a > #&#***£ wm (ptatteiMtMM) °'t#rs$° 



$&&M f / 3£SM • amAM-gjtM °&#rs$° 


R11 

S16 


May-Grunwald 


• Phosphate 


• IWffl 


ADVIAAutoslide®^/t^>tM 
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• Ep@f> 99.8% 



R39/23/24/2 5 

S7, S24, 
S36/37, S45 


a > njL? F j$jL§± fj# °&#rs$° 


b 


f$£SM ! tfJtSMt • tftfAtf-tfjtiUB - ftf 


R11 

S16 


' MiWnW* i5A~25AMm«#fg • 

ffl^psi^ffl»p n pm?T^wiws«Siasf?s ° 

15°C~30°CW3t±i • MiJ»n H nfSfg±EP*WMA^ 

«/£«° 

-fiJTif Alt » §»* 45 A A#f£?«£ • 

ff^si° 

WltitiM ’ If## ADVIA 2120/2120i 4 


imx&wxrx k^-v x 76 x 1 mm) 
A A : 76 x 26 x 1 mm 

: BWM ' Hl% ' #a ^ 


HIkM Siemens » 

mm 

May-Grunwald Giemsa ° MH > 


ism 


ADVIA Autoslide SLAVISH# * May-Grunwald Giemsa 

m mmm .»• 

m^n 
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ADVIA Autoslide®® AJfeAD 







1. White WL, Erickson MM, Stevens SC. Practical Automation for the Clinical 
Laboratory. St. Louis, MO, CV Mosby Co., pp 476-487 (1927) 

2. Moss ED. Automated Slide Staining in Haematology. Can. J. Med. Tech. 30 (5): 
169 (1968) 

3. Langeron M., Precis de microscopie, Masson, Paris 6eme ed., pp 566-585 (1942) 


Wright 

wnght advia Autoslide ' 

mmmm 

ADVIA Autoslide * lit A» 

Romanowsky g§ - 

ADVIA Autoslide Wfgfti$£ i • AtADVIA 

2120/21201 

°Auto S iide^iasMAM>t«>t»*^>twifi:gjiAsta ° 


1 234 5678 9 10 11 



1. DoAeill Wright ^ Wright - Giemsa ^feM(DNI) ° 

2 . SScAWf ° 


3. ;fAABAflA Wright ng Wright - Giemsa l?cfePf!j(AN3) ° 

4. tflAB&AA Wright gSc Wright - Giemsa Af(lA(DN3) ° 

5. #A(AN7) " 


ADVIA Autoslide®^)t^AI 
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6. (1WO (DN7) ° 

7. JA$(AN7) ° 

8. («7jO (DN7) o 

9. f#A(AN4) ° 

10- iDA?i(DN4)» 
ii. ®W" 


1+ 

DN1 (*ft| 1) 
DN2 mUM) 


dn3 mmmmu) 

DN4 (m$) 

DN7 

AN2 

AN3 

AN4 

AN7 




32 1 

22 0 

8 1 

31 0 

24 2 

22 0 

8 1 

31 1 

24 2 


: AttAH22 mm AN2 mi DN2 i+ » 


Ef3||fi(mL) 1.6 

^feM(mL) 3.6 

25 

wmmm m 

mmm 




mm > m*wm 


mmm.it 

mi 


° am.- 


ffiKA 

mmm 


Ffe 


mmm 


m 




mmmm. 


0 fMAfe ’ 
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ADVIAAutoslide®SA^A^ 



i» 


mmmmm mmm 


nmmmw& * 




Mil 


*im« mmm 


ffitm - «w«i 

’ nrtg»§ffEfeSI 


ifn/Mjx 


IT rfn at 


Howell-Jolly /Jn 

ttlM/MS 




1/Jn * wmmw& • 




imtiu^u limn 




Auer /Mg 

IIM§§l;«0 

• mmm 


mx& 




• M®i)a![raa 


5n m7h p^l 


ADVIAAutoslide®S^jtl 
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08100142 

Bfr« Wright 

(l)STN 

0097053 ( 0#) 

mm\ 

08100290 

B mm Wright 

mmm 

6buf 

08096412 


C) ch 3 oh 

00096669 (H#) 


06837687 

ADVIAAutoslide 

0 R " S 

mm wright %km\ 

• Epgf > > 99% 


• > 0.3% 



4 x 3.8 L ( 1 MM 

ifnirs) 

4 x 3.8 L ( 1 MM 

ifnirs) 

4 x 3.8 L ( 1 MM 

ifniw) 


10 L 


& 

R39/23/24/25 
S7, S24,S36/37, 
S45 


4-# / « / at* ' • >Xt 

M&S0 • mjb&ffi&M • $(#&**’&&** ° 

a > #*#**££ fm °&#rs$° 



r$£3M ! 3£3M • i&mxm-£jL*UB °&Jf?S$° 


R11 

S16 


3fcESM Wright MWlM 


• Phosphate 


¥m 

• m$> 99.8% 



R39/23/24/25 
S7, S24,S36/37, 
S45 


• >Xt 

M#&8 • jg&MMA# • f 

a > tiJL?pj$4L§£ fm (jZiitftM&mMM) °'t#rs$° 



R11 

S16 


! f$£3M • 
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ADVIAAutoslide®Sft1^11 













mmmi - i5 o c~3o o ca^«^^HM 


15°C~3O°C0^3l±i > MlJ«p n p«±EPM®WM®J6 

M” 

-msmz.® ’ ^ ike 45 • 

IfA^E° 




If# ; 


ADVIA 2120/2120i 


l®|f(26 x 76 x 1 mm) 

A/Jn : 76 x 26 X 1 mm 

: mwM' mn' mytm 

HtbM Siemens • 

mm 

b mm wright m® ° issMAwefMH * wai 


urm advia Autosiide > mm Wright 

s. ’ mmm ° 

m^n 

#«§ 

1. Romanowsky DL. On the Question of Parasitology and Therapy of Malaria. St. 
Petersburg Medical Weekly 16: 297-302 (1891) 

2. White WL, Erickson MM, Stevens SC. Practical Automation for the Clinical 
Laboratory. St. Louis, MO, CV Mosby Co., pp 476- 487 (1972) 

3. Moss ED. Automated Slied Staining in Haematology. Can. J. Med. Tech. 30 (5): 
169 (1968) 


ADVIA Autoslide®S1MffeMf 
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cvcv 



Wright Giemsa 

Wright Giemsa Als AP§f? * M&^fc ADVIA Autoslide AjiAAfS. hjflfj'iTlt'A' 

#fMig«AlAAigAfi° 

IBM ’ ° 

mmmmm 

ADVIA Autoslide * Ht A» 

AM Romanowsky £§ AKUt^nAAM - 

ADVIA Autoslide MAAAitJ^-f®iH M^M, • AtADVIA 

2120/212oi amammwmsa ’ mwmc<mmm 

«J*JtA ° Autoslide • 

AfeMU 


1 234 5678 9 10 11 



1 ■ BnAHASM Wright ^ Wright-Giemsa AlMffl(DN1) ° 

2 . AAJSM ° 

3. itJf^QSdltM Wright A Wright-Giemsa AlM??!j(AN3) ° 

4. Wright gSc Wright-Giemsa AAfBJ(DN3)° 

5. f^(AN7) " 

6. BnA^A/K (MtIO (DN7)° 

7. g^(AN7) " 

8. BnAA/AIS (^iAk) (DN7) ° 

9. f^(AN4) " 

10. BpAW(DN4) • 

11 . *• 
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ADVIA Autoslide®SAAA$ 






























































DN1 

32 

DN2 (MffiM) 

22 

DN3 

8 

DN4 (TO) 

31 

DN7 ()^5fcm) 

24 

AN2 

22 

AN3 

8 

AN4 

31 

AN7 

24 


1 

0 

1 

0 

2 

0 

1 

1 

2 


22 mm an 2 dn 2 # = 


TOm(mL) 4 

^feM(mL) 3.6 

mmttm 0 /*) 25 


Hit ’ m 


mmm.it 

«ii 




IHKfr 

mmm 




mmm 


m%m 


mmm 


m 




mm 1 


mm& > 




MJtft ’ nTtgR§ffEfeil 
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IIM 

IT rfn St 

Howell-Jolly /HU 






|/Jn ’ 

’ &«g«iw 


; p ■ 
:pp. 


Auer /Jn 




WJM 

Sifi tcti 


p^l 


MBEfi 

REF 

08096536 
00097185 ( g#) 

08097532 


Wright Giemsa 
Wright Giemsa 


K/L 


(J)STN 

6 buf 


4 x 3.8 L (1 Hf| 

tlll'm ) 

4 x 3.8 L (1 m 

tlPlTO ) 
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ADVIAAutoslide®®^^ 




08096412 Eft 

00096669 (0#) 



4 x 3.8 L ( 1 MM 

ijPiw) 


06837687 


ADVIAAutoslide 



10 L 


wright Giemsa 

• Epfjf > > 99% 


& 

R 39/23/24/2 5 
S7, S24,S36/37, 
S45 


** / ^f# / ^ • >xt 

a ’ #*#**££ m (£i§tteM0i&MM) °&trs$° 


6 

R11 

S16 


&&&M ! i$£3M » *ua °&#rs$° 


Wright Giemsa 


• Phosphate MUlW J 


• MM 




99.8% 



R 39/23/24/2 5 
S7, S24,S36/37, 
S45 


M&Si§ • m&mm&M ° • >#^,#^44#^ 

if » #j fm °'t#rs$° 



mum! mum • mm3cm-m±mm • ° 


R11 

S16 






1 5°c ~30°c 




ADVIAAutoslide®^>f^>tM 
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-Afimz.® ’ mmi£45 ° 

if ##!ts ° 

WSS*«Wmm ’ If## ADVIA2120/2120i ° 

®SS*M6mft ’ If## ADVIA 2120/2120i ° 

ffi«M-(26 x 76 x 1 mm) 

#/Jn : 76 x 26 x 1 mm 

JffiM : J mWA ' ' ©A# 

HtbM Siemens ° A# '■ 

mu 

Wright Giemsa ° {B®S#@AM£?®JICH ’ ##!£# 

A®#'/Km ° 

BM 

#M5f ADVIA Autoslide SASfeA* ’ Wright Giemsa 

mm > - 

m^n 

##*§ 

1. Romanowsky DL. On the Question of Parasitology and Therapy of Malaria. St. 
Petersburg Medical Weekly 16: 297-302 (1891) 

2. White WL, Erickson MM, Stevens SC. Practical Automation for the Clinical 
Laboratory. St. Louis, MO, CV Mosby Co., pp 476- 487 (1972) 

3. Moss ED. Automated Slied Staining in Haematology. Can. J. Med. Tech. 30 (5): 
169 (1968) 


-ns: 


Autoslide 




mm 

• /i/AHifeMtS/Afl 


ADVIA Autoslide®®#^#^ 



wmm&mmwm 




XB. 


mmmwmmm.^ 

Zl\## 

&%/&&&&&&&&# ’ *+**&# ° • 

1 ■ MSI3v.NL'° 



ADVIAAutoslide®^^! 
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3. 


mmm * ° 
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ADVIAAutoslide®®^^ 



/ St 

Mtffr tCNcas) M29-A 

MX# ’ Fp (Protection of Laboratory Workers from infectious Disease Transmi tted 
by Blood, Body Fluids, and Tissue, 2nd edition; Approved Guideline (1997)) 

ttf&mDiifM# ’ frjt mm wmmpowm • mm/*&&#& 

mm A ’ ° 

Autosiide 

° 

i. ’ nmr ?» 



2. M ° 

3. • 


ADVIAAutoslide®^^! 
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mmmmm ° 


cQs 

«/ 

r&#*& ■ *&*.&*$*?&&»&*. > • gMutrt 

• **#&&*htuRX*3& • #j tv**** fM • 


ft 


*f jf 


fgf&SMA 


&#*.&—£ jk*LM • 


mnmmmmmm 


1. # ADVIA 2120/2120i > M? Procedures (iifl) ■ f^MIl? Clean 

Autoslide (}ffDg Autoslide) ° 

Clean Autoslide ('/f/S Autoslide) HfPfTif ° 


2 . HI? Weekly Shutdown (§*) > - 

WftM0*jt ’ WitrSmSiM > • 

4. (£ Clean Autoslide ( : MM Autoslide) HfPB > HI? 

Weekly Startup (ftJU^Sfj) 0 

5. 







> &&4f > MitM&mff&mu 


t(NCCLS) M29-A 

MX# ’ Pp (Protection of Laboratory Workers from Infectious Disease Transmitted 
by Blood, Body Fluids, and Tissue, 2nd edition; Approved Guideline (1997)) 
ttf&tmifM# ’ &jt##4±#0j&§h#4tMi*H$# ‘*j t# &4‘*H #/*&##£• 
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ADVIA Autoslide®SB^B^ 










£4r! 


BrttMfr&t° > #j t#*£Wjk ffM • 


^ SM 

rs$&%m& • iim±M-gjt&m • 



4Hta Autoslide ^ 4P&&S& i$m<J Tffiibfc?/ • MMM GH& 
Autoslide ’ rfqJd Autoslide M# ° 

1. Standby (#$!) Autoslide • 

2. IlfT®*iP5' 



ADVIAAutoslide®^>t^>tM 
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10-40 


ADVIAAutoslide®®^^ 




1. 


Autoslide ^ 


2. MT JSJI^MSfT MM 



3. 

4. 




rtra?Ji«±Wj5jfWa±^ 




A 




’ £Btff >£>%#& ’ Mit£M&HUtAilu 
° MMaApPfMMM ' MP^MfpPArMM • 

Mtfff t(NCCLS) M29-A 

MXff ’ %P (Protection of Laboratory Workers from Infectious Disease Transmitted 
by Blood, Body Fluids, and Tissue, 2nd edi tion; Approved Guideline (1997)) 
ttfjmmmffMff ’ pfjl i$0m mjft 
an,4 > • 

mmm p h p ; 

• mmnw 

• » 

mm : 2 5M 

: mm 


ADVIAAutoslide®^pt^>tM 
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mwLMMnm 

1. ^E Operations (Upf?) ’ Ml? Autoslide Control (Autoslide gsffjiJ) ° 

Clean Autoslide CMM Autoslide) ®P#TI§ ° 

2 . Special Functions (f W&MiD nKh l 4 : ’ HI? 

Smearing Tape (i^)" 

3. Smearing Tape Options () T ’ HI? 

Replace Tape 

4. fXM Autoslide ° 

5- ° 



6 . » 

7 . mzammfttm ’ * mmmim ° 



8 . > ttnmmmm&Tmmmi: ° 


ffi 
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ADVIAAutoslide®®^^ 



& HflFtl Autos 1 ide > **###*.#&Z AM A### TffiiHfcf'J • A&&X tfffl 

kl Autoslide # ifMMM ^ T# » rfnJL Tib## Autoslide M# ° 

1. IfpSfl Autoslide ° 

2. fsmmrimm * - 


S 



ADVIAAutoslide®^^! 
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fcdUkM M 0 tASL Stop (ASL 1?jt) MM • > MSf 

Autoslide Mt&fc ° 



6. Ready ( \$M ) Autoslide ° ° Autoslide W\- 

#ifr WvkWbik ° ■ 


H Autoslide 


Autoslide 




Autoslide 




m %m Siemens 


BF3 


mzmm Autosiide • «simr > mm 

«#®«MT®i*P?*t§® - Mm&mmmmmmmmiEnmmxm « 




Failure * ®TtS§§tfifJM Autoslide ° ® Warning C- 


ih 






Autoslide * «S'[f SET 


bii 30 


js 7H 


®^ADVIA 2120/2120i 


Autoslide ,>P0l®Mfi 
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ADVIAAutoslide®®^^ 




mmmmmm (Autosiide mmmw ° 

red (life) > ’ m&mmy 

MECHANICAL INITIALIZATION (»M) (Wi*W4)"W^ 

Itfe^fS RED (life) - fefe RESET SMEARER( MEMfe^) ’ fefeWISfS” Ready 

( m ) ” (life) ’ mummmmmmmnmmimmmm ° 


fg /^3 

AutoslideRED (life) - IIMISit * RESET 
AUTOSLIDE (MgAUTOSLIDE) MimfjWmtbit ’ ° 

Hfe 4 

Autosiide iffM^m#eam3M)iifeiBiiferimsigfe - * mmim 

jtSi§f£feftMfe ’ MW Details («|) TMW <* 


fg/n :5 

Autosiide mwmmmmm »JsitMMiTMfa 

ADVIA 2120/21201 fefefiMffilg ’ 7^7§riWM ° 




(HR 





Hfitt 

mmm 


asl-dmxM® 

mm 

mm 


WfWfMllfeiWiSM Autosiide > 

m m>m • ispiim * wig 
MfimKm/ITPI advia 

2120/2120i fefefieiM® 

ASL-^rfeMHt— 

f?± 

mm 

Autosiide 7»feW£PllM7 
IliiW Alarm/Stop (#fg/fe 
it) H^P ’ Mfeffeih 

W7tf$®Wh®EJ® Autosiide > 

Autosiide S® > WBM Siemens fe 
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